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“To measure is to know.” 
Lord Kelvin 


“We should measure what is measurable 
and make measurable what is not as such.” 
Galileo Galilei 


“Science begins when they begin to measure ...” 
“Exact science is inconceivable without a measure.” 
D.I. Mendeleyev 


“... for some subjects adds value only an exact match 
to a certain pattern. These include weights and mea- 
sures, and if the country has several well-tested stan- 
dards of weights and measures it indicates the pres- 
ence of laws regulating the business relationship in 
accordance with national standards.” 

JK. Maxwell 


Preface 


During the 125th anniversary of the Metre Convention in 2000, Steve Chu, now Pres- 
ident Obama’s Energy Secretary and a one-time metrologist, spoke and included the 
now famous quotation: “Accurate measurement is at the heart of physics, and in my 
experience new physics begins at the next decimal place”. 

Metrology, as the science of measures or measurements traceable to measurement 
standards [323], operates with one of the most productive concepts, i.e., with the con- 
cept of measurement accuracy, which is used without exception in all natural and tech- 
nical sciences, as well as in some fields of social sciences and liberal arts. 

Metrology, by its structure, can be considered a “vertically” designed knowledge 
system, since at the top level of research it directly adjoins the philosophy of natural 
sciences, at the average level it acts as an independent section of the natural (exact) 
sciences, and at the bottom level it provides the use of natural science achievements 
for finding solutions to particular measurement tasks, i.e. it performs functions of the 
technical sciences. In such a combination, it covers a range from the level of a knowl- 
edge validity criterion to the criterion of correctness in the process of the exchange of 
material assets. 

For metrology the key problem is to obtain knowledge of physical reality, which 
is considered through a prism of an assemblage of quantity properties describing the 
objectively real world. In this connection, one of the fundamental tasks of metrology is 
the development of theoretical and methodological aspects of the procedure of getting 
accurate knowledge relating to objects and processes of the surrounding world which 
are connected with an increase in the measurement accuracy as a whole. Metrology, 
as the most universal and concentrated form of an organizing purposeful experience, 
allows us to make reliability checks of the most general and abstract models of the 
real world (owing to the fact that a measurement is the sole procedure for realizing the 
principle of observability). 

Metrology solves a number of problems, in common in a definite sense with those 
of the natural sciences, when they are connected with a procedure of measurement: 


¢ the problem of language, i.e. the formalization and interpretation of measurement 
results at a level of uniformity; 


¢ the problem of structuring, which defines the kind of data which should be used 
depending on the type of measurement problem being solved, and relates to a system 
approach to the process of measurements; 
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¢ the problem of standardization, i.e. determination of the conditions under which the 
accuracy and correctness of a measurement result will be assured; 


¢ the problem of evaluating the accuracy and reliability of measurement information 
in various situations. 


At present, due to the development of information technologies and intelligent mea- 
surement systems and instruments, as well as the growing use of mathematical meth- 
ods in social and biological sciences and in the liberal arts, there were a number of 
attempts to expand the interpretation of metrology [451] not only as the science about 
measurements of physical quantities, but also as a constituent of “gnoseo-techniques”, 
information science, “informology” and so on, the main task of which is "to construct 
and transmit generally recognized scales for quantities of any nature", including those 
which are not physical. Therefore, it remains still important to determine the place of 
metrology in the system of sciences and its application domain more promptly, i.e., its 
main directions and divisions [9, 228, 429, 451, 454, 503, 506, and others]. 

It is possible to analyze the interconnection of metrology and other sciences from 
the point of view of their interaction and their mutual usefulness and complemen- 
tariness, using as a basis only its theoretical fundamentals and taking into account a 
generally accepted classification of sciences in the form of a “triangle” with vertexes 
corresponding to the philosophical, natural, and social sciences [257], but paying no 
attention to its legislative, applied, and organizational branches. 

Among such sciences one can mark out philosophy, mathematics, physics, and tech- 
nical sciences, as well as those divisions of the above sciences, the results of which are 
actively used in theoretical metrology, and the latter, in its turn, provides them with 
materials to be interpreted and given a meaning to. 

It is known that in an application domain of the theoretical metrology two main 
subdivisions can be singled out: the general theory of measurements and the theory of 
measurement assurance and traceability. 

The general theory of measurements includes the following directions: 


* original regulations, concepts, principles, postulates, axiomatic, methodology, 
terms, and their definitions; 


* simulation and investigation of objects, conditions, means, and methods of perform- 
ing measurements; 


¢ theory of scales, measures, metrics, references, and norms; 

¢ theory of measurement transformation and transducers; 

¢ theory of recognition, identification, estimation of observations, and data process- 
ing; 

¢ theory of measurement result uncertainties and errors; 


¢ theory of dynamic measurements and signal restoration; 
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¢ theory of enhancement of the measurement accuracy, sensitivity, and ultimate capa- 
bilities taking into account quantum and other limitations; 


* automation and intellectualization of measurement information technologies, inter- 
pretation and use of measurement information in the process of preparing to make 
decisions; 

¢ theory of the optimal planning for a measurement experiment; 

¢ theory of metrology systems; 


¢ theory of measurement quality estimation, as well as of technical and social-eco- 
nomic efficiency of metrology and measurement activities. 


The theory of measurement assurance and traceability consists of the following direc- 
tions: 


¢ theory of physical quantities units, systems of units, and dimensionality analysis; 
¢ theory of measurement standards; 
¢ theory of reproducing, maintaining, and transferring a size of quantity units; 


¢ theory of estimating normalized metrological characteristics of measuring instru- 
ments; 


¢ methodology of performing metrology procedures; 


¢ theory of metrological reliability and estimation of intercalibration (interverifica- 
tion) intervals; 


¢ theory of estimating the quality of metrology systems, and the methodology of op- 
timizing and forecasting their development. 


Let the particular features of measurement procedures be considered in the following 
order: interaction of an object with a measuring instrument — recognition and selec- 
tion of a measurement information signal — transformation — comparison with a 
measure — representation of measurement results. 

Interaction of an object under investigation with a measuring instrument assumes 
searching, detecting, and receiving (reception) a quantity under measurement, as well 
as, if necessary, some preparatory procedures of the probe-selection or probe prepara- 
tion type, or exposure of the object to some outside influence for getting a response 
(stimulation), determining an orientation and localization in space and time. 

Discrimination or selection assume marking out just that property of an object to 
which the quantity under measurement corresponds, including marking out a useful 
signal against a noise background and applying methods and means for noise con- 
trol. 

Transformation includes changes of the physical nature of an information carrier or 
of its form (amplification, attenuation, modulation, manipulation, discretization and 
quantization, analog-digital and digital-analog conversion, coding and decoding, etc.), 
as well as the transmission of measurement information signals over communication 
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channels and, if necessary, recording, storing, and reproducing them in memory de- 
vices. 

Comparison with a measure can be realized both directly and indirectly with the 
help of a comparator or via some physical or technical mechanism. A generalization 
of this procedure is the information comparison with an image. 

Representation of measurement results assumes data processing according to a cho- 
sen algorithm, evaluation of uncertainties (errors) of a measurement result, represen- 
tation of measurement results with a digital display, pointer indicator device, analog 
recorder, hard copy (printing), or graphical data representation, their use in automatic 
control systems, semantic interpretation (evaluation) of the results obtained, identifi- 
cation, structuring, and transmission of the results into data and knowledge bases of 
artificial intelligence systems. 

In performing a measurement procedure it is very important to use a priori and a pos- 
teriori information. Under a priori information one understands the models selected 
for an object, conditions, methods and measuring instruments, type of measurement 
scale, expected ranges of amplitudes and frequencies of a quantity to be measured, 
etc. Examples of using a posteriori information include improvement of the models 
being used, recognition of patterns (images) or their identification, determination of 
the equivalence classes to which they refer, as well as structurization for data base 
augmentation and preparation for making decisions. 

The key procedures to which the measuring instruments are subjected are checks, 
control operations, tests, graduation, calibration, verification (metrological validation), 
certification, diagnostics, and correction. From the above, in the first turn, the calibra- 
tion, verification, certification, and validation can be considered to be metrological 
procedures. 

It should be noted that many repeated attempts to create a general theory of measure- 
ment have been made, using various approaches. Among them there are approaches of 
the following types [54, 84, 143, 164, 209, 216, 218, 256, 268, 280, 297, 320, 362, 368, 
382, 384, 404, 412, 437, 438, 481, 487, 489, 493, 496, 510, 551, and others]: energet- 
ical, informational, thermodynamical, algorithmical, theoretical-set, theoretical—bulk, 
statistical, representational, analytical, quantum ones, as well as approaches using al- 
gebraic and geometric invariants, and others. Moreover, there are some particular the- 
ories of measurement which have been quite well developed and which presuppose an 
experimental determination of particular physical quantities in various fields of mea- 
surements. 

Taking into account the technology of performing measurements, which includes 
the above indicated procedures of interaction between an object and measuring instru- 
ment, detection and selection of a signal, transformation of measurement information, 
comparison with a measure and indication of measurement results, it is possible to 
consider various scales used in performing measurements (and a corresponding axiom- 
atic), i.e. from the nominal to absolute ones, and to discuss a relationship between a 
set of scales and a sequence of measurement procedure stages. 
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On the basis of an analysis of links of the general theory of measurements, as one 
of the main components of the theoretical metrology, with philosophy, mathematics, 
physics, and technical sciences, it is possible to determine divisions of mathematics 
[242, 450], the results of which are used in the theoretical metrology. They are as 
follows: 


* set theory, including measures and metrics; 
¢ theory of numbers, including the additive and metric ones; 


* mathematical analysis, including the differential, integral, calculus of variations, op- 
erational, vector, and tensor calculus; 


¢ higher algebra, including the algebra of sets, measures, functions; the theory of 
groups, rings, bodies, fields, grids, and other algebraic systems; the theory of math- 
ematical models and algebraic invariants, etc.; 


¢ higher geometry, including the Euclidean, affine, projective, Riemannian, Loba- 
chevskian geometries, etc.; 


¢ theory of functions and functional analysis, including the theory of metric spaces, 
norms, and representations; 


* spectral and harmonic analysis, including the theory of orthogonal series and gen- 
eralized functions; 


¢ mathematical physics with models as well as with direct, inverse, and boundary 
problems; 


¢ probability theory and mathematical statistics, including a statistical analysis: con- 
fluent, covariance, correlation, regression, dispersion, discriminant, factor, and clus- 
ter types, as well as a multivariate analysis and the theory of errors, observation 
treatment, and statistical evaluation; the theory of optimal experiment planning and 
others; 


* game theory, including the utility theory and many-criterion problems; 


* theory of systems, including dynamic ones; ergodic theory, perturbation and stability 
theory, optimal control theory, graph theory, theory of reliability and renewal theory, 
and others; 


* mathematical logic, including theory of algorithms and programming, calculation of 
predicates, propositional calculus, mathematical linguistics, evidence theory, train- 
able system theory, and so on; 


* computational mathematics. 


An object of measurement, as the well-known Polish metrologist Ya. Piotrovsky [384] 
has remarked, is “the formation of some objective image of reality” in the form of a 
sign symbol, i.e. a number. Since we wish to get the results of measurement in the 
form of a number, particularly a named one, then the scale of a physical quantity has 
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to correspond to axioms, postulates, and foundations [313] of a number system being 
in use. 

At the same time, I. Newton [365] gave the following definition to the number: 
“Under a number we understand not so much a set of units, as an abstract ratio of 
some quantity to that of the same kind which is accepted as a unit’. This definition, in 
an explicit form, corresponds to the proportional measurement scale or scale of ratios 
[268, 382]. 

The present volume sums up the work of many years done by the authors in the fields 
indicated above and includes the results of activities on investigation of some actual 
aspects and topics of measurement theory (printed in italics) over a period of more 
than 30 years [36, 37, 95-115, 347, 349-351, 353, 354, 451-457, 462-464, and oth- 
ers]. The priority of research is confirmed by the number of the authorship inventions 
certificates [42-44, 265, 272, 383, 448, 449, 465, 469-476, 480]. The basic part of 
the investigations was conducted at the D. I. Mendeleyev Institute for Metrology and 
the St. Petersburg State University of Aerocosmic Instrumentation, where the authors 
have been working during the course of nearly 40 years. 

It should be noted that in the text of this book data accumulated for a long time pe- 
riod in Russian metrological institutes is presented.This data does not always coincide 
with the presemt-day and commonly accepted ideas and points of view of the global 
metrological community. However, they firstly do not conflict with the basic (funda- 
mental) metrological statements and concepts, and secondly, they accentuate special 
features of metrology application in Russia and the member-states of the Common- 
wealth of Independent States (CIS). 

The authors are grateful to T. N. Korzhakova for her help in translating the text into 
English. 
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Chapter 1 


International measurement system 


1.1 Principles underlying the international measurement 
system 


At a turn of the 20th to the 21st centuries, the methods and systems used to ensure the 
measurement uniformity in the world radically changed. This was caused by the need 
to significantly reduce the influence of international trade barriers, which put obstacles 
in the way of its further development and hampered the progress of business, health 
protection, preservation of the environment, cooperation in industry, etc. 

At a meeting held in Paris on October 14, 1999, the directors of the national metrol- 
ogy institutes (NMIs) of 38 states signed a Mutual Recognition Arrangement (CIPM 
MRA) for the mutual recognition of national measurement standards and for calibra- 
tion and measurement certificates issued by NMIs [119]. Later on a number of other 
institutes also signed this document. At present it is possible to get acquainted with 
information about all the MRA signatory countries at www.bipm.org. (The CIPM 
MRA has now been signed by the representatives of 90 organizations, from 51 member 
states, 35 associates of the General Conference on Weights and Measures (GCPM), 
and 4 international organizations, and covers a further 144 institutes designated by the 
signatory bodies.) 

The MRA is a significant and important step towards further development of the 
International Measurement System (IMS). The IMS is based on the system of physical 
quantity units (SPQU) and decisions of the GCPM, which is the highest international 
body on issues of establishing the units of quantities, their definitions, and the methods 
of reproducing their size. 

The Joint Committee of the Regional Metrology Organizations (JCRB) and the 
BIPM were created with the purpose of promoting the cooperation of metrological 
institutes and organizations on the basis of discussion on and solutions for mutual me- 
thodical problems connected with implementation of the MRA. The MRA is put into 
effect by the CIPM committees, five regional organizations (EURAMET, COOMET, 
APMP, SIM, AFRIMET), and national metrological institutes, signatories of the CIPM 
MRA. 

The measurement uniformity assurance implies solving a complex of scientific- 
technical, legal, and organizational problems related to the development of measure- 
ment standards, enhancement of methods for transferring the size of physical quantities 
units, and the creation of modern advanced measuring instruments. 
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If the scientific-technical problems are first solved within the framework of national 
systems of measurement uniformity assurance, then the approaches to a solution of 
legal and organizational problems are developed, made to agree, and implemented 
within the framework of international organizations such as OIML, ISO, and others. 
Among the fundamental documents one ought first mention Recommendations: OIML 
D 1 Elements for a Law on Metrology, OIML D 5 Principles for establishment of 
hierarchy schemes for measuring instruments, OIML D 8 Measurement standards: 
choice, recognition, use, conservation, and documentation, and others. 

Close cooperation in the field of metrology is impossible without a common termi- 
nology and unified methods applied to express the accuracy of measurements. The ap- 
pearance of a new version of the International Vocabulary of Metrology (VIM) [246] 
has become an important step in the development of a “unified language”. This version 
reflects the present-day trends of metrology development, which are connected with 
the dissemination of measurements to new fields such as medicine and biology. This 
has resulted in the expansion of the concepts “quantity”, “measurement”, and changes 
of the terms linked with the concept “metrological traceability”. The appearance of the 
generalizing primary concept “reference”, which, depending on the context, may be 
used as a measurement unit or standard, or as a reference procedure, deserves special 
attention. 

The mutual recognition of measurement results rests on the assurance of the compat- 
ibility of measurement results, 1.e., on such a property of measurement results which 
does not allow the difference of values measured to overstep limits corresponding to 
measurement uncertainties. 

The reliability of accuracy estimates is provided by certifying measurement pro- 
cedures and by using a hierarchy scheme for calibrating measuring instruments and 
standards which ensures the traceability of a measurement result to a reference mea- 
surement standard. Comparison of national standards leads to the establishment of 
their equivalence, which can be considered as the final stage of establishing the mea- 
surement result traceability to a measurement unit (Figure 1.1). 

In 1993, under the auspices of the international organizations BIPM, IEC, ISO, 
OIML, the International Union of Pure and Applied Chemistry (TUPAC), the Interna- 
tional Union of Pure and Applied Physics (IUPAP), and the International Federation 
of Clinical Chemistry (IFCC), a document, called the Guide to the Expression of Un- 
certainty in Measurement (GUM) [243] was developed and since then has begun to be 
implemented into everyday practice. 

At present the Guide is the main international framework document on the assess- 
ment of the accuracy of measurements. The supplements to the GUM are worked out 
as the methods of accuracy assessment are developed and enhanced. By this time Sup- 
plement 1 [244], devoted to the application of the Monte Carlo method for transfor- 
mation of probability density functions in evaluating the uncertainty of measurements, 
and Supplement 2, disseminating the evaluation of uncertainty to the models with an 
arbitrary number of output quantities, have been issued. 
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Figure 1.1. Assurance of the compatibility of measurement results. 


This chapter deals with the methods of evaluating measurement results in key com- 
parisons of national measurement standards and calibration of measuring instruments. 

The main purpose of the MRA is to create an objective base for the mutual recogni- 
tion of the results of measurements and measuring instrument calibrations obtained by 
different national laboratories. This main purpose is realized by solving the following 
problems: 


* fulfillment of international comparisons of national measurement standards, called 
key comparisons, following well-defined procedures, which lead to a quantitative 
expression of the degree of equivalence of national measurement standards — par- 
ticipants of the key comparisons; 


* successful participation of each NMI in corresponding supplementary comparisons 
of national measurement standards; 


creation of quality management systems in each NMI; 


¢ demonstration of the competence of each NMI in the form of a declaration of cali- 
bration and measurement capabilities (CMC) of a given NMI, which is entered into 
a common database on key comparisons supported by the BIPM and open to general 
use through the internet (key comparison data base: www.bipm.org). 
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The key comparisons of national measurement standards are carried out by the 
Consultative Committees of the CIPM, BIPM, and regional metrology organizations 
(RMO). The key comparisons carried out by the Consultative Committees or BIPM 
are considered to be the CIPM key comparisons; the key comparisons performed by 
regional metrology organizations are considered as the RMO key comparisons. The 
RMO key comparisons have to be linked to the CIPM key comparisons through the 
results of the NMIs participating in both comparisons. 

Participation in a CIPM key comparison is open to those laboratories which possess 
the highest technical competence and experience, i.e. for those that are members of a 
corresponding Consultative Committee. In the selection of participants by the Con- 
sultative Committees, the interests of regional representatives are necessarily taken 
into account. The number of laboratories participating in CIPM comparisons can be 
limited by technical reasons. 

Participation in the key comparisons arranged by some RMO, and supplementary 
comparison is open to all members of this RMO and to other institutes which comply 
with the rules of this RMO and have the required technical competence with regard to 
each particular comparison. 

The CIPM key comparison results in obtaining reference values (KCRV) of key 
comparisons. In most cases a reference value is understood to be the best estimate of a 
measurand obtained on the basis of results of all participants. The concept of a degree 
of equivalence of measurement standards means the degree of correspondence of the 
results obtained by the participants of a given comparison to a reference value of this 
key comparison. 

The degree of equivalence of each national measurement standard is quantitatively 
expressed by two quantities: a deviation from a reference value of a key comparison, 
and the uncertainty of this deviation (at the level of confidence 95 %). The degree 
of equivalence between pairs of national measurement standards is expressed by a 
difference of their deviations from reference value and uncertainty of this difference 
(at the level of confidence 95 %). 

The RMO key comparisons disseminate the metrology equivalence established in 
the process of CIPM key comparisons to a great number of the NMIs which for various 
reasons do not participate in the CIPM key comparisons. The results of the RMO key 
comparisons are related to the reference values established at the CIPM key compar- 
isons on the basis of results obtained by the participating institutes, both in the CIPM 
and RMO comparisons (linking institutes). 

Regional organizations are responsible for 


¢ linking with CIPM key comparison through participation of a sufficient number of 
laboratories in both comparisons, in order to ensure that linking with the reference 
value of the key comparison is established with a very low level of uncertainty; 


* procedures used in the regional comparisons — evaluation of measurement data has 
to be compatible with the procedures applied in CIPM key comparisons; 
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coordination of time for carrying out RMO and CIPM key comparisons (at least 
their frequency); 


evaluation of results of RMO key comparisons and supplementary comparisons, ap- 
plication of appropriate procedures, presentation of results for publication in Sup- 
plement B of the key comparison database; 


postponing the linking of reference value of a RMO key comparison, carried out 
before the beginning of a corresponding CIPM key comparison to a reference value 
of this CIPM key comparison until both key comparisons are completed. 


The CIPM and RMO key comparison results, reference values of key comparisons, 
deviations from reference values, and their uncertainties are published in the BIPM 
database (Appendix B). 

The calibration and measurement capabilities of NMIs are represented in the form of 
quantities, ranges, and expanded uncertainty (usually at a level of confidence of 95%). 
The CMC are listed for each NMI in Appendix C of the BIPM database. They must 
be confirmed by the results obtained in the key comparisons indicated in Appendix B. 


1.2 Classification of key comparisons of national 
measurement standards 


The MRA establishes three types of national measurement standard comparisons of 
NMIs, which differ in the problems they solve and in the requirements for preparing, 
carrying out, and reporting the results of comparison: 


¢ CIPM key comparisons (CIPM KC); 


¢ RMO key comparisons (RMO KC): for example, key comparisons of the 
EURAMET, APMP, COOMET, and other regional organizations; 


* supplementary comparisons. 


CIPM key comparisons are performed by consultative committees. As a rule, the pri- 
mary national measurement standards participate. The CIPM key comparisons solve 
two main problems: 


(1) determination of a reference value of key comparisons (KCRV) and the degree of 
equivalence of national measurement standards (Appendix B of the BIPM data- 
base); 


(2) confirmation of CMCs claimed (Appendix C of the BIPM database). 


The number of participants in CIPM key comparisons is limited. Therefore, the prob- 
lem of disseminating the metrological equivalence to a greater number of participants 
interested in the mutual recognition of measurement results and calibrations is urgent. 
This problem is solved within the framework of regional key comparisons carried out 
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by regional metrology organizations. Within the framework of RMO KC two tasks are 
solved: 


(1) determination of the degree of equivalence of national measurement standards; 
(2) confirmation of the CMCs claimed. 


It is important to stress that the reference value of key comparisons within the frame- 
work of a RMO KC is not determined, and the equivalence degree is established rela- 
tive toa KCRV through results of a linking NMIs which take part in both comparisons. 

Supplementary comparisons of national measurement standards solve only the task 
of confirming CMCs for which no degree of equivalence of national measurement 
standards have been established. 

An analysis of reports on key comparisons has shown a variety of schemes used 
to perform the key comparisons. These schemes are characterized by properties of 
a traveling transfer measurement standard, number of participants, time limits, and 
so on. ’The tasks of planning and developing a schedule, preparing and investigating 
the traveling measurement standard, developing a protocol of comparisons, processing 
comparison results, and coordinating a report on the comparisons are fulfilled by a pilot 
laboratory. Sometimes pilot laboratories receive the assistance of other laboratories 
which are participants of comparisons. 

The following classification features for selecting a method for the evaluation of 
comparison data are important. 


Scheme of performing a comparison. Comparisons can be of a circular or radial type. 
When comparisons are circular, a traveling measurement standard leaves a particular 
pilot laboratory and, according to a schedule of comparison, measurements with this 
traveling measurement standard are carried out by all comparison participants. After 
that, the traveling measurement standard returns to the pilot laboratory. At the end of 
comparisons the pilot laboratory carries out measurements with the purpose of make- 
ing sure that the traveling measurement standard is in an appropriate operational state. 
To reduce the time of comparisons it is possible to use a number of identical travel- 
ing transfer measurement standards. In this case a problem of linking different loops 
of one and the same key comparison arises. This problem should not be confused 
with the problem of linking results of RMO key comparisons with CIPM key com- 
parisons. The scheme of circular comparisons implies a good stability of a traveling 
measurement standard and relatively short duration of comparisons. Provided that the 
comparisons require a long period of time and that a check of the traveling standard 
stability is needed in the process of comparison, then the radial scheme of comparisons 
is applied. 

In the radial scheme of comparisons the traveling standard returns to the pilot lab- 
oratory several times in the comparison process, and the pilot laboratory carries out 
the comparisons while keeping track of a potential systematic drift or instability of a 
measurand. 
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Kind of measurand. In comparisons a measurand can be 


¢ the value of a material measure or values of set of measures. The measures from a 
set can be of equal nominal values (in case of possible damages of these measures 
during transportation) or of significantly different nominal values; 


* the value of a calibration coefficient of a measuring instrument; 


¢ functional dependence — for example, the dependence of a calibration coefficient of a 
measuring instrument on a frequency. This implies the fulfillment of measurements 
at different frequencies. 


A priori information about compared measurement standards. Participants of 
comparisons present to a pilot laboratory the measurement results, the uncertainty bud- 
get, and information about their measurement standard and measurement procedure. In 
particular, if secondary measurement standards participate in comparisons, then while 
processing it is important to take into account a possible covariance of the results of 
participants, which is caused by the traceability of these secondary measurement stan- 
dards to the primary ones which are also participating in the given comparisons. 


Form of reporting the results (the form of a set of reference values and degrees of 
equivalence). In most cases, at least at the initial stage of comparison data processing, 
the reference value is understood to be the best estimate of a measurand. Therefore, in 
processing one frequently obtains a set of reference values and, correspondingly, a set 
of degrees of equivalence. Strictly speaking, only in specific cases are there grounds for 
calculating a mean of a number of reference values: for example, the case when a set 
of material measures with similar nominal values is used as a traveling measurement 
standard. A tendency to get a laconic presentation of the measurement results leads 
to the application of different procedures for averaging a number of reference values. 
In this case the direct connection of the reference value with a particular measurand 
disappears. When from the very beginning the reference value can be represented by 
certain dependence, the choice of a certain fixed point, for example, a frequency given 
for a joint presentation of results obtained by different participants, seems to be a more 
correct action. 

As an example the scheme of key comparisons CCM.M-K1! is given in Figure 1.2. 
This scheme combines into one the participants of CIPM key comparisons and regional 
comparisons of the APMP, EUROMET and COOMET. 

One practical result of national measurement standard comparisons is the confirma- 
tion of the calibration and measurement capabilities of a particular national laboratory. 
The laboratory carries out measurements in according to a routine procedure, presents 
to a pilot laboratory its measurement results, budget of uncertainty, information about 
the measurement standard, and measurement procedure. 


!  http://kcdb.bipm.org/AppendixB/KCDB_ApB_info.asp. 
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Figure 1.2. Scheme of the key comparisons CCM.M-K1. Here: o — laboratory participant of 
the key comparisons; e — pilot laboratory of the key comparisons. 


Therefore, key comparisons are, as a matter of fact, the tool for a practical check of 
laboratory competence, the quality of metrological services rendered by a particular 
laboratory. The key comparisons can take more than a year. Sometimes discussions on 
the results and a search for a consensus on a method of data processing take even longer 
than the actual time required for performing the measurements. A high status of key 
comparisons is caused by the fact that the standards being compared are the reference 
national measurement standards in a chain of transferring the unit of a quantity. 
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1.3 Basic approaches to evaluating key comparison data 


The MRA defines the degree of equivalence of national measurement standards as a 
deviation of a NMI measurement result from a reference value of key comparisons. 
Correspondingly, the supreme task is the evaluation of the reference value of key com- 
parisons. In publications one may come across various estimates of the reference value, 
but the most wide-spread ones are weighted mean, mean, and median. 

A weighted mean is the best one, provided the the uncertainties presented are reli- 
able and that there is no correlation of the results obtained by different NMIs. In cases 
where these conditions are met, in [126, 127, 129] it is recommended using as the 
KCRV a weighted mean with weights inversely proportional to the squares of com- 
bined standard uncertainties. 

In practice, judging by the reports on key comparisons contained in the BIPM data- 
base, a mean successfully competes with a weighted mean, since there exists a certain 
caution with respect to the measurement uncertainties declared by laboratories. 

Let us consider the models used in evaluating key comparison data. The basic model 
corresponds to the situation of a traveling transfer measurement standard (of an invari- 
able measurand) which is time stable and has the appearance 


Xp X (1.1) 


where X is the measurand and X; is the measurand obtained in the i-th laboratory. 
Participants in comparisons present the measured value and corresponding standard 
uncertainty xj, Uj. 

To process the key comparison data the least-squares method (LSM) is applied. The 
KCRV is calculated as a weighted mean of NMIs measurement results, using inverse 
squares of the corresponding values of the standard uncertainty: 


= x1/u? (x1) sens Kale (Xn) 
a ee Cay oe Le en). 


The corresponding standard uncertainty is equal to 


ry _ 1 cf 
7 “= (aay tt map) 


The weighted mean can be taken as the KCRV only in the case where the data 
presented by the laboratories are consistent (agree with the model accepted), which 
can be checked using the criterion y*. For this an observed value of statistics y7 is 
calculated: 


Pi Guay) Gay) 
ei) w?(Xn) 
It is believed that a check of the data consistency does not “go through” (the data 
consistency is not confirmed), if P{y?(n — 1) > x2,.} < 0.05. Here the normal prob- 
ability distributions are assumed. 
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In the case of positive check results the degree of equivalence is calculated as a pair 
of values — deviation of a measurement result from the reference value and uncertainty 
of this deviation: 

dj = Xi — Xref 
ur (dj) = ur (i= ur (Xret) 


The degree of equivalence between the measurement standards of two NMIs, the 
results of which, as in the case given, have been obtained in the same comparison, is 
calculated by the formula 


dij = dj — dj = Xj — Xyep — (Xj — Xref) = Xi — Xj 
u? (dij) = u?(xj) + u?(x;). 


There can be a number of reasons for a check by the criterion 7” not “going through”. 
Among them there are two main reasons: failure of the transfer standard stability, and 
underestimation of the existing uncertainty of measurements by some of the compari- 
son participants. In both cases we are dealing with inconsistent comparison data. There 
is no unified strictly grounded method for evaluating inconsistent data [158, 250, 309, 
521, 548]. 

These methods of data evaluation can be conditionally divided into two groups. 
The first one realizes various procedures for removing the inconsistency of data. If 
the reason for data inconsistency is a traveling standard drift, then a correction can 
be introduced into the results obtained by the participants [116, 490, 559, 560]. After 
that, the traditional procedure of data evaluation can be applied. 

If the reason for inconsistency is that discrepant data has turned up, then the form a 
consistent subset of measurement results is attempted [128, 159, 367, and 546]. There 
are different strategies for revealing and removing “outliers”, i.e. the results that are 
not consistent with the remaining ones within the limits of the declared uncertainties. 
The criterion E,,, at which the normalized deviation of each result from the reference 
value is calculated, has become the most used: 

i= __ |i = reel 

2+U (Xi — Xref) 

In case of data consistency the Ey, values should not exceed the unit. 

Another approach to forming a group of consistent results is based on the use of the 
criterion y7. The largest subset, the results of which are checked against the criterion 
x’, is selected [128]. If there are several subsets with a similar number of elements, 
then the most probable one is chosen, i.e. a subset for which a sample value of statistics 
X2ps is the closest to the mathematical expectation k—1 of the distribution x? (k — 1), 
where k is the number of subset elements. 

On the basis of the subset formed of consistent measurement results, a reference 
value is determined as the weighted mean of these results. In case of several consistent 
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subsets with a similar number of elements, the Bayesian model averaging procedure 
can be applied [158]. 

The second group of methods of inconsistent data evaluation is based on a more 
complicated model. As an alternative to model (1.1), the model including a bias of 
laboratory results is 


Xi = X + Bi, (1.2) 


where B; is the bias of a result in the i-th laboratory. 

Various interpretations of model (1.2) connected with additional assumptions rela- 
tive to Bj are possible [118, 308, 498, 542, 547, 548]. The introduction of additional 
assumptions in this case is needed to obtain a single solution, since the model param- 
eter (n + 1) is evaluated on the basis of n measurement results. 

In the “hidden error” [548] and “random effect” [521] models it is supposed that B; 
is the sample of one distribution with zero mathematical expectation and variance o. 
An estimate of the measurand X and variance o is obtained using the maximum likeli- 
hood method. 

Model (1.2) can be applied, for example, when there are grounds to believe that, in 
the process of comparisons, insignificant, as compared to measurement, uncertainties 
(o < uj), changes of the values of a traveling standard have taken place. In this case 
an additional source of the KCRV uncertainty arises, which is not related to the initial 
data uncertainties. 

Moreover, model (1.2) is used in the situation when the data inconsistency is caused 
by underestimating the measurement uncertainty by comparison participants. In our 
view, this is possible only in the case when there is reason to believe that all par- 
ticipants have underestimated a certain common random factor when evaluating the 
uncertainty of measurements. For example, in [548] it is stated that an underestimate 
of the instrumental uncertainty can take place under the condition that all participants 
use measuring instruments of one and the same type. 

In the “fix effect model” B; describes systematic biases that have not been taken into 
account in the uncertainty budget. An additional assumption allowing the estimates 
B;, X to be evaluated is required [309, 498, 521]. For example, it can be a condition 
under which the sum of systematic biases is equal to zero: })~ Bj = 0. 

In Section 1.6 model (1.2) is treated for the case of consistent measurements, when 
information about uncertainty budget components, evaluated according to type A and 
type B, is used instead of the combined uncertainty of measurements [109, 110, 311]. 
This makes it possible to obtain estimates of the systematic biases of laboratory re- 
sults without additional constrains, thanks to a joint analysis of all data obtained by 
comparison participants. 

The base procedure of evaluating consistent comparison data can be extended to 
the case with several transfer measurement standards, using the generalized method of 
least squares [366]. In the general case the initial model for applying the least-squares 
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method can be represented in the matrix form 


where 

Y is the vector of measurement results obtained in different laboratories for different 
traveling standards; 

X is the experiment plan matrix the elements of which are the units and zeros depend- 
ing on the fact, whether the measurements of a standard given have been performed 
by a certain particular laboratory or not; 

G is the vector of the values of different measurement standards. 


The least-squares method allows the following estimate for the vector a to be ob- 
tained: . 
dep (X x SY, 


where © is the covariance matrix of measurement results: (%)j; = cov(yi, y;). 
Correspondingly, we have for the vector of equivalence degrees 


d = Y —X. Aref, 
with the respective matrix 
Wee eaona a xy ix. 


An advantage of this approach is its generality and applicability to a great variety 
of schemes for performing key comparisons. 


1.4 Expression of the degree of equivalence 
of measurement standards on the basis of a mixture 
of distributions 


Since in the MRA there is no clear definition of the reference value and, correspond- 
ingly, the equivalence of measurement standards, then various interpretations of these 
concepts which on the whole do not contradict the MRA are possible [95, 96, 105, 
117, 118, 546, 547]. 

The interpretation of the equivalence of measurement standards as the compatibility 
of measurement results obtained using these standards is the most common. Thus, 
if a result of the i-th laboratory is incompatible with a KCRV within the limits of 
the uncertainty claimed, then the standard given is not equivalent to the remaining 
group. The expansion of measurement uncertainties with the purpose of making key 
comparison measurement results consistent, as a rule, is not anticipated in evaluating 
key comparison data. 
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Within the framework of this subsection an alternative interpretation of the equiv- 
alence of measurement standards as the reproducibility of measurement results, ob- 
tained by a group of NMIs participating in key comparisons, is treated. Correspond- 
ingly, the degree of equivalence is understood as a quantitative measure of this repro- 
ducibility [95, 96, 105]. 

This interpretation can be useful for evaluating data of comparisons conducted for 
the first time, when from the very start there are doubts about taking into account all 
factors and, above all, systematic ones, in the budget of measurement uncertainty. 

Let a measurement result be presented in the form of observation model that corre- 
sponds to model (1.2): 


xj =x+b,4+ 6, 


where x is the measurand value, b; is the bias value of measurement results in a 
laboratory given, and ¢; is its error. 

The measurement results obtained in laboratories can be interpreted as a sample of 
a general totality of measurements carried out by a group of laboratories participating 
in comparisons. It is important to note, that this distribution significantly depends on 
a membership of the group of participants. It is the group of definite laboratories that 
“generates” a new distribution, different from distributions inside each laboratory- 
participant, i.e., the mixture of the distributions: 


F(x) = Fo), 


where Fj(x) is the frequency distribution function of the random quantity X;, the 
realization of which provides results in the i-th laboratory, with the mathematical ex- 
pectation EX; = x + bj. 

It is suggested to choose the mathematical expectation of mixture distribution as the 
reference value: 


EX =x+ 7h. 


Then the degree of equivalence of measurement standards can be defined as the 
difference of the mathematical expectations of two distributions by the formula 


dj = EX; -EX =a+b;-a—b=b;—)b, 


and may be interpreted as the difference between the “reference laboratory value” 
and reference value of key comparisons, or as the difference of a systematic bias of 
measurements in a particular laboratory and systematic bias of the reference value. It is 
necessary to note that in such an approach the degree of equivalence and the reference 
value are defined through model parameters. 
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Let a linear combination of measurement results be considered as an estimate of the 
reference value: 


v= Yom, 
Ev= > oj Ex; =at+ S > aibi. 


From this it follows that an unbiased estimate is obtained at the arithmetical mean: 


1 1 1 9 
QO; = WN’ v= ag DH D(v) = pat 


Correspondingly, the estimate of degree of equivalence is 
; : 2 
dj = xj —X, rd) = (1-5) + 53 We 


The distribution mix function F(x) = v >< F; (x) is the most general form for de- 
scribing the dispersion of measurements in the group of comparison participants. This 
function, on its own, its derivative or particular characteristics, for example, a tolerance 
interval, can serve as the measure of mutual equivalence of a group of measurement 
standards. 

When introducing the quantitative equivalence measures on this basis of a mixture 
of probability distributions, it is necessary to distinguish different types of equivalence: 
mutual equivalence of a group of measurement standards, pair-wise equivalence in- 
side of a group of measurement standards, and lastly, equivalence of a particular mea- 
surement standard to a group of measurement standards. The pair-wise equivalence 
of any pair of comparison participants are described by the difference of two inde- 
pendent random quantities X, Y. Each of these random quantities has the distribution 
F(x). The density of difference distribution is the convolution of initial probability 
distribution densities: p(z) = f f(z — x) f (x)dx. 

In the same manner, the concept of equivalence of each measurement standard to a 
group is defined, which is quantitatively expressed by the distribution (or tolerance in- 
terval) of deviations of results obtained by this laboratory from any result of the group 
X; — X, where X; € F;(x), X € F(x). Correspondingly, the density of difference 
distribution is the convolution p;(z) = f fi(z — x) f (x)dx. 

It should be noted that application of mixture of distribution to key comparison data 
analysis, which is advocated in this subsection is different from those used in [117, 
546]. 
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1.5 Evaluation of regional key comparison data 


1.5.1 Two approaches to interpreting and evaluating data of regional 
key comparisons 


The NMIs participate in the realization of the MRA through the regional metrological 
organizations. The basic problems of the RMO comparisons are 


* the extension of metrological equivalence to the NMIs which have not participated 
in CIPM key comparisons by way of conducting RMO key comparisons; 


¢ the confirmation of the calibration and measurement capabilities the NMIs have 
claimed by conducting supplementary comparisons. 


In the MRA the procedure of linking RMO and CIPM key comparisons is treated 
as follows: “The results of the RMO key comparisons are linked to key comparison 
reference values established by CIPM key comparisons by the common participation 
of some institutes in both CIPM and RMO comparisons. The uncertainty with which 
comparison data are propagated depends on the number of institutes taking part in 
both comparisons and on the quality of the results reported by these institutes”. 

The emphasis should be placed on the following aspects that are apparent from the 
quoted text: 


linking of RMO and CIPM key comparisons is understood as a linking of regional 
comparison results with the KCRV, the value of which is established in CIPM key 
comparisons; 


practically the linking is realized through the results of the participants of both com- 
parisons, the so-called “linking institutes (laboratories)’”; 


the procedure of linking inevitably introduces an additional component of uncer- 
tainty which depends on the number of linking institutes and the quality of their 
measurement results. 


Let us consider the two schemes of realizing the linking procedures which are most 
oftenrealized in practice. 


Example 1. Comparisons of microphones within the frequency range 125 Hz to 8 kHz. 
First there were performed key comparisons CIPM —-CCAUV.A-K1’, in which twelve 
NMIs took part. The NPL (UK) was designated as pilot laboratory. The measurement 
procedure did not differ from routine calibration. All participants calibrated two trav- 
eling measurement standards in the points given. The KCRV was determined as a 
simple mean for a given frequency. Since the measurement results demonstrated the 
identical behavior for both microphones in the process of comparison, the results were 
averaged. 


2 http://kedb.bipm.org/AppendixB/KCDB_ApB_info.asp. 
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CCAUV.A-K1-K1 


NPL (United Kingdom) APMP.AUV.A-K1 


pilot NMIJ (Japan) 
DPLA (Denmark) KRISS (Korea) 
NIST (United States) CMS/ITRI (Taiwan) 
NMIJ (Japan) NIM (China) 
PTB (Germany) NIMT (Thailand) 
KRISS (Korea) NMIA (Australia) 
CSIR-NML (South Africa) NML/SIRIM (Malaysia) 
CSIRO (Australia) NPLI (India) 


NRC (Canada) 
CENAM (Mexico) 
GUM (Poland) 
VNIIFTRI (Russia) 


SCL (Hong Kong) 


Figure 1.3. Participants of the CCAUV.A-K1-K1 — APMP.AUV.A-K1.comparisons. 


Right after the CIPM comparisons, the regional comparisons APMP.AUV.A-K1?, 
were carried out, in which nine NMIs took part. The comparison participants are pre- 
sented in Figure 1.3. The regional comparisons were performed according to a similar 
scheme. Laboratories in Japan, Korea, and Australia participated in both comparisons. 
But only the laboratories in Japan and Korea were chosen as the linking ones, since 
the laboratory in Australia changed its equipment between the comparisons and, con- 
sequently, the systematic components also changed, and it was necessary to redefine 
its degrees of equivalence. 

The linking between the comparisons was realized by adding a correction for the 
difference between the values of a measurand to the measurement results of the re- 
gional comparisons. This correction was calculated as a mean of the differences of 
the results which the linking institutes had obtained in the CIPM and RMO key com- 
parisons. The deviations of the thusly transformed results of the regional comparisons 
from the KCRV did not exceed the corresponding uncertainties, which is the confir- 
mation of their calibration capabilities according to the criterion Ey. 

The scheme of linking the regional and the CIPM comparisons is rather common in 
practice. Conditionally, it may be called the scheme of “transformation” of regional 
comparison results to the level of CIPM comparisons. This transformation can be 
achieved by adding a term or multiplying factor [96, 121, 135, and 157]. Different 
principles of transformation will be considered below. It is important to note that a 


3 http://kedb.bipm.org/AppendixB/KCDB_ApB_info.asp. 
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CENAM (Mexico) -— pilot 
DPLA (Denmark) 
NIST (United States) 


CENAM (Mexico) — pilot 
DPLA (Denmark) 


NPL (United Kingdom) NIM (China) 
PTB (Somany) CSIRO (Australia) 
NM apap NRC (Canada) 
LNE (France) UME (Turkey) 


KRISS (Korea) 


GUM (Poland) INMETRO (Brazil) 


VNUFTRI (Russia) 


COOMET.AUV.A-K3. 
DPLA (Denmark) 
GUM (Poland) 
VNUFTRI (Russia) 
INM (Romania) 


Figure 1.4. Participants of the comparisons CCAUV.A-K3 and COOMET.AUV.A-K3. 


procedure such as this is always accompanied by an increase in the measurement un- 
certainty of regional comparisons. 


Example 2. Comparisons CCAUV.A-K3, COOMET.AUV.A-K3*. The participants 
of comparisons are presented in Figure 1.4. These are also comparisons of micro- 
phones which a similar construction. But comparisons CCAUV.A-K3 were organized 
using a different scheme. Two complete sets of traveling measurement standards had 
been sent consisting of two microphones each to shorten the comparison time. Also, 
only two laboratories calibrated all four microphones during the comparison. 

Thus the problem arose of providing a link of different circles of one and the same 
CIPM comparison. This problem was solved by applying the least-squares method 
[306]. The estimates of traveling standard values were obtained, and the degrees of 
equivalence were calculated. Then the criterion 77 was applied for checking the consis- 
tency of all data. This served as the confirmation of the calibration capabilities claimed 
by the participants of the whole group. 

This approach was disseminated to the evaluation of data of the regional compar- 
isons COOMET.AUV.A-K3, which were considered as an additional circle of key 
comparisons. The data of the regional comparisons was combined with the data of the 
CIPM comparisons, and the pooled data was evaluated by the least-squares method. 

An approach such as this naturally leads to a recalculation of the reference val- 
ues and degrees of equivalence established in the CIPM key comparisons. In order to 
reduce this effect to a minimum in processing the results of these particular compar- 


4 http://kcdb.bipm.org /AppendixB/KCDB_ApB_info.asp 
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isons, only results of one linking laboratory, those of the Danish NMI, were taken into 
account. 

After that, the pooled data consistency was checked, applying y? criterion with the 
purpose of confirming the claimed calibration capabilities. It should be noted that the 
given approach for linking the regional comparisons does not lead to any increase 
of the initial uncertainty of regional comparison results, since the joint RMO-CIPM 
comparison is interpreted as a single key comparison including a number of circles 
with various (but similar) sets of traveling standards. It is important for these circles 
to be “crossed” through the results of linking institutes. This enables the tracing of the 
link of any two results through an uninterrupted chain. 


These examples illustrate two existing approaches to understanding and interpret- 
ing the relationship between the RMO and CIPM key comparisons [96]. For the first 
approach this relationship is understood as a hierarchy scheme, on the upper level of 
which the CIPM key comparisons are located. In these comparisons the KCRV and 
degrees of equivalence of the participants are established, which remain fixed until the 
next CIPM key comparisons. The linking of the RMO KC with the KCRV is realized 
through the results of the linking institutes. 

In the second approach all subsequent regional comparisons are perceive as loops 
of a single uninterrupted key comparison. With the appearance of new information all 
perviously obtained estimates have to be continuously recalculated. 

Below only the first approach to ensuring the linking of comparisons will be treated 
as more appropriate for the MRA methodology, and the mathematical approaches that 
will be presented are intended just for its realization. 


1.5.2 Equation of linking RMO and CIPM KC. Optimization of the 
algorithm of evaluating degrees of equivalence 


It is natural to begin solving the problem of evaluating the regional comparison data by 
formulating a measurement model. In the case given an output quantity is the degree 
of equivalence of the results obtained by a laboratory which is a RMO KC participant, 
or more precisely, the vector of the values of the degrees of equivalence, since in the 
general case in the regional comparisons several laboratories participate and have to 
be “linked”. 

The measurands determined in the process of the CIPM and RMO key comparisons 
and which influence the estimate of output quantities, i.e., the estimate of the degrees 
of equivalence of national measurement standards, are considered as input quantities. 

In accordance with the MRA the pair-wise degree of equivalence of two measure- 
ment standards is expressed as the difference of their degrees of equivalence and its 
corresponding uncertainty: 

Dj = Dj; — Dj. (1.3) 
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Expression (1.3) is general and also valid in the case where the degrees of equiva- 
lence i and j are evaluated in different key comparisons [156]: 


dj = Xi —Xreti, u(di), 
dj =Xj—Xren, u(dj), 
dij = di — dj, uw (dij) =u? (dj) +? (d;) — 2cov (di.dj) . 


Provided that the degrees of equivalence are established in one comparison and 
for the same measurand, then the pair-wise degree of equivalence can be established 
without using the reference value: 


dij = Xi — Xj, 
u? (dij) = u? (x) + u? (xj) — 2cov(xj, x4) 


If we take the second term from the right part of equation (1.3) and place it in the left 
part, we will obtain 


Dj = Dy + Dj. (1.4) 


Expression (1.4) is the equation of linking, where in the left-hand side is the quantity 
looked for, i.e., the degree of equivalence Dj of the RMO KC laboratory participant, 
and in the right-hand side there are quantities through which are defined 


* the degree of equivalence of the measurement standard of the linking laboratory D;, 
the estimate of which has been obtained in CIPM KC - {d;,u (d;)}" : 


* the pair-wise degree of equivalence of measurement standards D;;, the estimate of 
which has been obtained in RMO KC: {yj — yi, u(yj — Yi) = uj +n; }- 


From equation (1.4) the role of linking laboratories in the procedure of ensuring the 
traceability to the KCRV is evident. This traceability can be established only in com- 
parisons with a linking laboratory, i.e., under the condition of establishing the pair- 
wise equivalence with the laboratory, the degree of equivalence of which has already 
been established. 

Since the linking can be realized through any linking laboratory 1 < i < L and for 
any RMO KC participant, apart from linking laboratories L + 1 < j < m, then one 
obtains L(m — L) equations 


Dyyi = Dr4iit+ D1, 
Drs = Dxi+i,t + DL, 
Din = Dimi + Di, 


Dm = Dmt t+ DL. 
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Application of the LSM gives a vector of estimates the degrees of equivalence 


> 


D?™ = (Dz 41,..., Dm) with the corresponding covariance matrix of these estimates 
U(D) [109]: 


D=(0TuU~'®)"'e?U'Z UD) = (eT Uo)", (1.5) 


where 

Z? = (yep yi ts. V4 VL HAL. Ym — Yi +s... Ym — YL +z) 
is the vector of estimates of the input quantities of a dimension L(m — L), formed of 
pair-wise differences of measurement results and estimates of the degrees of equiva- 
lence; 

U is the covariance matrix of the input quantities estimates of dimension L(m — L) x 
L(m—L); 

® is the matrix of dimension L(m — L) x (m — L), having a block structure and con- 
sisting of vector columns j(L) of the dimension L: 


j(L) 000...0000 
© — | 04 (L) 0000 w= 


00000 j(L) 


1 


Despite the fact that the matrix ® has a block structure, in the general case the system 
of equations does not fall to independent subsystems relative to elements of the vector 
DT = (Dz, +41,..-, Dm), since covariance of the estimates of input data differ from 
zero. 

Since in practice it is preferable to have an explicit solution, let us consider a certain 
simplification of the general problem. For this purpose some additional conditions will 
be introduced: (1) linking of the results of each laboratory is realized independently of 
the results of other laboratories; (2) the reference value is estimated as the weighted 
mean of the results of the laboratories participating in CIPM KC; (3) the degree of 
equivalence of linking institutes is estimated as dj = xj — Xref. 

Conditions (2) and (3) correspond to the case most common in practice and condi- 
tion (1) means a transition from the dimension L(m — L) to (m — L) systems of the 
dimension L. Expression (1.5) for the degree of equivalence of the laboratory that has 
obtained the result y in RMO KC is rewritten in the form 


CSG 0 fe ee 2S GUS fe NOt, EX aT) 
Syne h OU 7 Us eS (1.6) 
x? = (X],...,Xz), y7 = (V1,---,YL)- 


In the additional assumptions mentioned above and related to the stability of ac- 


curacy characteristics of the linking laboratories results, namely pj = cov (Yi) | 
u(x; )u(vi) 
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u(x;) = u(y;), the elements of the covariance Uj; are equal to 


u*(y) _ (1 — Pi — pj) u? (Xref) i # J 
cov (di, dj) = 2 2 2 oo 
ue (y) — (1 = 2p;) u"(Xrer) + 21 — pi) ur OG) i = fj. 
Expression (1.6) means that the estimate of the degree of equivalence can be pre- 
sented in the form 
L 
d = y—Xept+ >) wi (xi — Vi) (1.7) 
1 


In other words, in order to evaluate a degree of equivalence a correction has to be 
made to the result of RMO KC, which is equal to a weighted sum of the difference of 
linking laboratories results, and then the KCRV value is subtracted. Thus, the quote al- 
gorithm based on the LSM confirms the rule of transformation of the RMO KC results, 
which is natural at first sight. 

Let the optimal weights w; be determined, reasoning from the condition of an un- 
certainty minimum u(d) and assuming the independence of results of the laboratory- 
participant of RMO KC as well as that of the results of the laboratory participants of 
CIPM KC: 


fe L 
Ww? (d) =u? (y) + w? (Xe) + 2 >) w7 C1 — pi) uj — 2D) wi (1 — pi) meee 
1 1 


In order to find the weights it is necessary to solve the following optimization prob- 
lem under the condition where their sum is equal to 1: 


L L L 
min) | w; el — pi)uz— >> w; (1 = piu + 2(my - 1) 
an 1 1 


Hence the following expressions are obtained for the optimal weights: 


L 
Ue D1 Te Tae 
wp = 5 
L 2u- 
(2(1— pi) uz) 4 i ; 
L 1 
1—p; uz 1 2(—p;)uz 
_ ei ay = +, aa -Y55x i ae 
opt 2Qu 7 U; ye 1 
1 =p) )uz aT 1 2(1—p;)uz 
cou(xj, yi) 


where pj = and u(xj) = u(yi) = Ui, U(Xref) = Uret. 


u(x; )u(yi) 
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The corresponding standard uncertainty of the degree of equivalence is given by the 
expression 


L L 

e 2 1 

PG) = 20) +e Dwi + (1 De) 9) 
1 a T=put eae 


Provided that in (1.9) the uncertainty of the reference value is neglected regarding 
a first approximation, then it is obvious that at the transformation of RMO KC results 
their uncertainty increases by a quantity 
2 


so 1 : 
| U=pia 


This uncertainty may be called the uncertainty of the linking algorithm. It is the smaller 
at the greater number of linking laboratories and higher coefficients of correlation 
between the results of these laboratories take place. 

In conclusion it should be noted that equation (1.4) contains only the degrees of 
equivalence and does not directly include KCRV directly. 


1.5.3. Different principles for transforming the results of regional 
comparisons 


Expression (1.7) underlies many algorithms for the evaluation of the results of regional 
comparisons by transforming them to the level of CIPM key comparisons [109, 121, 
135, 260, 261]. In fact, (1.7) can be rewritten in the form 


L 
d=yrt ba w; (Xi — Yi) — Xref = Veransf — Xref 
1 


Ytransf = Y + A. 


Some algorithms of the RMO KC results transformation are inferred from the con- 
dition of minimization of uncertainty associated with correction A, 1.e., the uncertainty 
of the difference of measurands in the CIPM and RMO key comparisons. At the heart 
of an algorithm used in the COOMET Recommendation GM/RU/14:2006 [121], the 
condition of uncertainty minimization underlies: u(r wi(xi — yi)) = u(A). This 
condition is provided at a choice of weights, inversely proportional to the squares of 
the uncertainty of linking results differences: 

1 

(i uj 
yjie= 7 at i ; 

2 Cp; )u i 
The comparison with the optimal weights given by expression (1.8) shows that the 


weights are close to the optimal ones in those cases where it is possible to neglect the 
uncertainty of KCRV. 
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Recommendation COOMET GM/RU/14:2006 [121] contains two data processing 
procedures which are conventionally called procedures C and D. These procedures 
correspond to the two methods of RMO KC data transformation. The transformation 
can be realized by introducing an additive or multiplicative correction (multiplication 
by a factor). 

Procedure C calls for the introduction of an additive correction for the measurement 
results obtained in RMO KC, whereas procedure D requires a multiplicative correc- 
tion. The multiplicative correction itself is calculated in a way similar to that of the 
additive one, where, instead of the differences of measurement results of the linking 
institutes, their ratios are taken. 

An undoubted advantage of [121, 261] is the fact that it considers not only the sit- 
uation where the RMO KC results are independent of each other and independent of 
CIPM KC results except the results of linking measurement standards, but also the 
situation where some of the RMO KC results are correlated among themselves or with 
the CIPM KC results. The main reason for such a correlation is the traceability of the 
laboratories participating in RMO KC to the laboratory participants of the CIPM KC, 
which is rather frequently met in practice. Then procedure D [261] is considered by 
comparing it with other multiplicative corrections. 

The algorithms for transforming the RMO KC results by introducing a multiplica- 
tive correction are treated in [157, 261]. In [157] a correction is suggested in the form 
of the ratio of a KCRV to a weighted mean of the linking institutes results obtained in 


RMO KC: 
1 ae Xj 


_ pe oe ea) 


1 L Vi ; 
| cee) : a 24. 
1 uw Ov) u"(Yi) 
In [261] the multiplicative correction is introduced as a weighted mean of linking 
the institute ratios obtained in CIPM and RMO key comparisons: 


1 12 YV(l—o; ae 
a “ (xj) ( Pi) Yi (1.11) 


do U2 (xi) (1 — pi) 


ry (1.10) 


Since a criterion of correction selection is the minimum of uncertainty associated 
with data transformation, it has been suggested to consider the multiplicative correc- 
tion of the general type [112]: 


n 
Wj Xj 
_ eis 
ae 
ye 


r (1.12) 


24 Chapter 1 International measurement system 


In addition, the condition of normalization )*} @; =1, Pe vj; = 1 has been in- 
troduced. Thus, the weighted mean of all the results of the CIPM key comparisons 
is located in the numerator and the weighted mean of the results which the linking 
institutes have obtained in RMO comparisons are in the denominator. 

The weights are calculated reasoning from the condition of minimization of the 
relative uncertainty w2, (r): 


n L L 
2 2,,2 2,,2 2 
Ure (7) = > Oj Urey (Xi) + > Vj Ure (Xi) — 2 ys i Vi PiU ze (Xi). 
1 1 1 


The solution of the problem gives the expression for the weights w;, v; through the 
constants z, A: 


pi +A 
pes eS rs eee ee 
* u2,(4;)(1 — p?) 
a 
j=, Pes, a, 
u?(x;) 
Xr 5 
ses oe Rat 


(xi) (= 99)’ 


These constants are determined from the condition of normalization aH aj =1, 
i. v; = | by solving the linear system of equations: 


so) pee) 
= a, 
L l L 1 
oO x wai + pi) X ue (xi) (1 = pi) 
aan ae 
v2 0) (I= 97) Fi) 
= 1 
AQ) = Gt Ay 
ru? (xe) + pi) fu? (x) 


It should be noted that the weights of the linking institutes exceed the weights of the 
remaining ones; this difference increases with the growth of the correlation coefficient 
between the results of the linking institutes. To make the results of the comparative 
analysis more obvious, let us assume that pj ~ p, i < L. This assumption allows the 
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expression used for the weights to be simplified: 


=9 
a ee ce ea a 
vy u u-?*(x;) 
J— 
@; =u? (x) (= —+ 4) aol ees 
er ee) Bet a) 
Xr 
oi = ee ae i>L. 
Ure (Xi) > Urvef 2(x;) 


In Table 1.1 the uncertainties of the multiplicative corrections considered and their 
comparison are illustrated. Two cases are treated: with several linking laboratories and 
with one linking laboratory. 


Table 1.1. Uncertainties of the multiplicative corrections and their comparison. 


General case L=1 
2 2 
2 MSR) — p) 1— ee ae 2 w.2 dl 7 
Ure 1) = Ure (TF) = U1 — p°) Ue 1) + SO 
Ll Meet i) rei Pu) ae rel 7 (x) ie @) ‘el Xi) 
1- _1-2p | 1 1- = 
2 2, 2 
Ure 11) = + ———- Ura (11) = Uy 1) + = 
Sus Ga) rel ? (xi) sy tal 7 (xi) DF ug? (ci) ak 
2, = = 1 2 pan = 2 
Ure (12) = 2 (1 — p) -—_- Ure (T2) = 21 — p) Urey (X11) 
Yuet i) 
Ure (ri) ~ Ure (r) = Urol (1) “a Ure (r) = 
1 1 1 
po 2D 2 
p (wi (x1) — sr) 
(ot Uns “nu rel P (xi) orl iu rel 7 (xi) 
Ural (r2) 7 Urol (r) zr Ure (r2) _ Ure (r) = 
1 1 
(1p? : (=p)? (wisi) - ) 
Dy uae (ai) LT Met Gr) pe Son i Oa) 


The multiplicative correction r can be considered to be the generalization of cor- 


rections 7; and ro, since at p = 


0 it coincides with r;. Moreover, if the corrections 


r1,%2 are compared with each other, then at p < 0.5 the correction r; has a lesser 
uncertainty, and, vice versa, rz is more preferable at p > 0.5. 

Differences in uncertainties associated with the corrections considered depend first 
of all on the coefficient of correlation among the results of linking institutes. It can 
be assumed that the CIPM KC participants have approximately similar uncertainties 
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u (xj) © u, i = 1,...,n, and then the difference between the generalized correction r 
and the corrections 7), 72 has a clear expression and is determined by the number of 
linking institutes and a coefficient of the correlation of their results: 


n—L 
Ure (11) — Ura (1) = PM ——> 
n-L 
Urol (r2) = i (r) = (1 ro p)” Tee nL : 


Further on, a significant correlation among linking laboratories results is assumed; 
therefore the correction rz is considered for linking comparisons [261]. The trans- 
formed results of the regional comparison z, = rayz, k > L can be added to the 
results of the corresponding CIPM comparison with the following uncertainties: 

2 
2 2 2 2 
Urel (Zz) = Ure} (Ve) + Urel (r2), Urel (r2) = =sL.. 


k=1 
Ure (Vk) —pi) 


The degree of equivalence for the RMO KC (k > L) participants are given in the 
form 
dk = Zk — Xref 


with the corresponding uncertainty 
u?(dg) = u? (zg) + u?(Xret) — 2U (ZK, Xref) 


Let us note that the correlation with the results of the institutes, which are the CIPM 
KC participants leads to a decrease in the uncertainty of degrees of equivalence. The 
following expressions for the uncertainties of degrees of equivalence have been ob- 
tained: 


al 


L 
‘ u? (di) = rou?(x;) + u? (Xret) + 2 (> en 
1 
Ee 
ae = 
x (: u (Xref) a] ene) 


if there is no correlation between the regional comparison result and the results of the 
CIPM KC participants, and 


=] 


ze 1 
: 2(d; = cue i) 4 re aye Aa 
Pedy =r) #09 +2(Y aaa =a) 


= 
x () = u? (Xref) x cal 
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if there is a correlation between the regional comparison results and the results of the 
linking institute (for example, the result of the regional comparison is traceable to the 
measurement standard of a CIPM KC participant). 

Expression (1.13) for the uncertainty of the equivalence degrees of transformed data 
is the sum of three components: initial uncertainties, uncertainty of the reference value, 
and uncertainty caused by transformation. 


1.6 Bayesian approach to the evaluation of systematic 
biases of measurement results in laboratories 


As mentioned above, the MRA does not provide a univocal interpretation of the con- 
cept “equivalence of measurement standards”, but introduces a quantitative measure 
of equivalence as a certain estimate and corresponding uncertainty, without any expla- 
nation of what kind of quantity is meant. Naturally, this provokes discussion as well 
as the wish to determine the degree of equivalence with the help of some particular 
quantity using an initial model of measurement result: x; = x + b; + ej. 

In a number of works the degrees of equivalence are identified with the systematic 
biases of the measurement results obtained in a respective laboratory. Such considera- 
tions are based on the model (1.2). Hence, as was noted above, they demand additional 
assumptions at a simultaneous evaluation of a measurand and systematic biases. 

We do not agree with the idea of identifying the degree of measurement standard 
equivalence with a bias of a measurement result. First of all, let us note that the equiv- 
alence of measurement standards is established on the basis of a particular set of stan- 
dards. This is obviously shown above when using a mixture of distributions for a quan- 
titative expression of the equivalence of standards. As to the bias of a measurement 
result of some laboratory, it is an intrinsic characteristic of the measurement results 
obtained in this particular laboratory. 

However, it should be recognized that the problem of revealing and evaluating sys- 
tematic biases in results of comparison participants is rather important. Key compar- 
isons of national measurement standards provide getting new information about sys- 
tematic biases of results obtained by laboratories, which is not taken into account in 
the traditional approach to evaluating comparison data. In this section the problem of 
evaluating the systematic biases of laboratory results on the basis of data obtained in 
key comparison of measurement standards is treated without reference to the calcula- 
tion of the degrees of equivalence. 

The application of the Bayesian theorem has allowed a posteriori estimates of sys- 
tematic biases of laboratories to be obtained without any additional constrains related 
to the parameters evaluated. Bayesian methods were formerly also applied when eval- 
uating key comparisons data, but there were difficulties connected with constructing 
a priori densities of distributions for the parameters being evaluated. These difficulties 
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have been successfully overcome, using information contained in a budget of uncer- 
tainty, which is easy to access in each comparison [109, 310]. 
Let model (1.2) be considered over again: 


Xi, =X+B;, i=1,...,n, 


where X is the measurand that is measured by all comparison participants and remains 
to be unchangeable at a stable traveling standard, and B; is the systematic bias of a 
measurement result of a laboratory. 

Before carrying out a comparison, some a priori information is available: 


¢ the characteristic (standard deviation) of the measurement precision in a laboratory 
0;, which is assumed to be known as an accurate one; 


* the combined standard uncertainty caused by systematic effects up (x;). It is as- 
sumed that all known corrections have been already inserted and that the corre- 
sponding uncertainties of these corrections have been taken into account; 


¢ the combined standard uncertainty, correspondingly, equal to 


u (xj) = “i iy (xi) + Oo}. 


Thus, before carrying out the comparisons there is no information about a measurand, 
and with respect to a systematic bias it is possible to tell only that its best interlabo- 
ratory estimate is equal to zero, with the corresponding uncertainty up (xi) = uB;. 
This can be formalized in the form of a priori probability density functions (PDFs) of 
the parameters being evaluated in the following manner: 


1 f 
pi) = pas (a) = ee exp [sas }. Pn) o 
On the basis of a priori information and measurement results x;, obtained in a key 
comparison, in each laboratory a posteriori distribution density function of measurand 
values can be obtained. The application of the Bayesian theorem leads to the following 
expression for the a posteriori PDF of the measurand: 


pele i Ix, bi xj) p(x, bi) dbi, 


where I(x, bj|xi) o« exp[—(i — (x + b;))*/20?] is the likelihood function, and 
P(x, 6; )is the joint PDF of measurand and bias in the i-th laboratory, in the case being 
considered p(x, bij) « p(bi). 

Before joint handling of all data presented by the comparison participants, it is nec- 
essary to make sure that the data is consistent. To do this it is possible, for example, 
to use a known criterion, based on the analysis of the zone of overlapping the PDFs of 
measurand, obtained in different laboratories [498]. Let us pay attention once again to 
the fact that model (1.2) is applied in this case for an analysis of consistent data. 


Section 1.6 Bayesian approach to the evaluation of systematic biases 29 


The application of the Bayesian theorem yields a joint a posteriori PDF of the mea- 
surand and biases of laboratory results: 


D(x, b1,...,bn|X1,...,XN) x 
I(x, by,...,bn|x1,...,XnN) p(x, b1,...,bn), (1.14) 


where /(x,bj,...,bn|x1,...,XN) = U(x, b,|x1)---l(x,bn|xyn) is the likelihood 
function, and p(x,),...,bn) « p(b;)--- p(by)is the PDF of measurand and sys- 
tematic biases of laboratory results. 

Integrating (1.14) yields a posteriori marginal PDFs of the measurand and of the 
systematic bias in a particular laboratory: 


D(x|x1,...,XN) = [edie babes. on) db) aby. 


P(bi|x1,...,xN) = [o.edieecesbo bers. ssn) de dy -+-dbja1 dBi + dby. 


Let us note that methods of statistic modeling can be used to obtain the a posteriori 
PDFs of the measurand and the systematic biases for the a priori PDEs of an arbitrary 
form and for an arbitrary likelihood function. For Gaussian a priori PDFs of systematic 
biases and the Gaussian likelihood function the joint a posteriori density of distribution 
is given by the expression 


D(x, b1,...,Dn|...,Xi,,UBj-..-- O7--..) & 


(x; — x — bj)? 1 b? 
Wa ee oe 


The best estimates of a measurand, calculated as a mathematical expectation of the 
distribution p(x|x1,...,xy), and of the corresponding standard uncertainty, calcu- 
lated as a standard deviation, are equal to 


eu 1s a +a) Ww (xw) = (x 


i=] i=1 


21 0j 


=f 
(up; I Ga) 


Thus, the Bayesian approach gives a weighted mean of measurement results as an 
estimate of the measurand. This coincides with the estimate obtained with the least- 
squares method. 

In the same way estimates of systematic biases and corresponding uncertainties have 
been obtained: 


2 ‘ : 
Uy: i Bi o7+u2,. 
B 2, 2 B 
bi = = (Xi — x), ué (bj) = Ug; ——— 
UR, + OF oF ud, 


An analysis of the estimates obtained for systematic biases shows that 
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¢ ifthe precision of measurements is high o; < wu ;, then the estimate of a systematic 
bias is close to the difference between the measurement result and weighted mean 
bj © (xj — Xp). At the same time, the corresponding standard uncertainty is equal 
to u? (bj) © u? (xy), ie., significantly less than the uncertainty obtained for the 
degree of equivalence; 


¢ ifarandomcomponentis significant, then the role of a priori estimate of a systematic 
bias in this case becomes more important and |b;| « |xj — xw|. 


The problem of the evaluation of a systematic difference between the results ob- 
tained in two laboratories is of independent interest [110, 309]. Based on the model 
for the i-th laboratory, it is easy to obtain a model of the systematic difference of the 
results of two laboratories which is equal to the difference of the systematic biases of 
the results of each laboratory: 


X; — X; = By — B;. 


It is interesting to note that the estimate of the systematic difference between two 
results depends of the fact of whether the information from all the laboratories or only 
from those between which the systematic discrepancy of results is determined has been 
used. 

The joint PDF of systematic biases of the i.th and j-th laboratories can be obtained 
by marginalization of (1.15): 


DAD 0F watts Bins Opava) 


b; 1 (x; — x — bj) 
en ie 


The mathematical expectation of the difference of quantities is equal to the differ- 

ence of the mathematical expectations: 
ue, 2 
Ai = bj — bj = Ske eg Xref) — pe ic Xref). 
UR; + 9; UR; + 0; 

To calculate the corresponding uncertainty it is necessary to know the covariation 
cov(b;,b;), which can be obtained from the joint probability density function (1.15). 
As a result the following is obtained: 


2 2 2 42 2 2 2 
2¢,.\ — “BiG HRs y UB; MB; 2 
u (Ais) eS ae ee Ge. eee ur (Xp). 
Bi % Bj tT %7 Bi % Bj + 2%; 


It should be noted that estimates of the systematic difference and associated uncer- 
tainty obtained using information from all comparison participants differs from the 
corresponding estimates obtained on the basis of data from only two laboratories. The 
Bayesian approach on the basis of data from only two laboratories gives the following 
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estimates of systematic differences: 


The comparison of two estimates of pair-wise systematic differences shows that 


* estimates obtained on the basis of information from all participants always have a 
lesser uncertainty, and the following inequality is true: 


u° (Ajj) — uw? (Aij) = 


2: 
ue UR; 1 1 
= a NE 
u?(xi) —-u?(x;) 1 1 1 


WO) w (x;) de u? (xi) 


* estimates and the corresponding uncertainties coincide, provided that the laborato- 
ries have similar characteristics of precision and accuracy 0; = 0, Upj = U, V1; 


* estimates become close to each other at a high precision of measurement results in 


. on 
laboratories —- — 0. 
UBi 


In Section 1.6 the problem of systematic bias estimation on the basis of the measure- 
ment results obtained in key comparisons has been considered. The approach applied 
implies that detailed information about uncertainty components is available. This ap- 
proach is based on the Bayesian analysis of information from all participants, provided 
that the consistency of this information is present. As a result, the uncertainties asso- 
ciated with laboratory bias estimates can be reduced compared to the assessment of a 
particular laboratory. 


1.7 Evaluation of measurement results in calibrating 
material measures and measuring instruments 


The goal of calibrating measuring instruments is to provide the traceability of measure- 
ment results to a national or some other reference measurement standard. The relations 
between quantity values with associated uncertainties obtained using a measurement 
standard and the corresponding indications of the measuring instrument under cali- 
bration (which is inferior in the calibration hierarchy) and associated uncertainties are 
established during calibration. A measure indication implies the value of a quantity 
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that is reproduced by this measure. When applying the measuring instrument, this re- 
lationship is used for getting a result according to measuring instrument indications. 

When a single-value material measure is calibrated, a value or correction to a nomi- 
nal value (or a value assigned to the measure at its previous calibration) and associated 
uncertainty are indicated. When multivalue measures are calibrated, a totality of new 
values or corrections (additive or multiplicative ones) is indicated for all points of a 
range which are calibrated. The values are reported with their associated uncertainties. 

The relation (the calibration characteristic) determined for a measuring instrument 
in calibration can be expressed in one of the following basic forms: 


¢ in the form of a table containing both the corrections to indications of a measur- 
ing instrument and the corresponding instrumental uncertainty values. The calibra- 
tion characteristic can also be given in the form of corrections (an additive or/and 
multiplicative) to the (nominal) calibration characteristic assigned to the measuring 
instrument; 

* in the form of a calibration function. The calibration function can be represented in 
an explicit form (analytically or graphically) with indication of the uncertainty at 
each point of a range or in the form of coefficients of the calibration function and 
also their uncertainties. 


In needed, during the process of calibration some other metrological characteristics of 
measuring instruments can also be determined, for example, 


¢ instability of the calibration characteristic of measuring instruments; 


¢ standard deviation of indications of a measuring instrument under conditions of 
repeatability, which characterizes a random dispersion of indications under rated 
conditions when the calibration is performed; 


* nonlinearity of the calibration function. 

When evaluating the calibration characteristics, the data processing is performed in 
accordance with a general scheme proposed in the Guide for the expression of uncer- 
tainty in measurement [243] and includes two stages: 

(1) formulation of a measurement model; 


(2) evaluation of an uncertainty, which consists of establishing the uncertainties of 
the input quantities of a measurement model and transforming them into an uncer- 
tainty of an output quantity in accordance with a measurement model. 


1.7.1 Formulating a measurement model 


A measurement model is always a certain approximation of the dependence of an out- 
put quantity on input quantities, a particular form of which is determined by require- 
ments for the accuracy of determining the metrological characteristic being calibrated. 
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The formation of a measurement model relates to the most complicated problems and 
are difficult to be formalized. A decision requires knowledge of a particular field of 
measurements. After the measurement model has been proposed, the process of cal- 
culating the uncertainty in many respects becomes a routine procedure, regulated by 
the GUM. It should be noted that one of the Supplements to the GUM is devoted to 
general issues of modeling measurements. 

The measurement equation applied in calibration purposes expresses the depen- 
dence of a metrological characteristic of a measuring instrument (i.e., the dependence 
of an output quantity Y), which has to be determined, on an input quantity of the 
measuring instrument X, and of all other quantities X;, influencing this metrological 
characteristic and its uncertainty: 


Y = F(X,X)...,Xn). (1.16) 


In the measurement equation applied for the purpose of calibration, the output quan- 
tity can be represented as 


¢ the value of a material measure under calibration or its deviation from a nominal 
value; 


¢ the systematic error of a measuring instrument at a fixed point of a measurement 
scale; 


¢ the (systematic) deviation of a measuring instrument indication from a nominal cal- 
ibration characteristic; 


¢ the calibration coefficient or parameters of a calibration function of a measuring 
instrument; 


* other metrological characteristics of a measuring instrument. 


Provided that in the process of calibration the stability of a material measure value is 
evaluated, then a change of the value for a certain time interval is taken as the output 
quantity. 

Output quantities of the measurement model are the quantities influencing the re- 
sult of determining the metrological characteristic of a measuring instrument and its 
uncertainty: 


e X isthe measurand at the input of a measuring instrument being calibrated, the value 
of which is determined using a reference measuring instrument or reference material 
measure, which are used for calibration purposes. X can be a vector quantity in the 
case where an indirect measurement method is applied in calibration; 


¢ X1,...,Xy are the influencing quantities, the values of which are directly measured 
or used as reference data, established constants, etc. 


Each kind of measurement and each type of measuring instrument to be calibrated are 
characterized by their own set of influencing quantities: X,,..., X». However, there 
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Figure 1.5. Method of direct measurements applied for measure calibration. 


are some general measurement models to be suggested, depending on the method of 
measurement applied for calibration purposes. The process of forming a measurement 
equation is illustrated in Figure 1.5 for the case where a single-value measure is cal- 
ibrated by the method of direct measurements with the help of a reference measur- 
ing instrument, when the relationship reflecting a measurement principle is trivial: 
Xeqi = FO7!(F(Xcai)), where X¢q) is the quantity maintained by the measure under 
calibration, and F is the true transformation function of the reference measuring in- 
strument. 

The calibration of single-value and multivalue material measures can be performed 
by the following methods [173, 427]: 


¢ the method of direct measurement, according to which the values of a measure to 
be calibrated are evaluated with the help of a reference measuring instrument; 


¢ the method of comparison with a reference material measure, which is realized with 
the help of a comparator; 

¢ the method of indirect measurements, according to which the values of a material 
measure are determined on the basis of a known dependence of a quantity, repro- 
duced by a material measure, on other directly measured quantities. 
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The method of comparison with a reference material measure, which is realized with 
the help of a comparator, has two modifications: the differential method of measure- 
ments and the method of substitution. In realizing the differential method of measure- 
ment, the difference of quantities maintained by a measure to be calibrated and the 
reference measure are evaluated with the help of a comparator. When realizing the 
method of substitution with the help a measuring instrument which performs the role 
of a comparator, the values of the measure to be calibrated and of the reference mea- 
sure are subsequently determined, and then their relationship is found. 

The calibration of a single-value material measure with the method of direct mea- 
surement consists of the multiple measurements of a quantity reproduced by the mea- 
sure under calibration, which is carried out with a reference measuring instrument. In 
the general case the measurement equation is written in the form 


ea = frat! (Yer (Kea) + D> Avi) + Do Axi, (1.17) 


where 

Xcal 1s the value of a quantity reproduced by a measure to be calibrated; 

Fref is the calibration function of a reference measuring instrument; 

Vret(X cat) is the indication of a reference measuring instrument, corresponding to a 
quantity that is reproduced by a measure being calibrated; 

fy! is the function, which is inverse with respect to the calibration function estab- 
lished in the process of calibrating a reference measuring instrument; 

Ayi, Axi are the corrections introduced into indications of a reference measuring in- 
strument and also into a final result of measurements, correspondingly. 


A particular form of the measurement model depends on the method of represent- 
ing a calibration characteristic of a reference measuring instrument. If the calibration 
characteristic of the reference measuring instrument is given with a table of correc- 
tions to its indications, then the measurement equation, as a rule, is represented in the 
following form: 


n 
Xeal = Xret + A (%rer) + y: A (xj), (1.18) 
1 


where 

Xref 18 the indication of the reference measuring instrument; 

A (Xref) is the correction to the indications of the measuring instrument; 
A (x;) is the correction for other influencing quantities. 


If the calibration characteristic of the reference measuring instrument is represented 
by calibration coefficient k,e¢, then the measurement model, as a rule, can be repre- 
sented in the form 


Sref (Xcat) aT Ex Ayi 
y= — ale 3 Axi- 
ref i 
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When calibrating a material measure with the method of comparison with a refer- 
ence material measure, two measurement standards are applied: a reference material 
measure with a nominal value equal to a nominal value of a measure under calibra- 
tion, and a reference measuring instrument applied as a comparator. The differential 
method consists in multiple measurements of the difference between the dimensions 
of a quantity, which are maintained by the reference measure and measure being cali- 
brated, with the help of a comparator. 

In the general case the measurement equation is written in the form 


Xcal = Xref + hae (Srer(Xea — Xret) + oe Ayi) =F ye Axi; 


where 

Xref 1s the value of a reference measure determined in the process of its calibration; 
Xcal> Xref are the quantities reproduced by a reference measure and measure being cal- 
ibrated, correspondingly; 

Vret (Xcal — Xref) are the indications of a reference measuring instrument, which corre- 
spond to the difference of quantities, reproduced by a reference measure and measure 
being calibrated; 

Ayi, Axi are the corrections introduced into indications of a reference measuring in- 
strument and a final result of measurements, correspondingly. 


Provided that the calibration characteristic of a reference measuring instrument is 
represented by a table of corrections to its indications, then the measurement model, 
as a rule, can be represented in the form 


n 
Xcal = Xret + Aref (Xcal = Xret) +A (Xeal a Xref) + a A (xi), 
1 


where 

Aret (Xcat — Xref) are the indications of a reference measuring instrument, correspond- 
ing to the difference of quantities reproduced by a measure being calibrated and ref- 
erence measure; 

A (Xcai — Xref) is the correction to indications of a reference measuring instrument; 
A (x;) is the correction for other influencing quantities. 


If the calibration characteristic of a reference measuring instrument is represented 
by the calibration coefficient krep, then the measurement model, as a rule, can be rep- 
resented in the form 


Aret(X cal = Xref) ae a Ayi 


Xeal = Xref + —$_—— 5. —— : =F ) Axi. 
re ; 
i 


A particular case of the differential method of measurements is the zero method, 
according to which one tries to obtain the equality of dimensions of quantities repro- 
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duced by a reference measure and by the measure being calibrated. At the same time, 
a term in the right-hand side of equation which corresponds to the indications of a 
reference measuring instrument is equal to zero. 

When realizing the method of substitution, the values of both reference and cali- 
brated measures are subsequently determined using a reference measuring instrument, 
and then their relationship is found from 


ref (Xcal) 
Xea —Xs¢-—__——_ Oxi 
a - Yref (Xref) ‘TI 7 


where X¢a1, Xref are the quantities reproduced by a measure being calibrated and the 
reference measure, respectively; yrep(Xcal), Vret(Xref) are the indications of a reference 
measuring instrument, which correspond to a value reproduced by a measure being 
calibrated and reference measure, respectively; and 6,; is the multiplicative correction. 

Typical measurement models used in the case where the calibration of material mea- 
sures 1s performed are summarized in Table 1.2 


Table 1.2. Measurement equations applied for the case of calibrating measures. 


Method of direct measurements with the help of a standard measuring instrument 


General case Fi foe (Srer(Xcat) + > Ayi) + 2 Axi 
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Particular cases of giving the cal- Xeal = Xrep + A(Xref) + me A (xi) 
ibration characteristic of a refer- 
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ref 
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Calibration of measures with the method of comparison with a standard measure 


Differential method 
= —1 
Xeal = Xref + het (vier (Xcat — Xtet) + > Ayi) 


+0 Axi 


General case 


Particular cases of giving the cal- Xeal = Xrep + Aver (Xcat — Xe) 
ibration characteristic of a stan- n 
dard measuring instrument + A (Xea — Xtet) + x A (xi) Xeal = 


Xref 
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Method of substitution 


ref (Xeat) 
Xeal = Xref —— 6 
- - ref (Xrer) Tl ue 
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The calibration of measuring instruments may be carried out using the following 
methods: 


¢ method of direct measurements, according to which a measuring instrument to be 
calibrated is used for measuring values of a multivalue referenced measure or a set 
of reference single-value measures; 


¢ method of comparison with a reference measuring instrument; 


¢ method of indirect (joint or combined) measurements. 


The method of comparison with a reference measuring instrument has two options: 
(1) the method of comparison, which is realized with the help of a transfer measure- 
ment standard (a multivalue measure or set of single-value measures), and (2) the direct 
comparison of a measuring instrument under calibration with a reference measuring 
instrument. 

When calibrating a measuring instrument using the method of direct measurement, 
the quantities reproduced by the reference measures, which correspond to different 
scale indications of the measuring instrument, are measured repeatedly with a mea- 
suring instrument under calibration. 

Provided that in the process of calibrating a measuring instrument it is required to 
determine corrections to indications of a measuring instrument, or deviations from the 
nominal calibration characteristic at a point X;ef, then the measurement model, as a 
rule, can be represented in the form 


¢ for the additive corrections: 


A (Xtet) = —(Veat(Xte) r= Xref) + » A (x;) 
1 


or 


A (Xref) = —(Veat (Xret) oo frominal (Xref) + 1S A(xi), 
1 


¢ for the multiplicative corrections: 


5(Xref) = (qc ys I] 5 (xi) 


Xref 
or ( ) 4 
cal Xref ) 
6 (Xie) = | ———— 6 (xi), 
( y (= (Xref) I] ( ) 
where 


Veal( Xref) are the indications of a measuring instrument under calibration at specified 
value of a quantity reproduced by the reference measure Xe; 
Xrefis the value of a reference measure; 
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Fnominal (Xref) is the value obtained using a nominal calibration characteristic of a mea- 
suring instrument under calibration at specified value of a quantity X;ef; 

A (x;), 6 (;)are the corrections for instability of a reference measure and other in- 
fluencing quantities. 


If in the process of the calibration of a measuring instrument it is required to deter- 
mine its calibration coefficient k, then the measurement model is represented in the 
form (Xen) 

Veal Aref 

: Xref I] eee: 
where 
Veal(Xter) is the indication of a measuring instrument being calibrated at a specified 
value of a quantity reproduced by the reference measure X jeg; 
Xref 18 the value of a reference measure; 
65(x;) is the corrections for the instability of a standard measure and other influencing 
quantities. 


When the method of comparison is applied to calibration of a measuring instru- 
ment, the latter, together with a reference measuring instrument, are connected to one 
and the same source of an input measurement signal, and efforts are made to provide 
the equality of the input or output signals of the measuring instruments, which are 
compared. After that, the calibration characteristic of the measuring instrument being 
calibrated is established by changing the value of the input quantity. If the equality 
of values of the input quantities of both measuring instruments is achieved, then, first 
using the indications of the reference measuring instrument y;e¢(X ) and its calibration 
characteristic, an estimate of the input quantity value is found as X;er = ary (ret (X)), 
and then the associated uncertainty is calculated. 

As atrule, in the process of calibration a series of repeated indications of the measur- 
ing instrument being calibrated and of the reference measuring instrument is obtained: 
Veat( Xref), Vret(Xrer). In this case, when handling the data it is necessary to take into 
account a possible correlation of indications of the standard measuring instrument and 
instrument under calibration, which is caused by fluctuations of the measurand. 

Typical measurement models, used in the case where the calibration of the measur- 
ing instrument is performed, are summarized in Table 1.3. 


1.7.2 Evaluation of measurement uncertainty 


The uncertainty of a calibration characteristic is caused by several sources including 
properties of the reference measuring instrument used and the measuring instrument 
to be calibrated, as well as measurement procedure applied for calibration. The basic 
components of the uncertainty are 


* instrumental uncertainty of a reference measuring instrument; 
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Table 1.3. Measurement models applied in calibrating measuring instruments. 
Method of direct measurements using reference measure (a set of measures) 


n 
Evaluation of additive A (Xrep) = — (Veal (Xter) — Xret) + os A (x) 


corrections 1 
or 


A (Xref) = (Val (Xret) = Sno minal (Xret)) + >. A (xi) 
1 


x 
Evaluation of multiplica- 6 (Xrer) = Gee ( a) I] 6 (x;) 


tive corrections or 7 


§ (Xret) = (~ate)" []sc) 


Sno minal (Xref) 


Evaluation of a calibra- ae Veal (Aref) (Xrer) Tl 3 (xi) 
tion coefficient Xref 


¢ drift of the calibration characteristic of a reference measuring instrument over a 
period after its previous calibration; 


¢ methodical errors of the calibration method; 
¢ random factors in performing the calibration; 


¢ short-term instability of the measuring instrument being calibrated. 


Initial data for evaluating measurement uncertainty according to type A are the re- 
peated measurements carried out in the process of calibration. The uncertainty com- 
ponent caused by a combined influence of a number of factors, such as the repro- 
ducibility of indications of a reference and calibrated measuring instruments, variation 
of measurement conditions within the limits specified by the measurement procedure, 
short-term instability of the reference measuring instrument, etc. 

Initial information for evaluating measurement uncertainty according to type B can 
be obtained from the calibration certificates of a reference measuring instrument, the 
precision and trueness characteristics of a measurement procedure used for calibration, 
previous calibration certificates of the measuring instrument to be calibrated, the accu- 
racy class of the measuring instrument to be calibrated, the limits of permissible errors 
indicated in a measurement method specification, and engineering documentation for 
the measuring instrument. 

The evaluation of uncertainty is regulated by GUM [243]. It is based on a measure- 
ment model, and in a condensed form it is represented as a Table 1.4, illustrating an 
uncertainty budget. 

In column 1 are the input quantities of the measurement model. In column 2 are 
estimates of the input quantities or ranges of input quantity values. In column 3 are 
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Table 1.4. Budget of uncertainty. 


1 2 3 4 5 6 
Input Estimate/ Standard Type of Coefficient Contribution to the 
quantity range of uncertainty evaluation of sensi- combined standard un- 
values tivity certainty 
OF OF 
Xi Xj u(x;) A (B) a (vq) = i U(X;) 


values of the standard uncertainty calculated in accordance with the GUM on the basis 
of available a priori information or a number of repeated measurements. In column 4 
the type of uncertainty evaluation is indicated (in case it is needed, an assumed PDF 
is indicated). In column 5 are the coefficients of the sensitivity of input quantities 
Gq= i In column 6 are the values of contributions of the input quantities uj (yg) = 
| a |-u(x;) to the combined standard uncertainty u(y) (the product of the values from 
column 3 and a module of a value from column 5). 

When the estimates of input quantities are not correlated, the combined standard 


uncertainty of a measurement result is calculated by the formula: 


u(y) = 


Provided the estimates of input quantities are correlated, then the combined standard 
uncertainty is calculated by the formula 


u(y) = >). car (Ra, xy)u(i)u(a;), 
ij=l,iFj 
CF = oe eee ; 
where cjj = ae Fee ee xn)» (Xi, Xj) = a is the correlation coeffi- 


cient of the estimates x; and x;, and u(x;, x;) is the covariance of the estimates x; 
and x;. 

If the input quantities of the same measurement procedures, where measuring instru- 
ments or reference data are used, is to be evaluated, then there is a logical correlation 
of the corresponding estimates. In particular, if the input quantities X¥; and X2 depend 
on the mutually independent quantities Q; (J = 1,...,L), then they are correlated, 
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and the corresponding covariance is equal to u(x,, x2) = Doi C41 C2] (q)), Where 
CiJ, Cay are the coefficients of sensitivity of the quantities X; and X> to the variables 
Q; 7 =1,...,L). 

The combined uncertainty u(y) is given In the last line of the Table 1.4. The ex- 
panded uncertainty U(y) is equal to the product of the combined uncertainty u(y) of 
the output quantity y by the coverage factor k, usually assumed to be equal to 2 for 
confidence level P = 0.95: 


U(y) = ku(y). 


The above procedure for calculating uncertainty is based on the GUM and well 
founded for the case of a linear model of measurements (or a model permitting lin- 
earization) and with assumption that the distributions of input quantities are normal. 

If these conditions are violated, then it is possible to apply methods of transforming 
of PDFs in accordance with [244], or the evaluation of a a posteriori density of output 
quantity probabilities using the Bayesian analysis. 


1.7.3. Calculation of measurement uncertainty associated with a value 
of a material measure using Bayesian analysis 


Let the application of the Bayesian theorem be considered in order to obtain an esti- 
mate and the corresponding uncertainty of a measure when the latter is calibrated by 
the method of direct measurements (1.18). For the sake of simplicity, the corrections 
for influencing quantities are not given. Then equation (1.18) takes the form 


Xeal = Xrep + A(Xret) = Xrep + A, (1.19) 


where Xref is an indication of the reference measuring instrument, and A is an error of 
the reference measuring instrument. 

The Bayesian analysis is a tool which allows the whole available a priori informa- 
tion about the measurand, the applied measuring instruments, and the measurement 
procedure to be taken into account for obtaining the measured value and its associ- 
ated uncertainty [155]. The a posteriori PDF of the output quantity is calculated as the 
product of the a priori PDF of the input quantities and the likelihood function of the 
data obtained in the process of calibration. 

The calibration of measuring instruments relates to those measurement problems 
where significant a priori information is available. This information contains 


* instrumental uncertainty of a reference measuring instrument: Uyper(Xref) = Urer 


* precision and trueness of a measurement procedure, in particular, the repeatability 
variance oR; 


* results of previous calibrations of a given material measure (xo, u(X0)). 
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The methods of assigning the PDFs to the measurement model quantities on the basis 
of available information are discussed, for example, in [550]. In particular, if only the 
estimate of the quantity value and its associated standard uncertainty are known, then 
in accordance with the principle of the maximum entropy a normal PDF is assigned. 
In the case given this is true for the a priori PDF of material measure value: 


(x — 2a | 


1 
PX (X| x0, U(X0)) = pte es - Di? (xo) (1.20) 


as well as for an error of the measuring instrument in use (it is assumed that all known 
corrections have been introduced, as prescribed by the measurement procedure): 


neta" at 
Uuref ) = -—— CX faa , 
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It should be noted that the information about the value of material measure obtained 
in the process of the previous calibration can be taken into account only in the case 
where it is consistent with the data of the present calibration. Especially if within the 
period between the calibrations there was a drift of the measure value, then the results 
of the previous calibration can only be used for establishing the parameters of this 
drift rather than for reducing the uncertainty of a current measurement. Consequently, 
before using the data of the previous calibration it is necessary to check the consistency 
of the two PDFs for the measure values, a priori PDF (1.20) and the PDF obtained on 
the basis of the results of the current calibration without using the data of the previous 
calibration. For this purpose it is possible, for example, to use [546]. 

The a posteriori PDF of measure value without taking into account the data of the 
previous calibration is calculated as 


DP (Xeal) = Jo (Xea, A |Xi, Uret; OR... )AA, (1.21) 


where 


P (Xeal, A |Xi, Uref, OR ----) (od 
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ref 
is a joint a posteriori PDF of the measure value and measuring instrument error, 


1 (Xcal — Xref,i — A)’ 
iGati= a ae 
i V/ 2NOR 20R 


is a likelihood function, and X;er; is the indication of the reference measuring instru- 
ment,i = 1,...,n. 
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It is well known that under the assumption made the a posteriori PDF of the measure 
value is the Gaussian one with the parameters 


Provided that checking has shown that the PDFs (1.20) and (1.21) are consistent, 
then PDF (1.20) can be used as the a priori PDF of the output quantity, i.e., the value 
of the measure under calibration [135]. Such situation is possible when the measure 
is calibrated rather often. If for this only the same standard measuring instrument is 
used, then a correlation arises between the error of the measuring instrument and the 
measure value, which is taken into account by considering the joint PDF: po(Xca1, A). 
Then expression (1.21) is rewritten and takes the form 


2 
i (Xcal — Xref,i — A) 


1 
Pp (Xcal) = / I] VIROR exp a a Po (Xeals A) dA. 


The availability of the a posteriori PDF allows the measure value and associated 
standard uncertainty to be obtained as a mathematical expectation and standard devi- 
ation of this PDF, respectively, as well for a coverage interval to be constructed for 
any given coverage probability. 


1.7.4 Determination of the linear calibration functions of measuring 
instruments 


In the most general case the problem of determining the calibration functions of mea- 
suring instruments can be formulated in the following manner. It is known that between 
the measurand X at the input of a measuring instrument and output quantity Y of this 
instrument there is a functional dependence Y = F(X). In the process of calibration 
the values of X and Y are measured or given with some uncertainties. It is required to 
determine a parametric form of the dependence F(X), to evaluate its parameters, and 
to calculate the uncertainty of the curve fitted to the experimental data. 

The form of F(X) is by no means always known in advance, for example, from 
certain chemical regularities. Usually, in practice the matter concerns some kind of 
approximation of F(X) with functions of the kind given f (x), which satisfies the 
requirements for the target uncertainty associated with fitting. 

The accuracy of determining the calibration functions of a measuring instrument 
is caused by the uncertainty of the experimental data (x;, yi), by the algorithm for 
evaluating the parameters of the f(X) dependence, and by the correctness of the ap- 
proximation of the theoretical calibration dependence of the function selected. These 
factors make a joint impact on the uncertainty of the calibration function estimate, 
which can be reduced at the expense of the optimal design of the measurement exper- 
iment when evaluating the calibration functions of measuring instruments. 
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The importance of measurement design increases when developing the measure- 
ment procedures intended for the routine calibration of measuring instruments, where 
it is necessary to provide the target uncertainty of the calibration function. The mea- 
surement design consists of selecting a number of values xj, i = 1,...,.N, at which 
measurements of the dependent quantity y; are made, and the location of these values 
xj,i = 1,...,N within the measurement range and the number of repeated mea- 
surements yij, 7 = 1,...,n; at the specified value x; are found, and, and finally, 
the requirements for the uncertainties associated with the values xj, i = 1,...,N 
themselves (values of the independent variable X ) are determined. 

In view of this the problem of determining the calibration curves of the measuring 
instruments is divided into the following stages [100, 106, 144, 430, 463]: 


(1) selection of a model of the calibration function f(X); 
(2) design of a measurement experiment; 
(3) evaluation of calibration curve parameters and associated uncertainties. 


The error of determining the calibration function can be represented in the form of two 
summands: 


f(x) — Fx) = f(x) — fx) + £0) — FQ), 


where F(x) is the theoretical (true) calibration dependence, f(x) is the accepted 


model of the calibration curve, and f(x) is the estimate of the model on the basis 
of experimental data. 

The summand f(x) — f(x) is the transformed error that is completely determined 
with the uncertainties of the initial experimental data and the data processing algo- 
rithm. The second summand f(x) — F(x) is the methodical error that has a systematic 
character and characterizes the inadequacy of the model selected. 

Provided that the extreme cases are being considered, when one of the summands 
is converted into zero, then the equality of the second summand to zero leads to a sta- 
tistical problem of evaluating the parameters of a regression, the classical statement of 
which corresponds to the absence of errors of an independent variable x;. The equality 
of the first summand to zero corresponds to the case of the absence of the experimental 
data errors, which leads to the classical problem of the function interpolation on the 
basis of its values yj, i = 1,..., N given at specified points xj, i = 1,...,N. 

There is always a certain “threshold” inconsistency of the accepted model with real 
data. Therefore, the second summand always differs from zero. It is important to take 
into account this inconsistency when evaluating the uncertainties of determining the 
functional dependence or when ensuring that this inconsistency does not significantly 
influence the calculation of the measurement uncertainty. 

Usually, in practice the second way is selected. A certain form of the calibration 
function is assumed, reasoning from the experience of a researcher, the simplicity re- 
quirements, and its suitability for control at repeated applications. Then the parameters 
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of the accepted model are evaluated. After that, the adequacy of the model for the real 
data is checked using the criteria of agreement — for example, the criterion y7. If the 
model and data are consistent, then the data on the uncertainty of the model is ne- 
glected. 

As previously mentioned, the selection of the model defies formalized description. 
It is only possible to formulate the general principles, the main ones of which are 


¢ the rational relationship between the model complexity and the uncertainty of the 
model evaluation. It should be taken into account that with a limited volume of ex- 
perimental data the increase in the number of parameters being evaluated results in 
an increase in the combined uncertainty of the calibration function (with a probable 
decrease in the systematic error due to the model inadequacy); 


* ensuring the uncertainty required for determining the functional dependence rea- 
soning for the purposes of its further application. 


Based on these principles, in practice the linear calibration functions are rather of- 
ten used. Provided that the accuracy required in the range being considered is still 
achieved, then the range is divided into subranges, and a piecewise-linear approxima- 
tion of the calibration curve is used. 

The initial data for evaluating the calibration function are the pairs of values with the 
associated measurement uncertainties: {(y;, u (yi)), (4i,u (4%)),i = 1,...,N}. Asa 
rule, the uncertainties of measuring instrument indications u (y;) are calculated ac- 
cording to the type A evaluation on the basis of repeated indications of the measur- 
ing instrument or given variance of indication repeatability of the measuring instru- 
ment. The uncertainty of the values of the independent variable u (x;) is calculated on 
the basis of the available information about the uncertainty of giving the points x; — 
for example, about the procedure of preparing calibration solutions based on certified 
materials. 

Then after evaluating the parameters, the linear curve can be easily represented 
in the form Y = ag + b(X — X) [430]. For such representation the least-squares 
method makes it possible to obtain unbiased and uncorrelated estimates(do, b), in case 
of the equal measurement uncertainties and uncorrelated data {(yi,u(y)), (xi, u(X)), 
i=1,...,N} they have 


eee a yf, vila — 8) 


Ne * ey aay 


The standard uncertainty of the calibration curve at the point x is calculated by the 
formula 


1 (4 =x)? 
2 — (y2 bey oy css : 
w(x) = (u" (y) + b’u" (x)) (3 # es ] (1.22) 
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The expanded uncertainty is calculated by the formula Up(x) = k x u(x); the 
coverage factor is assumed to be equal to k = 2 for the confidence level P = 0.95 
and & = 3 for the confidence level P = 0.99. 

For the arbitrary covariance matrix of initial data {(x;, yi), i = 1,..., N} the gen- 
eralized LSM is used. The corresponding estimates of parameters (do, b) are obtained 
using the numerical methods. In [311] an approach to evaluating parameters of the 
linear calibration curve on the basis of the calculation of a joint probability density of 
the parameters (do, b), taking into account the available a priori information, is con- 
sidered. 

The design of a measurement experiment for evaluating the calibration curves is 
realized taking into account the accepted algorithm for processing thd emeasurement 
results, since a particular dependence of the uncertainty associated with (do, b) on the 
parameters of the experiment plan is determined by the applied algorithm for data 
processing. 

The distinction of defining a problem of designing a measurement experiment in 
metrology from the similar procedure in the theory of an optimal experiment is re- 
vealed in the following. 


(1) Usually the matter concerns the availability of providing the target uncertainty of 
the calibration curve, whereas in the theory of an optimal experiment there is a 
minimum or maximum of the accepted criterion of optimality. 


(2) The uncertainty of the calibration curve is defined not only by random factors the 
influence of which can be decreased at the expense of increasing the number of 
experimental data, but also by uncertainties associated with values x;, which are 
usually caused by the systematic factors. It is not always possible to neglect the 
uncertainties of independent quantities x;. Consequently, in the general case the re- 
quirements for the uncertainty of the calibration curve are finally transformed into 
the requirements for the uncertainty associated with valuesx;. Therefore, the de- 
sign of a measurement experiment includes not only the determination of a number 
of values x; and their location within the range, but also the required uncertainty 
of these values. 


(3) Usually when determining the calibration curve the coefficients of a model of the 
given form, which can be different from a “true” one, are evaluated. Therefore, 
there is always a systematic error caused by the model inadequacy that has to be 
taken into account in the criterion of optimality. 


It is well known that the optimal design spectrum of the measurement experiment for 
determining the linear regression is concentrated at the ends of the range. However, 
this theoretical result cannot be applied in practice, in view of the presence of system- 
atic errors and deviations of the calibration curve from the linear regression. 
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An experiment plan ¢(/) is identified as the following set of quantities: 
X1,X2,.--,XN 
: nj=M. 
eee s : 


A set of points {x,,..., xy} is called the design spectrum. 

There are a great number of different criteria regarding the optimality of experiment 
plans, which may be divided into two groups: criteria connected with the covariance 
matrix of estimates of the model parameters, and criteria related to the uncertainty 
associated with the curve fitted. The basic criteria in the groups listed are as follow. 


(A) Criteria related to the covariance matrix D(e) of the estimates of the calibration 
curve parameters: 


° min |D(e)| is D-optimality; 

° min Sp [D(e)], (Sp [D(e)] = S27, Dii) is A-optimality; 

* minmax Aj;;(¢) (where A;; are the proper numbers of the covariance matrix) is 
i -optimaliiy: 

(B) criteria related to the uncertainty associated with the curve fitted: 

° min max Ed? (x,€) is G-optimality; 

* min [Ed?(x, )dx is Q-optimality, 


where Ed?(x, €) is the mathematical expectation of the square of an error of the func- 
tional dependence at the point x: d(x,¢) = | f(x) — firue(X)]. 


For metrology the criteria of optimality in the form of a functional are the more 
natural. Therefore, later on we shall consider theG-optimal plans. 

The problem of finding an optimal plan of the measurement experiment while fitting 
the linear calibration curves will be considered below, taking into account deviations 
of the real calibration curve from the linear one. Let the G-optimal plan for evaluating 
the parameters of the linear regression y = a + bx be determined for the case when 
the model error is evaluated by a deviation from the parabolic regression y = co + 
¢1X +¢2x?7. In addition it is assumed that the uncertainty of the independent variable is 
negligible, the experimental data are uncorrelated, and their uncertainties are constant 
within the range. 

The parameters are evaluated using the LSM: 


ay = Yo vi/N, b= Yo viii —x)/ >) eae 
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The optimal plan for the experiment is defined from the condition of minimizing a 
squared maximum value of the error of the calibration curve within the interval of the 
independent variable values: 


d = max Efa + bx — cy — cx — Cox}. 
xEX 
The problem is solved in the following manner. The optimal plan is defined for some 
N, and then the value of N is selected from the condition of providing the required 
uncertainty of the calibration curve. If only the symmetrical plans are considered, then 
the expression for the criterion d after mane calculations will be reduced to the form 


2 _ =)\2 


In finding the maximum it is convenient to pass on to a new variable z = (=) 
where T is half the measurement range. In new designations d is written in the form 
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If co = O (e., the linear multe is true), then the maximum is reached at z = 1 
(and i 9) us to POs wt EF }). The minimum d of the criterion, which is equal 

2u2 y 
to 


is reached at z;=1 (x;=x?7T). This is a well known result. If u(y) = 0 (ve., 
fheie i is not any measurement error, and the basic error is caused by the inadequacy of 
the model), then the maximum is eta at z = 0, and ies SL of the criterion 


is achieved at z; = 1/2(x; = 
design spectrum is concentrated at the points 


xj =X Vz*T, (1.23) 
where 
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The z* values are within the range (0.5, 1) depending on the relationship of the 
measurement uncertainty associated with experimental data and deviation of calibra- 
tion curve from the linear one. The d criterion value for the optimal plan is equal to 

2 
C2 T4z* 4 wy) 
To provide the target uncertainty ae of the calibration curve it is necessary to 


meet the condition 


2 
hey EY) 2 
co°T"z* + Ty S Mearger (1.24) 
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The second summand in the left side of inequality (1.24) can be decreased at the 
expense of increasing the number of repeated measurements at the points of design 
spectrum (1.23). The first summand reflects the uncertainty component caused by the 
model nonlinearity and can be decreased only at the expense of reducing the range T 
or dividing it into subranges. 

Thus, if the calibration curve for a particular measuring instrument is studied rather 
carefully and the correctness of approximating it with the linear function is grounded, 
then, performing the calibrations repeatedly, it is useful to conduct measurements at 
the calibration points corresponding to design spectrum (1.23). 

In practice a uniform design spectrum is often applied. Such a design spectrum is 
in a certain sense a compromise and is used in two ways: on the one hand it is used 
for evaluating the parameters of the linear curve, on the other hand for checking the 
compliance of the model and experimental data. These two tasks are different; the 
second one relates to the design of discriminating experiments and it is not considered 
in this chapter. 

When applying the uniform design spectrum, the uncertainty of the calibration curve 
can be evaluated on the basis of deviations of the experimental data from the curve 
being fitted. In contrast to the calculation uncertainty, according to (1.22) this way of 
uncertainty evaluation may be seen as experimental: 


1 (x — x)? geet 
u(x) = uy (y)- W ale Shee)? » Uwaty)= W2 >> 0% = is 
i=] \“ i=] 
(1.25) 


where y, is the estimate obtained on the basis of the curve beging fitted. 

Using the estimates of form (1.25) it is necessary to take into account that the dis- 
persion of the experimental data around the calibration curve is due to a number of 
reasons (but it is not possible to say that these reasons are fully taken into account in 
equation (1.25)): the repeatability of measuring instrument indications, the deviation 
from the linearity, and the uncertainty of values of independent quantity. 

The design of the measurements for evaluating calibration curves is the methodi- 
cal base for developing a procedure of calibration which will be able to provide the 
target uncertainty of the calibration function evaluation. The target uncertainty of the 
calibration function is dictated by its further application. In particular this can be the 
use of a given measuring instrument for carrying out measurements with a required 
accuracy, or the attribute of a given measuring instrument to a definite accuracy class 
of instruments by results of its calibration, etc. 
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1.8 Summary 


The compatibility of measurement results is the most desirable property of measure- 
ment results with regard to their practical use. Two experimental measurement proce- 
dures serve as an objective foundation for the compatibility of measurement results: 
comparisons of the primary measurement standards and calibration of the measuring 
instruments. 

The goal of calibration is to provide the metrological traceability of measurement 
results to a primary measurement standard. The metrological traceability is based on a 
chain of subsequent calibrations where each link of the chain introduces an additional 
uncertainty into the final measurement uncertainty. It should be emphasized that the as- 
surance of the traceability to a primary standard, in other words the use of a calibrated 
measuring instrument in measurements, is a necessary but insufficient condition of 
the compatibility of measurement results. The application of validated measurement 
procedures is also required. Validation assumes the calculation of measurement un- 
certainty under rated conditions in accordance with a recognized approach, which for 
the present is the GUM [243]. The rated conditions correspond to the conditions of in- 
tended use of measuring instruments. The comparisons of primary measurement stan- 
dards with the goal of establishing their equivalence can be regarded as a final step in 
providing metrological traceability of measurement results to a reference. 

In this chapter some problems in evaluating measurement results when calibrat- 
ing measuring instruments or comparing measurement standards have been consid- 
ered. Comparisons of the measurement standards and the calibration of the measuring 
instruments are the basic experimental procedures confirming the measurement un- 
certainties declared by measurement and calibration laboratories. These procedures, 
accompanied by quality management systems which are supported by measurement 
and calibration laboratories give an objective basis for the mutual recognition of the 
measurement results obtained at these laboratories. 

The problem of evaluating the data of the key comparisons of national measure- 
ment standards is comparatively new in the field of handling measurement results and 
evaluating the accuracy, and has arisen after the signing of the MRA by the national 
metrology institutes in 1999. Publications in the international journal Metrologia show 
that the interest in the problem has not decreased. 

Its current importance is confirmed by the regular presentation of reports and papers 
on the evaluation of key comparison data at seminars and conferences on methods of 
evaluating measurement results. As before, the discussion concerning the content of 
the initial concepts “reference value of key comparisons” and “degree of equivalence 
of national measurement standards” is continued. 

In this chapter the models used in evaluatng key comparison data were analyzed, 
and various approaches for expressing the degree of equivalence of measurement stan- 
dards were discussed, including those which apply mixtures of distributions, and the 
problem of linking regional key comparisons with CIPM key comparisons were treated 
in more detail. 
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In measurement standards comparisons the routine calibration procedures are used. 
Working out the calibration procedure of measuring instruments implies formulating 
the measurement model and a design of the plan of measurement experiment. Some 
general aspects of these issues were also treated in this chapter. 


Chapter 2 


Systems of reproducing physical quantities units 
and transferring their sizes 


2.1 Classification of reproducing physical quantities units 
and systems for transferring their sizes (RUTS) 


2.1.1. General ideas 
2.1.1.1 Aim, object, and tasks of the investigation 


The aim of this chapter is to develop a generalized type of system for reproducing 
units of physical quantity units and transferring their sizes (further - RUTS systems) 
into various fields of measurements. 

The RUTS systems, the graphical display of which is provided with so-called “ver- 
ification schemes” (hierarchy schemes for verification of measuring instruments) or 
metrological traceability chains, are the material and technical basis of measurement 
assurance, or metrological traceability of measurement, in a country. The number of 
national verification schemes which have been constructed and are currently in use 
corresponds to the number of approved national measurement standards which are in 
force today. 

However, in spite of the great number of practically realized systems intended for 
reproducing particular physical quantity units and transferring their sizes, until now 
there is still no generalizing theory for constructing such systems. There are a relatively 
small number of theoretical works, the most important ideas of which were used as 
a foundation [194] for the procedure for determining the parameters of verification 
schemes. However, all these works are are devoted to only some of the problems of 
the unit size transfer, mainly to those which refer to accuracy correlations in the unit 
transfer system. At the same time, only one method for constructing such systems has 
been obviously or not obviously assumed everywhere, i.e., an accuracy hierarchy of 
measurement standards and working measuring instruments with an upper link in the 
form of a national measurement standard. 

At the same time, the fact that today in practice the number of quantities and param- 
eters to be measured is, according to different literature sources, somewhere between 
250 [372] and 700 [503] (there is an undoubted tendency to its increasing), and all 
available verification schemes provide the uniformity of measurements only for a little 
more than 30 quantities (see Section 2.1.5.1), indicating that there are some other ways 
to provide the uniformity of measurements and, correspondingly, RUTS systems of 
other types. 
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On the other hand, the number of available verification schemes designed to pro- 
vide the uniformity of measurements significantly exceeds the number of quantities to 
be measured, and this discrepancy seems to be increasing, a fact which is connected 
to a weak clearness on the necessity and sufficiency criteria used in developing such 
systems. Provided that both tendencies will remain in the future (without any delib- 
erate interference by metrologists), this could result in an unlimited increase in the 
number of verification schemes, corresponding measurement standards, material, la- 
bor and financial costs, and manpower reserves. Thus, just now the realization of the 
necessity of optimizing the entire RUTS system (for the whole totality of quantities and 
parameters to be measured) is about to happen. 

This naturally requires a reliable mechanism, i.e., a scientific study of the prob- 
lem of optimizing the RUTS systems. Therefore, the importance of generalizing and 
systematizing the results of theoretical studies of the problems inherent in both the 
reproduction of physical quantity units and the transfer of their sizes, the optimization 
of the system providing the assurance of the measurement uniformity and, finally, the 
development of the theory of constructing systems of such a type, is evident. 

The first stage of creating such a generalization theory is the development of the 
classification issues, since classification serves as a basis for systematization and is 
an important moment in the development of any domain of knowledge. According to 
M. Planck, “the correct classification is a already high kind of knowledge”. 

A great number of facts have been already accumulated about the RUTS systems 
construction in different types of measurements , and this is the objective prerequisite 
for posing the problem of the classification of these systems. 

However, it should be noted that classification must not be considered as a final sep- 
arate topic. It only defines more exactly (intensifies, deepens) the differences of classi- 
fication groups, but by no means makes impossible the existence of groups which be- 
long simultaneously belong to several classes. This is particularly true for the systems 
of a complicated type, to which the RUTS systems being considered can be related. 


2.1.1.2 Method and structure of the investigation 


Classification being a “logical procedure”, the essence of which consists in dividing 
the whole set of objects according to detected similarities and differences into separate 
groups (classes, subordinate sets), is by itself the method of investigation. 

It is known that any set of objects can be classified into separate groups using two 
methods: by either listing all objects entering a given group, or by indicating an at- 
tribute (attributes) peculiar to each member of the group but which is lacking (due to 
notation) in objects which are not members of the given group. The more effective is 
the second method, namely the method of logical classification accepted for a given 
study. 

If the signs (attributes) of classification are sufficiently clear, then the classification 
itself as the division of the set does not present any significant difficulties — this is, 
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truthfully speaking, correct for the sets with elements having very pronounced signs, 
but in real situations it is by no means always the case. 

Therefore, the main difficulty of classification is simply the establishment of suffi- 
ciently clear classification signs. This is in turn determined by the extent of the clear- 
ness with which these signs become apparent in various elements of the set being 
studied. At the same time, the efficiency criterion of a classification being developed 
is the possibility of further profound study of selected classes (establishment of their 
inherent properties and interrelation of classes) and the construction of an integral 
interconnected and consistent system from elements of the set under study. 

All above shows that the value of any classification is determined by the extent with 
which the singled-out signs (grounds of classification) are essential for the set under 
study. With all this going on, not only is the essentiality of the sign important, but 
also the fact that this sign is initial. The signs singled out should be, as far as possible, 
initial (primary, determinant) with regard to other possible substantial signs. 

In connection with this, in the development of the RUTS systems classification, 
the problem inevitably lay in a detailed analysis of this set as an integer and as a set 
consisting of parts, as well as in the identification of the entity of this set by studying 
its place and the role they play among other sets and systems both connected with it 
and more general ones. This determined the structure of studying. 

Development of the RUTS systems classification was carried out under two as- 
pects: interspecific classification (i.e., classification which does not depend on the type 
of measurements or physical quantity under measurement) and specific classification 
(i.e., classification based on physical quantities under measurement). In accordance 
with this, there two groups of signs were used (see Sections 2.1.4 and 2.1.5). 

However, in connection with the fact that the problems and results of the specific 
classification of RUTS systems are in many respects similar to those of the problems 
and results of the classification carried out before, here the authors consider only some 
of the problems, namely those which were not dealt with in [144]. 

Since during the further development of the RUTS systems theory (and, perhaps, 
of some other metrological systems) which consists of a more complete formalization 
of the detected entities and interrelations, at the stage of classification an apparatus of 
the mathematical theory of systems and the set theory is used where possible. 


2.1.2 Analysis of the RUTS systems 


In order to carry out an analysis of the working systems of reproducing units of phys- 
ical quantities and transferring their sizes and approach to the choice of classification 
signs of such systems and to classification itself more soundly, it is necessary to un- 
derstand what is meant by the term “RUTS system”. To do this, it is necessary to show 
the substantial signs of these systems, both the external (with respect to other systems) 
and internal signs (those which are substantial with respect to the RUTS systems them- 
selves). 


56 Chapter 2 Systems of reproducing physical quantities units and transferring their sizes 


2.1.2.1 Concept of a metrological system 


In the modern literature the concept “system” seems to be very widespread and is used 
for various studied objects, although it remains, to a certain extent, intuitive. This is 
not surprising, since it is one of the most generalized concepta (a metanotion similar to 
philosophical categories such as “substance”, “common” and “particular”, “similarity” 
and “difference”, etc.), and determining such metanotions is rather difficult, since for 
this purpose one needs some other metanotions which are clear enough and not less 
common. 

The analysis of the various approaches for determining the concept “system” allows 
the system to be determined as a “complex (totality) of interrelated elements forming 
a certain integrity” [37]. At the same time the two most important properties of any 
system, i.e., its integrity and its ability to be divided, are determined. According to this 
point of view, it would be possible to assume one more definition which is, in our point 
of view, more general: “The system is a nonempty set of singled out (i.e., detectable) 
essentialities (elements, objects) united by a certain more general substantiality rela- 
tively stable with respect to time”. 

In publications on metrology the term “system” have also become widely used, 
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e.g., in word-combinations such as “system of units”, “system of standards”, “system 
of transferring unit sizes”, “system of measurement uniformity assurance” (“system 
of providing measurement traceability’’), etc. Unfortunately, in most cases these terms 
(word-combinations) were introduced without appropriate definitions, which does not 
allow for them a sufficiently monosemantic interpretation and (which is very impor- 
tant) nor demarcate them in a very clear way. At the same time, the use of the achieve- 
ments of the general theory of systems permits this to be done, provided that the objects 
of metrological study be subjected to a deep analysis and clear identification. Under 
such a point of view it would be useful to introduce a generalized concept “metrologi- 
cal system” as a system of a (definite) category of objects being studied in metrology. 

The objects under study in metrology are extremely diverse and can be both ma- 
terial (measuring instruments, standards, technical and engineering constructions and 
structures, scientist as keeper of measurement standards, etc.) and nonmaterial (terms 
and definitions, measurement unit symbols and their definitions, the context of norma- 
tive documents, actions of specialists, the order of work at metrological organizations, 
etc.), as well as of a mixed type (methods and means of verification, definitions of 
units and their reproduction with the help of measurement standards, metrological in- 
stitution as a whole, etc.). 

In accordance with the above the metrological systems can be divided (as is done 
with the systems in other areas of knowledge) into formal (elements or objects of which 
are the essence of concepts, symbols, descriptions), informal (involving material ele- 
ments), and mixed (including all socioeconomic systems). 
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2.1.2.2 ‘Elementary’ metrological systems 


As is known, in metrology the main (final) object of study is measurement. Therefore, 
any objects essential for measurement can be the object of metrological systems, par- 
ticularly all objects which are the components (elements) of measurement [390, 437] 
such as a physical quantity to be measured (PQ), unit for measuring a given physical 
quantity, measuring instrument (MI), measurement method, measurement conditions 
and observer (i.e., an observer carrying out measurements and possessing knowledge 
needed to do them). A totality of such objects in different combinations forms various 
metrological systems. 

For convenience (and a greater clearness) of further reasoning let us introduce the 
following symbols for “elementary” metrological systems: 


¢ ® = {g;} is the set of all measured physical quantities, gj; € ®; 
¢ [®] = {[g;]} is the set of all measurement units of PQs, [g;] € [®]; 


¢ W = {y;} is the set of all possible measurement conditions [under “measurement 
conditions” in a generalized form we will assume both external influencing factors 
and features of an object, i.e., a carrier of a given PQ, as well as features of its 
realization (including a measurement range)], Wj; € WV; 


¢ § = {s;} is the set of all available measuring instruments, s; € S; 
¢ M = {m;} is the set of all measurement methods, m; € M; 
¢ K = {k;} is the set of all observers, kj € K. 


At the same time, the sets ®, [®], and M are the formal systems (consisting only of 
names and descriptions) and the sets YW, S, and K are the informal systems. We also 
consider that all sets are put in order, i.e., they are the vectors. As the metrological 
systems become more complicated, the formal systems, as it will be seen later, can 
“pass” (reflected) into informal realizations. 

Each of these elementary sets and their various combinations can serve as the object 
of studying by metrology, the result of which will be the establishment of their proper- 
ties and interdependencies of properties of corresponding metrological systems. Some 
of these properties are evident. 

Thus, the power |[®]| of the measurement unit set [®] in a general form is equal 
to the power |®| of the measured PQs set |[®]| > ||; each element of the set [®] is 
similar to a corresponding element of the set ®]. The set S of all available measuring 
means is the combination n = |®| of MI sets for various PQs (provided the universal 
MI’s are excluded from consideration), i.e., 

n=|®| 
S = S(g1) U S(g2) U--- US@e)) = LU S@i). 
i=l 
Here, the nomenclature of MI types for every S(g;) will be determined by the subset 
W(w;) of all measurement conditions of a given PQ. 
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The set M is determined by the intersection n of the subsets M(qg;): 


n=|M| 
M = M(¥1) NM) N+ MQGa) = (\) Mi). 


i=l 


In a similar manner it would be possible to determine the set Y. However, V is the 
complex uncountable set, and we will not formalize it here. 

It is evident that the set K is a certain function of the sets ®, S, and M; the set K, 
in its turn, determines the system of manpower training for all observers, performing 
measurements. 

It is also evident that the totality (in the general form as the vector product) of all 
indicated “elementary sets” determines the whole set of measurements (system of mea- 
surement). 

Here it is important to emphasize that from the point of view of the integrity property 
in the definition accepted for the concept “system”, any set of both the indicated ones 
and their totalities forms a corresponding system. This requires indicating a “linking 
entity”. In particular, in order that the system of measurements corresponding to the 
set of all measurements may really be the system, it is necessary to indicate a concrete 
public formation to which it applies. Thus, it is possible to speak of the international 
or national systems of measurements as well as of an industry-branch system of mea- 
surements, etc. 

It should also be noted that the “elementary nature” of the sets indicated is relative, 
since their division is also relative. Properties of practically every set depend on the 
properties of other sets. This is seen from the example for the set K. But here the 
issue concerning the “elementary nature” (“primary nature”) of metrological sets is 
only mentioned. It is the subject of independent deep study (in our view, only on the 
way of selecting determinants, i.e., primary properties of the systems, it is possible to 
construct their scientific classification and the theory of their construction). 


2.1.2.3 Measurement as a trivial metrological system 


Let some formal properties of the elements of elementary metrological sets be con- 
sidered, reasoning from their essence. Without going into detail, and reasoning from 
a method of forming these sets, it is possible with a commonality degree sufficient for 
practice (the element ® — physical quantity as an abstraction — determining the formal 
set ®, does not depend on (f, p), but as a concrete realization has to be localized in a 
concrete measurement. A similar remark can be made with respect to [g]): 


[gi] = f (gi); Vi = V(gi.t, p); Si = S(gi, Vi); mi = m(gi, Vi, si); 
Kj = K(tj, pi, Si, mi, Vi); Gi = P(P1, G2,---,Pj>+++.Ple|-1); (2.1) 
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where g € ©, [g] € [©], W e UV, s € S,k € K, their indices are identical within the 
limits of each dependency, but, generally speaking, different for different dependen- 
cies; ¢ and p are the space-temporal coordinates of the metrological system in which 
appropriate elements of sets are included; p = {x, y,Z}. 

The space-temporal localization of elements is important in any system being stud- 
ied, since as it is seen from equation (2.1) that their properties depend on place and 
time where and when they are located in the given system, which in its turn (as already 
emphasized for the measurement system) has to be determined in the space—temporal 
continuum, i.e., the system boundaries (T;, P-) have to be given. 

Here, t € T; and p € Pe. This, in particular, is especially evident for Y (concrete 
conditions of measurements) and k (a concrete observer). At the same time we suppose 
that we deal with the metrological systems (including the measurement systems which 
are the most common) in which the scales T and P have to be of such a kind, so that 
within them the sets ®, [6], Y, S, M and K, as well as their elements g;, [g;], Sj, 
and m; will not change. Without this assumption relative to the nomenclature stability 
(that of definitions of PQs, their units, MIs and measurement methods) the system 
study would be impossible. 

Then any measurement (here the measurement means a totality of its inevitable 
components) in the system considered t € T and p € P can be represented as the set 
(a vector) {t;, pi, Gi, [gi], Vi, Si, mi, Ki} in which all indices iare fixed and equal. 

In this respect it seems important to introduce a correctness condition of measure- 
ment which is formulated in [29] at fixed p;, [g;], Sj, mj;, and K;, but under the stipu- 
lation that the most essential temporal changes of g; and Y;, as well as of parameters 
S; over the measurement time Teas are taken into account. According to this condition 
and due to temporal changes in the measurement system {g;, [g;], Si, m;, Vi, Ki}, the 
measurement error is caused by three components: 


A(Tmeas) a Ag + As + Ay, 


where in the first approximation 


t+Tmeas t+Tmeas 9M JQc. 
g QY Ps 

Ag = / —dt, As = ) / “dt, 
t F t ODs; ot 


t+Tmeas . 
Ay = eS / eM ings (2.2) 
t 


J 


Here Ps, € Ps are the parameters (characteristics) of MIs in the static mode, which 
give the normalized MI error Anorm, €.g., an accuracy class. 
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Then the goal of measurement (i.e., getting a value of a PQ within the limits of an 
error given Agiy can be only under the condition 


t+Tmeas | 0 ODs; 0 OW; 
ed g - Psi OP gees <A..—A 2 
J a” dX Ops; ot i dX OW; ot dt < Agiv— Ano (2.3) 


This condition of correctness can be generalized taking into account errors caused by 
space changes within the limits of the measurement procedure. 


2.1.2.4 Metrological system of itself 


The elementary metrological systems introduced above and some of their more or 
less complicated combinations are primary (external) with respect to metrology in the 
sense that, as a matter of principle, they can exist irrespective of metrological activity, 
though in the presence of the latter they become objects under study. 

However metrological activity consists not only of studying the systems (objects) 
which are external with respect to it, but also of developing proper metrological sys- 
tems (as a result of productive activity). The specific character of “metrological pro- 
duction” (and that of corresponding proper metrological systems) is determined by the 
specific character (by the essence) of practical metrology problems. 

We think that at present it is possible to mark out three relatively independent gen- 
eral problems of practical metrology which determine the content and volume of the 
concept “metrological assurance” as a totality of all kinds of metrological activities 
and their results (in the documentary standard the term “metrological assurance” has 
already been defined as the establishment and use of various (listed there) grounds 
which are required for solution of two problems, i.e., achievement of the uniformity 
and accuracy of measurements). 

As will be seen later, the above corresponds only to the system of measurement 
quality assurance. Moreover, enumeration of the grounds determining kinds of metro- 
logical activity also restricts the concept in an artificial manner, since it does not allow 
the main problems to be solved by some other way: 


(1) the problem of measurement uniformity assurance; 


(2) the problem of the technical improvement of measuring instruments and measure- 
ment methods; 


(3) the problem of measurement efficiency assurance. 


The solution to the first two problems leads to the formation of a system of ensuring 
the measurement quality (SEMQ) within the framework of the given measurement 
system, and the solution of the third problem, in its turn, leads to formation of a system 
for ensuring the measurement efficiency (SEME) of this given measurement system. 
Considering some national system of measurements (NSM) as the measurement 
system, it is possible to determine the most common proper metrological system, i.e., 
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Figure 2.1. Interrelation of “proper metrological systems” on the upper levels of the metro- 
logical assurance system. Here: SMA is the system of metrological assurance; SEMQ is the 
system of ensuring the measurement quality; SEME is the system of ensuring the measure- 
ment efficiency; SEMU is the system of ensuring the measurements uniformity; SCMM is the 
system for certifying methods of measurements; SCMIQ is the system of certification of mea- 
surement instruments quality; SSVCMI is the state system of verification and certification of 
measurement instruments; SSTMI is system for the state testing of measurement instruments; 
SMCS is the system of metrological control and supervision; SMB is the system of metrologi- 
cal bodies; SME is the system of metrological examination; SMP is the system of metrological 
personnel; SMND is the system of metrological normative documents. 


the “system of metrological assurance of national economy” as a totality of all proper 
metrological systems which appear as a result of solution of the above main problems 
of practical metrology. 

Figure 2.1 shows an attempt to systematize proper metrological systems in an im- 
plicit or explicit form (without detailing them), which have been formed for today. 
Some grounds of the interrelations indicated in Figure 2.1 will be given below. 


2.1.2.5 Hierarchy of metrological systems 


The hierarchy property of a structure is inherent to all existent systems, particularly 
to complicated ones. This is seen from the possibility of describing on any level (to 
abstract) any system, various features for joining the system elements into groups, and 
others. 
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The hierarchy property becomes especially apparent in the systems of the type “sys- 
tem of uniformity (of anything)”. Obviously, just for the systems of such a type the 
formalized theory of multilevel hierarchy systems is more applicable. 

The concept “system of uniformity assurance ...” assumes that such a system has 
to be related to another more general system (which can be external with respect to 
that which is considered). It is evident that the system of ensuring the measurement 
uniformity (SEMU) has to be related to a certain well-defined system of measurements, 
and taking into account what is noted in Section 2.1.2.4, to an appropriate system of 
metrological assurance as well. 

Let us consider mutual relations of the systems in the part of proper metrological 
systems which directly relates to a RUTS class of systems in which we are interested, 
within the framework of the above selected national system of measurement unifor- 
mity assurance, reasoning from considerations of general metrology. 

As seen from equation (2.3), the correctness condition requires the availability of 
a great volume of a priori information about the measurement system which is justly 
emphasized in [390, p. 79] (although this requirement is restricted there to the necessity 
of a priori information only about the object under study). 

Even if we suppose that the space-temporal changes in the measurement proce- 
dure do not take place, and even in the case where the assumption is made that the 
space-temporal changes take place and direct single point (spot) measurements are 
possible (obviously, those which are of the most interest from the point of view of 
mass measurements in the state system of measurement uniformity assurance), a pri- 
ori information meeting a simpler correctness condition is also required: 


A meas < Anorm- (2.4) 


This information is present in the implicit form in Ameas, since Ameas = (AG\jeas> 
where (Ag/,.,, is the real measured value of the PQ (of a concrete dimension), i.e., 
go’ = ¢'(si,mi, Wi, ki), some of the parameters of this dependence are connected by 
relations (2.1) with the exception of those which contain f and p fixed in the case given. 

In our view this circumstance (an inevitable necessity that a priori information be 
present and any necessity of this kind, to put it more precisely, for a different volume 
of this information under conditions given) is rather significant for understanding the 
specific character of metrological activity and therefore can be used for analyszing 
metrological systems. In this connection the use of this circumstance in the classifica- 
tion of measurements according to accuracy (by the method of error evaluation) see 
in [144]. 

We can formulate the following postulates: 


(1) any measurement requires a certain a priori measurement information; 


(2) the volume of a priori information has to be determined by the accuracy required: 
the higher the accuracy required, the greater the volume of a priori information 
needed; 
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(3) at a given accuracy of measurements the volume of required a posteriori measure- 
ment information will be determined by the volume of a priori measurement in- 
formation: the less the volume of a priori measurement information is, the greater 
the volume of required a posteriori information. 


To all appearance, these postulates can be useful for further developing information 
theory of measurements. However, in the case given they allow some forms of metro- 
logical activity (and corresponding metrological systems) to be combined into a system 
of ensuring the measurement quality as a constituent part of the system of metrological 
assurance (SMA) (see Figure 2.1). 

Since it is the availability of certain a priori information which determines to a 
significant extent the quality of measurements (i.e., the correctness of solving mea- 
surement problems according to condition of information correctness), providing this 
a priori information for solving all the measurement problems of importance for a na- 
tional economy is the main essence of the system of ensuring the measurement quality 
in a country as the metrological system of the latter. 

And, since according to the third postulate, at a small volume of known a priori in- 
formation the volume of necessary a posteriori increases (i.e., the labour-intensiveness 
of the measurements themselves), the task of metrology is to provide the whole na- 
tional system of measurements with maximal a priori information. Hence the need of 
the system of metrological assurance to have a subsystem of measurement efficiency 
assurance and its interconnection with the system of measurement quality assurance 
can be seen. 

What is the distinction of the terms “ensuring the measurement quality” and “mea- 
surement uniformity assurance? According to [195] under measurement uniformity is 
meant “‘a state of measurements where the measurement results are expressed in terms 
of legal units and the measurement errors are known with the given probability” (the 
last part of the phrase, obviously, should be understood simply as the availability of 
not only an estimate of the physical quantity value but also of an estimate of its error). 

Formally this can be written in the following way (the comparability condition). 
There is A such that at any 7 4 i it is possible to have 


g-9 <A at g=Q and Y=, (2:5) 


where gj = (tj, Pj.5;,mj,k;.[gj]) and gi = (ti, Pi.si.mi,ki, [gil) are the really 
measured values of the physical quantity g, and gj; are its true values. Let us note 
that here the indices “i” and “7” mean that we are dealing not with different physical 
quantities (as the set ® has) but with different results of measurements of one and the 
same physical quantity. 

Obviously, the comparability of measurements (measurement uniformity) can also 
be reached with a measurement accuracy which is unsatisfactory for a given national 
system of measurements. Since the condition of measurement correctness (2.3) or (2.4) 
was related with the achievement in obtaining the physical quantity value within the 
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given accuracy characterized by Anorm, it can be considered as a condition for getting 
the accuracy required. 

For the simplest (and from the point of view of the national system of measurements 
interesting) case expressed by inequality (2.4), taking into account comments to it, the 
condition of achievement the accuracy required can be formulated in the following 
manner. There exists 7 (on the sets S, M,...in the given NSM) such that at any 7 (in 
the given NSM) we have 

Ag < Ano: (2.6) 


where g = 9(s;, mj, Wi, k;) if equation (2.1) is taken into account. 

Now it is possible to determine in a formal way the system of ensuring measure- 
ment quality as the metrological system that provides fulfillment of conditions (2.5) 
and (2.6), i.e., conditions of comparability and correctness of measurements, and the 
system of ensuring the measurement uniformity (SEMU) as the system providing the 
fulfilment of the condition of measurement comparability (2.5). 

An attempt to use the quality indices of measurements (accuracy, correctness, re- 
peatability, reproducibility) determined in [195] has not given good results, since these 
concepts to a certain extent overlap. They can be useful in further detailing of the sys- 
tems under the condition of their more precise specification. 

From the informal point of view, the condition of measurement result comparability 
means the possibility of “speaking in one language”, i.e., the unification of measure- 
ment information, mainly of a priori information, because it determines the unification 
of a posteriori information (if for example, the same units are used, then the results will 
be expressed in similar units). 

On the other hand the assurance of the comparability of measurement results is 
the most efficient way to reveal systematic errors of measurements (see [304]). This 
is exactly the main task of the system of measurement uniformity assurance (and of 
metrology as a whole). 


2.1.2.6 RUTS system as a subsystem 


In Section 2.1.2.3 a formal definition of measurement (i.e., from the point of view 
of its structure) is given. At the same time the structure of any measurement can be 
represented as the vector Uj = {9;, [gi], Wi, Si, mi, kj} of a state of the i-th considered 
measurement system {®, [6], VY, S, M, K}. 

Now let the measurement be considered as a process of determining (finding) the 
PQ value (by means of an experiment as in [195]). 

The PQ value is usually written in the form of the equality 


¢ = {e}l¢l, (2.7) 


where {¢} is the numerical value of the physical quantity and [¢g] is its unit. At the same 
time under ¢ in the left-hand side of the equation they understand the physical quantity 
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itself to be both a concrete realization and the quantity in general [437, p. 16]. Within 
the framework of the assumed formalism this is adequate. The expression g’ € ® is 
the designation of the physical quantity (a symbol, name, or definition irrespective of 
its numerical value). The same also relates to [@], i.e., to its unit. Therefore the physical 
quantity value does not coincide by implication with the PQ itself. To distinguish them, 
let us introduce a symbol g“"***) for the value g. Then 


gms) — f{p\g], (2.7a) 


can be considered to be the element of a formal set “**S) = [@] x R, where R is 
generally (in the general case) the set of all real numbers, and [®] is the set of PQ units 
introduced earlier. 

Since the time of Prof. M. F. Malikov [323] equation (2.7) has been considered to 
be the basic equation of measurements (also see [390, p. 10]) but at that the equation 
of measurements for the simplest case, i.e., for direct measurements, is written in the 
form g = X, where ¢ is the physical quantity value in question and X is the value 
obtained experimentally. Here one can also see an explicit inexactitude. 

Let us consider the simplest but most important case of measurements, i.e., a direct 
single measurement, since any more complicated measurement is in the long run re- 
duced to a direct single measurement (just in this case the PQ value is directly obtained 
by an experiment), the transfer to the result of the more complicated measurements is 
realized on the basis of methods of measurement result processing, the latter being the 
most developed issue in metrology. 

In case of such measurements, the PQ value, as a formal result of measurements 
coinciding with expression (2.7a), has to correspond to a rather determined indica- 
tion of a measuring instrument (as to the informal state of the measuring instrument) 
which can be conditionally called an informal value of the physical quantity under 
measurements: 

gee) = Ns@. (2.8) 


where N, is the dial readouts according to any numerical scale of the given MI and 
is the constant of the MI for this scale. 

Since according to the definition gy = No[y’], where [g] is the symbol of the PQ 
unit as before, and [g] is the PQ unit as its certain size (the concrete realization that 
was “memorized” by a given measuring instrument), then 


gms)” — N,Noly’] = Nil¢'THvl = NIg'l- 


Elements of the informal set (of the system) corresponding to the informal set (to 
the system) will be accompanied with a mark (’) for the purpose of distinction. Let us 
note that the sets R and {®} = {{g}} are formal, since their elements are numbers. 

Hence it is seen that it is always possible to choose such a scale of the given measur- 
ing instrument, such that its constant go will coincide with the informal (inherent in a 
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given concrete measuring instrument) unit of measurements, i.e., gj = [g’]. Therefore, 
taking into account the fact that the formal measurement result is taken in the form of 
a PQ value indicated by the measuring instrument, the equation of the direct single 
measurement (to which all other kinds of measurements are reduced) can always be 
presented in the form 

gm) = Nig’). (2.8a) 


However, it should be kept in mind that gj = [9’] (as a specific constant of the 
measuring instrument) is not only the unit symbol, it is a priori (embedded into prop- 
erties of the measuring instrument) information about the size of the physical quantity 
chosen as the unit, 1.€., 


% = [¢'] = {le}. (2.9) 


Just in this a significant difference exists between (2.8a) and (2.7a), which in ap- 
pearance seem to be the same. 

From this point of view it is interesting to classify the basic types of measuring 
instruments: measures, measuring instruments, and measuring transducers. 


¢ Measures can be presented as MI for which both Ns and gj = [9’] are a priori 
measurement information. 


¢ Instruments can be considered to be MI for which there is a priori information and 
Ny is a posteriori information. 
¢ For transducers the equation of measurements can be written as 


(meas)’ a Kore 


| Cah (A) 


where gj and @; are the different values, and Ky, is the coefficient of transformation 
(in a general case it is a nonlinear operator). 


For the MI described by such an equation, taking into account equations (2.7a) and 
(2.8a), a priori information will be 


(meas)’ ! f 

9 Nill} [gil [gj] 
r= = ———... = N, r) B 
‘ gre! Nifloi]} [gil “Til i 


i.e., the ratio of the sizes of different physical quantities (the input and output ones). 

Let us return to the condition of comparability (2.5), having noticed that, as a matter 
of fact, it should contain not simply ; and ¢;, but their values oon and aes Then 
taking into account the above, 


gimeasy — of = Ny {lel} los] — Ni (lid [oi] 


Ni {gil} et) 
J {[v;]} wl Nj {[y;]} [g;] 


(2.10) 
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Hence it is seen that if [g;] 4 [;], i-e., “the symbols” of the units do not coincide 
in measurements of i and j, then condition (2.5) cannot be fulfilled at any A, since a 
final number (dimensionless) has to be obtained in equation (2.10) in parenthesis, and 
the ratio {oi} is nonsense that has no quantitative distinctness. 

Thus, to provide the uniformity of measurements (comparability of their results) it 
is necessary first of all that [g;] = [gi], i.e., that the unit of each physical value have 
only one designation (symbol, definition or name, which is formally the same). Con- 
sequently, the system of measurement uniformity assurance has to include the system 
of PQ units as its subsystem (as a set of their designations, symbols, and definitions). 

In Section 2.1.2.2 this system is introduced outside the framework of the proper 
metrological systems. It inevitably becomes such a system when the social need in 
measurement uniformity assurance increases. 

The comparability condition according to equation (2.10) also requires the com- 
parison of PQ unit sizes realized in various measurement experiments (see the ratio 
of numerical values of units in equation (2.10) in parenthesis). Hence, it follows that 
the system of measurement uniformity assurance also has to include the system that 
allows the unit sizes realized in each concrete measuring instrument in the form of 
a priori information to be compared. This system in its general form should be called 
the RUTS system. 

Up to now we have restricted ourselves to the case of direct measurements. Moving 
on to indirect measurements we will inevitably come to the necessity of providing 
the uniformity of values of different physical constants entering equations of indirect 
measurements. We will come back to this in Section 2.1.5.3. But here it is important 
that this is also the problem of one additional proper metrological subsystem, i.e., the 
state system of standard reference data (SSRD). 

It is quite possible that the structure of the system of measurement uniformity as- 
surance, which includes these subsystems, extends further. In particular, the system of 
measurement uniformity assurance to all appearance should include (at least in part) 
the system of certifying methods of measurements SCMM (certification is a rather new 
trend of metrological activity). 

In Figure 2.2, taking into account the above and Section 2.1.2.8, an interaction of 
various subsystems of the SEMU is schematically shown. 


2.1.2.7 Analysis of the concepts “reproduction of a unit of a physical quantity”’ 
and “transfer of the size of a physical quantity unit” 


The concept “RUTS system” is usually determined with its full name, i.e., with enu- 
meration of the main functions and their objects. In this connection it is important to 
analyze what is meant by the concepts “reproduction of a unit size” and “transfer of 
the unit size” of a physical quantity. Unfortunately, there is no clarity on this issue, 
especially with regard to the interpretation of the concept “reproduction of the unit” 
(compare with [323, 390, 437, p. 12]). 
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RUTS systems in particular kinds of measurement 
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Figure 2.2. Interrelation of subsystems of the system of ensuring the measurement uniformity. 
Here: SEMU is the system of ensuring the measurements uniformity; SND is the subsystem 
of normative documents of SEMU; SMU is the subsystem of measurement units; RUTS sys- 
tem is the subsystem of reproducing PQ units and transferring their sizes; SSSRD is the state 
system of standard reference data; SCMM is the subsystem for certifying methods of measure- 
ments; RUTS subsystems are the subsystems of reproducing PQ units and transferring their 
sizes in particular kinds of measurement; Subsystem of RUTS means is variety of metrological 
measurement instruments (MMI); Subsystem of RUTS methods is variety of methods of repro- 
ducing PQ units and transferring their sizes; RMMI subsystem is variety of reference MMIs; 
SMMI subsystem is variety of subordinate MMIs; AMMI subsystem is variety of auxiliary 
MMIs; SMS is the subsystem of the state measurement standards; VSHA is the subsystem of 
the verification setups of the highest accuracy; SSMS is the subsystem of the secondary mea- 
surement standards; WMS is the subsystem of the working measurement standards; SSS is the 
subsystem of the standard samples; SRM is the subsystem of the reproducing methods; STM 
is the subsystem of the transfer methods. 


In the Reference Supplement to GOST 8.057—80 (a documentary standard) the re- 
production of a physical quantity unit is defined as the “totality of metrological op- 
erations aimed at determination of a PQ value reproduced by a state measurement 
standard at an accuracy at the level of recent achievements of metrology”. 

Thus, here the reproduction of the unit is connected with a measuring instrument 
which is the most accurate in the given system of measurements. However “reproduc- 
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tion of a unit” is defined in terms of “reproduction of physical quantity” and does not 
expose the concept essence (let us note that a unit is one of the realizations of the same 
physical quantity). 

However such a point of view does not conflict with another official document [195], 
according to which any measure by its own definition reproduces the physical quantity 
of dimensions given (including the unit size). In this connection let us note that the 
largest part of measurement standards (also including national ones) reproduce not 
strictly the unit, but frequently the dimensions of the physical quantity which are too 
far from the unit. That is one of the difficulties in interpreting the term “reproduction 
of a unit”. 

From the above it is obvious that there is a need to study more deeply the essence of 
this concept as one of the fundamental concepts of practical metrology, in particular 
of the problem of measurement uniformity assurance. 

A single work specially devoted to this problem is the paper “Definition and re- 
production of physical quantity units” by Prof. S. V. Gorbatcevich!. In that work the 
author analyses the essence of the concept “reproduction of the units” and gives a more 
or less successful definition: “reproduction of the unit is the creation of a such an ob- 
ject (body or instrument), the properties or parameters of which are expressed by the 
quantity in terms of units corresponding their definition”’. 

A deep understanding is examined (unfortunately without giving an unambiguous 
formulation) in a monograph by M.F. Malikov [323, pp. 315-325]. The author also 
connects the “reproduction of the unit” with the practical realization of its theoretical 
definition. However, here, as distinct from the previous work, the author applies “re- 
production of the unit” not only to all measurement standards (including secondary 
ones) but also to working measurement standards, though on p. 285 he ascribes this 
property only to measures. 

However there is one common thing which joins various points of view at the con- 
cept “reproduction of the unit”. This is the relation of the unit to a concrete measuring 
instrument, its materialization (realization, embodiment). 

It was shown above (Section 2.1.2.6) that a certain realization of the PQ unit in 
a concrete measuring instrument (a real content of measurement information about 
the unit size) with the help of which the measurement is carried out, is, according to 
expression (2.8a), a necessary condition of any measurement. In other words: any MI 
has to realize (actualize, materialize) in itself the unit size. 

The vailability of a numerical factor for converting the unit size into its multiple or 
submultiple part does not play any principle role. 

From this it follows that to apply the concept “reproduction of the unit size” in the 
sense of its materialization (realization) only to measurement standards is meaningless. 
It is also applicable to working measuring instruments in this sense. 


1 Metrologiya 12 (1972), 3. 
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Let us note, however, that information about the unit size really contained in every 
particular measuring instruments is a priori measurement information (in any mea- 
surement with the help of the given measuring instrument) obtained by an earlier 
experiment (as a posteriori measurement information in measurements with another 
measuring instrument). 

A unique exception, obviously, is the most accurate measuring instrument in the 
given system, for which there is no a priori information about the PQ dimension. 
The unique a priori information about the unit of the given PQ for such a measuring 
instrument is formal information contained in the unit definition. 

Thus, a unique possible version of separating the concept “reproduction of the unit 
size” simply from its “materialization” can be the correlation of the first concept only 
with the most accurate measuring instrument in the given system of measurements. 

So, the reproduction of the unit is its materialization (realization) of such a type, 
that the unique a priori information about the unit is its theoretical definition. 

Such a definition in addition to its logical strictness allows us for the first time to 
approach the classification of RUTS systems, as well as to unify their type structures. 

Formalization of the concept “reproduction” needs to be made in further studies. In 
the simplest case of one measuring instrument used for the purpose of reproducing, 
which corresponds to measurement equation (2.8), then taking into account (2.9) and 
believing that according to the definition for this measuring instrument {g]} = 1, we 
obtain the equation of unit reproduction 


gine)’ = Nalg]. (C) 


“Reproduction means” is also a measuring means, only without experimental a pri- 
ori information about the unit. 

The concept “transfer of the unit size” is less disputable, since it contains in its name 
(term) rather full information about its essence. 

In GOST 8.057—80 [195] the following definition of “transfer of the unit size” is 
given: the totality of metrological procedures aimed at defining on the basis of cali- 
bration or verification the PQ value which has to be ascribed to a secondary or work- 
ing standard at the time of either their calibration or metrological certification, or to a 
working measuring instrument in the process of its verification. 

In [390, p. 173] the “transfer of the unit size” (under which the transfer of the unit 
size as a particular case of PQ realization can be understood) is defined as “founding 
(confirmation, ascription) metrological characteristics of a verified or certified mea- 
suring instrument with the help of a more accurate measuring instrument”. 

In all other cases (without definitions) the “transfer of the unit size” is understood 
to be simply the totality of hierarchy comparison (within the limits of the given ver- 
ification scheme) of unit sizes “embedded” in subordinate measuring instruments by 
their verification or calibration (see, e.g., [437, p. 83]). 

We think that further detailing is unnecessary (in the same way as in the preceding 
case), since a nongraduated measuring instrument, strictly speaking, is not a measur- 
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ing instrument (nothing can be measured with it). Moreover, the concepts “verifica- 
tion’, “certification”, “comparison”, “calibration”, and “graduation” reflect varieties 
of metrological procedures on transferring the unit size and are secondary with regard 
to the concept “transfer of the unit size “ presently being considered. 

From this it follows that the main content of the concept “transfer of the unit 
size” is constituted by comparison of unit sizes, “frozen” (embedded in the form of 
a priori measurement information) in (subordinate) measuring instruments varying in 
accuracy. 


To make this concept formal, let us use the same equation (2.8). Since in transferring 


acy’ / wolkt 

(comparison) they try to reach the situation when one) = one , where poms) 
/ 

is the PQ value obtained with a more accurate measuring instrument, and gsmeas) is 


the value of the same PQ obtained with a subordinate measuring instrument, there we 
have N2[95] = Ni [g{], from which we get the equation of unit size transfer: 


/ N / 
[95] = wy, il (D) 


This case covers all the basic methods of transfer. Methods of indirect measurements 
which are frequently included into varieties of transfer methods, strictly speaking, can- 
not be related to the transfer methods (see Section 2.1.3.4). 

An analysis of the main concepts of RUTS systems would not be complete without 
considering concept “maintaining the PQ unit’, which necessarily enters the legal 
definition of the concept “standard” [195]. 

For the concept “maintaining the PQ unit” there is only one explanation given in 
the reference supplement to GOST 8.057—80 [195]: “unit storage is the totality of 
metrological procedures aimed to keep the PQ, the value of which has been ascribed 
to the primary or working measurement standards at their metrological certification, 
invariable with time. 

However such a definition should rather be referred to the concept “maintaining 
the measurement standard” (compare with [323, p. 326] and [331]). Needless to say, 
at proper maintenance (which is absolutely mandatory, according to GOST 8.057—80) 
of the measurement standard, the latter, as well as the size of the unit it reproduces, will 
be kept. But generally speaking, the unit is maintained by any measuring instrument 
since the latter materializes (memorizes) it. 

Therefore, maintaining the unit is simply its realization with a given measuring in- 
strument at any time. In particular, under maintaining the unit with the measurement 
standard one should understand its reproduction at any time. However long the mea- 
surement standard reproduces the unit, so long will it maintains this unit (certainly, 
the longer the better). 

In this connection it should be noted that the reproduction of the unit with the mea- 
surement standard (with the state measurement standard as the most accurate one in 
the SSM) in a definite time can be performed by two methods: 
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(1) the discrete method, according to which the unit is reproduced only at any time 
interval where the standard setup is “switched on”; in the remaining time the stan- 
dard is the reproducer of the unit only potentially; 


(2) the analogous method, according to which the standard reproduces the unit at any 
moment of time until it exists as the standard. 


From this, inter alia, a very important requirement becomes obvious which concerns 
the nomenclature of the metrological characteristics of national measurement stan- 
dards connected with their ability to maintain corresponding units. Whereas accord- 
ing to the analogous method of reproduction it is sufficient to characterize the error 
of maintaining the unit by instability (with a stability index), when using the discrete 
method of reproduction (as will be seen in Section 2.1.4.2, this method is the most 
widespread one of the national measurement standards in force) it is also necessary 
to indicate together with the stability index the reproducibility of this standard (as an 
error of the standard due to its different “inclusions”. 


2.1.2.8 Structure of the RUTS system 


First of all it we should notice that frequently the concept “RUTS system” is used for 
a separate kind of measurements, i.e., for a PQ, the unit of which is reproduced and 
transferred by a given system. At the same time it is no less important whether or not 
the concept of the full RUTS system complies with the system covering all physical 
quantities which can be measured. 

Apparently it is useful to introduce a specific name “particular RUTS system” for a 
RUTS system related to a particular physical quantity. 

As to the structure of the full RUTS system, it is possible to mark out two subsystems: 
a full system of reproducing PQ units and a full system of transferring unit sizes. 
At present no doubts about the usefulness of introducing the first subsystem seem to 
arise. At least it agrees with the system of all national measurement standards which 
constitute the most important part of the measurement standard base of the country. 

The independence and importance of the problem of establishing the interrelation- 
ship of reproductions of the units of various (different) quantities became quite appar- 
ent in the development of the system of national measurement standards of the most 
important units of electrical quantities [501]. 

The second subsystem was introduced rather as an addition to the first one. At 
present the category “systems of transferring the unit size” is more important for par- 
ticular RUTS systems. 

However from the point of view of classifying the RUTS systems as their set, the 
structure of a particular RUTS system is of much greater interest. For this purpose let 
us introduce generalized elements of a particular RUTS system, which in the general 
case can be both elements of the simplest metrological set (Section 2.1.2.2.) and ele- 
ments of more complicated metrological systems. As elements of the particular RUTS 
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system let us choose only elements of two systems: the means of reproducing units 
and transferring their sizes as well as the methods of reproducing units and transfer- 
ring their sizes. 

The necessary facts, at least in the form of verification schemes, exist only for these 
sets. Moreover, these sets are the most essential for the RUTS systems (systems of 
normative documents, metrological specialists, metrological bodies, etc.). They are 
also to a great extent common to all metrological systems of their own, as well as in 
the structure of the national system of metrological assurance (Figure 2.1). 

Let us notice that the means of reproducing the PQ units and transferring their sizes 
are the single, particularly metrological technical means. Their distinction from the 
technical means intended for measurements outside the metrological practice, i.e., 
working measuring instruments (WMI), follows from the preceding point and does 
not transfer its size (in definitions of Section 2.1.2.6). At the same time any means of 
reproducing the unit or transferring its size is simultaneously the undoubted means of 
measurements or measuring instruments. 

Taking into account these two circumstances it is useful to name a generalized ele- 
ment of a particular RUTS system, which is the means of reproducing the unit and (or) 
transferring its size, by metrological measuring means (MMM): “metrological mea- 
suring means are the measuring instruments intended for and (or) applied in a certain 
system of measurements (for example, in the SSM) for reproducing the unit and (or) 
transferring its size’. 

There were some other attempts to introduce a generalized concept for measuring 
instruments used in metrological practice which distinguishes them from the category 
working measuring instruments. Thus, in [390, p. 172] all measuring instruments are 
divided into working measuring instruments and measurement standards (similar to 
M. F. Malikov’s work [323, p. 285]. However such terminology is not very successful. 

From the essence of the concepts “reproducing the unit” and “transferring the unit 
size” established above inevitably follows the hierarchical nature of the structure of 
the MMI system for a given particular RUTS system (see Figure 2.2). 

From the point of view of the hierarchy of different MMIs within one of a particular 
RUTS system it is possible to distinguish three independent classes of metrological 
measuring instruments, which are suitable for any variety of RUTS system: 


* reference MMI of the system: the MMI whichallows a given particular RUTS system 
to reproduce and transfer the size of a PQ unit; 


¢ subordinate MMI of the system: the MMI which allows a given particular RUTS 
system to transfer (but not to reproduce) the unit size; 


* auxiliary MMI of the system: the MMI providing the necessary functioning of an 
initial and (or) a number of subordinate MMIs of a given particular RUTS system 
(another version: providing normal operation of the hierarchial system of the initial 
and subordinate MMIs). 


74 Chapter 2 Systems of reproducing physical quantities units and transferring their sizes 


The ntroduction of the class of “auxiliary MMIs of the system” does not follow from 
the logics of preceding constructions. It was dictated by the practice of applying initial 
and subordinate MMIs (see Section 2.1.3.3). 


2.1.3 Varieties of the elements of a particular RUTS system 
2.1.3.1 Reference metrological measuring instruments (RMMI) 


Within the framework of the state system of measurements being considered, it is pos- 
sible to refer to reference MMIs for a particular RUTS system, the following categories 
of MMIs: 


¢ state measurement standards (SMS) defined in GOST 16263; among them are 
distinguished (see also GOST 8.057 [195]) state primary measurement standards 
(SPMS) and state special measurement standards (SSMS); 


* verification setups for reproducing the units by the indirect method. In practice these 
setups obtained the name “verification setups of the highest accuracy” (VSHA); 


¢ complex of working measurement standards (WMS) borrowed from other verifica- 
tion schemes (is admitted too by GOST 8.057—80). 


However the definitions of each category are fuzzy to such an extent that they do not 
permit the MMI given to refer specifically to one of them. 

In fact, all PQ units (except the basic ones) can be reproduced by the method of 
indirect measurements (through the direct measurements of other PQs, the units of 
which are known). Therefore, if a verification setup of a high accuracy means a com- 
plex fixed MIs necessary for indirect measurements, then there will be no principle 
distinctions from the national measurement standard. 

On the other hand if one assumes that in the third category, too (of borrowed metro- 
logical measurement means: measuring instruments or working measurement stan- 
dards), all standards included into the complex are fixed within the framework of one 
setup, then the latter will not differ at all from the first two categories (since MIs of 
other PQs can doubtlessly reproduce the PQ given only by an indirect method. 

Since the assumptions made are not regulated by anything, then there seems to be 
some difficulty in referring MMI to some category. 

Evidently the nomenclature of the varieties of reference MMIs has to follow from 
the distinction of the RUTS systems types on the basis of different essential signs of 
their reproduction, i.e., it has to be based on the classification of RUTS systems, which 
will be considered in Section 2.1.4. 

Here we will only notice that this issue requires an independent terminology devel- 
opment taking into account the matter stated in this item, as well as in Section 2.1.4. 
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2.1.3.2 Subordinate MMI 


The category of subordinate metrological measuring instruments intended for metro- 
logical application includes 

* standards-copies (S-C); 

* varieties of secondary measurement standards; 

¢ working measurement standards which can be related to some grade of standards; 
* verification setups (VS). 


All of these varieties are indicated in GOST 16263 and included into GOST 8.057 
[195]. Here, too, the interpretation of these varieties requires further improvement. 

Thus, the working standard is for some reason defined not generally by a measuring 
instrument (it would be more logical to ascribe to it the corresponding metrological 
functions), but by three concrete varieties of measuring instruments (measures, instru- 
ments, transducers), and as a result it is necessary to artificially introduce the concept 
“verification setup” (VS). 

No distinctions (including those of metrological kind) are seen between the cate- 
gories of secondary standards intended for transferring the unit size: S-C and WMS. 
In accordance with Section 2.1.2.8 (and the definitions in GOST 16263—70) they all 
can serve only in transferring the unit size; and the introduction of the S-C as an addi- 
tional transfer link with a new name but the same functions filled by the VS and WMS 
appears even less convincing. 

Moreover, the name S-C is itself not really adequate. The idea springs to mind that 
it would be better to use this term for a measuring instrument which really fulfils func- 
tions of the copy (as a reserve version, see Section 2.1.3.3). It should be noted that 
because of this a number of real verification schemes and standard-copies have been 
introduced with various functions. 

In our opinion, from a metrological point of view for subordinate metrological mea- 
suring instruments, it would be quite enough to have only one category of working 
standards of various grades. 


2.1.3.3 Auxiliary MMI 


This class of metrological measuring instruments, as mentioned above, was formed 
historically on the basis of experience gained in applying reference and subordinate 
metrological measuring instruments. This experience has shown that in some cases 
it is useful and necessary to have, together with reference and subordinate metrolog- 
ical measuring instruments, a number of metrological measuring instruments of an 
auxiliary destination, which fulfill one of the functions indicated below, which result 
from the metrological application of reference and subordinate metrological measur- 
ing instruments: 
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¢ performing comparison of reference and subordinate metrological measuring in- 
struments of a given particular RUTS system, or corresponding basic (as a rule, the 
reference ones) metrological measuring instruments of the RUTS systems of one 
and the same physical quantity but for various measurement systems (national and 
international ones); 


¢ checking of the safety (invariability) of metrological characteristics of a reference 
metrological measuring instrument; 


* replacement of a reference metrological measuring instrument in case of its failure. 


To perform the first function the following varieties of measuring instruments are re- 
quired: reference measurement standards (according GOST 16263-70 and 8.057—80 
[195]) and comparators (they are not regulated anywhere, but provided for in GOST 
8.061—80 [194]). To perform the second and third functions only one category is pro- 
vided for. It is a standard—witness (according to GOST 16263-70). 

According to GOST 8.057—80 the measuring instruments which control the invari- 
ability of the size of a unit reproduced by a state measurement standard have to be in- 
cluded into it, i.e., to perform the second function there is no any independent category 
of metrological measuring instruments. Thus, it turns out that the standard-witness 
serves only for replacing the state measurement standard. 

Taking this into account it is possible to say that the term “standard-witness” used 
for the function of replacing the state measurement standard cannot be considered to 
be very accurate. For this purpose the name “standard-copy” seems more appropriate. 

It is also not satisfactory that until now the important category of comparators has 
not been regulated though any transfer of the unit size performed through comparison 
(see Section 2.1.2.7); and if it is necessary for this purpose to use additional measuring 
instruments, which undoubtedly influence the accuracy and method of transferring the 
unit size, then they are worthy of the same attention as is the case with other metro- 
logical measuring instruments. 

This “nonsense” is mostly observable in the case of a verification scheme for mass 
measuring instruments (weights and balances). Only weights are the metrological mea- 
suring instruments, whereas the balances, although they have grades, are not regulated 
by the national verification scheme, i.e., they are considered to be versions of working 
measuring instruments. 


2.1.3.4 Methods of transferring a measurement unit size 


In accordance with GOST 8.061—80 [194], four categories are provided for methods of 
transferring the unit sizes (in the GOST they are called “verification methods”, which, 
in our opinion, is not entirely correct): 

(1) direct collation (without comparison means, i.e., not using auxiliary MMM); 


(2) collation with a comparator or other comparison means; 
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(3) the method of direct measurements; 


(4) the method of indirect measurements. 


Disregarding the first three varieties, which are interpreted more or less distinctly (see, 
for example [394, p. 179]), let us dwell only on the method of indirect measurements. 

In indirect measurements, as is known, the value of a physical quantity (a PQ being 
sought) being measured is determined on the basis of direct measurements of other 
physical quantities, i.e., 


(meas)’ = 


2; 


(meas)’ 
1 


{imeas) (meas)’ ee) Cx), (2.11) 


a(y Q ae) weeW,; 


wherei # j, and C; is the totality of some constants which appear when determining 
units in a certain system of units. 

Taking into account the equation of direct measurements (2.8a), as well as equation 
(2.11), it is possible to see that when carrying out such measurements a priori infor- 
mation concerns only the units of other physical quantities, Therefore, in view of the 
aforesaid (Section 2.1.2.7), equation (2.11) can be only the equation of the reproduc- 
tion of the unit given. ; 

However, if the value oo of the quantity sought is known from some other 
more accurate measurements (perhaps also obtained by an indirect method), then the 
transfer of the unit size becomes possible: 

(meas) ____ (meas) 


2 =P and {yi2} [gio] = {git} [4], 


hence 


But such a comparison is possible when either a more accurate measuring instru- 
ment is the measure, or both measuring instruments measure one and the same concrete 
realization of the physical quantity by an indirect method, i.e., they are transportable. 


2.1.4 Interspecific classification of particular RUTS systems 


When classifying particular RUTS systems, as the object of analyzing they used na- 
tional verification schemes which were in force at that time. Moreover, information 
was obtained from literature and specialists on those physical quantities for which at 
present there is no legal verification schemes. 

In Section 2.1.4 we have an interspecific classification (i.e., the typical one for var- 
ious types of measurements). In Section 2.1.5 we some aspects of particular classifi- 
cation of RUTS systems will be considered. 

The choice of classification signs was made on the basis of the analysis of basic 
concepts and ideas connected with the RUTS system as a whole, which was made in 
the preceding parts of the chapter. Since the classification given has as its final goal a 
development of a theory of RUTS system construction (perhaps, of other metrological 
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systems as well), then the essentiality of a sign was determined by its significance in 
the view of constructing such systems. 

It is enough, for example, to say that such an important sign of the RUTS systems as 
the unit size reproduction and transfer accuracy in itself is less essential from this point 
of view, since it depends first of all on the concrete realization of system elements, 
though some parameters of the system on the whole are its derivatives. 

Two classification signs chosen as the basic ones are 


(1) the degree of the unit size reproduction centralization of a given particular RUTS 
system within the framework of the state system of measurements; 


(2) the method of the unit size reproduction by the reference metrological measuring 
instrument of the system. 


Moreover, an additional analysis of the RUTS systems was done according the fol- 
lowing criteria: 


¢ the relationship of the element accuracy of adjacent levels of a particular RUTS 
system (also with respect to working measuring instruments); 


¢ the number of steps of the unit size transfer; 


* the “population” of each level of the RUTS system with subordinate and auxiliary 
metrological measuring instruments. 


2.1.4.1 Classification on the centralization degree of unit size reproduction 


Every particular RUTS system applies to one physical quantity. That is assumption 
of the definition given earlier. Both the concept itself and which of the parameters 
should be considered as one physical quantity are not so trivial issues (see further on in 
Section 2.1.5). They all function within the framework of one system of measurements, 
i.e., the state system of measurements. Because of it the classification of all the RUTS 
systems available for analysis revealed accordingly four categories (type groups) of 
particular RUTS systems. 

The first group includes the RUTS systems with the complete centralization of the 
unit size reproduction (type CC). In each of these systems there is only one reference 
(initial) metrological measuring instrument for the whole country, i.e., the RUTS sys- 
tem applies to all the measuring instruments of a given physical value in the country. 

Although the formal sign of such systems can be the presence of only one national 
verification scheme for a given physical quantity, the actual detection of such systems 
shows certain difficulties — formost, from the point of view of interpreting the physical 
quantities (see Section 2.1.5.1), such as similar ones with regard to names and units, 
but different with respect to their physical sense (plane angle and phase shift between 
electrical voltages, mass and mass of Ra), as well as particularly different in names but 
similar in sense and units (magnetic field intensity and magnetization, radiant power 
and radiant flux, concentration and pH, etc.). 
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However, if such cases are left out (the list will consist of 17 PQs; see Table 2.1), 
then a deeper analysis of the remaining 17 state verification schemes shows that in 
some of them (for force, velocity at vibration motion, inductance, and others) other 
degrees of unit reproduction centralization are present. 


Table 2.1. Number of RUTS systems with a given multiplicity degree. 


Multiplicity degree 2 3 4 5 6 7 8 =9 


Number of RUTS systems with a given multi- 8 4 3 2 - - 1 = 
plicity degree 


Taking into account that in a given state measurement system (in the country) there 
are always working measuring instruments not covered by the national verification 
scheme (in particular, measuring instruments for scientific investigations which use 
indirect methods of measurements), we can say that there are practically no “pure” 
RUTS systems of the complete centralization type at all. The RUTS systems for mass, 
density, time, light intensity, and some other quantities most closely correspond to 
them. 

The second group consists of RUTS systems with a multiple centralization of the 
unit reproduction (type MC). In each of these systems there are some different refer- 
ence metrological measuring instruments of the country, each of them reproducing the 
unit under various (not overlapping) conditions of measurements (YW; 4# W;). In this 
case the RUTS system is, as it were, subdivided into a number of subsystems (within 
the limits of one physical quantity), i.e., into divisions of a particular RUTS system. 

At present this type of RUTS system corresponds to the availability of a number of 
national measurement standards of one PQ (and correspondingly, to a number of state 
verification schemes). This type of system is naturally correct only in the case where 
every state measurement standard (a reference metrological measuring instrument) 
reproduces the unit under given conditions at accuracy higher than that of all other 
measuring instruments of a given PQ under the same conditions (within the frame- 
work of the state system of measurements); otherwise such a reference metrological 
measuring instrument has to change its rank and become a “subordinate” metrological 
measuring instrument. 

Here it should be noted that in this respect GOST 8.061—80 and GOST 8.057—80 
[194, 195] are contradictory. In Section 1.2.1 of the first document it is stated that every 
state verification scheme applies to all measuring instruments of a given PQ used in 
the country. At the same time every state verification scheme is headed by one state 
measurement standard, but according to the second GOST it is possible to have some 
measurement standards for one PQ. 

If a multiplicity degree is introduced for the unit reproduction, which corresponds 
to a number of independent reference metrological measuring instruments of such a 
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type, then from an analysis of the functioning state verification schemes the following 
data can be obtained. 

The RUTS system applied for pressure has the greatest degree of multiplicity. There 
are a number of functioning state standards and state verification schemes provided for 
different measurement conditions, for example: 


* excessive pressure (up to 250 MPa) according to GOST 8.017-79; 

* pressure within the range of 10 - 10° to 40 - 10° Pa according to GOST 8.094—73; 
* absolute pressure (from 107 to 10° Pa) according to GOST 8.107-81; 

* absolute pressure (from 2,7 - 107 to 4.10° Pa) according to GOST 8.223-76; 

* variable pressure according to GOST 8.433-81; 

* periodic pressure (up to 4- 104 Pa) according to GOST 8.501-84; 

* pulse excessive pressure according to MI 1710-87; 


* sound pressure in an aquatic environment according to MI 2098-90. 


The multiplicity degree, equal to 8, belongs to the RUTS system for one of the basic 
quantity, i.e., temperature. Fivefold RUTS systems exist only for specific heat capacity 
and length. 

The third group includes RUTS systems with a local centralization of the unit 
reproduction (type LC). In each system of this type there are some similar refer- 
ence metrological measuring instruments reproducing the unit under similar condi- 
tions (YW; = W;). 

The possibility of the existence of RUTS systems of this was noticed by E. F. Dolin- 
sky [141, p. 43]. 

The availability of RUTS systems of this type is indirectly admitted to by GOST 
8.061—80 (points 2.6 and 2.7) [194] by way of introducing a category of borrowed 
working measurement standards for reproducing the unit by the method of indirect 
measurements, which is supported by a documentary standard according to which ver- 
ification by the method described above are made legal. 

In the first case there is no reference metrological measuring instrument. The mea- 
suring instrument complex is not set up with individual copies, and the reference 
metrological measuring instrument is a kind of potential (virtual) one. In this case 
it would be better to speak of a reference method of reproduction rather than of the 
reference metrological measuring instrument. Prof. M. F. Malikov meant something 
like this under the concept used earlier for the reproduction of the unit with the help 
of the standard method [323, p. 331]. 

In the second case this complex of measuring instruments has been set up within 
one (official) setup, but it is possible that some complexes of such a type exist (No), 
and quite possible that 2 < No < N (WMI). 

No such RUTS systems exist officially, but they actually do exist — in an explicit 
form: volume capacity (occupancy), constant linear acceleration, sound velocity, and 
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others; and for a number of quantities (angle, force, inductance) as the form of an 
“admixture” (branch) in the state verification scheme for flow. 

The fourth group includes RUTS systems with the complete decentralization of the 
unit reproduction (type DC). There are no initial metrological measuring instruments 
in such systems. In all cases the measurements of a given PQ are carried out by the 
indirect method, i.e., the unit of this PQ is reproduced in each concrete measurement. 

As examples of PQs belonging to such a type of RUTS systems it is possible to 
give the following ones: area, inertia moments, force pulse, mechanical energy, heat 
energy in heat engineering. 

As it is seen from an analysis of functioning systems, in practice the RUTS system 
types listed above are met in a pure form extremely seldom. As arule, there are systems 
of a hybrid type with a different degree of coverage of measuring instruments for a 
given PQ. Moreover, there is a possibility of combining RUTS systems for various 
quantities. This is rather well seen from Table 2.2, where it is shown that a number 
of PQs (according to GOST 8.023-03 four PQs: light intensity, brightness, luminous 
flux, luminance) belong to one state verification scheme. 

However, in the presence of one initial metrological measuring instrument, such a 
combination of RUTS systems can, strictly speaking, only take place in one case: when 
the physical quantities combined are connected by a purely mathematical dependence 
(square or some other degree, logarithm, etc.). A RUTS system for time and frequency 
can serve as an example. 

The purely mathematical dependence of the PQ, by definition, are not be confused 
with a mathematical model of the PQ being measured (on a concrete object). For ex- 
ample, the fact that the area of a square is equal to the square of its side does not mean 
that, having precisely measured a side of a square stool, we will obtain a value of the 
sitting place area of the stool with the same accuracy. To check this it is necessary 
to verify the model adequacy to the object and introduce the corrections required into 
their dependence. 


2.1.4.2 Classification of the RUTS systems on a unit reproduction method 


Among the many possible interpretations of the term “method of unit reproduction” 
we have chosen the following two: 


(1) from the point of view of the behavior of the reproduction in the course of time 
(“maintenance” of the unit size); 


(2) from the point of view of the reproduction-dependence on the process of the unit 
size transfer. 


The first aspect was discussed in Section 2.1.2.7. Here it is only possible to ascertain 
that at present only RUTS systems for mass, density, viscosity, plane angle, EMF, 
electrical capacitance, inductance, and radium mass belong to the continuous method 
of unit reproduction (in the course of time). 
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Table 2.2. RUTS systems with the complete centralization of the unit reproduction (selec- 
tively). 


No Physical quantity Unit of PQ. Number of a nor- 
mative document 
corresponding to 
the state verifica- 
tion scheme 


1 Time S GOST 8.129-99 
2 Mass kg GOST 8.021-05 
3 Force N GOST 8.065-85 
4 Line speed (at oscillatory movement of a solid body) m/s MI 2070-90 
5 Angular velocity rad/s GOST 8.288-78 
6 Angular acceleration rad/s? GOST 8.289-78 
7 Luminous intencity cd GOST 8.023-03 
8 Radiance W/(sr-m?) GOST 8.106-01 
9 Brightness W/m? GOST 8.195-89 
10 Inductance H GOST 8.029-80 
11 Differential resonance paramagnetic susceptibility T GOST 8.182-76 
12 Magnetic flux Wb GOST 8.030-91 
13. Magnetic moment A-m GOST 8.23 1-84 
14 Activity concentration Bq/m? GOST 8.090-79 
15 Exposure rate Alkg GOST 8.034—82 
16 Liquid density kg/m? GOST 8.024—02 
17 Kinematic viscosity (of liquid) m/s GOST 8.025—96 
Notes: 


1. The conclusion that a physical quantity belongs toa RUTS system of the first group (with the complete 
centralization of the unit size reproduction) has only been made on a formal basis, i.e., on the availabil- 
ity of a single state verification scheme for the physical quantity (with elimination of uniform physical 
quantities different in names but similar in sense and units). 

2. Energetic quantities of the different nature of physical events are given in this table. 


In all the remaining cases we are dealing with a discrete method of the unit re- 
production. From this it follows that the introduction of an additional metrological 
characteristic of reference metrological measuring instruments (in particular, national 
measurement standards), i.e., the reproducibility, becomes urgent. 

From an analysis of the RUTS system from the point of view of the relation of 
the unit reproduction to the process of its size transfer, it is possible to establish two 
situations: 


(1) when a reference metrological measuring instrument reproduces the unit indepen- 
dent of the fact whether or not its transfer is realized; 


(2) when a reference metrological measuring instrument reproduces the unit only at 
the moment of its transfer. 
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The difference between these situations is caused by the difference in the composi- 
tion of the reference metrological measuring instruments. If the reference metrologi- 
cal measuring instrument contains in its structure a “source” of the PQ itself, then the 
reproduction of the unit can naturally be realized without any transfer. If the reference 
metrological measuring instrument does not contain any “source” which is at the same 
times located in a metrological measuring instrument by directly subordinated to the 
reference metrological measuring instrument, then it is possible to reproduce the unit 
only at the moment of transfer. 

The second situation takes place, for example, in operating RUTS systems for tem- 
perature coefficient of linear expansion (GOST 8.018-—07, and others), specific heat 
capacity (GOST 8.141-75, and others), heat conductivity, hardness by various scales, 
relative distribution of power density in a cross section of a beam of laser continuous 
radiation, and others. 

To all appearance, it is unlikely that it is useful to call such reference metrologi- 
cal measuring instruments by national measurement standards. More likely they are 
verification intended, as a rule, for certifying standard samples (SS). 


2.1.4.3 Other aspects of the interspecific classification 


The remaining classification criteria according to which the analysis of RUTS systems 
was carried out relate mainly to the system of the unit size transfer. The classification of 
RUTS systems on the basis of the relationship between the measurement ranges of the 
reference MMI and the lowest subordinate (or of the working measuring instruments 
finally connected to them) can be of the greatest interest. Since at present such an 
analysis is possible only for the state verification schemes with a state measurement 
standard at the head, therefore only state measurement standards will be considered 
further on in the form of a reference metrological measuring instrument. 
For this purpose three categories of RUTS systems have been selected: 


(1) Dsms = Dwna:; 
(2) Dsms = Xnom < Dwr; 
(3) Dsms < Dwnt. 


Here D marks the range of MI. 

As a matter of fact, in such an analysis the consideration was given not to the RUTS 
systems on the whole, but to their subdivisions (taking into account the degree of 
multiplicity of the systems). At the same time, it is possible to attribute 33 cases to the 
first category, 18 cases to the second one, and 53 to the third one. 

The first case means the unit reproduction and transfer of its size within the whole 
range of measurements, i.e., the reproduction and transfer of the PQ scale. This is 
rather reasonable for those quantities which are determined up to ratios of the order 
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Table 2.3. Comparison of the number of physical quantities in various divisions of physics 
according to various literature sources. 


Results of summation 


Division (section, part) of physics A B I I Tl 

1 2 3 4 5 6 7 
Space and time (I) 10 10 15 15 13 13 
Periodical phenomena (II) 2 7 4 9 9 8 
Mechanics (III) 23 24 41 45 44 42 
Heat (IV) 18 22 15 24 21 19 
Electricity and magnetism (V) 38 45 38 54 52 38 
Light and optics (VI) 16 38 15 42 42 38 
Acoustics (VII) 9 17 18 21 19 4 


Physical-chemical and molecular phenomena 1 37 6 39 40 26 
(VID 


Ionizing radiations (IX) 14 10 7 14 13 11 
Atomic and nuclear physics (X) 0 54 17 60 51 36 
Total 131 264 176 323 304 = 8=6235 


and equivalence of the sizes or intervals between them [100]: hardness, temperature, 
time, and others. 

The second case (which can be considered as a limit one for the third case, when 
Dsms — 0) and the third case can be realized only for additive quantities, for which 
the ratios of arithmetical operations of summation, etc., are appropriate. 

It is obvious that in these cases a question of the accuracy of scale transformation 
concerning the transfer of the unit size from the reference MMI to WMI arises. This 
question needs to be the object of an independent analysis from the position of a gen- 
eralizing theoretical consideration. 

On the basis of results the analysis carried out at the time of classification and taking 
into account Sections 2.1.4 and 2.1.5, one can make the following conclusions on the 
interspecific classification. 

1) A total number of particular RUTS systems (i.e., the measured physical quanti- 
ties) operating in the state system of measurements is not known accurately. 

If the nonoverlapping list of physical quantities is of interest, then according to the 
estimate made in Section 2.1.5 (see column 7 in Table 2.3) their number is 235. If 
it is assumed that the particular RUTS systems can have divisions (under the condi- 
tions VY of measurements (see also Section 2.1.6), then the number of measured phys- 
ical quantities and RUTS systems (taking into account their divisions) will be equal 
to 304 (column 6 of Table 2.3). 

2) According the data obtained, the number of RUTS systems with the complete 
centralization of the unit reproduction (type MC) is equal to 27. The number of RUTS 
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systems with the multiple centralization of the reproduction (type MC) is 31, and the 
total number of divisions these systems have is 95. 

Some RUTS systems are combined ones. This is why the sum of the RUTS systems 
of the CC type and the sum of the divisions of systems of the MC type do not coincide 
with the number of operating state verification schemes. 

3) The number of RUTS systems of the LC and MC types can only be approximately 
evaluated. According to the examples given above, the number of systems of the LC 
type is equal to ~ 10. Then the remaining systems (minus the CC, MC, and LC types) 
will be the systems with the complete centralization of unit reproduction. Their total 
number is 235 — (27 + 31 + 10) & 167. 

4) Although all operating state verification schemes are considered to be the systems 
with the complete centralization of the unit reproduction, according to Section 2.1.2 
they are first of all subdivided into systems of the CC and MC types. 

Moreover, a deeper analysis shows that some of the state verification schemes do 
not correspond even to a division of the system of the MC type, i.e., they cannot in- 
dependently reproduce the unit, since they actually “receive” it from some other state 
verification scheme and, thus, have to be included into the last one. The state veri- 
fication schemes for high pressures, for temperature related to infrared and ultravi- 
olet radiations, for alternating electric voltage and others can be used as examples, 
i.e., subordinate metrological measuring instruments from some other state verifica- 
tion scheme of the same physical quantity belong to corresponding state measurement 
standards. 

Furthermore, as noted earlier, in many of them there are “admixtures” of systems 
of the LC and DC types. 

5) The nomenclature of reference MMI varieties which we dispose of (Sec- 
tion 2.1.3.1) is evidently insufficient for the systems and their reference MMIs to be 
distinguished either by a degree of the unit reproduction centralization or by a method 
of reproduction. This question requires an independent terminology analysis. 


2.1.5 Some problems of the specific classification of particular RUTS 
systems 


In [456] the classification of measurements with respect to physical quantities and var- 
ious conditions of their realization is considered. This classification, particularly with 
regard to dividing types of measurements into subtypes etc., is based to a considerable 
degree on available information contained in the state verification scheme. Therefore, 
in a certain sense it reflects the structure of the RUTS system and its separate (partic- 
ular) subsystems. 

For example, the availability of a number of state verification schemes for measuring 
instruments of a given physical quantity under different specific conditions connected 
with singularities of realizing this PQ, range of its values, behavior in the course of 
time, etc., finds its reflection both in the available subtypes (varieties) of measure- 
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ments and in the availability of n-multiple partly centralized RUTS systems (see Sec- 
tion 2.1.4.1). 

The classifier described in [456] was used in developing proposals on improvement 
the specialization of metrological bodies of the Gosstandart of the USSR. The main 
idea of these suggestions consisted of imparting the hierarchical character to the struc- 
ture of metrological bodies, as well as to the corresponding structure of the system 
for assurance of the uniformity of measurements and full RUTS system consisting of 
subsystems and levels. In connection with this, the developed proposals to a certain ex- 
tent reflect the classifier of particular RUTS systems according to the fields and types 
(varieties) of measurements. 

Here only some principle aspects of the specific classification of the RUTS systems 
will be considered which were not considered in [456]. 


2.1.5.1 About formal and actual number of physical quantities 


An analysis was performed with regard to the lists of physical quantities which can be 
found in the literature on metrology: 


(A) G.D. Burdun, B. N. Osnovi, metrologii. M.: Izd-vo standartov, 1985. 256 p.; 


(B) Metodicheskiye ukazaniya RD 50-169-79 Vnedreniye i primeneniye ST SEV 
1052-78 “Metrologiya. Edinitci fizicheskih velichin”. M.: Izd-vo standartov, 
1979; 


(C) L.A. Sena, Edinitci fizicheskih velichin i ih razmernosti. M.: Nauka, 1977. 336 p. 
(all of them are in Russian). 


First of all let us consider the quantitative characteristics of the lists. If we locate 
all physical quantities defined in this literature in an order according to divisions of 
physics as in (B), then the picture shown in Table 2.3 (p. 84) is obtained. 

Putting aside the question concerning the completeness of the PQ system on each 
source (undoubtedly the real list of physical quantities used in physics is much wider), 
we have compared the data trying to make up a uniform list of physical quantities. 

At the first stage (designated as I; see column 5 in Table 2.3) within the limits of 
each division (section, part) of physics the quantities which are present at least in one 
work, were summed up, i.e., a formal operation of combining the sets 


Aj = Li ULa ULsi, 


where i is the number of a division of physics, and L123 are the lists of physical 
quantities, containing at separate works. 

Thus, the list A constitutes mutually supplemental lists of different works, only the 
name of a physical quantity being a distinction sign. 

At the second stage (designated as II; see column 6 in Table 2.3) the lists A; were 
composed from various divisions of physics, and the elements which were repeated in 
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various divisions were removed. And again the formal sign was the name of a physical 
value, or, to put it more precisely, its significant (fundamental) part. 

Thus, for example, from division I there were excluded various “moments of plane 
figures”, since they are met (in a substantial form) in division II; from division II the 
“wave number” was removed, since it was in division VI; from all divisions (except 
division III) the “energy” was removed too without looking at various adjectives such 
as: acoustic, electromagnetic, and so on; from division IV the “heat of a chemical 
reaction” and “molar heat capacity” which are applied in division VIII were removed, 
and so on. 

Simultaneously a derivative of the “chemical reaction heat’, namely the “specific 
heat of a chemical reaction” was transferred into division VIII. 

However, if one tries to gain a real, rather than formal understanding, then it appears 
that to make up a uniform and consistent list of physical quantities is not very simple. 

The fact is that in each division of physics together with quantities specific only to 
this division, other quantities, the nature of which is close (uniform) to quantities of 
other divisions of physics, were introduced. For example: energy flux — radiant flux — 
radiation power. 

The situation of such a type is especially vivid in division VII (“Acoustics”), where 
together with the adjective “acoustical” (sound) other quantities such as period and 
frequency (of oscillations) (division II), velocity, pressure, energy, power, and some 
others appear. If an attempt is made to combine all the cognate quantities into one 
division, then in the division “Acoustics”, for example, almost nothing will remain 
(see the result “C” in column 7 of Table 2.3): for the most part specific quantities 
connected with the acoustics of manufacturing facilities (acoustic penetrability of a 
partition wall, etc.). 

To all appearances, if one “digs” still deeper, then the whole division “Acous- 
tics” has to be transferred into divisions I-III (mainly divisions such as mechanics 
of gaseous and liquid media). In any case, such an analysis results in a significant 
decrease of the number of quantities (the result “C” in column 7 of Table 2.3). 


2.1.5.2. Uniformity of PQs and RUTS systems 


The analysis carried out essentially reveals one more circumstance: there are uniform 
quantities which not only have different names but also different constitutive equations 
even within one division of physics; for example: 

* pressure, normal stress, modulus of longitudinal elasticity, shear modulus, etc.; 

* power (of electrical circuits) — active and reactive; 


¢ electrical voltage, potential, electro-motive force (EMF), and others. 


Physical quantities frequently have different semantic content (such as, i.e., in optics, 


2 66. 29 66 


“surface density of a radiant flux’, “radiancy”, “energy illumination”, which, although 
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they formally have one and the same constitutive equation, their sense differs. The first 
quantity refers to the radiation itself, the second one to its source and the third one to 
an object of irradiation). 

In part this issue has been solved. However there are many quantities for which such 
a task has not been solved. This refers, first of all, to such general physics quantities 
as energy, power, length, and time. Suffice it to say that length as a general physics 
quantity obtains the following specific names (and partly the content) in various di- 
visions of physics: length of a average particle track, thickness of a layer of half 
attenuation, length of neutron moderation, elementary particle radius, length of an 
oscillation wave (sound, electromagnetic, and others), diffusion length, focal distance 
(for a lens), etc. 

It is obvious that from the point of view of measurement uniformity assurance (and 
RUTS systems) it is important that uniform quantities have the same units and that 
they therefore have to belong to one RUTS system. From the point of view of the 
formal construction of the RUTS systems, such a fullness of concrete realizations of 
physical quantities has to reflect on the set {W;} of measurement conditions. 

At the same time, it is at present unlikely to combine such values as energy and 
power within the framework of one RUTS system, since the natures of the phenom- 
ena to which they apply are too diverse. This circumstance was taken into account in 
analyzing and classifying the RUTS systems in Section 2.1.4. 

From the aforesaid it is possible to make the following conclusions: 


(1) the system of physical quantities (SPQ) also has a certain hierarchical structure 
(there are more general and less general quantities); 


(2) at present the system of physical quantities breaks up into a number of subsystems 
(relating to physical phenomena different in nature and level) which are not coor- 
dinated with each other from the point of view of PQ terminology; 


(3) it is necessary to deepen the concept “physical quantity” in metrology and to de- 
velop an optimal (from the point of view of a contemporary level of the physics 
development) system of physical quantities. 


2.1.5.3. The problem of “physical constants” in the RUTS systems 


Physical constants are also physical quantities and also have to be measured. Natu- 
rally, the question arises: What is their relation to the RUTS systems? Or, to be more 
precise: What is the type of the RUTS system they can belong to? 

An analysis of operating national verification schemes shows that there are already 
about 15 RUTS systems and their subdivisions for the quantities of such a kind which 
are, as a matter of fact, the physical constants (wavelengths for optical radiation, den- 
sity and viscosity of liquids, coefficient of linear heat expansion, specific heat and heat 
conductivity of solid bodies, heat of various phase transfer of substances, rotation an- 


Section 2.1 Classification of RUTS systems 89 


gle of the polarization plane of optical radiation in a substance, dielectric permittivity, 
etc.). 

However, these systems, constructed in the form of systems of the CC type (with 
a national measurement standard at the head), were created under the influence and 
by analogy with the RUTS systems which had been already created for “nonconstant” 
physical quantities without any proper reasoning. 

First of all, let us note that the hierarchical property of physical quantities, which 
was discussed above, is especially obvious when one deals with physical constants. 
There are constants of a fundamental character (the so-called universal constants or 
fundamental physical constants or fundamental physical constants (FPC)) and less 
universal (local) constants, i.e., constants of concrete substances (objects). 

Among other things, it is impossible to draw a distinction between them. So, in many 
investigations and calculations the acceleration of gravity for the earth is assumed to be 
a universal constant, while in other cases (requiring a greater accuracy) it is assumed 
to be a constant of especially local significance (at a given point on the earth and under 
a constant environment). 

Another important moment is the permanency of constants (even the universal ones) 
which in its absolute sense is only hypothetical. Experiment (absolute measurements 
of their values) gives the actual information about how much they are permanent (in 
time, space as well as under the influence of some fields). At the same time at present 
a number of constants (more or less universal) are used for reproducing units of other 
physical quantities, their values being considered as fixed. 

This is caused, first of all, by the fact that within the space and time limits of the 
measurement system, where these constants are used for reproducing the units, their 
permanency has been really determined with high accuracy. 

However, the (a priori) fixation of a dimensional constant value means the intro- 
duction of a new unit into the system of units [432, p. 31]. Therefore, if the constant 
C;, is used for reproducing a unit of some other physical quantity g; according to the 
equation of indirect measurements (2.11), then this PQ thereby becomes one of the 
basic ones. Thus, for example, the value of the constant ps and that of the constant [10 
are fixed when reproducing the EMF (Volt) and electrical current units, respectively. 

The physical constants, however, are frequently used when reproducing physical 
quantity of the same nature, i.e., the nature uniform with respect to the constant it- 
self. In exactly the same way the physical constants are used in national measurement 
standards of frequency and time units (where the frequency of transition between cer- 
tain levels of a !°’Cs atom is fixed; generally speaking this frequency is an especially 
“local” constant having a high stability), length (where the wavelength of a certain 
monochromatic electromagnetic radiation is fixed), temperature (where the tempera- 
ture of one of the phase transitions of a certain substance is fixed), density and viscosity 
(where the values of corresponding quantities for water under certain conditions are 
fixed), and others. 
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It is of the essence that the fixation in these cases can differ. If the size of a constant 
is fixed a priori and formally (only through the definition of the unit), then in this 
case the corresponding unit becomes one of the basic units (the cases with frequency, 
length, temperature). 

It is clear that the physical constants of such a type (leading to the basic units) 
can have only RUTS systems of the CC type and coinciding with the RUTS system 
corresponding to the basic physical quantity (uniform in respect to the constant). 

For example, the RUTS systems for length (meter) and wavelength in spectroscopy 
have to coincide. If the constant value is fixed (i.e., a priori measurement information 
about its unit is used), then in this case according to the above the constant given can, 
strictly speaking, not be used for reproducing the unit of the given physical quantity. 
This will not be the unit reproduction. 

However the reproduction of the density and viscosity units with the help of corre- 
sponding national measurement standards does not contradict the above, since these 
national standards function within the frames of one system of measurements, and the 
“standardized” values of water density and viscosity are obtained from measurements 
carried out within the framework of the other system of measurements, 1.e., the inter- 
national one (although in these cases the choice of the RUTS system of only the CC 
type is not well-founded). 

This is the very essence of the work connected with the State Service of Standard 
Reference Data (SSSRD) which is an additional subsystem with respect to the RUTS 
system within the framework of the system of enshuring uniformity measurement in 
the country (Figure 2.2). 

At the same time if the Cz value is fixed within the frames of the national sys- 
tem of measurements, then the improvement of the C;, value, which can be realized 
by indirect measurements of other physical quantities, can only take place within the 
framework of the international RUTS system. This is what the reversibility of a mea- 
surement standard setup consists of; either the reproduction of a unit given (with a 
system of the CC or LC) on the basis of an international value of the constant, or 
the improvement of the constant on the basis of its international reproduction (with a 
system of the LC type). 

From this it follows that for constants and other PQs, any type of RUTS system (CC, 
MC, LC, DC) is possible. The choice will be determined only under considerations of 
necessity and possibility (except the case leading to the basic PQ units). 

However, if for physical constants leading to the basic units such systems can be 
only the systems of the CC or MC type, then for the remaining cases (density, viscosity, 
TCLE, etc.) such a type of the system is most improbable. This is seen from the fact 
that the physical constants are stable in time, i.e., measurements are not numerous and 
they are carried out infrequently (the number of working measuring instruments is 
small). Further, practically no new instruments are created for its direct measurements 
(with the exception of density and viscosity). 
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Systems of the MC type can arise if the physical constant has to be measured under 
different conditions (for example, the TCLE, specific heat capacity, thermal conduc- 
tivity of solid bodies at different temperatures). 

Finally, the most important thing is that the ability of the “standardized” interna- 
tional value of the physical constant allows this value to be used for reproducing the 
unit in any setup suitable for measuring the PQ by an indirect method (i.e., the real- 
ization of a RUTS system of the LC or even DC type is economically simple and easy 
to do). 


2.1.5.4 The RUTS systems for dimensionless PQs (factors) 


Until now, on the analogy of the usual RUTS systems (in the form of a national ver- 
ification scheme with a state measurement standard at the head) a significant number 
of RUTS systems have been built for dimensionless physical quantities — coefficients 
of various types (Table 2.4). 


Table 2.4. Dimensionless (relative) quantities in the system of operating state verification 
schemes (selectively). 


N° Quantity name No. GOST & SVS 
1 Spectral coefficient transmission and reflection (for visible radiation) 8.557-07 

2 Relative dielectrical permittivity 8.412-81 

3 Magnetic susceptibility 8.23 1-84 

4 Volumetric specific humidity in oil and petroleum products 8.190-76 


At the same time any dimensionless quantity (coefficient) is the ratio of uniform di- 
mension quantities. Some dimensionless quantities are determined with the help of a 
combination of some quantities, which has as a result the zero dimension (for example, 
the fine structure constant in electrodynamics). Their measurements can be realized in 
the form of an indirect measurement; however, this case is not considered here, tak- 
ing into account that in Table 2.4 the real measured coefficients are just the ratios of 
uniform quantities. 

Therefore, using equation (2.8) and considering that RUTS systems for correspond- 
ing dimension quantities have been realized (i.e., the units have been coordinated for 
different measuring instruments and within the limits of a necessary range of measure- 
ments), we have 
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where X; is the dimensionless quantity, ~2 and gy are two concrete realizations of one 
physical quantity (different dimensions), and [1] is the dimensionless unit. 
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From this it is seen that the problem of unit reproduction and its transfer as an in- 
dependent problem for dimensionless quantities (coefficients) does not arise. It is re- 
duced to the problem of a RUTS for the initial physical quantity g irrespective of the 
fact whether or not there is a need to establish a unit for ¢ (1.e., to use the unit from the 
accepted system of units) or to take it as an arbitrary one (as in the case of relative mea- 
surements), but identical within the whole required range of g values (dimensions). 

In connection with this, the existence of the RUTS systems for dimensionless quan- 
tities (all the more of the CC type) appears insufficiently grounded. Most likely instead 
of them there could be setups of the highest accuracy for verifying measuring instru- 
ments for relative measurements. 


2.1.6 The technical-economic efficiency of various RUTS systems 


Problems of the RUTS systems efficiency from a purely economical point of view have 
to be undoubtedly solved in the form of an indivisible (unified, common) complex of 
problems concerning the economical efficiency of not only the metrological systems 
itself but also of the system of measurements as a whole. The hierarchical structure of 
proper metrological systems (Figures 2.1 and 2.2) and the fact that these systems arise 
in the form of a “superstructure” over the current functioning system of measurements 
in the country indicate this. 

This is indeed the reason why the influence of metrology (and of its metrological 
systems) on the efficiency of all sectors of the national economy is only indirectly 
apparent, i.e., through the increase in the general level of the measurement quality in 
the country. 

In connection with this, let us consider merely metrological aspects of the technical 
and economical efficiency of the RUTS systems which will be conditionally deter- 


mined as 
E(C;) 


e(Cy) = E(G,)’ 


(2.12) 
where E(C;) is the reduced expenses connected with the creation and operation of 
the C; system, and ¢(C;) is the overall index of a metrological effect of applying this 
system. 

The metrological effect can be determined reasoning from the degree a final aim of 
the RUTS system has been achieved, which according to Section 2.1.2.6 is reduced 
to the implementation of the condition of measurements comparability (2.5) if it is 
considered that within the state system of measurements a unified system of PQ units 
is operating. 

The degree of compliance with condition (2.5) can be determined, certainly, as the 
ratio of the sets of all 7 # i; 7 € {j}, for which condition (2.5) is fulfilled by the 
given (C,;) RUTS system, to the set of all 7 #7; 7 € {j}, which are possible within 
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the given national system of measurements. Then 


ee a 
CC) tit CG) i} 
In order to compare the possibilities of various RUTS system types it is sufficient 
to analyze the relative efficiency of the RUTS systems (for example, C; and C3): 
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since the set {7} is common with respect to them. 

First of all let us consider the RUTS systems of the CC type, for which {j}, = {7} 
evidently takes place, and then discuss their relative efficiency from the point of view 
of the difference between RUTS system structures. For such systems the efficiency 
will be determined only by expenditures connected with the creation and operation of 
the system, which consist of both the costs for creating and operating a national system 
of measurements and the costs for developing and realizing a transfer method (TM) 
for the unit size: 


e—'(Coc) = 9) Ci(MMI) + 5° C;(TM). 


Consequently, the task of finding the most efficient structure of a CC type RUTS 
systems is reduced to minimizing the joint costs connected with creation and operation 
of such a system. From the metrological point of view it is evident that in a general 
case any complication of the RUTS system structure (increase of a number of transfer 
steps and, in the long run, the number of MMI) leads to an increase in the general cost 
(a decrease in efficiency), since the increase in the number of MMIs is followed by 
an increase in the number of transfer methods (the number of elements connections) 
as well as an increase in the number of the common staff of specialists in metrology. 
On the other hand, the decrease in the number of MMI in the RUTS system structure 
is connected with a rise in price of each metrological measuring instrument due to the 
need to provide them with a required productivity. 

Actually, the productivity of a given metrological measuring instrument (i.e., a max- 
imum number of subordinate measuring instruments verified or calibrated with its 
help) is determined by the expression 


where var is the average verification (calibration) interval for measuring instruments 
{S;}9, subordinated to a given metrological measuring instrument (So), and /; is the 
average time duration of the subordinate MI verification or calibration procedures. 
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Then the “transfer capability” of the RUTS systems at n steps of verification 
(n-levels of MMI) is 


TC) Fea Eph ane g 
P(C.) = ie a ee ~]] =. (2.14) 


where eZ is the average time of the MMI disuse (S; ), that includes the time of its ver- 
ieahon and transportation (for the verification); usually we have i Ty j, therefore 
here a transition has been made to an approximate equality. 

It should be noted that, as arule, 77 > 7; > 7. >--- > T, andt) > fy > +++ > ty. 
Moreover, usually the calibration (verification) interval of a given metrological mea- 
suring instrument is less, the greater its productivity is, i.e., in the first approximation: 
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The maximum productivity value is achieved at 77 = const (an intercertification 
period of an RMMI): 
(To)"/? 


Pimax (Coc) = 7 
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Comparing the C; system with n-levels and the C2 with one level of the MMI (an 
ideal, extreme case of the RUTS), one obtains that the equal productivity P(C,) = 
P(C)) (ie., the same degree of fulfilling condition (2.5) on condition that the verifi- 
cation time of a WMI is the same in both cases) can be achieved only when 


(To1)"”? = Tor. 


This means that the RMMI of a one-level system should have a greater metrological 
reliability (to 1/2 power) than that in a system with n levels. It is known that the 
increase in the system reliability by a factor of & leads to an increase in its price on 
average by a factor of k? (i.e., in the case considered by a factor of 4). Moreover, 
there is a limit, i.e., a minimal time of verification of a subordinate MMI. To get more 
accurate estimates, special investigation and corresponding initial data are required. 

It is possible to show that at a sufficient detailed elaboration of the measurement 
comparability condition (2.5), the RUTS system of the MC type can be reduced to 
systems of the CC type (from the point of view of the metrological effect, i.e., the 
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degree of fulfilment of this condition), since, at a k-multiple system, 


k 
Gi} = Yr. 
r=1 


As regards the RUTS systems of the LC and DC types, their metrological effect, as 
a rule, is significantly less than that of the systems of the CC or MC type, since the 
powers of the sets greatly differ: |{j}+| « |{j}| = |]. 

The fulfillment of the RUTS systems functions in full volume (i.e., the condition of 
comparability of measurements) is possible, strictly speaking, only when “constant” 
physical quantities are available which allow @2, = (1, to be realized in equation (2.5) 
and, consequently, provide the possibility of an indirect comparison of unit sizes in 
the presence of many RMMI. However the costs for creation and operation of RUTS 
systems of the LC and DC types are much less that those for systems of the CC and 
MC types. In connection with this, their technical and economical efficiency can be 
compared, and the creation of systems of the LC and DC is justified. 

The use of other classification signs for comparing the technical and economical 
efficiency of the RUTS systems unlikely makes sense since this efficiency weakly 
depends on them. 

In conclusion let us formulate the necessary and sufficient conditions (signs of 
grounding) which are common for creating centralized RUTS systems of one or an- 
other type (i.e., and for creating RMMI). 

Necessary conditions (1.e., in the aggregate the obligatory ones) are: 


the availability of WMI in the SSM which are intended for direct measurements of 
a given PQ; 

* the technical possibility of realizing comparisons of various types of MI for a given 
PQ (i.e., the availability of corresponding methods of the unit size transfer) within 
the framework of a chosen degree of centralization; 


¢ the availability of a unified system of units, accepted in the SSM; 
¢ the availability of a necessary resource of accuracy between an RMMI and WMI. 


The sufficient conditions (fulfillment of at least one of which in meeting all necessary 
conditions serves as the basis for creating a system) are: 


¢ the unit of a given PQ belonging to the basic units of an accepted system of units 
(the adequacy condition for CC type systems); 


¢ dependence of the accuracy of reproducing a derivative unit mainly on properties 
of a given RMMI (as a measuring setup) further than on the accuracy of direct 
measurements of other PQs determining the given one; 

¢ availability of a primary RMMI, which at the same time cannot provide the accuracy 
required for transferring the unit size of a given PQ for the considered measurement 
conditions (the adequacy condition for the MC type systems); 
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¢ localization (for example, within the limits of one industry branch or economical 
region of the country) of a significant park of WMI of a given PQ in SSM (the 
adequacy condition for the LC type systems); 


* maximum economical efficiency of a given type of RUTS systems for a given PQ. 


2.2 Physical-metrological fundamentals of constructing 
the RUTS systems 


2.2.1 General ideas 


The system for ensuring the uniformity of measurements is the most important one of 
the measurement assurance systems in a country. Its aim is to “serve” providing the 
prominent economical complex, particularly important under conditions of scientific 
and technical progress, with a required quality of measurements, i.e., the “national sys- 
tem of measurements”, which “runs through” all sections of the economy and, above 
all, the sections which determine the rate of its development. 

In order to realize a required reconstruction of the system for ensuring the unifor- 
mity of measurements in a well-considered and purposeful manner with the purpose 
of increasing its efficiency and quality, naturally a corresponding reliable instrument 
is required, and above all a developed theoretical basis. 

It should be noted that at present the theory of constructing a system for ensuring 
the uniformity of measurements, including a system for reproducing physical quantity 
units and transferring their sizes, is in fact lacking, a fact that has been noted many 
times, in particular in [37]. 

There are only separate theoretical works devoted to the solution of some problems 
of measurement uniformity assurance (see details in Section 2.2.2.1). Suffice it to say 
that one of the most important problems of the present is optimization in accordance 
with the criteria of intensification, economy, increase in the quality of production and 
services. This problem also has to touch on the system of ensuring the measurements 
uniformity. It has not been applied to normative documents (ND) which determine the 
construction of such a system. 

Initial concepts of a long-term development of the system of ensuring measurement 
uniformity in a country were formulated in the Forecast (see the reference in [37]). 
Later on, in developing a long-term program for the development of fundamental in- 
vestigations on metrology, works were planned for creating a fundamental theoreti- 
cal basis for constructing various metrological systems, including systems of physical 
quantity unit reproduction and the transfer of their sizes, which is the main scientific 
and engineering base of the SEMU. 

In Section 2.1 the authors give the analysis of the concept “RUTS system”, re- 
veal the relationship between this system and other metrological systems, classify 


Section 2.2 Physical-metrological fundamentals of constructing the RUTS systems 97 


the RUTS systems, and state the fundamentals of a formalized description of various 
metrological systems. 

The purpose of the investigation in Section 2.2 is the development of theoretical 
fundamentals for constructing a typical RUTS system in a separate kind of measure- 
ment, as well as of a complete RUTS system, i.e., the creation of the fundamentals 
of a theory which will be able, where possible, to take into account all the problems 
connected with studying, constructing, optimizing, and using such systems. 


2.2.2 Analysis of the state of the issue and the choice of the direction for 
basic research 


2.2.2.1 Standpoint for the analysis 


The subject of this investigation is the systems for reproducing the units of physical 
quantities and transferring their sizes. The theory of systems, due to the complexity and 
uncertainty of this subject, requires a more precise definition to a circle of questions, 
according to which a brief review of works published and their analysis will be made. 

We will proceed from the concept, formulated in Section 2.1, that the RUTS system 
is a real complicated system of the means and methods for reproducing the physical 
quantity units and transferring their sizes, which is the main component of the system 
for ensuring measurement uniformity. 

Unfortunately, frequently in the literature a real RUTS system is identified with a so- 
called “verification scheme” which is only its graphical (schematic) reflection, and the 
“theory of verification schemes”, which to our opinion is unsuccessful, is discussed. 

As early as in the first half of the 20th century, Prof. L. V. Zalutskiy, who first in- 
troduced the concept “verification scheme” into metrology, interpreted this concept as 
a document stating an order of transferring unit sizes “from one measure to another”. 
Such an interpretation of the verification scheme has been fixed with the official doc- 
uments GOST 16263-70 and GOST 8.061-—80 [194, 195]. 

Taking into account the above, it is important to give an overview of theoretical 
works which consider the issues of constructing real RUTS systems is called for. At 
the same time, since the practical construction of the real RUTS systems is based on 
basic normative documents (GOSTs and others) it is useful to give a brief analysis and 
estimation of these documents. 

One more category of works to be considered concerns the theory of construct- 
ing systems of physical quantities and their units, since, firstly, the system of units of 
quantities measured sides most tightly with the RUTS system (see Figure 2.2) and sec- 
ondly, because the choice of a system of units (particularly the basic ones) determines 
the structure and properties of RUTS systems. The analysis of and references for this 
problem are given in Section 2.2.5.1. 
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Finally, as long as the case in point is the construction of the theory fundamentals, 
then it is useful to examine the ideas of what the theory is in general and what attributes 
it has, which are described in the available literature. 


2.2.2.2 Brief review of papers on the theory of the construction of RUTS 
systems 


The first attempt of a theoretical consideration of the RUTS system construction prob- 
lem was made by Prof. M. F. Malikov in his classical monograph [323] in the 1940s. 
In this monograph Prof. Malikov tried to link a number of working standard ranks 
between primary measurement standards and working measuring instruments with a 
ratio of the accuracies of a verified and verifying measuring instruments, reasoning 
from the condition that an error of a verifying measuring instrument does not influ- 
ence the accuracy of a verified measuring instrument (“lack of influence” condition), 
i.e., on the basis of a so-called “criterion of a negligible error”. 

In the same work an issue concerning the error accumulation in transferring the 
unit size from a measurement standard is examined. Among other requirements for 
constructing RUTS systems, only those are indicated according to which these systems 
have to be “on the level of contemporary achievements of measurement technique” and 
“useful”, i.e., they should not complicate the verification procedure when there is no 
need to do this; moreover the elements and measures which these system contain have 
to provide a required accuracy in verifying working measuring instruments. 

Further on, it is also noted that the construction of verification schemes is realized 
top-down, 1.e., from a primary measurement standard. An analysis of the ratio of work- 
ing measurement standard and verified measuring instrument errors are examined in 
the first foreign works [153, 551] on the influence of verification schemes. 

An interesting approach in the examination of RUTS systems (the authors call them 
“metrological circuits”) is described by V.N. Sretenskiy and others. This approach is 
based on the investigation of the influence of metrological circuits on external systems 
(measurement technique, science, industry, nonmanufacturing business) and links gen- 
eralized parameters of these external circuits to the parameters of metrological circuits 
through general equations of external system operation efficiency. Unfortunately, did 
not receive proper attention, and the suggested approach was not developed. 

Another approach to grounding and choosing a reserve of accuracy between the lev- 
els of a verification scheme was first suggested by N. A. Borodachev in his monograph 
[63]. 

In this monograph the author proceeds from considering the verification defect, i.e., 
he considers verification to be one of various kinds of technical controls for product 
parameters (compliance of product parameters with their requirements). 

Between 1958 and 1974 a great number of theoretical works were devoted to the 
examination of this approach. Among them are E. F. Dolinskiy [140, 141], A. N. Kar- 
tasheva [254], and K. A. Reznik [400-402]. 
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These works deal with only one form of verification, i.e., the control of metrological 
success of a measuring instrument (fit—unfit) and, strictly speaking, are not related to 
the problem of transferring the unit size. However these works stimulated the solution 
of the problem of constructing verification schemes. In practice this trend of inves- 
tigations corresponded to the solution of the task of selecting reference measuring 
instruments for the verification of working measuring instruments. The first review on 
works of this type was collected in 1975 by A. V. Kramov and A. L. Semeniuk [279]. 

Subsequently this trend evolved into the problem of the “quality of verification”: 
N.N. Vostroknutov, M. A. Zemel’man, and V.M. Kashlakov [255, 538]. 

The first attempts to introduce the “collective” parameters of verification schemes 
into consideration, with the purpose of optimizing these systems, were made by 
N. A. Rubichev and V. D. Frumkin [414], and E. L. Crow [132]. 

The task of optimizing the structure of a verification system was solved reasoning 
from the criterion of its minimum cost by the method of undefined Lagrange multi- 
pliers. In the first of these, the following initial parameters of calculation were chosen: 
the number of working measuring instruments to be verified, verification time and the 
working measurement standard of the lowest category, the verification (calibration) 
interval, the error of a working standard of the lowest category, and the costs of real- 
ization and maintenance of a verification system. 

The results in question for solving the problem were: the total number of categories, 
the number of working standards in each category and error ratio for working stan- 
dards between the categories. However, calculations have shown that the function of 
verification system costs turns out to be weakly sensitive to the ratios of measuring 
instrument errors between the categories of the verification system as well as to the 
law of accumulating errors (an arithmetic or quadratic error), i.e., the minimum of the 
cost function appears to be rather “blunt”. 

Moreover, it was noticed that there was no sufficiently reliable input data, especially 
of an economical character. Similar tasks were solved in other works: L. G. Rosengren 
[409]; V.E. Wiener and F. M. Cretu [544]. 

In the paper written by S.A. Kravchenko [282] a calculation of a concrete verifi- 
cation system in the field of phase measurements is realized. The author, using infor- 
mation about the costs of developing and manufacturing the phase measuring setups 
of different accuracies, makes an attempt to optimize both the number of verification 
scheme levels and the ratio of working measurement standard accuracies between sep- 
arate levels. 

A further development in investigation of an optimal construction of the system of 
transferring the unit sizes followed the path either by detailing separate aspects of the 
system structure and the process of its operation or by using new methods of problem 
solution. 

K. A. Reznik in [401] sums up the results of his long-term investigations on deter- 
mination of a number of verification system steps on the basis of the productivity and 
verification intervals of measuring instruments on each level, as well as a joint park 
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of working measuring instruments (the maximum possible number of steps) with a 
detailed study of the influence of a kind of distributions of the corresponding errors. 
The results of these works were used as a basis of the normative document MI 83-76 
[331]. 

In A. M. Shilov’s work [435] the problems of accumulating in a verification scheme 
the errors which change with time as well as those of a relationship between errors of 
a reference measure and a verified one (a working measure) are taken into account. It 
is claimed that the approach suggested demands significantly less a priori information 
than the approach based on the probability of a verification defect. 

V.P. Petrov and Yu. V. Riasniy in [380] analyze a method of constructing optimal 
verification schemes according to the criterion of a minimum of economical costs, 
however taking into account the probabilities of verification defects. As the initial 
parameters of the task, the operation costs dependencies of measuring instruments, 
disposable for service and unworkable, on their errors, as well as the losses due to 
operation of unworkable measuring instruments, are superinduced. 

In a series of works by A.I. Vasil’ev, B. P. Zelentsov, A. A. Tsibina, A. M. Shilov 
N. G. Nizovkina [435, 525-527, 532, 533] from the city of Novosibirsk, great attention 
is given to investigating the role of and determining the verification interval values for 
working and reference measuring instruments, as well investigating the influence of 
verification defects on metrological reliability of measuring instruments, the calcula- 
tion of parameters and modeling of a system of transferring the unit size and, finally, 
the problems of a system approach to the assurance of measurement uniformity. 

It is also proposed to use verification intervals as variable parameters, with the help 
of which it is possible to control the uniformity of measurement (or, more precisely, 
to control the uniformity of measuring instruments). Moreover, the system for ensur- 
ing the uniformity of measurements in a country (which the authors identify in its 
sense with the system of transferring the unit sizes) is represented in the form of two 
interconnected subsystems, one which supplies metrological service bodies with ver- 
ification equipment, and another which provides the uniformity of applied measuring 
instruments. Factors influencing the structure and operation of the system for ensuring 
the uniformity of measurements are determined: 


(1) errors of measuring instruments and methods of verification on all levels of a 
verification scheme; 
(2) normalized metrological characteristics of measuring instruments; 


(3) availability of standardized procedures of carrying out measurements and verifi- 
cations; 


(4) quality of verifications (on distribution of errors and probabilities of verification 
defects); 


(5) number of verification scheme steps; 
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(6) nomenclature and park of measuring instruments throughout the steps of a veri- 
fication scheme; 


(7) metrological state of measurement standards and working measuring instruments; 
(8) coefficients of their usage; 
(9) productivity of measurement standards; 


(10) distribution of measuring instruments over the territory and a need of its trans- 
portation for verification; 


(11) need for verifications in situ; 

(12) full strength of metrological bodies with verification equipment; 
(13) periodicity of measuring instrument verification; 

(14) prices of measurement standards, verifications, operation costs; 
(15) losses due to disfunction of measurement uniformity; 


(16) losses due to the retirement of measurement standards and measuring instruments 
for verification and repair; 


(17) limitation of resources for metrological assurance. 


In these works an attempt is made to give definitions for the concepts “measurement 
uniformity assurance” and “uniformity of measuring instruments”, as well as some 
properties of a system for ensuring measurement uniformity as a complicated cyber- 
netic system are pointed out. 

L. A. Semenov and N. P. Ushakov’s work [431] is devoted to the problem of reduc- 
ing the costs connected with the arrangement and function of a network of verification 
bodies at the expense of their rational disposition. The authors carry out an analysis 
of an economic-mathematical model of the problem concerning integer-valued linear 
programming for given sets of the they types of working measuring instruments and 
their parks, points of working measuring instruments and working measurement stan- 
dards dislocation, verification intervals, taking into account the costs of verification 
and transportation of measuring instruments. 

A brief review of the methods and theory of mass service in determining the need 
for verification means (including problems of optimal disposition of verification equip- 
ment) is given by V. V. Belyakov and L. N. Zakashanskiy [50]. 

In Ya. A. Krimshtein’s work [283] the problem of the synthesis of an optimal struc- 
ture of a metrological network (according to the criterion of a total cost minimum) for 
transferring the unit size to the park of working measuring instruments of one group. 
In contrast to [431], here there were chosen not only versions of disposals of the ref- 
erence measuring instruments realizing the verification of working measuring instru- 
ments, but the structure of the whole verification network. Optimal parameters of the 
problem are determined by methods of integer-valued measurement programming. 

In a series of works by specialists from the Tomsk Politechnical Institute, which are 
summarized by A.I. Kanunov, T. V. Kondakova, E. P. Ruzaev, and E.I. Tsimbalist 
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[252], it is suggested to solve the synthesis problem of optimal structures of verifica- 
tion schemes by way of a formalized description using graph theory. At the same time 
sets of working measurement standards and working measuring instruments are rep- 
resented in the form of peaks, and links between them are shown in the form of graph 
ribs. Due to a lack of links between the elements of one level in a considered multi- 
level hierarchical system, its optimization can be performed step by step rising from 
the bottom levels to the upper ones and having an algorithm of optimization within 
the adjacent levels. 

In the work of G. V. Isakov [229] attention is paid to the complexity of a real sys- 
tem of transferring the unit sizes and to the need for solving the problems relating 
not only to the structure of methods and means for transferring the unit sizes, but to 
executive routine support components (including organizational, trained, financial, in- 
formationa,] and lawful ones). 

InL. A. Semenov’s work [428] an idea for a new approach to optimization of the unit 
size transfer system is expressed for the first time, according to which it is necessary 
to consider the interconnection of three systems: the system of the unit reproduction 
(throughout the totality of quantities measured), proper systems of the unit size transfer 
(for separate quantities), and a system of information consumption (all sections of the 
economy of a country). The first and third systems impose limitations from the “top” 
and “bottom” onto the second one. 

Taking this into account, the optimization of the unit size transfer system is sug- 
gested to be carried out stepwise: at the first stage it is necessary to determine a number 
of steps and characteristics of the unit size transfer system (construction of a verifica- 
tion scheme); at the second stage the optimization of the disposal of reference measur- 
ing instruments (the system structure) is realized on the basis of economical criteria. 
Moreover, some issues of the increase in error in transferring the unit size from a mea- 
surement standard to a working measuring instrument are considered, particularly in 
finding new graduation characteristics of a verified measuring instrument. 

In T.N. Siraya’s work [442] errors of unit size transfer from a group measurement 
standard, as well as errors of unit reproduction and maintenance by a group standard 
are considered. 

One more approach to the problem of optimizing a system of the unit size transfer 
by an economical criterion is given in [499] by V.S. Svintsov This work is a total of 
all his previous studies. It is based on the fact that the periodicity of verification (veri- 
fication interval) simultaneously influences the quality of verification and the amount 
of losses because of the use of damaged working measuring instruments (with a latent 
metrological failure), i.e., a variable parameter is the verification interval. Thereby the 
above-mentioned idea in L. A. Semenov’s work [428] is partially realized. 

However the author acknowledges that to use the approach he suggests is difficult 
in practice, because a great amount of initial data of a technical and economical char- 
acter is required. In the next work by the same author [500] a model of an operation 
process is described which was designed to perform, in principle, “optimization of 
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metrological maintenance of measuring instruments not only in accordance with the 
periodicity of verification but also simultaneously in accordance with the duration of 
their previous no-failure operation’’. 

The paper written by V. A. Dolgov, V. A. Krivov, A. N. OV’hovskiy, and A. A. Gris- 
hanov [139] and that by A. A. Avakyan [28] are also of interest, although they are not 
directly related to the problem of optimizing the park and nomenclature of working 
measuring instruments and the methods of measurements, which, certainly, influences 
input parameters of the system considered. 

An original approach to the analysis and synthesis of verification schemes, which is 
based on applying the theory-group methods, was proposed by V. A. Ivanov in [239]. 
But in fact, the practical use of this approach now seems rather unclear. 

Finally, in the work by O. A. Kudriavtsev, L. A. Semenov, and A. E. Fridman [286] 
an attempt is made to classify the main problems of constructing a system for ensuring 
the uniformity of measurements, which yield to mathematic modeling (including the 
problems concerning the RUTS systems). However, due to the fuzziness of the signs 
chosen, the classification given cannot be seen as a successful one. 

The classification of the efficiency indices of the separate elements of the system 
appears to be insufficiently complete, clear, and grounded. More interesting is an at- 
tempt to develop a general model of a system based on a synthesis of the existing ideas 
about it. However the requirements for the model stated in the work are also insuffi- 
ciently grounded, and the problem of formalization itself in a general form (through a 
minimum of the efficiency criterion, which appears to be proportional to a number of 
working measuring instruments) is simply wrong. 

Thus, even this brief review of published works (we tried to select the most “central” 
ones) shows that at present there have been a significantly large number of theoretical 
investigations on various problems connected with constructing the RUTS systems in 
separate kinds of measurements (see, for example [501]). Unfortunately, among all 
these works there is nothing on constructing a system for reproducing the units (i.e., 
the interspecific construction of a general RUTS system). References concerning this 
problem are given in the respective paragraphs of this chapter. 


2.2.2.3 Current normative documents for the RUTS systems 


In the USSR, previous to 1981 the following basic normative documents regulating 
general problems of the unit reproduction, transfer of their sizes and construction of 
corresponding systems were in force. 


1) GOST 16263 “National system of measurements. Metrology. Terms and defi- 
nitions” [195], where the terms related to the problems considered were determined: 
a standard, reference measuring instruments, verification and others. Unfortunately, 
in this GOST no definitions of the terms “reproduction of a physical quantity” and 
“transfer of the unit size” were given. 
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2) GOST 8.061 “National system of measurements. Verification schemes. Scope 
and layout” [194], where the classification of verification schemes (national and local) 
was given and general requirements for the maintenance of verification schemes were 
formulated. The GOST also indicated the possible methods for verification and metro- 
logical requirements and requirements for text and graphical representation of verifi- 
cation schemes in normative documents. It was foreseen that the national verification 
schemes were “headed” either by a national measurement standard or by measuring 
instruments borrowed from other verification schemes. 

3) GOST 8.057 “National system of measurements. Standards of physical quanti- 
ties units. Basic provisions” [193], where the ideas of centralized and decentralized 
reproduction of the unit were given and grounds for centralizing the reproduction of 
the unit were formulated. Moreover, here the classification of standards (according to 
their composition and designation) and general requirements for the order of certifica- 
tion, maintenance and application of standards were presented. 

The possibility of the existence of verification setups of the highest accuracy was 
also provided for. These verification setups were “the head” of the verification schemes 
when the decentralized method of the unit reproduction was used, and replaced the 
measurement standards, but for some reason they were legally equated with the status 
of working standards. In the Supplement to the this GOST, for the first time definitions 
of terms “reproduction of the unit” and “transfer of the unit” were given. 

4) MI 83 “Procedure for determining parameters of verification schemes” [331], 
which developed the regulations of GOST 8.061 and established methods for deter- 
mining general parameters of RUTS systems: the relationship between the normalized 
errors of measurement standard and verified measuring instruments and the estimation 
of anumber of accuracy steps (maximum and minimum). For a more accurate determi- 
nation of the number of steps it was recommended to take into account the following: 
the necessity of a WMS reserve in case of a failure of the basic ones; the availability 
of the working measuring instruments of limited occurrence for which a deliberately 
underloaded WMS was created; geographical “atomism” of working measuring in- 
struments; and special features of the kind of measurements and applied verification 
means. 

The remaining fundamental normative documents (GOST 8.009 [191], 8.010, 8.011, 
8.042 and others) concerned only indirectly the problem considered. 

All the normative documents on RUTS systems indicated above are based on theo- 
retical studies and mostly on the works performed at the VNIIM (by Prof. K.P. Shi- 
rokov [436, 437], K. A. Reznik, and others) before 1973-1975. Unfortunately, they 
poorly synthesize the large amount of other research. 

The experience of applying these normative documents has shown that, together 
with their undoubtedly organizing effect, very frequently certain difficulties arose con- 
nected to an insufficient clarity of the regulations they contained and to some self- 
contradictions. In particular, in the work by M.S. Pedan and M.N. Selivanov [377] 
the difficulties connected with an inadequate definition of the status of primary and 
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special state measurement standards, uncertainty of their composition, and others are 
shown. Some other defects of the these normative documents are stated above. 

Since 1981 instead of GOST GOCT 8.057 and 8.061 a new complex of fundamental 
documentary standards are in force: GOSTs 8.057 [193], 8.061 [194], 8.372-80, and 
8.525—85. In these documents an attempt is made to take into account some defects 
of previous GOSTs. Specifically, in GOST 8.057—80 the composition of national and 
secondary standards is stipulated, and in GOST 8.525-85 the problems concerning the 
legal position of setups of the highest accuracy are considered in detail. 

However the new complex has new defects. 


(1) Disjunction of two GOSTs into a number of GOSTs, the authors of which are 
different bodies (groups of specialists), has complicated firstly the work with nor- 
mative documents (although judging by the amount of data they are equivalent 
to the two previous GOSTs) and, secondly, has resulted in a number of internal 
contradictions within this complex. For example, GOST 8.061—80 states that ver- 
ification schemes have at the head a national measurement standard, while GOST 
8.525-85 provides for the possibility of reproducing the unit with a “verification 
setup of the highest accuracy”. 


(2) The status itself and the reasons for VSHA creation remain very dim. In GOST 
8.52585 it is assumed that they are designated to be used either for decentralized 
reproduction of the unit or for dimensionless quantities and quantities having a 
“strictly specialized range or field of use”. At the same time it is not clear what 
the difference in essence is between a setup of the highest accuracy and a national 
measurement standard, especially taking into consideration that the transfer of unit 
sizes from the VSHA has to be realized also in accordance with a national verifi- 
cation scheme. 


(3) Introduction of an additional category of verification schemes into GOST 8.061- 
80, which are departmental. At the same time there is an existing category of local 
verification schemes (which can be of any level of commonness except the national 
one). 

(4) As before the role, place, and general metrological requirements for comparators 
are not determined. 


(5) In GOST 8.057-—80 the definitions of terms such as “reproduction of the unit” and 
“transfer of the unit size” are not given, i.e., at present they are left without any 
regulation anywhere. 


It should be noted that during a long perior after the development of the fundamental 
GOSTs 8.057-80 and 8.061-80, a significant number of works on theoretical prob- 
lems of constructing the RUTS systems (see Section 2.2.2.2) have appeared, but in the 
new complex of GOSTs the results of these works were practically not taken into ac- 
count and the ideology of constructing the RUTS systems, as regulated by the GOSTs 
remained practically unchanged. 
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The aforesaid, however, testifies not only to the lack of attention by the authors of 
the GOSTs to theoretical work, but also to the fact that the results of these theoret- 
ical studies are of little use and are difficult to translate into a simple language for 
their practical application. In any case the measurement procedure, MI 83-76, has not 
been revised, although GOST 8.061-80 has established the obligation for quantitative 
grounds of the optimal decision of national verification schemes. 


2.2.2.4 Choice of the main directions of investigation 


In general a scientific theory implies the whole totality of scientific (theoretical) knowl- 
edge about an object under study. Scientific theories can be extremely diverse, both in 
form and inner structure. At present, there are no distinct ideas of what theories should 
be considered as the most perfect for expressing knowledge. Evidently, this depends 
on the level of development of a corresponding field of knowledge, the specific char- 
acter of objects under consideration, and the degree of abstraction, which is essentially 
determined by the goals of the theoretical investigations. 

The estimate characteristics of a theory can be such features as accuracy, reliability, 
completeness, insularity, depth, consistency, and simplicity. Since the features indi- 
cated do not always correlate among themselves (for example, the reliability with the 
completeness, the completeness with the consistency, etc.) then the construction of 
a theory can be considered, in a sense, to be a problem of multicriterion optimiza- 
tion. Taking into account that our initial information and comprehension of a goal are 
limited, this problem is fuzzy with regard to its setting. 

Apparently, the most general characteristic of the quality of a scientific theory can 
be a degree of the order of all kinds of knowledge on which the theory is based. In 
I. Kant’s opinion, any science is the system, i.e., a totality of knowledge put in order 
on the basis of known principles. 

An estimate of the quality of metrology theory should evidently be based on set- 
ting an interrelation of gnoseological and metrical accuracies at a selected totality of 
estimation parameters. 

The selection of the optimal initial (basic, not deduced) concepts is particularly im- 
portant. 

Thus, since generally the theory in itself is the system, and in the case considered 
the matter concerns a “theory of systems ...”, then it will be useful to dwell on some 
principal conceptions of general systems theory. 


¢ The features are the properties (characteristics) of the system on the whole, its parts 
or separate elements. In the capacity of features, in particular, some estimation char- 
acteristics of the theory (accuracy, reliability, completeness, insularity, depth, etc.) 
mentioned above can be used. These features can be quantitative (objective) and 
qualitative (subjective). 


¢ The system state is characterized by a set of system values at a certain instant. 


Section 2.2 Physical-metrological fundamentals of constructing the RUTS systems 107 


¢ System behavior is the variation of its state with time. 


¢ The system structure is determined by a totality of relations (links) of system ele- 
ments and depends on a number and type of interrelations of these elements. A hier- 
archical structure is inherent in complex systems, i.e., the putting in a definite order 
of the levels of structure subsystems and elements. 


¢ Environment means the external (with respect to a system given) systems and ele- 
ments which do not belong to it. 


¢ System function is the function that determines its interrelations with the environ- 
ment (with other systems). 


¢ Elements entering a system are called input elements and those leaving it are called 
output elements, the latter being the results of the transformation processes in the 
system. 


¢ For controlled (organizational) systems such concepts as goals and tasks of the sys- 
tem, which define its designation, are very important. 


¢ The system operation is the realization of the goals and problems the system poses. 


When using the system approach for analyzing and synthesizing the system under 
study the following problems are usually subdivided into: 


¢ determination of the system boundaries on the whole as well as of environmental 
boundaries (interacting systems); 


¢ establishment of a function of the system, its goals, and tasks; 
¢ determination of the structure and detection features of the system and its parts; 


* construction of the software matrix for transforming input elements into output 
ones; 


¢ description of the system control. 


Thus, the description and optimal construction of the system is finally reduced to com- 
posing an equation that allows the results (output) to be calculated and their efficiency 
to be evaluated on the basis of comparatively reasonable number of controlled param- 
eters, i.e., providing the possibility of controlling the system. 

Taking this into account, let us sum up the main results of the analysis of works on 
issues of the RUTS system theory (in Section 2.2.2.4). The least studied (or not at all 
studied) are: 


¢ determination of the system of basic initial concepts of the theory, its boundaries, 
and attributes (special features); 


¢ formulation of the basic initial concepts of the theory while improving its object, 
and the selection of a rational theory language for describing the object; 


¢ selection of the most significant features of the RUTS systems and its components 
(subsystems and elements); 
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¢ determination of the environment and the study of interrelations with external sys- 
tems; 


¢ determination of the goal and designation of the RUTS system on the whole, par- 
ticularly reasoning from interrelations with external systems; 


¢ determination of inputs and outputs of a RUTS system, and its resources; 


¢ study of the (self-dependent) system of unit reproduction as an essential subsystem 
of the RUTS system; 


* versions of the goal achievement (in particular, the decentralized method of repro- 
ducing unit dimensions) and establishment of an efficiency measure for evaluating 
the degree of the goal achievement; 


¢ study of the structure of RUTS system elements; 
¢ modeling of the structure and process of RUTS system operation on the whole; 


¢ formulation of the quality criteria (of functioning) of a RUTS system and selection 
of optimization models. 


It is clear that the problems indicated which are “white spots” in the present-day state 
of the theory of RUTS systems construction can serve as the main direction of investi- 
gations for further development of this theory (actually for its construction). However 
the directions indicated are a long-term program. 

In the present work the task has been posed to lay the basis for such a theory only 
reasoning above all from consideration of the RUTS system on the whole and its in- 
terrelations with the main external systems, i.e., with the system of ensuring the mea- 
surement uniformity and the system of measurable physical quantities. 

Since from a theoretical point of view the external systems themselves have also 
been insufficiently studied, an attempt has been made to express our opinion about 
these systems. The directions indicated correspond to the current important tasks fac- 
ing theoretical metrology [501, 503]. 


2.2.3. Foundations of the description of RUTS systems 
2.2.3.1 Initial concepts 


Let us indicate the terms and their definitions for those initial concepts of metrology 
which will be needed to describing RUTS systems. The majority of terms were taken 
from GOST 16263 [195]; for some of them there were new definitions [246, and oth- 
ers] which, from our point of view, better reflect the concept content and, chiefly, 
put fundamental terms of metrology into a logically more harmonious and consistent 
system. Terms (and corresponding concepts) introduced anew are marked by an aster- 
isk (*). 
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¢ Physical quantity is the property, general from the point of view of quality with 
regard to various real objects, but individual from the point of view of quantity for 
each of them (by objects the bodies, processes, and fields). 


¢ Physical quantity gender* is the qualitative characteristic of the property identified 
with a given physical quantity (see [390, p. 9]). 

¢ Physical quantity dimension is the quantitative content of the property, correspond- 
ing to a concept of the given PQ in a concrete object. 


¢ Physical quantity unit (unit of measurement) is the PQ that is uniform with regard 
to a quantity under measurement and has a definite dimension adopted under agree- 
ment for some object for establishing dimensions of the given PQ for other objects. 


¢ Physical quantity value is information about a PQ dimension which is expressed in 
the form of a denominate number in terms of accepted units. 


¢ Measurement problem* is the problem of founding the value of some PQ under 
definite (given) conditions. 


¢ Measurement is the process of solving some specific measurement problem. 


¢ Measuring instrument is the technical mean designated to perform measurements 
of a definite PQ and for keeping information about the unit of this PQ. 


¢ Metrological characteristics of a measuring instrument are the characteristics of 
properties of this MI which influence measurement results. 


¢ Measurement method is the totality of procedures for using principles and measur- 
ing instruments in a given measurement. 


¢ Metrological system* is the system of objects used and studied in metrology. 


Measurement presupposes a description of the quantity commensurate with the in- 
tended use of a measurement result, a measurement procedure, and a calibrated mea- 
suring system operating according to the specified measurement procedure, including 
the measurement conditions. 

Here we have not given definitions for some of the necessary concepts, obvious from 
the point of view of their names, such as “physical value under measurement (mea- 
surand)”, “measurement object” (measurand carrier), “measurement result” (result of 
solving a posed measurement problem). The main concepts of the RUTS systems the- 


ory itself will be also introduced further on. 


2.2.3.2 Measurement as an elementary metrological system 


A rather fruitful approach for studying and describing various metrological systems 
is the use of measurement components as an elementary metrological system. An ap- 
proach of this kind is sufficiently “natural”, since it uses the main object of studying by 
metrology, i.e., a measurement, and is rather efficient for studying various metrological 
systems from the single positions, which is very important in systemic investigations. 


110 Chapter 2 Systems of reproducing physical quantities units and transferring their sizes 


Let us consider a general description of measurement to be the process of measure- 
ment problem solution outlined in [390]. Since a measurement in the most general 
form is understood to be one of a variety of perceptions at which information is always 
transformed, then an initial equation for describing the measurement can be written in 
the form 


fig ST, (2.2.1) 


where J is the operator of transformation, /g is a priori information, and Jp is a pos- 
teriori information. 

Specification of this rather abstract expression takes place in the process of intro- 
ducing the concept “measurement problem” (see Section 2.2.3.1), i.e., the problem of 
finding the value of a PQ under definite conditions. It should be noted that this is an 
important moment for carrying out any measurement. Without the formulation of a 
specific measurement problem the measurement becomes meaningless. To meet this 
demand it is necessary to indicate the kind of the PQ, the object, and the conditions of 
measurement, time (and so on) within which the measurement should be carried out, 
i.e., to assign parameters (components) of a specific measurement problem z;: 


Zi = (G1, 03, Wi, 8Gj, Bi, ti, Ati, Di,.-.), (23:9) 


where 

gj is the measurand as the quality (by definition); 

0; 1s the object of the study (the carrier of the measurand); 

wy; are the measurement conditions (the totality of the given influencing factors); 
5g; is the given measurement error; 

gj is the given form of presenting a measurement result; 

t; is the moment of time at which the measurement is realized; 

At; is the time interval within which it is necessary to perform the measurement; 
pi are the coordinates of a place (of space) where the measurement is performed. 


This collection of components forms a set of given (i.e., uncontrollable in the pro- 
cess of a given measurement) parameters of measurement as a system. It should be 
noted that the collection indicated is sufficiently general (universal) and can be ap- 
plied for any measurement problem. 

After formulating the measurement problem, it is naturally possible to consider any 
measurement as a process of solving a measurement problem, which can be divided 
into three stages. 

At the first stage, according to a measurement problem (reflecting the question “what 
has to be done?’’) a plan for a measurement experiment is developed (answering the 
question “in what way must it be done?’’). At this stage a method and the required 
measuring instruments are selected, an observer (an operator who is able to carry out 
the measurement experiment) is chosen, a procedure (algorithm) for using selected 
measuring instruments and the methods and means of processing experimental data 
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are defined more accurately (and so on). The development of this plan is realized on 
the basis of a priori information (accumulated before posing the given measurement 
problem), reasoning from the content of the problem itself. 

This first stage of the measurement process can be represented by the following 
equation of transformation: 


Jy(Z) : Ua, Zi) > Tz, (2.2.3) 


where 

J,(z) is the corresponding transformation function realized by an operator (a subject) 
v, processing initial information (in a general case it may differ from an observer); 
I, is information corresponding to the received plan of measurement experiment (here 
the space-time parameters are omitted for simplicity): 


Iz = (93, 0;, Vi, 6G, 8i5°-* |[Gi], Mi. Si, Vi, Wi,.--), (2.2.4) 


where 

|v; | is the selected measurand unit; 

m, is the chosen measurement method; 

Si = {sx} is the totality of measuring instruments used to solve a given measurement 
problem; 

vj is the observer (operator) realizing the plan of measurement experiment; 

wi is the means for processing measurement experiment results. 


All these parameters located on the right of a vertical line in equation (2.2.4) are 
the controllable components of measurement (as of the system), which can be varied 
within the time of developing the measurement experiment plan. In Figure 2.3a the 
first stage of the measurement process is shown in diagram form. 

At the second stage a process of real (physical) transformations takes place. These 
transformations are connected with a physical interaction of the selected measuring 
instruments with the object, external conditions and observer (Figure 2.3b). Usually, 
this process is compared with the concept “measurement”; however such an interpre- 
tation appears to be insufficient for revealing all THE components of measurement 
as the system and also of the process of the measurement problem solution, it also 
presents difficulties for describing the measurements different from the direct and sin- 
gle ones. In terms of the designations accepted here this stage in the general form can 
be expressed by the equation 


Js(Iz): (0, W) > hs; (2.16) 


where /s, is the indications of measuring instruments s; obtained as a result of the 
measurement experiment. 

At the third stage the processing of the obtained measurement information hs, is 
performed on the basis of the measurement experiment plan using in the general case 
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TZ) 


Figure 2.3. Stages of measurement as the process of the measurement problem solution. 


an auxiliary computer technique w; (Figure 2.3c).This stage, by analogy to the pre- 
ceding ones, can be described by the equation 


Fi Ey Cy Ee Ts (2.2.6) 


The a posteriori information J, is the measurement result Q in accordance with the 
given form of its presentation. These forms are indicated in GOST 8.011. An algorithm 
of transition from hs to J, = Q depends not only on the form of the presentation of 
the result but also on the measurement method. So, for direct single measurements the 
result is a value of the measurand ys), according to a readout hs of the measuring 
instrument: 

gp) = h- gos = ns{g]s. (2.2.7) 


where Qo, is the constant of the given measuring instrument for a selected digital scale 
(scale-division value) 1s, and @s are the numerical value of the measurand and “true” 
(or assigned) value of the unit realized in the given measuring instrument. 

In a more general case the measurand value obtained as a result of a specific mea- 
surement has to be presented in the form 


pimeas) (z;) =e Uz, )[grlr., (2.2.7) 
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This means that both the numerical value and the measurand value @ of the dimen- 
sion r are determined by the whole totality of parameters of the measurement system 
I,,, with the help of which the given measurement problem z; is solved. In other words, 
this means that for the measurement system on the whole there are some “metrological 
characteristics” (much as now they are traditionally introduced for measuring instru- 
ments). 


2.2.3.3 A priori information in measurements 


The important role of the a priori information has become increasingly better under- 
stood in recent years [32, 33, 201, 201, 438, and others]. The approach to the general 
measurement description set out above accentuates this role. For each component of 
the measurement like that of the system (2.2.4) it is necessary to have some a priori 
information about dependencies 


(1) of external influencing quantities on space and time coordinates within the frame- 
work of the measurement system Jz; : 


Wi; = Wit, Pi); (2.2.9.1) 


(2) of metrological characteristics (gs) of a measuring instrument on external condi- 
tions and the same space and time coordinates (time instability qs,, their depen- 
dence on the space orientation of a measuring instrument, etc.): 


ds; = Is(W1,>ti> Pi); (2.2.9.2) 


(3) of the true value (dimension) of the measurand in an object on the state of this 
object, on the point of location (coordinates) of the object; on the time (principal 
instability of the measurand), and on external conditions: 


£0; = Poti, Pi. Wi); (2.2.9.3) 


(4) of the measurement method on a selected measuring instrument, representation of 
results, and measurement error: 


mj = M(Sj, Bi, 5Gi); (2.2.9.4) 


(5) of the unit of the measurand on a definition of the measurand itself (the most trivial 
and unambiguous relationship): 


vil =k- gi; (2.2.9.5) 


(6) of measuring instrument types (and, consequently, the totality of their metro- 
logical characteristics) on the measurand, given measurement error and external 
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conditions: 
Si = S(9;,59;, Wi); (2.2.9.6) 


(7) of the operator for performing his/her functions on external conditions as well as 
on a place and time of measurement: 


v = (Wi, ti, pi). (2.2.9.7) 


Apart from these dependencies it is necessary to know a priori the following: the 
approximate value of the measurand in objects of a given type; the existing types 
of measuring instruments and their characteristics; the corresponding constants and 
dependence parameters (2.2.9.1)—(2.2.9.3); the normative documents in the field of 
metrology which are in force (fundamental and relating to a given type of measure- 
ment); the skill of operators (observers); etc. 

Only when the necessary volume of a priori information (one measurement part 
of which is from the preceding experiments, the second is from calculations and the 
last is of a qualitative nature) is available, then is it possible to obtain the right mea- 
surement result (provided that the plan of the measurement experiment was skillfully 
developed). In this connection it will be useful to generalize the condition of measure- 
ment correctness (given in [37] for the case of temporal changes in this system within 
the framework of the measurement experiment: 


— fits (390) oe a dp OW , IY dv 
so | (a ye + ane Ce ate a) 


Pit APi (/ JQ(0) dy ie dp dW dy =) 
+ — .—— + — .— J]d 
es (“ )* Pain 00k pe (5 ap av ap}? 


wi tAvi;, ( dp(0 0 0 0 
+> i010), a a dvi 
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s (5G; ) given — (89) ) norm, (2.2.10) 


where 

Pi + Ap; are the space boundaries of the measurement system; 

+ Ayj, are the errors of setting the values of external influencing quantities within the 
measurement experiment; 

(59; )given iS the given error of measurement; 

59 )norm is the normalized error of measurement which is specified in a normative 
document for corresponding measuring instruments and measurement methods within 
the limits of working conditions of their application. 


From this it follows that if the influence of all components of measurement system 
(2.2.4) except those which are provided for in a normative document for metrological 
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characteristics of the measuring instrument (see 2.2.9.6) is either taken into account 
or is negligible (which is practically the same thing), then expression (2.2.8) for the 
measured physical value will have the form 


gS (z;) = p™*S(s;) = Ng, (si)[P]s,- (2.2.8a) 


where the index r, as previously, denotes that the matter concerns a definite dimension 
of the measurand. 

On the basis of the above it is possible to interpret the existing varieties (types) of 
measuring instruments in the following way: 


* measures (Sm) are instruments for which both ng(s) and [¢]s are a priori informa- 
tion. 


* measuring instruments (sy) are instruments for which [g],s is a priori information 
and ng(s) is a posteriori measurement information. 


¢ Transformers (s;) are measuring instruments for which the transformation coeffi- 
cient (K;), i.e., the ratio of the output and input values measurands, is the main 
a priori information. 


Thus, a priori information is an essential condition for performing any measurement. 
When this information is absent, it is impossible to carry out any measurement. On the 
other hand, if everything about the measurand is known, i.e., the measurement result 
is known a priori, then the measurement is not needed. 

In [141] three postulates are formulated. These postulates establish a qualitative 
connection of the volume of a priori and a posteriori information in measurement with 
a given (required) accuracy. Condition (2.2.10) confirms the correctness of these pos- 
tulates. 

In this connection it is useful in further investigations to consider two extreme cases 
of measurements with different required accuracies and different limitations imposed 
on other components of the measurement system (2.2.4): 


(1) the class of research standard measurements, i.e., the measurements of the highest 
accuracy performed when measurement standards are studied and the values of 
fundamental constants are improved; 


(2) the class of technical (working) measurements, i.e. mass measurements for pro- 
duction and maintenance purposes, in those cases when measurements are not the 
goal but a means to reach the goal. 


Therefore, when determining the cost of measurements in problems of metrological 
system optimization it is necessary to take into account not only the cost of the mea- 
suring instruments (depending on their accuracy) but also the cost of the other compo- 
nents of an elementary metrological system, i.e., a separate measurement, taking into 
account the interrelation of these components. 
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2.2.3.4 Structure of an RUTS system 


The essence of an RUTS system is well reflected in its name (only in the case of the 
clear definition of the concepts studied in detail which this name includes). Let us 
introduce the concepts which are fundamental for the RUTS systems. 

Reproduction of a unit is a unit embodiment (realization) at which a single a priori 
piece of information about the dimension of this unit is its definition. 

If it is correct to say that the definition of the unit is “absolutely accurate”, i.e., ideal; 
then taking into account (2.2.8a) it is possible to write the following equation of the 
unit reproduction: 


gr ae) = Ng, (Ss) * [Pr]st = Moy (Sst) - M[Plst * Sst [Po], (2.2.11) 


where 

[go] is the unit of a physical quantity by its definition, i.e., the unit having an ideal 
dimension accepted as the unit precisely by definition; 

[~r]st is the unit realized in an initial measurement standard (basic reference mea- 
surement standard) in the range of physical quantity values which correspond to its 
dimension r and differ from [go] due to an error of realization. 


Transfer of the unit is the comparison of unit dimensions realized in measuring 
instruments which are intersubordinate in accuracy and rank. 

According to routine practice (which is justified by economical expediency) the 
process of the unit dimension transfer is realized by two methods: 


(1) certification (calibration) of a subordinate measuring instrument with respect to a 
higher one (by accuracy and rank) when as a result of their readouts, corrections 
are introduced into readouts of the subordinate measuring instrument; 


(2) verification (control) of a subordinate measuring instrument with respect to a 
higher one when the difference of readouts of the verified and verifying measuring 
instruments is compared with a limit of the allowable error of the verified measur- 
ing instrument and a conclusion is made whether or not the measuring instrument 
is suitable for application. 


The second method is applied predominantly for verifying working measuring instru- 
ments, whereas the first one is used for higher measuring instruments. 


(3) Finally, the storage of a unit is the unit realization in the process of maintenance of 
the higher measuring instrument, 1.e., within the whole service life period of this 
measuring instrument. It should be noted that any measuring instrument stores the 
unit by its definition, since otherwise it cannot be used for its direct destination, 
i.e., for measurements. 


Taking into account the given definitions, it can be said that the RUTS system elements 
are the methods and means of unit reproduction and transfer of their dimensions, and 
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a total system is given by the expression 


ae i (Shs Sins Nizb,Mign}s 


RUTS 


oe Sin€ >, med, med, (2.2.12) 
0 0 0 


0 


where the designations are evident from indices and designations accepted earlier in 
Section 2.2.3.2: 


iy = (1,71), in = (1,72), i3 = (1,73), i4 = (1,74) 
In this total system it is possible to mark out various subsystems (which are its 
“sections’’): 
¢ Subsystem of reproducing units: 
>> = (50-0) D> se (2.2.12.1) 
pru pru 
¢ Subsystem of transferring units: 


>) = (enti. D> Des (2.2.12.2) 


ptu ptu 
¢ Subsystem of RUTS for a given measurand 9: 


ie S> (Y) = (51,09), Sisn(@), Mizo(Y), Mib()}, 


RUTS 


> wed, 


RUTS 


(2.219,3) 


¢ Subsystem of means for reproducing units and transferring their dimensions: 
Sie DOS (2.2.12.4) 
Ss Ss 0 
¢ Subsystem of methods of reproducing units and transferring their dimensions: 
> = nap, Min Oc. (2.2.12.5) 
m m 0 


¢ Subsystem of means for reproducing a unit and transferring its dimension for a given 
measurand ¢: 


DL = (iol), sien@}, Yi) cD. (2.2.12.6) 
Ss s 9 
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¢ Subsystem of RUTS methods for a given measurand 9: 
Y@) = {mi4(Y), Min(Q)} C D>. (2.2.12.7) 
m ? 
¢ Subsystem of transferring the dimension of a unit for a given measurand ¢: 
SY) = (inn (Y)s Misn(Y)} C D“(Y). (2.2.12.8) 
Sn Ss 


The following relations are obvious: 


De Ne 2 oe 2 eS): 


Pru m — iel{y;}l 9 
py () 9 = LU () 2) Des > LU Y\@i), and others. 
m ie{gi} ie{gj} i,j m S jel{g;|} 5 


The review of the technical literature in Section 2.2.2.2 shows that theoretical stud- 
ies have been related for the most part to systems of the form described by equation 
(2.2.12.8). Usually the measurement standards of a certain country are implied by a 
system, and by subsystem (2.2.12.3) they imply a verification system (a slangy ana- 
logue is a verification scheme). 

Earlier the system )°,, was called the total system of reproducing units and trans- 
ferring their sizes, and the subsystem }~ gy Was called the particular RUTS system (for 
a definite measurand). 

Let us consider systems of the form (2.2.12.3), (2.2.12.5), and (2.2.12.6) in greater 
detail. 

Let us introduce a generalized element of systems of the form described by equa- 
tions (2.2.12.4) and (2.2.12.6), which we will call a metrological measuring instru- 
ment (a measuring instrument intended and used specially to reproduce a unit and/or 
to transfer its dimension). This especially metrological destination is a principle dis- 
tinction of a metrological measuring instrument from a working measuring instrument, 
since a working measuring instrument does not reproduce a unit, but only stores it. 

Elements of a measuring instrument of any RUTS system (containing it) are located 
in the system in a hierarchical manner as follows from the content of the concepts “re- 
production” and “transfer”, i.e., they preset the hierarchical structure of a particular 
RUTS system Xy. At the head of this system there are used means of reproducing 
the unit, i.e., reference measuring instruments of the system Lg, which allow the unit 
dimension to be reproduced, stored, and transferred to subordinate measuring instru- 
ments of the system. Sometimes for necessary (normal) operation of the initial and 
(or) subordinate measuring instruments of the given system Lg auxiliary metrological 
measuring instruments are introduced. A more detailed analysis of the MMI classifi- 
cation and their variety is given in Section 2.1.3. 


Section 2.2 Physical-metrological fundamentals of constructing the RUTS systems 119 


a) 


b) 


c) 


Figure 2.4. Interrelations (transfer methods) between subordinate metrological measuring in- 
struments of different types. Here: o is the measurand generator; © is the measure (the certified 
generator); C1 is the measuring instrument; A is the measurement transformer; mj; — see text. 


Any MML, in spite of its exceptional metrological role, remains a measuring instru- 
ment (sometimes it is called a complex). Therefore, as any measuring instrument the 
MMIs can be realized in the form of measures, devices, or transformers. Figure 2.4 
illustrates the interrelation of the MMIs as the subordinate elements of a RUTS system 
of a particular form (for a particular measurand) depending on their belonging to one 
or another type of measuring instruments. 

This scheme allows possible methods for transferring unit dimensions among sub- 
ordinate MMIs to be established:- 


* my, is the method of comparing two measures with the help of a comparator (trans- 
former); in this case either a scale transformer of the type bridge circuits (in case 
of different ratings) or a device of the null detector type can serve as a comparator. 
In our opinion to apply the method of direct measure comparison, as is frequently 
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called for in the literature, is impossible, due to the essence of the measures them- 
selves; 


* mz is the method of direct measurement performed with a verified instrument of a 
measurand dimension, reproduced by a higher measure; 


¢ m’, is also the method of direct measurement, but performed with a higher instru- 
ment; 


* m3 is the method of “direct” comparison of one instrument with another one; how- 
ever, to realize this method a measurand generator is required; this is clear, and 
therefore the word “direct” in the name of this method are in quotation marks; 


* m4 is the method of comparing one instrument with another one with the help of a 
comparator. This method is applicable when the measuring instruments are com- 
pared in different parts of the measurand range; in this case a scaling transformer 
is used as a comparator (an auxiliary metrological measuring instrument). Here a a 
measurand is also a necessary element for comparison; 


* ms is the method of determining the transformation coefficient of a measurement 
transducer; at the same time ¢g, and @ can both be uniform (of the same dimen- 
sions) and heterogeneous measurands (in the first case we are dealing with a scaling 
transducer). Strictly speaking, this method is not related to methods of transferring 
the unit dimension, but is the method of certifying transducers which can serve as 
auxiliary metrological measuring instruments in RUTS systems. 


The method of indirect measurements used in reproducing and transferring units and 
their dimensions is considered separately in Section 2.2.5.1. 

Let us consider the general equation of the unit dimension transfer between two 
steps of the RUTS system for the main method applied between metrological measur- 
ing instruments, 1.e., the certification method. 

Let s2 be a verified metrological measuring instrument and s; be a verifying metro- 
logical measuring instrument. 

When carrying out the comparisons s; and s2 by any of the main transfer methods 
(m —m3) the MI readouts of s; and s2 are compared at the same dimension of the g, 
measurand. Let c be the readout difference between the s; and s2 readouts, which was 
established as a result of comparison. 

In this case according to the approach considered in Section 2.2.3.2 we have two 
measurement problems, z; and Z2, which practically coincide in all components ex- 
cept s;. Therefore, taking into account the above and equation (2.2.8a) we have 


ge (z1) = ng(s1) - [¢ls,, 
gh (Z2) = no(s2) - [els 
C = Ng(s1) — Ng(s2) = Ang(s1 — 82) 
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under the condition that 
$2(Z1) = $2(Z2). (2.2.13) 


Comparing readouts s; and s2 and considering values of the measurand ¢, we think 
(just so we have to think) that dimensions of the units realized in s; and s2, are similar 
and equal to the unit in s; as a more accurate measuring instrument: 


Poom (21) = Ng(s1) - [¢ls,, 
Poom (22) = Ng(S2) « [¢]s,- 


Therefore, when introducing the correction c into the readout sz, a corrected (real) 
value y in the system 2» is obtained for the [¢],, unit: 


oR (22) = [ng(s2) + Ang(s1 —52)] [ly =nep(s2) [ly (2.2.14) 


Let us see what a real dimension of the unit is in s2. Using equations (2.2.13) and 
(2.2.14), we obtain 


[gls, = Feed ‘[gls, = 1 cece |: (2.2.15) 


Ng (52) Ng (S2) 


or 


Al¢]s, = [¢]s, _ [e]s, = . [¢]s,- (2.2.15a) 


Ng (s2) 

Thus, the introduction of the correction c = Ang(s, — S2) into the readout of s2 on 
the basis of the results of its comparison with the more accurate 5; is equivalent to a 
change of the unit dimension realized in 52, by 


Al¢l|s, = al  [els,- (2.2.15b) 
Ng(S2) 


Questions concerning other features characterizing the structure of the RUTS sys- 
tem and its individual elements are considered in Section 2.2.3.5. 


2.2.3.5 Environment and boundaries of a RUTS system 


As is clear from merits of case, a RUTS system is the main constituent of the system of 
ensuring the uniformity of measurements, which, in its turn, is the main component of 
the system of metrological measurement assurance, etc. However, for a more detailed 
(formalized) description let us consider the issue from another point of view. 

Let the concept “generalized system of measurements” be the set of all measure- 
ments performed within some finite time interval (T) in space (P), i.e., within the 
limits of a definite space-time continuum (P,7'). Using the presentation of a sepa- 
rate measurement in the form of measuring system (2.2.4), it is possible to present the 
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generalized system in the following form: 


Yi(P.T) = Uz: Ge}, 


0 k 
Tz, (Gk) = (x; +01» Wi 5i, Bio ti, Ati, Di --- \[Mx]il, mi, Si, Vi, Wi,---), 
l<i<lta@)} eT, pre P, Lek <|{@)}l. (2.2.16) 


Localizing the space-time continuum (P, 7’) we will pass on to the quite definite 
systems of measurements. So, confining P within the framework of a country, we have 
a national system of measurements (NSM). The latter is a concept which has already 
been put into practice by metrology: 


NSM = 9° (7). (2.2.16.1) 
NSM 


Let us try to formulate the conditions which would reflect the role of metrology 
with regard to the state of NSM, i.e., the influence that proper metrological systems 
(2.2.2.4) upon the NSM. Obviously, the set of measurement problems 


Zi (Gx) = Z(GK; Oi, Wi 6i, Bibi, Ati, Di,---) (2.2.17) 


is determined by the needs of all spheres of societal activities (science, industry, main- 
tenance, etc.), and it is possible to consider that practically this does not depend on pa- 
rameters of proper metrological systems, although as was shown below the problem of 
optimizing the set of measurement problems (for both the given measurand and their 
totality) is of current importance and can have an appreciable economic effect. 

In their work (where such systems are called metrological chains or networks) the 
authors V.N. Sretenskiy and others consider the general character of the influence 
of the generalized system of measurements and proper metrological systems on the 
spheres indicated. For the sphere of science the availability of a strong positive feed- 
back is characteristic. It causes the acceleration of its development in connection with 
the fact that “science moves forward proportionally to the mass of knowledge inherited 
from the preceding generation” (F. Engels). 

Metrological systems have both positive components (of development) and nega- 
tive (components of stability and quality) feedbacks. Therefore, here there should be an 
optimal relationship between the costs for metrological systems and industrial losses 
due to inefficiency and poor quality. Linking metrological systems with the sphere of 
maintenance has a pronounced negative feedback (absorption of measurement infor- 
mation), since the problem of supporting the stability of consumer properties (parame- 
ters) of operated objects is solved. Here the problem of optimization is connected with 
parameters of the proper metrological systems. 

Thus, in all cases the influence of the proper metrological systems is reduced to the 
influence on the quality and efficiency of measurements performed in the NSM (and 
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of theirs results). This is natural for metrology as the science of measurements and 
corresponding practical activity (see 2.2.4). 

At the same time, there is no doubt that the main “responsibility” for proper metro- 
logical systems is above all to ensure the quality of measurements, since their effi- 
ciency has a great influence on other spheres of activity (primarily on the production 
of the measurement technique itself). Therefore, let us choose the quality criterion of 
measurements performed in the NSM as the main index of the efficiency of proper 
metrological operation. 


¢ Indices of measurement quality [438] are: accuracy, trustworthiness, measurement 
trueness, measurement repeatability and reproducibility. 


¢ Accuracy of measurements characterizes the closeness of a measurement result to a 
true value of a measurand. 


¢ Trueness of measurements is determined by the closeness of a systematic error to 
zero as a consequence of measurements. 


¢ Trustworthiness of a measurement is determined by the degree of confidence in 
its result and is characterized by the probability of the fact that the true value of a 
measurand is in real value neighborhoods with indicated boundaries. 


¢ Repeatability of measurements reflects the closeness of results of measurement of 
one and the same measurand (of the same dimension), carried out under similar 
conditions. 


¢ Reproducibilty of measurements reflects the closeness of results of measurement of 
one and the same measurand carried out under different conditions (according to a 
method, measuring instruments being applied, conditions and observer). 


The first two definitions are given in accordance with GOST 16263, the third and last 
two definitions were taken from [230] and [438] respectively. Let us note that the 
evaluation of measurement reliability is a merely mathematical maneuver using the 
sufficiently developed probability theory and always has to be performed in evaluating 
the results of measurements due to the inevitably probabilistic (random) character of 
measurements (measurement results and their errors). Therefore, this index cannot be 
applied to the number of those which are controllable from “within” a metrological 
system, although it is important from the point of view of customer of measurement 
information. 

From the remaining four indices the first three (accuracy, trueness, and repeatabil- 
ity) are completely determined by one index, 1.e., by the measurement accuracy as an 
integral index characterizing the closeness to zero of systematic and random compo- 
nents of a separate measurement error (in single and repeated observations). 

From the point of view of the issue under consideration the last index of measure- 
ment quality, i.e., the reproducibility, from all those listed above, is much more in- 
teresting, since it characterizes the “collective properties” of a generalized system of 


124 Chapter 2 Systems of reproducing physical quantities units and transferring their sizes 


measurements (including the NSM). This index can be called the comparability of 
measurements (or more precisely, the comparability of measurement results) which 
is in our opinion a better term than the “reproducibility of measurements”, since the 
latter has a hint of the repeatability of a measurement problem. This contradicts the 
content of the concept. Hereinafter we will use the short term “comparability of mea- 
surements” (with the meaning given above for the term “reproducibility’’). 

Taking into account the above, as the basic indices of the measurement quality 
which is the main criterion of efficiency of the proper metrological system influence on 
the NSM, we chose two: accuracy and comparability of measurements. A high degree 
of measurement comparability can be provided at a significant systematic error A¢ (a 
deviation of measurement result, i.e., a real measurand value from a true measurand 
one). At the same time the value A, can known or unknown, but it must be the same in 
all measurements. It goes without saying that the comparability will “automatically” 
increase when the accuracy of all the measurements increases. However in practice 
both problems are of current importance. 

In Figure 2.5 an attempt is made to illustrate the relationship between the different 
quality indices. 

Let us consider NSM (2.2.16.1) to be a closed system (without inputs and outputs). 
This corresponds to the choice of a comparably short time interval T when a set of mea- 
surement problems z;, as well as components needed to solve them [on the right of a 
vertical line in the expression for z in equation (2.2.16)] remain unchanged (constant). 
Obviously, for the first stage of the description of such a large system this assumption 
is quite defensible. 

Now it is possible to consider the formulation of conditions for providing a required 
level of measurement quality in the NSM for both indices of quality: accuracy and 
comparability. 

1) Since the condition of separate measurement correctness (2.2.10), as indicated in 
Section 2.2.3.3, means the condition of the maximum likely closeness to a given accu- 
racy of measurement by way of taking into account all the measurement components 
of the system, then condition (2.2.10) can be used to formulate a condition of reaching 
the given (required) measurement accuracy within the framework of the NSM. 

In a given measurement system of the NSM (see equation (2.2.16) and equation 
(2.2.16.1)) 


¢ for any measurement problem z; (yz) (see equation (2.2.17)) there exists a set of 
controllable parameters of the system 


Ui (Gx) = (Gli. Mi, Si, Vi, Wi...) (2.2.18) 


as well as a volume of a priori information J, at which the performance of condition 
(2.2.10) is provided. 
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Figure 2.5. [lustration of the relationships of various indices of measurement quality: (a) accu- 
racy, trueness, repeatability, and trustworthiness of a measurement results of one measurement 
problem solution; (b) reproducibility and accuracy of results of a solution of various measure- 
ment problems, performed at a different “visible” accuracy T; > T> > T3 > +++ > Th. 


In formal logic language this condition is expressed as 
Vzi(ge)a i € Ui (Ge) & Iq — (2.2.10) (2.2.18a) 


It is clear that a priori information has to be related first of all to knowledge about the 
kinds and parameters of dependencies (2.2.9.1)—(2.2.9.7), linking parameter values of 
a given measurement system. 

2) The measurement comparability condition within the framework of the NSM is 
formulated in the following way. On a given set {z;(v,)} of measurement problems 
in a given system of measurement at any i # j but when gx; (0;) = ¢x,(0;), there 
is a group of controllable system parameters such as 


([ek]is @x]j.mi, mj, Si, 87, Vi, Vj, Wi, Wj,..-), (2.2.19) 
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which allows the condition to be met 


oR (23) — oR (ci) < [82 + 8. 


In formal logic language this condition is expressed as 


Ai € 21(9,) AN AG & [oer (01) = Ger (0;)] > 
VN [ge (23) — ge (zi) S 4/87 +67. (2.2.19a) 


Thus, a simultaneous fulfillment of conditions (2.2.18) and (2.2.19) within the 
framework of the general measurement systems being considered, 1.e., the NSM, pro- 
vides a corresponding quality measurement of the NSM on the whole. This makes 
it necessary to speak about the necessity of having one more subsystem within the 
framework of the NSM. This system can be called the system of ensuring measure- 
ment quality (SEMQ). It is used to control the measurement quality in the NSM, i.e., 
to achieve the fulfillment of conditions (2.2.18) and (2.2.19) in this system. 

Unfortunately, at this stage of metrology development the formalization of the 
SEMQ has not succeeded, but this does not affect the task of our investigation. An 
attempt has been made to determine (merely intuitively) those proper metrological 
systems (or more precisely, the problems) which have to be included into the SEMQ. 
Here, on the basis of condition (2.2.18) it can be more definitely be said that the SEMQ 
has to provide the solution of the following problems (general requirements to SEMQ): 


* research, development and output of working measuring instruments of a needed 
nomenclature and accuracy, as well as of computer engineering products (the task 
of the instrument-making industry on the basis of an analysis of “blanks” (unsolved 
problems) in equation (2.2.18) for components s; and w;); 


* manpower training (operators, observers) of a corresponding qualification (compo- 
nent v; ); 
¢ development of corresponding methods of measurements (7; ); 


* introduction of required measurand units (components [g;];); 


Undoubtedly the last three problems concern first of all the proper metrological sys- 
tems (to all appearance, to the system of metrological assurance SMA). 

The concept “comparability of measurements” closely correlates with the concept 
“uniformity of measurements”. This is confirmed by an analysis of literature data 
where understanding the uniformity of measurements is identified with a state of the 
system where a given accuracy is provided in different places, time, conditions, meth- 
ods, operators, and measuring instruments. In other words, it is possible to give the 
following initial definition. 

Measurement is the state of a general system of measurements at which any two 
measurements of PQ, having the same dimension, carried out within the framework 
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of this system, give results which do not overstep the limits of the evaluated errors of 
these measurements. It is therefore naturally possible to define a system of ensuring the 
measurements uniformity as a system that provides fulfillment of condition (2.2.19) 
in the system (2.2.16.1). 

It is possible to say a bit more about this system (SEMU) than about the SEMQ. 

First of all, measurement comparability condition (2.2.19) is not really a part of 
any measurement problem in the NSM. There whould be still be a need of a problem 
situation on ensuring the uniformity of measurements (or comparability of measure- 
ment results, which is the same thing). A typical (and maybe simply characteristic, 
i.e., determining) practical case of such a problem situation consists of the following. 

Let a customer A be situated in a space-time continuum similar to that where the 
NSM is, but, having his own coordinates (A Pa, ATq), needs an object (product) “a” 
characterized by a set of consumption properties (measurable indices of quality) g(a), 
k € (1,n). At the same time the product (object) “a” satisfies desires (problems) of 
the customer A only in the case where the values of each consumption property do 
not overstep the definite limits within the tolerance values Ato1@; (a) at the confidence 
probability fio1(@x). 

A supplier B (manufacturer) with his own coordinates (A P,, AT;), should set up 
the manufacturing of product “a” with the values of indices g;, (a) within the limits of 
the indicated (given) tolerance and confidence probability values. 

Since both customer A and supplier B have their own interests and are able to use 
their own set of methods and means for determining the consumption properties g; (a) 
of the product, then the main problem for settling their interpersonal relations (and for 
the whole economy of their country) consists of achieving a guarantee which will 
allows the supplier and customer to obtain comparable measurement results relative 
to the corresponding indices gj in spite of the different ways (methods) they use for 
one and the same measurand gx. To achieve this means meeting condition (2.2.19). 

It is clear that the system providing the measurement uniformity between the sys- 
tems B (the supplier) and A (the customer) has to be “external” with respect to both of 
them, but to belong to a common space-time continuum. It should be remarked that the 
described problem situation “‘supplier-customer” can take place between enterprises 
of a region or country, as well as between different countries. 

From this it follows that for constructing a system of ensuring the uniformity of 
measurements not so much the quality of measurements carried out or the solution of 
measurement problems in the common system of measurements is important, as the 
number of interrelations “supplier-customer” for each measurable property @,, i.e., 
the number of problem situations in a system considered (for example, in some NSM). 
From the point of view of economics this is determined by the degree of specialization 
and cooperation of social manufacturing. 
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Now let us consider the interpretation of the measurement result comparability con- 
dition with regard to problems z; and z;: 


g™s(z,) — p™S(z;) < [52 4 57 (2.2.19b) 


under the condition @; (z;) = @r(zj). 
In accordance with equation (2.2.8) the results of solving these problems are 


meas 
ge 


(zj) =ng(z)[gls;; 9“ (zi) = ne (zs )IG]s;- (2.2.20) 


They correspond to the true dimensions of the units [g]s, and [g]s; which are realized 
in s; and s;, but which are unknown. 

Observers in z; and z; believe that both of these express the results in terms of 
“accepted units” [g]o, i.e., they have the “seeming” results 


pues(z;) = ng(zj)-[¢lo; PRS(zi) = ng (zi): [¢]o, (2.2.20a) 


the difference between which is 


seem (Zj) — Pseem (Zi) = {Ne (Zj) — Ng (zi)} - [Plo = Ang(z;, 2) - [glo. 
and it is compared with 5? 5, i.e., the comparison is performed according to in- 
dications of the corresponding measuring instruments. As to a real difference of the 
values, it can differ from the seeming one due to the difference between the real unit 
dimensions realized in s; and s; and the accepted dimension: 


meas 


real (Zj) — Preal (zi) = Ang(z;, Zi) : [P]real- 


We can see this at [@]rear # [G]o, Gas A oNee’. In other words, the reproducibility 
(the comparability) of measurements depends on the dimension of the unit realized 
in measuring instruments. From this it follows that the validity of meeting condition 
(2.2.19) can be secured only in the case when the units in the measurement systems 
z; and z; being compared are similar and equal to (close to) the dimension of the unit 
accepted in the given system of measurements. 

This means that SEMU has to include a subsystem which would not only provide the 
uniformity of units (from the point of view of the dimensions realized in the measuring 
instruments of the generalized system of measurements) but also their compliance with 
conventionally accepted units (with their definition). The RUTS system plays this role 
in accordance with the essence that was prescribed to it earlier in Section 2.2.3.4. Thus, 
the following interrelation of systems has been established: 


NSM <~ SEMQ Cc SMA c SEUM C RUTS system. (2.2.21) 
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2.2.4 Fundamentals of constructing a RUTS system 
2.2.4.1 Basic properties of a RUTS system 


Let us sum up what we know about the RUTS system. According to Section 2.2.3.5 
the goal of the RUTS system is to provide an objective estimate of the condition of 
measurement comparability (2.2.19), which is reduced to ensuring the compliance of 
these units with those conventionally accepted (their closeness to the definition) within 
the framework of the same generalized measurement system to whcih the given RUTS 
system is related. 
As the generalized system we choose, as before, a closed NSM, 1.e., a system of the 
type 
YT) =U Ue: @)}, (2.2.21.1) 


NSM k 


where 


12; (Qk) = (Pk; Oi Wis 51s Sis ti, Ati, Dis---|[Ox]i,mi.5i.Vi, Wi, -..); 
Le{zi(@)}, kK elo}, ET, pi © Pnsm. 


The closedness of the NSM means the stability of the sets 


Dio} = {P1.-- +. Pko- + ON}, (2.2.22) 
Z (Ok) = {Zi (Gk)} = (Gk; 01, Wi. 5i, Bi, ti, Ati, Pi,---}, (22,23) 
U(eK) = Uil(Gx)} = {[GK]i, Mi, Si, Vi, Wi... +}. (2.2.24) 


Set (2.2.24) is the set of all controllable elements of system (2.2.16.1), i.e., elements 
chosen for solving a particular measurement problem Z;(g,) when a measurement 
system Jz, is constructed for this problem to be solved. 

Let the general concept of total RUTS system (2.2.12) be rewritten as 


yY =U = Utsio(er). Sizn (Pk)>Mixb(Gk)» Mign (PK)}, 


RUTS k RUTS 
k € {gx}. i1 = (mi), iz = (2), 13 = ng), i4 = (na). (2.2.25) 


The structure of a particular RUTS system (for a given measurand) is hierarchal. 
The general form of this structure is shown in Figure 2.6. 
The inputs of the total RUTS system are the following attributes: 


¢ definitions of the units (the main input) including the conception about each mea- 
surand in the system of physical quantities; 


* apriori information about the basic dependencies of measurands which characterize 
physical phenomena for reproducing the unit; 
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C ine 
Definition of the unit 


Figure 2.6. General structure of a particular (for a given g RUTS system). 


¢ data about physical constants which are used in definitions of units, as well as about 
constants of substances, materials, processes and events, all of which are used for 
realizing the units (standard reference data (SRD)); 


* general requirements for reference and subordinate metrological measuring instru- 
ments. 


Section 2.2 Physical-metrological fundamentals of constructing the RUTS systems 131 


The outputs of the total RUTS system are the dimensions of units, realized in subordi- 
nate metrological measuring instruments and then used in working measuring instru- 
ments of the generalized system of measurements, as well as the methods of verifying 
these working measuring instruments. 

For a particular RUTS system everything noted refers to a given measurand. 

However, for the theoretical construction of an RUTS system it is necessary to know 
all the parameters (features) of the measurement system of the NSM, entering its de- 
scription (2.2.16.1). 


2.2.4.2 Volume of initial data for constructing an RUTS system 


Let us attempt to evaluate the power of uniform sets for each parameter (feature), 
characterizing the NSM according to description (2.2.16.1). 
1) Number of measurable measurands in a NSM. An analysis shows that their num- 
ber is ~250: 
|D| = {gx }| ~ 250. (2.2.25.1) 


2) Number of units of measurands. This number, strictly speaking, has to correspond 
to the number of measurands. As a matter of fact, some measurands have several units 
(not counting multiple, submultiple, and other units, linked unambiguously by an ac- 
curate number): time (on macroscale), area, hardness, pressure, and others. It is much 
more complicated when one and the same unit is used for heterogeneous measurands 
(for more detail see Section 2.2.5.2). Let us consider that 


ITP]] = lye lt] © 250. (2.2.25.2) 


Further estimates will be obtained on the basis of making calculation for one mea- 
surand (on average). 

3) The number of PQ realizations on a set of objects {0;}. The number of objects 
on which the measurements of even one measurand are made is infinitely great. Let 
us make an evaluation of the maximum of gradations of perceptible dimensions of a 
measurand, reasoning from the logarithmic law of measurand sizes distribution [368], 
the maximum ranges of their changes and the middle range of measurand dimension 
perception (which corresponds to a conventional gradation of objects on the basis of 
dimensions of the measurand they reproduce. 

Considering that @max : Qmin © 10'7 : 107!” = 10*4, and the range of perceptible 
values corresponds to ~10, we obtain 


{p(oi)}| ~ 30 + 40. (2.2.25.3) 


It should be kept in mind that the objects are characterized not only by the dimen- 
sion of a measurand realized in them, but also by other parameters which influence 
the solution of the measurement problem (aggregative state, informative parameters, 
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substance composition, and others). Therefore, estimate (2.2.25.3) can be increased 
approximately by one order. 

4) Number of realizations of measurement conditions. Obviously, it is possible to 
consider that the number has the same order as compared to the number of various 
(according to perception) gradations of measurand dimensions (at the same time the 
coefficient is usually taken as 3-4, i.e., according to the number of influencing quan- 
tities). Therefore 

|| = {wv }| ~ 100 = 107. (2.2.25.4) 


5) Number of given error values. This number can be estimated on the basis of a 
number of accuracy classes as applied to measuring instruments in practice. It contains 
~10 values. Thus, 

|A| = |{d;}| ~ 10. (2.2.25.5) 


6) Number of presentation forms of measurement results. This number is regulated 
by GOST 8.011 and is <10. 


|G| = {gi }| ~ 10. (2.2.25.6) 


7) Number of measurement time intervals. It is also useful in the same way as in Sec- 
tion 2.2.2.3 to evaluate (estimate) this by the number of gradations in a real practical 
scale of intervals At from 10~° to 10’s. 


[{At;}| ~ 20. (2.2.25.7) 


8) Number of measurement methods. From the point of view of the ways to use mea- 
suring instruments it is the units. However, taking the principle applied (physical ones) 
into account, it is the number that is very difficult to evaluate. Neglecting this fact, i.e., 
considering that a measurement method means only general ways of using measuring 
instruments (the interpretation most often applied) we will obtain the estimate 


|M| = |{m;}| ~ 10. (2.2.25.8) 


9) Number (nomenclature) of applied measuring instruments. This number depends 
on the range of PQ dimensions being measured, the accuracy and conditions of mea- 
surements, i.e., on estimates (2.2.25.3)—(2.2.25.6). On the average, it is possible to 
consider that for each measurand 


[S| = |{si}| ~ 10°. (2.2.25.9) 


For many problems it is important to know the nomenclature of measuring instru- 
ment properties influencing a measurement result, i.e., metrological characteristics of 
measuring instruments. However from the point of view of the RUTS systems con- 
struction in most cases this can be neglected. 
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10) Number of professional qualifications of an operator (an observer). In the ab- 
sence of normative data (if at all they exist) we consider that it will be useful to di- 
vide the operators into three classes: (III) for technical (mass) measurements; (II) for 
verification works and for engineering and laboratory measurements; and (I) for mea- 
surement standard works and high-accuracy physical experiments. Since this matter 
concerns the parameters of the NSM, then only three classes of operators is the most 
typical; thus, 

IV| = [{v;}| < 3. (2.2.25.10) 


11) Number (nomenclature) of computer engineering means used in measurements. 
At present this number is difficult to evaluate. The general nomenclature is ~ 100 but 
similar to all measurement problems. From the point of view of constructing RUTS 
systems at a given stage this estimate seems to be insignificant. 

Moreover, it is unlikely that it is useful to evaluate the number of space-time coordi- 
nates (t;, pj) in which measurements are realized. These parameters become essential 
when considering the issues of the RUTS system operation. Here it is important that 
t; € T, pi € P Gn the NSM). 

Finally, the number of measurement problems (nomenclature) in system (2.2.16.1) 
will be determined by the totality of estimates for all the parameters indicated above. 
At the same time it is necessary to take into account that the estimate values for some 
parameters appear to be interconnected (correlated): for example, the form of pre- 
senting a result, measurement error, operator skill, volume of a priori information in 
use, etc. 

It is therefore very difficult to give a real estimate of the measurement problem 
nomenclature (obviously, there are tens of thousands of varieties for even one mea- 
surand). Of one thing there is no doubt: even a particular NSM as a totality of all 
measurements for one measurand is a quite complicated system — at the least a 10- 
dimensional one, which has sets of values for each component of a 10-dimensional 
vector space. 


2.2.4.3 General principles and an algorithm for constructing RUTS systems 


In view of the huge volume of initial data and the complexity of the general structure 
of the RUTS system, a solution to the problem of constructing this system in a general 
form is not possible. It should be taken into account that a large part of the initial data, 
as atrule, is either entirely absent or known to have a significant degree of uncertainty 
(inaccuracy), which for a multifactor problem can reduce to zero the efforts spent to 
solve it. 

Therefore, it is useful to choose principles and methods which allow a real effect 
from the fairly general approach suggested here. 
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The principle of successive approximation is the most natural. Some assumptions, 
i.e., restrictions, which simplify the problem and decrease its dimension, are succes- 
sively introduced. 

In the case given the method of ranking and gradation has to be efficient. In the 
system there are selected separate blocks (subsystems) or classes (groups) of prob- 
lems which are ranked according to both their degree of generality and algorithmic 
sequence, and then the principle of stage solution is realized, i.e., the sequence of the 
problem solution “by parts” is determined. 

At last, for solving the problems of such a kind it is efficient to use the “shuttle 
method”, 1.e., a repeated solution of direct and inverse problems, verification of solu- 
tions by several “cuts”. 

On the basis of these principles we offer a scheme and algorithm of problem solu- 
tion for theoretical constructing the total RUTS system. 

At the first stage the problem of constructing a system in a “bottom-up” manner 
is solved. At the same time the system is disjoined into subsystems connected with 
the definite measurand ¢, and the problems are solved for each particular subsystem 
Ruts (GY), L-e., the “gy; problems”. 

In these problems the concept “chain of transferring” a unit dimension, i.e., the 
chain of subsequent elements of the system (means of transferring the dimension S,), 
connecting reference metrological measuring instrument of the system with some def- 
inite group (some type) of working measuring instruments (see Figure 2.4). The use 
of the graph theory apparatus for formalizing the connections between the adjacent 
levels can appear to be useful here. 

The algorithm of the “problem ¢g;” solution consists of the following. 


1) Initial data (see Section 2.2.4.2) for the given measurand g; are grouped into 
blocks and “tied to” the WMI type S,;. At the same time it is assumed that the nomen- 
clature (types) of working measuring instruments has been optimized earlier according 
to measurement problems. 

2) Types of working measuring instruments are grouped in accordance with the 
accuracy Sp(51), Sp(52),..-,.Sp (5m), and 


61 69 Se > Om. (2.2.26) 


Ranking the working measuring instruments according to their accuracy is performed 
for two reasons: firstly, because the goal of the RUTS system is the maximum approx- 
imation of a real unit dimension of working measuring instruments to an ideal one 
(according to the definition). This is achieved above all at the expense of measure- 
ment accuracy. Secondly, among the remaining parameters of WMI only the range of 
measurements is essential for constructing a system. It is quite correct to assume that 
the influence of other parameters (above all the conditions of measurements) on the 
accuracy of working measuring instruments is foreseen by a normative document. As 
to the measurement range of a particular working measuring instrument, its ranking 
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takes place “automatically”, while the working measuring instruments are subjected 
to the accuracy ranking procedure. This follows from the most general ideas about in- 
formation (or resolution) capability of these instruments. The measuring instruments 
having the widest measurement range appear to have the least accuracy. 

3) The longest chain of transfer is chosen. Paradoxical as it may seem at first glance, 
the chain of such a type can be determined a priori before constructing the system. It is 
the transfer chain aimed at the least accurate group of working measuring instruments 
Sp(51). It is clear first of all from the fact that transferring the unit dimension to a 
more accurate working measuring instrument will require fewer transfer steps (levels) 
at a reference MMI accuracy equal for all working measuring instruments. Moreover, 
the most numerous group of working measuring instruments consists of less accurate 
ones, i.e., the expression given below is true almost without exception: 


Ny (61) > Np(52) > +++ > N(8m)s (2.2.27) 


where N,(6,) is the number (park) of working measuring instruments of the given 
accuracy group. So, from the point of view of the productivity (passing capacity), the 
chain of transferring the unit to the less accurate working measuring instruments has 
to be the longest one. 

4) Constructing the longest transfer chain to the first approximation is performed. 
The construction methond depends on the choice (the availability) of initial data and 
vice versa. In any case it is necessary to know the park of working measuring instru- 
ments Np,. The following versions are possible: 


Version 4a. Given 


* tj41: the verification time for one measuring instrument at the (7 + 1)-th level 
performed with a metrological measuring instrument of the i-th level; 


¢ J;: the number of measuring instruments of the (i + 1)-th level that can be verified 
with a metrological measuring instrument of the /-th level; 


* qgj+,: the part of measuring instruments of the (i + 1)-th level, which are recog- 
nized in accordance with verification results as unsuitable, restored, and verified 
again; 

¢ 741: the verification interval (an average time of faultless operation with regard 
to the metrological reliability) for a measuring instrument of the (i + 1)-th level; 


¢ 7: the part of time within which a metrological measuring instrument of the i-th 
level is used for verification (within the frames of a given operation period, i.e., 
within the frames of 7;). 


The number of metrological measuring instruments of the i-th level necessary for ver- 
ifying nj4 1 measuring instruments at the (i + 1)-th level is determined from the con- 
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tinuity condition of the unit transfer process within their verification interval: 


+i Ni+i(l + gi+1) 


i (2.2.28) 


Tj+1tini = 


Knowing that Np, = 1m+1 we first find n and then, using the recurrent method, 
the population of each level (1; ) and the number of levels m, are determined. 


Version 4b. Given 


* ny: the number of subordinate metrological measuring instruments of the 1-st level 
in the given chain, which are verified with So (with the reference metrological mea- 
suring instrument) within its verification interval 79; 


* Cy: the ratio between an error of the reference metrological measuring instrument 
to an error of the working measuring instrument; 


* go and gp: the student coefficients for confidential errors of the reference metro- 
logical measuring instrument and working measuring instrument; 


¢ the permissible probability of verification defects (preferable ones from the point of 
view of the aim of the RUTS system with regard to the defect of the second kind). 


Using the procedure of the MI 83-76 National System of Measurement Assurance. 
Method of Determination of Verification Sceme Parameters, a maximum possible and 
minimal necessary (under these conditions) number of levels m is found. At the same 
time while calculating according to MI 83-76, it is necessary to introduce a correction 
that is the inverse one with regard to the coefficient of the population level occupied by 
subordinated MMI, since in the considered case of the linear transfer chain the “side” 
flows are absent (see condition (2.2.28)). 


Version 4c. Given 


¢ ny: the number of MMI of the 1-st level; 


* tm+1: the time of verifying one working measuring instrument against an MMI of 
the lowest level m; 

¢ Jj: the same as in version 4b; 

¢ h: the ratio of the verification time of one MMI on the second level against an 
MMI of the first level to the verification time of one working measuring instrument: 
b=, 

¢ t: the same as in version 4a; 

© uw = (14+ qj41) = 1.25: the average estimate of metrologically serviceable (fit 
according to verification results) measuring instruments on all levels; 


¢ itis also assumed that verification intervals for all MMI are of a lower level than 
the first one, and also for working measuring instruments they are similar and equal 
to Tm = 1 year and J; = 1. 


Section 2.2 Physical-metrological fundamentals of constructing the RUTS systems 137 


Then by the procedure outlined in [526], the maximum number of MMI at each level 
and the minimum number of levels are found. 

5) Similar construction procedures are made for the remaining chains relating to 
the verification of working measuring instruments of the other accuracy groups. On 
the basis of the results obtained an improved structure of the RUTS system of the first 
approximation is constructed. 

At the second stage the nomenclature of MMI and methods of transferring the unit 
dimension on each step of the system which satisfy the conditions shown below are 
constructed: 


(a) “compatibility” of the transfer method and types of MMI at the adjacent levels 
connected by this method mi (see Figure 2.4); 


(b) problems for which the system construction was performed at the preceding stage 
(versions 4a—4c). 


If it is not possible to satisfy some conditions with an “available” set of means and 
methods suitable for MMI, then appropriate corrections are introduced into the con- 
ditions of versions 4a—4c, and the process of constructing is performed anew. This 
results in an improved structure and composition of a particular concrete specific 
RUTS system of the first approximation. 

An analogous structure according to the first two stages is made for all other mea- 
surands gy, € {y,} measured within the frames of the general measurement system, 
i.e., NSM. As a result we obtain a total RUTS system of the first approximation which 
satisfies the goals of this system to a first approximation. 

The queue of performing two subsequent stages of constructing the RUTS system 
can change, depending on the availability of corresponding data, particular aims of 
further improvement or of the level of the consideration commonness, of available 
resources, etc. 

At one of these stages (for example, at the third one) the compatibility of differ- 
ent particular systems is checked from the point of view of the general properties of 
the system of unit reproduction (see Section 2.2.5.1). At another stage it is possible 
to solve a number of optimization problems using economic criteria, registration of 
performance parameters of the RUTS system (or its subsystems), and optimization by 
the efficiency criterion of system performance. 

At the final, fifth stage some inconsistency (discrepancy) of solutions obtained to 
separate conditions at all preceding stages are revealed, the necessary corrections are 
introduced into the initial data, and corrections are determined for a final solution of 
the first approximation. 

After that we have acomplete RUTS system, optimal with regard to the composition 
and structure and at most corresponding to the goal and quality of this system at an 
available knowledge level. 
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In Section 2.2.4.4 some problems of the operation and optimization of the RUTS 
systems are considered. Then a number of issues connected with the system of unit 
dimension reproduction as well as the influence of this system on the complete RUTS 
system construction are analyzed. 


2.2.4.4 Efficiency of the RUTS systems operation and their optimization 


Efficiency of RUTS systems 

Let us now introduce the general concepts of “efficiency” and “quality” systems. The 
system efficiency (¢) in a general form is determined by the ratio of the effect obtained 
from the system to the costs of its construction: 


ey = E (effect) /C (costs), (2.2.29) 


where the effect is determined as the extent of reaching the goal (G) of the system 
under consideration 
E=qG. (2.2.30) 


The multiplier g is the system quality, i.e., the extent of system compliance to the 
goal achievement. This interpretation eliminates the confusion that can constantly arise 
when using these concepts (frequently simply identifying them) and permits them to 
be given a specific content. 

Indeed, definition (2.2.29) becomes current and means 


Efficiency = effect/costs = what does it give/what does it take 


(for the system with regard to some external system). 
If the concept “project efficiency”, (9), is introduced as follows: 


€9 = what has it to give/what does it take 


(for the system with regard to an external one), then e = g/e€o and q (the quality) takes 
on the sense 


q = &/& = what does it give/what does it have to give 


(to the system). 

Thus, the quality is an index of the internal properties of the system which are 
determined by the goal of the external system, and the efficiency is an index of its 
external properties caused by its quality. 

The goal (G) of the system of ensuring measurement uniformity has been formulated 
earlier as fulfilling two conditions simultaneously for NSM: 


(a) closeness of the units which various measuring instruments of a given measurand 
have in NSM; 


(b) closeness of these units to the ideal ones (on determination). 
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Let us formalize these conditions in the language of the system approach used here: 


[vls; — (Gls; < 57 +67 = by; (2.2.31a) 


[els, —[¢lo = 5: & 837. (2.2.31b) 


Condition (goal) (2.2.31a) is provided in manufacturing and verifying working mea- 
suring instruments against standard measuring instruments (S,, as adopted in Sec- 
tion 2.2.4.3). For the most part, it is a problem of the instrument-producing industry 
and SEUM in the part relating to departmental metrological services. 

Condition (2.2.31b) means that the error of the standard measuring instrument Sj, 
against which the working measuring instruments S; and S; were verified and which 
are used in solving the problems z; and z; under conditions of measurement compati- 
bility (2.2.19), is negligible with regard to the errors S; and S;, but not smaller than the 
difference between the unit dimension realized in this standard measuring instrument 
and the ideal one. This is exactly the problem that the particular RUTS system solves. 

Thus, the generalized goal of a particular RUTS system (for a measurand g given 
in SEUM) is meeting condition (2.2.31b) for any measurement problems satisfying 
condition (2.2.19), or 


o(X yk -_ 86m) _ [sm = elo Ivlo 
[6? + se [57 + 8% 


for any [i ~ j] in system (2.2.16.1), which satisfy the condition 


Gree a= Ga) — bee 5; and (z;) = y(z;). (2.2.32) 


Strictly speaking, it is necessary to impose problem situations limits on this condi- 
tion, as well as on condition (2.2.19) concerning SEUM, i.e., equations (2.2.19) and 
(2.2.32) should be applied not to any pair (Z;, Z;) but mainly to those pairs of problems 
that are solved in the systems “supplier—customer”. 

In practice it is very difficult to evaluate this. However the limitation indicated also 
plays another role that is more essential: it allows only those pairs of measurement 
problems to be considered which are predominantly related to one type of applied 
working measuring instruments (by both the range and accuracy). This significantly 
reduces the dimension of problems connected with determining the efficiency of the 
RUTS system (and SEUM), but, to be more precise, results in dividing the variables 
and bringing an additive form of summation of the efficiency of working measuring 
instruments of different groups. 

Here one more note should be added, which concerns an effect of the systems 
RUTS — SEUM — SMI — NSM. Since the working measuring instruments are 
used for evaluating the product quality by both a manufacturer and a customer and as 
a rule tolerances for corresponding parameters being measured, gz, of a product are 
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similar (Apm = Ape = Aperm), in both cases, it becomes important for a customer 
and manufacturer to meet not only condition (2.2.19), but also the error relationship 
of the working measuring instruments for both a manufacturer and a customer. 

Provided, for example, dpc > Spm, then at Aperm = dpe the customer risk (con- 
nected with decreasing of product quality due to such a measurement) will exceed the 
manufacturer risk (connected with the increasing costs of the output of the products), 
which creates a situation where the product quality in fulfilling tasks of a production 
plan decreases; and vice versa, at Aperm = Spe > Spm the quality of products obtained 
by the customer will increase due to the increase of manufacturer expenses (failure to 
execute the plan). 

These important conclusions lead to the following practical recommendations: 


(1) it is useful to equip manufacturers and customers with working measuring instru- 
ments of similar accuracy (dim = jc); 


(2) when working measuring instruments are used by manufacturers and customers it 
is necessary to select the relationship d such, that the probability of a defect of 
the verification of the first or second kind would be similar: p(1) = p(2). 


The quality q of RUTS system (g) may be naturally determined by increasing the 
coefficient of accuracy reserve between WMI (s; and s;) and MMI (s,,) in condition 


(29 3D) Aes, JER 
oro, ee ei 
za Nace SE 2.2.33) 
(o)- ey | 


where 5 is the really obtained in the RUTS system error of the MMI, (9), against 
which the given WMI group characterized by 5) = BF np + ee = Spt (6) = 4;) 
taking into account the recommendations obtained) is verified, and 5!i™ is the maxi- 
mum value of the error of these MMIs meeting condition (2.2.32). 

Thus, in expression (2.2.29) for efficiency only the costs of the system, C, remain un- 
fixed. Considering the RUTS system as a system that really allows condition (2.2.32) 
to be met, the total costs, Cy, of realizing the total RUTS system (2.2.12a) in such a 
sense should contain: costs C; of research works on the development of its elements 
(MMI and methods of measurements), costs C2 of manufacturing a needed park of 
MMI, costs C3 of their allocation, costs Ce, of the operation of system elements, 
transport costs Cr; of WMIs and costs Ceon of realizing the control of the system: 


Cy = (Ci + Co + C3) + En + Cex + Ctr + Coon, (2.2.34) 


where EF), is the normative efficiency coefficient. (Here all costs should be brought to 
an identical interval: to 7’, total time of NSM at the invariability of its indices, or to 
Tjyi_ € T, the verification interval of WMIs, or to T; € T, the selected unit of time, 
usually a year; then the costs will be as they are indicated.) 
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The costs (C; + Cz + Ce.) are the amount spent on pure research and engineering 
problems, and the costs (Ce + Ctr + Ceon) are connected with solving and realizing or- 
ganizational and legal problems (including the development of normative documents 
concerning the RUTS system and its elements, creation of control bodies, system of 
metrological control and inspection into Cgon, etc.). 

Since the costs of the second kind relate to elements of more generalized systems 
such as SEMU, SMA, and SEMQ, they will not be considered here. Then the costs 
relating to only to the RUTS system of the kind presented by (2.2.12a) are expressed 
in the form 


C(RUTS) = (Ci + C2) En Cex = C(): (2.2.34a) 


Then the efficiency of the RUTS system (g), satisfying goal (2.2.32), taking into 
account equations (2.2.33) and (2.2.34a), can be written in the form 


est SO) GO). Oa 
2™"C@  C@ sm 


: 1 é 
lim < § as) fate a eR 2 a, 
( ™ —~"PC(g)) ~ 8p[(C1 + Cr) En + Col 
Smt 


; Smt (2.2.35) 
MOD = 8 [Co(Pe, t) + Const) El 


for each group of WMIs of the given accuracy sp,;t € (l,m); Ce = Ci + < Co. 


Optimization problems 
A general statement of any problem on the optimization of any system & consists of 
founding a value of the functional: 


éy = F(x,u), (2.2.36) 


where x is the uncontrollable parameters of the system and vw is its controllable pa- 
rameters satisfying the maximum efficiency of the system ey, i.e., determination of 
Ui(max)» Corresponding to 


dE 
Ou; 


=0 and wij < Viqmax) < Yin, Q237) 


where i € J is the number of controllable parameters. 
At the same time the following statements of the problem are possible: 


(1) maximization of efficiency function at given resource limitations (and also of other 
types), which corresponds to finding the maximum effect in equation (2.2.29); 


(2) minimization of costs (resources) at a given effect (level of a goal function and 
quality of the system). 
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In the case considered the problem of optimizing the RUTS system is formulated as 
follows: Find the parameters u; on which the indices of the efficiency ex (RUTS) 
depends: 


Om = fx(ui)sCe = felts) and Ce = fe(ui), (2.2.38) 
P 


at which the system efficiency reaches the maximum: 


5 

0 (m) 

ey = > max. 2.2.39 
scar (Cae aN, uj ( ) 


At the same time, the limitations can be imposed on all indices of the system in- 
cluding those which follow from the construction of its structure and are described in 
Section 2.2.4.3: 


Uj] < uj(max) <ujp, C = Cot CoEn < Cmax. (2.2.40) 


Thus, the choice of changeable (controllable) parameters of the system considered 
is determinant. This choice depends on the level of consideration, the specific problem 
posed when optimizing (a choice of some parameter u; which is of interest), the intu- 
ition of the researcher, since the efficiency of optimization (the payback of costs for the 
optimization as a result of its effect) depends on how sensitive the system efficiency 
becomes due to choosing a parameter of interest). 

Here various ways of posing the optimization problems are possible. In each of them 
it is necessary to choose its own set of controllable parameters which should be solved 
in a definite order. Let us formulate some of them. 


Problem 1. Determination of an optimal accuracy relationship between the levels of 
RUTS system (gy) in one chain of the unit dimension transfer. In this case the variable 
(controllable) parameters are the efficiency indices z and pL, Cost of the creation 
and operation of each element of the system (MMI) is expressed as a function of its 
accuracy. As a rule the dependence of the form given below is chosen: 


-—. (2.2.41) 


The coefficients w and Co are determined empirically from the available data on the 
cost of measuring instruments (of a given measurand) of different accuracy. Usually 
we have | < a < 2. The parameter Co is different for the cost of creation and cost of 
operation of a MMI, and strongly depends on the kind of measurements (the measurand 
being measured). 

In the simplest case the parameters m and n; of the RUTS system (@) are given, i.e., 
are evaluated in advance on the basis of algorithms (see Section 2.2.4.3). Moreover, 
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the efficiency functional is constructed: 


-1 
6 = niCo ih niCo 
0 _ Om iC0e i©0c 
°=@) — 3p (= 5% + End 5m 
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i=0 i=0 u 


-1 

Om 2 Nj 

= (i + EyCoc) Ss a (2.2.42) 
i=0 ? 

and its maximum is found under the condition (limitation) resulting from the law of 

error accumulation at the time of transferring the unit dimension: 


(2.2.42.1) 


Further, the problem can be complicated for the case of all transfer chains. 


Problem 2. Determination of the optimal parameters of the RUTS system structure, 
(m and nx), and MMI errors at given WMI parameters, (Np, Tp, 5p), as well as the 
means of reproducing the unit, (no = 1, To, 60), i.e., of a reference MMI, (So). In this 
case the controllable parameters are m, nx, and 6, (k = 1,...,m— 1). At the same 
time a limitation is imposed: 


m 
B+ > 8, (2.2.43) 
i=k+1 


and a form of empirical dependence connecting the transfer capacity of MMI and their 
cost with the accuracy are chosen. 


Problem 3. Determination of the optimal parameters of the RUTS system structure, 
(m and n,;), and the MMI errors, taking into account the probability of the defects 
of verification both when transferring the unit dimension within the system limits and 
when verifying WMIs. The problem is similar to the preceding one, but is more com- 
plicated and requires additional initial data: 


¢ dependence on the accuracy of a cost of creating and operating both suitable and 
unsuitable MMIs; 

¢ cost of losses due to operating unsuitable WMIs; 

¢ laws of error distribution of all MMIs and WMIs (this is the main difficulty). 


Problem 4. Optimization of the parameters of the RUTS system on the structure of in- 
teractions among its elements (dependence of methods of transferring unit dimensions 
on a MMI type). This problem may be formulated on the language of graph theory but 
is difficult for practical realization. 
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Problems of the types indicated have already been considered in the literature: the 
statement of the problem of the RUTS system optimization on the extent of unit repro- 
duction centralization (see Section 2.2.5.1). Actually, the problem is reduced to deter- 
mining such a value for 79 (the number of MMI at a top level of the RUTS system) at 
which the corresponding functional (2.2.39) becomes the maximum. For that it is nec- 
essary to somehow express ”o through other parameters of the system. For example, 
among them there can be recurrent relationships of type (2.2.28), to which the empir- 
ical dependence of type (2.2.41) of one of controllable parameters (t;, 7;, ti1, 911, li) 
on the error of the corresponding MMI is added, as well as taking into account the 
probability of verification defects, etc. 

It is clear that at 79 = 1 we have complete centralization of the unit reproduction, 
and at 19 — Np the total decentralization. 

In this connection it is convenient to describe the extent of centralization by the 
coefficient which is invers to no: 


X=no's 1=yx=Nz. (2.2.44) 


Problem 5. Determination of the optimal extent of centralization (x) of reproducing 
the unit in the RUTS system (gp) while varying the remaining parameters of the system. 


titi L+qiti 
Ti+1 tli 
it. | 1+ qi+1 
Ti41 Tj 
oj = foltiti, Titi, ti, Giti, li); 


A; 
Pi = Sp (F011), pi = Sp(oi); 


L 


Co; = fei), Ca; = fe(ai); 


, 1=0.m; 


O< nj —ni+1 ae 


(2.2.45) 


where o is the mean square (standard) deviation of the unit transfer; A is the permis- 
sible error of MMI; p is the probability of a verification defect; p is the distribution of 
the mean square deviation of the given MMI; the remaining designations have been 
introduced earlier. 

The solution in the general form of such a complicated problem is practically impos- 
sible. Therefore, it is necessary to make some allowance based on the earlier obtained 
empirical relationships that are sufficiently general. Some of them can be 


(1) the choice of empirical dependencies of costs on errors in the form (2.2.41) at 
l<a< 2; 
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(2) the limitation of the interval of a relationship of adjacent levels with the values 
obtained from the previously solved optimization problems: 2 < (6;+1/6;) < 3.5. 


It is known that the influence of errors of the top elements of the system (fo, 1,...) 
will be less, the more the number of levels separating them from WMI. Consequently, 
possible and useful are 


¢ decreasing the relationship of errors of the adjacent categories transfer in moving 
towards the top levels; 


* not taking into account the verification defects at the upper levels on the verification 
defects at the bottom level, and the probability of revealing unsuitable WMIs (at 
m > 1), and others. 


Certainly, these issues require additional independent investigations. 

Here it is important to stress that the known solution for problem 5 (by 1p a number 
of working standards was meant) has shown that there exists an optimal relationship 
between 0, m, and ¢; at no # 1, ie., at a definite extent of decentralization of the 
reproduction. In other words, decentralization can be economically substantiated. 


2.2.5 System of reproduction of physical quantity units 
2.2.5.1 Main properties of a system 


Let the system of reproducing units (2.2.12.1) be presented by way of 


Y- {sig (Gx), mbiz (Ox)}s k= 1,2,...,[8]; ie = 1,2,...,m0y- (2.2.46) 
b 


1) Input parameters (inputs) of the system are: 


« ® = {g;} is the set of measurand definitions, i.e., information /,; about properties 
of every measurand within the framework of the NSM; 


¢ [®] = {[g;]} is the set of PQ units definitions (a priori information [g2); 

¢ {;} is information /g3 about values of fundamental physical constants and other 
constants of substances, materials, events and processes used for reproducing units; 

° {f (Gj. ¢;)} is information J,4 about dependences among measurands participating 
in the measurement system realizing the unit reproduction (for all g;); 


¢ information Jgs5 on general requirements for the measurement system realizing the 
unit reproduction (from basic normative documents for initial MMI. 


Output parameters of the system are the actual unit dimensions transferred to subor- 
dinate MMI with the corresponding transfer methods. 

Thus, inputs of the system are only a priori information, which corresponds to the 
concept of the unit reproduction that has been formulated earlier. 


146 Chapter 2 Systems of reproducing physical quantities units and transferring their sizes 


2) From Section 2.2.4.4 it follows that already from the economical point of view the 
RUTS systems (¢), having a certain extent of the decentralization of unit reproduction, 
are possible and useful. These systems can possess a number of reference MMI with 
similar properties. Let us analyze the limitations of a metrological nature, arising in 
this case. 

The equation of unit reproduction is given in Section 2.2.11: 


o*"" (Zst) = Ng (Sst) ‘[@rlst = Nor (Sst) “N[o] (Sst) - [Go]. (2.2.47) 


from which it follows that the unit dimension @,; realized in the reference MMI differs 
from the “ideal dimension” of the unit, [go], which strictly corresponds to its definition, 
by 


Alglse = [elo — [elk = U1 — [9] Sst)} + [Pol- (2.2.48) 


It is clear that, in the presence of a number of reference MMI located in different 
places, the condition of measurement result comparability (2.2.19) should be met in the 
same way as in the case of any measurement systems in the NSM. This condition, as 
shown at the end of Section 2.2.3.5, is equivalent to conditions (2.2.31a) and (2.2.31b). 
However in the case given (for reference MMI) there is no other MMI from which it 
would be possible to get a unit dimension. Therefore, it remains only to strictly meet 
the condition of measurement correctness (2.2.10), which requires 


(a) a sufficiently large volume of qualitative information about dependencies in the 
form of equations (2.2.9.1)—(2.2.9.7); 


(b) the creation of at most identical conditions in the measurement systems Z(S5;;) 
and z(Ss;_;), realizing the “parallel” unit reproduction. 


Thus, there are no principal limitations of the presence of some reference MMI (i.e., 
reproduction means) of a given measurand. At the same time these reference MMI can 
be, in principle, at any number of levels of the RUTS system, right up to the first one 
(m = 1). Evidently, the construction of the RUTS system from bottom to top should 
be performed up to the level where the differences in methods and means, knowledge 
and qualification of operators (and other components) of measurement systems located 
in different places and under different conditions can be made negligible. 

Such a situation, as the practice suggests, is in tachometry. As the equipment and 
qualification level of metrological laboratories increases, the extent of decentralization 
has to rise and spread over other kinds of measurements. 


3) Let us take two apparent axioms of reproduction as the basis: 


(a) reproduction of the unit within the framework of a NSM is always required if only 
there is a need to measure a certain measurand (since any measurement needs a 
unit); 
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(b) at any measurement with an indirect method, the unit of a measurand g, indepen- 
dent of the availability of other measuring instruments of the given PQ is produced. 


The second axiom, in particular, argues that all derivative units can be reproduced 
through indirect methods with the help of measuring instruments of other PQ on which 
this given measurand depends (through which it is determined), i.e., with the help of 
so-called borrowed measuring instruments. If they are the measuring instruments of 
the basic quantities (see Section 2.2.5.2), then for the case of determining gy with the 
help of three basic quantities: 


¢ = f (Ga, Ob Gc), |¢] 


= [pal”, [vol?, [vcl”, (2.2.49) 
g" (zo) = f (nga(sa), Ngb (Sb), Noe (Se)) + pal” [vp]? [ve]” 
= ng[Zo] - [g]. (2.2.50) 


Here it is important to note that although the result of measuring with the help of a 
borrowed measuring instruments is expressed in terms of the unit of the measurand, the 
totality of the borrowed measuring instruments (sq, 5p, Sc), by itself has not yet any real 
dimension [g]. It is quite another matter if we join these measuring instruments into 
one setup (into one measuring system sq) certified only for the measurand q. In that 
case this setup already has an analogue “readout of the instrument” on g and realizes a 
definite dimension [g]s. From this it follows that if it is possible to reproduce the unit 
with an indirect method, then it is not in principle possible to transfer its dimension 
with the indirect method. Unfortunately, some verification schemes, particularly in 
the field of thermo-physical measurements (for example, in GOST 8.140, 8.026 and 
others) contain a similar error. 

Thus, in the case of derivative units the latter can be reproduced either with certi- 
fied setups (reference MMI) gathered from determining (basic) quantities borrowed 
by measuring instruments, or with a reference (standard) method, when the totality of 
the y borrowed measuring instruments are not certified, but the reproduction method 
using the borrowed measuring instruments is certified. 

For basic units the obligation of the available reference MMI in RUTS systems is 
clear for the following two reasons: 


¢ arbitrariness of choosing a dimension of their units (“according to an agreement’); 


* need to use basic units in measurements of derivative quantities. 


An additional metrological requirement which determines the need to introduce an 
MMT at some level of the RUTS system (even for derivative units) is connected with 
the presence among WMIs of a park of measuring instruments which can directly 
evaluate g (of instruments), which necessarily requires the certification for 9g, i.e., 
transferring the dimension of the corresponding unit. 
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4) The reference MMI of any RUTS system has to provide for 


(a) reproducing an unit; 
(b) keeping it within a time interval exceeding the verification intervals of all subor- 


dinate metrological instruments (theoretically within the limits of operation of the 
whole RUTS system); 


(c) transferring a unit dimension to all directly subordinate MMIs, which determines 

a minimal needed composition of a reference MMI: 

* generator (a source) of a physical quantity the unit of which has to be repro- 
duced; 

* certifying instrument of a physical quantity dimension which, in fact, establishes 
the unit [¢]s;; 

* comparator (comparators) providing the unit transfer to all directly subordinate 
MMIs. 


Because of the fact that in reference MMIs a maximum constancy of conditions (and 
other components of the system) is achieved and the influence of external factors is 
taken into account as much as possible, auxiliary devices are introduced into the com- 
position of a complex of the reference MMI to reach the indicated goals. 


5) In practice the reference MMI, even when corresponding to the structural require- 
ments of the RUTS system, cannot always provide the unit reproduction and its dimen- 
sion transfer at a required accuracy to the whole nomenclature of WMIs of a measurand 
given, for example, within the range of this measurand. 

If that is the case, one of following two ways can be chosen: 


(a) the use of one more (or a number of) type of reference MMIs for the required range 
of 9; 

(a) an attempt at extending the range of every stage of the verification scheme from 
top to bottom (the process of scale transformation). The latter in particular is fre- 
quently applied when the reference MMI reproduces the unit at one point of the 
scale of y values. 


In both cases one problem situation arises, namely how the unit dimension should 
be compared for different parts of the scale of measurand values. The condition of 
dimension comparability in the form of (2.2.19) is not suitable for this case, since 
here gr (zi) # ¢r(z;). In practice various methods of calibrating measures with the 
properties of additivity are used. Without going into detail about these methods, let us 
attempt to formulate the condition of measurement results comparability for this case. 
Let us introduce the concept “relative measurement result” using equation (2.2.8): 


gees (zi) 


Ng (Zi) = [Grlsi = M[o-1 51) - [elo 


ont (a)) = 
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Then the condition of measurement comparability for the case g, (Zz) € gr (z;) can 
be formulated in the following manner. 

For every measured PQ, g € ®, in the considered general system of measurements 
there exist such sets of controllable system parameters (2.2.26), 


U; = U([g]i,mi,si,vj,wi), Uj; = U([g];,mj,s;,v;, wy), 


that at any 7 #7 and g,(z;) ¥ g,(z;) it is possible to provide the fulfilment of 


Ss V 5, P 5 : [vlo 
|n[o (Zi) _ Nig (zi)| < ae + Oe (2.2.51) 


Introduction of designations Ajg}(z;) = 1 — mg) (zi) and Ajg)(z;) = 1 — ng} (Z;) 
makes it possible to write equation (2.2.51) in the form 


ec 


|omes(z;) — em*(z;)| = |[ersls; — [erils; 


or 


| Ajo} (Zi) — Ate) (z,)| < 4/82, + 8? (2.2.51a) 


Trel J rel” 


This means that the difference in the deviations of the unit dimensions realized in 
the measuring systems Jz, and Jz, from the ideal dimension [go] should not exceed a 
mean square sum of the given relative errors of measurements in these systems. 

Condition (2.2.51a) is true not only for all measuring instruments of NSM but also 
for reference and subordinate MMIs. 

Such are the principal requirements of a physical and metrological character for the 
unit reproduction. All the remaining ones are connected with particular engineering 
and economical arguments, a part of which is described in Section 2.2.4.4. 


2.2.5.2 The choice of base quantities and base units 


Issues of constructing unit systems (SJ) in metrological theory and practice have thor- 
oughly discussed for a long time (for example, in [323, 432, 439]). The concept “sys- 
tem of physical quantities” (SPQ) can be found in the literature on metrology far more 
seldomly. Some authors deny the usefulness of introducing and considering such a 
system. Here, in connection with the problems of constructing a RUTS system and 
analysing properties of the unit reproduction system, only the separate general issues 
concerning the interrelation of these systems (quantities and units) will be considered. 


1) Although physical quantities and their units can be introduced principally at will 
and a system of physical quantities (as well as a system of units, corresponding to 
it) can also be constructed principally at will, this is true only for the unlikely sit- 
uation where someone decides to describe the material world and our surroundings 
completely disregarding all previous knowledge which mankind has accumulated. In 
reality, the physical world view (natural science ideology) being the reflection of ob- 
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jective reality properties has chosen for itself and approved for centuries an entirely 
definite system of ideas concerning this reality. These ideas are based on concepts and 
quantities reflecting general and stable properties of the environment. 

The most general idea consists of the following: a substance exists in time and space, 
the form of its existence is movement. The base quantities must reflect these funda- 
mental attributes of this substance. The fundamental laws of conservation (of energy, 
pulse, linear momentum) are connected with the properties of time and space. Quan- 
tities such as time, length, and angle are introduced as characteristics of the material 
objects placed in the space-time continuum. 

As to length and time, no one has doubted or doubts that they should be considered 
as base quantities of SPQ. This also applies for their units. 

Unfortunately, up to now there is no any consensus of opinion with regard to the 
angle and its unit. This is reflected in the International system SI, where not so long 
ago a specific (and poor-understandable) category of additional units was introduced 
for angular units. As to the unit of a plane angle, an absurd situation has arisen. On the 
one hand, it is a dimensionless unit, and on the other hand it has its name, i.e., it reveals 
properties of a denominate number. The majority of authors continue to consider the 
plane angle to be a derivative quantity. 

However, even from the physical point of view all possible space relations cannot be 
described only in length. One cannot imagine a real rather than formal combination of 
linear quantities replacing the angle. Rotational movements are not reduced to forward 
ones, etc. A detailed review of the angle status and its unit is given in [147]. The results 
of an analysis contained in this review, as a whole, also testify to the usefulness of 
recognizing it as a base unit of the SPQ. Let us consider that the space-time properties 
of the material world required the introduction of three base (independent) quantities: 


L —length, T — time, ® — angle (plane). 


2) The next, not less general attribute of substance is movement. It is comprehen- 
sible for our perception through an interaction, the measure of which is the energy E 
which is one of the basic general concepts of the physical world view. 

It would be possible to consider only the set of quantities (L, T, ®, E) as the main 
(initial) concepts for describing external objects, if there were not a variety of forms 
in which energy demonstrates itself (mechanical, electromagnetic, thermal, nuclear, 
etc. Although all these forms of energy are related to one generic concept, they are so 
specific that frequently it is very difficult to connect them. The inaccuracy of corre- 
sponding equivalents causes a specific quantity, characterizing a corresponding type 
of interactions and a sphere of events connected with energy to be introduced into each 
specific field where energy is revealed. 

In mechanics where gravitational interaction is the determinant factor, it is body 
(object) mass (m). Here, we will not dwell on all the minute details of the difference 
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between gravitational and inertial mass, the more so as the general theory of relativity 
shows (postulates) their equivalents. 

In electrodynamics the main type of interaction is electromagnetic interaction. The 
main source of an electromagnetic field is an electric charge, q, and as the base quantity 
either a charge or a speed of its changing with time, i.e., electric current (I), should 
be chosen. 

In thermodynamics the characteristic features are the interactions of a statistic nature 
connected with an energy exchange between macrosystems. The extent of macrosys- 
tem energy variation in the processes of heat exchange is characterized by temperature 
(©) that is also chosen as the base quantity. 

Optical phenomena are a variety of electromagnetic interactions. Therefore, to in- 
troduce into the SI a unit of light (candela) as a base unit is caused not so much by any 
objective necessity connected with the specificity of the phenomena in optics, as by 
the need to measure some light characteristics (visible region of the optical spectrum) 
connected with a subjective perception of light fields by the eye. They are, as a matter 
of fact, off-system quantities and units. 

The interactions which at present are the most complicated and difficult to under- 
stand are in the field of nuclear phenomena (weak and strong), particularly, strong 
interactions, which are difficult to characterize using physical quantities. For weak in- 
teractions it is possible in the capacity of the base characteristic to choose the activity 
of radionuclides which characterize the speed of a radioactive decay (a result of weak 
interaction). 

In the fields of physics and chemistry a quantity of substance is considered as the 
base one; its unit is the mole. However their role in the system of physical quantities 
is uncertain and debatable to an extent that a great number of specialists are disposed 
to remove them from the category of base quantities. 

Let us note that the mole, according its present definition, is simply a scale coeffi- 
cient linking the macromass unit (kilogram) with the unit of atomic (micro) mass. 

Thus, in the light of today’s physical world view, as the base quantities of the system 
of physical quantities it is possible to accept the following: L (length), ® (angle), 
T (time), M (mass), J (electrical current), © (temperature), A (radionuclide activity). 

3) It is possible to show that the concept of dimension is related both to the units 
and quantities. Dimension serves as it were as a qualitative characteristic of a physical 
quantity, determining its gender. In this connection two aspects are important. 

Firstly, the removal of base quantities (or the ungrounded decrease of their num- 
bers) from the system can lead to the situation of heterogeneous quantities having 
similar dimensions. This is not permissable in an exact science. This is exactly what 
happens, when the plane angle is excluded from the category of base quantities, which 
is evidence of its base quantity and unit status. 

Secondly, since the quantity and its unit are homogeneous concepts and must be 
expressed in terms of the denominate number of one type, an ambiguous link between 
the physical quantity and its unit in the system of the SPQ < SU type cannot be 


152 Chapter 2 Systems of reproducing physical quantities units and transferring their sizes 


permittted. At the same time, such is indeed the case of many speed (rotation, flow) and 
counting quantities, where quantities of a quite different physical nature are expressed 
in terms of similar units. This was noted more than once, for example in [190]. 

4) The practice of implementing the measurement standards of base unit reproduc- 
tion shows that frequently as the base unit adopted by convention for the system of 
units, a completely different unit is reproduced. This can be accepted, as a rule, with 
the following explanation. The base units are chosen on the basis of expediency, sim- 
plicity, and commonness of the material world description, while the base units are 
adopted due to practical considerations, primarily when achieving the highest accu- 
racy 1s necessary, i.e., on the basis of somewhat different criteria. At the same time, 
transfers from the reproduction of the base units adopted by convention to the most 
accurate ones of the other type are always realized on the basis of their tight intercon- 
nection through fundamental physical constants (FPC) (comp.: Ampere, Volt, Ohm 
and yu; length, frequency and co). 

At the same time, the number of base units (the base ones in a given field) remains 
unchanged. Therefore, it is useful to formulate the following rule: the number of base 
units must be equal to the number of base quantities of a system; the number of base 
units adopted by convention has to be equal to the number of units reproduced in the 
real RUTS system. 


2.2.5.3 System of unit reproduction in the field of ionizing radiation parameter 
measurements (an example) 


The system of unit reproduction in the field of ionizing radiation parameter measure- 
ments (IRPM) includes measurements (widely used in science and practice) of the ra- 
dionuclide activity, dosimetry of photon, beta- and neutron radiations, measurements 
of the field parameters and sources of electron, photon and neutron radiations. The 
RUTS system in the field of ionizing radiation parameter measurements is based on 
seven national primary measurement standards and seven special national measure- 
ment standards. Usually the measurement standard consists of a number of setups. 
Each of these setups reproduces the dimension of one and the same unit, but within 
different ranges of particles or photons or for different kinds of radiation, etc. 

An analysis of the existent system of measurement standards reveals a number of 
significant drawbacks caused by the lack of a unified approach in the formation of 
the RUTS system in such a complicated field, characterized by the diversity of dif- 
ferent kinds of radiation (and the corresponding radiation sources), as well as condi- 
tions of their measurements (energetic ranges, environment, specificity of radiation 
(bremsstrahlung, pulse radiation, etc.)). Only one RUTS system designed for mea- 
suring the activity of various kinds of radiations and various RUTS systems used in 
dosimetry (photon, beta- and neutron radiation) functions in such a manner. 

The special standard of the unit of neutron flux density has a lesser error than the 
primary standard of the same unit (at least on a board of the range of reproduction). 
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Only one special national measurement standard functions for reproducing the unit of 
volume activity. There are some other examples of drawbacks. 

A system approach to constructing a system of unit reproduction in a given field 
of measurements has to be based on the general physical ideas of both the ionizing 
radiations and the field and its sources, the choice of initial (base) quantities in terms 
of which of the remaining quantities (completeness of the system description, interre- 
lation of elements, hierarchical dependence) can be expressed. An attempt of this kind 
was made in 1974 by V. V. Skotnikov et al. [445]. 

Let us try to systemize and develop the ideas of this work in the light of a mod- 
ern overview. First, we should defined more exactly physical objects and phenomena 
participating in the process of measurement in this field: 


* proper “ionizing radiation”, i.e., all radiation types connected with the radioactive 
decay of nuclei (a-, B-, y- and conversion radiation) or with nuclear reactions 
(fluxes of charged and neutral elementary particles and photons), as well as X- 
radiation and bremsstrahlung (i.e., hard electromagnetic) radiation caused by the 
interaction of radiation of the types indicated with the atomic systems; 

¢ the sources of this radiation (mainly the sources of radioactive radiation); 


¢ the environment (of substance) with which the radiation interacts; 


¢ the phenomena taking place in this environment as a result of radiation passing 
through it. 


By the ionizing radiation (IR) we mean, strictly speaking, any electromagnetic or cor- 
puscular radiation that is able in an appreciable manner to produce an ionization of 
environmental atoms through which it penetrates (“in an appreciable manner” means 
here that ionization is one of the main phenomena when the given radiation passes 
through the environment). 

Since ionization requires a definite energy consumption for overcoming the forces 
of attracting electrons in atoms (or in molecules), it is possible to say, in other words, 
that the ionizing radiation is an electromagnetic or corpuscular radiation for which 
ionizing losses of energy are the main losses when this radiation passes through the 
substance. 

In fact this field includes measurements of neutron flux parameters, i.e., of neutral 
(in the sense of a charge) radiation, the ionizing action of which is negligible as com- 
pared to the types of its interaction (nuclear reactions of various kinds). Moreover, 
the ionizing radiation measurements cover not only parameter measurements of the 
ionizing radiation itself, but measurements of the sources of this radiation, as well as 
the phenomena caused by this radiation in the environment. 

In a wider plan it may be necessary to single out a field of “nuclear measurements” 
covering the whole specific field of measurements in nuclear physics and nuclear en- 
gineering (including its application fields). 
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Let the generalized field of radiation [445] be determined as a state in the space, the 
physical properties of which in a point given and at a given time moment are caused 
by the availability of particles or quanta at this point. The field of a definite type of 
particle in a given point and at a given moment in time are characterized by pulse 
values and energy distributions. Consequently, the main characteristic of the field of 
radiation has to be a value differential for all the properties of the generalized field. 
The most complete and universal (both from a theoretical and practical point of view) 
characteristic of the fields and sources of IR is the spectral characteristic of radiation 
or (in a wide sense) spectrum of radiation. 

At the given (chosen) space and time coordinates for the system the radiation spec- 
trum in the quite general form is described by the dependence of the form 


S =) nj@,t, E,Q) = f@,t, £,Q,i), (2.2.52) 
i 


where nj; is the number of particles of a given radiation sort i in the point with the 
coordinates 7 having the energy E and moving in the direction Q (unit angular vec- 
tor) at the moment in time ¢. At fixed values of the arguments the physical quantity 
n, corresponding to dependence (2.2.52), has the sense of a differential (space-time, 
energetic-angular) density of radiation. 

The knowledge of this quantity at the points in space interest gives practically every- 
thing needed from the point of view of measurement quantities and parameters of 
fields and the sources of ionizing radiations obtained (in most cases with a simple 
mathematic integration). 


(1) Differential radiation flux density y (the number of particles at the point with co- 
ordinates 7, having an energy E, which move in a direction Q and cross the plane 
surface of the 1 cm? area at a right angle to the vector Q for 1s at the time mo- 
ment f): 


vi (F, E,Q,t) = ni (7, E,Q,,t)- Uj, (2.2.53) 


where U is the movement speed of particles under the same conditions. 
(2) Differential radiation flux through the plane AS: 


= stAs . 
PF, E,Q,t) = / gi(f, E,Q,t)dS. (2.2.54) 
s=0 


(3) Differential intensity (energy flux density) of radiation: 


CO 


ii, Q,t) = I gi (7, E,Q,t) EidE. (2.2.55) 
E= 
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(4) Differential radiation absorbed dose for the given substance (B) characterized by 
the dependence 0; (£;) of the absorption cross-section of the i type on the energy: 


D(f,b) = a, (2.2.56) 


Sela GG, E,Q,t)EidEdQ _ [r= 1, (7,2, t)dQ 
tot 


dé= i 2 f 
to fe lg GG, £,2,)dEdQ gi(’,t) 


(5) Activity of radionuclides: 


A(t) aM : f° P; (Fo, E, &,t) dQ| (2.2.57) 
a re Ree i (TO, > ) = = > a 

de> PR Byles cor 
where P;, Fo are the portion (part) of the given type of radiation (i) with the energy 
Eo for one decay act. 


(6) Source output with respect to the radiation 7: 


foe) An 
W;(t) = ane? | a gi(f, E,Q,t)dEdQ, (2.2.58) 
=0 JQ=0 


etc. 


The relationships indicated above express the idealized (irrelative of any particular 
real conditions) connection between the corresponding quantities, arising from their 
definitions. 

In each real case it is necessary to take into account the specific conditions of getting 
information about the input parameters and the quantities of these equations, and to 
use in a number of cases additional regularities and parameters. 

Problems of such a type arise in the process of constructing a particular measuring 
setup (or method). However, the indicated connections and subordination among var- 
ious quantities should not be neglected, since they are principal (it follows from the 
definitions of physical quantities). 

It should be noted that in a number of cases the relationships indicated include the 
parameters (cross-section of reactions, average energy of ion formation, parameters of 
the decay scheme), which are a product of research experiment, and, therefore, here 
the importance of reliable reference data in the field of nuclear physics is clearly seen. 

Thus, within the framework of the system under consideration in the capacity of 
initial physical quantities it is possible to adopt the quantities used as the arguments 
in initial spectral dependence (2.2.52): 


n,7,t, E,Q. (2.2.59) 


From the point of view of measurement accuracy, only two problems specific for 
the given field of the quantity measured are problematic, i.e., n (a number of particles) 
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and E£ (an energy of particles), since F, t, and 2, being the space-time characteristics, 
play the role of classical (rather than quantum-mechanical) quantities in all real cases 
and, consequently, their measurements relate to the classical field of measurements. 

The problem of measurement (a number of units and photons) is reduced, as a matter 
of fact, to the problem of determining the efficiency of radiation detectors and record- 
ing system. Let us note that the second part of this problem is common for all kinds 
of radiation and mainly depends on n. But at the same time the first part (a detector) 
strictly depends on both a sort (a kind) of radiation (7) and its energy range. 

However the solution of this main problem, i.e., the determination of the detector 
efficiency (the detector sensitivity to various kinds of radiation), may be realized by 
the way of using radiation sources certified with respect to the activity: 


(nj )aet 
= 


Sg SE (2.2.60) 
t (Aj) source : ao 


where ¢; is the detector efficiency with regard to radiation 7, (7; )det is the speed of 
counting particles, (Aj )source is the source activity certified with regard to radiation 7, 
and AQ is the collimation solid angle. 

At the same time the measurand is only the solid angle and speed of counting in the 
detector (such as it is, i.e., it does not coincide with the true speed of counting in the 
given place of the radiation field). 

It is quite possible that in the future the activity of sources will be determined on 
the basis of decay constants and radioactive source mass. 

The radionuclide activity is unambiguously connected with its decay constant (NV) 
and amount of radionuclide atoms (J) in a source (preparation) in the form 


MEIN, (2.2.61) 


where A = ae is the decay constant characterizing the radionuclide given and de- 


termined by a nuclear structure of an isotope. It can be determined at a rather high 
accuracy (error ~ 10~*) [317] for some isotopes with a convenient half-life period 
T/2 by means of relative measurements of a number of ejecting particles in the certain 
time intervals. 

The determination of the number of radionuclide atoms N in a source is a much 
more complicated problem. However, taking into account recent successes in prepar- 
ing pure substances (including those that are applied in radiochemistry and mass- 
spectrometry) as well as in analyzing their spectral distribution and determining the 
Avogadro constant, it seems possible that this problem will be solved in the very near 
future. 

The problem is reduced to obtaining a sufficiently pure sample of a monoisotope 
(with mixtures < 0.01 %), its weighing (even among existing standards in the field 
of ionizing radiations the radium mass measurement standard has the best accuracy 
of reproduction and maintenance (< 0.1 %)), recalculating the mass into a number of 
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atoms with the help of the Avogadro constant and atoms of the isotope mass (M): 


mNo 
Mu 


N= (2.2.62) 


If one succeeds in preparing a sample (a source) of some isotope with a convenient 
T/2 and in measuring N init at an error of < 0.1 %, then it will be possible to determine 
its activity and, consequently, the efficiency of the detectors for some kinds of radiation 
at the same error. 

It should be noted that in both the existing method of determining the activity A 
and the method suggested for finding the detector efficiency, the necessary element 
of a priori knowledge is the sufficiently precise knowledge of the radionuclide decay 
scheme, i.e., knowledge of decay channels, relationships of their intensities, energies 
of radiation in each channel, and other elements of the decay scheme. 

In other words, the determining factor in the development of this field of measure- 
ments at any setting is the advanced development of nuclear—spectrometry methods 
and means of measurements (at least it concerns the nuclear spectroscopy in relative 
measurements). 

The problem of measurement of another quantity, specific for the nuclear physics, 
the energy £;, has up to now been mainly solved “inside” nuclear spectroscopy itself 
predominantly by the method of relative measurements. Only in works, not numerous, 
which were done abroad, infrequent attempts were made to link measures of the radi- 
ation energy (mainly of the photon radiation), used in the nuclear spectroscopy, with 
measures of length in the field of X-ray spectrum (which until recently has not been 
connected with the field of optical radiation) or with the annihilation mass (i.e., with 
such fundamental constants as the rest mass of an electron, Me, and light speed Ce). 

Meanwhile, it is known that not long ago a developed optical — X-ray interferome- 
ter — allows energy scales of optical and X-ray ranges of the electromagnetic radiation 
to be linked, and high-precision crystal-diffraction spectrometers existing for a long 
time allow X-ray and y-radiation scales to be linked at an accuracy of ~ 10°. 

Thus, the possibility of setting a dimension of the energy unit of nuclear mono- 
energetic radiation through a dimension of one of the base units of mechanical quanti- 
ties, in particular the meter reproduced on the basis of wavelength of optical radiation, 
becomes a real one. At the same time, the energy reference points in the field of X-ray 
(or y-) radiation become the primary ones with regard to the energy reference points in 
other kinds of nuclear radiation, since even if they are determined with absolute meth- 
ods, but the determination accuracy nontheless being much worse than that expected 
for electromagnetic radiation. 

Among charged particles there are methods of measuring energies only for electrons 
(é), the accuracy of which can be compared to the accuracy of the methods used for 
photons. 

At the same time three ways are possible for them: 
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(1) determination of conversion lines energies on Ey and bonding strength of elec- 
trons in an atom (1.e., again on X-ray data): 


Ee = Ey — Epona 3 


(2) measurement of electron energies on an potential difference: 


AE =e-AV; 
(3) measurement of conversion lines energies in an uniform magnetic field: 
E= f(Hp), 


where H is the magnetic field strength and p is the curvature radius. 


Two last methods can be used for controlling the first method (an additional coordi- 
nation of the measurement units in various fields). 

As to other kinds of nuclear radiations (protons, neutrons, and others), the require- 
ments of practice regarding the accuracy of measuring their energies are less strict 
and the methods are “painted over” by knowledge of the energies of either photon or 
electron radiation. 

The considered system of physical quantities in the field of ionizing radiations (or, 
more precisely, of the nuclear ones) as well as the analysis of this system from the point 
of view of measurements (above all of precision measurements) allow the approach to 
formation of a corresponding system of interconnected measurement standards in the 
considered field of measurements to be suggested. 

In accordance with this system, in the field under consideration the primary stan- 
dards of the activity and nuclear radiation energy units have to be the base ones. On the 
basis of these measurement standards it is possible to develop a standard of an initial 
differential characteristic of fields and sources of nuclear radiations, i.e., the radiation 
density. 


2.3 Summary 


The investigations carried out with respect to the classification of systems of repro- 
ducing physical quantity units and transferring their sizes (see Section 2.1) show the 
necessity of extending and improving the essence of a whole series of fundamental 
concepts of metrology connected with the reproduction of measurement units and the 
transfer of their sizes. Therefore, a rather large part of our work is devoted to these 
concepts. The main results of these investigations are as follows. 

The concept “metrological system” was introduced, and with the help of the analysis 
of the essence of measurements as the simplest metrological system the elementary 
metrological sets are revealed. On the basis of these sets it is possible to construct 
metrological systems of a more complicated order. 

Reasoning from the analysis of the essence of practical metrology, the “hierarchy 
of proper metrological systems” on the RUTS system line is constructed. The charac- 
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teristic features of proper metrological systems inside this hierarchy are revealed and 
formalized, in particular the conditions of correctness (achievement of the required 
uaccuracy) as well as the conditions of measurement comparability which determine 
the target function of the “system of ensuring measurement quality” and its most im- 
portant component, the “‘system of ensuring measurement uniformity”. 

On the basis of the analysis of the measurement essence as the process of finding 
the value (in particular, basing on the postulates of relationships between a priori and 
a posteriori information) the content of the concepts “reproduction”, “maintenance,” 
and “transfer” of the PQ unit dimensions are revealed. A new formulation of these 
concepts is also given. The place of the RUTS system is thereby determined in the 
system of ensuring the measurement uniformity as the system providing the compari- 
son of dimensions of units realized in each particular measuring instrument in the form 
of a priori measurement information. 

The concepts “total RUTS system” and “particular RUTS system” were introduced 
and the structure of a particular RUTS system analyzed. The expediency of introducing 
the generalized concept for informal RUTS system elements, “metrological measuring 
instrument’, is shown. The formal part of the RUTS system consists of methods of 
transferring the unit dimension. 

Proceeding from the hierarchical structure of the RUTS system, in metrological 
measuring instruments three classes are singled out: reference metrological measuring 
instruments, subordinate metrological measuring instruments, and auxiliary metrolog- 
ical measuring instruments. Each of these classes carries a specific load (a metrological 
function). From these positions the categories of reference, subordinate, and auxil- 
iary metrological measuring instruments which are legalized at the present time are 
analysed. 

From the point of view of the interspecific classification of (particular) RUTS sys- 
tems (irrespective of a kind of measurements) the means and methods of reproducing 
the physical quantity units and transferring their dimensions in accordance with a num- 
ber of classification features (an extent of centralizing the unit reproduction, method 
of reproducing in time and with respect to the process of transferring), which function 
today, are analyzed. 

The classification according to the extent of centralization unit reproduction has 
made it possible to reveal four types of RUTS systems: the complete (CC), multiple 
(MC), and local (LC) centralization in a national system of measurements (SSM), as 
well as with total decentralization (DC). It is shown that only some of the functioning 
national verification schemes with national standards at the head can be referred to the 
systems of the type CC, and the remaining ones are various combinations of systems 
of different types. 

Classification according to the method of reproducing in time has revealed two 
types of reference metrological measuring instruments (with the continuous and dis- 
crete method of reproduction). At the same time, the necessity for introducing an ad- 
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ditional metrological characteristic of reference metrological measuring instruments 
(in particular, of national measurement standards), i.e., reproducibility, is also shown. 

Classification according to the relation of the unit reproduction process to the pro- 
cess of transferring its dimension revealed two groups of reference metrological mea- 
suring instruments, one of which reproduces the unit only at the moment of transferring 
(does not contain any PQ source) and, strictly speaking, has to possess a name that dif- 
fers from the standard name (for example, verification setup of the highest accuracy). 

Consideration was given to some aspects concerning the specific classification of 
RUTS systems (relative to concrete physical quantities) including the general nomen- 
clature of measurable physical quantities, problem of PQ uniformity from the point of 
view of the RUTS systems, the problem of physical constants for RUTS systems, and 
the issue related to the RUTS systems for dimensionless quantities (coefficients). 

At the same time, in particular, 


¢ it is shown that to establish the complete nomenclature of physical quantities is 
rather difficult and further analysis and improvement of the concept “physical quan- 
tity” are required; 

¢ the hierarchy of the PQ system is demonstrated, including that of physical constants; 


¢ the role of physical constants in reproducing PQ units depending on whether or 
not a constant is uniform with respect to a given PQ, was defined more precisely. 
In connection with that the role of a national system of standard reference data is 
defined more precisely; 


* it was revealed that there are about 235 physical quantities, and the analysis of a 
possible type of RUTS systems for them was made; 


¢ it was proved that the existence of RUTS systems (especially of the type CC) for 
dimensionless quantities (coefficients) seems poorly grounded. 


The problem concerning the “technical and economic efficiency” of RUTS systems 
was considered. 

The concept “metrological effect” was introduced, with the help of which the anal- 
ysis of the relative efficiency of RUTS systems of various types ws made. The general 
conditions required and sufficient for creating centralized RUTS systems of any type 
were formulated. 

Investigation carried out on the development of physical-metrological fundamentals 
of constructing systems for reproducing units of physical quantities and transferring 
their sizes (see Section 2.2) reveal the need for using a system approach to the problem 
being considered, and show the possibility and efficiency of the application of a set- 
type apparatus for describing metrological systems of various types, and the necessity 
for considering a wide complex of interrelated issues. 

The investigation has allowed the authors to realize mainly the following: 
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to analyze the literature on the problems investigated and to determine the main 
lines of study within the framework of a program of fundamental investigation on 
metrology; 


to determine the system of fundamental initial concepts of the theory of describ- 
ing and constructing RUTS systems (the kinds and dimensions of physical quan- 
tities, the measurement problem, the measurement method, unit reproduction, unit 
dimension transfer, metrological measuring instruments, metrological system, and 
others); 


to consider the description of measurement as both the simplest metrological system 
and the process of solving a measurement problem. As a system, any measurement 
contains a definite set of controllable and uncontrollable (given) elements. As a 
process, any measurement consists of three stages of successive transformation of 
the formal and informal type. Here the role of a priori information in measurements 
becomes very apparent; 


to show the general dependence of a measurement result on all its components and 
to analyze the most considerable links among them, as well as to derive the general 
equation of measurement correctness; 


to show that a formalized description of a separate measurement allows various 
metrological systems to be successively described in a formalized form; to intro- 
duce and make more specific the concepts “national system of measurements” and 
“system of ensuring measurement quality” with respect to which all proper metro- 
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logical systems (“system of metrological assurance’, “system of ensuring measure- 
29 “ee 


ment uniformity”, “system of reproducing physical quantity units and transferring 
their sizes’) are the subsystems; 


to investigate the general structure of RUTS systems and determine their subsys- 
tems and elements, then on the basis of presenting the generalized element of the 
RUTS system, i.e., metrological measuring instruments in the form of measures, 
measurement instrument, and transducers, to determine the types of possible links 
between the elements (methods of transferring unit dimensions), and finally to show 
that the methods of direct comparison (without any comparator) and of indirect mea- 
surements cannot serve as methods for transferring unit dimensions; 


to consider the equation of transferring the unit dimension with the help of certi- 
fication in the language of adopted formalization, as well as to show how the unit 
dimension of a measuring instrument under certification changes; 


to select the quality of measurements carried out in a national system of measure- 
ments as the main criterion of the operation efficiency of all proper metrological sys- 
tems (including RUTS systems), as well as to consider the main quality indices: ac- 
curacy, reliability, trueness, precision of measurements, and comparability of mea- 
surement results, among which only accuracy and comparability, characteristic for 
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estimates of the RUTS system influence on any national system of measurements, 
are in the opinion of the authors the most general and invariable; 


* to formulate for a closed NSM the conditions of providing a necessary level of mea- 
surement quality with respect to both indices: the condition of providing a given 
(required) accuracy of measurements within the framework of NSM and the mea- 
surement comparability condition within the framework of NSM. 


These conditions allow the requirements to the system which is the immediate “super- 
structure” above the NSM, which provides the possibility for choosing the required 
controllable parameters. 

The equivalency of the concepts “comparability” and “measurement uniformity” 
was shown. This makes it possible to determine the SEUM as the system making it 
possible to meet the condition of measurement comparability. 

The concept “problematic situation” on ensuring the measurement uniformity con- 
nected with the system “a manufacturer < a customer” was introduced, and it was 
also shown that for a system of ensuring measurement uniformity to be constructed 
important is the number of problematic situations in it, rather than the number of mea- 
surements carried out in an NSM. 

It was shown that the condition of measurement comparability can be met not only 
when the units realized in two different measurement systems are similar, but also 
when they are close to a “true” dimension of the unit (according to its definition). This 
has made possible the refinement and formalization of the goal of any SEMU and 
RUTS system (as a SEMU component). 

The general estimates of NSM parameters and dimensions for describing this sys- 
tem (the 10-dimension system with a great number (~10!°) of realizations), which are 
necessary for constructing a RUTS system, were given. Since construction of such a 
system in the general form is not possible, the main principles and methods of con- 
structing were described, according to which a general approach to the system can 
be used. Considerations of the algorithms that can be used to construct the system at 
various stages are also given. 

An analysis of the formalized RUTS system goals has shown the importance of 
taking into account the relationship of the errors recorded by a customer and manufac- 
turer in the problematic situation on the SEMU, and on the basis of this analysis two 
practical recommendations on this issue were formulated. On the basis of the goals of 
the RUTS system and the analysis of costs for realizing the RUTS system as a scien- 
tific and technical syste,, the functional of the RUTS system operation was composed. 
Some optimization tasks of different types and their setting were also considered. 

The concept “extent of centralization” of reproducing a unit is introduced and the 
principal possibility of setting and solving the task on optimization according to the 
extent of centralization taking into account of economic factors were shown. 

A separate part of this chapter was devoted to the main properties of the system of 
unit where the input parameters of the system, unit reproduction equation, and com- 


Section 2.3. Summary 163 


parability condition at a decentralized unit reproduction are analyzed. It was shown 
that no principal restriction of the metrological character is applied to the extent of the 
unit reproduction centralization. 

Metrological requirements to the means and methods of reproducing base and de- 
rived units of physical quantities were analyzed on the basis of the reproduction axioms 
which were also formulated by the authors. 

The necessity for introducing into practice the primary reference methods for repro- 
ducing some derived units was shown. The minimum required composition of initial 
metrological instruments was determined. 

The problem of measurement result comparability within different parts of a mea- 
surand range, which is especially characteristic when a unit is reproduced at “a single 
point”, was studied. 

The authors’ opinion concerning the interrelationship between a physical quantity 
and system of physical quantity units from the point of view of choosing base quanti- 
ties was presented. 

It was suggested to choose length, time, angle, mass, electric current, temperature 
and radionuclide activity as the basic quantities of the system of physical quantities, 
reflecting the modern physical world view and covering all fields of physics. The im- 
portance of the mutually univocal correspondence between quantities and their units 
has been underlined. At the same time, special attention is drawn to the fact that it 
is not obligatory for the groups of basic quantities and basic units to coincide with 
respect to the nomenclature (but they have to be similar in a number of elements). 

As an example for the theory of constructing a system of unit reproduction in sep- 
arate fields of measurements, the field of measuring parameters of ionizing radiation 
was chosen. The advantages and disadvantages as well as the perspectives of realiz- 
ing a system of interrelated initial metrological measuring instruments in the field of 
IRPM based on a choice of the radionuclide activity and radiation energy in the capac- 
ity of base units of the system, which, in their turn, rest upon fundamental constants 
and relative measurements of corresponding quantities, were analyzed in detail. 

Thus, the following conclusion can be made. The theory developed and its funda- 
mentals take into account the whole spectrum of problems connected with physical 
quantity unit reproduction, transfer of unit dimensions and construction of a corre- 
sponding RUTS system, as outlined above. 


Chapter 3 


Potential measurement accuracy 


3.1 System approach to describing a measurement 


The potential accuracy of measurements is a problem that both experimental physi- 
cists realizing high precision physical experiments and metrologists developing mea- 
surement standards of units of physical quantities to be measured constantly come 
across. However, until now, unlike other measurement problems, this problem has not 
received proper study and analysis in metrology literature. Moreover it was never pre- 
sented in the form of an separate part (section) in metrology reference books, training 
aids, and particularly manuals. 

This circumstance has affected our text here since it required the development of a 
particular approach to the problem as well as the introduction of a number of additional 
concepts. 


3.1.1 Concept of a system approach to the formalized description 
of a measurement task 


The main point of the system approach in any study of some object lies, firstly, in an 
analysis of this object as a system consisting of interconnected elements. However, 
apart from individuating the elements into the object and the determining links be- 
tween them (i.e., determining the system structure), in this approach it is also very 
important to determine the boundaries of the system and its interaction with its “envi- 
ronment’, to study “inputs and outputs” of the system and the processes of transforma- 
tion between them. For systems connected with human activities (i.e., organizational 
and controlled activities) it is also very important to determine the aims and tasks of 
the system connected to its purpose. 

As mentioned in Chapter 2 the most adequate mathematical apparatus used in form- 
ing a description and studying various systems is the set theory apparatus. 

The language of the set theory is a universal mathematical language: any mathemat- 
ical statement can be formulated as a statement about a certain relationship between 
sets. Let us remember some basic elements of this “language” required to understand 
the material below. 

The concept of set as the original, fundamental concept of set theory is indefinable. 
Intuitively by a set one means a totality of certain quite distinguishable entities (ob- 
jects, elements), which is considered as a single whole. Practically it is the equivalent 
of the concept of “system”. Separate entities forming a set are called elements of the 
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set. The general notation of a set is a pair of figure braces {...}, within which the set 
elements are located. 

Specific sets are denoted with capital letters of the alphabet, whereas set elements 
are denoted with small letters. Membership of an element “a” with respect to a set 
“M” is denoted as a € M (“a belongs to M”’). 


Example 3.1. 

M, = {Alekseev, ..., Ivanov, ..., Yakovlev} is the set of students in a group; 
Mp = {0,1,2,3,...} is the set of all natural numbers; 

Mz = {0,1,2,3,..., N} is the set of all natural numbers not greater than NV; 

Mg = {x1,X2,...,Xn} is the set of n states of any system ; 

Ms = the football team “Zenit” (i.e., the set of its football players); 

Mg = the set of all football teams of the premier league; it is seen that Ms € Mo. 


The last example shows that an element of a set can also be a set. 

There are two methods of assigning sets: enumeration and description. Examples of 
the first method (enumeration of all elements belonging to the set) are the assignments 
of all sets M,—Mg indicated above. 

The description method consists in indicating a characteristic property p(x), inher- 
ent in all elements of the set M = {x|p(x)}. Thus, the sets Mz, M3, Ms in Example 3.1 
can be assigned the following description: 


M> = {x|x — integer}; 
M3 = {x € M2|x < N}; 
Ms = {x|x — football player of the team “Zenit’}. 


Two sets are called equal if they consist of the same elements. whereby the order in 
the set is unessential: (3,4,5} = {4,3,5}. From this it also follows that a set may not 
have distinguishable (equal) elements: the notation {a, b,c, b} is not correct and has 
to be changed to {a, b,c}. 

The set X is called a subset of set Y if any element of X is the element of Y. In the 
notation:X C Y the symbol C is the sign of being contained (“Y contains X”’). So, 
if M, is the set of students of a group, and M? is the set of excellent students of the 
same group, then M@ t Cc M,, since an excellent student is simultaneously a student. 

Sets can be finite (i.e., they consist of a finite number of elements) and infinite. The 
number of elements in a finite set M is called a set power. The set power is frequently 
denoted as |M|. 

Very important is the concept of an ordered set (or a vector) as the totality of el- 
ements in which every element has a definite place, i.e., in which the elements form 
a sequence. At the same time the elements are called components (or coordinates) of 
a vector. Some examples of ordered sets (vectors) are: a set of people standing in a 
queue; a set of words in a phrase; the numbers expressing the geographical longitude 
and latitude of a point on a site, etc. 
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To denote ordered sets (vectors) angle brackets ({...) or round brackets (...) are 
used. The power of such sets is called the vector length. Unlike the usual sets, in or- 
dered sets (vectors) there can be similar elements: two similar words in a phrase, etc. 


3.1.2 Formalized description of a measurement task 


In previous works carried out earlier [37] the elements of the system approach have 
already been used. In particular some separate components of measurement were con- 
sidered, a general aim of any measurement was determined, and the stages of succes- 
sive transformations in the process of solving a measurement task were revealed, etc. 
(see also Section 2.1.2.3). 

Systemizing all previously used elements of the system approach, let us turn to mea- 
surement elements (as those of a system) arising at the stage of setting a measurement 
task. 

By a measurement task we mean the description (formulation) of a problem mea- 
surement situation precedeing the preparations for carrying out a measurement, i.e., 
formulation of a task: “what do we wish to make?” It is obvious that for this purpose it 
is necessary to know (to indicate, to determine): what quantity has to be measured, on 
which object should be done, under what environmental conditions, at what accuracy, 
and within which space-time boundaries all this should be realized. 

Using the formalism of set theory, the measurement task can be written in the form 
of the following ordered set (vector): 


Zi = (Gi.01, Wi, AGi, Bi, ti, Ati,...), (3.1) 


where 

gj is the measurand as a quality; 

0; 1s the object of study (the measurand carrier); 

wj is the conditions of measurements (the totality of external influencing factors); 
Ag; is the confidence interval within which it is necessary to get a required value of 
the measurand (at a given confidence probability); 

gj is the form of presenting a measurement result; 

tj is the moment of time when the measurement is carried out; 

Az; is the time interval within which it is necessary to carry out the measurement. 


These are all the most important elements which are significant for setting any mea- 
surement task. It is important to note that a complete and correct formulation of the 
measurement task in itself is complicated, which will be seen from examples given 
below. At the same time, setting a measurement task in an incorrect and incomplete 
manner can result in either the impossibility of performing the measurement or its 
incorrect results. 

The setting of a particular measurement task in its turn depends on the practical goal 
which can be reached for making a decision only on the basis of obtained measure- 
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ment information. This practical goal has to be connected with the measurement task 
with a chain (sometimes a very complicated one) of logical arguments of measure- 
ment information consumers. Correctness and completeness of the measurement task 
formulation entirely depend on the experience and skill of a measurement informa- 
tion consumer. However in any case this logical chain should be finished with a set of 
parameters concretizing the elements of a set (3.1). 


Example 3.2. Let the final practical goal be the delivery of a cargo to point A within 
a given time interval (fg). To do this, it is necessary to make a decision about when 
(at what moment of time) (¢,) has to go from a resting position (point B) to a railway 
station. Making the measurement problem more concrete, let us specify first of all that 
the measurement task has to be the time, or more precisely, the time interval AT, 
which allows the distance B to A to be covered. 

In this case an object of study is the process (the process of moving from B to A). 
It is evident that this process should be detailed according to the method of moving 
(the kind of transportation and the route). The accuracy at which it is necessary to 
determine AT depends on the deficiency of time. Provided the conditions are such, 
that it is possible to reach the railway station with five minutes to spare (To — Ty = 
AT, + 5 min), then it is enough to assume a confidence interval equal to + 1 min at a 
confidence probability of 0.997. 

Consequently, the root mean square deviation of a measurement result should be 
OaT = 20s. A digital form for presenting the result is preferable. The time moment 
before which the result (7;) should be obtained has to precede Ty: T; & Ty (hour), 
n being determined by the daily routine of a goer. 

It is obvious that even for one quantity (measurand) there exists an infinite set of 
different settings of measurement tasks: 


{Zi (@)} = {oi}, (Wit, {Agi}. {gi}. {it -.-), (3.2) 
01 € {0}, 02,...}, Wi € {Wi Wr, ...}, ete., ; 


determined by a variety of realizations of the elements entering (3.2). In practice, how- 
ever, only individual groups of measurement tasks are allocated, which are close not 
only in the parameters of their elements, but also in the methods used for solving these 
tasks. 


3.1.3. Measurement as a process of solving a measurement task 


After introducing the measurement problem, a further process as a whole, connected 
with measurements (more precisely, with the achievement of a final goal of measure- 
ment, i.e., finding a value of a measurand) has to be considered as a process of solving 
this measurement task. In this process three stages are usually distinguished. 

In the first stage, in accordance with the measurement task, reflecting the ques- 
tion “what should be done?”, a plan of the measuring experiment is developed which 
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makes the question more exact: “How should it be done?” At this stage one chooses 
the measurand unit, method and the required measuring instruments, the procedure for 
using them is defined more exactly, and then the methods and means of experimental 
data processing are specified. Moreover, at this stage an operator (experimenter) who 
can perform the experiment is determined. 

Information corresponding to the measuring experiment plan is usually provided in 
the form of a procedure for performing measurements. By analogy with (3.1) it can 
be structurally formalized in the form of an ordered set: 


Uz = ([g],m,s,v, w,...), (3.3) 


where 

[y] is the unit of the measured physical quantity; 

m is the selected method of measurements (or an algorithm of using the selected tech- 
nical means s and w); 

s is the measuring instruments used for solving a given measurement task; 

v is the operator (experimenter) realizing the plan of a measurement experiment; 

w is the means of processing results of the measurement experiment (or some other 
auxiliary means); 

(here everywhere the index “J”, meaning a membership of the set Uz and that of each 
of its elements to the given measurement task z;, is omitted). 


During the same stage, when using the plan which has been set up, a preliminary 
estimation of the uncertainty of an expected result Ag (an interval of measurand un- 
certainty), is made, and then this estimate is compared with the required accuracy of 
measurement (Ag). 

In the second stage of the measurement process the measurement experiment is 
realized, i.e., the process of real (physical) transformations connected with a physical 
interaction of the selected measuring instruments with the object and environmental 
conditions (with participation of the operator) is carried out which results in a response 
of the measuring instrument to the quantity measured (indication x;). 

Finally, in the third and final stage of the measurement procedure the obtained re- 
sponse of the measuring instrument is transformed into a value of the measurand, and 
an a posteriori degree of its uncertainty (in case of multiple measurements) is esti- 
mated, thereby achieving the final goal of measurement, i.e., getting a result corre- 
sponding to the solution of the posed measurement problem. 

All transformations and operations in the second and third stages are realized in 
accordance with the measurement experiment plan developed at the first stage. 

A general scheme of the measurement process (the structure of a measuring chain) 
is shown in Figure 3.1. 
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F(z) 


Figure 3.1. Stages of a measurement as those of the process of solving a measurement task. 
Here: Jy(z), ne (72), Ja (7,) are the operators of a successive transformation of a priori infor- 
mation J, into a posteriori information at different stages of the measurement process; the 
remaining notations are explained in the text. 


3.1.4 Formalization of a measurement as a system 


From the above description of the measurement chain structure it is seen that it con- 
tains both the components of the measurement task (3.1) and the components of the 
measurement plan (3.3). Combining these sets gives a new set: 


Iz = (Zj,Uz), (3.4) 


where Z; C I,, Uz © Iz, which corresponds to a particular singular measurement, 
related to the system as a whole. 

In equation (3.4) the elements contained in Z; are uncontrollable measurement 
components (i.e., given in advance in the given measurement task), and elements con- 
tained in Uj; are controllable (selected in planning the measurement experiment). 

With regard to formal description (3.1), (3.3), and (3.4) we note the following. 


1) None of the indicated sets replaces a detailed substantial analysis of a particular 
measurement situation which makes necessary the carrying out of a particular mea- 
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surement. The sets indicated serve as the guideline for this analysis, underlining those 
components of measurement which are present in each of them, and for each of them 
it is necessary to have quite sufficient information. 

2) All components of measurement in equation (3.4) appear (from the point of view 
of the information about them) at the stage of posing the measurement task and at the 
stage of planning the measurement experiment, i.e., before carrying out the measure- 
ment procedure itself (the experiment). This once again underlines the great — as a 
matter of fact deciding — role of the a priori information in measurements. 

The statement according to which any particular measurement requires the avail- 
ability of definite (final) a priori information about components of measurement (3.4) 
is so universal that it also plays a part of one other postulate of metrology. An ade- 
quately convincing illustration of this statement is given in the preceding sections of 
this volume and will be supported further on. 

3) As a consequence of the measurement problem analysis, at the stage of planning 
the measurement experiment it is understood that the experiment as such is not needed. 
An amount of a priori information can occur which is sufficient to find a value of 
measurement information at a required accuracy by calculation. 

4) In planning the measurement experiment it is possible to reveal more than one 
version of the solution for the measurement task which satisfies its conditions. In this 
case, the choice of a final version is based on economic considerations (the version 
requiring minimal cost is chosen). 


3.1.5 Target function of a system 


The goal function of a system Iz is determined by the general destination (goal) of 
measurement, i.e., getting information about a value of the measurand ¢ with the re- 
quired accuracy characterized by an interval Ag. Therefore, the goal of measurement 
will be achieved when the condition given below will be met: 


A@norm = A@meas = lg, = gi |, (3.5) 


where g™**S is the value obtained as a result of measurement, and A@meas is the esti- 
mate of the uncertainty of the value obtained for the measurand. 


Example 3.3. The measurement task described in Example 3.2 can be solved by a 
number of methods, depending on the availability of different a priori information. 

1) If a clear-cut train schedule for the delivery of transported goods from point B to 
point A is available (accurate within | min), then, using the schedule, a train departure 
time T;, is calculated from the condition T,, = Ty — AT; — 5 min. 

2) If there is no train schedule, then having chosen the kind of transportation (bus, 
taxi or pedestrian method of moving) based on economic considerations, a method, 
measuring instrument, and operator are chosen. As a measuring instrument a simple 
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chronometer can be used (electronic wristwatch) which provides the required accuracy 
of measurements. At the same time the method of measurement is the method of direct 
readout performed by the operator, who is the person who wishes to leave from the 
railway station. 

3) If is a question of whether or not the external conditions in moving from point B 
to point A accidentally influence the time of moving, then multiple measurements are 
carried out under different conditions , and a dispersion or root-mean-square deviation 
of the values measured AT, (i) are found. 

4) In the above various extreme situations are not taken into consideration (traf- 
fic congestions, unexpected ice-covered ground, absenteeism or nonfunction of trans- 
portation, etc.). These anomalies can be neglected if their probability « (1—0.997) = 
0.003. In the opposite case this probability has to be taken into account within a confi- 
dence interval, and when that increases it is necessary to correspondingly increase the 
time reserve for the departure from point B. 


3.2 Potential and limit accuracies of measurements 


We need to distinguish the potential and limit accuracy of measurements. The limit 
accuracy is understood to be the maximum achievable accuracy at which a measure- 
ment of a physical quantity can be carried out at a given developmental stage of sci- 
ence and engineering. The limit accuracy of measurements is realized, as a rule, in 
national measurement standards reproducing the units of a physical quantity with the 
maximum accuracy within the framework of the respective country. Frequently it is 
identified with the ultimate sensitivity of a measuring instrument. 

By potential accuracy we mean the maximum accuracy at the contemporary devel- 
opmental stage of scientific knowledge and engineering. The potential accuracy cannot 
be technically realized at the present-day stage of production engineering (including 
the measurement standards); in this case the measurements themselves become only 
potential. 

The maximum achievable accuracy appearing in both definitions means just the 
maximum accuracy of measurements; however this requires an improvement in choos- 
ing a particular characteristic (index) of accuracy. This becomes evident in consider- 
ing the so-called ultimate measurements, i.e., the measurements of a certain physical 
quantity at a level of the sensitivity threshold of an applied measuring instrument. 

Since the sensitivity threshold according to its definition is a minimum value of 
the measurand ¢pin(s;) at which a given measuring instrument s; still gives a notice- 
able response to the input measurand, then the measurement of small amounts of the 
quantity, comparable with the sensitivity threshold, has a high accuracy from the point 
of view of absolute uncertainty, and an extremely low one from the point of view of 
relative uncertainty (up to 100 %) Ag(s;)/@min(s;) & 1. 

In spite of the difference indicated above the potential and limit accuracies of mea- 
surements have common features (which is also seen from the definitions). Therefore, 
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considering mainly the potential accuracy of measurements we will touch on some 
aspects of the limit accuracy of measurements. 

A structural presentation of the measurement as a system is used as the method- 
ological basis for systematically studying the potential accuracy (as well as the limit 
accuracy). This is described in the preceding section. 

According to this presentation the measurand value in question, g, is determined 
with all components x, € Jz which influence it: 


gS (Iz) = fUz) = f(x) = (9.0. 0.8.0... |[g].5.m,v,w,...). (3.6) 


Let the parameters characterizing the properties of a component xx influencing the 
measurement result be denoted as qjx € xx, 1,k = 1,2,...,l,. If dependence (3.6) 
for these parameters is presented in an analytical form and the function f/f itself is 
differentiable, then by calculating the influence function for each of the parameters 
dik» aS partial derivatives, 

_ dofUz) 
lk = > 
Ogik 
itis possible to make an estimate of the inauthenticity (uncertainty) of the measurement 
result (the interval within which the value measured at a given or the chosen probability 
can be given) through the uncertainties of the parameters values g;, of the system J,: 


(3.7) 


Ag™™*S(Iz) = (3.8) 


This scheme for evaluating the measurement accuracy by the degree of the uncer- 
tainty of its result is correct for any measurement task. 

However, a specific character of the situation when considering the potential accu- 
racy of measurements can allow some simplification which excludes from considera- 
tion separate components x;, connected primarily with the parameters of economical 
and technical (or technological) character. 

Thus, we may very well digress from the possibility of the appearance of apprecia- 
ble crude errors [323]. These crude errors can be caused by miscalculation in realizing 
the measurement experiment plan, imperfection of the operator work, the limits im- 
posed on the accuracy connected with the imperfection of methods and means used for 
processing measurement information, etc. Here we also assume that it is potentially 
possible to reduce the value of a random error component to a negligible value by re- 
peating the readouts many times, i.e., to leave for consideration only the uncertainties 
at single readouts. 

Thus, in considering the potential accuracy of measurements it is necessary to ana- 
lyze only the influence of the components ¢, 0, w, [], s, as well as that of the time— 
space parameters. 
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3.3. Accuracy limitations due to the components 
of a measurement task 


This section deals with the influence of the system J, the components of which partic- 
ipate in the process of measurement but nominally appear only at the stage of posing 
the measurement task. Here we have: a measurand (¢), th eobject of measurement (0), 
external conditions (y). Time—space limitations will be considered separately (in Sec- 
tion 3.4.4). All these components are uncontrollable (given) within the framework of 
the system J. However, the accuracy of giving them (or more precisely the accuracy 
of giving the parameters characterizing them) is not infinite. It is determined by the 
amount of a priori information about them and the degree of its correspondence to 
present-day reality. 


3.3.1 Measurand and object models 


The measurand as a quality is given by its definition in the system of quantities and 
concepts, i.e., on the basis of agreements. The agreements (if they are sufficiently uni- 
vocal), in principle, can be implemented with complete precision. However, in prac- 
tice, as applied to a specific situation and a definite object of study, some assumptions 
giving a concrete expression to the definition of the measurand arise. Let us consider 
the above for physical quantities, which is the most important case. 

In the system of physical quantities a formalized reflection of the quality of each 
quantity (its definition) is the quantity dimensionality that reflects the relationship be- 
tween this quantity and the basic quantities of the system. Such definitions are accurate 
(univocal) information about the quality (kind) of the quantities measured under the 
condition of the successful choice of the basic quantities. Thus, the velocity of a body 
movement is determined by the derivative of a distance with respect to time, the density 
of substance is determined by the ratio of a mass of this substance to its volume, etc. 

However, even for the simplest derived quantities of this kind their definitions are 
abstractions and are related to idealized objects, since any physical quantity is the 
property that in a qualitative respect is inherent in many objects. 

Thus, all quantities of kinematics (for example, displacement, velocity, acceleration, 
and others) are introduced for an idealized “material point’. The definition of substance 
density, indicated above, assumes its homogeneity, etc. The matter stands even worse 
with basic quantities. As a matter of fact, these quantities are indefinable in the system 
of physical quantities (although there are vague wordings such as “length is a measure 
of a spatial stretch of bodies”, “mass is a measure of the inertial and gravitational 
properties of a body’’). Such is the dialectics of knowledge. The higher the degree 
of the concept generality, the more abstract this concept is, i.e., it is separated from 
concreteness. 
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Therefore, while formulating the measurement problem and then planning the mea- 
surement experiment, in addition to understanding the measurand as a quality, it is 
necessary to detail it as applied to the object under study, having constructed a model 
of the object analyzed. 

It should be added that in constructing such a model, it is necessary to define more 
exactly the following parameters. 

1) To construct a model of the measurand of an object under study, i.e., to de- 
termine a particular measurable parameter of the object uniform with respect to the 
physical quantity being studied. Usually this parameter is connected with an outside 
part (surface) of the object. A number of examples of linear dimensions and electri- 
cal parameters are given in Section 3.4. Below one more example from the field of 
mechanics is given. 


Example 3.4. When measuring the vibration parameters of linearly oscillating me- 
chanical systems, where the object of study is the oscillation process of a hard body 
movement for the model of an object serves, as a rule, the harmonic law of material 
point movement: 

x(t) = Xm sin(@t + ¢o), (3.9) 


where x is the displacement of a definite point on a body surface with respect to the 
static (equilibrium) position, x,, 1s the maximum value (amplitude) of the displace- 
ment, w is the frequency of the oscillation movement, and ¢o is its starting phase. 

Usually as the measurand either a length (linear displacement) or acceleration a, 
connected with x, are used: 


a(t) = d*x/dt? = —Xmw” cos(wt + go) = —dm cos(wt + ¢o). 


In a particular case, depending on the goal of measurement and reasoning from 
other considerations regarding the object to be measured either an amplitude of dis- 
placement x,, or of acceleration aj, or an “instantaneous” value of displacement x (t) 
or acceleration a(t), or their mean values over a definite interval of time are used. 

2) As noted in [37], to perform measurements it is necessary to have a priori infor- 
mation not only about the qualitative but also the quantitative characteristics of the 
measurand, its dimension. The more precise and consequently more useful the avail- 
able a priori information about the measurand dimension is, the more forces and means 
there are for getting more complete a posteriori information for improving the a priori 
information. 

3) A measurement signal entering from the object at an input of a measuring instru- 
ment in addition to information about the measurand can contain information about 
some other “noninformational” parameters of the object which influence the read- 
outs of the measuring instrument. This is especially characteristic for measurements 
in the dynamic mode. Thus, in Example 3.4 one noninformational parameter of the 
object is the frequency w at which its oscillations take place. 


Section 3.3. Accuracy limitations due to the components of a measurement task 175 


4) Although the “informative” and “noninformative” parameters of the object con- 
sidered above reflect its inherent properties, however, being embodied into parameters 
of the measurement signal, they experience real transformations in the measurement 
chain. 

In addition any object possesses a variety of other “inherent properties” which do not 
influence the parameters of the measurement signal, but rather the information about 
it which allows a correct model of the object (for the given measurement problem) to 
be constructed, which corresponds as much as possible to reality. 

Parameters characterizing such properties of the object which influence the model 
ideas about this object will be called the model parameters of the object. 

Thus, while carrying out precise measurement of the density or viscosity of a sub- 
stance it is necessary to know its composition, distribution of admixtures over the 
whole volume, its temperature, its compressibility, etc. 

The fact that the model in Example 3.4 is not ideal usually becomes apparent be- 
cause of deflection of a real form of oscillation of a point on the surface of a body from 
the harmonic law (3.9). 

To construct a more accurate model it is necessary to know such model parameters 
of the object as dislocation of the mass center of an oscillating body relative to a point 
of measurement, elastic properties of the object, etc. A more detailed example illus- 
trating the influence of imperfection of the object model on the measurement accuracy 
will be considered in Section 3.4. 

Provided that the constructed object model is such that it allows the dependence of 
a measurand on informative (gjo), noninformative (gyno), and model (g¢mo) parameters 
to be expressed analytically, then the uncertainty of a measurement result caused by 
these parameters can be determined with the help of the corresponding functions of 
influence (3.7) and the uncertainties of the values of these parameters (qj0): 


2 
( ) , (3.10) 


(here the index “0” accentuates that the system parameters considered belong to the 
object). 


Of (dio) 
Iip + Ain 


3.3.2 Physical limitations due to the discontinuity of a substance 
structure 


It would seem that improving the values of an object gj9 more and more (as knowl- 
edge is accumulated, i.e., decreasing their uncertainty Aq;,) we can gradually, but still 
continuously, decrease the uncertainty of the measurement result, connected with the 
parameters Ang — 0 at Agi, — 0 (see equation (3.10)). 
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However there is a certain type of physical knowledge about objects of the world 
surrounding us which leads us to speak of the principal limits of accuracy with which 
we can obtain quantitative information about a majority of physical measurands. 

The first circle of such knowledge is connected with molecular-kinetic ideas about a 
substance structure, the theory of which is described in courses on molecular physics, 
thermodynamics, and statistical physics. 

The molecular-kinetic theory proceeds from the assumption that a substance exists 
in the form of its components, i.e., molecules (microscopic particles), moving accord- 
ing to laws of mechanics. All real physical objects which are met in practice (be it 
gases, liquids, or hard bodies) have a discrete structure, i.e., they consist of a very 
large number of particles (molecules, ions, electrons, etc.). 

So, for example, one cubic centimeter of metal contains ~ 102? ions and the same 
numbefr of free electrons; at room temperature and at an atmospheric pressure of 1 cm? 
of air contains ~ 3-10!? molecules; even in a high vacuum (one million times less than 
atmospheric pressure) 1 cm? of air contains ~ 10!* molecules. At the same time the 
particle dimensions are of the order of ~ 107'°m = 1078 cm. 

Although the laws of mechanics allow the behavior of each separate particle in 
the system to be described precisely, nevertheless a huge number of the system par- 
ticles offer neither the technical nor physical possibility to describe the behavior of 
the system as a whole. Under these conditions a single possibility is provided only 
by a probabilistic description of a complicated system state (an ensemble of a set of 
particles). 

Statistical physics is based on these ideas and uses the methods and ways of math- 
ematical statistics to establish the statistical laws of the behavior of complicated sys- 
tems consisting of a great number of particles. Using this as a base, it studies the 
macroscopic properties of these systems. 

Owing to the great number of microparticles composing the objects of a physical 
study, all their properties considered as random quantities, are averaged. This allows 
these properties to be characterized with some macroscopic (observable) parameters 
such as density, pressure, temperature, charge, and others, which are related to the 
thermodynamic parameters of the system which do not take into account their link 
with the substance structure. 

Such a link, however, becomes apparent when the indicated thermodynamic param- 
eters are described using statistical mean values of the corresponding quantities which 
are introduced according to usual rules of forming a mean: 


Q= [ ¢- pao. (3.11) 


where ¢ is the quantity being averaged and characterizing the system state, and p(¢@) is 
the probability density function of quantity values g (of the system states) (integration 
is performed over all system states). 
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So the mean kinetic energy of single-atom gas molecules 


2 ee 3 
By = [ Bxo(Ex)d By = 5K. 
0 
is found from the law of distribution molecules on energies: 


2 2615) 
P(EK) = ee See IEE Bi, 


where k is the Boltzmann constant (k = 1.38 - 10°°/K), and T is the absolute tem- 
perature of gas (K). 

Thus, the mean kinetic energy of the linear motion of the molecules of an ideal gas 
serves as a measure for its absolute temperature (as a thermodynamic parameter of the 
system). 

In any real physical system, even in the case when the macroscopic quantities char- 
acterizing its states are considered to be independent in time, 1.e., constant, thanks to 
the continuous motion of microparticles, spontaneous changes of macroscopic (ob- 
servable) parameters close to their mean equilibrium value @ occur. These stochastic 
deviations from the mean characterize the fluctuations of a physical quantity on an 
object. As a measure of fluctuation the root-mean-square deviation from the mean we 


generally use 
Ag = V(-9), (3.12) 


a AND 
ee 2 (3.13) 
@ \V @ 


From the properties of random quantity variable dispersion 


or a relative fluctuation 


(9-@2 =~?-26-64+P =~P-G@ 


it follows that to calculate the fluctuation of two quantities are needed: the mean of the 
square of fluctuations (yg) and the square of the mean (7). 

Since the fluctuations are connected with a great number of small random devia- 
tions from the mean, these deviations are then subordinated to the normal (Gaussian) 
distribution law. Provided that the value considered as ¢ is the function of another 
random quantity x, then they are both subordinated only to the same distribution law, 
and it is possible, instead of (3.11), to write 


g(x) = [ ecopemar, (3.11-1) 


and a mean square of fluctuation will be determined as 


v= i g(x) p(x)dx. (3.14) 
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In particular, let all 6N (where N is the number of particles of the system, and 6 is 
the number of degrees of freedom for one particle) be microscopic variables of the 
system. Then, according to the statistical physics for an isothermal (with a constant 
temperature) system located in a thermostat, the function of distribution called the 
Gibbs’ canonical distribution has the following form: 


w—H(x,a) 


p(x)=e 7, (3.15) 


where w and 0 are certain constants, (x, a) is the total energy of the system (the Hamil- 
tonian function), and a are the external, with regard to the system, parameters. 

Any mean quantity at the canonical distribution is determined as a mean over the 
whole phase space I’, the element of which is (dx)° : 


b= | ota)-e°F ary, (3.11-2) 
T 


Here @ has a sense of the statistical temperature 9 = kT, and the parameter y 
has the sense of the “free energy” of the system. An important role is played by the 
integral: 


Ze eT kT (dx), (3.16) 
i 


called the integral of states reflecting the inner state of the system. The free system 
energy WY = —kT.- InZ, and a number of other thermodynamic parameters and 
functions of the system are expressed with the help of this integral. 


Example 3.5. Let N gas molecules be in volume V under a piston to which an external 
pressure p is applied. It is required to find out a fluctuation of the volume V. In this 
case the pressure p is considered to be an external parameter a corresponding to the 
volume V(x), and the quantity under study V depends only on a coordinate x of the 
system along which the pressure p(x) acts. Writing the total energy of the system (the 
Hamiltonian function) as 


H(p,x) = H(x) + pV(x), 


and using the properties of the canonical distribution, we obtain 
<=> OV 
(V -—V)y =-kT—. (3.17) 
dp 


The derivative w is found from the Mendeleyev—Chapeyron equation: 


rT pe 


T 
pV =NKkT, ie. (=) nls 


an e 


Section 3.3. Accuracy limitations due to the components of a measurement task 179 


Then, the volume dispersion is equal to 


= k2 T2N _ ae 
AV2=(V—-V)?= ; eccaherrE 
7) N 
and the relative volume fluctuation is 
AV (AVy2 
( a N. = (3.18) 


i.e., is inversely proportional to the square root of a number of system particles. 
Provided that N ~ 10° is taken into account, then the uncertainty of the volume 
of the object measured (of a gas medium under pressure p) due to its fluctuation will 


have the order ee 
6V = — =; ~ 107 1°, (3.18-1) 


In general, if the system consists of N independent parts, then the relative fluctuation 
of any function ¢ of the state of the system is inversely proportional to the square root 
from the number of its parts: 


oF 1 
69 = 
aera 
This is correct for both the additive (extensive) quantities ge, for which g. ~ N, 


and the nonadditive (intensive) quantitites y;, for which gj # f(N). Itis easy to make 
sure that at the same time 


(3.18-2) 


(Age)? =~ N and (Ag;)? ¥ — 


Some examples of the extensive quantities characterizing the thermodynamic prop- 
erties of the system are the volume of substance and its energy; the system temperature 
and pressure are related to the intensive quantities. 

Let us consider some examples of the fluctuation dimensions for some other quan- 
tities. 


Example 3.6 (Length). Hard bodies in reality are not absolutely hard (with an infinite 
hardness), but possess a definite elasticity. They change their dimensions and form 
under the influence of external forces. Elastic properties of a rod at small deformations 
described by the Hooke’s law are 


Al I(F)-1) 1 


=o 7E (3.19) 


where AI is the extent of the rod under the influence of the force F’,, E is the coefficient 
(modulus) of elasticity of the rod substance, and s is the area of the rod cross section. 
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The potential energy of the elastic deformation of the rod is 


E-s-Al 
pai eedy 4 


AW, = —FAlL = 
lo 


E-s 
| = —(Al)’. 
lo 
Since only small random changes of the rod length relative to a medium-equilibrium 
position /p are considered, then the mean value of the potential energy on the ensemble 


E.s—— 
aera 
2lo 


AW, 


is equal to the mean value of the kinetic energy of the elastic oscillations caused by 
the thermal motion of the microparticles: 


—— kT 
AW, = —. 
BD 
Equating both expressions, we obtain 
kT 
i Se (3.20) 
Es 


At T ~300K, E = 10!! c/m?, 5 = 3cm-3cm ~ 107? m’, Jo ~ 1m we have 


(Al)? ~ 107'4, ie., the mean quadratic fluctuations of the length of the one meter 
rod, caused by thermal motions at a room temperature and elastic properties of the rod 
substance (average for noble metals) are 10~'* m = 107° wm, which is significantly 
less than the atomic dimensions (~ 10~!°m = 10~* .m) and are comparable to the 
dimensions of the atomic nuclear. 

Let us note that expression (3.20), obtained by a simplified method, coincides with 
the accurate derivation of rod fluctuation from the laws of statistical physics and ther- 
modynamics. 

Let us consider an example of such a derivation using expressions (3.15), (3.11-2), 
and (3.19). 

It should be noted that the integral of distribution (3.15) over the whole phase en- 
semble I" of the object being considered is equal to 1: 


/ eno. (dx)®% = 1, (3.21) 
T 


Here 6 = kT is the constant (the distribution modulus), the same for all systems of 
the ensemble; y = w(a, 6) depends on external parameters a and modulus 0, i.e., also 
the same for all systems of the ensemble, namely it does not depend on the coordinates 
x in the phase space G; H = H(x,a) is the total mechanical energy of one system 
from the ensemble, which depends on the coordinates x and external parameters a. 
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Let us take a partial derivative of equation (3.21) with respect to the parameter a: 


| ea (dx ON “I (eet) (ay) 
a G G da 


=5 i. ea (dx) 


=a 5 
vas aoe 


[tem 
a G a 


Taking into account the determination of the mean with respect to ensemble (3.11-2) 
as well as the independence of w on the coordinate x, we obtain 


dw\ _ (0H 
(3), = ae me 


Let us determine the derivative of mean (3.11-2) of an arbitrary quantity g(x) with 
respect to a at the canonical distribution (3.15): 


a = va v(x, a)e in (dx) 


x)" =0 


hence 


7 (dx), 


dada 
= 09 w-H sH g(x, a) & won OY HOH 6N 
=f [seeXs + 7 aa y(x, a); ge me Ia 
= a + I ay aes oH 
~ 9a 8\ aa” ? Ga 


(here we have oa again used the definition of the mean). 
Substituting 2 Aa % from equation (3.22) in the obtained expression we get 


dg dg 1 (0H _ 0H 
da}, \da ae Va Og 
a) 6 da}g @\ da da 
and taking into account the fact that for any random quantities A and B the following 
expression is correct: 


(A— A)(B —B) = AB—A-B, (3.23) 


d@\ _ (dg 1 _ (dH OH 
(x2), = (ze), -ae-@ (i 7 =) ca 


finally we have 
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Let us apply the obtained expression to the case being considered, i.e., the case of 
the fluctuation of the metal (elastic) rod length, when g(x) = /(x), @ = lb,a = F 
(force as an external parameter). 

The total mechanical energy H(x, F) of one system from the ensemble describing 
possible elastic states of the rod (the equation of the rod state) will be 


H(x, F) = F -I(x). (3.25) 


Here we disregard the thermal expansion of the rod /(T) = /(0)- [1 + a(T — 
To)], since it is insignificant for considering elastic fluctuations, especially because it 
is possible to assume that T = To. 

Then the mean value of the derivative of /(x) with respect to F in equation (3.24) 


will be 
( i) 0, 
OF J/o6 


since /(x) does not depend on F;; the derivatives of H with respect to F according to 
equation (3.25) are equal to 


dH OH 


Sey ee a 
oF °—C i asi‘ 


and the derivative of /, as of the macroscopic length of the rod, with respect to F is 
determined using Hooke’s law (3.19): 
lo 


= 1,-—- —F 19-1 
1=Ip Est (3.19-1) 


Substituting the new variables and derivatives which have ben determined into 
equation (3.24), we obtain 


lo 1 ——_____ 
— = —(/—/p)¢ —lp) = 
Es 7 pl ~ We -) 
and hence equation (3.20) is obtained. 

Now let us consider the fluctuations in electrical networks caused by the fluctuations 
of electrical current due to the thermal motion of carriers of an electron charge in a 
conductor. 


(Al) 
cr 


Example 2.7 (Fluctuations in electrical networks). Fluctuations of electrical current in 
aconductor give rise to a fluctuation electromotive force, which appears on a resistance 
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R and is called noise voltage: 


én = eh = RY AD. 


Some rather complicated calculations supported by electrodynamics and statistical 
physics show that 
é2(v) = 4kT - R(v)- Av, (3.26) 


where Av is the frequency bandwidth of the electromagnetic waves within which the 
fluctuations of voltage on the resistance is studied (observed). 

Expression (3.26) is called the Nyquist formula that sometimes is written by way of 
a fluctuation of power (v), allocated on the resistance R: 


5 
/ P2) = - = AkT - Av. (3.26-1) 


The fluctuation electromotive force is small, although observable on high-value re- 
sistors (for example, on photoresistors). Thus, at R ~ 10° Ohm = 100MOhm and 
room temperature in the frequency range of up to several tens of Hz, the value of the 
electromotive force is of the order of some units 1 V = 10~° V. 


3.3.3, Quantum-mechanical limitations 


Apart from the above natural limitations due to the fluctuation phenomena connected 
with the discrete structure of observable macroscopic objects, there are restrictions ap- 
plied to measurement accuracy of a more fundamental character. They are connected 
with the quantum-mechanical (discrete) properties of the behavior of microcosm ob- 
jects. 

The equations given in (3.3.2) are the consequence of the application of the laws 
of classical physics. The laws of classical mechanics and thermodynamics are only 
generalized and specified with reference to the discrete (molecular-kinetic) nature of 
the substance structure consisting of a huge number of microparticles which are de- 
scribed as an ensemble of many states (subsystems) of the object under study. Each 
of the system (object) states corresponds to a point in the phase space of states and 
continuously changes over this space. 

Unlike these classical ideas, quantum physics takes into account the discrete proper- 
ties of microobjects, which becomes apparent when some of the quantities character- 
izing the properties of microparticles can change only discretely by definite portions 
or quanta. 

The system energy £, the vector of angular momentum M , the vector of the mag- 
netic momentum J, and the projections of these vectors to any selected direction are 
related to such quantities. In particular a quantum parameter is the so-called spin (an 
intrinsic moment) of an electron. Quantization of these quantities is connected with the 
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availability of a minimum portion (a quantum) of action called the Planck constant: 
h=66 “J-s. 


Thus, in accordance with quantum mechanics the radiation energy of a harmonic 
oscillator (a particle oscillating under the influence of an elastic force) can receive 
only definite discrete values which differ from one another by an integer of elementary 
portions, i.e., guanta of energy: 

Ey =hv, (3.27) 


where v is the radiation frequency connected with the cyclic proper frequency w of 
the oscillator oscillation: @ = 27v. 

Quantum physics revealed not only discrete (corpuscular) properties of tradition- 
ally continuous objects (fields, waves, radiations), but established wave (continuous) 
properties of discrete formations — particles, having compared every particle with a 
mass m moving at a speed V with a corresponding wave length: 


A=—=-, (3.28) 
mv p 
which is called the de Broglie wavelength. Thereby the corpuscular-wave dualism 
in the properties of microobjects was established as a general demonstration of the 
interconnection between two forms of substance and field. 

In order to describe these microcosm peculiarities with the help of mathematics, 
it was required to compare each physical quantity with a definite operator A, which 
showed what actions had to be performed with respect to the function y, describing 
a State of the quantum system. This function is called the wave function of the system 
and has a special physical sense, since a square of its modulus |y(q)|?, where gq is 
the coordinates of the system, is connected with the probability of finding a quantum 
system in an element of the space of coordinates dq = (q1,q2,...,qN) by the ratio 


dw(qi.q2,---.4n) = |Wl’dqidqz...dqn, (3.29) 


ice., |(q)|? is the density of distribution of the probability of the system according to 
the states (¢1,q2,...,9N)- 

Thus, quantum mechanics already contains statistical (probabilistic) conceptions in 
its base. 

The most important operator in quantum mechanics is the Hamilton’s operator H 
representing the total energy of a system: 
hh ( a2 a2 a? 


ko 2m ae faye oe? 


) yw + U(q), (3.30) 


where 
the first item is the operator of kinetic energy indicating that the wave function should 


Section 3.3. Accuracy limitations due to the components of a measurement task 185 


be twice differentiated with respect to each of the coordinates x, y, Z; 

U(q) is the potential energy of the system depending on the system coordinates x, y, 
z, and, generally speaking, on time ¢; 

A= =1,05-10-4J-s; 

m is the mass of a particle. 


The main equation of quantum mechanics, which describes the behavior (a motion) 
of microparticles, is the Schrédinger equation: 


ih— = Hy, (3.31) 


which is an analogue to Newton’s equation in the classical description of the motion 
of a material particle (in the form of the canonical Hamilton equations). 

For stationary (i.e., unchangeable with time) processes equation (3.31) is written in 
the form 


Hin = EnWn, A311) 


where Fy, is the proper values of the operator H ,and Wy is the proper wave functions of 
the particle (or of a system of particles) which are found by solving equation (3.31-1). 

While describing the systems of many particles (i.e., macrosystems) the Schrédinger 
equation allows in the best case only a spectrum of the possible states of the system, 
{Wm}, to be obtained. However, it is impossible to answer the question: In what state 
is the quantum system at a given moment? 

Just as when describing the system of microparticles in classical mechanics, this 
requires a knowledge of the distribution law of probabilities of separate states, with 
the help of which it is possible to determine the mean values of various parameters 
(physical quantities) of the system. The methods of mathematical statistics (as applied 
to quantum systems) can be of assistance in this case. 

The wave function describing the state of a quantum system of N particles can 
depend only on either the coordinates w(q1,q2,...,9N) or pulses W(p1, Po,---, PN): 

A particular feature of quantum statistics is the correspondence of one state of the 
quantum system in the phase space of states G to a certain minimum volume of this 
space Gin, rather than a point. This is caused by a corpuscular-wave dualism in the 
behavior of microparticles, since the concept “coordinate” for the wave is devoid of a 
definite physical sense. The concept “trajectory” of a particle is also lacking the usual 
sense. Any microparticle turns out to be as if it were “smeared” over the space of states. 

The principal invisibility following from here or the identity of particles in quantum 
mechanics leads to a relation reflecting a principle uncertainty in defining the values of 
a number of physical quantities being measured. In fact, the minimum phase state vol- 
ume, corresponding to one state of the system, is connected with the Planck constant 
by a relation: 


Ginin = aes ’ 
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where 3N is the number of generalized coordinates or pulses of the system from N par- 
ticles. 

And since the volume of any element of the phase space is the product of the di- 
mensions of the coordinates and pulses (1.e., the product of all parameters of the state) 
of this element, 


G = (Ap, Aqi)(Ap2Aq2)...(ApyAgn), then 
(Api Aqi)(Apr Aq)... (Apn Agn) = 1%. (3.32) 


Applying relation (3.32) for the case of one particle (V = 1), moving in the direc- 
tion of one coordinate x, we get 


AxAp, > h. (3.32-1) 


Inequalities (3.32) and (3.32-1), linking the uncertainties of a simultaneous deter- 
mination of the coordinate Ax and the projection of the particle pulse Ap, are called 
a Heisenberg’s uncertainty relation. This relation indicates that the more accurate the 
particle coordinates having been determined (i.e., the less Ax or Ay, Az are), the less 
accurate are the values of projections of its pulse (i.e., the more Ap,, or Apy, Apz). 

Relation (3.32-1) gives rise to anumber of similar relations of uncertainties between 
other quantities called the canonically conjugate quantities. In particular, the following 
relation has a place: 


AE-At>h, (3.33) 


which indicates that a decrease in the time (A?) (or its uncertainty) during which the 
system is under observation results in an increase of the uncertainty of the energy 
value of this system; and vice versa, the system under study can have accurate values 
of energy only for indefinably large time intervals (i.e., only in the stationary cases). 

Relation (3.33) imposes principal limitations on the accuracy of measurements in 
which the methods of spectral analysis of substance radiation are used. This is con- 
nected with the fact that any substance radiation is a consequence of transformations of 
state in the quantum-mechanical system, 1.e., it is caused by a transition of the system 
from one discrete state with an energy £, into another discrete state with an energy 
E (Figure 3.2): 

Ey =hv= A, _ Ay = AE\_-. 


Provided the state F is the main state of the system, 1.e., the state with a minimum 
possible energy, then AF = 0, since the system can remain in this state infinitely long 
and At = oo. However any other energy state F; of the quantum-mechanical system 
is its excited state in which it can remain during a limited (finite) time t; = Az; (the 
life time of an exited state) and in accordance with relation (3.33) has a finite energy 
uncertainty A E;. 
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Figure 3.2. Energy jumps between two possible states of the quantum-mechanical systems (a) 
and a width of the corresponding spectral line of radiation (of a quantum hv), caused by this 
jump (b). 


So, in atomic systems the life time of exited states is At; ~ 107% s, which cor- 
responds to an interval of uncertainty AE; ~ 10-7eV ~ 1.6: 10-*°J (leV = 
1.6- 107!°J). Spectral lines of electromagnetic radiation of an atom (in an optical 
range of the spectrum where v ~ 10!4 Hz, and hu ~ eV) have the same uncertainty. 
In nuclear systems the same electromagnetic interactions result in y-radiation (hard 
electromagnetic radiation) with the energy of hv ~ MeV and v ~ 107° Hz; the life 
time of nuclear levels is t; ~ 10~8-107!>s, which corresponds to the uncertainty 
AE = A(hv) ~ 10~’-10'4 eV. These quantities are very small. 
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Example 2.8 (Potential accuracy of joint measurements of the time dependence of 
electrical voltage). Using the relation of uncertainties for energy and time (3.33) 


AE.- At >h, 


where AF and At can be considered as the errors of energy and time measurements, 
correspondingly [452], let us present the energy in the form of a product g-U. Choosing 
an elementary charge (an electron charge e ~ 1.6- 107!) as q, it is possible to write 
this formula in the form 


AU -At>h/e~4-10 PV:s. 


Substituting the measurement time Teas instead of At [37] we obtain that the poten- 
tially achievable accuracy in measuring an instantaneous value of electrical voltage is 


h 
AU = ? 


€Tmeas 


i.e., for example, at Tmeas = 1 - 10-°s, AU > 4-10-°V. 

This correlates with the theory developed in [368] where it is shown that the energy 
level of the measuring instrument sensitivity is proportional to its error, the power 
consumed from the measurement object, the time of establishment of the measurement 
result, and cannot decreased to lower than C = 3.5- 107?° J. 

In general, all quantum-mechanical limitations imposed on the measurement ac- 
curacy are significantly less than the limitations caused by molecular-kinetic sub- 
stance structure (see Section 3.3.2) in view of the extremely small Planck’s constant 
h = 6.6-10~** J as compared to the Boltzmann’s constant k = 1.37-10~73 J/K (if this 
comparison is performed for real macroscopic systems where t ~ s, and T ~ degree). 

However the fluctuations of measurands which are caused by the classical (thermal) 
motion of particles of the thermodynamic system are decreased with decreasing its 
temperature, whereas the quantum fluctuations can reveal quite different (nonthermal) 
nature and in a real system there can be conditions under which the quantum fluctua- 
tions become predominant. 

The above is clearly seen from the generalized Nyquist formula for the fluctuation 
(noise) power in the thermodynamically equilibrium system with discrete levels of 


energy Ej = hy;: - 
‘Pay ds vi ; 
p= acs =a + hu; | Av. (3.34) 


Here the first item determines a proper thermal noise, and the second one is caused 
by “zero oscillations of vacuum”. Under the condition hu; > kT (which, in particular, 
is true for the range of optical frequencies and higher) formula (3.34) is transformed 
and obtains the form 


Vy pz = (hv + 2kT)Av © hvAv, (3.34-1) 
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i.e., practically it does not contain any dependence on the temperature. In the general 
case the quantum fluctuations begin to become apparent when nearly hv > T. 


3.4 Influence of external measurement conditions 


The role of the influence of external factors including measurement conditions on a 
measurement result habe been previously shown in some examples. Separate meth- 
ods of taking into account the external factors were considered. Here it is important 
to emphasize once again that there is no object or no system which can be completely 
isolated from its environment. This relates to all material components of measure- 
ment: an object under study, applied measuring instruments realizing a measurement 
experiment, subject (operator) or auxiliary technical means adjusting the process of 
the experiment. 

Let us consider this question methodically in the general form, first as applied to the 
object under study. 

The influence of some parameter ;, characterizing the environment (of the object) 
on the measurand ¢ is determined in an explicit form by the dependence between them: 


g = fi) 
and can be taken into account through generalized functions of influence: 
,, - of 
a ; 
OWi 


If during the measurement time Az the parameter yy; remains unchanged (constant), 
i.e., A; = 0, then the measurement result g™** can be considered to be accurate with 
respect to this parameter for the posed measurement problem. However in practice 
during the time Art some final uncontrolled changes of the parameter w; take place, and 
the measurement result has a certain uncertainty due to the influence of this parameter: 


Ajpnes — afi) 
j = 
OWi 
Let the components of the uncertainty of the obtained measurement result be ar- 
ranged according to different parameters of the external conditions in the course of 
their diminution: 


a) xy, » of afi) 


ow ) OWi 
For any particular measurement problem in which the level of uncertainty for the 


result (Ag), series (3.36) obtains a final character, since applying the rule of the neg- 
ligible component [323] leads to the fact that a real contribution into a resulting error 


Ai. (3.35) 


2) Ay > > AWj >: (3.36) 
W2 
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is provided only by a number of the first members of the series (usually no more 
than 3-5). 

However in analyzing the potential measurement accuracy we need to keep in mind 
that series (3.36) is not principally limited and that as accuracy increases, i.e., as the 
successive registration, exclusion or compensation of the most significant factors in- 
fluencing the measurement result (i.e., the first members of the series (3.36)) progres- 
sively new and new components begin coming to the forefront. This is a visual ev- 
idence of the philosophy principle of our inexhaustible knowledge of the world sur- 
rounding us. 

From the above an important methodological rule is derived according to which, 
while performing accurate measurements, the value of a measurand has to be ac- 
companied with indication of values of essential parameters of external influencing 
conditions to which the result obtained is reduced (or at which the measurements are 
performed). Otherwise, the measurements carried out with similar objects will have 
incommensurable results. 


3.5 Space-time limitations 


It is known that the space and time are the most general, universal characteristics of 
material systems and are considered in philosophy as integral properties (forms of 
existence) of substance. From the point of view of studying the potential accuracy 
of measurements it is important to emphasize (as an axiom) that all physical systems 
being really studied have a finite extent both in space and time. 

The finite extent does not mean the infinite and zero extents, even if we are trying 
to localize as accurately as possible in the space-temporal continuum both the object 
property being studied and measuring instrument being applied. 

Consequently, all measurands and parameters of the systems under study are the 
averaged ones with respect to a definite space volume (Ap) and time interval (Ar). 
This was mentioned earlier when the measurements were considered as applied to 
random processes and fields. In Section 3.3.3 Heisenberg’s relations (3.3.32-1) and 
(3.33) are given. These relations link the uncertainty of the space or time localization 
of a micro-object, correspondingly, with the uncertainty of its pulse or energy, which 
is connected with a random nature of the behavior of quantum-mechanical objects. 

However the similar relations take place for the case of determinated processes in 
macroscopic systems too. Let two typical situations be considered in studying har- 
monic oscillations. 


Example 3.9. Let the oscillation of some object take place during a limited time 
interval At, but within this interval it obeys the harmonic law (Figure 3.3a): 
xpe?2 vot ieee <t< ae 
x(t) = 2 2 (3.37) 
0 on other f. 
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x(t) 


Figure 3.3. Time-limited oscillatory quasi-monochromatic process (a) and its spectrum (b). 


Such an oscillation process, limited with time, happens at an act of radiation of a 
“team” of waves and practically in any real oscillatory process which, as we usually 
consider, is harmonic (or monochromatic, i.e., with a single frequency vg). As a matter 
of fact, it is already not only nonmonochromatic, but noncyclic as a whole. 

For such (noncyclic) processes spectral analysis (expansion in a frequency spec- 
trum) is performed by means of the Fourier integral: 


oo . 
x= f eye at, (3.38) 
—Co 
oo . 
<i = are de (3.39) 
—oo 
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The frequency component (the spectrum density) xy taking into account equation 
(3.37) has the form 


At/2 At/2 
Te if R(Der re at = X09 / eo i2m(vo-v)t gy 
—At/2 —At/2 
Since f e”dy = tea and a= ee = sinz, we have 
sin (v9 — v) At sin 
Xy = Pep aA wal = ys (3.40) 
(vp — v) é 


where the designations X9 = x9 - At and € = (vo — v) - At are introduced. 

The distribution of intensity in the spectrum x(t) is determined by the square of its 
density, i.e., 

. 2 
2 sin & 
Hv) = bo = 3 (SF) = Gro an?| 

The form of this distribution is shown in Figure 3.3b; 7(v) has its maximum equal 
to Xe at U = Uo, 1.e., at the frequency of quasi-monochromatic oscillations and turns 
into the first zero at § = +7. Hence, 


2 
sin 2 (v9 — al (3.41) 
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1 
A — <_< — 
U1 vo — U1 AG 
At&=+2n Av, =vo-vVy= zz and so on. Thus, 
Av: At > 1. (3.42) 


Relation (3.42) obtained for a completely delineated process of persistant quasi-har- 
monic oscillations (3.37) means that the degree of monochromaticity of such a process 
is the higher, the larger the time interval At of its realization or observation is. From 
this it follows that the accuracy of determining the frequency of the quasi-harmonic 
process is inversely proportional to the time of its existence or observation. 


Example 3.10. Let us consider another case where the “structure” of a periodical pro- 
cess is studied, i.e., the dependence itself x = x(t) is studied by means of successive 
measurements of the x; quantity values in the moment of time 4. 

Due to the finiteness of measurement time At the values measured x;, which refer 
to the moment ¢;, are the averaged values x(t;) within the interval from t; — At to 


2 
tit At (see Figure 3.4), i.e., 


_ ti+ 
x(t) = x . x(t)dt, (3.43) 
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x(t) 


Figure 3.4. Model of measuring “instantaneous” values of a quantity changing according to 
the harmonic law. 


at that X(t;) = xo - sinwt; are real values of the measurand X in the moments of 
time ¢; in the case of a purely harmonic process: 
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Since 


cos(a — 8B) —cos(a + B) = —2 sin — sin a 


= 2sina-sinB, 


we obtain 
R= sneha (3.43-1) 
x(t) = —— sinwt; -sina—. .43- 
: @wAt : 2 
Let the difference between the real and measured (averaged) values x; be found: 
—— 2x At 
Ax; = x(j) — x(t) = xo sinwt; — ~~ sin wt; - sina — 
wAt 2 
. sinw 4 
= xo sinwt; | 1 — —a (3.44) 
ae 
Since sin =a-— x + ca —-+-, Le, sina =a(1— ) =a(1—- a), we obtain 
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Thus, a correction should be introduced in the results of measuring the “instanta- 
neous” values of x;, changing with the period T of the x parameter of the harmonic 
process: 


6 


This correction and the measurand X change according to the same harmonic law, 
but the amplitude of correction changes depend on the relation between the measure- 
ment time Af and process period T, the dependence on this relation being quadratic. 

There is a separate question concerning the space-time uniformity of fundamental 
physical constants used in equations of measurements. Though their constancy is es- 
tablished on the basis of physical experiments connected with measurements, however 
postulating the constancy henceforth need not result in an oblivion (especially for the 
case of potential measurements) of the fact that the degree of this constancy of fun- 
damental physical constants is established experimentally by means of measurements 
and has a finite uncertainty. 


KEN? 
O(t;) = Axj = une (=) sin wt;. (3.45-1) 


3.6 Summary 


The difference between the maximum attainable accuracy and potential accuracy that 
has not been hitherto attained at present-day development of science, technique and 
technology was marked. 

Under the maximum attainable accuracy we mean the maximum accuracy with 
which a measurement of a physical quantity at a given stage of science and technique 
development can be carried out. The maximum accuracy of measurements is realized, 
as arule, in national measurement standards which attain the reproduction of a physical 
quantity unit with the highest accuracy in the country. It is frequently identified with 
the maximum sensitivity of a measuring instrument. 

Under the potential accuracy of measurements we mean the maximum not attain- 
able accuracy. 

A specific character of the situation in considering the potential accuracy of mea- 
surements allows some simplification which excludes from the consideration separate 
components of the measurement problem, e.g.: to ignore the fact that crude errors can 
arise; imperfection of the operator, of methods and means of measurement information 
processing, etc. 

Thus, on the basis of the system approach with application of the set-theoretical 
mathematical apparatus for considering the potential accuracy of measurements it is 
necessary to analyze only the influence of components: g (a measurand as the qual- 
ity), o (object of the study as the carrier of a measurand), y (measurement condi- 
tions or totality of external influence factors), [gy] (the unit of the physical measurand), 
S (measuring instruments used for solving a given measurement problem), as well as 
space-time parameters. 
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It was emphasized that any concrete measurement needs the availability of definite 
a priori information about the listed measurement components. 

In order to carry out measurements it is necessary to have a priori information not 
only about qualitative but also about quantitative characteristics of the measurand, 
its dimension. The more accurate and, consequently, the more extensive a priori in- 
formation about dimension of the measurand available, the more forces and means 
remain for getting more complete a posteriori information for improving the a priori 
information. 

Improving more and more the values of parameters of the object under study (i.e., 
decreasing more and more their uncertainty) it is appears to be possible to gradually but 
continuously decrease the measurement result uncertainty caused by these parameters. 

However, there is a certain type of physical knowledge about objects of the world 
surrounding us which obliges us to speak about principle limits of accuracy with 
which we can obtain quantitative information about a majority of measurable phys- 
ical quantities. 

First of all, such knowledge is connected with molecular-kinetic views concerning 
the substance structure. 

The estimates of physical quantity fluctuations were given by the examples of a 
volume of gas under a piston, the length of a metal rod and electrical current voltage 
due to thermal motion of charge carriers, i.e., electrons, in a conductor. 

Besides the natural limitations due to fluctuation phenomena connected with a dis- 
crete structure of observed macroscopic objects, there are limitations of the measure- 
ment accuracy of a more fundamental character. They are connected with quantum- 
mechanical (discrete) properties of the behavior of microworld objects. 

The invisibility or identity of particles in quantum mechanics leads to the relation 
that reflects the principle uncertainty of determination of values of a number of phys- 
ical measurands. 

It is necessary to note that all the quantum-mechanical limitations for accuracy are 
significantly less than the limitations caused by the molecular-kinetic substance struc- 
ture in view of the extremely small Planck’s constant as compared to the Boltzmann’s 
constant. 

However, the measurand fluctuations caused by the classical (thermal) motion of 
particles of the thermodynamic system decrease with the decrease in temperature, 
while the quantum fluctuations prove to be of a quite different (nonthermal) nature. In 
a real system there can be conditions under which the quantum fluctuations become 
predominant. The above was illustrated by examples. 

Considering the role of external factors influence, including measurement condi- 
tions on a measurement result, it is important to emphasize that neither the objects nor 
the systems can be completely isolated from the environment. 

This relates to all material components of a measurement: an object under study, 
applied measuring instruments realizing a measurement experiment, subject (operator) 
or auxiliary technical means controlling the process of the experiment. 
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However, in analyzing the potential accuracy of measurements one should keep 
in mind that the series constructed is not principally limited and as the accuracy in- 
creases, i.e., as the successive registration is accomplished, exclusion or compensation 
of the most important factors influencing the result of measurement is performed, and 
progressively new components begin to advance to the forefront. 

From the point of view of studying the potential accuracy of measurements it is 
important to emphasize that all physical systems studied have a finite extent both in 
space and time, and all measurands or parameters are averaged with respect to these 
space volume and time interval and obey the Heisenberg relations. 

The presented Heisenberg relations link the uncertainty of the space or time local- 
ization of the microobject, respeectively, with the uncertainty of its pulse or energy, 
which accentuates the random (principally probabilistic) character of the behavior of 
quantum-mechanical objects. 

However, similar relations take place in the case of determinate processes in macro- 
scopic systems. It is also shown that a correction should be inserted into the results of 
measuring “instantaneous” values of x; changing with the period T of the parameter 
x of a harmonic process. This correction changes according to the same harmonic law 
as in the case of the measurand X, but with an amplitude that depends on the relation 
of the measurement time Az and process period T, the dependence on this relation 
being the quadratic one. 


Chapter 4 


Algorithms for evaluating the result of two 
or three measurements 


4.1 General ideas 


One important part of metrology is processing the results of repeated measurements 
of an unknown scalar quantity. In particular, it can be a question of output signals of 
a number of sensors measuring one and the same quantity, for example, temperature, 
pressure, or navigation parameters. To obtain an estimate the measurement data from 
sensor outputs are subjected to processing in accordance with a selected algorithm and 
are then transmitted for further use. 

The choice of algorithm for processing measurement data depends significantly on 
the portability of a sample characterizing a general totality of observations or obtained 
knowledge of a measurand or its parameter. From the point of view of the portability 
of a sample and the accuracy of the results, the measurements can be divided into three 
categories: metrological, laboratorial, and technical. 

Metrological measurements [323] are the measurements of the highest accuracy. 
They are characterized, as a rule, by large sample portability, careful performance of a 
measurement procedure, high qualification of a personnel, long-term study of stability 
and reliability of measurement results, scrupulous registration of all factors influencing 
the results, assurance of fixed normal conditions of equipment operation as well as by 
traceability of measurement results to national measurement standards. 

Technical measurements (338, 555, 558] are characterized by requirements estab- 
lished in advance for the desired accuracy of a measurement result, small volume of 
a sample, reasonable requirements to personnel qualification, quickness of obtaining 
a result, working conditions of measurements. The traceability to measurement stan- 
dards is certainly present, however, no particular attention is paid to it. 

Laboratorial measurements hold an intermediate position between metrological and 
technical measurements. 

Obviously, the main part of resources spent in any country for measurements is spent 
on carrying out technical measurements. The simplest example of technical measure- 
ments with a minimum sample is the situation where a purchaser who wishes to buy 
something goes to scale in a shop and weighs his purchase. He immediately has a fi- 
nal result which does not require any additional processing with an error that does not 
exceed an accuracy class of the scale if it has been verified and established correctly. 

Similar situations arise in measuring parameters of unique processes and phenom- 
ena, for example, the characteristics of a nuclear explosion. In such cases it is impossi- 
ble to rely on a large volume of sampling, and a “small” sample [176] has to be applied 
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which consists of one, two, three, or a few more measured values. At the same time a 
powerful apparatus of mathematical statistics appears to be useless. 

The key comparisons of national measurement standards aimed at determining the 
degree of their equivalence have proven to be a rather unexpected example of this 
kind [96]. In these comparisons a relatively small number of laboratories take part. 
For some types of measurements the number of competent and independent national 
laboratories participating in the comparisons is limited to 2 or 3. Such an example is 
given by V. Bremser [326] for substantiating the necessity to find an estimate of the 
“self-sufficient” nonstatistic reference value of a measurand in the key comparisons. 

In this chapter a situation of exactly this type is considered. It can be called “the 
problem of three measurements”, even though many problems and their results ap- 
ply to larger samples. To obtain an estimate in similar cases it is necessary to use 
certain algorithms of measurement data processing. One of the main criteria of eval- 
uating measurement results with the help of a selected algorithm, in addition to its 
complexity and the reliability of obtained estimates, is the error or uncertainty of the 
result. 

Let it be noted that not long ago the status of international document was given to 
the “Guide to the Expression of Uncertainty in Measurement” (known as the GUM)” 
[243]. At present two approaches for describing the accuracy of measurements are 
used: the traditional concept of errors and the concept of measurement uncertainty 
introduced in accordance with [243]. A certain reduction in the contradictions between 
the mentioned approaches has taken place with the advent of the third edition of the 
International Vocabulary on Metrology (VIM) [246], in which these two concepts are 
both used. 

In spite of the methodical and organizational importance of these concepts they do 
not significantly influence the choice of the evaluation algorithm for small samples 
(two or three measurements). Here the choice is made on the basis of an optimizable 
criterion that unambiguously leads to a certain evaluation algorithm, for example to 
an arithmetical weighed mean, harmonic or median mean, or some other one. This 
chapter is devoted to the description, systematization, and analysis of such evaluation 
algorithms. 

One of the classical problems of metrology is known as the problem of three mea- 
surements. It is distinguished by the simplicity of its formulation in combination with 
its depth of content and the originality of its results. In the simplest setting this prob- 
lem is reduced to the following. We have the results of three measurements x1, X2, *3 
of an unknown quantity x. A more accurate evaluation x of the quantity x needs to be 
made, if possible. 

This problem is extremely widespread and is met with in various fields of human 
activities: science, technology, industry, economics, medicine, sports, everyday life, 
etc. 

The task might be, e.g., (a) determining the weight of an object on the basis of the 
results of three repeated measurements, (b) calculating an average monthly salary for 


Section 4.1 General ideas 199 


xy 


Figure 4.1. Structural interpretation of the problem of three measurements (x is the measurand 
or parameter, X is the estimate obtained). 


D> 


a quarter, (c) determining the average price of potatoes on the market, (d) estimat- 
ing a sportsman’s performance in a competition based on the number of his attempts, 
(e) comparison of national measurement standards, and others. 

In technology, the task might be e.g., in order to increase the reliability of equip- 
ment a parallel switching-on of three single-type blocks the output signals of which 
are averaged. In other words, for this purpose a structural or hardware redundancy is 
introduced. A similar approach is widely used for improving the reliability of flight 
equipment: actuators, automatic pilots, measurement sensors, digital flight computers, 
etc. [440]. 

In Figure 4.1 a structure is shown which contains three sensors for measuring one 
and the same parameter x. 

Or, it could be the task of jointly using three airplane velocimeters or of evaluat- 
ing the temperature by the readouts of three thermometers. The sensor output signals 
X1,X2, X3 are processed according to the algorithm selected in block f. As a result of 
this an estimate x of the measurand or parameter is formed. 

In all of these cases, the central task is the choice of a kind of functional dependence 
X = f(x1,X2,x3). Consider the example where time is measured with the help of 
three chronometers. One of the natural methods is the calculation of the arithmetical 
mean X = F(x + x2 + x3). This method is quite satisfactory when all three readouts 
of the chronometers are close. If one of the chronometers fails, then its arithmetical 
mean estimate will give an unequal result. A more reliable estimate in this sense is the 
estimate of the type of a sample median, according to which extreme measurements 
are disregarded and the readout of a “middle” chronometer is taken as the estimate. 

It should be noted that a similar approach, when the extreme values are discarded 
and the remaining ones are averaged, is frequently used in evaluating the quality of 
sports performance, e.g., in figure skating or other physical performance where a result 
is evaluated by a panel of judges. In other kinds of sports some other evaluation algo- 
rithms are applied. For example, for target shooting the results of all the attempts are 
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summed up (in essence, this is equivalent to using an arithmetical mean). In jumping 
and throwing, the maximum value of three attempts is taken into account. 

On the whole, the problem of evaluating an unknown quantity on the basis of re- 
peated measurements, in spite of its external simplicity and elementary quality, ap- 
pears to be very deep and substantial. In posing this problem some additional infor- 
mation on the characteristics of the signals being measured, the statistical properties of 
noise, and the reliability of sensors is used, and to solve the problem a combination of 
mathematical statistics, theory of probabilities, interpolation, filtration, and optimiza- 
tion is applied. 

Many outstanding scientists have been engaged in solving the problem of process- 
ing results of repeated measurements since as long ago as ancient times. It is known 
that the teachings of Pythagoras and his disciples on harmonics and gold proportions 
were connected with three kinds of mean values: arithmetic, geometrical, and har- 
monic. Eratosthenes marked out even more, i.e., seven kinds of means, besides the 
Pythagorean ones. 

A great contribution to this study was made in the 19th century by German math- 
ematician K. F. Gauss [177, 178] and Belgian statistician L. A. J. Quetelet, and in the 
20th century by Russian mathematician Yu. V. Linnik [306] and Italian mathematical 
statistician K. Gini [183, 184]. We also should mention the valuable contributions by 
French mathematician O.L. Cauchy and Russian mathematician A. N. Kolmogorov 
[270], who developed the classical theory of average estimates (arithmetical, geomet- 
ric, and power mean, and others) on which many evaluation algorithms are based. 

The importance of this subject for technology is confirmed by the wide range of 
complexation methods, structural reservation and technical diagnostics [339] which 
require that output signals be formed on the basis of direct or indirect measurement of 
various parameters. Moreover, the real possibility of using the computer rather than 
complicated algorithms of evaluation appeared, where earlier this was merely of the- 
oretical interest. 

The expediency of studying the “problem of three measurements” is confirmed by 
the Russian standard “National System for Ensuring the Uniformity of Measurements. 
Direct Measurements with Multiple Observations. Methods of Processing the Results 
of Observations. Basic Principles”, where it is noted that “by direct measurements with 
multiple observations are implied those cases where no less than four measurements 
are realized”. From this it follows that the case n = 3 andn = 2 is specific and 
requires a special consideration. 

It is known that at present there are many estimation algorithms with various levels 
of accuracy, reliability, etc. Descriptions of a majority of them are dissipated in jour- 
nals, monographs, patents and other sources (see, in particular, [12, 16, 18, 22-24, 29, 
51, 64-68, 74, 79, 80, 83, 87-89, 93, 94, 124, 125, 133, 137, 160, 167, 169-171, 183, 
184, 206, 208, 214, 215, 219, 221, 226, 241, 296, 300, 305, 312, 314-316, 318, 319, 
329, 350, 351, 354, 359-361, 363, 364, 370, 374, 378, 386, 387, 391-393, 397, 399, 


Section 4.2 Evaluation problem and classical means 201 


408, 420-422, 424-426, 433, 434, 444, 486, 492, 494, 497, 512-520, 524, 539, 540, 
549, 562], and many others). 

In this chapter more than a hundred various estimation algorithms are collected, 
described, systematized, and analyzed. In order to be able to compare them clearly, 
a geometrical interpretation of estimation functions in the form of two-dimensional 
diagrams and three-dimensional surfaces is used. 

The main attention is given to the algorithms of processing three and two measure- 
ments, although a majority of results allow a natural generalization in the multidimen- 
sional case. 


4.2 Evaluation problem and classical means 


4.2.1 Classification of measurement errors 


Any measurement, no matter how careful it has been carried out, is characterized by 
errors (uncertainties) which define the accuracy of parameter estimation which are of 
interest [195, 323, 403, and others]. 

All errors, based on their origin, are distinguished in the following way: personal, 
instrumental, external, and methodical errors, as well as errors due to the inadequacy 
of a model and errors caused by classification mistakes. 

The source of a resulting error is presented in the diagram shown in Figure 4.2. 

Personal, subjective, or crude errors refer to errors depending on the physical or 
physiological features of an operator (observer): his/her qualification, fatigue capacity, 


Inadequate | |Classification 
Personal Instrumental External Methodical model mistakes 


Systematic 
y Random errors 
errors 


Resulting error 


Figure 4.2. Character of the formation of a resulting error. 
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etc., which determine the values and characteristic features of the erros. By crude or 
gross error is meant [323] the error of an individual measurement entering a series 
of measurements. For given conditions this error sharply differs from the remaining 
results of this series. 

Instrumental errors means the errors (breakdowns, failures, faults) arising due to 
imperfection of measuring instruments. Usually the reasons for their appearance are 
thoroughly analyzed, and if it is not possible to eliminate them, they are taken into 
account with the aid of various corrections. Instrumental errors include those arising 
due to the variation and drift of readouts of a measuring instrument, a zero shift or 
insensibility of a measuring instrument, and others. 

External errors are connected to the influence that physical quantities which are 
characteristics of an environment but do not represent an object to be measured, exert 
on a measuring instrument. Pushes, shocks, vibrations, strong wind, humidity, vari- 
ation in temperature, and other deviations of environmental parameters from normal 
conditions under which a calibration of a measuring instrument was made also lead to 
the generation of errors in its readouts. There are normal, normalized, working, and 
extreme conditions of measurements or operation of measuring instruments, as well 
as normal and working fields of influencing quantity values. 

Methodical errors, 1.¢., errors caused by the imperfection of a chosen measurement 
method, are of great importance. Most often these errors arise due to frequently used 
simplifications in equations for measurements. They are also generated by various 
approximations, roundings, truncating members of the highest order in a series expan- 
sion, and not taking into account other factors which influence the results of measure- 
ment data processing. 

Errors caused by the inadequacy of the model used are connected with the fact 
that an object under study and its various physical links are present in the process of 
measurement data processing in the form of certain abstract ideas (models) reflecting 
only the main features of a real object and real links, but never completely coinciding 
with them. The adequacy of the object model means that the model reflects just those 
properties of the object which are of interest to a researcher, which allow him to judge 
to what extent these properties are significant and which of them can be neglected. 

A very simple example of errors of such a kind would be the measurement of a 
radius of a steel ball. We perceive this ball as an ideal sphere, the diameter of which 
we wish to determine. In reality the real ball does not coincide with its idealized image. 
Measuring the diameter of this ball in different directions will produce noncoincident 
results. 

If a certain set of experimental data subordinate to an unknown regularity is approx- 
imated by a curve of a given form, then the difference between a formula expression 
of this curve and the true law of variable variation is the source of error which should 
be considered an error caused by model inadequacy. 

The errors caused by classification mistakes appear when it is possible to refer the 
measurement of an extraneous object to the object under study. Such mistakes some- 
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times arise, for example, while observing artificial satellites, when a launch vehicle or 
some other satellite is mistaken for the satellite under study. In order to exclude clas- 
sification mistakes, usually a preliminary check of whether or not all the conditions 
for solving a posed problem are satisfied is made. Checks of this kind are part of a 
particular segment of probability theory, 1.e., the theory of statistical solutions. 

According to theor origin, each of the errors listed above can be referred to as either 
systematic or random. 

An error is called systematic when it expresses significant links which arise during 
measurement or measurement data processing. Such an error inevitably appears every 
time certain conditions are established. By definition [403] a systematic error is the 
component of measurement error which remains constant or varies in a predictable 
manner in replicate measurements of the same physical quantity. 

An error is called random when it has a stochastic nature and reflects less significant 
links. Such an error cannot be accurately reproduced by creating the same or some 
other conditions. This component of a measurement error varies in an unpredictable 
manner (with regard to sign and value) in repeated measurements of one and the same 
constant physical quantity carried out with similar thoroughness. 

Anerror is called crude (failure, transient error, high level error, anomalous value of 
measurement) when it is a particular kind of a random error and by far exceeds nom- 
inal (passport) characteristics of the measuring instrument. Usually the crude error is 
connected with an abrupt distortion of experiment conditions, breakage or malfunc- 
tion of the measuring instrument, mistakes in algorithms, as well as with personnel 
miscounts. In particular, classification errors always belong to the category of crude 
errors. 

By a resulting error they imply the error of a measurement result which consists of 
a sum of random and systematic errors which are not eliminated and taken for random 
ones. 

It should be noted that the line between the systematic and random errors is rather 
fuzzy. On and the same error can be considered either systematic or random, depending 
on the way it is spread (over all or a part of measurements). 

The number of measurements, as a rule, depends on the extent of the time interval 
within which the measurements are carried out. If some factor acts over the time of 
the whole interval, then an error caused by the action of this influence factor should be 
considered systematic. If the action of this factor becomes apparent acting over a short 
time interval significantly less than the whole interval, then it should be considered 
random. 

Sometimes it is possible to study the action of such a factor and take into account 
the corresponding error by introducing a correction. In this case the error of this type is 
practically excluded from the resulting sum of errors. In some situations the action of a 
factor is neglected, and then the error is considered to be random (as in the case of the 
remainder of the systematic errors) and just in this capacity it is present at measurement 
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data processing. Thus, one and the same error can be considered either random or 
systematic, depending on a concrete content of an experiment performed. 

The classification described can be represented in terms of the concept of uncer- 
tainty of measurement. In 1999 at the D.I. Mendeleyev Institute for Metrology Rec- 
ommendation MI 2552-99 “State system of ensuring the uniformity of measurements. 
Application of the Guide to the expression of uncertainty in measurement” was devel- 
oped, which became a basis for creating document [403]. 

This document contains the statement of the main regulations of the Guide [243] 
and recommendations on their practical use, a comparable analysis of two approaches 
to describe the accuracy characteristics of measurements, as well as an illustration 
of the correspondence between the forms of presenting measurement results used in 
normative documents based on the concept of errors, and the form used in the Guide 
mentioned above. 

A universal method to decrease the random and resulting errors consists of repeated 
the measurement of one and the same physical quantity. In practice repeated measure- 
ments or a number of measurement sensors of different types are widely used. At the 
same time the problem of averaging the values of measurement results for obtaining a 
resulting estimate arises. 

Later on, an analysis of classical averaging algorithms will be made. The main at- 
tention will be given to the case of three measurements. 


4.2.2 Problem definition and classification of evaluation methods 


Let x1, x2, x3 be the results of three measurements of an unknown parameter x, and 
€1, €2, €3 are the unknown measurement error values. Then a link between them is 
described by the following set of equations: 


X+rei =X, 
xX +@2 = x2, (4.2.1) 
x + e3 = X3. 


In the case of indirect measurements the set of equations (4.2.1) takes a more general 
form: 

&i(x) +e1 = x1, 

£o(x) + €2 = X2, (4.2.2) 


&3(x) + €3 = X3, 


where &1, &, & are the functions of the apparatus sensors. 

The systems of equations (4.2.1) and (4.2.2) are not quite usual, since the number 
of unknowns x, e1, €2, e3, exceeds the number of equations. Therefore, the problem 
of estimating the parameter x, for all its seeming simplicity, has attracted the attention 
of researchers for a long time. Researchers have suggested quite a number of methods 
for estimating this parameter. 
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The basis of one of the first approaches to solving this problem is the assumption 
that all values of the measurement error are equal to zero, i.e., e] = e2 = e3 = 0. 
Then instead of the underdetermined system of equations (4.2.1) a redundant system 
of equations (since the number of equations in this case exceeds the number of the 
unknowns) which is generally contradictory is obtained: 


NS X16 OH XO, - ES: (4.2.3) 


This contradiction is of an artificial nature, since it is connected with a deliberately 
false assumption that all values of the error are equal to zero. 

On the basis of such an approach there have been developed methods of obtaining 
the estimate X of the parameter x from the system of equations (4.2.1) or (4.2.2), 
which are now classical. These methods are intended for obtaining an arithmetic mean, 
minimax (Chebyshev’s) and median estimates. 

The method of obtaining a mean arithmetical estimate at three measurements has 
been known since ancient times and is so natural that it could be hardly attributed to 
some concrete author: 

Cf (4.2.4) 

3 
In a more general case of posing the problem for an arbitrary number of measure- 
ments and parameters a similar estimate was obtained by K. F. Gauss [177, 178] at the 
beginning of the 19th century. Under more detailed consideration it appears that the 


estimate obtained minimizes a quadratic criterion: 


Jy = (x1 — 8)? + (x2 — £)? + (x3 — 8)? > min. (4.2.5) 
x 


In fact, by differentiating J; with respect to and making the result equal to zero, we 
obtain x) + x2 + x3 — 3X = 0, and from this formula (4.2.4) immediately follows. 
Thus, the mean arithmetical estimate is optimal in the sense of the least-squares 
method. 
The minimax or Chebyshev’s estimate of the parameter x has the form 


max(xX1, X2,.x3) + min(x,, X2, x3) 
5 : 
This estimate is called minimax since it minimizes the criterion: 


ee (4.2.6) 


Jy = min max (|x1 — £|,|x2 — ¥, |x3 — ¥]). (4.2.7) 
x 


A defect of the estimates cited is the deficiency of operability in the presence of crude 
errors (failures, transient errors, high level errors) of measurements. 

It is possible to protect from failures with the help of a median estimate that mini- 
mizes the modulus criterion: 


Jz = |x, — X| + [x2 —X] + [x3 — X| > min. (4.2.8) 
x 
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Figure 4.3. Graphical-analytical method for determining a median estimate. 


It is possible to obtain an optimal estimate X minimizing this criterion with the help of 
the graphical-analytical method, i.e., by constructing a diagram of J3(X) (Figure 4.3). 

From the diagram it is seen that the optimal estimate coincides with the mean of 
three measured values X = x2. At the same time a change of the x; value in the range 
[—oo, x2] and a change of the x3 value in the range [x2, co] do not lead to a change 
of the X estimate. This is evidence of the good noise immunity of such an estimate, 
which is sometimes is the sample median. 

At present a great number of methods for obtaining mean estimates with respect 
to both the direct and indirect measurements are known. According to the way of 
grounding the obtained results, these methods can be divided in the following groups: 


(1) methods for obtaining estimates optimizing probabilistic criteria; 
(2) methods for obtaining estimates optimizing deterministic criteria; 
(3) diagnostic methods; 


(4) heuristic methods. 
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Estimation methods 


Figure 4.4. Classification of estimation methods. 


Heuristic 


The classification of estimation methods is illustrated schematically in Figure 4.4. 

It should be noted that when obtaining estimates heuristics is present in all four 
groups. It becomes apparent when a criterion is chosen, a density function of mea- 
surement value probability distribution is set, as well as when a priori information 
about a measurement parameter value is taken into account. 

Before considering each of the groups, let us turn our attention to the details of the 
classical estimates such as arithmetical mean, geometrical mean, quadratic mean, and 
some of their generalizations. 


4.2.3 Classical means and their properties 


The number of mean estimates, known as Pythagorean, includes the arithmetic mean, 
the geometric mean, and the harmonic mean. Later on Eudoxus, Nicomah, and other 
mathematicians in Ancient Greece, relying on the theory of proportions, described a 
series of other means, particularly, contraharmonic and contrageometric means, which 
are united today known under the general name “Greek means”. 


4.2.3.1 Arithmetical mean 


An arithmetical mean of the numbers x 1,..., Xn» is the quantity: 


xi tx te + %n 
7 


xX = A(X,...,Xn) = (4.2.9) 


For the case of two and three measurements the arithmetical mean is determined by 
the formulae 
Bite ak & ool 
k= hs! +x2), X= rica + x2 + x3). 


Its name is connected with the fact that each term of an arithmetical progression 
beginning from the second one is equal to an arithmetical mean of its adjacent terms. 

The arithmetical mean is the most known and widespread of all means. It is widely 
applied in scientific research, technology, industry, and private life. 
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The mean quantity of any national income, the mean crop capacity of any country, 
the mean food consumption per head are calculated by the arithmetic mean formula 
(4.2.9). In the same manner we can calculate the average annual air temperature in a 
city, averaging the observation data of many years. 

For example, the average annual temperature in St. Petersburg as the arithmetic 
mean of the data for the 30 years between 1963 and 1992 is +5.05 °C. It summarizes 
the average annual temperature values varying from +2.90°C in 1976 to +7.44°C in 
1989. 


Example 4.2.1. Let us calculate the average age of students in a group of 20 men on 
the basis of the data indicated in Table 4.1. 


Table 4.1. The age of students in a group. 


N° 1 2 3 4 5 6 7 8 9 10 
Age (years) 18 19 19 20 19 20 19 19 19 20 


N° 11 12 13 14 15 16 17 18 19 20 
Age (years) 22 19 19 20 20 21 19 19 19 19 


The average age is found by formula (4.2.9): 


X : (18+ 194 19 21+19+19+4 19 19) a 19.4 
—_o | | rae | | | | | — : ears. 
xX 30 T T T T T T T T 20 y 
4.2.3.2 Geometrical mean 
The geometrical mean of some positive numbers x1,..., X, is the quantity: 


X= G(x, ...5Xn) = 8/x1X2++* Xp. (4.2.10) 


The name of this mean is connected to the fact that each term of a geometrical pro- 
gression with positive terms beginning with the second one is equal to the geometrical 
mean of its adjacent terms. 

When the values of 7 are large, the geometrical mean is usually calculated with the 
help of the logarithm finding the first arithmetical mean of logarithms: 


Inx seep] 
GUC. Se zs Bae 
n 


and then performing the exponentiation. This is precisely the reason why the geomet- 
rical mean is sometimes called the logarithmical mean. 

In accordance with the psychophysical Weber—Fechner law the estimate of a cer- 
tain quantity which we directly perceive with the help of our organs of sense (vision, 
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hearing, and others) is proportional to the logarithm of this quantity. Therefore, if the 
estimate is based on our perceptions, it would be correct to apply a geometric mean 
rather than an arithmetic mean. 

For the case of two and three measurements, the geometrical mean is determined 
by the formulae 


x = X1X2, x = IX X2X3. 


In mathematics the expression b* = ac is known as the geometrical proportion. It 
expresses the geometrical mean of two numbers and the geometrical progression with 
the denominator (coefficient) gq = a/b = b/c. The geometric mean of two numbers 
is, because of its mean, also called proportional. 

Note that the altitude of a triangle, pulled down on the hypotenuse of this triangle, is 
equal to the geometrical mean of the segments of the triangle base (Figure 4.5a). This 
gives a geometrical method for constructing the geometrical mean of the length values 
of two segments: it is necessary to construct a circumference on the basis of a sum of 
these two segments as on the diameter; then the altitude x = OA, reestablished from 
a point of their connection up to its intersection with the circle, will give a geometrical 
mean estimate = = B orx = Vab. 


a) b) 


a 7 Cc O 


Figure 4.5. Construction of the geometrical mean of the lengths of two segments. 


Figure 4.5a allows the arithmetical and geometrical mean of two numbers to be 
compared by sight. From this figure it is seen that if a is not equal to b, then the 
arithmetical mean is always greater than the geometrical one. 

Another method for constructing the geometrical mean of the length values of 
two segments is based on the theorem, according to which the tangent squared to 
a circumference is equal to the product of any secant line by its any external part: 
OA? = OB - OD (Figure 4.5b). When constructing this, it is handy to take a secant 
line passing through the centre of the circumference and to assume that OB = a, 
OD = b, then x = OA = OB: OD. 

The geometrical mean appears in a natural manner under solution of many mathe- 
matical problems. 
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Example 4.2.2. Let the probem of determining a cube edge d be considered, the cube 
volume being equal to that of a standard brick with the sides a = 25cm, b = 12cm, 
c = 65cm. 

The arithmetic mean quantity d = (25+ 12+ 6.5) : 3 = 14.5cm will give a 
cube of an overshot volume V = 3048.625 cm?. The correct result V = 1950.cm? is 
obtained, using the formula of a geometrical mean: 


d = Vabe = 3/25- 12-65 © 12.5cm. 


When the values n are large, the geometrical mean is usually calculated with the 
help of the logarithm, finding first the arithmetical mean of the logarithms: 


I ea | 
OC 
n 


and then performing the exponentiation. This is the reason why the geometrical mean 
is sometimes referred to as the logarithmical mean. 

In applied statistics the geometrical mean is useful when a measurement scale is 
nonlinear. The geometrical mean is most often applied when determining the average 
growth rates (the means of growth coefficients) where the individual values of a mea- 
surements are presented in the form of relative quantities. The geometrical mean is 
also used if it is necessary to find a mean between the minimum and maximum values 
of the measurements (e.g., between 100 and 1 000 000). 


Example 4.2.3. In [183] K. Gini gives as an example of the issue discussed in Galilei’s 
correspondence with Noccolino. If a horse is valued by two appraisers at 10 and 
1000 units, then what is the preferred mean of the quantity representing its real cost? 
Is it the geometric mean, i.e., 100 units, which Galilei preferred, or the arithmetic 
mean, i.e., 505 units, as it was proposed by Noccolino? Most scientists are of Galilei’s 
opinion. 


Example 4.2.4. As an example of applying the geometrical mean in practice, let 
us consider a curious extract from the memoirs of a known Russian astrophysicist, 
I.S. Shklovsky, which he published under the title The State Secret. 


Once (in the Soviet period) he spoke with the journalist O. G. Chaikovskaya, well known 
from her papers on criminal and judicial subjects. 

“Olga Georgiyevna, how many people condemned for various criminal acts are in 
prison and camps?” 

“Alas, I don’t know. What I can propose to you is my personal observations in the city 
of Rostov where for some years I was a chief of a press office of the “Izvestiya” (one of 
the central newspapers of the USSR). So, it appears that the law courts of that city pass 
approximately 10 000 sentences per year”. 
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“Fine!” I exclaimed. “We shall rather arbitrarily say that the law courts in Rostov 
condemn on average each of the accused persons to five years. Thus, we can assert that 
about 50 000 people are constantly in Soviet prisons and camps. 

“So, we have no choice but to estimate Rostov’s contribution to the total criminality 
in the Soviet Union. The simplest thing is to consider that it is equal to Rostov’s share of 
the total population in our country. This is about 1/300. If this estimate were accepted, 
we would obtain a highly improbable number of prisoners in our country. 

“One should not make the estimation in this way. Rostov is a classical bandit (gang- 
ster) city about which many well-known songs about thieves have been written. But on 
the other hand, compared to the absolute quantity of sentences passed Rostov is inferior 
to our giant cities Moscow and Leningrad. 

“However, it is clear that to ascribe 10 % of the criminality of the entire Soviet Union 
Rostov seems very high. On the other hand, consider it to be equal to 1 % is obviously 
low. A mistake in estimating will be minimized if a logarithmical mean is taken between 
these extreme values. This mean is equal to the root of ten, i.e., approximately 3 %. 

“From this it follows that about 1.5 million people are kept in camps and prisons of 
the USSR at any one time. I think that the probable error of this estimate is equal to some 
tenths of a percent, which is not so bad”. 

Mr. E. Bogat who was present at this discussion, exclaimed, “Where do you known 
this from? Everyone knows that it is the state secret!” 


Example 4.2.5 (Operating speed of an automatic control system). In an analysis of 
control systems the concept of a mean geometric root w is used. Consider the charac- 
teristic equation of a dynamic system of the form 


p” +an-1p" | +---+aipt+ao=0, 


where p1,..., Pn are its roots. 
Let us denote the geometrical mean of these roots as w, then 


wo= Vdo = */Pip2.--Pn- 


Let the characteristic equation be reduced to the normalized form, making the substi- 
tution p = g %/ap = wg: 


gh = tig og Hae 0. 
ao ao 
The increase of w results in a proportional radial bias of the roots on the plane 
of complex numbers. At the same time, the form of a transient process remains un- 
changed, and only its time scale will change. Therefore, the mean geometrical root w 
can serve as the measure of the response speed of the automatic control system. 
Let us notice that the formula of a geometrical mean of two numbers G = ,/xX1x2 


can be generalized for the case of n numbers in another manner, namely by extracting 
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the square root from the arithmetic mean of pair products of these numbers: 


G [X1Xp + X2Xy—1 + X3Xp—2 +++ + XnX1 
1= ———— —  —. 
n 


Considering all possible pair products, we get the formula of the combinatoric 
mean: 


@ XyXQ + XpXZ Hs FXXy + XQNZ Hs + XQ Hes + Xn-1Xn 
a Ct, 2) 


where C(n, 2) is the binomial coefficient (n choose 2). 
At n = 3 both formulae coincide: 


G,; =G= Se. (4.2.11) 


Example 4.2.6 (Surface of the parallelepiped and cube). Figure 4.6 presents a brick 
with the edges /) = 250mm, /27 = 160mm, /3 = 65mm. What must the edge / of a 
cubic brick with an equal surface be? 


Figure 4.6. Surfaces of the parallelepiped and cube. 


To get the answer, let us calculate the total area of all facets: 
S = 2h + hk + lls) = 133300, 


and equate its surfaces of the cube sought as 6/7. 
As aresult we get the formula of the combinatoric mean (4.2.11): 


l= pats + hls = pat 2uaidO wi 
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4.2.3.3 Harmonic mean 


By the harmonic mean of n numbers x1,--- , Xx, is meant the quantity 


n 


& = H(x1,...,Xn) = (4.2.12) 


regret 
Thus, the harmonic mean is the number the reciprocal value of which is the arithmetical 
mean of the reciprocal values of the numbers given. Because of this it is also called 
the reciprocal arithmetic mean. 

For the case of two and three measurements the harmonic mean is determined by 
the formulae 


rs 2 2X 1X2 - 3 3X1 X2X3 
AT Ege. ea? ee ee ae hay ee 
Xi Xo 1 2. ra Xo x3 142 143 243 


The name “harmonic mean” is connected with the harmonic series, which is well 
known in mathematics: 


eee 
je as 

Every term of this series beginning from the second one is equal to the harmonic 
mean of its adjacent terms, e.g., 1/n is the harmonic mean of fractions 1/(m — 1) and 
1/(n + 1). However, there is also an opposing point of view, according to which the 
name of this series comes from from the harmonic mean. 

The harmonic mean is used for calculating a mean velocity at the time of a relay 
race if the velocity values at its separate stages and the length values of all stages are 
known. The harmonic mean is also used in calculating an average lifetime, average 
price of products when sale volumes at a number of trade shops are known. This mean 
is also applied in the case of determining labor inputs or material costs per unit of 
production for two or more enterprises. 

Let us now look at two problems of calculating a mean speed. 


Problem 1. A car moves at a speed v; = 20km/h during the first hour. What is the 
velocity during the second hour so that the average velocity is 40 km/h? 


Problem 2. A car moves from point A to point B at a speed vy = 20 km/h. What is 
the speed v2 of the car on its return from point B to point A so that the average speed 
is 40 km/h? 


The above problems differ from each other in the following way: in the first case the 
time of movement is divided into two equal parts, and in the second case the two parts 
of the journey are equal. 

Simple calculation shows that in the first case the average speed is the arithmetical 
mean of the speeds on the separate legs of the journey. Thus, we obtain the result: 
v2 = 60 km/h. 
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In the second case the average speed is the harmonic mean of the speeds on the 
separate legs of the journey: 


i iia 2 
eae v1 + U2 


2 U1V2 
Umean = 2 


Substitution of the problem data in this formula results in an equality 20+ v2 = v2, 
implemented only at vz > oo. 
In this way we obtain two rules for calculating the average speed: 


(1) If the speeds v1,...,v, belong to equal time intervals, then the formula of the 
arithmetical mean v,, = 4(v; + +--+ v,) should be used. 


(2) If the speeds v1,..., Un belong. to equal parts of the journey, then the formula of 


the harmonic mean vy, = pee should be used. 


Example 4.2.7. We want to calculate the average speed of two cars which made the 
same journey, but at different speeds. The first car moved at the speed of 100 km/h 
and the second at the speed of 90 km/h. 
To calculate the average speed the formula of the harmonic mean is used: 
2 _ 1800 | 


Example 4.2.8. Two typists are given the task of reproducing a report. The more ex- 
perienced of them could do the entire job in two hours, the less experienced in 3 hours. 
How much time would be necessary to reproduce the report if the typists divide the 
work between them to finish it in the shortest possible time? 

The following formula gives the correct answer: 


1 1 6 ; 
= = =e bn lemin. 


This is the half of the harmonic mean. 


Example 4.2.9 (Waiting for a bus). At a bus station buses from three routes make a 
stop. The intervals of their movement are 5, 9, and 12 min, respectively. What is the 
average time of waiting for a bus? 

It is intuitively clear that this time is twice less than 5 min. But an accurate answer 
can be calculated by the formula 


1 
T = ——. = 2.535 min, 


1 1 1 
(n+n+7) 
i.e., the average time is equal to a third of the harmonic mean. 


The formula of a harmonic mean can be applied when the arguments have different 
signs; however, then the result can exceed the maximum of the arguments. 
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Example 4.2.10. To fill a bath tub with cold water takes 8 minutes, and with hot 
water 10 minutes. The water from the full tub drains in 5 minutes. How much time is 
necessary to fill the tub when the drain is open? 

Let the bathtub volume be taken as the unit, then the speed of filling the tub with cold 
water will be vy = i, and with hot water v2 = + and the draining speed v3 = —t. 
Multiplying the total speed by the time sought, we obtain 


(vj + v2 + v3)T = 1, 


Hence 1 1 1 
= = = aoe = 40 in. 
Vi + V2 + U3 g+ip7 5 0.025 


This is one-third of the harmonic mean of the quantities 8, 10, and —S. 


Example 4.2.11. Let us consider a cylindrical container with height / and radius r. 
We need to find the ratio of its volume V to its full surface S: 


V rh 1 
ee a Ge hy. 
5 Opn 


It is one-fourth of the harmonic mean of the height and radius of the cylinder. 


V=areh, S =2nr* +2zrh, 


Example 4.2.12 (Harmonic quadruple of points). Consider four points A, M, B, N 
on a straight line (Figure 4.7). 


Figure 4.7. Harmonic quadruple of points. 


It is said that point M divides the segment AB in the ratio of aM = k, in the 
internal way, and the point N divides the same segment in the ratio of an = ky in 
the external way. If the condition kj = k», is met, then the quadruple of the points 
is called harmonic. For example, if the segments AB and BN are of equal length, 
then to fulfill the condition of harmony point M has to divide the segment AB in the 
ratio of 2:1. The concept of a harmonic quadruple of points plays an important role 
in projective geometry, being one of its invariants. 

In Figure 4.7 it is possible to see that the segment M/W is shorter than AN, but 
longer than BN. Let us show that the length values of these segments for the harmonic 
quadruple are linked by the formula of harmonic mean. 

Let the lengths of the segments AN, BN, MN be denoted by the letters a, b, c, 
and c be expressed through a and b. 
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From the relation au = an we have 


AM a AM+MB_ a+b a—b _a+b 


MB Db’ MB b ’ MB b 
hence 
= D 
WEI 2 "| App. 
a+b a+b 


Taking into account that MB + b =c we get 


ce 2ab 
ath’ 


which coincides with the formula of harmonic mean. 
Thus, the segment MN represents the harmonic mean of the segments AN and BN. 
Let us note that the formulae of the focal distance of a lens, the connection of parallel 
resistors, and the hardness of springs connected in a series, respectively, have a form 
close to the harmonic mean. 


Example 4.2.13 (Focal distance of a lens). To calculate the focus distance of the lens f 
in geometrical optics, the formula given below is used: 

1 1 1 

Grate 
where a is the distance from an object to the lens, and b is the distance from the lens 
to the image. 

From this it follows that the focus distance is equal to a half of the harmonic mean 
of the numbers a and b. 

There is an elegant method which allows any value to be found from the three values 
jf, a, and b (where two are unknown) without calculations using a nomogram with 
three simple scales located at an angle of 60° relative to each other (Figure 4.8). 

If a thread placed against the scales of such a type passes through two given points 
(as shown in Figure 4.8) then by the given numbers a and 6 (or f) it is immediately 
possible to determine f (or, correspondingly, b). Halving the scale along the vertical 
axis is a simple method for determining the geometrical mean of two numbers. 


Example 4.2.14 (Parallel connection of resistors). Let us consider the two circuits 
shown in Figure 4.9. We want to determine the quantity R at which the resulting re- 
sistances of both circuits are equal. 

The R quantity in question is the harmonic mean of resistances R,, Ro, R3: 


3 


R= * 
I i I 
Reo We 
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Figure 4.8. Finding the harmonic mean of two numbers. 


Ry R 
Li 
a 
a w@ = © ia 0) 
R 
: _— 


Figure 4.9. Harmonic mean of resistance. 


Example 4.2.15 (Connection of springs in series). In Figure 4.10 we depict a connec- 
tion in a series of two elastic springs with the values of hardness k; and kp. 


ky ky 


Figure 4.10. Connection of springs in series. 


The hardness K of an equivalent spring is determined by the formula z = i + ot 
which is similar to the formula for the parallel connection of resistors. 

Let us consider the two systems of springs shown in Figure 4.11. We want to deter- 
mine the hardness of the spring K at which the general hardness values of both spring 
systems are equal. 
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Figure 4.11. Harmonic mean of the spring force K. 


It should be noted that the general hardness K of a series connection of three springs 
is described by the formula x — i + b + ES From this we obtain for K the formula 
of the harmonic mean: : 


3 
<= L 1 i 
tat 
4.2.3.4 Contraharmonic mean 
Contraharmonic mean of n positive numbers x1,-+- , Xp is the term for a quantity equal 


to the ratio of the arithmetic mean of the squares of these numbers to an arithmetic 
mean of the numbers themselves: 


(a xpos st) 
2 2, 2; 
F n Xp txg tes + xF 
Ce) Ss ee 015) 
X{ X2 eee Xn X{ xX2 eee Xn 
n 


For two and three measurements the contraharmonic mean is determined by 


2 2 2 2 2 
_ xXy7 +X 5s x x x 
x= REL =: x= se 4 

X{ + X2 X{ X2 X3 


The graph of the two variables is the quadratic cone surface x* + y*—xz— yz =0, 
as one may infer its level curves (x — c/2)* + (y — ¢/2)* = c?/2. 


Example 4.2.16. Integer 5 is the contraharmonic mean of 2 and 6, as well as of 3 and 
6, i.e., 2, 5, 6 are in contraharmonic proportion, and similarly 3, 5, 6: 


(27 + 6*)/(2+ 6) = 40/8 =5; (37+ 67)/(3 +6) = 45/9 =5. 


The word “contraharmonic” is explained by the fact that for two measurements the 
contraharmonic is greater than the arithmetic mean as much as the arithmetic mean is 
greater than the harmonic mean: C — A = A— H. 

Hence it follows that the arithmetic mean of two numbers a, b is equal to the arith- 
metic mean of their harmonic and contraharmonic means: 


A(a,b) = A(H(a,b),C(a,b)) or A=(H +C)/2. 
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Thus, at 1 = 2 the contraharmonic mean is a function complementary to the harmonic 
mean. 

As a gets closer to 0, then H(a,b) also gets closer to 0. The harmonic mean is 
very sensitive to low values. On the contrary, the contraharmonic mean is sensitive 
to larger values, so as a approaches 0 then C(a,b) approaches b (so their average 
remains A(a, b)). 

The contraharmonic mean can be applied in algorithms of image processing (the 
contraharmonic mean filter is well suited for reducing or virtually eliminating the ef- 
fects of salt-and-pepper noise). 

The generalization of the contraharmonic mean is the so called Lehmer mean that 
at n = 3 is determined by the formula 

, We EA Ee 
x= ‘3 


i i 
: ne alee oe 


At p = | there is an arithmetic mean, at p = 2 a contraharmonic mean, and at 
Pp — o the maximum of three measurements is obtained. 


4.2.3.5 Quadratic mean 


A quadratic mean of numbers x1,--- , X» is called the quantity 


2 2 res 2 
% = O(x1,...,Xn) = ———s (4.2.14) 


For the case of two and three measurements the quadratic mean is determined by 


the formulae 
[x2 + x2 % Ix? + x3 + x2 
“A 1 2 ; 1 = 3 . 


The quadratic mean is used in many fields. In particular, concepts from probabil- 
ity theory and mathematical statistics such as dispersion and mean square deviation 
are determined with the help of the quadratic mean. The quadratic mean is applied 
if according to the problem conditions it is necessary to keep the sum of squares un- 
changed at their replacement by a mean. The measurement of the diameter of a tree, 
which is conventionally done in forestries, is a quadratic mean diameter, rather than 
an arithmetic mean diameter [133]. 


Example 4.2.17. Given three square lots with sides x; = 100m; x2 = 200m; x3 = 
300 m. We want to replace the different values of the side lengths by a mean reasoning 
in order to have the same general area for all the lots. 

The arithmetic mean of the side length (100 + 200 + 300): 3 = 200m does not 
satisfy this condition, since the joint area of the three lots with the side of 200 m would 
be equal to 

3(200 m)? = 120000 m?. 
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At the same time, the area of the given three lots is equal to 
(100m)? + (200 m)” + (300 m)* = 140000 m’. 


The quadratic mean will be the correct answer: 


: (100)2 + (200)? + (300) 
£ =f = 216m 


For two measurements x; = a, x2 = b the quadratic mean can be expressed through 
an arithmetic, geometric, and contraharmonic means with the help of the formula 


Q(a,b) = G(A(a,b), C(a,b)), 


or for short, Q = G(A,C). 
Its correctness follows from the chain of equalities: 


atb a+b? a+b a*+b? 
A(a,b = , = ; 
G( (a, ), C(a, b)) G ( 2 at b ) 2: a+ b 
a2 + b2 
= 5 = O(a, bd). 


4.2.4 Geometrical interpretation of the means 


The arithmetic, geometric, and harmonic means are known as the Pythagorean means. 
One of the geometric presentations which allow the Pythagorean means of two num- 
bers to be visually compared is shown in Figure 4.12. They are shown in the form of 
the segments a and b, forming a diameter of a semicircumference. Its radius is equal 
to the arithmetic mean of the numbers a and b, and the length of the perpendicular 
G is equal to their geometric mean. The length of the leg H of a right-angle triangle 
with the hypotenuse G is equal to the harmonic mean. It should be noted that, since 
H+C = 2A, the contraharmonic C is equal to the remaining part of the diameter on 
which the segment His located. 

From Figure 4.12 it is seen that if a is not equal to b, the geometric mean 
will always be greater than the harmonic mean, but less than the arithmetic mean 
C>A>G>H. 

There are many interesting problems connected with the Pythagorean means. One of 
them consists of finding such pairs of the positive integers a, b, for which all three A, 
G, H are the integers. There are a great many of such pairs. Some of them are indicated 
in Table 4.2; others can be found at http://i-eron.livejournal.com/55678.html. 

There are also other fine geometric representations of classical means [444]. Let A 
be the arithmetic mean of two positive numbers a and b, G is their geometric mean, H 
is the harmonic mean, Q is the quadratic mean, m is the minimum number and M is 
the maximum number of the numbers a and b. 
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< a >< b > 


Figure 4.12. Pythagorean means. 


Table 4.2. Pairs of positive integers a, b, for which the means A, G, H are the integers. 


a b A G el 
5 45 25 15 9 
10 40 25 20 16 
30 120 75 60 48 


13 325 169 65 25 


The geometric interpretation of these means, e.g., some segments in a trapezium 
with the bases a and J, is illustrated in Figure 4.13. All segments H, G, A, QO are 
parallel to the trapezoid bases. 


b 

m = min(a,b) (minimal) 

2ab . 
= (harmonic) 

a+b 

G = ~vab (geometric) 

a+b . . 
= 5 (arithmetic) 


a2 +b? : 
Q= —— (quadratic) 


M =max(a,b) (maximal) 


a 


Figure 4.13. Trapezoid of the means. 
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The segment H, the length of which is equal to the harmonic mean, passes through a 
cross point of the trapezium diagonals. Segment G, the geometrical mean, divides the 
trapezium into two similar parts. Segment A is the median of the trapezium. Its length 
is equal to a half of the sum of the bases, i.e., their arithmetical mean. The segment 
Q, the length of which is equal to the quadratic mean, divides the trapezium into two 
equal (with respect to the area) parts. 

Segment C, corresponding to the contraharmonic mean, is at the same distance 
from the median line A as the harmonic segment H (the center of the dotted line 
circumference lies on segment A). Finally the bases themselves, equal to the maximum 
and minimum numbers of all numbers a, b, represent the extreme cases of the mean 
values. 

From Figure 4.13 it can be seen that the means satisfy the chain of inequalities: 


m<xH<G<A<Q<C<M. (4.2.15) 


Thus, the contraharmonic mean occupies the closest place with respect to the large 
base of the trapezoid, after it the quadratic mean and arithmetic mean follow, further 
on the geometric mean goes and, at last, the harmonic mean. 

It is clear that the lengths of these segments do not depend on the form of the trape- 
zoid. For all trapezoids with given lengths of bases a and b the means indicated are 
equal correspondingly. When a = 5, then the trapezoid becomes a parallelogram, and 
all seven means coincide and become equal to a. 

Details of the geometric construction of all indicated segments can be found in 
[444] and at the site http://jwilson.coe.uga.edu/EMT668/EMAT6680.2000/Umberger/ 
EMAT6690smu/. 

The third method for the geometric interpretation of means of two positive numbers 
a and b, a < b, is shown in Figure 4.14. 

The initial segments OA = a and OB = b are marked on a straight line. On the 
segment AB = b — a as on the diameter a circumference is constructed with the 
center at the point S. To this circumference two tangent OP and OQ are lined. The 
segment PCQ connects the points of tangency, and the radius SE is perpendicular to 
the diameter AB. 


Then the segment OS corresponds to the arithmetic mean A = are 


2 
ment OP corresponds to the geometric mean G = V ab (according to the tangent and 


secant line theorem). The lengths of the segments OC and OE will be equal to the 
harmonic mean H = 24h and to the quadratic mean Q = ,/(a? + b?)/2. 

One more method for the graphical representation of the means of two numbers 
is shown in Figure 4.15. In this figure diagrams of curves for six means are given. 
These diagrams have been constructed on the basis of assumption that the number b 
is constant and the number a possesses various values. At a = b all the curves are 
intersected. Hatch is applied to “forbidden” areas within which no means of two num- 


, and the seg- 
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Figure 4.14. Circumference of the means. 


Means M 
OQ 
24 
7 
oo .—G 
Z -_ 
Ata H 


m 


Figure 4.15. Diagrams of the classical means. 


bers can be located (according to the definition the mean has to be located between the 
numbers a and bd). 
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In Figure 4.15 the straight line corresponds to the arithmetic mean, the parabola 
turned by 90° to the geometric mean, and the hyperbolic curve to the harmonic mean. 
Let us notice that all the curves satisfy the chain of inequalities (4.2.15), which con- 
nects the means. 

In addition to these classical means, there are also many others. In particular, any 
monotone curve lying in the sector which is not shaded in Figure 4.15 will correspond 
to a certain mean. 


4.2.5 Relations of the means 


4.2.5.1 Relations in the form of inequalities 


In Figure 4.15 the chain of inequalities connecting the means for the case of two mea- 
surements can be easily seen: 


m<H<G<A<QO<C <M, (4.2.16) 


or in a more detailed notation 


2 2 Cae 
min(a,b) < “7 < Jab < 47" <4 ve ae _ < max(a,b). 
om ‘i (4.2.17) 


The algebraic proof of these inequalities can be done without difficulty. 
For example, considering the difference A-G, we get 


gO 2h =O ee Ce =o) SO. 


and hence it follows that A > G. 
In the same way the consideration of the difference (1/H)—-(1/G) gives 


a ( 1 1 ) 
a + ed — da ry = 0, 
ab Vab \Va vb 
and from here it follows that G > H. 
The remaining inequalities are proved in the same simple way. 
The pair-wise differences of these means satisfy the following three inequalities: 


G-A<H-O, H-A<O-G, O-H<H-G. (4.2.18) 


Inequalities (4.2.15) are true with any number of arguments. They, as well as their 
generalizations (the Cauchy, Minkowski, and Jensen inequalities) are often used in 
mathematics to solve various problems. 


Example 4.2.18. The task is to determine the minimum value of the sum a? + b? if 
a+b = 2, the numbers a and b being positive. 

This problem can be solved with the help of the inequality between the quadratic 
mean and the arithmetic mean Q? > A’. In accordance with the problem condition 
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2 2. yas 
A= ate = |, therefore, OF — oth > 1. Consequently, the minimum sum a> +b? 
is 2. 


Example 4.2.19. The task is to prove that for any numbers a, b, and c with similar 
signs the relation 5 + 2 “ £ > 3 is true. Let the inequality between the arithmetic and 


geometric means of three numbers - B be used: 
a ai b ‘i Cc 
bic ay 3/4 ee 6 =4 
3 ~Vbeca 


The second member of the inequality is equal to 1; hence the required relation is ob- 
tained. 


4.2.5.2 Relations in the form of equalities 


Let us examine the question of how to find algebraic combinations of the means in- 
variant with respect to measurements; e.g., the arithmetic mean, quadratic mean and 
contraharmonic mean: 


1 n 
A=— 0M O= 


i=l 


at any x; satisfy the invariant relation 
AC — 9? =0. (4.2.19) 


It is obvious that the number of such relations depend on both the set of the means 
being considered and the number of measurements x;. The less n is, the greater is the 
number of invariant relations which can be expected. 

The simplest method for finding the invariant relations is as follows. Let us take the 
totality m =n + 1 means from n arguments x;: 

yj = Fi(X1,...,Xn), i =1,m. (4.2.20) 

Then, excluding from the system of (n+ 1) equations (4.2.20) n variables x1,..., Xn, 

we obtain the invariant relation 


FO1+- +> Ym) = 0, 


which does not depend on the measurement values x1,...,Xp. 
For example, excluding the pair a, b from three Pythagorean means 


goer Qe ob, HEH ou 
2 at+b 


causes us to get the invariant relation AH — G? = 0. 
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If m =n + 2, then removing alternately one of the equations from system (4.2.20) 
and acting in the manner described, it is possible to obtain the totality of (n + 2) 
invariant relations: 

Si(V1,---5¥m) = 0, i = Tim. 


Similarly, (m choose 2) invariant relations are obtained for m = n + 3. Note that 
among the relations found, there can be relations, functionally dependent, which are 
the combinations of other relations. One of the approaches for revealing such combi- 
nations is based on the construction of the Jacobi matrix of the function system under 
study and analysis of its rank. 

Let us look more closely at the invariant relations for two and three measurements. 


4.2.5.3 Invariant relations for two measurements 


Let five means of two numbers a and b be considered: arithmetic, geometric, harmonic, 
contraharmonic, and quadratic. Atn =2 the formulae for them have the form 


fer’ G= oP: He ay 
2 a+b 


2 2 2 2 
a+b a*>+b 
Cc = ——, = ‘ 4.2.21 
Fhe 5 ( ) 
In order to find the algebraic relations connecting them to each other, use the method 
of excluding the parameters a, b from different triplets of means. 
Altogether, we have 10 versions of such triplets, obtained by removing the following 


pairs of the means from formulae (4.2.21): 


(A, Q),(G, Q), (H, Q),(C, Q),(G, C), (H, C), (A, C), (A, 1), (G, H), (A, G). 
(4.2.22) 

Performing such calculation operations, we obtain (5 choose 2) = 10 algebraic re- 
lations connecting different triplets of means (see Table 4.3). 

In each line of the table we give invariant combinations of the given triplet of means, 
which do not depend on the arguments (the numbers a, b), formula connecting these 
means, and the corresponding functional equation. 

All invariant relations are uniform, whereby one of them is linear, seven are qua- 
dratic, and two (the seventh and the eighth ones) are of the fourth order. For the purpose 
of uniformity the linear equation can be transformed into the quadratic one, multiply- 
ing it by A: 


24*— AC — AH =0. 


Since the number of equations is twice the number of arguments, then the relations 
have to be functionally dependent. Let us write the Jacobi matrix for the left parts of 
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Table 4.3. Invariant combinations of the means at n = 2. 


N° Means Invariant relations of different Formulae of connect- Functional equation 
triplets of means ing triplets of means 

1. (G,H,C) H? + CH —2G? =0 H(C + H)=2G? G(A(C,H)+H=G 
2. (A,H,C) 2A—-C-H=0 C+H=2A A(C,H)=A 

3. (A,G,C) 2A?- AC -G?=0 AC + G? = 2A? A(AC, G?) = A? 
4. (A,G,H) AH-G*=0 AH =G G(A,H) =G 

5. (4,H,Q) 2A? AH —-Q?=0 AH + Q? =2A? A(AH, Q?) = A? 
6. (A,G,Q) G?+ Q0?-247=0 G? 4+ Q? =24 O(G,Q)=A 


7. (G,H,Q) —G?H?—H?02?+2G4=0 #H2(G2+02)=2G4 G(H,Q(G,0))=G 


8. (G,C,Q0) C’G?+C*Q?-20*=0 =C(G*+0*)=20* G(C,O(G,2))= 0 


9. (A,C,Q) AC — Q? = 0 for any n AC = Q? G(A,C) = 0 
10. (H,C,Q) C?+CH -20? =0 C(C+H)=20? G(A(C,H),C)=9 


the invariant relations: 


0 —4G 2H+C H 0 
|e +44—H 0 —A —A 0 
—C +4A ~2G 0 —A 0 
H ~2G A 0 0 
y= 44—H 0 —A 0 ~20 
4A ~2G 0 0 ~20 
0 —2GH? + 8G? —2G*H —2HQ? 0 —2H’O 
0 2C’?G 0 2G?C +20°C 20C*7-—80? 
-C 0 0 —A 20 
0 0 C H +2C -40 


Its analysis allows the following linear dependencies between the lines 5; of this 
matrix be revealed: 


So + S4= $3, S4+S5 = So, S5+ So = So. 


Such dependencies exist between the corresponding invariant relations shown in 
Table 4.3; e.g., summing up the fourth and fifth relations one gets the sixth one, and 
so on. 
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4.2.5.4 Invariant relations in case of three measurements 


Consider the same five means: arithmetic, geometric, harmonic, contraharmonic, and 
quadratic. Atn = 3 the formulae for them have the form: 


b 2 
A= SS" Ga abe, H = 
rine ear 


7g i er ef 
a+b+c 3 


The algebraic relations, connecting these means to each other, will be found by 
the way of excluding the parameters a, b, c from the equations for the following five 
groups of the means indicated: 


(4.2.23) 


(A,G,H,Q), (A,G,H,C), (G,H,C,Q), (A,G,C,Q), (A, (H,C, Q)). 


Performing the corresponding computation, one gets four invariant relations con- 
necting different quadruples of means (see Table 4.4). 


Table 4.4. Invariant combinations of the means at n = 3. 


N° Means Invariant relations of different Formulae connecting four means 
quadruples of means 


1. A,G,H,Q 3A?H —-HO?—2G?=0 2G3 4+ HO? =3A4°H 

2. A,H,C 34°H — AHC —2G> =0 2G3 + ACH =3A°H 

3. A,G,C C?HO? +2G°C?-3HO*=0 C*HO?+2G>C? = 3HO* 
4. A,H,G AC — QO? = 0 foranyn AC = Q? 


The invariant relations indicated in Table 4.4 are not independent. For example, the 
substitution of Q? = AC into the third relation gives the second one. 
To make an analysis of the functional dependence of invariant relations, let us con- 
struct Jacobi matrix for the four functions 
fi =3A4°H — HO? — 2G’, 
fp = 34°H — AHC — 26°, 
fs = C?HO? + 2G°C’ — 3H", 
fa = H(AC - Q”), 
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of five arguments (A,G, H,C, Q): 


6AH —6G* -—Q?+3A? 0 —20H 
a —HC+6AH -6G* -CA+3A? —AH 0 
0 6G2C2_ G?C2-304 2CHO?+4G3C 2C2HO-12HO | 
HC 0 CA-—@Q? AH —20H | 


The matrix rank J is equal to 3, which reveals the linear dependence of its lines: 
the first line is equal to the sum of the second and fourth one. The similar dependence 
of functions f; = f2 + f4 is in agreement with this. 

Thus, the five means considered appear to be connected by ten invariant relations 
at n = 2, and by four relations atn = 3. Atn = 4 and higher they have only one 
relation (4.2.14) AC = Q?. 

Let us note that knowledge of invariant relations appears to be useful for saving 
calculation operations in the process of finding the totality of means, for computing 
operations control, and in the treatment of indirect measurements. 

The number of relations connecting means can be increased if they include the quan- 
tities being averaged. The following relations can serve as an example: 


1 
Q*=A*+q’, C=A+ 74°, 


where gq means the quadratic mean of centered measurements 


a= [+e 47. 


i=1 


In addition to that, sometimes approximate relations between the means are consid- 
ered. So, the approximate equality N ~ A —3(A— M) between the mode WN and the 
arithmetic mean A and maximum M. 


4.2.6 Inverse problems in the theory of means 


The direct problem of the theory of mean quantities consists of determining a mean 
(or a number of means) of a given set of quantities measured. For small samples the 
inverse problem consisting of determining (calculating) unknown quantities by the 
known values of their means, is of interest. 

In metrology this corresponds to the case of indirect measurements, when indica- 
tions of instruments measuring various means of physical quantities (for example, an 
arithmetic mean or quadratic mean) are known and we wish to determine the physical 
quantities themselves. 

Another example is the problem of determining the geometric dimensions of a body, 
if its volume, surface area, or some other means characteristics are known. 
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It is clear that to solve the inverse problem it is necessary that the number of known 
means be not less than a number of unknown quantities. In the general case the inverse 
problem can be formulated in the following manner: there are given m different known 
means of a certain totality n < m of quantities; it is necessary to find these quantities. 

So long as the cases of two and three unknown quantities are of the greatest interest 
for practice, let us consider these cases in more detail, limiting ourselves to only five 
means: arithmetic, geometric, harmonic, contraharmonic, and quadratic. 


4.2.6.1 Inverse problems for n = 2 


For two unknown quantities a,b the algebraic equations for five mentioned means 
have the form 

be B 
nee 


2ab _@ +h? Q? = a* +b? 
a+b’ a+b’ a was 
(4.2.24) 


A G?=ab, H= 


To determine two unknown quantities a, b, it is necessary to know the values of two 
means. Looking through all the pairs from five means (4.2.24), one gets 10 inverse 
problems for n = 2, where 10 is the binomial coefficient (5 choose 2). 

Below, for each of them the algebraic equation is given, the roots of which give the 
values of the quantities sought a, b. 


Problem 1 for n = 2 (Recovery of the quantities a, b on the basis of the arithmetic 
and geometric means). The quantities sought are equal to the roots of the quadratic 
equation 


x?-2Ax+G?=0, a=A-VA2—-G2, b= A4+VA2—-G?. 


Problem 2 for n = 2 (Recovery of the quantities a, b on the basis of the arithmetic 
and harmonic means). The quantities sought are equal to the roots of the quadratic 
equation 


x?-2Ax+AH=0, a=A+/A(A—H), b=A-VJA(A— A). 


Problem 3 for n = 2 (Recovery of the quantities a b on the basis of the arithmetic and 
contraharmonic means). The quantities sought are equal to the roots of the quadratic 
equation 


x?—2Ax+AQA=—C)=0, a=A+/A(C—A), b= A-VA(C—A). 
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Problem 4 for n = 2 (Recovery of the quantities a, b on the basis of the arithmetic 
and quadratic means). The quantities sought are equal to the roots of the quadratic 
equation 


x2 -2Ax+242-Q?=0, a=A-J/Q?-A,, b=A+JS/O2—-A. 


Problem 5 for n = 2 (Recovery of the quantities a, b on the basis of the geometric 
and harmonic means). The quantities sought are equal to the roots of the quadratic 
equation 

2 


G G G 
x*-2=-x + G =0, a= = (G - VG? — H?), ba MG ENG? =H). 


Problem 6 for n = 2 (Recovery of the quantities a, b on the basis of the geometric 
and contraharmonic means). The quantities sought are equal to the positive roots of 
the equation of the fourth order 


x4 -—Cx?-CG’?x+ G*=0. 


Introducing the designation r? = C* + 8G’, the latter can be represented in the form 
P,(x)- P(x) = 0, where P}(x) = 2x*—(C +r)x+2G?, P2(x) = 2x*-(C—r)x+ 
2G’. 

The roots of the polynomial P)(x) are positive; they are equal to the quantities 
sought a, b: 


a=7(c+r-VuF+Cr— 1269), 
b=3(c+rt 20? + Cr— 126). 


Problem 7 for 2 = 2 (Recovery of the quantities a, b on the basis of the geomet- 
ric and quadratic means). The quantities sought are equal to the positive roots of the 
biquadratic equation 

xo 207x? +G*=0, 


which can be represented in the form 


(x? - x26? +207 + G?) (x? + x27 +20? + 6”) = 0. 


The roots of the first multiplier are positive and equal to the quantities sought a, b: 


a=LVVPTe-/P-®), b=“ Pres /F-M, 


= 
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Another record of these roots has the form 


a=(@-Jo-G, b= fo2+ Jor. 


Problem 8 for n = 2 (Recovery of the quantities a, b on the basis of harmonic and 
contraharmonic means). The quantities sought are equal to the roots of the quadratic 
equation 


x?-(C4+ H)x 4 2G + H) = 0, 


2 
1 1 
a= 5(C+H-VC* +H”), b=5(C+H+VC* +H’). 


Problem 9 for n = 2 (Recovery of the quantities a, b on the basis of harmonic and 
quadratic means). The quantities sought are equal to the positive roots of the fourth 
order 

2x4 — 2H x3 — (497 — H?)x* +407 Hx — H*Q? =0. 


Introducing the designation r? = H* + 8Q”, the latter can be represented in the form 
P,(x)- Po(x) = 0, where 


P\(x) = 4x?-2(H +r)x+H(H +r), Po(x) = 4x?+2(H +r)x+H(H +r). 


The quantities sought are equal to the roots of the polynomial P(x): 


aah tr VRE, b= Hr + IEG), 


Problem 10 for n = 2 (Recovery of the quantities a, b on the basis of contraharmonic 
and quadratic means). The quantities sought are equal to the roots of the quadratic 
equation 


C*x? = I60'?x + 0°20? =C*) =0; 


a=£0-V@-0), v= £00+ VC, 


Thus, the solution of all ten inverse problems at 1 = 2 is reduced to finding the roots 
of quadratic equations, the coefficients of which are expressed algebraically in terms 
of the mean quantities or with the help of radicals. 

The results obtained are given in Table 4.5, where the equations and formulae for 
determining the unknown quantities a, b by the given pairs of means are also indicated. 


Example 4.2.20. Let the geometric and contraharmonic means of two numbers 
G = 3,C = 8.2 are known. We wish to find these numbers. 
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Table 4.5. Inverse problems for n = 2. 


N° Means Quadratic equations for determining Formulae for the quantities a,b 
the quantities a,b 


1 A,G  x?—24x+G?=0 A+tJVA—-G 

2. AH x?—2Ax+ AH =0 A+ /A(A— A) 

3. A,C  x?—2Ax + A(2A—C) =0 A+ /A(C — A) 

A. SAO: “y= 9Ay 4 9A2—= 07 = 0 At /Q?—-# 

5. G,H 2 54g =0 o(G£V@—B) 

6 GC. 2x?-(C+r)x +26? =0, C+r+ 207 + Cr— 126?) 
r= JC*+38@ : 

7. G,Q x? — x/2G2 +202 + G* =0 we 


H 
8 HC x (C+ H)x+ >(C +H) =0 (C+H+JC?— H?) 


9. H,Q 4x°-2(H +r)x+H(H+r)=0, H+r+/2(440?— H2—rH) 
r= /H? +80? . . fh 


10. CQ C?x?—2C0?x+07(20?—C’) =0 £0 + /C?— Q?) 


In accordance with inverse problem 4.6 let us write the equation of the fourth order 
as 


x* ~Cx? —-CG’x+ G4 =0. 


After substitution of the numerical data and factorization this equation accepts the 
form 


xt — 8.2x? — 73.8x + 81 = (x — 1)(x —9)(x? + 1.8x + 9) =0. 


Dropping the third multiplier (its roots are complex), one obtains the values of the 
numbers sought: a = 1,b = 9. 

It should be noted that Table 4.5 can be used not only for calculating the quantities 
a, b on the basis their means, but also for deriving the invariant relations indicated in 
Table 4.3. The fact is that the roots of all quadratic equations of Table 4.5 are equal 
to the same numbers a, b. Consequently, the coefficients of these equations at similar 


234 Chapter 4 Algorithms for evaluating the result of two or three measurements 


powers x must also be equal to each other. Equating them gives a totality of invariant 
relations between the means at n = 2. 

In particular, the conditions of the equality of the free members of the equations 
give, for example, 6 invariant relations. 

The remaining invariant relations can be obtained by equating the coefficients at x. 


4.2.6.2 Inverse problems for n = 3 


Let us proceed to the problem of recovering three quantities a, b, c with the help of the 
known means of these quantities. Let the same five means given above be considered. 
Atn = 3 the algebraic equations have the form 


b 3 
Aa ee G3 = abe, H =>~——;. 
ee Ce: 2 so f2 ao 2 
= eee Or = a oa (4.2.25) 
a+b+c 3 


To “recover” the three quantities a, b, c it is necessary to know at least three means. 

Looking through all five triplets form means (4.19), ten inverse problems are ob- 
tained for n = 3 (the number of combinations from 5 by 3: 5 choose 3). 

Below for each of ten problems the algebraic equation is given, the roots of which 
give the values of the quantities sought a, b,c. 


Problem 1 for n = 3 (Recovery of the quantities a, b, c by the arithmetic, geometric, 
and harmonic means). The quantities sought are equal to the roots of the cubic equation 


G 
x? = SAX? S 35% G? =0. 


Problem 2 for n = 3 (Recovery of the quantities a, b, c by the arithmetic, geometric, 

and contraharmonic means). The quantities sought are equal to the roots of the cubic 

equation 3 
3 2 Dee 

x? —3Ax* + RIGA SO) = G = 0. 


Problem 3 for 2 = 3 (Recovery of the quantities a, b ,c by the arithmetic, geometric, 
and quadratic means). The quantities sought are equal to the roots of the cubic equation 


3 
yo S38 Ax 54GA° — Q*)x -G? =0. 


Problem 4 for n = 3 (Recovery of the quantities a, b, c by the arithmetic, harmonic, 
and contraharmonic means). The quantities sought are equal to the roots of the cubic 
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equation 3 1 
4S 3 Ay 54GA° —C)x- 5AHGA —C)=0. 


Problem 5 for n = 3 (Recovery of the quantities a, b, c by the arithmetic, harmonic, 
and quadratic means). The quantities sought are equal to the roots of the cubic equation 


3 H 
x3 —3Ax? + 534° =O) x= 7 A" —Q’)=0. 


Problem 6 for n = 3 (Recovery of the quantities a, b, c by the arithmetic, contra- 
harmonic, and quadratic means). The quantities indicated are connected by the relation 
QO” = AC, therefore the recovery of measurements is impossible. The problem has 
no solution (the degenerated case). 


Problem 7 for n = 3 (Recovery of the quantities a, b, c by the geometric, harmonic, 
and contraharmonic means). The quantities sought are equal to the roots of the sixth 
order equation 


6 5 G& 44 :G> 3 2 ,G° 6 
x? —Cx — ap GE + 2H)x + 3706 + CH~)x 64x +6 = 0. 


By performing the factorization of the first member of P = P, P and designating 
R* = C*H* + 24G3H we get 


yf RCH dy. SHG? 
x? = x 


P. = —G, 
: 2H 
R+CH 3xG3 
Bay ee =G*. 
2 x7 + A xo + H 


The quantities sought a, b, c are the roots of the polynomial P|: 


HC — JH(c?H + 24G3 3G? 
P, = Die tig NN Ss ae pierce een 3 
1 x 5) Xo oR xX G 


Problem 8 for n = 3 (Recovery of the quantities a, b, c by the geometric, harmonic 
and quadratic means). The quantities sought are equal to the roots of the equation of 
the sixth order 


6 2.4 3.3 G° , Ge 6 
x” —30°x" —2G°x + 95x —657x+G = 0. 


The factorization of the first member of P = P; P2 is performed: 
3G3 3G3 
Ppa eRe a6, ae Riera ae 


where R* = 6G3/H +307H. 
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The quantities sought a, b, c are the roots of the cubic equation 


Problem 9 for n = 3 (Recovery of the quantities a, b, c by the geometic, contrahar- 
monic and quadratic means). The quantities sought are equal to the roots of the cubic 
equation 


30 3Q? 
ge Sg? 4 B80? Cx — G? = 0, 


Problem 10 for n = 3 (Recovery of the quantities a, b, c by the harmonic, contrahar- 
monic and quadratic means). The quantities sought are equal to the roots of the cubic 
equation 
3 30° 2 30° C2 HQ? C2) = 

Thus, the solution of all inverse problems at n =3 is reduced to finding the roots of 
the cubic equations, the coefficients of which are expressed algebraically through the 
mean quantities or with the help of radicals. 

The obtained resulats are given in Table 4.6, with the cubic equations for determin- 
ing the unknown quantities a, b,c by the given triplets of means. 


Example 4.2.21. The parallelepiped has the following known dimensions: volume 
V = 8, area of its surface S = 28, total length of its edges L = 28. 

What are the lengths of its edges a, b, c? 

In this case the arithmetic mean is S = 7/8, and their geometric mean is G = 2. 
The harmonic mean of the edge lengths are found by the formula 


_ 3abc 
~ ab-+ac+be’ 
dividing the trebled volume of the parallelepiped by a half of its surface area gives 
A = 12/7. 
In this way the problem is reduced to the first problem of the inverse ones. In ac- 
cordance with the first line of Table 4.6 the edge lengths being sought are equal to the 
roots of the cubic equation 


G 
x? —3Ax? +3—x-G?=0 
H 


After substitution of the numerical data and factorization the equation has the form 
x? —Tx* + 14x —8 = (x -1(e-Da—-4) =0. 


Consequently, the lengths of edges area = 1,b =2,c = 4. 
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Table 4.6. Inverse problems at n = 3. 


N° Means Cubic equations for determining the quantities a, b, c 
G 

1. A,G,H x*—3Ax’ +3=-x-G* =0 
3 2,3 3 

2. A,G,C x° —3Ax tS AGA Ce G =0 

3 

3. A,G,Q x3 —3Ax? + 5 ABA" O*)x -G> =0 
3 >, 3 1 

4. A,H,C x” —3Ax ee C)x pInOAS OSH 0 
3 2,3 2 rey) 2 

5. A,H,Q x° —3Ax + 5GA-O)x-> GA —QO°)=0 

6. A,C,Q Determination of the quantities a, b, c is impossible. 


HC — /H(C2H + 24G3 3G 
Oo et ee Ne ree ee a Se en: Mes 
7. G,H,C x 5 x? + x-G@G=0 


[6G3 +30?H 3G3 
8. G,H,Q ee ce et Sx @=0 


30? 302 


3 2 2 2 3 
9. G,C,Q XO "ee + 302 B2 —C )x —G =0 
30: 30° HQ? 
a 2 2. pay 2_ 72) — 
10. H,C,0 x? — Ex? + 555 GQ? - C?)x — 5 GO? - C?) = 0 


In the same way as at n = 2, Table 4.6 can be used to derive the invariant relations 
given in Table 4.4. This is achieved by equating the coefficients of the cubic equations 
from Table 4.6 at the similar powers x. For example, writing the equality condition 
of free terms of the first and fourth equations, we get the invariant relation from the 
second line of Table 4.4. 


4.2.7 Weighted means 


All the mean estimates considered above have the property of symmetry with respect 
to measurement values. The permutation of the arguments x),...,X, in these means 
does not change the resulting estimate. 

In practice such means can be applied where we have equally accurate measure- 
ments. If the measurements are not equally accurate, then they should be included into 
the formulae using their multiplication by the corresponding coefficients, which takes 
into account error values of separate measurements. The estimates hereby obtained are 
referred to as weighted and have no symmetry property. 
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4.2.7.1 The weighted arithmetic mean 


The weighted arithmetic mean of a set of numbers x1, ..., x, with the positive weights 
a1,...,€n, the sum of which is equal to 1, is determined as 
n n 


If the sum of weights is not equal to 1, then in the formula given the normalizing 
factor is added: 


1 
2S a5— Ds ame: (4.2.26) 


Usually the weights a; are taken inversely proportional to the squares of the corre- 
sponding standard (quadratic mean) deviations. 

For two and three measurements the weighted arithmetic mean is determined by the 
formulae 


= 4X, +42xX2; ay +a. = 1; 
3 
X = ayx, + ax + 03X33 ) aj = 1. 


i=1 


=> 


Example 4.2.22 (Average speed). A man was was walking at the speed v; = 4.6 km/h. 
for 2 hours and at the speed v2 =5.1 km/h. for 3 hours. At what speed must he walk 
to cover the same distance within the same time? 

The average speed is determined by finding the weighted arithmetic mean: 


v = (2v; + 3v2)/(2 + 3) = 24.5/5 = 4.9 (km/h). 


Example 4.2.23. The average blood artery pressure P of an adult person is determined 
by the weighted arithmetic mean formula 


Pee ae See 
“3 1 2 Oe a pa 


where P; and P> are the systolic and diastolic arterial blood pressure. 
For example, if the pressure is 126/75 mm Hg, then the mean pressure will be 


126 —7 
po ees oaitie 


The standard of the World Health Organization is the pressure of 140/90 mm Hg, 
this corresponds to the average pressure of 107 mm Hg. 
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Example 4.2.24. Table 4.7 contains the data related to the monthly mean prices and 
the sales of potatoes in a supermarket for a yearly quarter. 


Table 4.7. Monthly mean prices and amount of sale of potatoes in a supermarket. 


January February March 


Monthly mean price per kg (roubles) 25 30 35 
Realized (kg) 9000 10000 8500 


What is the mean monthly price P for potatoes? 
To calculate the mean monthly price, let the formula of the weighted arithmetic 
mean be used: 


25. : ‘ 
pes 5 - 9000 + 30- 10000 + 35 - 8500 Ae oseies 
9000 + 10000 + 8500 


Example 4.2.25. Let the initial data of Table 4.1 be divided into groups, separating 
the groups of the same age. The data was given in Table 4.8. 


Table 4.8. Number of students of the same age per group. 


Age X, years 18 19 20 21 22 Sum total 
Number of students 2 11 5 1 1 20 


Now the mean age of the students of a group can be calculated by formula (4.2.20): 
1S 29 TL P20 eS 2 aed. 36 209 100 20 2 
2+114+5+1+1 - 20 


X= 
_ 388 


= — = 194. 
20 


The answer has not changed, but now the algorithm for calculation is more compact. 

As a result of grouping, a new index has been obtained, i.e., the relative frequency, 
which indicates the number of students of X years old. 

The maximum frequency corresponds to the age of 19 years. This is the so-called 
mode of the given set of numbers. Considering the middle of the ordered totality of 
ages, one obtains the median which is also equal to 19 years. 


Example 4.2.26 (Coordinates of the center of gravity). Let the system of m material 
points P;(x1, 1); P2(x2, v2); ..., Pn(Xn, Yn) with the masses m1, m2, ..., Mn be 
given on the plane Oxy. The products m;x; and mj; y; are called the static mass mo- 
ments mj; with respect to the axes Oy and Ox. 
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The coordinates of the centre of gravity of this system of points are determined by 
the formula 


n 
y= Mimi + moxe tot MnXn _ Vela MiXi 
CS oe A gk! ee eee OR es 
my +m +++++ My ia Mi 
n 
ey ee MnYn — dojni Mii 
CS So a 
my +m +s +My ia Mi 


Both formulae have the form of the weighted arithmetic mean; they are used in 
searching for the centers of gravity of various figures and bodies. For example, the 
center of gravity of a triangle is the point of intersection of its medians. It is the arith- 
metic mean of apexes of the triangle. 


Example 4.2.27 (Simpson’s rule). This rule allows the volume of seven geometric 
bodies to be calculated, namely the volume of a prism, pyramid, frustum pyramid, 
cylinder, cone, frustum cone, and sphere (Figure 4.16). 


Figure 4.16. View of geometric bodies: prism, pyramid, frustum pyramid, cylinder, cone, 
frustum cone, and sphere. 
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Simpson’s formula has the form 
h 
v= ra + 4by + bs), 


where h is the height of the body, b, is the area of the bottom base, b» is the section 
area of the body at the middle of its height, and b3 is the area of the upper base. 
Simpson’s formula can be applied for the approximate calculation of integrals: 


[0 peoar= 2 [ren tas (*) + p00], 


i=1 


This gives a more accurate result as compared to the formula of trapezoids in which 
the simple arithmetic mean is used: 


b n-1 
| 1a) (2 ans ris) 


i=1 


A peculiar feature of applying Simpson’s formula is the fact that the number of dis- 
sections of the integration segments is even. If the number of the dissection segments 
is odd, then for the first three segments the formula, which uses the parabola, raised 
to the third power and passing through the first four points, should be applied for the 
approximation of the integrand: 


3h 
[= 3 Wo ae OPT Oye Va) (4.2.27) 


This is Simpson’s rule of “three-eighths”’. 

As another example for applying the weighted mean in higher mathematics we cite 
the Runge-Kutta method, which is applied for the numerical solution of ordinary dif- 
ferential equations. If an initial value of the function yg is given, then the approximated 
value at the subsequent points is a by the iteration formula 


Yatl1 = atk 2k 2k3 k4). 


4.2.7.2 The weighted geometric mean 


The weighted geometric mean of a set of the positive numbers x,,...,X, with the 
positive weights a1,...,@n is determined as 


n 1/Sfe. ai 
Ri aj = 
x= ( I] Xx; ) = 00 (sr ae? » Qj ns] . 


For two and three measurements we have that 


1 1 
x= (xf! x§?) a1Fa2 , x= (xf! x8? x93) a FarFas 
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In practice it is easier to calculate this with the help of logarithms: 


n 


: Y > aj Inxi. 


i= 4 


Inx = 


i=1 


4.2.7.3 The weighted harmonic mean 


The weighted harmonic mean of a set of the numbers x1,..., x», with the positive 
weights a1,...,@» is determined by the formula 


ia 4 
Lie = 


For two and three measurements we have that 


R= (4.2.28) 


(a1 + a2)x1x2 oo (ay + a2 + 43)X1X2X3 


x= ; —— 
a2Xx1 + a, x2 A3X1X2 + AQX1X3 + A1X2X3 


Example 4.2.28. Table 4.9 contains the data for the potatoes sales at three supermar- 
kets in St. Petersburg for the period of one month. 


Table 4.9. Data for potatoes sales at three supermarkets in St. Petersburg for one month. 


Hypermarket Cost of the goods sold, thousands of roubles Price for 1 kg, in roubles 
Sennoy 140 25 
Kuznechniy 200 35 
Vasileostrovskiy 175 28 


The task is to determine the mean price for 1 kg of potatoes. 
Let us use formula (4.2.28) of the weighted harmonic mean: 


140+ 2 17 51.5 

P= se Gees aT = —— = 29.3 roubles. 
140 fe 200 ih 175 1.755 
25 35 28 

Here the cost of the goods sold is applied as the weighted coefficients. 


The weighted contraharmonic mean of a set of the numbers x1,...,X, with the 
positive weights a,,...,@, is determined by the formula 
a AXE + anxd +++ + anx? 
x = —  —_. 
Q{X1 + 42X72 T+ + anXn 
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For two and three measurements we have that 


AXE + a2xh . AXP + axe + 3x5 
x= SSS SS 
aX) + aX” AX) + a2X2 + A3X3 


The weighted Lehmer mean with the positive weights a; is defined as 


: ayxf + axf +++ + anxh 
Mt pe 
ayxfp + axe +++ + anXxh 


4.2.7.4 The weighted quadratic mean 


The weighted quadratic mean of a set of the numbers x),...,X, with the positive 
weights a, ...,@y is calculated by the formula 


Diet i x 
esi aj 


For two and three measurements we have that: 
ee a,X7 + a2x5 a1X7 + anxd + a3x% 
= ——qxcx—“, — a 
a, + a2 a, +a2+ 43 


Example 4.2.29. From 1998-2002 Prof. I. Kon did research in Russia on one anatom- 
ical dimension of 8267 men over the age of 18 years. The data he obtained are given 
in percentage in Table 4.10. 


ey 
ll 


ey 


Table 4.10. Results of research by Prof. I. Kon. 


Dimension (cm) 6 8 10 12 13 14 15 16 17 18 19 22 24 26 28 
Men altogether (%) 1 1 1 6 12 15 20 14 13 9 4 #1 1 1 1 


Notice that the elements of the second line give the sum of 100 %. When calculat- 
ing the weighted means they are applied as the weight coefficients. Let us find four 
weighted mean estimates: arithmetic, geometric, harmonic, and quadratic. 

The weighted arithmetic mean is determined by the formula 


X= 0.01(66+8+10+6-12+---+4-19+ 24+ 26 + 28) = 15.45. 


The weighted geometric mean is found by the formula 


= (6-8-10-128. ... «194.2224. 26-28) 1 ~ 15.17. 
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The weighted harmonic mean is found by the formula 
100 
X= 2): S$ _ fv 146. 
gcd Ly Oe 3 cat 1 1 1 
69°89 TO Ia 9 BA 286.” 38 


The weighted quadratic mean is found by the formula 


k = 0.1V62 + 82 + 102 + 6-122 +---4+ 4-192 + 22? + 242 + 262 + 282 


~ 15.73. 


The means obtained satisfy the chain of inequality (4.2.16). 

Notice that in the given case the so-called structural means, i.e., the median (the 
mean sample value) and mode (the most frequently obtained value) coincide and are 
equal to 15. 


4.2.7.5 The weighted means of a number of means 


One of the ways to get a new means is to average the means already known. The 
characteristic example of this is the Heronian mean of two numbers a and b. It is 
determined by the formula 


1 
My = (a+ Jab + b), (4.2.29) 


and used in finding the volume of a frustum of a pyramid or cone. Their volume is 
equal to the product of the height of the frustum and the Heronian mean of the areas 
of the opposing parallel faces. 

Here, in contrast to the Simpson formula (see Example 4.2.27) the area of the aver- 
age section of the body does not need to be known. 

The Heronian mean can be considered to be 


¢ the weighted arithmetic mean of two quantities, arithmetic mean and geometric 


mean: ; ae 5 , 
a+ 
M=-n- ~Vab=-A+-=G; 
a er a ag 
¢ the arithmetic mean of three quantities, the minimum, maximum, and geometric 


means: 


1 


This leads to two versions of its generalization for three and more arguments. 
The simple way for getting a new means is to add to the measured quantities one or 
more means and then to average the expanded set. 
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For example, the Heronian formula (4.2.29) can be interpreted as the mean of three 
quantities: numbers a, b, and their geometric mean: 


Hi (a,b) = A(a,b, G(a,b)). 


Replacing the quadratic mean by the arithmetic mean in this formula, we arrive at 


anew mean: 
2: i) b2 
Hy = O(a,b,G(a,b)) = | 5 = 


Use of the power mean instead of the quadratic mean gives the formula 


1 
a? + (ab)?/? + bP e 
| a oe 


which at p = 1,2,3,... describes the whole family of means. 
Another generalization of the Heronian mean has the form 


at+tb+awvab 


Ho (a,b) = —— 


5) 


where w > 0 is the arbitrary parameter [206, 241]. 

In particular, at @ = 1 one gets the usual Heronian mean (4.2.29). 

From the materials of this section we can see that there are many evaluation algo- 
rithms which can be applied for averaging data or measurement results in different 
situations. They are given above without any scientific explanation. In the next sec- 
tions we considered approaches for proving and obtaining these and other evaluation 
methods in accordance with the classification scheme in Figure 4.4. 


4.3 Algorithms of optimal evaluation 


4.3.1 Probability approach 


The optimal, in the sense of their probability criteria, estimates are the most grounded 
from a theoretical point of view. However, to use them it is necessary to know the 
probability properties of the signals being measured and of noise, which in turn usually 
requires a long and hard effort to collect experimental statistical material. 

The maximum likelihood estimates, as well as the Bayesian and Markovian esti- 
mates, have received the greatest publicity within the framework of the stochastic ap- 
proach. 
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4.3.1.1 Method of maximum likelihood 


This method was suggested by K.F. Gauss [177, 178], generalized by R. A. Fisher 
[166], and has become very widely used. The idea of the method is as follows. Let x1, 
x2, X3 be the measured values of a certain quantity x and having the distribution density 
of probabilities g((x1, x2, x3)|x). For independent measurements the joint density can 
be written as the product of three densities: 


& (1, X2,x3) |X) = f ile) f (x2 |x) f |x). (4.3.1) 


The function g((x1, x2, X3)|x) is called the function of likelihood. The value x, for 
which the likelihood function achieves the maximum, is called the maximum likeli- 
hood estimate Xx. Usually to simplify the computation scheme the logarithm rather 
than the likelihood function itself is maximized: 


L (x1, X2, x3 |x) = Ing (x1, X2, x3 |x). (4.3.2) 
When the likelihood function is rather “smooth”, the determination of the estimate is 
reduced to the solution of the nonlinear equation of the form 
OL (x1, X2, x3 |x 
CEOMREM)! 256 (4.3.3) 
Ox ‘ 


relative to an unknown parameter x. 


Example 4.3.1. Let f(x;,x) = We exp[-2t5*] be the normal density of prob- 
ability distribution with the mean value x and unit dispersion. We wish to determine 
the estimate for x by a sample consisting of independent observations x1, x2, x3. 

In this case the likelihood function will have the form 


3 
1 
L (x1, X2, x3 |x) = 31n (=) =~ 0.50 (xy Sx. 


i=l 
since for independent observations g((x, x2, x3)|x) = f(x1|x) f(x2|x) f(x%3|x). To 


get the estimate of the parameter x it is necessary to solve equation (4.3.3): 


OL (x1, X2, X3 |x) 
Ox 


: = (x1 x) (x2 x) (x3 x) = 0, 


hence 
” 1 
x= 3 + X2 + x3). 


Thus, the evaluation according to the maximum likelihood method at the heuristic 
assumption with respect to the normal law of measurement error distribution and in- 
dependence of the measurement values x1, x2, x3 coincides with estimate (4.2.4), ob- 
tained according to the least-squares method. 
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Provided that the probability density function of independent measurement values 
is described by the Laplace distribution law 


Ff (xi — xX) = 1 exp[co |x; — x], 


then the maximization of the likelihood function 


L (x1, X2, x3 |x) = 3Incy — co ([x1 — x| + [x2 — x| + [x3 — x]) (4.3.4) 


is reduced to the minimization of criterion (4.2.8): 


J3 = [xy — X| + [x2 — X| + [x3 — X| > min, 
x 


i.e., to the search for a mean module estimate. 

If the values of measurement are correlated between themselves and described by 
the normal law of distribution with the known covariation matrix N, then the maxi- 
mization of the likelihood function leads to the problem of minimizing the criterion 


F = [1 — 8) @2— 2) @s— DIN [1 — 2) 2-2) Gs — 2]? >in 
(4.3.5) 


At the same time, the optimal estimate, called the Markovian estimate, is calculated 
by the formula 
-1 


1 
F=ff111])N 1] 1 fl 11JN 1] x2 (4.3.6) 
1 


and coincides, as will be shown further on, with the estimate obtained using the gen- 
eralized least-squares method. 


4.3.1.2 Bayesian estimate 


This estimate is obtained as a result of minimization of the criterion of a mean risk: 


J= J (x, X) g (x |x1, x2, x3 )dx — min. (4.3.7) 
x 
The required condition of the minimum has the form 
0 i 
wf ele Or x1.x2.25) dr hoe = 0. (4.3.8) 


In the formulae applied, c(x, X) is the function of losses, and g(x|x1, x2, x3) is the 
a posteriori probability density of the parameter x under the given measurement results 
x1, X2, X3. The function g(x|x1, x2, x3) is connected with the probability density in the 
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maximum likelyhood method g(x1, x2, x3|x) by the Bayesian formula 


& (X1, X2, X3 |x) g(x) 


5 (4.3.9) 
& (X1, X2, X3) 


& (x |x1,X2,%3) = 

where g(x) is the a priori probability density of the parameter x. 

By assigning the loss function heuristically and presenting a priori information 
about the parameter in the form of the function g(x), equation (4.3.8) is obtained. 

For example, having assigned c(X,x) = (X — x)’, it is possible to show that the 
optimal estimate * = f xg(x |x1, x2, x3)dx represents a conventional mathematical 
expectation of the quantity x. If a priori information about the parameter x is absent 
and c(x, X) = const, then one usually chooses the value x, coinciding with the value 
x maximizing g(x |x1, x2, x3), ie., the estimate x being the maximum likelihood es- 
timate. 

Thus, assigning the loss function, it is possible to get one or another of the probabil- 
ity criteria, the minimization of which by the parameter will give the estimate of the 
unknown quantity. 


4.3.2 Deterministic approach 
4.3.2.1 Idea of the deterministic approach 


Let us consider the second approach, which does not use information about the prob- 
ability laws of error distribution in an explicit form. Accordance to this approach the 
problem of evaluation is interpreted as a deterministic problem of approximation. It 
consists of the fact that point X (an estimate) has to be found, which is the nearest to 
the three given points x1, x2, .x3 of the measurement values (Figure 4.17). For a strict 
formulation of the problem it is necessary to introduce a remoteness measure of the 
estimate from the values measured J = F(X, x1, X2, x3), which will serve as the cri- 
terion to be minimized. It is natural to require that this measure not be negative and 
could be transformed into zero only when all points coincide. 


£3 


x] x x2 X3 


Figure 4.17. Finding an estimate nearest to three measured values. 


In the simplest case it is possible to minimize the total distance |e1| + |e2| + |e3| 
from the values x1, x2, x3 to point x (Figure 4.17). 

This results in the following problem statement with respect to optimization. For 
the obtained measurement values x1, x2, x3 it is necessary to find the number xX (the 
estimate), at which the function J = F(X, x1, X2, x3) is minimal. 
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If the function F can be differentiated, the solution of the problem can be obtained 
from the condition 
TG eae = 0. (4.3.10) 
Ox 
The central moment in this approach is the choice of the kind of criterion J, realized 
for heuristic reasons by taking into account the character of the physical or technical 
problem to be solved. The mostly widely-used criteria include the quadratic, module, 
Chebyshev, and others. It should be noted that situations are possible where different 
criteria lead to the same estimate. This can be explained by the fact that different 
functions F can have the extremum at a common point. 
Below, some concrete criteria will be treated. 


4.3.2.2 Application of classical criteria 


The quadratic criterion 
According to this criterion the sum of the squares of the distances from the point X to 
the points x1, x2, x3, 1.e., criterion (4.2.5), is minimized: 
J = (x1 — 8)? + (42 — 8) + (3 — £). 
By differentiating and equating the derivative to zero, the following equation is 
obtained: 


2 (x1 x) } 2 (x2 x) t 2 (x3 x) = 0, 


from which 1 
t= 31 + X2 + x3). 


Thus, the mean arithmetic estimate is optimal by the quadratic criterion. As shown 
above, this estimate is the best one which can be obtained with the method of maxi- 
mum likelihood under equally accurate measurements with Gauss errors. These facts 
in combination with the computational simplicity of evaluation is the reason of its 
wide use in practice. 


The weighted quadratic criterion 
If the measurements are not equally accurate (for example, when performed with dif- 
ferent sensors) and their dispersions 07, 03, 0% are known, then it is possible to use 


the weighted quadratic criterion: 
1 , 1 ‘ 1 i 
J = (1-87 + 5  - 8? + 503-2). (4.3.11) 
OF 09 03 


Differentiating the derivatie and and equating it to zero leads to the weighted mean 
arithmetic estimate: 


. Do de eT Ba & 
#=-(4+5+3) (3+3+3). (4.3.12) 
OT" Oo. 203 Op 7 07 -:03 


which coincides with the previous one at 0; = 02 = 03. 
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The generalizing quadratic criterion 
If the measurements are not equally accurate and dependent, and the covariation matrix 
N of the measurement errors, 


2 
0; kin ky 
2 
N=| ka oF ko |, 
2 
k3, k32 03 


the elements of which characterize their mutual correlation, is known, then it is pos- 
sible to apply the criterion of Markovian evaluation (4.3.5), which corresponds to the 
generalized method of least squares: 


xy —-X 
i= ES ee Se ee x2 —-X 
x3—-X 


This criterion leads to estimate (4.3.6), generalizing both previous estimates: 
-1 


1 xX] 
. = a 1 
F=][l1yNn'}1 fL11JN 1] x =F (aims + aax2 + a3x3). 
1 X3 


The normalizing coefficient d in the last formula is equal to the sum of the elements 
of the inverse matrix N. The second multiplier represents a linear combination of the 
measurements, and its coefficients are formed by summing up the lines of this matrix. 


Example 4.3.2. Let us consider the case when the first value of measurements is 
independent with respect to kj2 = k,3 = 0 and other two have the same error: 


d=20, +o, +ky, ay =os+k3, a2 =a3 = 07, 
i.e., the estimate assumes the form 
(05 + k23) x1 + of (x2 + x3) 
207 + 0% +ka3 
If all three measurements are assumed to be equally accurate, 0) = 07 = 03 = 0, 

then the formula will become more simple: 
ko3x1 +07 (x1 + x2 + x3) 

307 + ko3 


x= 


x= 
At ko3 = 0 this estimate becomes the usual arithmetic mean. 


The module criterion 
This criterion has the form of equation (4.2.8): 


J = |x, —&| + |xo-—%| + [x3 -—2I, 
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1.e., itis equal to the sum of the distances €1, €2, €3 from the measurement values of the 
estimate (Figure 4.17). In this case the function F cannot be differentiated; therefore 
its minimum has to be found by some other method, rather than the one used before. 

This can be achieved most quickly by reasoning as follows. The function J is not 
negative; moreover, it is clear that J > /, where / is the length of the minimal segment, 
containing points, i.e., values of measurements (Figure 4.3). The diagram in Figure 4.3 
shows the dependence of the criterion J on X. The quantity J = / is achieved if X and 
the middle of three measurement values coincide, i.e., if X = med(x,, x2, x3) is taken. 
Such an estimate is called the sample median (terms such as “majority function” or 
“function of voting” are also in use) and has many interesting properties. 

In particular, it is weakly sensitive to possible variations of the error distribution 
laws, i.e., it is robust. 

As mentioned above, this is optimal for the errors distributed according to Laplace’s 
law. Robust means that such an estimate will give values close to the optimal ones and 
under other distribution laws. 

It is important that this estimate can be used at errors (crude errors, errors of a high 
level, for example, at a single failure of sensors), where one of the values measured 
strongly differs from two others. This is called the reliability or steadiness of the esti- 
mate. It should be noted that the estimates indicated above have no such property. 


Weighted module criterion 
This criterion is constructed by analogy with the weighted quadratic mean and has the 


form 
1 . 1 7 1 % 
J = — |x, —X| + — |xo —x| + — |x3 — xX]. (4.3.13) 
01 02 03 


Its minimization leads to the estimate coinciding with one of the measurement values 
(either with the median value or with the most accurate one). 


Minimax (Chebyshev) criterion 
When using Chebyshev criterion (4.2.7) 


J = max (|x; — X|,|x2 — X|, |x3 — X|) > min, 
x 


the maximum deviation from €1, €2, €3 is minimized. The minimum of this criterion 
is represented by the estimate located just in the middle of the segment (Figure 4.18). 
Here, the middle point is ignored (“disregarded”) like in the previous evaluation, 
where the extreme points were disregarded. 
The square mean is described by the formula 


x? + x8 + x3 


: (4.3.14) 


> 
ll 
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Figure 4.18. Minimization of deviations according to the Chebyshev criterion. 


It minimizes the criterion 


Pelee) GaP + ak). (4.3.15) 


It is possible to make sure it will perform the differentiation and equating the deriva- 


tive to zero. 
The geometric mean of three positive measurement values has the form 


S=2 X1X9X3. (4.3.16) 
It minimizes the sum of logarithmic deviations squares: 
J = (nx, —In&)* + (In x2 — In%)? + (In x3 — In&)’. (4.3.17) 


The harmonic mean is obtained from the arithmetic mean for inverse quantities: 


1 1/1 1 1 

Ss) 

Xx 3 xX] x2 x3 

This leads to the formula 
. 3 
xX] x2 X3 
which minimizes the sum of the squares of the inverse quantities deviations: 
J = (07) - 2" + ey — 8" + ey - 21). (4.3.19) 


This criterion can be rewritten in the equivalent form 


% 2 z 2; g 2 
r=(1-=) +(1-=) +(1-=) (4.3.20) 
xX] x2 x3 
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Power means 
A separate class of estimates is assigned by the formula 


| 
: (x¥ + xf + xf), (4.3.21) 


where k is any number, x; > 0. 
They can be obtained when minimizing the criterion: 


TH Oh yy Vata eG (4.3.22) 


Some of the estimates given above also belong to this class; in particular, the 
quadratic mean (4.3.14) is obtained at k = 2, arithmetic mean (4.1.4) is obtained 
atk = 1, and atk = —1 the harmonic mean (4.3.18) is obtained. At k = —oo and 
k = oo two new formulae are obtained: 


i min(x1,X2, x3) (4.3.23) 


and 
X = max(x1, X2, x3), (4.3.24) 


at which the smallest or largest value is taken from three measurement values. 
Assuming that k = 3, we come to the cubic mean of the form 


3 
a — (4.3.25) 


The cubic mean is applied when because of the problem conditions it is necessary 
to keep the sum of the cube quantities unchanged when replacing them with a mean 
quantity. This estimate is applied, for example, to determine the mean diameters of 
tree trunks, stocks of timber in warehouses, and on woodlots, for calculating the mean 
height of one-type vessels while preserving the general volume. 


Weighted power estimates 


Another still wider class of estimates can be obtained moving to the weighted criterion 
of the form 


7 = A(x — 5h)? + (ak - 28)? + Sak - 2), (4.3.26) 


which is constructed similarly to criterion (4.3.22). 
It leads to the weighted power mean 


(4.3.27) 
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which generalizes the estimates obtained earlier (4.2.4), (4.3.12), (4.3.14), (4.3.21), 
(4.3.23), (4.3.24). 
For example, at k = 3 the weighted cubic mean is obtained: 


X a3 yea 
ai 


Further generalizations of criterion (4.3.26) are possible. 


4.3.2.3 Use of compound criteria 


A large group of estimates can be obtained using so-called compound criteria, which 
represent definite combinations of the simple criteria considered earlier. This allows 
the estimates with assigned properties with respect to accuracy and reliability to be 
obtained. 

For example, we can consider the combinations of the quadratic Jg = J, (4.2.5) 
and module Jyy = J3 (4.2.8) criteria. They relate to the class of criteria which sym- 
metrically depend on the differences x; — %,x2 —X,xX2 —X: 


J = p(x; — X) + p(x2 — X) + (x3 — X), (4.3.28) 


where p is the so-called loss function (at the same time being the function of contrast, 
weight, or penalty). 

The form of the loss function for the quadratic criterion is shown in Figure 4.19a, 
and for the module criterion it is shown in Figure 4.19b. 


a) b) 


JQ JM 


0 x; — ¥ 0 xj —% 


Figure 4.19. Examples of compound criteria functions. 


Figure 4.19c illustrates the function of the compound (quadratic-module) criterion 
Jom. The lower part of the diagram shown in the figure (at |x| < 1) is formed by a 
parabola, and the upper part is formed by the straight line segments: 


0.5(x; — X)? if |xj —X| <a 


p(x; —£) = (4.3.29) 


a|x; —%|—0,5a* if |x; —X| >a. 
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At a loss function of this kind, one assigns to the small deviations, which do not 
exceed the quantity a, the same weight as in the case of the quadratic criterion, and 
deviations larger in value are taken into account with the less weight. This leads to an 
estimate equal to the arithmetic mean of the measurement values with a small deviation 
and to the sample median when the deviation is large. 

In Figure 4.20 the diagrams of the sensitivity function of the three criteria under 


consideration which are obtained by differentiating the loss function u = wes are 
L 

shown. 

a) Ug b) Um 


Xi-Xx 


Figure 4.20. Sensitivity functions for the compound criterion. 


Note that the analytic criterion is known which by its character is close to the com- 
pound criterion described above. It is used in a hybrid computer of the “Extrema” type 
and has form (4.3.27) with the loss function: 


p(xi —%) = Vf i — 8%) +a? -a, (4.3.30) 


where a is a certain constant. 
At small (as compared to a) values of the difference |x; — x| the function p (4.3.30), 
in the same way as function (4.3.29), is near to a parabola: 


oe) 
a 1 
p=a 1+ (= =) —al x —(xi =) (4.3.31) 
a 2a 


At small (as compared to a) values of the difference |x; — X| the function p (4.3.30), 
in the same way as function (4.3.29), has the linear character 


pw |x; —X|—a. 


Correspondingly, the derivative of the loss function is almost linear at |x; — x| << a 
and modulo close to | at |xj — X| >> a. 
The diagrams of function (4.3.31) and sensitivity function 


dp xj —X 


<< 
“04 — 8)? +a? 
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Figure 4.21. View of criterion (4.3.27) with loss function (4.3.29) (a) and its sensitivity (b). 


shown in Figure 4.21, are close in form to similar diagrams for the compound criterion 
Jom. 
Let us consider one more compound criterion with the loss function: 


0.5(x; 2%)? at|x; —2| <a 


PUES a= ‘ose at |xj —%| >a. G32) 


The answer to this is found by averaging with similar weights of measurement re- 
sults satisfying the condition |x; — X| < a. Measurements exceeding this threshold 
are replaced by the constant 0.5a”. Diagrams of the loss function and its derivative for 
this case are shown in Figure 4.22. 


b) 


Figure 4.22. Loss function (a) and its derivative (b) for criterion (4.3.32). 


Above some examples of constructing compound criteria are given. It is clear that 
the number of possible examples is unlimited, because the number of possible versions 
of the compound criteria construction is infinite. 
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4.3.2.4 Use of combined and other criteria 


Combined criteria differ from compound criteria by the use of different loss functions 
with respect to different variables. The following three criteria are examples of this: 


J = (%1 — 8) + G2 — 8) + [x3 - 8], (4.3.33) 
J = |x —8[4 (9-2)? +3 -—?, (4.3.34) 
J = |x) — &| + [x2 — 8] + [x3 — 8] + 1 — 8)? + (2 — 8)? + (3 — £)7,, (4.3.35) 


as well as many others. 

Every criterion of this type uniquely defines an optimal estimate, no explicit an- 
alytical expressions existing for it. In such cases in order to obtain an estimate, the 
numerical methods of finding the extrimum of the criterion minimized are applied. 


Other criteria 
At the beginning of this section the general criterion formula is given as 


J=F (X,X1,X2,.X3), (4.3.36) 


and then its special cases are considered, using several examples. When classifying 
them it is possible to indicate a number of typical situations (for simplicity’s sake let 
us restrict ourselves to symmetrical criteria). 

First of all, let the criteria of type (4.3.27) be noted, which depend on the differences 
(xj — X): 


J = p(x1 —X) + p(x2 — X) + (x3 — %). 


Examples of the loss functions p are given above (Figures 4.19-4.22). A more gen- 
eral case will be obtained using the expression of the form g(x; )—g(X) as an argument 
of the loss function, rather than the difference (x; — X): 


J = plg(x1) — g(X)] + plg(x2) — g(X)] + pl[e(x3) — (X)], (4.3.37) 


where p is a monotone function of any kind. 

For example, choosing g(x) = x* anda quadratic loss function, one obtains crite- 
rion (4.3.22). 

Assuming that under the same conditions g(x) = e* one obtains 


J = (e*! — e*)? + (e® — e*)? + (ce — e*)?. (4.3.38) 
Minimization of this criterion leads to the estimate 
ex! + e%2 4 e%3 


£ = In ———_. (4.3.39) 


A still more general kind of the criterion is 


J = p(x1,%) + p(x2, X) + p(x, X). (4.3.40) 
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Here the nonnegative function p characterizes the measure of closeness of two 
points, and its minimum has to be achieved under using the same arguments. 
An example of this criterion is 


foe pS ae (4.3.41) 
Xj +a X2 +a x3+4a 
to which the following estimate corresponds: 
F= V(x +a) 4+ 024+ a) 4+ (3 +a) —a. (4.3.42) 


It would be possible to add to the list of algorithms obtained by the means of the 
optimization of the deterministic criteria. It is clear that the general number of such 
algorithms is infinitely large, since the amount of possible criteria is practically infinite, 
and each one of them generates its own estimate. 


4.4 Heuristic methods for obtaining estimates 


4.4.1 Principles of heuristic evaluation 


The majority of the methods described above, intended for obtaining optimal esti- 
mates, are complicated in their realization. Many of them require a priori information 
of a statistical character. 

At the same time, their ability to be optimal is very relative, since the choice of 
one or another criterion (probabilistic or deterministic) is to a great extent arbitrary. 
The estimates optimal with respect to one criterion can be far from the optimum in the 
sense another one. Therefore, in practice the heuristic approach is often used, whereby 
the evaluation algorithm is first constructed for one or another reason, and then its 
properties are studied, and a check of its operability is fulfilled. 

In spite of the well known pragmatism of such an approach, one cannot deny its def- 
inite logic. The point is that elements of heuristics are inevitably present in any method 
of evaluation. In particular, in the deterministic approach they appeark when choosing 
an optimization criterion, and in the probabilistic approach they manifest themselves 
when choosing a concrete law of measurement error distribution and principle of opti- 
mization (likelihood ratio, mean risk, and others). From this point of view the heuristic 
choice of a concrete evaluation algorithm simply means the transfer of the heuristic 
from the upper levels to a lower level. 

In substantiating such an approach it is possible to add that for practical purposes it 
is unlikely that the reasoning and acceptability, e.g., of the sample median algorithm 
(extreme measurements are ignored and the mean is accepted as the estimate), signifi- 
cantly increase due to the additional information that at the same time the mean module 
criterion is minimized, and the estimate obtained is optimal if the measurements are 
equally accurate, values measured are independent and their density of probabilities 
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distribution is subordinated to Laplace’s law. The decisive arguments are, most prob- 
ably, the simplicity of the algorithm and the fact that it keeps its operability in the 
presence of at least single mistakes (failures, malfunctions). 

Moreover, the present stage of development in mathematics allows us to indicate 
the deterministic or even probabilistic criterion for any heuristic algorithm which is 
optimized by. In other words, the heuristics are raised by one or two “floors”. 

Before moving on to a statement of particular heuristic algorithms for getting esti- 
mates, let us consider the general restrictions which they must meet. 


4.4.1.1 Restrictions on heuristic estimates 


Let, as before, x1, x2, x3 be the experimental measurement values, according to which 
it is necessary to construct the estimate X of an unknown scalar quantity x. Let us 
assume that a priori information is absent. Then designating the evaluation function 
by f, it is possible to write 


Xf (Hi, X05-%3). 


Then the evaluation function has to meet some general restrictions. For example, it 
is logically correct to require the affiliation of the estimate x with the same segment / 
of the axis x as the measurement values x), x2, x3: 


min(x1, X2,%3) < X < max(x1, x2, x3). (4.4.1) 


Hence, as a consequence, the estimate has to coincide with all three measurement 
values if they are equal: 
F (1, %1,%1) = X1. (4.4.2) 


Inequality (4.4.1), from the geometric point of view, can be illustrated with the help 
of Figure 4.23, in which the position of the measurement value points is indicated 
along the x-axis , and along the y-axis that of the estimate x = f(x, x2, x3). 

In this and the next figures it is shown that when constructing diagrams it is assumed 
that the measurements x;, x2 marked on the x-axis by small vertical lines are fixed, 
and at the same time the measurement of x3 passes through all the possible values in 
the range 0 < x3 < ow. In the figures the domain not satisfying inequality (4.4.1) is 
shaded with lines. The domain boundaries are determined by the functions 


fi: X= max(x1, x2, x3), 
fo: X% = min(x1, x2, x3), 
representing two extreme cases of estimates. 
In th diagrams all the possible evaluation functions have to be located in the non- 


shaded domain. As an example, in Figure 4.23 the diagram is shown which corre- 
sponds to the mean arithmetic estimate: 


- 1 
Bix= zm + x2 + x3). 
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=> 


x 6 
X 5th X=—(%,+x,+4x,) 
x= max, 51) 3 


7, 


Figure 4.23. Diagram of the arithmetic mean of three measurements. 


x = min (x,,x,,%;) 


Xs a 


Zz 


3.5 
datal 


data6 
data3 


yy 2 data4 
data5 


2.5 


data. 


Figure 4.24. Six classical means. Here: greater than three datal; less than three data2; arith- 
metic mean data3; geometric mean data4; harmonic mean data5; quadratic mean data6. 


The diagrams of functions f of the six classical means for three values of measure- 
ments are shown in Figure 4.24. 
Similar diagrams for two measurements are shown above (see Figure 4.15). 
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4.4.1.2 Mean quantities according to Cauchy and Kolmogorov 


Condition (4.4.1) was first introduced the first half of the 19th century by the French 
mathematician A. L. Cauchy. He gave the following definition for mean quantity, also 
known as a “weak” definition. 


Definition 1. The mean quantity of real numbers x,,X2,...,X, is any function 
Ff (1, X2,...,Xn) such that at any possible values of arguments the value of this func- 
tion is not less than the minimal number of the numbers x1, x2,..., x, and not greater 


than the maximal number of these numbers: 
min(x1,...,Xn) < f(%1,...,Xn) < max(x1,...,Xn). (4.4.3) 


A function of this form is called the Cauchy mean. Let us notice that the mean of 
similar numbers is equal to their common value. 

All the kinds of means considered above are Cauchy means. Much stronger require- 
ments are made with respect to the function f(x1, X%2,...,Xn) ina “strong” definition 
of means, which was done by the Russian mathematician A. N. Kolmogorov. 


Definition 2. The continuous real function f(x1,...,Xn) of n nonnegative variables 
is called a mean if for any x},...,X,,A > 0 the conditions given below are met: 
(1) min{x1,...,Xn} < f(x1,...,%) < max{x,...,Xy, ie., the function f “aver- 


ages” any set of n nonnegative numbers (Cauchy’s averaging property); 


(2) x1 < y1,.--,Xn < Vn => f(X1,.-.,Xn) < fO1,---, Yn), Le., a greater value 
of the function f corresponds to a “greater” set of arguments (the property of 
increasing); 

(3) At any permutation of the numbers x1,..., x, the value of the function fdoes not 
change (the property of symmetry); 


(4) fAx,...,A%) = AL (X1,...,Xn) (the property of uniformity). 


In 1930 A. N. Kolmogorov proved [270] that the function f(x1, x2,...,Xn), meeting 
these conditions, has the form 


Feito) =o" ( 


g(x1) eae (4.4.4) 


n 


! is the inverse function 


where ¢ is the continuous strongly monotone function, and g~ 
with respect to g. 
The function of such a form is called the Kolmogorov’s mean. This function is 


continuous and monotone for each argument x;. 
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Two properties of means according to Kolmogorov are: 


* as previously, the mean from similar numbers is equal to their general value; 


* acertain group of values can be replaced by their mean without changing the general 
mean. 


Let us also note some important particular cases of the function ¢: 


* at g(x) = x the arithmetic mean is obtained; 

* at g(x) = Inx the geometric mean is obtained; 

* at v(x) = x7! the harmonic mean is obtained; 

* 108 g(x) = x? the quadratic mean is obtained; 

° 168 v(x) = x%, a #0 the power mean is obtained. 


It is clear that the mean according to Kolmogorov is a particular case of the Cauchy’s 
mean from which it was required that it possess only the property of averaging. In 
particular, any weighted means cannot be represented in the form according to Kol- 
mogorov, since they have no properties of symmetry. 


Definition 3 [359]. The quasi-mean of nonnegative numbers x1,..., X, is the quantity 
of the form 


n n 
M(x1,..-,Xn) = 1X nfs} where pj >0,i =1,...,n, So pi = |, 
i=1 i=1 
under the condition that the function f is continuous and monotone in the interval 
containing x;. 

In particular, at f(x) = x the weighted arithmetic mean is obtained, at f(x) = Inx 
the geometric mean is obtained and at f = x’ the weighted power mean is obtained. 

It is evident that the quasi-means also include the usual means (nonweighted), if 
Pi = 1/n is taken for all numbers of i, as well as the same functions: f = In x, 
jf = x"; these particular cases of the quasi-means meet all the conditions for a “strong” 
definition of the mean quantity. 

Let the class of functions f;, satisfying the definition according to Cauchy, be de- 
noted by F. This class is extremely broad and contains as special cases the Kol- 
mogorov means and quasi-means. The considerations leading to the choice of one or 
the other evaluation algorithm is frequently formulated in the form of heuristic princi- 
ples such as the principle of voting, the principle of an excluded mean, the hypothesis 
of compactness, the principle of confidence in the majority, principles of diagnostics 
and correction, the method of redundant variables, and others. 

Depending on the kind of the function f; one can distinguish linear, quasi-linear, 
and nonlinear estimates. Below several tens of functions f; € F and the evaluation 
algorithms corresponding to them are given, some of which coincides with the mean 
estimates considered earlier. 
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4.4.2 Linear and quasi-linear estimates 
4.4.2.1 Linear estimates 


Linear evaluation algorithms are obtained when using the functions f of the form 
x= A,X, + d2xX2 + 43X3. (4.4.5) 


From conditions (4.4.1) and (4.4.2) it follows that the constants a1, a2, a3 must be 
positive and meet the relation 


aq; +a.+4a3= 1. (4.4.6) 


Typical representatives of estimates of this class are the arithmetic mean (see the 
function /3) and the weighted arithmetic mean: 


- 1 1 1 =e X1 X2 X3 
2 x =f—4+-4+— Se Seo ae is 4.4.7 
fi ts(atata) (Arata) 44 

Assuming that one or two of the coefficients a1, a2, a3 in formula (4.4.5) are equal 
to zero (or directing the corresponding error dispersions in formula (4.4.7) to infinity), 


we obtain linear estimates which do not take into account separate measurements, for 
example 


r 1 
fe % = 5 (x1 + 2); 
Se? Pas 
rs 1 1 =a X1 X3 
| es 
fe t= (3 z) (3 03 


and others. 


4.4.2.2 Quasi-linear estimates 


Provided the coefficients a; in formula (4.4.5) are not constant and depend on the 
values of measurements, then the estimates obtained (and the function f;) are called 
quasi-liner. They have the form 


X = ay(X1,X2,%3) +X + A2(X1, X2,.X3) + X2 + A3(X1, X2, X3) * X3, (4.4.8) 


at the same time, as before, at any x;, x2, x3 condition of normalizing (4.4.6) has to 
be met. 
In particular, assuming that aj = yx1,d2 = yx2,a3 = yx3, where y is the general 
normalizing multiplier y = (x, + x2 + x3)7!, we get the quasi-linear estimate 
Xt +33 +33 


ts: t = —_—_—, 


X1 X2 X3 


coinciding with the contraharmonic one. 
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The estimate fg is biased with respect to the arithmetic mean to the side of the 
maximum measurement. To prove this let us subtract from it the arithmetic mean and 
convince ourselves that the difference obtained is nonnegative: 

SRT ag a) = Oe es)? 
f-h= 3(x, + x2 + x3) 


2x? + 2x5 + 2x} — 2x1x2 — 2x1 x3 — 2x2x3 
3(x1 + x2 + x3) 


(1 — x2)? + (1 — x3)? + (2 — x3)? Sa 
3(x1 + x2 +3) on 
As another example the evaluation function fo, obtained at aj = yx2, a2 = yXx3, 
a3 = yx, we have: 
a X1X2 1 X2H3 A X1X3 
fo: xX = —_m  —. 
Xy + X2 + 1X3 
At an unlimited increase of x3 this estimate, unlike the previous one, remains finite 
and does not exceed the level x; + x2. In order to show that it is never less than the 
arithmetic mean, let us consider the difference (_fo— f3): 


fo- B= 


3(xpxX2 + X2x3 + 1X3) — (x1 + x2 + .23)° 
3(x, + x2 + x3) 


XT ae f xe X{X2— X1X3— X2X3 
3(x1 + x2 + x3) 


= -5 s-f) <0. 


Diagrams of the evaluation functions fg and fo are shown in Figure 4.25. They lie 
on different sides of the dotted line corresponding to the arithmetic mean estimate. 

From these diagrams we can see that the estimate fg is more preferable at crude er- 
rors (failures, misses) decreasing one of the measurement values (of the type of signal 
missing), and the estimate fo is preferable when one of the measurement values (the 
error of a high level) increases. 


The next important example of a quasi-linear estimate is obtained assuming that 
1 1 1 
Gy VS 142. = V5 8 = VS 
xX] X2 X3 
where as before the multiplier y is chosen from the condition of normalizing (4.4.6): 


x 3 3x1 X2X3 
WS. PD ccs Seca 
ym! OX X1X2 T+ X1X3 2X3 


This is the harmonic mean of three measurement values. It is not very sensitive to 
high-level errors, since the greatest measurement value is contained in the estimate 
with the smallest weight and the weight of the smallest measurement is maximum. If 
one of the values of measurements is equal to zero, then the estimate is also equal to 
zero. 
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x, Xx, x; 


Figure 4.25. Diagrams of the evaluation functions fg and fo with respect to the arithmetic 
mean /3. 


A diagram of this estimate is given in Figure 4.26. It lies below the dotted line, 
which corresponds to the arithmetic mean, since at positive measurement values the 
difference 


Ba fio 


_ 1 + 2 + X3) 1X2 + X13 + X23) — 9X1x2x3 
3(x1X2 + X1x3 + X23) 
XPXQ A XPAZ + NAF + AGAXZ + NAF — XIXZ — OX1XXG 


3(x1X2 + x13 + X2x3) 


x1 (%2 — x3)? + xo(%1 — x3)? + x3(%1 — x2)? 
X1X2 + X1X3 + X2X3 
is nonnegative. 
The estimates fg and fo relate to the family of Lehmer means that for three mea- 


surements are determined by the formula 
xktl 4 k+l 4 yk 
xk + xk + xf 


int 2= 


where k is any real number. 

If k = —1, to which the harmonic mean corresponds, at k =0 the arithmetic mean 
is obtained, and at k =1 the estimate fg is quasi-linear quadratic. Figure 4.26 also 
shows the diagram of the evaluation function obtainable at k = 3: 


ee ee 
jes 2= 


Xp TX 1X3 


xP axed + x8 


It lies above the arithmetic mean and is closed between the function /g and the upper 
boundary of the permissible domain. 
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Figure 4.26. Diagrams of the evaluation functions fo and fi2 with respect to the arithmetic 
mean /3. 


x3 


As k increases to infinity the diagram of the function f\; approaches without any 
restriction the upper boundary, and the estimate itself f{; becomes the estimate fj = 
max(X1, X2,.%3). Atk — —oo the plot aspires to the bottom boundary of the permissi- 
ble domain, and the estimate passes into f. = min(x1, x2, x3). Thus, the estimates f; 
and f2 can be considered to be the extreme cases of quasi-linear estimates. 

Above the quasi-linear estimates the coefficients are considered, of which a; are 
taken as proportional to the different powers of the measurement values. 

Estimates of the following form are more general in character: 


x1W(xX1) + X2W(X2) + x3 (x3) 
(x1) + (x2) + W(%3) 


where w(x) is the monotone function of a certain kind. 
For example, assuming that w(x) = e?*, we obtain the estimate 


i= 


x1 eF*! + xq - C9 + x3 - 7% 
eax! + e4X2 + e483 


o) 


2, 2 = 


the diagrams for which for a = | anda = —1 are given in Figure 4.27. 


4.4.3 Difference quasi-linear estimates 


The estimates of the coefficients a;, which depend on the differences (x;—x;), form 
a separate group. As was noted previously, the algorithms with such a formation of 
the weight coefficients have, in general, a heuristic character. Among these we note 
estimates which anticipe scrapping (rejecting as defective) doubtful measurement re- 
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Figure 4.27. Diagrams of the estimates for the functions w(x) = e@* a = 1 anda = —1. 


sults (or taking them into account with small weights), as well as estimates based on 
averaging the measurement values, mostly close to each other. Let us consider two 
algorithms of this kind. 

The algorithm of averaging the two nearest measurement values consists of the fol- 
lowing: one of three differences xj—x2, x1—x3, X2—X3, the smallest one with respect to 
the module, is selected, and the arithmetic mean of the measurements which it includes 
is accepted as an estimate: 

Xi + Xj 


XS 
fr . 


Such an estimate is quasi-linear and meets condition (4.4.6), two of the coefficients 
a, a2, a3 being equal to 5 and the third one equal to zero (its index is not known in 
advance and depends on the differences in measurement values). The diagram of this 
estimate shown in Figure 4.28a, has a “relay” character (contains ruptures of the first 
kind). 

The horizontal sections in Figure 4.28a, in its initial and end part, demonstrate the 
insensitivity of the algorithm to single high-level errors. This is seen more clearly in 
the diagram of the sensitivity function (the derivative of the estimate) in Figure 4.28b. 
Note that similar diagrams for sensitivity functions can be constructed for each of the 
estimates mentioned. 

The congenial principle of confidence in the two nearest values of measurements 
is realized with the quasi-linear estimate. Its coefficients depend on the difference of 
measurement values in the following way: 


, if fxg —x;| = min (|x) — x9], [x1 — x3], |x2 — x3)). 


ay = y(x2— 3)? ay = y(X1 — x3) a3 = y(X1 — X02)’. 
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Figure 4.28. Diagrams of the estimate /13. 


Such a choice of weight coefficients strengthens the influence of the average value 
of measurements and weakens the remaining ones proportionally from moving off 
from it. Having found the normalizing multiplier and substituting the coefficients a1, 
a2, a3 in expression (4.4.8) it is possible to get 


X41 (X2 — X3)* + X2(X1 — x3)? + x3(X1 — XD)? 


ais (x1 — x2)? + (41 — x3)? + (x2 — x3)? 


The distinctive feature of this estimate is its insensitivity to single high-level errors 
(fails) when the evaluation function is of an analytical character. A diagram of this 
estimates is given in Figure 4.29a. It resembles the diagram of the preceding estimate, 
but has no breaks. 

Note that both diagrams touch the dotted zone at angular points and have the hori- 
zontal asymptote X = 5 (x 1 + X2). The first of these facts means that at the equality of 
two values of measurements the estimate coincides with them (since the weight coeffi- 
cient a; for the third measurement appears to be equal to zero). The second fact means 
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Figure 4.29. Diagrams of the estimate f{4. 


that at an unlimited increase of one of the measurement values the estimate becomes 
equal to the arithmetic mean of the remaining two values. 

The diagram of the sensitivity function (Figure 4.29b) has a definite similarity with 
the diagram in Figure 4.28b. However, unlike Figure 4.28b, it does not contain any 
breaks and smoothly tends to zero when one of the measurement values increases. 

Comparison of the quasi-linear algorithm /\4 with the linear estimates shows that 
there is a definite similarity with the estimates of the weighted arithmetic mean 4. 
This becomes more evident if the expression for f\4 is rewritten in the form 


- 1 1 ie ae x x 

t=-(S+a+R) (B+H+H): (4.4.9) 
Oj Oy 03 Oj Oy 03 

where 


G1 = [x1 — X2||x1 — 3|362 = |x2 — x1||x2 — x3]; 63 = |x3 — x4||x3 — xl. 
(4.4.10) 
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Each of the quantities 6? characterizes the moving away of the i-th measurement 
value from the other two and can be considered as an empirical estimate of its disper- 
sion. Such representation of f\4 allows us, firstly, to determine the kind of criterion 
minimized by the given algorithm and, secondly, to indicate how to generalize it for 
the case of a greater number of measurements. 

The desired criterion is obtained by substituting expression (4.4.9) into the formula 
of weighted quadratic mean criterion (4.3.11) instead of the quantities 6;: 

2 (1-2) + yay S (3-8). 
Oj 04 03 


In order to find the extremum of this criterion its derivative is made equal to zero: 


2 na 2 A n 
aan x) 4 a5 (0 x) 4 ay (xs x) = 0, 
Oj 04 03 


A 1 1 1 XxX] X2 X3 
AO at al al a | eg A a oe 
Oj 2 9% 03 


hence 


which directly leads to formula (4.4.9). 
To apply this estimate /,4 to an arbitrary number of measurements n > 3, let for- 
mula (4.4.9) be used in the rewritten form 


=] 
n n 
- 1 Xj 
x= ) Pe] y nD 
La GP FO G?? 
i=1 + i=l ? 


where the expressions for the empirical estimates of dispersions 6? are written by 


analogy with (4.4.10): 


Generalizing the functions f\4 for arbitrary powers of differences leads to the esti- 
mate 


fee ae xy |x2 — x3/* + x2|x1 — xl + x3)x1 — x2\* 
15 - SSS SL SS Sa 


? 


|x1 — X2| + [xy — x3" + [x2 — x3\* 


where k is any real number. 
It is interesting that the estimate obtained at k = 1 (proposed by M. I. Bim) 


X1|x2 — x3] + x2|x1 — x3] + x3|x1 — X2| 


? 


fic 2 


[20g = ea | Ae |p eg| [eo = S| 


coincides with the function of the sample median. Really, at any measurement values 
the denominator of the expression given is equal to 2/, i.e., to the doubled length of 
the segment of the axis x, which contains the measurement values x1, x2, x3. In order 
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to evaluate the nominator, let the minimum, average and maximum values x1, x2, x3 
of all measurement ones be denoted as x{, x5, X4. 
Opening the brackets, one obtains 


x4 (X3 — x3) + x5(%3 — x1) + 3 (%9 — x1) = 2x9(43 — x}) = 2x. 


Hence a somewhat different expression is obtained for the same estimate: 
/ 
fis: 2 = zi 
21 
Diagrams of this estimate and its sensitivity function are given in Figure 4.30. They 
have an obvious resemblance with similar curves in Figure 4.29, essentially in its av- 
erage part. 


= x3 = med(x1, x2, x3). 


a) 


x Xo X3 


Figure 4.30. Diagrams of the estimate /{¢. 


A comparison of Figures 4.28, 4.29, and 4.30 allows us to conclude that the estimate 
fia (the principle of confidence in the majority) occupies the intermediate position 
between the estimates 13 (the principle of averaging the two nearest estimates) and 
Fie (the principle of dropping the extreme estimates). 

Let us note that the possibility of writing the function of the sample median //, 
in the form fi{¢ is interesting, at least from two points of view. Firstly, due to this 
the affiliation of the sample median with the class of quasi-linear estimates with the 
coefficients depending on the difference of measurement values is stated. Secondly, 
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writing the equation for f\6 gives a new algorithm for median calculation which does 
not use the comparison operations. 

Further analysis of the estimate f|5 shows that at an increase of the parameter k 
(k =,4,...) the x-coordinates of the extreme points of the characteristic (Figure 4.28) 
become more distant from the points x;, x2, and the ordinates of these points approach 
the levels x; and x2, correspondingly. At k — oo the characteristic takes a form given 
in Figure 4.29, i.e., again turning into the sample median estimate: 


im. Sistk) = fis(oo) = med(x1, x2, x3). 


When the values of the parameter k are negative the evaluation function f\5 begins 
to realize the principle of “distrust of the majority” (principle of “nonconformism’’), 
which at k — —oo transfers to the principle of dropping off the two nearest values of 
measurement. In particular, at k = —1 the estimate has the form 


: 1 1 1 = 
fir: #-(—- + +) 
[xg —2y| [a3 —309| xy — ey | 


x) 9) x3 
. Ges i At = —) . 
[xg —Xq| [Xe 20] |X = Xa | 


Note that, in accordance with this formula, when two measurement values coincide, 
they are dropped and the third measurement is taken as the estimate. 
At k — —oo the following estimate is obtained: 


Figs 2 = L" (i 83, %3)s 


where the operator L” realizes the dropping process with respect to the two nearest 
values of measurement: L" (x1, X2,.x3) = Xx, if |x; — x; | = min(|x1 — x2], |x1 — x3], 
|x2 — x3]), i.e., from three indices 7, j,k the choice of the index is made which does 
not belong to the nearest pair of measurement values. 

Diagrams of the functions /\7 and f(g are shown in Figure 4.31, the second of them 
entirely at the boundaries of the permissible domain. 

In the given quasi-linear estimates the coefficients a; are taken proportional to dif- 
ferent powers with respect to the differences (x;—x;). 

A broader class consists of the estimates having the form 


X1W (x2 — x3) + x2 (x1 — x3) + 13H (x1 — x2) 
W (x2 — x3) + (x1 — x3) + W(r1 — X2) 
where y(x) is a certain function. 


Assuming, for example, that w(x) = e!*!, we obtain the difference quasi-linear 
estimate 


y= 


? 


xpel2—31 4. xn el*1—%3l 4 x3 @l1-72l 
elx2—x31 + elxi—x3l 4 elx1—xal 


fe v= 


> 
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Figure 4.31. Diagrams of the evaluation functions f17 and fig. 


which realizes one of the versions of the principle of confidence in the majority. From 
the point of view of calculation, this estimate is slightly more complicated than the 
estimate f\4; however in it there is not the problem of division by zero when the mea- 
surement values coincide. 

It is possible to choose some other function (x), e.g., 


W(x) = em, w(x) =e**, andsoon. 


Thus, the heuristic approach permits construction of an unlimited number of various 
estimates satisfying the additional requirements and possessing a moderate calculation 
complexity. Theoretical analysis of the obtained evaluation algorithms makes it possi- 
ble to study their distinctive features and to reveal the conditions of their applicability. 


4.4.4 Heuristic means for n = 2 


The case of two measurements occupies a special place in the theory of evaluation as 
well as in metrology. On the one hand it is the simplest one and leads to the coincidence 
of some means. For example, the minimum (Chebyshev) estimate coincides with the 
arithmetic mean, and the combined mean estimate coincides with the geometric mean. 

On the other hand, at 1 = 2 there exists a series of means which have no evident 
analogs in the case of three and more measurements. Due to this fact the case with 
n = 21s of special interest for mathematicians, who have managed to obtain for such 
a case a Series of fine and deep results. 

In the known methods of calculation the estimates at n = 2 can be divided into two 
groups: analytical and iteration. Let us consider each of these groups. 
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4.4.4.1 Analytic means 


Let a and b be the positive numbers and their mean value be described by the func- 
tion f(a,b), satisfying the Cauchy or Kolmogorov conditions. Let us also give the 
description of some such means. 


Centroidal mean 
This mean is set by the formula 


2 a*tab+b* 
ee ier ie 


In a trapezoid with bases of lengths “a” and “b”, (see Figure 4.11) the centroidal mean 
is the length of the segment that is parallel to the bases and that also passes through 
the centroid of area of the trapezoid. 


Heron means 
The Heron means form the single-parametric family of means, described by the for- 
mula 


a? + (ab)?/? + bP 


/p 
5 for p # Oand Hp = Vab. 


Hy(a,b) = ( 
In particular, at p = 1 the classical Heron mean is obtained: 


1 
A, = gat Vab +b), 


used for calculating the volume of a frustum of a pyramid or cone. 
Let the inequalities connecting different means of the real numbers a, b, assuming 
that a # b: 
H<G<A<A<T<Q<C, 


where # is the harmonic mean, G is the geometric mean, H is the Heron mean, A is 
the arithmetic mean, 7 is the centroidal mean, Q is the quadratic mean, and C is the 
contraharmonic mean. 


Seiffert’s mean 
Seiffert’s mean, proposed by H. J. Seiffert [51, 426], has the form 


a—b a—b 


P a,b SS i eee 
a2) 4arctan (./a/b ) — x 2 arcsin F 
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Heinz’ mean 
The Heinz mean belongs to the family of means also known as the symmetric means. 
It is described by the formula 


aPb'-P +4 q!-PpP 


SH,(a,b) = ; 


with O< p<1/2. 


This mean satisfies the inequality 


a+b 


Vab = SH, /.(a,b) < SHp(a,b) < SHo(a,b) = 


Identric mean 
The identric mean is set by the formula 


1/(b—a) 
1 b 


at 
Along with it the mean J is used, which is defined by 
J(a,b) = (a%b?)'/@+) (a,b > 0). 


Logarithmic mean 
The logarithmic mean of two positive quantities a, b is determined by the formula 


a—b 


L = ——_—_—_.. 
ae) Ina—Inb 


The means /(a,b) and L(a, b) satisfy the inequality 


min< H<G<L<I1I<A<max. 


There is a connection of the logarithmic mean to the arithmetic mean: 


L(a’,b*?) a+b 
L(a,b) 2 


= A(a,b). 
The logarithmic mean may be generalized to 3 variables: 


(a —b)(b—c)(c —a)/2 


PMV @2O= VET Jina + (e—a)Inb + (@—byIne 
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Power logarithmic mean 
The power logarithmic mean, or p-logarithmic mean, is defined by 


qptl_ peti \1/P 
Lp(a, b) = | ——————~ 
Had) = (Trem) 
The formula sets a single-parametric family of means. Its particular cases at p = 1, 
p = Oand p = —1 are the logarithmic mean, the identric mean, and the logarithmic 
mean: 


e \be 


= L(a,b), L_»(a,b) = G(a,b). 


1 (qt '/@-8) 
L1(a,b) = A, Lo(a,b) == ( ) = I(a,b), 


a—b 
EaNGs0) = Ina—Inb 


For a particular application of logarithmic and identric means in deciding the issue 
concerning the distribution of places in the US Congress, see the paper [5]. 


Power difference mean 
This mean defined as 
p a pt! — b pti 


D,(a,b) = ——- 
p (a,b) pti qP — bP 


The particular special values of are understood as Dj = A, D_1/2 = G, D-; = G/L. 


Stolarsky means 
The Stolarsky means of order (p,q) are defined by the formula 


_(? af — bi \/G-P) 
Spq (a,b) = (2 * —) ‘ 


This includes some of the most familiar cases in the sense 


1 a?—bP ” 


Spola.d) = (- “Ina —Inb 


Sigqti(a,b) = Lg(a,b), Sp,p+i(a,b) = Dp(a,b). 


Dual means [399] 
For the given mean M, which is symmetric and homogeneous, the following relation 
is set: 


M*(a,b) = (M(a"!,b7!)) 


It is easy to see that M™* is also a mean, called the dual mean of M. 
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This mean is described by 


ab 


M* (a,b) = M(a,b) 


which we briefly write as M* = G?/M. 

Every mean M satisfies M** = M and, if M, and M> are two means such that 
M, < My, then MS < MZ. 

The mean M is called self-dual if M* = M. It is clear that the arithmetic and 
harmonic means are mutually dual, and that the geometric mean is the unique self- 
dual mean. 

The dual of the logarithmic mean is given by 


Inb—Ina 


L* = L*(a,b) = ab ; 
b-a 


L*(a,a) =a, 


while that of the identric mean is 


a? 1/b—a 
r= 1b) =F) a (ayaa) 


The following inequalities are immediate from the above: 


min< H<I*<L*<G<L<I<A< max. 


4.4.4.2 Iterative means 


There is a special kind of means which we can introduce with the help of some iter- 
ation procedures. The best known of them are the arithmetic-geometric, arithmetic- 
harmonic, and geometric-harmonic means of two quantities. 


Arithmetic-geometric mean 
The procedure of constructing the arithmetic-geometric mean (the so-called AGM- 
procedure) is as follows. 

Let two positive numbers a and b, a < b, be given. First the arithmetic and geo- 
metric means of the numbers a, b are calculated: 


b 
a= o » b =~Vab. 


Then for the numbers a, and b; the same means are calculated, and a and b> are 


obtained: 
ath 


9 ? 
After that the procedure is repeated. As a result two sequences of numbers (a,) and 
(bn) are formed. 


a2 b> = aby. 
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It is not difficult to show that they arrive a common limit located between the initial 
numbers a and b. This is called the arithmetic-geometric mean of these numbers and 
is designated as AGM (a, b). 


Example 4.4.1. Let a = 1, b = 3. Applying the AGM-procedure, we get 


a, = 2; by = J3 & 1.732050808; 
a2 © 1.866025404; bz & 1.861209718; 
a3 © 1.863617561; b3 ~ 1.863616006; 
a4 © 1.863616784; by  1.863616784. 


We see that the sequences (a,,) and (b,) quickly draw together. 
Calculating the arithmetic-geometric mean for 2 < b < 5, we obtain 


AGM(1,2) ~ 1.4567910310469068692... 
AGM(1,3) % 1.8636167832448965424 ... 
AGM(1,4) % 2.2430285802876025701 ... 
AGM(1,5) % 2.604008 1905309402887... 


A diagram of the arithmetic-geometric mean for 0 < b < 20 is shown in Fig- 
ure 4.32. 


AGM(1,b) 
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Figure 4.32. Diagram of the function AGM (1, D). 


To find an explicit expression for the AGM(a, b) by terms of a and b is not simple. 
This was first done by C. F. Gauss. He showed that the arithmetic-geometric mean is 
expressed in terms of an elliptic integral with the help of the formula 


AGM (a,b) = —— 2 : 
2 Xx 


0 Ja’ sin? x + b? cos? x 


Section 4.4 Heuristic methods for obtaining estimates 279 


Thanks to the quick coincidence of the iteration AGM-procedure in modern calcula- 
tion practice, this formula is applied for calculating elliptical integrals, transcendental 
functions, and even for calculating the number z (see, for example, [66]). 

From Gauss’ formula the following properties of the arithmetic-geometric mean are 
readily apparent: 


* homogeneity: AAGM(a, b) = AGM(Aa, Ab); 
* invariance: AGM(a,b) = AGM(3(a + b), Vab), 
AGM(1, V1 — x2) = AGM(1 + x,1—.x). 


In mathematics Gauss’ constant is applied, which is defined by the formula 


2: dt 1 
_— ——._ = ———_ = 0).83462684167407318628.... 
a VJI-t  AGM(1, /2) 


Arithmetic-harmonic mean 
The process of constructing the arithmetic-harmonic mean of two numbers a and b is 
similar to the AGM-procedure, whereby the geometric mean is replace by the harmonic 
mean. 

Thus, the terms of the sequences (a,) and (by) are determined by formulae 


an + by b es 2anbn 
2 > n+l an 4 bn > 


(n = 0,1,2,...; dp =a, bo = dD). 
(4.4.11) 


anti = 


These sequences (a,,) and (6,) are monotone, restricted, and have a common limit. 
This limit is called the arithmetic-harmonic mean of the numbers a and b and is des- 
ignated as AHM(a, b). From (4.4.11) it follows that 


Anti: bn+1 =An-byn =... = a,-b; =ab, 


therefore AHM(a, b)* = ab. 
Thus, AHM(a,b) = Vab, i.e., the arithmetic-harmonic mean coincides with the 
geometric mean. 


Geometric-harmonic mean 
This mean is obtained if the sequences (a,,) and (b,) are constructed with the help of 
the harmonic and geometric means: 


2anb isa 
an+1 = tcl - bn+1 = Anbn, (n = 03.125 3.8.23 ag =a, bo = b). 


an + by 
(4.4.12) 


The common limit of these sequences is called the geometric-harmonic mean of the 
numbers a and b and is designated as GHM(a, b). 
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It is not difficult to show that 


1 _ Mf (; 1 ) 
GHM(a,b) bal’ 
or, owing to Gauss’ formula, that 
Qab rl? dx 
GHMGb) = —— | 
mz Jo a’ cos? x + b2 sin? x 


Schwab-Borchardt mean 
Of the three means arithmetic-geometric, arithmetic-harmonic, and geometric-harmo- 
nic only the second is elementary, expressed in terms of the initial numbers a and b. 
It is interesting that a small change of the AGM-procedure leads the sequences whose 
common limit is elementary, expressed in terms of a and b. 

Let us have 


An+1 = tn Fe tt =v An+10n, (n => 0, 1,2,. --5 29 =a, bo = b). 
(4.4.13) 
The common limit a of these sequences is called the Schwab-—Borchardt mean 
(SBM). It is described by the formula 
be — a 
SBM = 
arccos — 


: —~lp,zp—l _ 2 

In particular, at a => b =a we get SBM =x: 

Considering various iterative procedures it is possible to obtain a number of other 
means. Let us describe three of them. 


Lemniscatic mean [363] 
Let the iterative procedure be considered in which the terms of the sequences (ay) and 
(by) are determined by formulae 


1 
anti = 5 (an +bn), bati = JSanan+1- 


These sequences converge on a common limit, called the lemniscatic mean and 
designated as LM(a, b). It is expressed in terms of the inverse Gauss’ arc lemniscate 
sine function: 


dx,|x| <1 


i i. dx 
arcslx = —— 
0 V¥1l—x4 


and in terms of the inverse hyperbolic arc lemniscatic sine function 


arcslhx = i ie 
o JvI+ xt 
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The lemniscatic mean is determined by the formulae 


a 7 b2 
a>b 
arcs] (1 _ ) 
LM(a, b) = 
a) 
eee 
\ arcslh (5 _ 1) 


Ifa = b, then LM(a,a) =a. 
Some properties of the lemniscatic are 
homogeneity: LM(Aa,Ab) = 1 LM(a,b), 
nonsymmetry: LM(a,b) 4 LM(b,a), 
invariance: LM(a,b) = LM(5(a +b), /$(a+b) ): 


Logarithmic mean 
Let two positive numbers a and b, a > b, be given. Below the iterative sequences will 
be considered which are determined by the formulae 


1 1 
antl = 5 an + Vanbn), bn41 = 5 (On + Vanbn). 


They converge on the common limit equal to the logarithmic mean of the initial 
numbers ap = a, bo = D: 
a—b 
L(a,b) = ————_.. 
Ad) Ina —Inb 


The logarithmic mean possesses the uniformity property L(Aa,Ab) = AL(a,b) 
and is closed between the arithmetic and geometric means: 


G(a,b) < L(a,b) < A(a,b). 


Family of iterative means 
Let the iterative procedure be considered in which the sequences (a,) and (b,) are 
determined by the formulae 


Qnsi1 = filan.bn), basi = Fj (Gn; bn), ix j, 


where 


fila,b) = 5(a +b) fr(a,b) = (ab), 


1/2 1/2 
fala.) = (a5?) fala.) = (2?) | 
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For each of the twelve choices of i and j,i # j, the common limit of a, and by 
asn — oo is Lj; (x, y). Thus, the family of 12 iterative means L;; (a, b) is obtained. 
For example, L 14 is the Schwab—Borchardt mean SBM [89]. 

The natural question arises about the possibility of applying the iterative procedures 
in the case of three and more arguments. Let us mention two possible approaches. 


Arithmetic-Geometric-Harmonic mean 
One obvious extension of the iterative means of more than two arguments is to consider 
the iterated Arithmetic-Geometric-Harmonic mean (AGH) of three numbers dp = a, 
bo = b, co = ¢, defined by the recurrence 


an+1 = A(@n.bn,¢n), bn41 = G(an.bn.cn), Cn41 = H(an, bn. cn). 


Then the AGH-mean will be equal to the common limit of these sequences. 
Similarly, making use of other means we can have iterations of many elements. 


Symmetric and “super-symmetric’’ means 
Another approach to the generalization of the means to an arbitrary number of argu- 
ments is based on the use of elementary symmetric polynomials [78]. 

Recall that the elementary symmetric polynomials of x1, x2, ..., xy are 


Sy =X +x. +++ +n, 
So = XyX2 + .Xpx3 + °++ + Xy41Xn, 


We can define the k-th “symmetric mean” of n objects as 


1/k 
My = Sk ; 
C(n,k) 


where C(n, k) is the binomial coefficient (n choose k). 

Of course, M, is the arithmetic mean, M) is the combinatoric mean, and M,, is the 
geometric mean. 

The generalization of the AGM to n elements is the “super-symmetric mean” of the 
n values x; (0), x2(0),...,Xn(0), defined as the convergent value given by the succes- 
sion of iterations: 


xj(K +1) = Mj (1k), x2(k),...,Xn(K)), ff =1,2,...,0. 
Obviously, the original values of x; (0) are the roots of the polynomial 


f@) =x" = Six") + Sox™? =. Sy, 
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and the next set of values x; (1) are the roots of another polynomial, the coefficients 
of which are the symmetric functions used on the next iteration, and so on. 

Thus, we have the sequence of polynomials converging on one of the form F(x) = 
(x — R)”, where R is the supersymmetric mean of the original x’s. 


4.5 Structural and diagnostic methods for obtaining 
estimates 


4.5.1 Structural means 


Almost all the means considered above represent the smooth differentiable functions 
for each of the arguments, with one exception, which is represented by the so-called 
structural means; examples of this are various kinds of the order statistics: mode, me- 
dian, minimum and maximum values, as well as midpoint (a half-sum of a minimum 
and maximum values). 

The characteristics of the structural means include 


¢ dropping a part of measurements when forming the mean; 
* preliminary putting in order or some other structuring of measurements; 
¢ use of logical operations in measurement data processing. 


Due to the above, the structural means, although they are means in the Cauchy’s sense, 
do not satisfy the conditions for means required by Kolmogorov. 

Among the merits of the structural means, thanks to which they have found wide 
application in practice, we should mention increased noise immunity, i.e., robustness. 

To evaluate the degree of robustness the quantitative index or so-called breakdown 
point is used. It indicates what part of the measurements per sample can be badly 
distorted, for example, to increase it infinitely without changing the mean quantity. 

So, throwing away the maximum and minimum measurement results from the sam- 
ple containing n terms and averaging the remaining terms, we will obtain a structural 
mean insensitive to a crude distortion of any of measurements. The breakdown point 
of such an estimator is 1/n. The maximum breakdown point is 0.5 and there are estima- 
tors which achieve such a breakdown point. The means with high breakdown points 
are sometimes called resistant means. 

Below the best known structural means are listed [497, 545]. 

The maximum and minimum estimates of the measurement set x|,...,X, are de- 
scribed by formulae 


X = max(x1,...,X%n),X = min(x1,...,Xn). 


The first of these is protected from errors decreasing the quantity of a part of the 
measurements; the second one is protected from errors increasing a part of the mea- 
surements. 


284 Chapter 4 Algorithms for evaluating the result of two or three measurements 


The median estimate or sample mean X = med(x,,...,Xn)- 

At odd n this estimate is formed as a central term of a variational series (of the 
increase-ordered totality of measurements). If the number of measurements is even, 
for the median an arithmetic mean with numbers n/2 — 1 andn/2 + 1 are taken. The 
median has a breakdown point of 0.5. 

In all three cases, as the estimate of one of measurements is taken, all remaining 
measurements are dropped. 

A mode is the quantity which is most often met or reiterated. For example, the age 
student, which is more often seen in a given group, is modal. When deciding practical 
problems the mode expressed in the form of an interval is frequently used. 


Truncated mean 

To calculate this mean the data of an ordered sample are averaged after removing 
from both sides a definite portion of terms (usually within the limits of 5-25 %). The 
truncated means are widely applied in summing up the results of some forms of sport 
competitions, when the maximum and minimum estimates of the judges are dropped. 
The extreme case of the truncated means is the median. The X % truncated mean has 
the breakdown point of X %. 


Winsorized mean 

To calculate the value of this mean the initial sample is ordered in the course of in- 

creasing, then on each side a part of the data is cut off (usually 10 % or 25 %) and the 

cut-off data is replaced by the values of extreme numbers from those which remain. 
The Winsorized mean is much like the mean and median, and even more similar to 

the truncated mean. 


Example 4.5.1. For a sample of 10 numbers (from x1, the smallest, to x10, the largest) 
the 10% Winsorized mean is (2x2 + x3+...+Xg+2x9)/10. The key is the repetition 
of x2 and x9: the extra substitution for the original values x; and x;9, which have been 
discarded and replaced. 


Trimean 
Trimean is defined as an average value of the median and midhinge. The trimean quan- 
tity is calculated by the following formula: 


Zs Q:i+Q3  Q1+202+Q3 
x= Or f+ =| = ee _ — , 
2 4 
where Q> is the median of the data and Q; and Q3 are, respectively, the lower and 
upper quartiles. 
Thus, the trimean is the weighted sum of quartiles. Like the median, it is a resistant 
estimator with a breakdown point of 25 %. 
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Example 4.5.2. For a sample of 15 numbers (from x1, the smallest, to x15, the largest) 
the trimean is (x4+2xg + X12)/4. 


Notice that not all structural means are robust. The maximum, minimum, and half- 
sum of the maximum and minimum are not robust, and their breakdown point is equal 
to zero. This characteristic of the robust estimates is equal to 50 % for the median, and 
in other cases it is less and depends on the percent used for dropping data. 


4.5.2 Use of redundant variables to increase evaluation accuracy 


A number of evaluation algorithms can be obtained using the principles and methods 
of technical diagnostics and, above all, the ideas of functional diagnosis in systems 
with algebraic invariants, as well as the method of redundant variables (MRV). 

Let us recall that in accordance with [339] the relate those systems to the systems 
with algebraic invariants, the output signals x1,...,X», of which satisfy at least one 
algebraic relation of the form 


A= M(x1,...,Xn) = 9, 


Hereby, when there are no errors, this relation has to be fulfilled for any input signals 
and at any moment of time. 
For the case considered the system under study is described by equations (4.2.1): 


Xj, =X @], 
x2 =x+e2, (4.5.1) 
X3 =X + @3, 


where a part of the input signal is played by the unknown quantity x, and a part of the 
output signals is played by the values of measurements x), x2, x3. In the absence of 
errors (misses, mistakes, fails) e; the output signals of this system satisfy two inde- 
pendent linear algebraic relations (algebraic invariants): 


A, =x;—x2 =0, 


Re i (4.5.2) 
The latter equations can be written in a more convenient form, 
1-1 o||* 
Eel = ee [sO (4.5.3) 
2 1 0-1 x3 


or, even shorter, 
A = Mx = 0. 


Under real conditions the errors e; 4 0, therefore the discrepancy vector A = Me, 
where e = [e1,€,e3]” will also be nonzero. In order to increase the accuracy and 
reliability it is be natural to attempt to use information about the unknown errors e,, 
€2, e3 which the vector A contains. Within the framework of MRV two approaches to 
use of such information have been studied: 
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* correction of measurement values containing small errors; 


¢ detection, localization, and screening (exclusion, “dropping”’) of unreliable measure- 
ment values containing errors of a high level. 


In [339, 343, 344, 347, and others] are the corresponding results obtained for dynamic 
systems with arbitrary invariants. Some of their instantiation is given below for the 
system described by equations (4.5.1) and (4.5.2). 

Let us assume that the errors e; have small values (are within “tolerance” limits) and 
it is possible to neglect the probability of any appearance of unreliable measurement 
results (failures of sensors). Then, to increase the accuracy of the evaluation one can 
use the principle of error correction which is applied in MRV. In the given case it is 
reduced to the following. 

Substituting in relation (4.5.2) the real signal values for x; from (4.5.1), one obtains 


A, =e) —@2, A, =e; —&3 
or 


A = Me. (4.5.4) 


Thus, the signal A carries information about the vector of error e contained in the 
measurement values. The correction idea consists of extracting the estimate é (refining 
the correction) from the vector of measurement values X. The simplest estimate é is 
obtained by pseudo-inversion of the system (4.5.4): 


é=MtA=M!(MM’)'!A. (4.5.5) 
After calculations for M = [ : e I ], one obtains the pseudo-inversion matrix 


-1 
i =1: «0 be 
1 0-1 Su 
0 -1 


Mt =| — 


ll 
| 
or KrF OR eS Corre 
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Consequently, the corrected vector of the measurement values is determined by the 


expression 


X{ 1 1 
i. 1 
X=X-é=|x|/-=] 2 1 Beal 
x3 [32 4 


or in the scalar form it will be 


. 1 

x] =e AN + Ao); 
1 

Xo = xo+ 3 (2A, — Ad), (4.5.6) 

. 1 

X3 = X3—- stl —2A9). 


Substituting here x; from (4.5.1) and A; from (4.5.2), one obtains 


x 1 
Xj =X ra é2 + 3), 
.. 1 
xXo=x 3 e2 + €3), 
n 1 


x3=Kx rag ep +63). 


Thus, as a consequence of correction due to the redistribution of errors the values 
X1, X2, X3 have become equal. Therefore, any of them can be taken as the required 
estimate, i.e., the resultant evaluation algorithm can be written in the form 


: 1 
fis: % = x1 — 3(Ai + Aa), Ay =X1—X2, Ag = x1 — x3. 


The estimate obtained with this algorithm coincides with the arithmetic mean, which 
fact can be checked with the help of the substitution of the latter two equations in the 
evaluation function. This is explained by the fact that the correction on the basis of 
pseudo-inversion is equivalent to the application of the least squares method that, as 
we know, leads to the arithmetic mean estimate. 

Provided the errors e; are independent and have similar dispersions, then such cor- 
rection is optimal and provides a decrease in errors by 3 times. If the measurements 
are not equally accurate and the correlation matrix of errors R = M {e-e7 } is known, 
then the minimum dispersion is peculiar to the estimate obtained in accordance with 


the algorithm 
foo: X= x,-RM™(MRM’‘)"'A, 


where the vector A is defined by relation (4.5.3). 
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It can be shown that this estimate coincides with the estimate described earlier by 
the Markovian estimate. There can also be other versions of linear as well as nonlinear 
algorithms of correction. 

The linear algorithm of correction has the form 


X=X-KA, A=MX, (4.5.7) 


where K is the rectangular matrix with the dimension of 3 x 2. It is selected in such a 
manner that the corrected vector of changing X turns algebraic invariants (4.5.3) into 
zero: 


MX = M(X — KA) = (M—MKM)X =0. 
Hence, the matrix K has to satisfy the matrix equation 


ki ky 
MK=E or er i ko kop = eae (4.5.8) 
1 0-1 01 
k31 ko 


This means that 2 from 6 elements k;; can be selected arbitrarily. Denoting kj; = a, 
k\2 = 5, it is possible to present the matrix K in the form 


a b 
K=tj}a-1 b : 
a b-1 


where the elements a, b are any constant or variable coefficients. For example, as- 
suming thata = b = 1/3, one can obtain equation (4.1.4), for which the estimate 
corresponds by the criterion with respect to f\9. The substitution of this matrix into 
formula (4.5.7) gives 


7 l-a-b a b nal 
X=(E-—KM)X=]|1-a-b a b x2 
l-a-—-b a b x3 


Consequently, at any matrix K that satisfies condition (4.5.8), correction algorithm 
(4.5.7) is used to obtain the vector X with equal components *; = X2 = X3. Hence, 
the evaluation function on the basis of correction algorithm (4.5.7) has the form 


fur = (U—a—b) x; +.axz2 + bx3. 


This evaluation function sets a totality of estimates which are obtained at various 
values a and b. Assuming, for example, thata = b = 1, the following estimate is 
obtained: 


fon =x +2 + 3. 
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An estimate of this kind, and other estimates similar to it, can only be used at close 
values of measurements, and this corresponds to the assumption accepted at the be- 
ginning of this subsection. They satisfy Cauchy’s condition (4.4.3), but at great dis- 
persions of measurements they cannot satisfy Kolmogorov’s condition (4.4.4). 


4.5.3 Application of diagnostic algorithms for screening a part 
of measurements 


Let us look at the situation, where just as with small errors some single errors of a 
high level, caused by, for example, failure of sensors, can take place. From the point 
of view of technical diagnostics in such a situation it is useful to determine the number 
of unreliable measurement values and to “eliminate” this, forming the estimate on the 
basis of the two remaining values. 

This approach allows a whole group of estimates to be constructed which differ in 
the diagnostic algorithm used for determining the index of an unreliable measurement 
value, as well as in the method of forming an estimate on the basis of the remain- 
ing values. Below we will give a description of some estimates developed within the 
framework of the method of redundant variables and systems with algebraic invariants. 


4.5.3.1 Rejecting one measurement by minimum discrepancy 


In the theory of systems with algebraic invariants it is proved that to diagnose single 
errors it is necessary to have two independent algebraic invariants, which in the linear 
case can be written as 

A = MX = 0, 


where Mis the rectangular matrix having two lines. 
Let us pass from the initial algebraic invariants by means of linear combination of 
them to the system of dependent invariants 


A=MxX=0, (4.5.9) 


where M is the square matrix with a zero diagonal. 
For systems (4.5.1) and algebraic invariants (4.5.3) equation (4.5.9) will have the 
form 


Ay 0) 1 -1 xX] 
Arn | =| 1 0 -l x2 |. (4.5.10) 
A3 1 -l 0 X3 


Substituting for x; = x + e;,i = T,3, one obtains 
Ay 0 1 -l el 


ra ea (Ds a OR i es 
A3 1 -l 0 e3 
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If one of the errors e; is significantly greater than the others, this will lead to a 
significant deviation of all the components of the discrepancy vector, except the one 
into which it enters with the zero coefficient. This circumstance allows the index of 
the unreliable measurement value to be determined and rejected. 

Thus, the algorithm of diagnostics consists of the fact that from three measurement 
values x1, X2, x3 only one is dropped, the index of which coincides with the index 
of the minimum quantity from quantities |A1|, |A2|, |A3|. The estimate is formed on 
the basis of the two remaining values of measurements (let them be called x}, x5), for 
example, by means of calculating their arithmetic, geometric, and other means. 

The transfer from the measurement values x1, x2, x3 to the values x4; x can be 
represented in a formal manner: 


where a rejection operator on a minimum discrepancy L/,, is set by the matrix (2 x 3), 
in which each line one element is equal to | and the remaining ones are equal to zero. 
For example, the rejection matrix of the first measurement has the form 


010 
a 
Em = 001 , 
Using different methods of evaluation of the remaining measurement values it is pos- 
sible to obtain the following estimates: 


1 
. wnt / / 
fxs: = 5 (x1 +44) 
hoa: k= x4 x4 
a4 x 
Le ! A x ra ieee 
fos: XF=2 a tae ; , |= Ln | %2 
x 
— 2 2 x3 
A 4 / 
fo: X= srr + x2) 
f / 
Ne Wee ee 
fy: §= 
x4 + x4, 


4.5.3.2 Rejection of one measurement on the basis of a maximum discrepancy 


The idea of this algorithm consists of getting an estimate of the vector of errors on the 
basis of an analysis of discrepancies of algebraic invariants as well as of rejection of 
a measurement value possessing the maximum error estimate. 
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The optimal, in the sense of least squares method, estimate of the error vector is 
given by formula (4.5.5): 


é=MtA=M'"(MM’)'MxX, 


hence, for the matrix M+ one obtains 


é 2 <1 .=1) Fx 
@}=Z/-1 2 -1]| » |. (4.5.11) 
é; S48, pil es 


From three measurement values x1, x2, x3 only that value will be eliminated whose 
index coincides with the index of the maximum quantity from the quantities |é1|, |é2|, 
|é3|. Denoting as before the remaining values through x}, x4, it is possible to write 


where L‘, is the operator of rejection according to the minimum estimate of error, 
similar to the operator L/,,. 

In the same way as before, depending on the method of evaluation of the remaining 
measurement values, it is possible to obtain different estimates: 


1 

fg: X= 51 + X5) 
hoo a x} -x5 

: 1 1\7! a mal 
S30 : #=2(< =) / ; = Ly | x2 

: 1 2 X5 X3 

fat ae xe + xe 
fart = (x +24) + x7’) 


In addition to handling measurement data with the help of the operators L4, and 
L‘,,, many other rejection methods are known. For example, it is possible to consider 
a measurement value as unreliable and to reject it, owing to the fact that this value is 
the most distant from the arithmetic mean of three values, from their geometric mean, 
or from any other estimate from those indicated earlier. 
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4.5.3.3 Estimates with rejection of two measurement values 


A separate class is formed by algorithms of evaluation which use the rejection of two 
of three measurement values. These evaluation algorithms allow not only single but 
also some double failures to be “parried”. In accordance with these algorithms one of 
the measurement values is taken as the estimate, and the two remaining values are not 
present in an explicit form. This certainly, however, does not mean that they do not 
influence the formation of the estimate, since its choice depends on the relationship of 
all three measurement values. 

Classical examples of algorithms with rejection of two measurement values are the 
following algorithms: 


Xx = max (x1, X2,.X3), 
Xx = min (x1, x2,.x3), 
Xx = med (x1, X2, x3), 


which use as the estimate the maximum, minimum, or average value measurement. 
Other versions are also possible, when, for example, as the estimate a value of mea- 
surement nearest to the arithmetic means, geometric means, or some other mean esti- 
mate, is taken. 

Let us now describe two evaluation algorithms of this kind, which are supported by 
the diagnostics procedures indicated above. 

The first consists of calculating discrepancy vector (4.5.10) and throwing out two 
of three measurement values x1, x2, x3, the indices of which coincide with the indices 
of the discrepancies having a less absolute quantity. Thereby a measurement, to which 
the greatest discrepancy from |A,|, |A2|, | A3| corresponds, is taken as the estimate. 

Let the rejection operator determined in such a manner be denoted as L’’, (the num- 
ber of dashes indicates the number of measurements rejected); then it is possible to 
write 


33 x = LY (x1, X2, X3). 


According to the second algorithm, two measurement values are rejected, for which 
the estimate of the errors obtained by formula (4.5.11) has the maximum absolute 
quantity. Hereby a measurement with a minimum error estimate is taken as the esti- 
mate. Denoting the corresponding operator as L/j,, it is possible to write 


fra % = Lay (1, x2, x3). 


4.5.4 Systematization and analysis of evaluation algorithms 
4.5.4.1 Systematization of evaluation algorithms 


A great number of algorithms for evaluating the scalar quantity x on the basis of its 
values of two or three measurements x1, X2, x3 have been described above. They were 
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obtained on the basis of four approaches, i.e., probabilistic, deterministic, heuristic, 
and diagnostic; most of them have been collected in Tables 4.11 and 4.12. On the 
whole, both tables contain more then 100 algorithms, divided into separate groups. 

In drawing up the tables preference was given to nonthreshold algorithms that do 
not require a priori information of the probabilistic or statistical character. 

Tables 4.11 and 4.12 can be used as a source for the analysis of algorithms and their 
comparison by various feature signs. To the number of algorithms it is possible to refer 
the algorithm character and method of setting it, convenience of technical realization, 
accuracy and reliability of the estimate obtained, and others. Let us briefly consider 
each listed sign. 


4.5.4.2 Analysis of evaluation algorithms 


Algorithm character 
Judging from estimates the appearance the algorithms included in the tables are di- 
vided into 9 groups: classical means, linear and quasi-linear estimates, difference and 
nonlinear estimates, algorithms set by criteria, estimates with rejection of one or two 
measurement values, and superpositions or combinations of estimates. In the last group 
only one superposition is indicated from an infinitely great number of possible super- 
positions. The arithmetic means of all estimates included in Table 4.11, as well as their 
geometric means, sample medians, are additional examples. 

When classifying algorithms, some other characteristics of them are also used. In 
particular, they distinguish threshold and nonthreshold algorithms, inertial and unin- 
ertial, symmetrical and asymmetrical algorithms, and so on. 


Methods of setting an algorithm 

In order to set an algorithm, it is possible to indicate the estimate function /, its deriva- 
tive f’, minimized criterion J or its derivative J’, which, in turn, can be set in ana- 
lytical, graphical forms as well as in the form of tables or algorithms. 

Thus, nearly fifteen methods of setting estimates exist. From the point of view of 
technical realization, as well as in analyzing the properties of estimates, each of them 
appears to be useful. 

When the analytical description of an evaluation function is too complicated or even 
does not exist at all, we are obliged to set the algorithm with the help of a criterion. 
However, in the cases where the analytical description is known, sometimes it is useful 
to ascertain the kind of criterion for analyzing such properties of the estimate obtained 
as sensitivity, accuracy, and reliability. 

For the geometric interpretation of criteria, four kinds of diagrams are applied. Two 
of them are the diagrams of criterion and its derivative dependencies on a variated 
variable x. An estimate looked for is the point x = X, at which the diagram J(x) has 
the minimum and the diagram J’(x) intersects the x-axis. An example of the diagram 
J(x) for the mean module criterion is illustrated in Figure 4.19. 
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Table 4.11. Evaluation of the scalar quantity by three measurements x1, x2, x3. 


Formula or criterion Notes 


Classical means and their generalizations 


x x1 +X. + x3 
n= ae 


= YSX1X2X3 


3X1 X2X3 


X1X2 + X1X3 + X2X3 


5 XPS + 5 
Xi + x2 + x3 
2, 2. 2 
+ x3 + x3) 


AQX2 + 3X3 
+ d2 + 43 


1 
x3) a@1-+a2+a3 


a1xi + 2x5 or a3x3 


A,X, + 2X2 4 


l—a—b)x; + ax. +)x3 
—RM"™(MRM‘)'MA 
X1X2 + X2x3 + X1X3 + X2X3 + X1X3 
xy xp +x tx, X2 + X3 


xe"! + xe? + x3e73 
a ex! + e%2 + e%3 


ef*1 + Xx eb + X3°- e%3 


e@X1 + e4X2 + eFX3 


Arithmetic mean (A) 


Geometric mean (G) 


Harmonic mean (HH) 


Contraharmonic mean (C) 
Quadratic mean, or root mean 
square (Q) 


Weighted arithmetic mean 


Weighted geometric mean 


Weighted harmonic mean 


Weighted contraharmonic mean 


Versions of correction on RVM 
1 -1 0 
A=MX,M=|; 54] 


R is the covariance matrix of error 


Symmetric mean 


Lehmer means Lx (k-family); 
L_\=H, Lo=A, Ly=C 


Weighted Lehmer means 
(k-family) 


Exponential weighting 
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Table 4.11. (cont.) 


Formula or criterion Notes 


x1 x2 x3 . * 
fom femal bol Principle of no confidence 


es ees ere in the nearest values of 
|x3—x2| |x3—-x1| |x2—-x1| 


e 


9 


measurements 


X1 |X. — x3] + X2 |Xy — x3] + X3 |x, — x eis : 
t= Oe (8 = hal ee | eS A Coincides with the sample 
[x2 — x3] + [x1 — x3] + [x1 — x9] median 


N 
So 


x1 02 x3)” + x9 (xy — x3)? + x3 (x, — x2)? | Principle of confidence in 


x = >? —s— | two nearest measurement 
(x2 — x3)" + (x1 — x3)" + (41 — x2) 
values 


NO 
— 


N 
Pe | 8 fs Peis]; =e] es| sz 
tad 


xel2—%3l 4 x el*1—%3l 4. x3 e181 ~*21 


x — 
elx2—x31 4+ elxi—x31 4 elx1—xal 


x1 |X2 Saale + x2 |x] oe + x3 |x] Beal 


2 k-family 
|x2 — x3|" + Jr — xsl + or — 2 |* 
Nonlinear estimates 
24 


i) 
Nn 
> 
II 


[3x1 xX2Xx3 
Xi + X2+ x3 


N 
nN 


Root-mean-cube 


Weighted root-mean-cube 


Power mean (k-family) 


k k k 
A,X + Arxx¥ +.43X P 
te Weighted power mean 
a, +a.+ 43 


7 XixX2 + X13 + X2X3 + “ + X2X3 
3 Xo Combinatoric mean 


(a —b)(b —c)(c —a) 
2((b —c) Ina + (c —a)Inb+ (a—b) Inc 


& = V(x1 +.4)(x2 +.a)(x3 +a) —a Biased geometric mean | 


Logarithmic mean 


i GU see 
32 x = In —————_ Quasi-arithmetic mean 


3 


= SF (x1) + f (x2) + a) Kolmogorov’s mean 
=a (eae 3 (a family) 


wo 
pe fs. 
> 
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Table 4.11. (cont.) 


Formula or criterion Notes 


fe} 
44 gore! a, f (x1) + do f (X2) + a3 f (x3) Weighted Kolmogorov’s 
os a+a+43 mean (a family) 


Estimates, minimizing the criteria of the form J = p(x; — X) + p(x. — X) + p(x3 — X) 


p(xi — 8) = fi — 8) +a? - 


p(xj —X) = |x; —X| + OG - RY Combined criterion 


Y . 2 Y ‘hat: . 
P(X —x;) = tal ee) pa amma Compound criterion 


a|%—x;|—0,5a? at |%-—x| >a 


0.5(8—x;)° at |R—x;| <a 


Z Compound criterion 
05a at |\X-—xi|>a P 


pax) = | 


Iterative means (dp = x1, bo = X02, Co = X3,n = 0,1,2...) 


an+1 = A(@n, bn, Cn), Arithmetic-Geometric- 
39 bn41 = G(an, bn, Cn), Harmonic mean (Iterative 
Cnti = H(an,bn, cn) AGH-mean) 


anti = Mi(an, bn, cn), A family of iterative 
40 bn41 = Mo(an, bn, en), means; M,,M>, M3 - 
Cnt1 = M3(an, ba, Cn) different means 


Estimates with rejection of two measurement values 


X =max(x), X2, x3) Choice of the maximum 
X =min(x1, X2, x3) Choice of the minimum 
x =med(x), x2, x3) Choice of the median 
44 X = L" (x1, Xo, X3) Dropping off the nearest 
two measurement values 
X = L" (x1, Xo, X3) Rejection on the basis of 
diagnostics algorithms 


X% = Lig (m1, Xo, 3) RVM 


Estimates with rejection of one measurement value and averaging of the remaining ones 


Dropping off max(x1, x2, X3) The remaining values of 
: : measurements x; and x‘ 
Dropping off min(x1, x2, x3) are evaluated by one of the 
Dropping off med(x1, x2, x3) formulae 
Dropping off L” (x1, x2, x3) 1) O.5(x) + x5) 
Dropping off LY, (x1, x2, x3) ae alae! 4 
Dropping off L4, (x1, x2, x3) 3)2 (3 as x) 
X = Li (K1, X2, X3) 4) S (x? + x7) 
82-86 X= Lig (X1, X2, X3) 


5) (x, + a (x? + x?) 
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Table 4.11. (cont.) 


Formula or criterion Notes 


Superposition or combination of estimates 


Ls 4x) +43) + Yeux Arithmetic mean of four classical 


1 
4 means 


3 
87 +3(L+¢42)" 


+ 


(x? + x3 + x3) 


Wile 


Table 4.12. Evaluation of the scalar quantity by two measurements a, b. 


Formula or criterion Notes 


20 atab+b? 
a+b 


a Ay(a, b) = 3a + Vab + b) Heron mean 


b Va 
Ay (a, b) = pa Heron means (w-family) 
ac 


1 T(a, b)= Centroidal mean 


\/p 
Dp b p/2 bP 
me Heron means (p-family); Hp = /ab 


4 | Hy(a, b) = ( 3 


5 ics a?b!P 4 q\ PhP Heinz or symmetric means (p-family), 
Q94.0)= a ___ 0s p< 1/2. 0=4, 01 =G 


—b 
L(a,b) = gee 2 Logarithmic mean 
Ina—Inb 


1/(b-a) 
7 Identric or exponential mean 
e 


8 | (a,b) = (ath) +8) a,b >0 


Seiffert’s mean 


(p+ 1)\(a—b) L,=A,Lo=1, L-; =L, L-2=G 


Lp(a, b) = ght! _ peti \\/P Power logarithmic means (p-family) 
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Table 4.12. (cont.) 


Formula or criterion Notes 


ght! _ ppt Power difference means (p-family) 


D,(a, b)= a —qe—bpP =| Di =A, D4 =G, D1 = G/L 


p at—b!4 1(Q-P) Stolarsky means of order (p,q) (p,q- 
qd qP— aP — bP family) Sig4t = Lg, Sp,p+1 = Dp 


Spq(a, b) = UF 


Arithmetic-Geometric mean (AGM) 
AGM(a, b) = 


m/2 dx 
2 ry 
0 a? sin? x + b? cos? x 


Arithmetic-Harmonic mean (AHM) 


AHM(a,b) = Vab 
Geometric-Harmonic mean (GHM) 
GHM(a,b) = 
Qab 7? dx 

Tt a? cos? x + b? sin? x 


Schwab-Borchardt mean (SBM) 


Lemniscatic mean (LM) 
LM(a,b) = 
= JS 4n4an+1- 


= 5 (an aay SP Logarithmic mean (L) 


a—b 
1 L (a,b) = ———— 
= 5 (hn + Vanbn) O22) Ina—Inb 
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Table 4.12. (cont.) 


Formula or criterion Notes 


Anti = fi(dns bn), A family of twelve iterative means 


bn+1 = fi(Qn,bn), i AJ Lij (a,b) 
fi(a,b) = 5 (a+b), 


frlab) = (aby!?, 
1/2 
Mei (>) 


a a 


fa (a,b) = (s 


M* (a,b) = (M(a7!,b7))! Dual mean of M-means 
—Ina nee 
——— Dual mean of logarithmic mean L (a,b) 
a 


Dual mean of identric mean IJ (a, b) 


Two other diagrams are the diagrams of the loss function p and its derivative. They 
are used for the criteria of the form J = p(x; — x)+p(x2 — x)+p(x3 — x). Examples 
of the dependences p(x; — x) and p’(x; — x) for the quadratic mean and mean module 
criteria are given in Figures 4.26 and 4.27. At the point x = x; the loss function is 
minimal and the sensitivity function is u = p’(xj — x) = 0. 

Setting an estimate with the help of the evaluation function whcih for three mea- 
surements represents the function of three arguments is more used: 


R= f (x1, x2, %3). (4.5.12) 


Equation (4.5.12) describes the surface in a four-dimensional space, the character of 
which depends on the function f form. A definite idea about this surface can be ob- 
tained if two arguments are fixed and the dependence of the estimate X on the third ar- 
gument is depicted in the form of a diagram. Just in this way the diagrams, constructed 
under the condition x; = const, x2 = const and shown in Figures 4.25—4.31, were 
obtained. Note that a similar approach is used in electronics and radio engineering, 
when setting a function of several arguments (for example of transistor characteris- 
tics) is performed with the help of a family of flat curves. 

A more complete idea about the evaluation surface can be obtained if only one 
argument (for example, x3) is considered and the function X is regarded as a function of 
the two remaining arguments. In a geometric manner this will be in line with surfaces 
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Figure 4.33. Diagram of the evaluation surface for X = y = min(x), x2, x3) at x3 = 1. 


in a three-dimensional space with the coordinate axes X, x1, x2. Figures 4.33 and 4.34 
illustrate the surfaces for the functions constructed under condition that x3 = 1: 


X = min(x1, X2,.x3),X = max(x1, X2, x3), (4.5.13) 


Superimposing surfaces (4.5.13) on one diagram, we obtain Figure 4.35. A single 
common point a of both surfaces lies on a bisectrix of the first octant and has coordi- 
nates (1, 1,1). 

In accordance with condition (4.4.1) Figure 4.35 in the explicit form sets a domain to 
which the evaluation functions can belong. The surface corresponding to any function 
of such a kind has to pass through point a and to lie between surfaces (4.5.13), depicted 
in Figures 4.33 and 4.34. Domains lower than the level X = min(x1, x2, x3) and higher 
than x = max(x1,X2, x3) are forbidden. 

In Figure 4.36 the surface is shown for a sample median constructed for x3 = 1: 


x = med(x1, x2, x3). (4.5.14) 


The two-dimensional diagrams for functions (4.5.13) and (4.5.14), which are shown 
in Figures 4.25 and 4.31, can be obtained by crossing the surfaces in Figures 4.33-4.36 
with a vertical plane set by the equation x2 = 2. For example, the diagram for the 
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y = max (Xj, X7, 3); x3 = 1 
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Figure 4.34. Diagram of the evaluation surface for X = y = max(x), X2, x3) at x3 = 1. 
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Figure 4.35. Domain of the evaluation surfaces existence. 
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y = med (x1, X9, x3); 43 =1 


x i me 
4 ae | ies oe T ha 
‘ | 1 LOCI ) om 
SS " 
oboe a | a 
tegeie, ree a 
3 op: oe SSSeT SIO? atts 


a = 
Sete ered | Liens 

= SE a a ge ‘= 

= SSeS Lah eae eeera ae - | 
eee Sioa 


Xy 0 i) 


x] 


Figure 4.36. Diagram of the surface of the sample mean X = y = med(x1, X2, x3) at x3 = 1. 


sample median in Figure 4.31a coincides with the intersection of the surface depicted 
in Figure 4.36 and the plane which is perpendicular to the axis x2. 

Note that for two measurements X = y = f(x, x2) the three-dimensional picture 
gives a useful idea of the evaluation function. The domain of permissible surfaces for 
this case is set by the condition 


min(x), x2) < ¥ < max(x1, x2), 


the geometric sense of which is illustrated in Figures 4.37 and 4.38. 

In these figures surfaces corresponding to the higher and lower boundaries of in- 
equality are depicted. By superposing them onto one working drawing we can see the 
permissible and forbidden domains for the evaluation surfaces. 

In particular, any evaluation surface for two measurements must contain a bisectrix 
of the first octant, since it is the line of contiguity of both limiting surfaces. 

In Figures 4.39a and 4.39b the surfaces intended to evaluate the geometric mean 
X = ./X 1X9 and harmonic mean x = = = ae are shown. 


x1 x2 


For the case of an arbitrary number of measurements, preference should be given to 
two-dimensional diagrams, since on the one hand they are not too complicated with 
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y = max (x1, X>) 


Figure 4.37. Diagram of the evaluation surface for X = y = max(x1, x2). 


regards to construction, and on the other hand they give a sufficient idea about the 
character of the evaluation function. If necessary, they can be easily supplemented by 
sensitivity diagrams with additional information about properties of estimates. 

To illustrate the above, in Figure 4.40a and Figure 4.40b the two-dimensional dia- 
grams of the evaluation functions for a sample median and for averaging of three cen- 
tral measurement values at n = 5, and in Figure 4.41a and Figure 4.41b the diagrams 
of their sensitivity functions are given. 

Ease of technical realization 

Technically, any estimate is realized either on the basis of software, or with a certain 
device processing the input signals x;, x2, x3 and forming the output signal X. This 
device has to meet the usual technical requirements, such as simplicity, reliability, 
quick response, operability within a wide range of input signals, and others. Taking 
them into account, the choice of one of the possible versions for realizing the accepted 
estimate is performed. 

As a Starting point for getting an estimate either the evaluation function itself we 
can use f, or the criterion function F,, or its derivative. At the same time, in all cases 
a hardware or software realization is possible. 

Block diagrams of getting the estimate by every method from those listed above are 
shown in Figure 4.42a,b,c. 
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Figure 4.39. (a): surface of the geometric mean X = ./X]xy; (b): surface of harmonic mean 
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xX, X2 X3 X4 X5 


Figure 4.41. Diagrams of the sensitivity functions atn = 5. 
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a) 
xX] x 
Ff 
x3 ———> 
b) 
X{ A 
X2 Algorithm of ‘ 
3 optimization 
c) 


Figure 4.42. Block-schemes for getting an estimate by the evaluation function (a), criterion 
function (b), and its derivative (c). 


In accordance with the first of them the estimate is calculated directly by the eval- 
uation function. For example, for an algorithm of the arithmetic mean the block f 
(Figure 4.42a) will represent simply an adder (summation unit). 

When calculating the estimate by the criterion function (Figure 4.42b), first a value 
of minimized criterion J = F(x, x1, X2, x3) is formed, and then an automatic search 
for the quantity x = X, providing its minimum, is realized. At the same time any of 
the numerical methods of searching for an extremum can be used, for example, the 
gradient methods, Gauss—Zeidel method, and others. 

According to the third method the calculation of the estimate is performed by solv- 
ing an equation formed by differentiating the criterion and equating the result obtained 
to zero: 

J! = F'(x, x1, x2,x3) = 0. (4.5.15) 


The structure of an analog circuit for it to be solved (a scheme of a quorum ele- 
ment) is shown in Figure 4.42c. It is constructed according to the method of implicit 
functions, widely used in analog computing technology for converting functions and 
equations set in the implicit form. 

In accordance with this method the block of forming derivative J’ = F’ (4.5.15) is 
included into the feedback of an operational amplifier. Thanks to a significantly large 
amplification coefficient of the latter, the voltage value at its input is automatically 
kept close to zero. Consequently, the output signal of the amplifier will approximately 
coincide with the solution of equation (4.5.15). 
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Let us explain the versions described by the example of realizing the algorithm 
of the sample median, starting from the estimate obtained directly by the evaluation 
function. 

Using the operations for selecting the maximum and minimum signals of a number 
of signals, the function X = med(x1, x2, x3) can be written in the form 


x = max [min(x1, x2), min(x1, x3), min(x2, x3)| (4.5.16) 

or in the tantamount form 
x = min [max(x1, x2), max(x1, x3), max(x2, x3) ]. (4.5.17) 
The block diagram shown in Figure 4.43 is in accordance with these formulas 


(72. 731: 


a) 


b) 


Figure 4.43. Block-diagrams of getting estimates by formulae (4.5.16) and (4.5.17). 


Each of the operations on choosing the maximum and minimum can be performed 
with the help of comparatively simple diode circuits. This allows an analog device to 
be constructed on the basis of an operational amplifier, diodes and resistors. 

The software realization of formulae (4.5.16) and (4.5.17) with the help of an com- 
puter is also rather simple and requires only five operations of comparison. 
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Getting the median estimate by the criterion function is connected with minimiza- 
tion of the criterion value J: 


J = |x, —x| + [x2 — x] + |x3—-2]. (4.5.18) 


For the estimate the value x = X, providing this criterion with the minimum, is 
taken. As a matter of fact this method of calculating the sample median is based on 
the use of numerical methods of optimization. The corresponding block diagram of 
calculations is shown in Figure 4.44 [72]. 


xy 


x9 


Algorithm of 
optimization 


x3 


Figure 4.44. Block-diagram of calculations at minimizing criterion (4.5.18). 


It contains a block of criterion formation (BCF) and a block of optimization. It is 
clear that the realization of the block diagram can be both of the hardware and of the 
software type. 

For getting the same estimate by the derivative of the criterion function using the 
block of forming the derivative (BFD) one needs to solve the equation 


J' = sign(x; — x) + sign(x2 — x) + sign(x3 — x) = 0, (4.5.19) 


which is obtained by differentiating criterion (4.5.18) and equating the result obtained 
to zero. Here the sign z is used to denote the signature function equal to 1 at z > 0; 
zero at z = O, and —1 at the negative z. 

The analog circuit for solving equation (4.5.19) with respect to x, constructed ac- 
cording to the method of implicit functions is shown in Figure 4.45. 

This scheme of obtaining estimates and other schemes similar to it are named quo- 
rum elements [72]. Their common feature is the application of the method of implicit 
functions for solving equations J’ = 0. Let us note that if in the scheme shown in Fig- 
ure 4.7 the nonlinear blocks of the relay type are replaced by the linear ones, then at 
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Figure 4.45. Block-diagram realizing the solution of equation (4.5.19). 


the output of the amplifier an arithmetic mean estimate will be formed; if a linear char- 
acteristic with restriction is used, then estimate 37 from Table 4.11 will be obtained, 
and so on. 

In conclusion let us mention some means which are not included in Table 4.11. 
Among these are chronological means, progressive means, factorial means, and a num- 
ber of others. 


4.6 Application of means for filtering problems 


4.6.1 Digital filters with finite memory 


The classical method of dealing with errors, noise, and mistakes in measuring sys- 
tems consists of applying various filtering algorithms, taking into account some known 
properties of the signals and noise. If the data measurements, due to their physical na- 
ture, represent smooth continuous functions set by an array of readouts, then to process 
them filters based on averaging a number of adjacent readouts can be used. 

In particular, such an approach can be used in airplane navigation devices, where the 
signal smoothness is caused by the fact that the location of an aircraft and its navigation 
parameters change smoothly. 

In an airplane computer any signal is represented in the form of an array of read- 
outs X1,X2,..., relating to equally spaced time moments. Therefore, the condition of 
smoothness can be written in the form of the inequality 


Ixit41 — Xi] <8, (4.6.1) 
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which means that the adjacent readouts in the array differ from each another by a small 
value not exceeding a certain threshold e. 

The proximity of adjacent readouts of measurement signals can be used for remov- 
ing the readouts which are distorted due to the influence of errors (fails, mistakes), This 
idea is at the base of the majority of filtering methods and evaluation. Signal processing 
is accomplished in accordance with the structural scheme shown in Figure 4.46. 


i Buffer 
Signal Bulice Filter nA Consumer 
source XJ Xpyee Ky Xqy0e- 


Figure 4.46. Structural scheme of signal processing. 


The signal readouts x1,x2,... are supplied to the input of a filter. They are pro- 
cessed in accordance with a chosen filtering algorithm and transformed into an output 
sequence X1,X2,.... 

One simple filtering algorithm is the algorithm of a moving mean: 


A Xi XMi-1 Hee + Xj-k41 
Xj EH 
k 
where k is the width of a “window”, moving over the signal readouts. This is the 


example of a filter with a finite memory or finite pulse—weight characteristic. 
An arbitrary finite memory filter is described by the expression 


(4.6.2) 


Mi =F Os MSc MRR) (4.6.3) 


Therefore, the problem of filter synthesis satisfying the requirements set is reduced 
to the choice of the function f. From the mathematical point of view, this is close to 
the problem of the evaluation function selection, which was considered in the previous 
subsections of this volume. For example, the function of the moving average (4.6.2) 
at k =3 corresponds to the arithmetic mean function (4.2.4). 

In the same way, any evaluation function indicated in Table 4.11 can be compared 
to the filtering algorithm defined by formula (4.6.3). In particular, using the harmonic 
mean formula the filter is obtained which is described by the formula 


2 1 1 ie ia 
xj =3(— + ag . 
Xj Xi-1 Xji-2 


Such an algorithm can be called the algorithm of a moving harmonic mean. 

The simplest algorithm of secure filtering is supported by the formula given in 
point 47 of Table 4.11. It consists of the output readout of the filter being formed 
as a half-sum of the maximum and minimum readouts of three input readouts. 

Thus, Table 4.11 automatically generates tens of filtering algorithms providing the 
processing of smooth signals. Let us consider in detail two kinds of these algorithms, 
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median and diagnostic, which ensure removing single failures (mistakes, misses) in a 
signal. 
4.6.2 Median filters 


An algorithm of the median processing of three measurement values is described in 
Section 4.2 (see equation (4.2.8) and Figure 4.3). As applied to the signal filtering, 
this algorithm is turned into the algorithm of a moving median, which at k = 3 is 
described by the formula 


x; = med(xj,xj-1,Xj-2), 1 =1,N. 
For reasons of symmetry this formula can be rewritten in the form 
Xj = med(xj+1, Xi, Xi-1). (4.6.4) 


This signifies that in the initial array data three adjacent readouts (the moving “win- 
dow” of the width of three points) are looked through, and as an estimate x; the readout, 
average in quantity, is accepted (Figure 4.47). 


«Window » 


Signal 
source 


=> 


Figure 4.47. Three-point median filter. 


An important property of the moving median algorithm is the fact that it rejects 
readouts distorted by single failures (misses, mistakes). Such readouts are replaced by 
an adjacent readout (by one of those whose value is closer). The algorithm thereby en- 
sures the insensitivity to single failures (misses, mistakes), 1.e., possesses the property 
of robustness. 

The median filters are easily realized from the technical point of view and can be 
successfully used for avoiding failures (misses, mistakes) of any multiple factor. For 
example, selecting the width of the “window” k = 5, one obtains an estimate insen- 
sitive to double failures, etc. 

The median filter possesses a number of interesting properties [18, 22—25, 29, 137, 
167, 220, 221, 318, 319, 364, 378, 433, and others]. Let us consider some of them. 
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a) Criterion of filter optimal capabilities 

In the same way as in performing the usual evaluation of measurement values, the 
median filter forms an estimate satisfying the module criterion of optimal capabilities. 
At the “window” duration k = 3 the criterion has the form 


J = |xi41 X;| + |X; XI + |Xj-1 Xj. (4.6.5) 


As follows from Figure 4.47, the estimate x; , calculated by formula (4.6.4), provides 
a minimum value for this criterion. 
At the arbitrary duration of the “window” k = 2n + 1 formula (4.6.5) will contain 


k summands: 
n 


J= YO |xizj - 2]. (4.6.6) 


j=on 
The minimum of such a criterion is achieved at X; = med(xj~n,...,Xi+n). 


b) Statistical properties of the filter 

An analysis of statistical filter properties can be conducted by supplying to its input 
various random signals and studying the probabilistic characteristics of the output sig- 
nal. One of the obvious and simple results of such an analysis is illustrated by Fig- 
ure 4.48. In this figure the diagram of probability distribution density is shown for the 
output signal p(X) of the median filter at the time of supplying to its input a signal 
uniformly distributed within the interval [—1, 1]. 


p(x) D(x) 


-1 1 -l 1 


Figure 4.48. Transformation of the probabilities distribution density by the median filter. 


The diagram of p(X) has a bell-shaped form close to the Gauss curve. On an in- 
formal level the result given is explained by the fact that the median filter rejects the 
values with large amplitudes passing to the output the values with small and average 
amplitudes. 


c) Nonlinear character of the filter 

The median filter does not destroy and distort the pulse wavefronts, in contrast to any 
linear filter. Here the nonlinear character of this filter is revealed. Algorithmically, its 
nonlinearity is reflected in its use for realizing the function of med nonlinear sorting 
of signal values located in the filter “window”. The calculation complexity of such 
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an operation increases with the increase of the duration of the “window”, which is 
evidence of a great efficiency of the algorithmic realization of the filter. 


d) Root signals of the filter 

One important characteristic of the filter is its behavior in the absence of noise. From 
this point of view all filters can be divided into two classes. The first class is formed 
by filters which do not introduce any distortions into input signals. Filters introducing 
some distortions into input signals are of the second class. For example, any linear 
filter inevitably changes the shape of the input signal. 

The median filter belongs to the second class, i.e., in the general case it changes the 
form of input signals. First, this relates to the extreme points of a signal as well as to 
those what lie close to them. So, when a sinusoidal signal trough passes a three-point 
median filter, all the extreme points of the signal are “cut off’. In case of a five-point 
signal not only extreme points are cut off, but also the points adjacent to them. As a 
result, the tops of sinusoid “waves” become flatter. 

At the same time, there are signals which do not change when passing through the 
median filter. Such signals are called root signals, since they are the roots of the equa- 
tion 

med(x) — x = 0, 


where x is the input filter signal, and med(x) is the output filter signal. 

Examples of root signals are a single “step”, a linearly increasing signal, or any 
monotonic signal (Figure 4.49a,b,c). A rectangular pulse (Figure 4.49d) will be a root 
signal of the median filter if the pulse duration exceeds half of the filter “window” 
duration. These signals as well as their combinations pass through the median filter 
without change. 


i. Le I. 


Figure 4.49. Root signals of the median filter. 


e) Generalized median filters 

A classical median filter optimizes the criterion defined by formula (4.6.6). This crite- 
rion permits the generalization in at least two directions. First, it can be written in the 
form 


n 
1 ) lajxi-.j — 3i], 
j=on 
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where a; means some weight coefficients. With the help of these it is possible to take 
into account the “importance” of various readouts. A separate class of weighted mov- 
ing median filters will correspond to this formula. 

Second, each summand in formula (4.6.6) can be raised to a positive power y. This 


leads to the criterion 
n 


f=)" eye” (4.6.7) 
j=—-n 
Note the most important cases of the values y: at y = 1 one gets a classical median 
filter; at y = 2 it will be a quadratic criterion, for which the optimal estimate is the 
moving arithmetic mean (4.6.2); at y — oo criterion (4.6.7) turns into a Chebyshev 
criterion with the optimal estimate in the form of a half-sum of minimum and maxi- 
mum readouts located in the “window”. This kind of estimate is secure and minimizes 
the maximum permissible error. 
The case where y < | is of interest. There the function J becomes multiextreme: 
all its minima are at points coinciding with readouts of an input signal. At y — 0 the 
optimal solution is achieved at the point x;, minimizing the product 


In Figure 4.50 the character of criterion diagrams (4.6.7) is shown for different val- 
ues of y for a five-point filter. The values of the input signal readouts, fallen into the 
“window”, are indicated on the x-axis, and the criterion values are on the y-axis. 


J 


Figure 4.50. Character of the five-point filter diagrams for various values y. 


The choice of any value y, and as a consequence the filter type, is defined by the 
physical essence of the problem, in particular by the signal character and noise. 


4.6.3 Diagnostic filters 


By a diagnostic filter we mean the filter intended to signal processing, the algorithm 
of which complies with the estimates corresponding to points 45 and 46 in Table 4.11. 
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The simplest diagnostic filter is obtained when considering adjacent pairs (i.e., us- 
ing the “window” of two readout durations and checking for the fulfillment of the 
condition 


A = |xi — xj-1| < &, (4.6.8) 


where é is the fixed threshold determined by a power of “smoothness” of an input 
signal. 

If condition (4.6.8) is met, then a current input readout is passed to the output of the 
filter: X; = x;. In the opposite case the filter output is blocked. Blocking goes on until 
condition (4.6.8) is again met. 

Within the blocking interval the output signal of the filter can be subjected to sub- 
stitution with the help of different methods. For example, as an estimate within this 
interval it is possible to take the last true value: X; = xj—1, i.e., to use the extrapolation 
of the zero order. 

The corresponding algorithm has the form 


A := abs (x(i) — xi — 1)) 
if A < eps then 

X(i) := x(i) 

else 

Xi) := XG — 1). 


It is also possible to apply the extrapolation of the first or second order, but to do 
so will require an increase of the filter “window” duration. The algorithm, using the 
extrapolation of the first order, has the form 


A := abs (x(i) — x(i — 1)) 
if A < eps then 

X(i) = x(i) 

else 

X(i) := 2xX(i — 1) — XC — 2). 


Thus, the diagnostic filter at minimum duration of the “window” (kK = 2) makes it 
possible to fight the failures (mistakes, misses) of an arbitrary repetition factor. This 
circumstance makes the diagnostic filter more beneficial than the median filter. But 
it should be noted that with an increase of the repetition factor the filter correction 
capability deteriorates. 

Another advantage of the diagnostic filter consists of the fact that it does not intro- 
duce distortions into a signal with no fails. A signal of any shape which satisfies the 
condition of smoothness (4.6.8) is the root one for the diagnostic filter. 
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Both of these advantages above are provided by use of additional information about 
the threshold ¢, which is not needed in case of the median filter. This is a disadvantage 
of the diagnostic filter considered above. 

This disadvantage can be avoided by transferring to a nonthreshold diagnostic filter. 

Let us describe the idea of the nonthreshold diagnostic filter for the “window” du- 
ration k = 3, and let the current readouts of an input signal x;, xj-1, xj~-2 be denoted 
as yj, Y2, 3. Then let us form three control signals: 


Ai =|y2—y3|, Az =|y1—y3], A3 = |y1 — yo]. 


In the absence of fails, all three signals will be of small values. The appearance 
of a single fail will distort one of the readouts and lead to an increase in the values 
of two control signals. The index of the control signal which remains at a smaller 
value coincides with the number of the distorted readout. This readout is rejected, and 
an estimate is formed on the basis of two remaining readouts, for example, as their 
arithmetic mean, harmonic mean, etc. 

Thus, the thresholdless diagnostic filter with the duration k = 3 in the same manner 
as the median filter gives us the possibility of helping to prevent single fails. The 
algorithm of such a filter has the form 


yi i= x(i); 
yo = xi — 1); 
y3 := x(i — 2); 


A, := abs(y2 — y3); 

Ap := abs(y1 — y3); 

A3 := abs(y1 — ya); 

if A; = min(A;A2A3) then 

¥(i) = (y2 + y3)/2 

else if Ay = min(A;A>A3) then 
X(i) = (yi + y3)/2 

else if Az = min(A;A>A3) then 
EQ) = (yi + y2)/2. 

Unfortunately, in the absence of fails this filter in the same manner as the median 


filter introduces some distortions into the original signal, i.e., is of the second class of 
filters. 


4.6.4 Example of filtering navigational information 


Let us illustrate the application of median filtering by an example of a procedure of 
processing the data received from an airplane navigation system. The block diagram 
of flight navigation information is shown in Figure 4.51. 
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Figure 4.51. Processing of signals of the inertial navigation system. 


One source of primary information is the inertial navigation system, the output of 
which are estimates of the current values of seven aircraft parameters, i.e., longitude 1, 
latitude @, altitude 4, horizontal components of speed v1, v2, vertical speed h, and 
azimuth ¢ are formed. 

They contain noise of two types, distortions of a high level (overshoots, signal 
misses) and low level (errors caused by faulty hardware or some other errors). 

To eliminate the influence of noise a two-stage procedure of data processing is ap- 
plied. At the first stage the high-level errors are excluded. For this purpose a set of the 
median filters (MF) is used. 

At the second stage of dealing with low level errors the Kalman filter is applied. As 
its output estimates of the navigational parameters “cleaned” of high-level noise are 
obtained. 

As an example, in Figures 4.52 and 4.53 the results of the median filtering of sig- 
nals h (altitude) and h (vertical speed) are given. For their construction real signal 
records of the inertial navigation system received in the process of flight tests were 
used. It can be seen that the upper diagrams in these figures contain a great number 
of high-level errors caused by regular signal misses caused by vibration and by the 
modest reliability of contacts. 
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Figure 4.52. Results of the median filtering of real signals h (altitude). 


The bottom diagrams in Figures 4.52 and 4.53 show the results of the median fil- 
tering. The median filter uses the “window” with a width equal to three readouts and 
eliminates single fails. 

As a result the signal of the altitude channel appeared to be completely “cleaned” 
from high-level errors, and in the signal of the vertical speed channel all errors but 
two are removed. To eliminate the remaining errors it is necessary to use an additional 
filtering or to apply a five-point median filter. 

The example considered shows a rather high efficiency of the median filtering used 
for preliminary signal processing of signals supplied from measuring sensors. 
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Figure 4.53. Median filtering of the signal of the vertical speed channel. 


4.7 Summary 


For many practical problems the situation is typical where it is required to obtain an es- 
timate of an unknown quantity on the basis of a rather small number of measurements. 
In this chapter the evaluation algorithms relating to the classical problem of three or 
two measurements were collected, systematized, and studied. Along with this, some 
cases of a greater number of measurements were considered. 

In accordance with the classification of measurement errors given in this book, the 
errors are classified as 


* personal (subjective) errors, i.e., operator errors; 

¢ hardware errors, i.e., errors of measuring instruments used; 

* external errors caused by the influence of physical quantities which are not measure- 
ment objects; 

¢ methodical errors, i.e., errors arising due to imperfection of the selected measure- 
ment method; 
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* errors arising due to the inadequacy of an applied measurement model; 


* errors caused by classification errors. 


Special attention is given to crude errors of various origins, which are called misses, 
mistakes, fails, noise, or signal misses. 

A classification of methods for evaluating results of repeated measurements was 
given, according to which all evaluation methods are subdivided into the groups prob- 
abilistic, deterministic, heuristic, and diagnostic. Consideration is given to algorithms 
of optimal evaluation for the groups of the methods listed. In particular, the proba- 
bilistic approach is characterized, which includes the maximum likelihood method, as 
well as the Markovian and Bayesian estimates. 

Algorithms realizing the deterministic approach use various optimization criteria, 
in particular, quadratic, module, minimax, power, as well as compound, combined, 
and other kinds of criteria. 

It was shown that the principles of heuristic evaluation on the basis of definitions of 
means according to Cauchy and Kolmogorov lead to classical mean estimates for the 
case of two, three, and and more measurements, such as the arithmetic mean, geometric 
mean, harmonic mean, and some others. Moreover, linear, quasi-linear, and nonlinear 
estimates are also characterized. In particular, weighted arithmetic and quadratic mean 
esitimates, sample median, and some others also refer to these estimates. 

When treating the diagnostic methods of getting estimates, the use of the method of 
redundant variables for increasing the evaluation accuracy as well as the application 
of algebraic invariants were described. It was shown that the use of the redundant vari- 
ables method leads to obtaining Markovian estimates, and using algebraic invariants 
it is possible to reject unreliable measurement values. 

Estimates with the rejection of one or two measurement values by either a maximum 
or minimum discrepancy were treated in detail. The comparison of various estimates, 
which differ in evaluation algorithm character, method used for setting an algorithm, 
and easiness of technical realization, was conducted. 

The principle of applying mean estimates for the noise-immune filtration of signals, 
the use of which leads to filters with finite memory, was described. 

High emphasis is placed on median filters and their characteristics, including opti- 
mization criteria, statistical properties, and root signals of filters. Consideration was 
also given to threshold and thresholdless versions of a diagnostic filter. 

Algorithms of scalar quantity evaluation by three or two measurements were pre- 
sented in the form of two tables in which more than 100 different estimates are re- 
flected. It should be noted that the list of these estimates can be continued, since the 
number of possible estimates is not limited and the choice of one of them has to be 
made taking into account the specific features of a particular practical measurement 
situation. 


Chapter 5 


Metrological traceability of measurement results 
(illustrated by an example of magnetic recording 
instruments) 


5.1 General ideas 


Since the accuracy and trustworthiness of measurement results become “economic 
parameters” which have an influence on saving material and technical resources as well 
as on the quality of industrial products, the development of the scientific, engineering, 
organizational, and legal fundamentals of the metrological reliability of information- 
measurement systems of various destinations is of current importance. 

In many cases instruments for the precise magnetic recording of analogue electri- 
cal signals (MRI) of measurement information and management data is an integral 
component of information measurement systems, measuring complexes, and auto- 
mated control systems for technological processes used in various sectors of a national 
economy. 

When using instruments for precise magnetic recording as one of the components 
of a measuring information system, its measurement characteristics influence the re- 
sultant metrological properties of the whole system. Solution of problems of an IMS 
analysis, i.e., the evaluation of the IMS errors with respect to the known metrological 
properties of the units it contains, as well as problems of IMS synthesis, i.e., deter- 
mination of requirements for metrological characteristics of the system units on the 
given parameters and structure of this IMS, requires the development of a system of 
metrological assurance of MRI as a component. 

By its metrological status the MRI is an intermediate linear transducer that can be 
considered as a “black case” characterized by its “inputs” and “outputs”. A measure- 
ment MRI channel is designated for recording, keeping, and reproducing electrical 
information signals without disturbing their shape and has certain specific peculiar 
features as compared to traditional quadripoles (of the type of measurement ampli- 
fiers, dividers, etc.) and channels of information transmission systems which do not 
permit existing verification means to be used in full measure for metrological assur- 
ance of MRI. 

The specific features are 


¢ a large and frequently uncertain (depending on the operator’s actions) time gap 
between the moment of recording and of reproducing a signal in both the mode 
of recording and the mode of reproducing; 
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¢ time scale distortions of a reproduced signal due to oscillations, drift, and the non- 
nominal character of a magnetic carrier speed in both mode of recording and mode 
of reproducing; 


¢ the possibility of using the transposition of a tape-drive mechanism speed, thanks 
to which a spectrum of a recorded signal can be transformed. 


In order to overcome the difficulties caused by the features listed above, there is a need 
to develop and study new specific methods and measuring instruments. These methods 
and measuring instruments have to determine the metrological characteristics of MRI 
taking into account a huge variety of types (a laboratory MRI of the stationary and 
transportable types, MRI for hard conditions of maintenance, and others), and different 
modes of its usage. 

Thus, the solution of the problem of investigating and developing the scientific and 
technical fundamentals of the metrological assurance of measuring instruments with 
magnetic recoding and reproducing analogue electric signals is believed to be of cur- 
rent importance. 

Therefore, two main lines of investigations will be considered in this chapter. Firstly, 
we will look at the development of the theory of the systems of metrological assur- 
ance as applied to measuring instruments for two physical values: electrical voltage 
and time. Secondly, we will investigate the creation of methods and means for verify- 
ing the analogue equipment of precise magnetic recording. Within the framework of 
these lines of investigation two groups of tasks are distinguished. 


(1) The development of metrological assurance systems: 


¢ evaluation of a maximum attainable accuracy of joint electric voltage and time mea- 
surements as an example of dynamic measurement variety; 


¢ derivation of a measurement correctness condition and obtaining estimates of the 
upper and bottom limits of measurement time duration; 


¢ development of a method for constructing functional dependencies for jointly mea- 
sured measurands when the data is incomplete; 


* investigation of anew method of normalizing the dynamic characteristics of a mea- 
surement channel using Markov’s parameters; 


* mathematical formalization of the concept of the system quality of metrological 
assurance and the development of an algorithm of their quality evaluation under the 
conditions of incomplete and inaccurate data on its elements, links, and properties. 


(2) The creation of methods and measuring instruments for verifying MRI: 


¢ development and investigation of methods and instruments for measuring errors of 
signal recording in a channel of an analogue MRI, taking into account error com- 
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ponents caused by changes of a signal delay time in the channel or excluding this 
error component; 


¢ development and investigation of new methods and measuring instruments for de- 
termining in an experimental way the values of the separate metrological charac- 
teristics of MRI, such as a pulse weight function of the channel, nonlinearity of its 
relative phase-frequency characteristic, level of nonlinear test signal distortions of a 
“white noise” type taking into account distinguished features of an apparatus under 
verification. 


5.2 Precise magnetic recording instruments (MRD) of 
analog electrical signals as a part of measuring 
systems; MRI metrological traceability 


5.2.1 Application of recording/reproducing electrical signals on 
magnetic carriers in measurement technique and specific features 
of MRI as an object of metrological investigations 


The history of the discovery of magnetic recording is connected with recording sounds 
and radio broadcasting [6, 81, 82, 227, 322, 330, 410, and others]. Sound recording 
made and makes specific demands on the magnetic recording equipment used for these 
purposes, according to which it has to take into account physiological characteristics 
of human acoustic perception. These demands have are reflected in the setting of char- 
acteristics of magnetic tape recorders [276] such as the coefficients of harmonic dis- 
tortions, detonations, relative noise level in a silent interval, etc. At the same time, we 
see a lack of interest in measurements of phase correlations of spectral components of 
the voltage which the magnetic tape recorder registers, 1.e., in the form of a reproduced 
signal or, in other words in the error of signal transmission over a channel in magnetic 
recording instruments. 

In the process of development, the technique of electric signal magnetic recording 
has been widely used for registering information of quite different types [6, 27, 136, 
138, 162, 185, 186, 189, 278, 294, 324, 355, 357, 376, 410, 485, 523, and others.] in 
a digital or analogue form. 

In particular, magnetic reproducing-recording equipment is frequently a necessary 
component of information measurement systems [253], measurement-computer com- 
plexes, and automatic control systems (for example, automatic systems providing a 
technological process control). It can be also used as a variable delay line for cor- 
relation analyzers, as a device providing the input of signals with a changeable time 
scale for spectrum analyzers [138], as a communication channel for verifying with a 
contactless method [146], etc. 
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When registering signals of measurement information, magnetic recording and re- 
producing equipment has to meet the registration accuracy requirements. In this case 
magnetic recording equipment is considered to be one of the units of a multiunit 
information-measurement system, the main and additional errors of which makes a 
significant impact on all metrological characteristics of the system in whole. 

In other words, the accuracy requirements for magnetic recording equipment are 
similar to those which are required of any measuring instrument. From this it follows 
that this equipment has to be characterized according to a complex of normalized 
metrological characteristics in accordance with [191], giving sufficient information 
about its metrological properties. 

Magnetic recording equipment intended for recording and reproducing electrical 
signals of measurement information and which has normalized metrological charac- 
teristics will be referred to herein as a precise magnetic recording instrument (MRI). 

The basic assignment of MRI applied as a part of IMS is to record (register), store, 
and reproduce (read off) electrical signals of measurement information without dis- 
tortions. Frequently MRI is used to transform an amplitude and time scale of a signal 
in a linear way, to provide multiple reproduction for the purpose of the analysis of its 
parameters, etc. 

A generalized structural scheme of MRI [6] is presented in Figure 5.1. 

In this figure there are three constituent parts: (1) an electronic unit of recording, 
(2) type driver mechanism (TDM) and (3) electronic unit of reproducing. The unit 
of recording (1) includes input converters (4), modulation devices (5), amplifiers of 
recording (6), and generator of a reference or control pilot-signal (7). 

Type driver mechanism (2) contains magnetic heads of recording (8) and play-back 
heads (11) (or universal magnetic heads), receiving and feed cassettes (9), and mag- 
netic carrier (10). The unit of reproducing consists of reproduction (read off) amplifiers 
(12), demodulators (13), output converters (14), detector of time error (15), and control 
(time error compensation) unit (16). 

It should be noted that there is a similarity between the generalized structural dia- 
gram of MRI and a block diagram of the communication channel consisting of trans- 
mitter (1), media of propagation of signals transmitted (2), and receiver (3). In this 
case units (7), (15), and (16 )operate as synchronizing devices. 

Such a similarity is caused by the fact that both the communication channel and 
MRI are intended for transmitting electrical signals: the former in space, the letter 
in time. This causes us to conclude that the tasks of the metrological assurance of 
the communication channels (of information transmission) and the precise magnetic 
recording instruments are similar in many respects. 

A large park of MRI of various types, working and being newly developed, can be 
classified on the basis of different attributes: 


Section 5.2 MRI as a part of measuring systems and its metrological traceability 325 


pee Eo oe al 


| lu 
© GrE-E-a 


8) 11; | | 


ae 


U, in 


Figure 5.1. Generalized structural scheme of the precise magnetic recording instrument. 
Here: | —an electronic unit of recording; 2 — a type driver mechanism; 3 — an electronic unit of 
reproducing; 4 — input converter; 5 — a modulator; 6 — a recording amplifier; 7 — a generator of 
a pilot-signal; 8 — a magnetic head of recording; 9 — a cassette; 10 — a magnetic carrier; 11 —a 
magnetic head of reproducing; 12 — an amplifier of reproducing; 13 — a demodulator; 14 — an 
output converter; 15 — a detector of a time error; 16 — a unit of TTM control; U; j, — an input 
registered signal; U; ou — an output electric signal. 


* type of applied signal modulation; 


¢ volume of information stored, which depends on the number of channels (or tracks 
on a magnetic carrier), their pass band, speed of tape feed and carrier length (.e., 
time of recording a signal) and amplitude range of electric voltage to be registered; 


* possibility to apply the write and playback modes consecutively (for example, only 
the write mode on board and only the playback mode when an flying vehicle is 
landing; the mode that allows recording and reproducing to be performed simulta- 
neously with a fixed or variable delay of a signal reproduced with respect to a signal 
recorded, and so on); 


* possibility to transpose the speed of carrier movement in playback mode, which 
leads to the transformation of the recorded signal spectrum; 


* type of an applied magnetic carrier (a magnetic or metal tape, wire, drum, disc, etc.); 
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¢ designation, conditions of operation, and special features of design (flight or ground- 
based instruments, form of a tape feed path: open, closed, U-shape, closed ring, coil 
type, or compact cassette, etc.; 


* mass dimension characteristics, energy consumption, etc. 


An example of MRI classification according to the modulation used (methods of pre- 
cise magnetic recording) [6] is shown in Figure 5.2. 
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Figure 5.2. MRI classification according to the kind of used modulation (methods of precise 
magnetic recording). Here: AM — amplitude modulation; BAM — balance-amplitude modula- 
tion; FPM — frequency-pulse modulation; FM — frequency modulation; PM — phase modula- 
tion; WPM — width-pulse modulation; FMP — frequency manipulation; WRZ — with return- 
ing to zero; RPM - relative phase manipulation; DWPM -— discrete width-pulse manipulation; 
MWRZ - method without returning to zero; MMWRZ — modified method without returning 
to zero. 


Equipment for precise magnetic recording from the point of view of the modulation 
used can be divided into two classes, analogue or digital. Digital MRI are based on 
the application of the code-pulse modulation, and the error of registering signals in its 
channels depends mainly on two factors: the probability of failure (i.e., a signal miss 
or the appearance of redundant pulses) and the structure of a code word (or of a code 
pattern). 

Analogue MRI has become widespread due to its higher information capacity (in 
spite of the fact that its volume is similar to that of the digital MRD and comparatively 
simple technical realization. Various types of modulation, such as harmonic carrier 
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modulation (amplitude modulation — AM; balance-amplitude modulation — BAM; fre- 
quency modulation — FM; phase modulation — PM), and pulse sequence modulation 
(amplitude-pulse — APM; frequency-pulse — FPM; phase-pulse — PPM; time-pulse — 
TPM; in particular, width-pulse - WPM), are also referred to. 

The most frequently used modulation are frequency modulation (FM) and width- 
pulse modulation (WPM) (one-sided and double-sided types of modulation, and mod- 
ulation of the first or of the second kind), since they provide a higher value of an index 
such as the product of a specific volume of a stored information on a registration ac- 
curacy. 

An analogue MRI was chosen as the object of investigation. This is caused by the 
fact that, firstly, this equipment is widely applied as a part of IMS and, secondly, the 
problem of its verification, i.e., the experimental determination of an error of register- 
ing signals over the channels of the analogue MRI has not yet been solved. 

As shown in Section 5.3, in accordance with the metrological status of the analogue 
MRI, the latter is an intermediate linear measurement transducer. The solution of tasks 
to determine metrological characteristics of the traditional linear electric transducers 
has been shown in numerous publications, e.g., [31, 144, 154, 281, 303, 368, 372, 412, 
413, 483, 510, 535, and others]. At the same time, the analogue MRI, as an object of 
metrological investigations, has the following peculiarities. 

1) Moments of recording and reproducing the signals in the MRI are spaced with 
respect to each other. When the write and playback modes exist simultaneously, a 
certain fixed delay takes place between recording and reproducing signals which is 
equal to the ratio obtained as a result of dividing the distance between a write head 
and a playback head by a value of the drawing speed of the magnetic carrier (so, at a 
distance between the heads of 4.76 cm and tape speed of 9.53 cm/s the interval of the 
signal delay will be 0.5 s). 

During alternating activation of the write mode and playback mode, the delay inter- 
val between the signals becomes uncertain and depends on an operator’s activity (for 
example, a signal was been written today, but it will not be reproduced for a year). 
Therefore, the traditional methods of verifying linear electric measuring transducers 
(for example, measurement amplifiers, dividers, attenuators, transformers, etc.) which 
consist of comparing variable test signals at the output and input of a transducer are 
not suitable for MRI, because they require the creation of a reference signal delay line 
with a wide range of delay time adjustment. 

2) Owing to the instability of the magnetic carrier speed in the write and playback 
modes, the time scale of a reproduced signal is distorted. This leads to the appearance 
of an additional registering error due to the drift and the oscillations of the signal delay 
time in the MRI channel. This results in the necessity to compensate changes of the 
delay time in the process of an experimental determination of the main registration 
error, as well as to measure parameters of the drift process and oscillations of the 
delay time of the signal in the channel. 
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3) Many types of MRI allow the transposition of the magnetic carrier speed to be 
used, i.e., to realize the recording of a signal at one speed and reproducing at another, 
resulting in the transformation of the signal spectrum and the exclusion of the possi- 
bility of verifying MRI by means of traditional methods. 

4) When selecting a method for verifying MRI channels (by a reference test signal or 
reference channel), the preference should be given to the reference test signal method 
because of the fact that the analogue equipment of precise magnetic recording is a 
multiparameter system with a great variety of types and modes of use. Moreover, to get 
MRI characteristics of a high quality, this equipment is developed and manufactured 
“on the cutting-edge of industrial engineering capabilities”. 

Therefore, to create a reference MRI (and many of its varieties) with an accuracy 
reserve of a 2—3 times higher at the minimum than that of a verified equipment is 
considered impossible as well as unreasonable from an economical point of view. It 
should be noted that such an approach allows the MRI to be considered to be a “black 
box”, i.e., a linear dynamic system with known inputs and outputs and an unknown 
“content”, providing the possibility of overcoming difficulties in the process of MRI 
verification arising due to the variety of its types and the design complexity of its 
internal components. 


5.2.2 Main sources of distortions of measurement information signals 
in magnetic channels, and methods of their measurements 


A great number of works performed both by Russian and by other authors are devoted 
to the reasons for signal distortion in a magnetic recording/reproducing channel [61, 
90, 91, 131, 236, 237, 249, 293, 294, 388, 423, 443, 452, 479, 491, and others]. 

The main distortions are 


¢ frequency distortions arising in a magnetic head-tape-head system and in electronic 
units of recording/reproducing; 


¢ phase distortions arising in electronic units of recording/reproducing and in a mag- 
netic head-tape-head system; 


* nonlinearity of the amplitude characteristics of electronic units and of the process 
of recording a signal in a head-tape-head system; 


* parasitic amplitude modulation; 
* tape noise; 

* coupling noises; 

* penetration effect; 

¢ effect of copying; 

¢ effect of self-demagnetization; 


¢ defects and damage to a magnetic carrier; 
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¢ noise of electronic units of recording and reproducing; 
¢ oscillations, drift, and the nonrated speed of magnetic tape movement; 
* static and dynamic magnetic tape skew relative to the working gap of a head; 


* noncoordination of input and output impedances of a channel of recording/repro- 
ducing with output impedance of a load, correspondingly. 


Frequency distortions in magnetic recording equipment arise because of the inequal- 
ity of the amplitude frequency characteristics of the electronic units of recording and 
reproducing, as well as of the frequency and wave losses in the magnetic head-carrier- 
head system. 

It is possible to separate out the wave losses caused by the remoteness of slices of 
a working tape layer from the surface of the reproducing magnetic head: nonzero gap 
width and finite dimensions of the magnetic reproducing head; relative slope of the 
recording and reproducing heads; frequency losses introduced by a magnetic material 
of the head; differentiating the action of the induction magnetic reproducing head; and 
others. 

The sources of the phase distortions arising in recording electric signals are the 
nonlinearity of the phase-frequency characteristics in electronic recording and repro- 
ducing units, as well as the distortions in the head-tape-head system. 

In this system the phase shifts are summed up from shifts that occur when 


¢ electric current, running through a winding, is transformed into a magnetomotive 
force in the working gap of the magnetic chain of the recording head; 


* magnetomotive force is transformed in the working gap of the recording head into 
a strength of the recording head field; 


¢ strength of the recording head field is transformed in the residual magnetization of 
the carrier in the process of recording; 


* residual magnetization of the carrier is transformed into a magnetomotive force in 
the working gap of the reproducing head; 


* magnetomotive force in the working gap is transformed into a magnetic flux in the 
core of the reproducing head; 


* magnetic flux in the core of the reproducing head is transformed into a electromotive 
force, and so on. 


The nonlinearity of the transfer characteristic of the channel of recording/repro- 
ducing leading to nonlinear distortions of the signal reproduced is invoked by the non- 
linearity of the modulation characteristic of the electronic recording units used with 
the frequency-modulation method (or some other modulation method) of recording; 
by the nonlinearity of the process of recording a signal in the magnetic head-tape-head 
system, which has a principally irremovable nature, as well as by the nonlinearity of 
the demodulation characteristic of the electronic units of reproducing, which is caused, 
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in general, by the nonlinearity of an amplitude characteristic of low frequency filters 
which frequently play the role of demodulators. 

One of the main reasons for the parasitic amplitude modulation of a signal repro- 
duced from a magnetic tape is the so-called “noncontact’, i.e., an imperfect contact of 
the magnetic head with the tape. The signals recorded on the tape both during direct 
recording and recording with saturation cannot be reproduced with high amplitude ac- 
curacy. The coefficient of parasitic amplitude modulation is, as a rule, of the order 
of 10 %. At the same time the signals with a lesser wave length of recoding are subject 
to an impact of faster and stronger amplitude fluctuations compared to signals with a 
greater wave length. 

The main reason of the appearance of signalogram selfnoise is the magnetic non- 
uniformity of the tape. In signal carriers used in practice, a working layer is not magnet- 
ically uniform, since it consists of separate magnetic crystals of different dimensions 
spread differently in the layer. When takes are manufactured the absolute accuracy of 
the magnetic layer dimensions cannot be achieved. As a result of the layer width and 
thickness oscillations, a mass of a magnetic substance is transferred per unit of time 
through a writing field of the recording head changes. The extent to which perfection 
of the contact between the head and the carrier strongly is achieved depends on the 
surface roughness (lack of smoothness) of the magnetic layer. This results in changes 
of the head and carrier interaction with time, when the latter is moving. This leads in 
turn to fluctuations of the “effectively acting” magnetic mass of the signal carrier in 
the recording and reproducing processes. 

There are two types of noise arising during reproduction, the source of which is 
the tape: noise of a demagnetized tape and modulation noise. Modulation noise is an 
additional source of distortions which can be detected when a signal is present and 
depends on the level of tape magnetization. 

Transient disturbances are caused by signal penetration from one channel of the 
magnetic recording equipment to another one in the recording and reproducing heads 
as well as in the signalogram. Necessary gaps in the head cores inevitably create leak- 
age fluxes, and a complete interhead screening is practically impossible because of the 
location of the tape on the head surface. Therefore, it is clear that the screens cannot 
extend through the tape. 

With rapid variation of the magnetizing field in the surface layers of a ferromagnetic 
body eddy currents protecting internal parts of the signal carrier from influence of an 
external alternating field arise. This phenomenon is called the effect of penetration. 
It consists of the fact that when the signal frequency increases, the magnetization is 
unevenly spread over the whole signal carrier width, concentrating in its surface layers. 

The effect of copying consists of the generation of additional distortions of a signal 
reproduced from the signal tape. The presence of an external field of the magnetic 
signalogram leads to the formation of a field near the magnetized parts of the tape 
wound in a roll, which impacts adjacent magnetic tape layers located in this roll. The 
signalogram magnetic field strength diminishes according to the exponential law the 
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the increase in distance. This is why at a given wave length the most intensive field only 
influences those tape layers located just near the layer carrying a record of a signal. 
Layers of the wound tape adjoining this part of the signalogram are partly magnetized 
by a field of the recorded signalogram. As a result, “magnetic prints” of the recorded 
signal are formed on these parts. 

Self-demagnetization of the signalogram is caused for the following reasons. When 
a longitudinal signalogram is being recorded, the length of the forming magnets is in- 
versely proportional to the frequency of the signal recorded. Constant magnets formed 
during recording are directed relative to each other by their opposite poles, i.e., they 
mutually demagnetize each other. During the process of recoding the signalogram is 
located just near the core of the head with a high magnetic permeability, and therefore 
it is possible to assume that there are practically no fields of self-demagnetization in it. 
When the signalogram moves away from the head, the fields of self-demagnetization 
reach their maximum, the output of the latter decreases, and the frequency character- 
istic of the signalogram in the field of high frequencies become restricted. 

Defects in the magnetic tape occur as a result of wear during the process of opera- 
tion as well as due to accidental damage and incorrect storage of the tape. The wearing 
out of the tape in the process of operation happens because of the scraping the working 
layer and the depositing of wear byproducts onto the surface of the tape. The clumps 
form a layer between the tape and heads. Because of this layer the probability of sig- 
nal dropout increases and the frequency characteristic of the equipment in the field of 
small wave lengths becomes worse. Accidental damage to the tape, including ruptures 
and patches, take place due to either the incorrect behavior of an operator with the 
tape or equipment failures. At small tape tension at the moments of switching on and 
off the tape drive mechanism, the roll laps slip relative to each other, forming riffles. 
Scratches on the working layer of the tape arising due to traces of unmovable com- 
ponent pieces of the tape drive mechanism lead to “columnar deflection” of the tape. 
Storage of magnetic tapes at higher temperature and humidity causes adhesion of the 
roll laps and mechanical deformation of the tape in the form of ripples and waviness, 
as well as of bending and distortion of the roll itself. 

Some of the reasons for noises of the recording and reproducing units are the 
noise of circuit elements, the instability of response thresholds of the shapers used in 
modulation recording, and also a background of supply unit. 

The causes for carrier speed variations in magnetic tape recording devices can 
be divided into two groups. The first group includes the properties of the tape drive 
mechanism; the second one consists of the mechanical properties of the tape interact- 
ing with TDM elements. In a tape drive mechanism, the sources of fluctuation are the 
elements whose movement is characterized by low frequency irregularities and which 
influence the tape movement. Moreover, a relatively long part the unwound tape is 
in frictional contact with parts of the mechanism. As a result of this it is subjected to 
perturbation action of random forces which cause the high frequency fluctuations of 
the tape speed. 
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Another source of speed fluctuation is the magnetic tape. It is made of an elastic 
material which makes contact with the TDM elements at a continuous stretch. The 
noninequality of the stretch and instability of rotation moments arising in TDM are 
transferred from one element of the mechanism to the other through the tape. Due to 
internal irregularities of TDM work, the tape moves in spurts. These spurts also hap- 
pen because of the friction between the tape and magnetic heads which do not have 
ideally smooth working surfaces. The mechanical properties of the tape complicate the 
picture (by this is meant the transformation of longitudinal vibrations of the tape into 
transverse ones and vice versa). The accidental vibrations of the tape arise due to its 
graininess and because when the tape rubs against unmovable surfaces, for example 
against the heads, the tape experiences the influence of many force pulses similar to 
the shot effect of electronic lamps. The tape response to these pulses is rather compli- 
cated because of the a great number of possible resonances within the range between 
subsonic frequencies and hundreds of kHz. 

Thus, the spectrum of magnetic carrier vibrations in recording and reproducing is 
wide, and as a result of their impact the noise of a complicated spectrum is imposed 
onto the recorded signal. However, it should be taken into consideration that a finite 
pass band of the MRI channel significantly reduces the impact of speed variation com- 
ponents whose frequency exceeds the upper boundary frequency of the channel pass 
band. 

A skew of the working gap of the magnetic head leads to constant and alternative 
time and phase shifts between signals recorded by one unit of heads on different paths. 
This phenomenon is also caused by skewing of the tape as it passes through the head 
unit. A varying skew caused by speed fluctuations of the tape leads to varying time 
and phase shifts which are of a significant importance for some applications of multi- 
channel MRI. A dynamic skew can be also be due to the constant and alternative 
stretch stress across the tape, as well as due to some deformation or other dimensional 
nonuniformities peculiar to the tape. 

To an MRI, as to any other electric four-port network used in the capacity of a mea- 
surement transducer, the amplitude scale distortions of signals recorded are inherent 
due to finite-valued input and output impedances of its channels. The number of 
these distortions can be decreased by coordinating the mentioned impedances with an 
output impedance of the signal source as well as with an input impedance of a load. 
The input impedance of the channel has to be much greater than the output impedance 
of the signal source and, in an ideal case, approaches infinity. The output impedance 
of the channel has to be much less than the output impedance of the load and, in an 
ideal case, must be equal to zero. 

The above analysis of signal distortions which are characteristic for a magnetic 
channel of recording/reproducing shows that they can be divided into four groups: 


¢ dynamic distortions; 
¢ nonlinear distortions; 
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* noises; 
¢ distortions of a signal time scale. 


At the same time the first three groups can be considered as particular components of 
the basic error and the last one as an additional error of a signal transfer over a MRI 
channel. 

Dynamic distortions, 1.e., the distortions that appear during the registration of sig- 
nals varying in time, contain frequency and phase distortions as well as distortions 
caused by the effects of self-demagnetizing and penetration. 

Noises distorting an output signal of a recording made by a MRI include parasitic 
amplitude modulation, self-noises of the signalogram, transient noises between the 
channels, combinational components at the modulation methods of recording, copying 
effect, noises due to defects of the magnetic tape, and noises of electronic recording/ 
reproducing units. Signal distortions of an amplitude scale due to finite-valued imped- 
ances of the channel also belong to this list of noises. 

Distortions of a signal time scale are caused by variations of the magnetic car- 
rier speed in the recording and reproducing processes, by its drift, by the difference 
between the average speed at recording and of reproducing, and by a skew of the mag- 
netic head gap, and are characterized by statistical parameters of the process within 
which the delay time of a signal reproduced relative to a signal recorded changes. 

There are many methods and means that can be applied when measuring metrolog- 
ical parameters of MRI [6, 185, 186, 293, 294, 423, 452, and others]. Among them 
there are the following: 


* inequality of AFC; 

¢ dynamic range; 

* nonlinearity of an amplitude d.c. characteristic; 

¢ harmonic coefficient; 

¢ zero drift and transfer coefficient drift; 

* depth of PAM; 

¢ level of combinatorial distortions and transient noises; 

* time shift of signals between channels; 

¢ deviation of carrier speeds from nominal values and sliding; 
* tape speed vibration coefficient, and others. 


At the same time there are a number of the, the experimental determination of which 
requires the creation of new unconventional methods and measuring means due to 
peculiarities of MRI as an object of the metrological investigations considered in Sec- 
tion 5.1. These metrological MRI characteristics are as follows: 


* nonlinearity of phase-frequency characteristics; 

¢ pulse weight function of a channel; 

¢ level of nonlinear distortions of a signal constituting a white noise, restricted by MRI 
band width; 
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¢ changes of a signal delay time in a channel; 
* signal registration error. 


Therefore, the main attention is given below to an analysis of the methods suggested 
for analyzing just these parameters. 

A detailed and thorough review of methods for measuring the nonlinearity of PFC 
MRI is given in [443]. On the basis of the critical analysis of more than 60 sources 
including monographs, articles in Russian and foreign scientific and technical journals, 
papers presented at conferences, inventions and patents, the author of the analytical 
review has come to the following general conclusions. 


(1) To estimate phase relations in a MRI channel it is only possible to apply indirect 
methods of measurements which are based on the use of both two-frequency and 
multi-frequency (group type) test signals with recoding on one track. However, 
neither of the measurement methods considered provides complete information 
about PFC MRI since knowledge of at least one point of an actual phase-frequency 
characteristic of the channel is required. 


(2) The absence of repeating results of measuring the PFC channels of MRI is ex- 
plained by many authors as due to a great number of factors which influence the 
obtained results as well as to the lack of a unified procedure of performing mea- 
surements which can be recommended when investigating the MRI channel. 


The latter point is the actual task of developing a method and means, as well as of a 
procedure of fulfillment measurements of the nonlinearity of phase-frequency charac- 
teristics of MRI channels. 

The possibilities to determine other full dynamic characteristics of the MRI channel 
such as the weight function or pulse weight function presenting a response of a system 
to an input signal in the form of a single jump of voltage or a Dirack’s 5-function, 
correspondingly, have been investigated up to now to a lesser extent. A sufficiently 
complete review of the existing methods for determining such characteristics is given 
in [457]. 

In determining a weight function of a magnetic recording/reproducing channel, rect- 
angular pulses of long duration are frequently used as test signals. Visualization of a 
reproduced transient process is realized with the help of a cathode ray oscillograph. 
The accuracy of a weight function estimate obtained with this method is determined 
by the errors of the oscillographic measurements of time and amplitude relations. 

For cathode ray oscillographs these errors are nearly units of percents. In some 
works it is noted that experiments with short test pulses, the purpose of which was 
to obtain an estimate of a pulse weight function of a channel, had not been success- 
ful because of the impossibility of obtaining a reaction at the output which would be 
significantly higher than a noise level and thus meeting the condition of providing the 
system linearity. 
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An attempt to measure the values of the pulse weight function of the MRI channel 
with recording narrow pulses on an irremovable tape and then reproducing their re- 
sponse did not provide a sufficiently high accuracy in the results obtained. This fact is 
explained by the small signal-to-noise ratio at the output of the equipment channel. 

From that it is possible to conclude that it is needed to develop indirect methods of 
measuring values of the weight function of a MRI channel which will take into account 
the peculiarities of the equipment under study and provide the required accuracy. 

Special methods for measuring the level of nonlinear distortions in magnetic re- 
coding equipment are considered in detail in [236]. The methods for measuring non- 
linear distortions can be classified as single-, double-, and multi-frequency ones, ac- 
cording to a form of the test signal spectrum . 

For a single-frequency signal, a harmonic distortion coefficient equal to the ratio of 
the square root for the sum of dispersions of the highest harmonics to the amplitude 
of the first harmonic, or a coefficient of nonlinear distortions, connected with it in a 
one-by-one manner, are measured. For measuring a power of nonlinear distortions, 
either selective action devices of the spectrum-analyzer or selective voltmeter type, 
or devices for measuring nonlinear distortions with a rejection filter for suppressing 
the first harmonic, or devices for measuring nonlinear distortions with a filter of high 
frequencies, are used. 

One main disadvantage of such a method of measurements is the fact that a selected 
model of a test signal in the form of a harmonic voltage underestimates the nonlinear 
distortion level for real signals with a more complicated spectral content. 

Among the dual-frequency methods for determining nonlinear distortions the dif- 
ference frequency method is widely applied. When in recording mode, sinusoidal volt- 
ages of two frequencies that are close to each other are simultaneously supplied to the 
input of the magnetic recording channel under study, and in of reproducing mode these 
voltages are measured with the help of a spectrum analyzer or selective voltmeter am- 
plitudes of combinatorial frequency voltages. Then a nonlinear distortions coefficient 
is calculated with a formula. Analysis of the methods which use a dual-frequency test 
signal (methods of difference frequency, mutual modulation, and others) has shown 
that the method of difference frequency can only find restricted application when the 
depth of PAM does not exceed 20%, and the method of mutual modulation is not 
suitable for measuring nonlinear distortions in magnetic recording equipment. 

Application of multifrequency methods for investigating nonlinear distortions such 
as the method of noise bands [249], dynamic, correlation, with use of periodic pulses 
of different forms, etc., is attractive thanks to the possibility of selecting a test signal 
with a spectrum which is close to the real registered signals. However, it is hereby 
necessary to overcome difficulties connected with a time break between the processes 
of recording and reproducing as well as with the complexity of hardware realization. 
Nevertheless, development of a perspective method for measuring the level of non- 
linear distortions with a test signal of the “white noise” type which would result in an 
acceptable degree of accuracy is considered. 
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The problems of measuring parameters of the process of magnetic carrier speed 
variations during recording and reproducing are widely covered in the literature (for 
example, [6, 61, 90, 91, 185, 186, 293, 294, 423, and others]). However an error com- 
ponent of signal registration, caused by oscillations, drifts, and nonnominal value of 
the carrier speed, depends on the variations of the signal delay time in the MRI channel. 
These variations, in turn, are connected with the carrier speed oscillations by integral 
transformation, which does not result in an unambiguous value, even in the case when 
the process parameters of tape vibrations are known. 

Therefore an current problem is the development of methods and instruments for 
measuring changes of the time delay of a signal in the MRI channel. 

With regards to determining the error of signal registration with precise magnetic 
recording equipment, in spite of the many attempts to theoretically and experimentally 
estimate it [6, 131, 185, 186, 236, 237, 276, 294, 452, and others] which were done 
before 1973, no practical results were obtained in this direction. At the same time the 
lack of methods and means to verify MRI results in the the problem of its metrologi- 
cal assurance not being solved. Therefore the creation of such methods and measuring 
instruments is one of central tasks in developing the fundamentals of the metrologi- 
cal assurance of measuring instruments using the magnetic recording/reproducing of 
electric signals. 

Considering investigations of MRI metrological characteristics described by exist- 
ing Russian and foreign scientific schools, we need to mention firstly the Moscow 
school headed by M. V. Gitlits, A. I. Viches and A.I. Goron, which include such re- 
searchers as V. A. Smirnov, V. B. Minukhin, V. G. Korolkov, N.N. Slepov, V.N. Fili- 
nov, Yu. L. Bogorodsky, R. M. Belyaev, V. A. Aksenov, V. I. Rudman, R. Ya. Syropy- 
atova, A. A. Fridman and others. Moreover, significant results have been obtained by 
the Leningrad school headed by V.A. Burgov and Yu. M. Ishutkin (M. A. Razvin, 
K.M. Matus, A.S. Zaks and others), the Kiev school headed by M. V. Laufer and 
V.K. Zheleznyak (V. A. Geranin, N. A. Korzh, A.G. Machulsky and others), as well 
as the Lithuanian school headed by K.M. Ragulskiss and R.P. Yasinavichus and 
Kishinev school (L. S. Gordeev). Among foreign researchers we mention the Ameri- 
can school of scientists such as G.I. Devis, S.C. Chao, Ch. Mi, Ch. Pear and others. 


5.2.3. Problems of the metrological traceability of MRI 


By metrological assurance we mean the “establishment and use of scientific and or- 
ganizational fundamentals, technical means, rules and norms required to achieve the 
uniformity and needed accuracy of measurements” [195]. 

At the same time, by scientific foundation of the metrological assurance of measure- 
ments we mean metrology as “the science of measurements, methods, and the means 
of ensuring their uniformity and the methods for producing the required accuracy” 
[195]. 
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The technical foundations of metrological assurance are: 


* system of state measurement standards of physical quantity units; 


* system of transferring dimensions of physical quantities from the measurement stan- 
dards to all measuring instruments using working measurement standards and other 
means of verification; 


* system of government tests of measuring instruments intended for series or mass 
production or for importation from abroad in lots, which produces the uniformity of 
measuring instruments in their development and putting them to circulation; 


¢ system of the national and provincial verification or metrological certification pro- 
viding the uniformity of measuring instruments in their manufacturing, operation, 
and repair, and others. 


One of the main goals of metrological assurance is the increasing of the quality of 
industrial production. 

Based on these basic statements, let us formulate the tasks to be solved in creat- 
ing the scientific and technical fundamentals of metrological assurance of measuring 
instruments with magnetic recording/reproducing of analogue electric signals. 

Among these tasks are 


¢ the study and analyzation of the particular error components of a signal over a MRI 
channel caused by various specific factors inherent in the process of recording/ 
reproducing a signal on a magnetic carrier; 


¢ the investigation of the possibility of taking them into account by a grounded com- 
plex of normalized metrological characteristics; 


¢ the development of a procedure for the theoretical calculation of the resultant error 
of registration according its components, which is described in [457]. 


Among the scientific tasks still needed to be solved for creating the scientific and me- 
thodical grounds of the metrological assurance of MRI, we need to note the following. 

Since the transfer or registration of an analogue electric voltage is an intermediate 
transformation in carrying out joint measurements of two physical quantities, the volt- 
age of electric current and time, then it is useful to perform an analysis of peculiarities 
of joint measurements; to estimate a maximum attainable accuracy of joint measure- 
ments of electric current voltage and time as one of dynamic measurements variety, 
as well as the upper and lower boundaries of measurement time duration; to develop 
a method of constructing functional dependencies for jointly measured quantities at 
incomplete initial data. 

The problem of creating the scientific fundamentals of the metrological assurance of 
measuring instruments includes, as one of its important components, the development 
of a project for a verification scheme. For that we see a number of problems: its tech- 
nical and economical validation, the degree of centralization or decentralization, ties 
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to existing measurement standards of physical quantity units and government verifica- 
tion schemes, the required number of steps of this scheme, the relationships of WMS 
accuracies with respect to steps of the verification scheme, estimation of a quality of 
the system of metrological assurance under construction, and others [9]. 

It should be noted the problem of metrological assurance of precise magnetic record- 
ing equipment arose and the possibility for their solution were first seen in the late 
1960s. As with any comparatively new matter, the solution of this problem called for 
an improvement of the metrological status of MRI, analysis of an equation of connec- 
tion between input and output signals, revealing a complex of metrological character- 
istics to be normalized, grounds of a metrological model of forming a resultant error 
of signal registration, improvement of methods for normalizing separate metrological 
characteristics of MRI, etc. 

The current importance of realizing the metrological assurance of MRI which is 
determining part of modern calculation, communication, measurement and other sys- 
tems of transmitting information is explained by its wide application. Production of 
MRI is one of leading branches of the radioelectronic industry. 

The engineering output of MRI in countries with a well developed industry amounts 
to 5-8 % of the industrial and 15—20 % of household radio-electronics yield [355]. In 
many countries tens of companies produce hundreds of MRI models of the four ba- 
sic groups: laboratory stationary devices (for example, SE-5000, Great Britain; ME 
2601, France), laboratory transportable devices (the typical examples here are SE 
3000 and SE 7000 M, Great Britain; MT 5528, France; H067 and H068 produced 
by “Vibropribor”’, Kishinev), portable devices (for example, MP 5425, France; MR- 
10 and MR-30, Japan), MRI for hard conditions of operation: ME 4115, Schlum- 
berger, France; 5600 C, Honeywell, USA) and others. Russian industry produces a 
set of MRI models of general industrial designation (types N0O36, N046, NO048, NO56, 
N057, N062, N067, NO68), and also a great number of varieties of special equipment 
for accurate magnetic recording (for example, “Astra-2V”, “Astra-144N”, and others). 
At the same time, according to an estimate of the American company “Ampeco” the 
costs of all precise MRI produced in the world in 1969 was more than 70 % of the total 
costs of magnetic recording equipment [6]. 

Such an abundance of MRI equipment types, as well as the incomparability of data 
with regard to their parameters measured by different methods and types of measur- 
ing instruments, which can be frequently seen, have put into the forefront of urgent 
problems the mathematical formalization of the concept of the quality of a system of 
MRI metrological assurance, and the estimation of such a system under conditions of 
incomplete and inaccurate data about its elements, links, and properties. 

Moving on to the problem of creating the technical grounds for the metrological 
assuarance of measuring instruments with magnetic recording/reproducing of electric 
signals, it is necessary to consider its basis, namely the development and study of 
methods and equipment for determining experimentally the main registration error of 
a signal in the channel of an analogue MRI, as well as the additional error caused by 
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variations of the delay time of the signal in this channel. Moreover, from the scientific 
and practical point of view, a strong interest in developing methods and instruments 
for measuring some specific metrological characteristics of MRI such as the pulse 
weight function, nonlinearity of a relative phase frequency characteristic of a channel, 
the level of distortions of a test signal in the form of “white noise”, and others, which 
could previously not be accurately estimated by means of experiments, is demonstrated 
(see Section 5.2.2). 

The scope of problems of creating the means of metrological assurance of MRI is 
wider than the above list of them. For example, sometimes in practice there is a need 
to know not merely the metrological characteristics of the through channel (from input 
to output) of a magnetic recording/reproducing equipment, but also the metrological 
characteristics of a specific recording and reproducing units (of the board and ground 
types, correspondingly), as well as those of separate constituents of the signal registra- 
tion error (in the development and adjustment of MRI). However, at present the central 
problem, for which no solution has previously been found,, is to create methods and 
instruments for measuring the resultant error of transmitting a signal over the trough 
channel of MRI. Here, the determination of metrological characteristics separately for 
a recording unit and reproducing unit can be realized with the help of comparative 
(relative) measurements. For example, one of the best recording units, with regard to 
its parameters, is accepted as the reference unit. This unit is used for adjusting all re- 
producing units and determining metrological characteristics of the through channel, 
as well as vice versa, when a selected reproducing unit is chosen as the reference unit. 
In essence, while solving the question of determining the error of signal transmission 
over the through channel of MRI, the problem of metrological assurance of its separate 
units is reduced to ensuring their interchangeability. 

Characterizing the interrelation of investigations done Russian and foreign scientific 
schools in this direction, we mention, firstly, the school of Soviet metrologists, such 
as: M.F. Malikov, V.O. Arutyunov, Yu. V. Tarbeyev, S. V. Gorbatsevich, E. F. Dolin- 
skiy, K.P. Shirokov, M.F. Yudin, A.N. Gordov, P.N. Agaletskiy, P. V. Novit- 
skiy, E.D. Koltik, I. N. Krotkov, O.A. Myazdrikov, B.N. Oleynik, P.P. Krem- 
levskiy, P. P. Ornatskiy, L.I. Volgin, V. Ya. Rozenberg, I. B. Chelpanov, F. E. Tem- 
nikov, N.V. Studentsov, M.P. Tsapenko, S.A. Kravchenko, R.R. Kharchenko, 
E.I. Tsvetkov, V.A. Ivanov, V.V. Skotnikov, V.A. Balalaev, V.I. Fomenko, 
K.A. Krasnov, I. F. Shiskin, Yu.I. Alexandrov, V.N. Romanov, A.N. Golovin, 
V.A. Granovsky, A.E. Fridman, L.A. Semenov, T.N. Siraya, V.S. Alexandrov, 
I. A. Kharitonov, G.N. Solopchenko, and others. Among foreign scientists whose 
works are the most widely known we should mention such scientists aut as L. Finkel- 
stein, J. Pfanzagl, D. Hofmann, K. Berka, Ya. Piotrovsriy, J. Jaworski, L. Zadeh, and 
many others. 
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5.3. Methods of determining MRI metrological 
characteristics 


5.3.1 Problems in developing metrological traceability systems 


A wide use of the system approach in various areas of activity has led to the introduc- 
tion of the term “metrological system” (MS) (see Chapter 2). By this term is meant 
a class of organizational and technical systems with a specific structure and content, 
which are represented in the form of a hierarchy of subsystems having their own gen- 
eral targets, directions and tasks of development, and connected with performing ac- 
curate measurement procedures and their metrological ensuring [505]. 

Generally, the basic properties of metrological systems are large dimensions, com- 
plexity, imperfection and fuzziness of information concerning their elements and links, 
reliability of functioning, stability, efficiency, etc. 

The large dimensions of metrological systems are determined by the number of el- 
ements and their links, of which there are tens and thousands, by the dissemination 
scale, i.e., from a branch of industry to a region of a country or a group of countries, 
and by the degree of influence on external systems such as the instrument industry, sci- 
entific investigations, high and critical technologies, industrial production, and others. 

The complexity of metrological systems consists in their complicated structure (the 
multilevel nature of the system, non-uniformity of components and links between 
them), their complicated behavior and the nonadditivity of properties, and the com- 
plexity of formalized description and control of such systems. 

The fuzziness of information about the metrological systems is caused by obscure 
ideas concerning about what an “ideal” system is, the conditions of its operation, the 
impossibility unambiguously predicting how the trends of external media development 
will influence the metrological systems, the multicriterion character of describing the 
systems, and the ambiguity of the estimates of whether or not the systems are optimal. 

The development of metrology as a metrological system is intended to increase 
the accuracy and reliability of measurement results, to extend an assortment of mea- 
surement problems to be solved. The main problem in the further development of 
metrology consists in the necessity of resolving the contradictions between the grow- 
ing demands of society for a product of a given science, i.e., for accumulated reliable 
measurement information, and the limited ability of society to bear the costs for its 
development. 

So far two sufficiently complete subsystems have been formed in metrology: a sys- 
tem of fundamental metrological research [505] and a system of the metrological as- 
suarance of a national economy. 

The basic task of the system of measurement assurance (SMA) is the most complete 
satisfaction of the perspective demands of a national economy in the SMA, the main 
purpose of which is to accelerate scientific and technical progress by means of provid- 
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ing various branches of the national economy with reliable quantitative information 
about the totality of quantities and parameters in use. 

In accordance with [195] metrological assurance is the “establishment and applica- 
tion of scientific and organizational grounds, rules, and norms needed for achieving 
the required uniformity of measurements and accuracy”, 1.e., it includes both the inter- 
connected and open subsystems, such as scientific metrology and technical metrology 
(including a system of measurement standards, a system of transferring units of phys- 
ical quantities from measurement standards to all measuring instruments, and others). 

At present, metrology, as the “science of measurements, methods, and means for 
ensuring their uniformity, and the methods for achieving the required accuracy” [195] 
restricts its object of study essentially to the problems of accurate and reliable mea- 
surements of physical quantities with the help of special technical means. 

At the same time, attempts [320, 382, 493, 496, and others] to expand its object 
of study to include so-called “natural” measurements carried out without the use of 
special technical means, as well as to extend the concept of measurements to include 
not only physical quantities. Providing proof of the appropriateness of such an “exten- 
sion” is a matter for future. However, it is not useful to ignore this possibility or the 
trends towards the further development of metrology. 

If this possibility is realized, it will inevitably result in a revision of the conceptual 
apparatus of metrology, which should be prepared for this to happen.. One step in this 
direction has been made [407] in the form of considering the principles of defining 
the fundamental concepts of metrology as well as the requirements for the system of 
concepts as principles of defining the basic concepts of metrology. Among these are 
such concepts as commonness, ambiguity, internal logic and consistency, compliance 
with other concepts (i.e., the ability of a concept to be self-derived from more general 
concepts and to be used for deriving less general concepts from it), simplicity, com- 
fort, historical portability and the possibility of carrying out verification, i.e., a validity 
check of a defined concept. When considering the system of fundamental concepts it 
is necessary to follow such principles as completeness (enclosure), consistency (com- 
pliance), mutual independence, and utility. 

Let us consider the concepts “measurement”, “measurand”, and “measurement ac- 
curacy” as the basic concepts. Ignoring or reducing the number of these concepts 
would most likely not be very helpful, since this could result in unnecessary com- 
plications when defining the remaining concepts. 

The concept “measurement”, being the basic concept in metrology, is methodically 
important for philosophy (within the framework of epistemology), natural and tech- 
nical sciences, as well as its use in a number of social sciences. At present there are 
tens of versions of the definition of this concept [54, 144, 202, 216, 242, 297, 304, 
313, 323, 382, 390, 437, 438, 481, 487, 489, 509, and others], using in particular a 
concept of the isomorphism (homomorphism) of analyzed properties of an object and 
multitude of numbers. 
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For example, in philosophy “measurement” is defined as the interaction between 
something physical and something mental. 

The most successful definition of the concept “measurement” was given by prof. 
M.F. Malikov [323]: “By measurement we mean a cognitive process consisting of 
comparing a given quantity with a certain value, accepted as a unit of comparison, by 
means of a physical experiment”. 

To give a sufficiently general and substantial definition of the concept “measure- 
ment”, let us use the following chain of “generating” concepts: “reflection” as the 
perception of the environment — “experiment” as a cognitive activity done with a 
definite (qualitative, quantitative, mental, or virtual) purpose + “measurement”. 

Thus, the definition of the concept “measurement” has to reflect the following as- 
pects: a cognitive activity, activity characterized by a purpose or goal, providing for 
an interaction of an object and subject of cognition; obtaining information of a quan- 
titative character as a result of carrying out a procedure of measurement by means of 
comparison with a measure. 

Taking into account these aspects it is possible to assume the following definition 
of this concept: “Measurement is the form of cognitive activity providing for an inter- 
action of a subject and object with the aim of obtaining information about it expressed 
in numerical form”. 

For the concept “measurand” the chain of “generating” concepts has the form: “ob- 
jects (processes)” of a real world — “properties (characteristics) of objects (pro- 
cesses) —> “measurands (parameters)”’. 

From this it follows that a “measurand” is the property (characteristic) of an object 
(process) allowing a presentation in a numerical form. Sometimes such a presentation 
is called the “numerical model”. 

For the concept “measurement accuracy” the chain of “generating” concepts is as 
follows: “quality” — “reliability” — “accuracy”. Therefore, the “measurement accu- 
racy is the degree of coincidence of the numerical presentation of a property with a 
true property of the object”. 

On the basis of these definitions for the basic concepts it is possible to define other 
derivative metrological concepts, e.g., the “reproduction” of a dimension of a unit of 
physical quantity, its “transfer” as a type of measurement, and so on. 

The definitions of basic metrological concepts are based on a number of postulates. 
Attempts to formulate them have often been made [144, 201, 243, 246, 304, 496, and 
others]; however, there is still no universally recognized system of postulates. The 
requirements of the system of postulates are similar to those of the system of concepts. 
Clearly, the conceptual basis of metrology, as the science of measurements, together 
with the basic concepts should contain the following postulates: 


(a) Objects (processes) of a real world can be measured, i.e., any properties of them 
can be measured). 


Section 5.3 Methods of determining MRI metrological characteristics 343 


At the same time, it should be noted that obtained information is used for constructing 
models of the object (the process). 


(b) Measurement establishes the correspondence between the property of an object 
and its (numerical) model. 


The above postulates and concepts have advantages such as compliance with the pos- 
sible development perspectives for modern metrology, the suitability for application 
in all measurement scales, and equal defining the same concepts in different fields of 
scientific knowledge. 

Describing the structure of the measurement process in greater detail [37], it is pos- 
sible to present the following sequence of necessary actions: influence (interaction), 
discrimination, comparison (confrontation), registration (formation of a “‘stable con- 
nection’, i.e., obtaining a reflection of the property of an object or, in other words, 
its image). In terms of materialistic dialectics, this process takes place between two 
objective realities entering into an interaction with each other, since only because of 
this efficient interaction can they obtain “knowledge” about each other as the final 
result of the measurement process. From experience it is known that not all interac- 
tions lead to knowledge about the existance of an object. For example, a human being 
(as distinct from a bat) does not sense ultrasound oscillations, i.e., does not obtain 
any knowledge about them, although they really exist. Therefore, the introduction of 
a “discrimination” (recognition of) procedure into the structure of the measurement 
process is justified. 

To perform measurement it is necessary to formulate a concrete measurement prob- 
lem, indicating its components: a measurand (a property), the object to be studied (its 
catrier), conditions of measurement (external influencing quantities), error given (a re- 
quired one) (accuracy), the form for presenting the measurement result, the space-time 
coordinates (answering the questions of when, where, and for what time the measure- 
ment has to be performed), and others. 

At the second stage a plan for the measurement experiment is developed, which an- 
swers the question of how it is to be done. The components of this plan may be chosen, 
which is not possible for the measurement problem. It is possible to assign to them the 
following: the chosen unit of a measurand, the method of measurement, the type of 
a measuring instrument, the operator who makes the measurement experiment plan, 
the means of processing the measurement results, auxiliary means, etc. The develop- 
ment of the plan is implemented on the basis of a priori information, i.e., metrological 
information accumulated before the beginning to solve the measurement problem. 

At the third stage a process of real transformations takes place. These transforma- 
tions are connected with the physical interaction of the chosen measuring instrument 
and the object, the external conditions, and the operator (observer) who carries out the 
procedures of distinction, comparison, and registration of the result. 
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At the fourth stage the procedure of processing measurement information is per- 
formed on the basis of the available a priori information with or without the help of 
computers and auxiliary means [32, 33]. 

In these stages, in essence, the process of measurements is presented in the form 
of a certain algorithm for finding the value of the measurand. Since our knowledge 
is principally limited, the distinction of a real algorithm for any process of finding a 
measurand value from the ideal (required) algorithm is inherent in any process of mea- 
surement. This is expressed by the presence of an inevitable error in a measurement 
result, which is the most important property of any measurement [32, 33]. 

The sources of measurement errors are all components of the measurement problem 
and the plan of the measurement experiment, as listed above, i.e., the object of mea- 
surement being a source of the measurand, the measuring instrument with its inherent 
properties, the measurement conditions with the quantities which influence them, the 
subject performing the measurements (operator/observer), etc. 

Moreover, the following limitations, which are principal for any measurement, 
should be also taken into account: 


¢ the presence of a final (nonzero) time interval At = Tmeas, needed in order to realize 
the measurement algorithm; 


* the necessity of the a priori establishment of requirements for the limits of a mea- 
surement error (then and only then is the measurement of any real practical value). 


Taking into account all the principal properties of any measurement enables us to 
formulate a general condition of measurement correctness. For the simplest case of 
direct single measurements (which are the most important ones in practice, since all 
remaining cases reduce to them) this condition can be written in the form 


50 + by (Tmeas) + bs (Teas) + by (Tmeas) =e by (Tmeas) Ss Sn. (3,1) 


Here 

do is the relative measurement error of an “instantaneous” value of a measurand 9; 
5y(Tmeas) iS the relative error caused by a change of the measurand ¢ for the time of 
measurement Teas; 

55 (Tmeas) is the relative error caused by a change of metrological characteristics of a 
measuring instrument under normal conditions for the time Teas; 

dW (Tmeas) is the relative resultant error caused by changes of all influencing quanti- 
ties Y (parameters of the environment) beyond the limits of normal conditions for the 
time Tmeas} 

5y(Tmeas) iS the relative error caused by changes of parameters of perception organs of 
an operator/observer for the time Teas; 

6n is the normalized value (given, required, admitted) of the relative error of measure- 
ment. 
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All errors in equation (5.3.1) are taken with regard to the module and reduced to the 
input measurand. 

It should be noted that since “instantaneous” measurements (measurements within 
infinitesimal time intervals) cannot be realized in practice and are purely an mathe- 
matical idealization (abstraction), the error component dg in equation (5.3.1) should 
be considered as the “static” component of the measurement error, while the four re- 
maining members of the left part of inequality (5.3.1) should be considered as the 
“dynamic” components of the measurement error. 

From the general condition of measurement correctness (5.3.1) it is possible to de- 
duce boundaries of a required time interval Teas. 

Let fo (Figure 5.3) be the moment of “switching on” of the measurand ¢ source. It is 
clear that the measurement time interval cannot be greater than the limit value at which 
the change of the measurand (Agp = ¢o - 5@) itself relative to the value measured go 
oversteps the limits of the admitted measurement error Agy = @ - bn, ie., 


Tmeas < (Tmeas)tim = tmax — tmin- (5.3.2) 


O: he t t 


start min 


Figure 5.3. Analysis of the time relations in the measurement process. Here: | is the measurand 
variation in the process of measurement; 2 is the transient process in the measuring instrument. 


The interaction of the measurand (of the object measured) and measuring instrument 
starts just at the moment far, determined by the speed of the g variation as well as by 
the value of the sensitivity threshold gs of the applied measuring instrument. Here, the 
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inertial properties of the measuring instrument determining its response speed provoke 
a transient process of t, duration (curve 2), which pushes back the possible start until 
the moment f/,;,, when the error component 5; becomes less than ,. 

Thus, taking into account the components dy and 55,the maximum time of measure- 
ment is determined by the condition 


Tmeas << (Tmeas)max = tmax — ta (5.3.3) 


A similar argumentation with the use of components 5y, and 6, leads to the maxi- 
mum time interval of measurement becoming even more narrow. However, believing 
that these improvements are not principal from the point of view of the picture ac- 
curacy and that in metrological practice they aspire to provide normal measurement 
conditions beforehand, let us consider the lower boundary of the time interval of mea- 
surement. 

Within the limits of (tmeas)max this boundary will be determined by the response 
speed of a readout device of the measuring instrument and the operator/observer or- 
gans of perception. If the inertial properties of these measurement components are 
expressed through a “dead time” t,,, then the following relationship will have to be 
fulfilled 


Tmeas = (Tmeas)min = Tm- (5.3.4) 


Thus, the working time interval of measurement (Tmeas)w, reasoning from the con- 
dition of measurement correctness, has to satisfy 


(Teas) max > (Tmeas)w = (Tmeas)min- (5.3.5) 


It is useful to take into account relationships (5.3.1)—(5.3.5) in formulating the mea- 
surement problem, itemizing the plan of the measurement experiment and preparing 
the requirements specification for developing measuring instruments. 

Before developing a system of metrological assurance it is necessary to answer a 
number of questions, mainly as to the kind of measurements, the class of measuring 
instruments, their abundance and maximum attainable accuracy, as well as quality 
indices, place of the SMA in the system of existing government verification schemes, 
the set of normalized metrological characteristics, and others. 

The precise magnetic recording equipment considered here is intended for registra- 
tion (recording, reservation and reproducing) analogue (time continuous) electric sig- 
nals of measurement information, i.e., for the registration of the dependence of electric 
current voltage on time, U(t). Among four kinds of measurements which are known at 
present (direct, indirect, combined, and joint measurements) [438], the measurements 
of U(t) are related to the joint ones. 

According to the definition given in [195], by joint measurements is meant the “si- 
multaneously performed measurements of two or more different quantities for finding 
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dependence among them”. The comparison characteristics of various measurements 
are given in Table 5.1. 


Table 5.1. Comparative characteristics of the kinds of measurements (a method of obtaining 
a numerical measurand value serves as a criterion for classifying) 


Features Number Number of Number Law of Goal of measurements 
(kind of of mea- meansin of mea- linking 
measure- _—_ sured use m surement physical 
ment) physical equations P quantities 
quanti- 
ties n 
Direct n=1 m=1 P=1 = Comparison of a measurand with a 
(n =m) measure (scale) 
Indirect n>1 m>1 P>1 Known Calculation of the derivative value 
(n =m) of a physical quantity against a 
known dependence on measurands 
Agregated n> 1 m>1 P>1 Chosen Calculation of values of the cosen 
(n =m) law of linking physical quantities 
Joint n>1 m>t1 P>1 Unknown _ Finding out a dependence (law of 
(n =m) linking) among measured quantities 


A distinctive feature of measuring instantaneous values U(t), as opposed to the 
joint measurements of other kinds, is their clear dynamic character, since one of the 
different measurands is the time serving as the argument of functional dependences. 

In accordance with the stated classification of the kinds of measurements [456], 
the measurements of this kind are related to the average d.c. and a.c. electric currrent 
voltages of low and average frequency and are designated as 03.02.01.04.010.13 and 
03.02.01.04. (011.+02323.+02324.).13, correspondingly. 

The structure of the classifier is based on taking into account the interactions tak- 
ing place both between the physical quantities themselves and between the physical 
quantities and the measurement process: 


* correspondence of measurands to the fields of physics with selecting groups and 
individual physical quantities; 

¢ chacteristics of the measurand or parameters (levels and ranges); 

* specific character of the measurement problem to be solved connected to the field 


of its use. 


In accordance with these classification signs the following rubrics of the classifier are 
selected. 


1. Field of measurements (a division or field of physics): for U(t) it is rubric 03, “elec- 
tricity and magnetism”. 
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2. Group of measurements (a subdivision of the field of physics): for U(t) it is rubric 
02, “electric circuits’. 


3. Kind of measurements (a measurand or parameter to be measured): for U(t) it is 
rubric 01, “electric voltage”. 


4. Range of measurements: for U(t) it is rubric 04, “average values” (from 107° to 
10° V). 


5. Conditions including: 

5.1. Character of the time dependence: for U(t) it is rubric 010, “static measure- 
ments” (a constant quantity) and rubric 011, “dynamic measurements” (a vari- 
able quantity), +02323 and 02324 mean that electrical voltage frequency 
(0232) has low values (02323. — less than 1 kHz) and average values (02324. — 
from 10° to 10° Hz); 

5.2. Dependence of influencing quantities; 

5.3. Characteristic of the environment (an aggregate state); 


6. Field of application: in providing the metrological assurance of measurements for 
U(t) it is rubric 13, “measurements for scientific investigations and problems of 
ensuring the uniformity of measurements”. 


As it is shown in [457] the MRI as a measuring instrument (i.e., ““a technical means 
used in measurements and having normalized metrological properties’) is related to 
the class of measurement transducers, since it is “designated for generating a signal of 
measurement information in the form suitable for transmitting, further transformation, 
processing, and/or reservation, but resistant to direct perception by an observer” [195]. 

The abundance of MRI in country used as units of measuring information complexes 
and computer systems is too great. 

Suffice it to mention measurement magnetographs of the type “NO-...”, which 
are produced by the Kishinev plant “Vibropribor”, special equipment for magnetic 
recording of various types which were produced in small numbers by the Kiev 
NPO “Mayak”, import measurement magnetophones of the companies “Briiel & 
Kjeer’, “Schlumberger”, “Ampex Corporation’, “Honeywell”, “Philips”, “Lockheed”, 
“Winston”, “Telefunken”, “Teac” and others, as well as a tendency to adapt inexpen- 
sive domestic magnetophones for registering signals of measurement information of 
biomedical destination. 

Taking into account such a great demand for MRI and the need for its metrological 
assurance, we need emphasize the urgency for creating fundamentals of SMA in the 
form of the means for providing metrological certification and verification of precise 
magnetic recording equipment. To create such a means it is necessary to consider the 
MRI quality indices, in particular the accuracy requirements for the means of their ver- 
ification. To begin with, let us try to assess the maximum attainable accuracy of joint 
measurements of instantaneous values of electric voltage U(t). Relying on the results 
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obtained in Section 3.3.3 and reasoning from the known relationship of uncertainties 
for energy and time, we obtain 


AE-At>h/2, (5.3.6) 


where AF and At can be considered as the errors of the energy and time measure- 
ments, respectively, and h is the Planck constant. 

Let us present the energy in the form of the product g - U. Having chosen an ele- 
mentary charge (an electron charge e & 1.6- 10~!°C) as q, formula (5.3.6) can be 
written as 

AU - At >h/2e ~ 2-10 V-s. (5.3.7) 


Using the time of measurement from equation (5.3.5) instead of At, we obtain the 
maximum accuracy of instantaneous voltage value measurement: 


AU > h/(2e+ tmeas)s (5.3.8) 


ice., for example, at Tmeas = 1-10~°s we obtain AU > 2-107~° V. This correlates with 
the theory described in detail in [368], where it is shown that the energy threshold of 
a measuring instrument sensitivity is proportional to its error y, power P used by the 
object of measurement, and to the time t needed to establish the result of measurement, 
and which cannot be less than C = 3.5- 107-7 J: 


y -P-t>C. (5.3.9) 


In the majority of MRI types, the dynamic range of their channels (i.e., the signal- 
to-noise ratio) does not exceed 60 dB and at the upper limit of the amplitude range on 
the level of a few volts, the question relating to the maximum attainable accuracies of 
registering, naturally, does not arise. 

In accordance with [427] the quality indices of MRI, as those of measuring in- 
struments, include indices of designation, reliability, economical use of raw materials, 
energy, and human resources, the ability to be ergonomic, aesthetic, technological, 
transportable, unified, standardized, and in compliance with legal regulations, as well 
as to meet industrial and environmental safety requirements. 

The indices of designation, which characterize the main functions of the equipment 
and its field of application, are subdivided into indices of equipment functions and 
technical efficiency as well as design indices. 

The indices of MRI functions and technical efficiency includes the most impor- 
tant technical and metrological characteristics, in particular those of amplitude and 
frequency range of signals to be registered, indices of accuracy, speed, versatility, 
automatization, compatibility with the measured object (from the viewpoint of con- 
suming its power), adaptability to verification, and others. 

While assessing a technical level of production and organizational-technical sys- 
tems (for example, MRI as a measuring instrument or SMA as a variety of large sys- 
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tems), the need arises for a generalized (integral) quality index as distinct from the 
particular indices listed above. In this case qualimetry suggests various algorithms of 
“combining” particular quality indices, among which the method of their “weighted” 
summing up is most widely used. The difficult problem of a well-grounded choice of 
weight coefficients is solved, as a rule, by using the expert method. 

A similar situation occurs when multicriteria optimization takes place and objects 
(systems) optimal for to one criterion are far from being optimal for other criteria 
(criterion). The problem becomes more complicated in the case, when information 
about object parameters (or of the system) is incomplete (fuzzy, not definite or clear 
enough), which in practice is frequently met with, just as in making a decision with 
incomplete initial information. 

The concept of quality for the complicated organizational-technical systems con- 
nected with the performance of precise measurements and their metrological assur- 
ance (of “metrological systems’’), can be related to both the system as a whole, i.e., its 
structure, operation, adaptability for use, and separate properties of system: reliability, 
stability, efficiency, and is defined differently [30, 165]. By the quality of a metrolog- 
ical system we mean its optimality in any way, from the point of view of reaching 
a definite goal, solution of a measurement (metrological) problem, and by the qual- 
ity criterion — the index of the optimum. For any definition the quality of a system is 
expressed through the totality of quantitative (objective) and qualitative (subjective) 
factors which resist direct metrization, e.g., simplicity, suitability, beauty, etc. Quality 
assessment is connected with ranking systems against a certain set of objective and 
subjective features which depend on the goal or problem to be solved [405-407]. 

Let us define “quality threshold” as a guaranteed quality characterizing a definite 
level of attaining a goal or solving a problem and include into this concept the follow- 
ing indices (factors): accuracy, expressed by means of the error 59; trustworthiness 
(reliability), characterized by the probability Po; time response, in the form of mea- 
surement time T9; resource 7p, determined by the time within which the system can 
be applied to solve the problem; and completeness wo reflecting a degree of satisfy- 
ing demands of the subject. Each of these factors can have objective and subjective 
components. 

To provide a definite quality (attaining the goal) for a set of systems it is necessary 
to comply with the conditions for realization in the form of a totality of inequalities: 


6<60, P>Po, Tmeas< to, T>To, a> ao. (5.3.10) 


From equation (5.3.10) it follows that in the general case the assessment of quality is 
the problem of multicriteria optimization. The process of formalizing the quality con- 
cept is connected with the choice of a certain totality of axioms (conditions) depending 
on the structure of a problem and the kind of system. The choice of axioms determine 
the general restrictions applied to the method of describing the quality concept. For 
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example, let us require thtat the following axioms be complied with. 
(1) If ; C &, then K(X;) < K(%). 
This means, in essence, that the quality is “measured” in scale of the order. 


(2) If © = XY; @ Yo @--- P Uy, then K(X) > max; K(X;), 1 < i <n (parallel 
connection of systems), where K(X) is the quality of system ©. 


(3) If & = DY, 6 Xo @--- @ Uy, then K(X) > min; K(;), 1 < i < n (series 
connection of systems). 


The second and third axioms allow the quality of a system to be calculated by their 
components in the simplest cases. 


(4) If there are two interacting systems, ©; and X22, then K(21;@X2) > max{K(D1 o 
x2), min[K(1), K(22)]}, where K(X), K(X2) is the quality of each of these 
two systems, and K(X < &>) is the feedback quality (interaction). 


The totality of axioms given above is not the only possible one, since choice of axiom 
depends on the goal (of the problem to be solved) and the kind of systems. For exam- 
ple, for quality characteristics such as accuracy (error) and time of solving the problem 
(time of measurement), the laws of (max-sum)-composition are true, and for the relia- 
bility the laws of summing up and multiplying of probabilities are in force, and so on. 
Since a quality estimate always contains subjective components and, moreover, their 
impact on the final result is unknown, the use of common methods for describing the 
quality concept in a formalized form is restricted. It can be performed with the help of 
a mathematical apparatus of the fuzzy-set theory [205, 269, 371]. 

Let a set of metrological systems be denoted as m. As its elements we can have 
separate measurements, measuring instruments, verification schemes, as well as other 
objects of the type of a system of measurement uniformity assurance or a system of 
metrological assurance. 

Let {m'} be the set of uniform systems of the i-th class: {m’} € m, and mi, € {m'} 
of a k-th system of the i-th class; 1 < i < n (where n is the number of classes of 
metrological systems). 

Let us take the subset {m!} and consider a set of its reflections, in L;, where 
Lj; is a certain set of the array type ordered or quasi-ordered, the elements of which 
have lower and upper boundaries [205]. The set L; is connected with a group of qual- 
ity estimates of elements of the subset {mm} and, generally speaking, can have a struc- 


a a 


ture differing for each subset {m'}. Then let us determine on age a fuzzy subset 
m' = {m).,Ami(m),)} characterizing a system of a definite quality, which poses for 
each element mi. € {m'} an element Am; (m'.) € L; (the element A,,; is an estimate of 
the system quality m/.). Thus, one poses to a set m in conformity the set of fuzzy sub- 


sets (their product) []}_, iia y characterizing systems of definite quality, the mem- 
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bership function of which correspondingly possesses a value in L,, L2,... Ly. The 
structure of the set L; depends on the totality of axioms characterizing the quality 
concept. For example, the array L; can be a vector one formed by the product of sets 
corresponding to the criteria of “threshold of quality”: 


hae 6 are 8 Gare ha (5.3.11) 


where Ee is the set of accuracy estimates, L is the set of reliability estimates, and 
so on. 

In a particular case each L® (it means that L; too) can be a numerical interval 
[0, 1]. 

As an example, let us consider the quality estimate of a possible verification scheme 
for MRI (Figure 5.4a), the structure of which contains three levels: the first level con- 
stitutes initial (for the given verification scheme) WMS taken from existing national 
verification schemes for the government primary measurement standard of EMF unit 
[192] (or the government special standard of the voltage unit within the voltage range 
of 0.1 + 10 V and the frequency range of 20 + 3-107 Hz) and the government primary 
standard of time and frequency unites [198]; the second level is presented by work- 
ing measuring standards and the third one by working measuring instruments (precise 
magnetic recording equipment of various types). 

Its representation L is demonstrated in Figure 5.4b, where Aj) is the quality esti- 
mate of subsystems, where A j,) € Lj. 

The estimation of the quality of such a verification scheme can be determined by 
the formula 


_ Ara aay A say Vir VY A3a@]FEV (Aaa A Dsatp Vor 
k= A » (5.3.12) 
A1Q) VAZ EE Vo V ay A Daan Ve7+ V Asp] 


where the symbols Vv and A denote the procedures of taking the upper and lower bound- 
aries determined on the array L;. 

From equation (5.3.12) it is possible to make some decisions. The system quality is 
determined mainly by the totality of Aj(1) and (2), i.e., by an estimate of borrowed 
IMMI, as well as by quality estimates of a lower level (of the third level) of the system. 
The quality of each branch of the system also does improve because of any additional 
levels: increasing the number of parallel branches, i.e., an increase in the number of 
WMS the quality of the system. 

To simplify expression (5.3.12) itis necessary to know the ratio of the order between 
A jr): If ranking Aj) is successful, so that they have the ratio of the order as 


et 
>A >A >See > day >A Dee 
6) 201) 2 422) 2 = A2(1) 30) = 


> A3(i) > A3(i-+41) > > A3(k) > A3(k+1) >+> A3(p)> (5.3.13) 
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a) 
1 level IRMI5 
L 
2 level eee 
3 level cece 
b) | 
1 level Ai (1) Ai(2) 
2 level 
3 level 


Figure 5.4. Example of getting a quality estimate of a possible verification scheme for the 
equipment of precise magnetic recording. Here: IRMIY is the initial reference measuring in- 
strument from the state verification scheme of the state primary measurement standard of elec- 
tromotive force (or of the state special measurement standard of the voltage unit); IRMI} is the 
initial reference measuring instrument from the state verification scheme for the state primary 
measurement standard of the time and frequency units; WMS; is the working measurement 
standard; MRI ; is the magnetic recording instrument. 


then from (5.3.12) it follows that 


410) 

In this case the system quality depends on the quality of the best representatives 
from the lowest link. 

As another example take an algorithm for comparing the quality of uniform sys- 
tems, whereby a certain type of precise magnetic recording equipment is assumed (it 
should be noted that a similar comparison is possible for heterogeneous systems, the 
interaction of which cannot be properly described and presented by a simple structural 
scheme). 


Arc) 
K= rx A3(1) = A3(1)- (5.3.14) 
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Let Kis x be the two types of MRI from their set {x;}, the quality of which has to 
assess. Let us write two fuzzy subsets to be compared connected with estimation of 
the system quality: 


Xia) 


: xi x! oo 
i 1(1) 1(2) 
aimee. 


x] 
Arq) € i 41(2) S Le 


8 x! a xe 
2(1) 2(2) CJ Le (5.3.15) 
Axl) € EY ArQ) € be. * Aga) € L;? 


where a (k)? OE) are the particular indices of the technical efficiency, function and 
design (1.e., the indices of designation, though the comparison can be made for all 
indices). 

At the same time, by the functional indices we mean the availability of simultaneous 
and time-diverse modes of recording and reproducing as well as the possibility of 
performing the transposition of the speed of a carrier relative to the speed of the latter 
in the process of recording, the presence or absence of possibility to record a signal of 
measurement information on a “ring” of the magnetic carrier for its multiple readout 
while reproducing with the aim to make an analysis of signal parameters, and others. 

Technical indices of MRI include the type of applied recording method (the direct 
method, or one of the types of modulation transformation of a signal such as am- 
plitude, balance amplitude, frequency, phase, amplitude phase, amplitude pulse, fre- 
quency pulse, phase pulse, pulse width and delta modulation), speed of feeding the 
carrier, time of recording, number of channels (tracks), the type of the carrier (mag- 
netic tape, metal tape, wire, and others), density of recording (longitudenal, transverse, 
surface type), coefficient of oscillations and drift of the carrier speed, power used, pa- 
rameters of the supply network, etc. The design indices include the MRI mass, dimen- 
sions, capacity of a cassette and tape width, element base, form of executing (in the 
air, stationary, transportable, executed in one case or in the form of separate units of 
recording and equipment of reproducing), and others. The metrological characteristics 
of MRI are considered in Section 5.3.2. 

The components wes) KR) can be estimated on the basis of various criteria, and 


their estimates Aj (<)A2(x), respectively, will accept the values in the sets Le having 
different structures. To obtain a comparative estimate of quality, the following scheme 
can be applied. 

Let us represent the structure of each i in the form of a simple graph and deter- 
mine the order levels. 

Distances, corresponding to different criteria (components) in each graph, will be 
as follows: 


Ge aha 
De = |Niag — Noa (5.3.16) 


where N! Nw) 


(ky are the levels of the estimate order for Xd? XK): 
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Let the relative distances between elements be calculated: 


a DY 
AL) = (5.3.17) 
(k) (k)’ 
Noi 
where Now ) is the number of levels of the order in ze. 
Let us assign “++” or “—” to each Nw) in accordance with the sign of the difference 
Niay ~ Naay' asi 2 | 
Kay 1 x)= tA): (5.3.18) 
As a result the “table” is obtained: 
i i i 
Fe PM See ES Aa) (5.3.19) 
ee ni cre (ae ee 
(12 “(@)1,2 (n)1,2 
The value of A! can be considered as the relative difference of the quality es- 


(k)1,2 
timates of the components Xia) XK) and its sign shows which of the estimates is 
greater. 
. . . i i . 
Let us find the relative generalized distance between the fuzzy sets x} (k)? *2(k)! 


, (5.3.20) 


a j emote ae 
564; y= F ay 1d) 
k=1 


Let the sign be assigned to each 6 in accordance with the sign of the sum 
Sry W Gira: 
jr Sk6, (5.3.21) 


The value 6* can be considered as the relative difference of the quality estimates 
of two compared systems. It should be noted that 6* = 0 corresponds to their equal 
quality, and 6* = +1 to a maximum difference of their qualities. 

From the analysis it follows that it is easy to compare the quality estimates of sys- 
tems, but not those of the estimates themselves, 1.e., it is handy to estimate the quality 
in the scale of intervals. The scheme considered can be generalized for the case of a 
number of systems [406]. It is reduced to solving a problem of the multicriteria opti- 
mization by the quality criteria on a set of systems which consists of the choice of a 
system having as far as possible the maximum estimates according to all criteria and 
satisfying the conditions of realization of the form shown by equation (5.3.10). 

The solution of the problem is done in two stages: constructing the relations of the 
fuzzy preference on the set of systems according to the quality criteria and aggregating 
the relations obtained. In a real case the complexity of its solution is connected with the 
fact that the threshold values of the quality criteria have not been been accurately preset 
and become “fuzzy”, just like the estimates of quality of the systems considered. The 
width of a “fuzzy area” is determined by the incompleteness of the initial information 
concerning the goal or problem solved. 
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5.3.2 Metrological characteristics of MRI and their normalization 


By metrological characteristics of MRI we mean those characteristics which directly 
influence and determine the accuracy of the registration of measurement information 
signals and are related to the “through” channel of MRI containing electronic trans- 
ducers used in recording, the magnetic head-carrier-head system and electronic trans- 
ducers used in reproducing. 

An analysis of the properties of MRI considered as a measurement transducer is 
based on its mathematical description representing an abstract model of the transducer. 
At the same time, the quality of functions implemented by the transducer is the main 
interest, and here it should be pointed out that in this case the quantitative characteristic 
of quality is the error of transformation. 

The basic function of MRI as a unit of information measurement systems is record- 
ing (storage), preservation and reproducing information without distortions. This as- 
sumes that MRI is a linear stationary system realizing similarity transformation or, 
in a more general case [457], transformation in the scale of intervals, satisfying the 
following equation of connection of output y(t) and input x(t) signals: 


y(t) = A{x(t)} = K-x(bt —1t) +d, (5.3.22) 


where A is the operator of transformation; Kis the transfer coefficient (coefficient of 
transformation of the amplitude scale); b is the coefficient of transformation of the time 
scale; t is the time delay (lag) of a signal; d is the value of the constant constituent 
which is needed in registering a variable signal centered with respect to the channel, 
the amplitude range of which is asymmetrical with respect to zero (for example, from 
0 to +6.3 V). 

In practice the real parameters of model (5.3.22), K;, b;, t,, dy, differ from the 
ideal and nominal (indicated in a certificate) parameters Ky, bn, tT, dn, which leads 
to a transformation error: 


Ay(t) = yr — Yn = [Ky - x(bpt — tr) + dy] — [Kn + x(bnt — Tm) + dn]. (5.3.23) 


From (5.3.23) it is seen that the registration (transformation) error Ay(t) depends 
on both the disagreement of real and nominal parameters of MRI and type (character- 
istics) of an input signal of measurement information x(t). 

Here, the difference of transfer coefficients 


AK = Ky; — Kn (5.3.24) 
“comes apart”, forming the following constituents: 


* nonlinearity of amplitude characteristic leading to nonlinear distortions; 


¢ difference between the angle of slope of the amplitude characteristic and that of the 
nominal one, which corresponds to the nonnominality of the channel sensitivity and 
results in distortion of the amplitude scale of an output signal and appearance of a 
multiplicative noise; 
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¢ “zero shift”, percieved in the same manner as Ad = d;—d, and forming an additive 
noise; 

¢ lack of nominality of the complete dynamic characteristic of the channel in the fre- 
quency or time domain, causing the dynamic distortions. 


The difference Ab = b; — —by and At = 1; — Ty leads to distortions of the time 
scale of an output signal, Ab corresponding to the speed drift of the carrier and At — 
to oscillations of the time delay of the signal reproduced. 

The difference Ad = d; — dy corresponds to the noise level in the channel and 
contains the noise of electronic units of recording and reproducing, parasitic ampli- 
tude modulation, tape noise caused by its granularity as well as by defects and dam- 
ages, noises such as background noise, transient noise due to the effects of copying, 
penetration, self-demagnetization, etc. 

Moreover, it is necessary to take into account the limits of the input and output 
impedance of the channel, since a noninfinitely great input impedance gives rise to 
distortions in state of the object whose properties are being measured, and the output 
resistance of the channel, whose value can not be infinitely small, may spoil the nor- 
mal interaction of MRI with the next unit of the measurement system. All this taken 
together (including the nonlinearity of sensitivity) leads to distortion of the amplitude 
scale of output signals. 

Taking into account the above, the metrological model of resultant error formation 
in the MRI channel can be shown in the form of the scheme in Figure 5.5 and contain- 
ing a stationary link represented by the linear operator L (the operator of the linearized 
channel taking into account the disagreement between the slope angle of the AC and 
the nominal one, nonnominality of full dynamic characteristic and limits of input and 
output impedances of the channel), and by the nonlinear operator H (corresponding to 
the nonlinearity of the AC), the link of variable time delay D (reflecting the influence 
of Ab and Ar) and the source of additive noise e (containing the “zero drift” and Ad). 


x(A) 
e— 


Figure 5.5. Model of resultant error formation in registration of a measurement information 
signal in a MRI channel. Here: x (¢) is the input signal; L is the operator of a linearized channel; 
#7 is the nonlinear operator; D is the link of a variable time delay; e is the source of additive 
noise; )> is the linear summator; y(t) is the output signal. 


Thus, in addition to the function of transformation, amplitude and frequency ranges 
of the signal registered, the list of metrological characteristics [191] of MRI, subjected 
to normalization must include 
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(1) nonlinearity of the amplitude characteristic; 

(2) nonnominality of full dynamic characteristic; 

(3) level of noises; 

(4) variations of the time delay; 

(5) limits of the input and output impedances of the channel; 


(6) resulting basic and additional errors of transformation without their systematic and 
random constituents, as well as the functions of the influence of environmental 
conditions overstepping the limits of normal value areas. 


At a known shape or characteristics of the input signal x(t) by metrological charac- 
teristics (1)—(5) it is possible to estimate the corresponding particular constituents of 
the resultant error (6). All listed metrological characteristics and characteristics of the 
MRI error are of the instrumental type, i.e., they relate to a measuring instrument. In 
conducting measurements, in addition to them, it is also necessary to take into ac- 
count the methodical errors and operator errors (including crude errors, or so called 
“blunders”. 

The degree of the interest in these parameters (see Table 5.2) depends on the cate- 
gories of persons participating at different stages of the “life-cycle” of precise magnetic 
recording equipment such as: (a) developer, (b) manufacturer, (c) consumer (it is use- 
ful to distinguish between the consumer who implements “technical measurements” 
in industry, and the consumer who carries out scientific researches with the help of 
MRI), (e) personnel engaged in equipment repair, (d) verifier (a metrologist, specialist 
on quality control). 

To estimate the error characteristics of both the resultant error and its particular 
constitutiens, one has to give or choose a kind of test signal. The problem of choosing 
an optimal test signal is solved by means of the theory of planning an experiment [163] 
and intends to obtain parameters of a dynamic object model least sensitive to random 
noises. 

At the same time, it should be mentioned that 


¢ D-optimal test signal is a signal that minimizes the determinant of the covariance 
matrix of estimates of unknown dynamic model coefficients (the volume of an el- 
lipsoid of such estimates dispersion is minimal; 


¢ A-optimal signal is a signal minimizing a trace; 
¢ E-optimal signal is a maximal proper number of the covariance matrix. 


From the point of view of metrology, we have following requirements for choosing 
the kind of test signal: 


¢ signal parameters have to be as far as possible similar to those of real registered 
signals if the latter are known in advance and their parameters are given and do 
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Table 5.2. Interest (++) of various specialists in getting knowledge of normalized metrological 
characteristics of MRI. 


Metrological 
characteristics 


Category of 
specialists 


Function of influence 
NMC (1)-(5) 
Particular instrument 
error constituents 
Methodical error 
Error of an operator 


stipulated in “Specification of 
requirements” 

indicated in “Technical conditions for a 
product” 


depends on conditions of MRI application 


in accordance with the requirements of an 
agreement for repair 


Manufacturer 
of MRI 
Consumer in 
industry 
Consumer in 
reasearch 
Repairman 


Verifier determined by the availability of adequate 
(quality con- verification equipment 
troller) 


Ta ef + font 


not change; otherwise the test signal has to be “worse”, i.e., it should provide the 
estimation of a registration error “from top”; 


* test signal parameters have to be easily reproducible, time stable and with a low de- 
pendence on an impact of influencing quantities (factors), providing the possibility 
to synchronize it in reading off, and at the same time to be suitable for equipment 
implementation; 


¢ “binding” of test signal parameters to corresponding measuring instruments, con- 
tained in verification schemes, has to be implemented quickly enough for transfer- 
ring the dimension of a unit from measurement standards to generators of the test 
signal, serving as a “reference measure” at metrological certification and verifica- 
tion of MRI. 


In [302] it is shown that a D-optimal test signal for the objects, at the output of which 
there is an additive noise (a “white” or “colored” one with a known correlation func- 
tion), is the signal with a final and constant power, representing the approximation 
of white noise in the frequency pass band of the object. The pseudo-random binary 
sequence of maximum length (Huffman codes or M-sequences) with the 6-form auto- 
correlation function relates to the class of signals satisfying the requirements listed 
above. 
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Classification DMRE 
signs: 


1. Number of MRI Multichannel 
ee One-channel MRI (two channel) MRI 


2. Modes of MRI } : : Simultaneous 
Simultaneous Time-diverse 
operaton d mare and 
moe’ time-diverse modes 

3. Level of . . : . 

: With compensation of Without compensation 
accounting of : 

: error due to delay time of error due to delay 
delay time ; 
changes time changes 

changes 


Figure 5.6. Classification of devices for measuring magnetic registration errors (DMRE). 


The choice of such a signal as the test signal corresponds to the approach developed 
in [457] for calculating the resultant registration error with respect to its particular 
constituents. 

The essence of the calculation procedure consists in summing up powers of dynamic 
(linear), nonlinear and noise distortions which have been assumed to be independent 
centered ergodic random processes, for receiving a dispersion of the resultant error. 

To evaluate the resultant error of the MRI channel “from the top” when forms of 
the signal registered and parameters of the normalized metrological characteristics of 
the channel are not known, the calculation of particular error components is realized 
using the Cauchy-Bunyakovsky inequality. 

At the same time normalization [452, 453, 455, 457, 459] has been performed with 
respect to particular constituents which depend on both the above metrological char- 
acteristics of MRI and the chosen parameters of the test signal. Such an approach is 
“integral” and does not conflict with normalization of particular metrological charac- 
teristics without taking into account the test signal parameters. 

The process of normalizing the metrological characteristics of measuring instru- 
ments (in particular, MRI) is most complicated when the metrological characteristics 
represent a function (dependence on an argument), for example, amplitude- and phase- 
frequency characteristics, pulse weight function, etc. [289, 450, 556]. 
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In [457] a method is proposed for normalizing dynamic characteristics of measure- 
ment transducers with the help of moments of its pulse weight function. It is shown 
that the dynamic error is 


CO 
An®) = om -x®, (5.3.25) 
i=2 


where x is the i-th derivative of the input signal x(r), 


Mj 


= —, (5.3.26) 
eaten 
4; 1s the i-th modified moment of PWF, i = 0,1,..., 
a) . 
Mj =| t’ -q(t)dt, i=0,1,2,..., (5.3.27) 
0 


q(t) is the pulse weight function of the investigated measurement channel, character- 
izing response of y(t) on the pulse impact x(t) = d(¢): 


y(t) =| q(t): x(t —t)dt. (5.3.28) 


It is known [191, 557] that the full list of dynamic characteristics, in addition to 
pulse weight function, include the transfer function G(p), connected with PWF q(t) 
by Laplace transform 


G(p) =f ePta(t)dt. (5.3.29) 
0 


In addition to these “external” (input-output) mathematical descriptions of finite- 
measured linear systems there are applied with increasing frequency “internal” de- 
scriptions, i.e., descriptions of states in space, taking into account internal variables of 
the system 51,..., Sn! 

S=A-S+b)---s;y=c:s, (5.3.30) 


where S is the vector of a system state, A is the squared matrix of the n-order with 
constant elements ajj,b = [b,.. el is the constant vector-column, and c = 
[c1,.--, Cn] is the constant of a vector line. 

The internal description is more detailed than the external one, since it contains 
information about the structure of the system (the number of parameters for the internal 
description is N = n? + 2n, while for the external description only 2n parameters are 
used). The connection between the pulse weight function g(t) and transfer function 
G(p) with the equation of a system state parameters is characterized by the following 
relations: 


q@y = ere" sp, (5.3.31) 
G(p) =c(pE — A) '-b, (5.3.32) 


where F is the unitary matrix. 
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Alternative parameters, with respect to the PWF moments, which are equivalent to 
the latter in the sense of completeness of the description of linear systems properties, 
are Markov’s parameters (MP) h; [341]: 


hi =q?); i =0,1,2,..., (5.3.33) 


where qi ) (0) is the i-th derivative of the pulse weight function at ¢ = 0, 


Cc 


hy-t! 
q®=>>-——. (5.3.34) 


i! 
i=0 


Markov’s parameters are the elements of the Gankel’s matrix H, representing a 
product of a transposed observability matrix of the system D7 and its controllability 
matrix R: 

H=D'.-R. (6.3.35) 


Connection of Markov’s parameters with the transfer function and with parameters 
of state equation (5.3.29) is characterized by the relations 
[oe 


h; 
Gp) = Sos: (5.3.36) 
j=0.? 
hij =c-A'-b; i =0,1,2,.... (5.3.37) 


The interaction of the equations, which, allowing the known modified moments 
(5.3.26) of pulse weight functions j.; and their Markov’s parameters to be found (and 
vice versa), is shown in Table 5.3. 


Table 5.3. Interaction of the modified moments and their Markov’s parameters. 
c-A3-b C-A?-b c-A!.b c-b c-A-b c-A?-b 


M2 Mi Ho ho hy hy 


Moments of pulse weight functions well describe the system in modes close to the 
established ones (i.e., in the low frequency range), while Markov’s parameters do this 
in the transient modes (i.e., in the high frequency range). In the infinite sequence of 
moments of PWF, ju; (the same way as of Markov’s parameters /;), corresponding 
to finite-measured linear system of the n-th order, only 2 terms are independent. In 
other words, the system of the n rank is completely characterized by 2n moments of 
PWF (or 2n Markov’s parameters). Here, the coincidence of the moments (those of 
Markov’s parameters) ensures the coincidence of the pulse weight functions and vice 
versa. It is interesting to point out that Markov’s parameters of a system with discrete 
time are simply the values of its pulse weight function at successive time moments: 


hi =q(i); i =0,1,2,.... (5.3.38) 
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Since Markov’s parameters of discrete systems are numerically equal to “step-by- 
step” values of PWF, it is of interest to answer the question, whether or not it is possible 
for a continuous (analogue) finite-measured linear system to be characterized by simi- 
lar “step-by-step” values of PWF (which can be conventionally assumed as Markov’s 
parameters). 

Taking into account equations (5.3.33) and (5.3.37), the condition of coincidence of 
Markov’s parameters for discrete and continuous systems can be written in the form 


qi) = q(0). (5.3.39) 


As an example, let us consider PWF of a resonance circuit with infinitely high Q- 
factor. For such a system q(t) represents an undamped oscillation with a period cor- 
responding to an frequency of the resonance circuit, i.e., 


q(t) = sin wot. (5.3.40) 
Successively differentiating (5.2.19), we obtain 
q'(t) = cos wot, q'(0) = hy = 1, 
q"(t) =—sinaot, q"(0) = hp = 0, 
q(t) =—cosw@ot, g’/"(0) =h3 = -1, 
g(t) = sinwot, gq (0) =h4 =0, [’ 
g(t) =cosapt, — gO) = hs = 1, 


(5.3.41) 


and so on, the values of h; being equal to four values [1, 0, —1, 0]. Thus, for a full char- 
acteristic of an ideal resonance circuit it is enough to have four Markov’s parameters 
with a “step” equal to a quarter of the period of its eigen frequency, i.e., 27 Markov’s 
parameters are equal to 4. This corresponds to the order n = 2 of the differential 
equation describing the circuit. 

Extrapolating such an approach to continuous systems with dissipation, which are 
described with more complicated differential equations (of the finite order), it is useful 
to take PWF readouts every quarter of an upper boundary frequency period of its band 
pass, and the order of the differential equation describing the system can be estimated 
as half the sum of a number of extremes of the PWF and number of its intersections 
(without the point ¢ = 0) with the x-axis (right up to the level when the PWF values 
stop to exceed the level of error of their measurement, or until the beginning of cyclic 
MP repetition), which corresponds to [277]. 

For a finite linear system the infinite series in formulae (Sections 5.3.25—-5.3.27, 
5.3.33, 5.3.34, and 5.3.37—5.3.39) are transformed into finite sums. Taking into ac- 
count the mutually univocal correspondence of PWF moments and Markov’s parame- 
ters, following from (5.3.34), it is possible to conclude that to normalize the dynamic 
characteristics by these parameters is similarly convenient and more efficient, since 
to give 2n parameters is easier than performing the “point-to-point” normalization of 
values of the weight or transfer function (AFC and PFC) from a continuous argument. 
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The final result of joint measurements is the construction of functional dependencies 
of measurands U = f(t). The solution of such a measurement problem assumes, 
generally speaking, the use of a number of models: the model of the object or the 
process to be studied, theoretical model representations, describing the interconnection 
of the quantities analized, and the model (of the plan) of an experiment, as well as their 
synthesis on the basis of initial data for getting a model of the measurement process 
satisfying necessary requirements. Thus, the process of constructing a general model 
is reduced to solution of a multicriteria optimization problem. 

The known procedures for optimizing, as a rule, are based on the use of the maxi- 
mum likelihood method or its modifications (the least-squares method, least-module 
method etc.). The next choice of the best model is accomplished reasoning from the 
results of comparing the sum of squares (sum of modules) of the rest deviations [306]. 

Such an approach can only be used in the presence of sufficiently complete a priori 
information about the kind of the functional dependence of the measurands. If it is 
not known in advance and the class of possible models is broad enough, as in the 
case criteria mentioned for performing joint measurements, then the application of the 
criteria is of a low efficiency. Such an approach also does not provide any possibility 
to totally take into account all the initial data of different levels of formalization, the 
quantitative and qualitative factors, objective and subjective estimates. 

A more general approach to the solution of such a problem which eliminates these 
defects is based on the application of the theory of fuzzy sets [205, 269, 371]. 

Let the problem of choosing a model from the set 2 be considered [35]. It is possi- 
ble to use available data concerning smoothness of the function desired. For example, 
assume with a certain degree of approximation that it belongs to the set ie of linear 
combinations mo of the “basis” functions 9, ¢2,..., @mo. The subset Ly of this set 
consists of the linear combinations }~7_, aj - gi of basis functions. Then there arises 
the possibility of considering other models from Q2¢, interpreting them as alternatives 
fi(fi € Qy), and the sets LG (m = 1,2,...,7m0) as the signs to which they are 
compared. 

Comparison of the alternatives can be made by various methods, giving, for ex- 
ample, a ratio of preference, establishing a degree of permissibility of alternatives, 
and so on. Let us consider one of these versions, i.e., when fuzzy relations of prefer- 
ence are given by the functions of usefulness U; (/;). In this case the values U; (fi) 
provide getting a numerical estimate of the alternative f; with respect to the sign j 
(j = 1,2,...,n9). Each of the functions of usefulness describes the relation of pref- 
erence on {2 of the kind: 


Ri ={(fe Al fe fie Qf, uj (fe) = uj (f} (5.3.42) 


The choice of u; depends on the measurement problem, i.e., on a set of signs con- 
sidered. If the signs are not equal, then the degrees of importance (0 < A; < 1) of 
each relation R; are introduced. Expressions for A; also depend on the measurement 
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problem, and they can be determined on the basis of objective and subjective estimates 
(by an expert method). 

The task consists of a choice of an alternative (model) having, as far as possible, 
maximum estimates with respect to all signs. It should be noted that in the general 
case the requirements for alternatives are contradictory (due to fuzziness of the initial 
data concerning a type of the model), and there is no ideal solution. 

To construct efficient models, let us apply a scheme based on theory of fuzzy sets, 
where we construct the set QO; =(|R Ge , with the membership function: 


Ho. (fk fi) = min {M1 Sk» fi)s +++» Mino Ske Sid} » (5.3.43) 


where, for example, 


1, (fk, fi) € Rj, 
0, (Sk: Si) ¢ Rj. 


The subset of effective alternatives in the set (Qy, j19,) is determined by the mem- 
bership function 


Wg, = 1— sup [Hair fi) — Hose AO): (5.3.44) 


Mj (fk fi) = 


Now it is possible to form a set of the other kind, namely the setQ2 = ee Ay? Rj 
which allows the difference of the degrees of importance of the initial relations to be 
taken into account, with the membership function 


no 
Ho,( fs fi) = D0 A;j-Myj fe fi). (5.3.45) 
j=l 
The subset of effective alternatives in a set is determined in the same manner as 
above, i.e., by the membeship function: 
18, (fe) = 1- sup [Hos Sir fi) — Hofer Sid]. (5.3.46) 
BSAey. 


It is rational to choose the alternatives (models) from the set 


af ={ Al EQ, wD = sup uel fd}. (5.3.47) 
SEQy 


It is necessary to point out that the quantity pet ( ty ) can be interpreted as a quality 
criterion of the model determined on the set Qy;. 

As an example, let us assume that there are three classes of models for describing a 
file of experimental data: 


¢ polynomials of the form of expansion in Taylor’s series in the neighborhood of a 
certain fixed value of the argument — /; 
* orthogonal polynomials constructed by the totality of experimental data — fo; 


* approximation model constructed on the basis of a priori (theoretical) ideas about 
the dependence considered — fs. 
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The following signs are of interest: 


(1) closeness of a model to the totality of experimental data; 

(2) closeness of a model to a sought functional dependence; 

(3) plan of an experiment; 

(4) value of a mean square deviation of model parameters; 

(5) number of model parameters 

(if necessary, this list of signs can be extended). For further formalization of the initial 
data it is necessary to choose a quantitative measure of each sign (it is also possible to 
use subjective estimates). With respect to the signs listed it is possible to use, respec- 
tively: 

(1) the estimate of the dispersion Says 

(2) nonparametric statistics (Kendall concordance coefficients, Wilcoxon coefficient); 
(3) determinant of the information matrix detM (for D-optimal plans); 


(4) maximum relative value of the mean square deviation of model parameters, 
(max Sq, /ax); 


(5) number of model parameters of a type given, (K). 


Setting our mind on preference relations from (5.3.42) in the form: 


pA{itofolAti |: | o | (x8 


fA{i ti til Alo|: |o | 
fAtitotitAtiti fa) 


and forming from them the relations Q; and Q>, we find wa, and zg, with respect 
to equations (5.3.43) and (5.3.45) in a form spo toe equation (5.3.48), respectively, 
and then a set of nondominated alternatives j1° 01 J and Lo , by the formulae in equations 
(5.3.44) and (5.3.46), respectively, in the form 

Af Ss ijocgs 


pes 
(fi) = a GG (5.3.49) 


ef. Seine 
f in a form similar 


On this basis we obtain the set (5.3.47) of effective alternatives Q 
to equation (5.3.49), from which it is possible to choose the model f; with a maximum 
value of the membership function. 

In addition to jointly taking into account the objective and subjective (quality) signs 
and incompleteness of initial information about the models being compared, such an 
approach makes it possible to reveal “noninformative” data (when the exclusion of 
corresponding preference matrices does not influence the result). Moreover, this ap- 
proach can be modified for normalizing functional dependencies of the type, e.g., the 
amplitude characteristic of a measurement channel. 
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To solve the problem of metrological assurance of analogue MRI, which contem- 
plates the organization of metrological certification and the verification of MRI, in 
addition to determining a complex of normalized metrological characteristics, partic- 
ular error components and the creation of a procedure for calculating the resultant error 
of registration (transformation) in accordance with its particular components, it is also 
necessary to develop methods and measuring instruments, which allow the metrologi- 
cal characteristics of MRIs to be estimated and are the technical basis for carrying out 
their certification and verification. 

At the same time, it is useful to give our main attention to those characteristics 
whose parameters cannot be determined with the traditional measuring instruments 
which are presently available, namely: registration error, dynamic characteristics, and 
change (variation) of the time delay of the signal in the MRI channel. The problem 
of creating instruments for measuring the error of magnetic registration is especially 
urgent, since this problem has not yet been solved anywhere. 


5.3.3. Methods for experimental evaluation of the basic error 
of measurement information signals registration in MRI channels 


According to [191], one of the main parameters of MRIs used as a unit of information 
measurement systems or measurement computation complex, representing a measure- 
ment transducer, from the point of view of metrology [195], is the characteristics of 
the basic and additional errors. 

The process of measuring the distortions of a signal which has passed through a 
traditional stationary four-pole network does not present any principal difficulties at a 
given signal form [413] and consists of obtaining a current (instantaneous) difference 
between the signal passed through the four-pole network and the test (reference) sig- 
nal which is time-delayed and scaled in conformity with the nominal coefficients of 
transfer and time delay of the four-pole network under study. 

Attempts to use this method for estimating the error of the magnetic registration of 
analogue signals of measurement information have been unsuccessfully completed, 
since the values of the reduced error vary over time within the limits from +200 to 
—200 %. This takes place because of the variations of the time delay of the signal in 
the MRI channel, caused by some imperfection of the MRI tape driving mechanism, 
leading to a deformation of the time scale of the signal reproduced. 

Furthermore, it is necessary to keep in view that frequently the moment of recording 
and of reproducing can be separated by a rather significant time interval, and some- 
times it is difficult to determine the difference between the distorted reproduced signal 
and the reference signal, since the latter can be absent (may not exist at a particular 
time), and it is necessary to create it anew (to restore it). 

It should be added that usually the real signals, registered by MRI, have a com- 
plicated form and rich spectral content and can be considered to be the realization 
of a random process. It is not difficult to show that the level of distortions will be 
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higher than that of the signals of a simple form (for example the distortion level of 
d.c. voltage, or harmonic oscillation of a given amplitude and frequency). For a more 
adequate estimation of the magnetic registration error it is useful to choose the test 
signal of a complicated form whose parameters approach the real registered signals. 
But the choice of the test signal of an irregular complicated form creates difficulties of 
its reconstruction in reproducing and synchronizing with the signal reproduced from 
the MRI channel under study. 

These difficulties can be overcome by using quasi-random binary sequences instead 
of the test signal, in particular, the M-sequences (Huffman codes) [44, 45, 379, 383, 
449, 455, 473, 480]. On the basis of the methods suggested there were developed 
measuring instruments which make it possible to realize the metrological certification 
and verification of MRI channels and devices for measuring the magnetic registration 
errors (DMRE). Their classification is shown in Figure 5.6, taking into account the 
variety of MRI used in practice. 

The essence of the method used to measure an error of magnetic registration consists 
of reconstructing in the process of reproducing the test (reference) signal that was used 
in recording, synchronizing it with the signal reproduced from the MRI channel un- 
der study, adjusting the amplitude (scaling) of the reconstructed signal in accordance 
with a nominal transfer coefficient of the channel, subtracting it from the signal re- 
produced and measuring the difference obtained (or processing it according to a given 
algorithm). These operations have been successfully realized technically in the case 
where the test signal can be formed by some discrete technical means, has a regular 
structure (i.e., is a periodical one), and possesses some distinguished feature which 
allows the synchronization to be performed within any period. 

One of the ways of realizing the proposed method is explained by the functional 
scheme DMRE [383, 449], shown in Figure 5.7. 

From GRS 1 the pulses of the clock rate enter the input of GTS 2 and through 
UVD 5 are supplied to the input of similar GTS 9. GTS 2 (GTS9) is designed on the 
basis of a counter divider with weighted summing of its output voltages with weighted 
coefficients 2—n+7, where i is the number of a trigger in the counter divider containing 
ntriggers. 

The shape of GTS output voltage resembles a sawtooth voltage [59, p. 199] with a 
sharp jump once per period. From the output of GTS 2 the quasi-random test signal 
through VR 3 and of FLF 4 is supplied to the input of MRI channel 8 to be recorded 
there. The FLF 4 (FLF 13) cutoff frequency just as the GRS 1 clock rate frequency 
are selected such that they are equal to the upper cutoff frequency of the band pass of 
MRI 8 channel for the spectrum width of the test signal does not exceed the channel 
band pass. 

The reproduced signal from the output of the MRI 8 channel is supplied to one of 
the inputs of SU 11. To the other input of SU 11 the test signal reconstructed by GTS 9 
which has been passed in advance through VR 12 (to be scaled correctly) and FLF 13. 
The level of difference voltage from the output of SU 11 is measured with V 14. 
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Figure 5.7. Functional scheme of the device for measuring the magnetic registration error of 
a one-channel MRI without compensation of the error caused by changes of the time delay. 
Here: GRS | is the generator of a reference signal; GTS 2, GTS 9 is the generator of a test 
quasi-random signal; VR 3, VR 12 is the voltage regulator; FLF 4, FLF 13 is the filter of low 
frequencies; UVD 5 is the unit of variable delay; AS 6 is the amplitude selector; D 7 is the 
differentiator; MRI 8 is the magnetic recording instrument channel under study; S 10 is the 
pulse shaper; SU 11 is the subtraction unit; V 14 is the voltmeter. 


Furthermore, from the output of MRI 8 the signal reproduced is supplied through 
D7, AS 6, and S 10 to set up inputs of the GTS 9 counter divider implementing “rough” 
synchronization of the output signal of this generator with the reproduced signal. D 7, 
AS 6, and S 10 separate the moment of a sharp change of the signal reproduced once per 
period and establish the GTS 9 counter divider into the required state. The “accurate” 
synchronization is accomplished by adjusting the time delay in UVD 5 with respect 
to the minimum of V 14 readouts. If the transfer coefficient of the MRI 8 channel is 
equal to 1, then VR 12 can be absent. 

The test signal amplitude at MRI 8 input is selected, with the help of VR 3, to be 
equal to the nominal level of the MRI input signal. Thanks to this, as well as to the 
choice of the cutoff frequency of FLF 4, which is equal to the upper cutoff frequency 
of the band pass of the channel under study, the voltage value at the output of SU 11, 
which is proportional to the error, includes components caused by the inertial proper- 
ties of the channel, the nonlinearity of its amplitude characteristic, the level of noises 
due to various reasons, and oscillations of the time delay. 

The defect of such an implementation of DMRE is a noticeable inequality of a line 
spectrum of the test signal both with respect to the amplitude of its discrete constituents 
and the frequency scale. Moreover, it requires manual synchronization adjustment. 

To remove these defects the DMRE [44] has been suggested and developed, which 
allows the synchronizing process to be automated as well as the MRI verification 
with both the simultaneous and time-diverse modes of recording and reproducing 
to be realized. The DMRE functional scheme is given in Figure 5.8. 
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Figure 5.8. Functional scheme of the device for measuring the magnetic registration error of 
the one-channel MRI with the simultaneous and time-diverse modes of recording/reproducing. 
Here: GRS 1 is the reference signal generator; CD 2, CD 4 is the counter divider; GTS 3, GTS 7 
is the generator of a test quasi-random signal; TS 5 is the time selector; FLF 6, FLF 11 is the 
filter of low frequencies; S 8 is the pulse shaper; MRI 9 is the studied channel of MRI; VR 10 
is the voltage regulator; SU 12 is the subtraction unit; V 13 is the voltmeter. 


The operation principle of DMRE consists of the following. 

From the output of GRS | the square-wave voltage of frequency fo is supplied to 
the inputs of CD 2 and CD 4. These dividers are the counting trigger-circuits with a 
chosen counting coefficient K.The square-wave voltage from the outputs of CD 2 and 
CD 4 with the frequency fo/K is supplied to the circuits of shift register of GTS 3 and 
GTS 7, respectively. A quasi-random binary sequence of a maximum length has been 
chosen (M-sequence) as the test signal. It is useful to choose the cutoff pulse frequency 
equal to the doubled upper cutoff frequency of the MRI 9 channel pass band. A further 
increase of the pulse shift frequency, although it improves the quality of the spectral 
content of the test signal in the pass band of the MRI 9 channel at the same period of the 
signal (the spectrum becomes closer to a more continuous one, uniformly distributed 
in the frequency band of the MRI 9 channel), but makes it more difficult to reconstruct 
its shape by S 8 due to a distortion of the test signal by FLF 6 and MRI 9 channel and, 
consequently, the operation of the time selector, TS 5, which provides synchronization 
of the signals at the inputs of SU 12. From the output of GTS 3 the test signal is supplied 
to FLF 6, which prevents the harmonics from overstepping the limits of the pass band 
of the MRI 9 channel. In the mode of reproducing the signal that has been subjected 
to distortions in the process of recording, preserving, and reading out, is supplied to 
one of inputs of SU 12. The voltage at the output of S 8 is a sequence of square wave 
pulses of different duration with different intervals (pauses) between them. Once per 
period of the test signal at the output of S 8 a pulse of the longest length will be present 
which is equal to the period of shift pulses multiplied by a number of register length 
of GTS 3. 
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This specific feature of the chosen test signal is used in constructing TS 5 which is 
intended for automatically synchronizing signals (once per test signal period) at the 
inputs of SU 12. The synchronization is accomplished by setting triggers of CD 4 
and GTS 7 into the state at which the signals at the inputs of SU 12 appear to be 
synchronous. Setting is performed by a short pulse entering from TS 5 once per test 
signal period after the longest pulse at the selector output connected to the output of 
S 8 finishes. 

The time selector TS 5 is based on a pulse counter supplied from an intermediate 
output of CD 2. Counting is performed only when the pulse passes from S 8, and 
pause is nulled during pauses. A logic circuit “AND” which is an element of TC 5 
separates that state of the pulse counter which is only characteristic of the passing of 
the longest pulse. The short pulse of setting states of CD 4 and GTS 7 is formed by 
a desired front of a pulse at the output of the circuit “AND”. The parasitic time shifts 
in units TS 5, GTS 7, VR 10, and FLF 11 are removed by the corresponding selection 
of the threshold level of S 8. A resolution of TS 5 is selected so as to distinguish the 
longest pulse among those which are closest to it with respect to their length, taking 
into account admitted oscillations of the signal-carrier speed. 

From the output of GTS 7 the reconstructed quasi-random test signal, being of a 
shape identical to that of the GTS 3 and synchronized with the output signal of the 
MRI 9 channel, is supplied to VR 10, which provides for the equality of the amplitude 
scales of the reproduced and reconstructed (reference) signals and for which its trans- 
fer coefficient is set to be equal to a nominal (according to its specification) transfer 
coefficient of the MRI 9 channel. From the output of VR 10 the signal is supplied 
through FLF 11, the functions of which are identical to those of FLF 6, to the other 
input of SU 12. The output signal of SU 12, which is equal to the instantaneous dif- 
ference of the reproduced and reconstructed signals, i.e., to the voltage proportional 
to the absolute error of magnetic registration, is supplied to the input of V 13. 

As V 13 a voltmeter for mean, root-mean-square, or peak values can be used (de- 
pending on the problem at hand: what characteristic of error needs to be estimated). 
Moreover, instead of V 13 the analyzers of various kinds can be used: instrument mea- 
suring dispersion, correlation, and density of the probability distribution law, as well 
as spectrum analyzers, etc. 

In DMRE considered above the MRI error, including a component caused by a drift 
and oscillations of the magnetic carrier speed, i.e., by oscillations of the time delay of 
the signal in recording and reproducing, at least within the period of the test signal, is 
estimated. To exclude this component an additional channel of MRI has to be used for 
registering a “‘pilot-signal” or putting information about a time scale in recording into 
the test signal. 

Figure 5.9 illustrates the functional scheme of DMRE for a multichannel MRI [473]. 

Its operating principle consists of the following. In recording mode C 3 is in the 
low position and connects the “pilot-signal” from the output of GSS 1 through PC 6 
and S 9 to the register shift circuit of GTS 12. Furthermore, this harmonic voltage is 
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Figure 5.9. Functional scheme of the DMRE for multichannel MRI. Here: GSS | is the gen- 
erator of a sinusoidal signal; MRI 2 is the precise magnetic recording instrument under study; 
C 3 is the commutator; VR 4 is the voltage regulator; SU 5 is the subtraction unit; PC 6 is the 
phase changer; FLF 7 is the filter of low frequencies; V 8 is the voltmeter; S 9, S 10 is the 
pulse shaper; SC 11 is the synchronizer; GTS 12 is the generator of the test signal. 


recorded in the additional channel MRI 2 (input 13). An adjustment performed by PC 6 
is provided for only in reproducing mode. The quasi-random signal from the output of 
GTS 12, having passed through FLF 7 and VR 4, is recorded in the channel of MRI 
(input 15). The cutoff frequency of FLF 7 is selected so as to be equal to the upper 
cutoff frequency of the channel studied of MRI 2 and makes the spectrum width of the 
test signal agree with the pass band of the channel. VR 4 allows the amplitude of the 
test signal to be set so that it becomes equal to the upper limit of the amplitude range 
of the channel being studied. 

In reproducing mode the commutator C 3 occupies the upper position and connects 
the readout “pilot-signal” passing from the output of the additional channel of MRI 2 
(output 14) through the phase changer PC 6 and pulse shaper S 9 to the input of the 
shift circuit of GTS 12. The generator GTS 12 reconstructs the previously existing 
(in recording) test signal which through the filter of low frequency FLF 7 and voltage 
regulator VR 4 is supplied to one of the inputs of the subtraction unit SU 5. To the 
other input of SU 5 a distorted signal is supplied from output 16 of the MRI 2 channel 
being tested. 

The level of voltage obtained as the difference between the distorted and recon- 
structed signals is measured by the voltmeter V 8, or is treated according to the given 
algorithm. To produce a “rough” synchronization of the distorted and reconstructed 
signals, the pulse shaper S 10 and synchronizer SC 11, selecting the longest pulse 
once a period of the M-sequence and setting GTS 12 into corresponding state, are 
used. 

The “accurate” synchronization is performed taking into account the oscillations of 
the signal delays in the channel being studied of MRI 2 inside the period of the test 
signal with the help of the “‘pilot-signal” reproduced from the additional channel of 
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MRI 2 (output 14). Any influence of the difference of the time delays in two channels 
of MRI 2 and units of DMRE is excluded by the phase changer PC 6. 

Use of “rough” and “accurate” synchronization allows for the compensation of both 
the low- and high-frequency components of the signal time delay oscillations in the 
channel, which are caused by detonation and sliding (drift) of the signal carrier speed. 
Use of the same units od DMRE in both recording and reproducing modes, namely 
the phase changer PC 6, pulse shaper S 9, generator GTS 12, filter of low frequencies 
FLF 7, and votage regulator VR 4, allows the methodical error of measurements, which 
is caused by their nonidentity, to be excluded. 

One disadvantage of DMRE as described above is the presence of a measurement 
result error which is caused by the dynamic shift of the signal carrier relative to the 
multitrack magnetic head, which leads to the fact that the time oscillations of the delay 
in the studied and additional recording channels of MRI do not coincide. 

To prevent this disadvantage the DMRE has been suggested which provides mea- 
surement of the magnetic registration error with compensation of the error component 
arising due to time-diverse modes of recording and reproducing in a single-channel 
MRI [480], the functional scheme of which is illustrated in Figure 5.10. 


Figure 5.10. Functional scheme of the DMRE with the compensation of the error component 
arising due to time oscillations of the signal delay in the MRI channel. Here: GSS 1 is the 
generator of a sinusoidal signal; PC 2, PC 5 is the phase changer; PMU 3 is the phase measuring 
unit; FS 4, FS 8 is the frequency selector; S 6, S 7 is the pulse shaper; FLF 9, FLF 10 is the 
filter of low frequencies; 5* 11, >> 14 is the summator; GTS 12, GTS 13 is the generator of 
test quasi-random signal; MRI 15 is the magnetic recording instrument channel under study; 
SU 16 is the subtraction unit; V 17 is the voltmeter; SC 18 is the synchronizer. 
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Its operating principle consists of the following. In adjusting and recording mode 
the reference harmonic voltage is supplied from the output of the generator GSS 1 
through S 7 to the input of the shift circuit of the generator of the test quasi-random 
signals (M-sequence), GTS 13. The frequency of the reference voltage of G1 is chosen 
to be equal to the cutoff frequency of the MRI 15 channel being studied and is located 
at the point of the frequency spectrum of a quasi-random signal, in which a component 
of its discrete (line) spectrum is equal to zero. This harmonic voltage is summed with 
the test signal in the linear summator )* 14, and having passed through FLF 9 with the 
cutoff frequency equal to the upper cutoff frequency of the pass band of the channel 
under study, is supplied to MRI 15. From the summed signal at the output of }~ 14 the 
harmonic voltage of reference frequency is separated by FS 8. The separated voltage 
will be phase-shifted relative to reference one due to time delays arising during the 
operations of summing and separating. Therefore, the separated voltage is made to 
be in-phase with the reference one, i.e., with the help of PC2 and PMU 3 the zero 
phase difference between them is achieved. After finishing the operation of phasing, 
the procedure of recording the summed up signal is realized in the MRI 15 channel 
under study. 

In reproducing mode the same units of the generator of the test quasi-random sig- 
nals (GTS), summator (>~), frequency selector (FS), and phase changer (PC), as in 
recording mode the organs of adjustment of the phase changer remaining in the un- 
changed position are used. From the signal reconstructed in the MRI 15 channel the 
frequency selector FS 4 separates the harmonic voltage of reference frequency, which 
after passing through the phase changer PC 5 is summed in the summator )~ 11 with 
the quasi-random signal, received from it (with the help of the pulse shaper S 6 and 
generator GTS 12). From this summed signal after its passing through the filter of 
low frequencies FLF 10, the distorted signal from the output MRI 15 channel under 
study is subtracted in the subtraction unit SU 16. The level of the difference voltage 
at the output of the subtraction unit SU 16 is measured by the voltmeter V 17. The 
“rough” synchronization of the control signal summed with the reproduced one, i.e., 
the synchronization with respect to the low frequency component, realized once per 
period of the test signal, is carried out by the synchronizer SC 18, which functions as 
a time selector identifying and separating the longest pulse. The “‘accurate” synchro- 
nization, i.e., the synchronization with respect to the high frequency component, takes 
place automatically. This is provided by variation of the time scale of the reconstructed 
(control) signal in accordance with the oscillations of the signal delay time just as in 
in the MRI 15 channel, since the phased reference harmonic voltage (being summed 
with the test quasi-random signal) was recorded in the channel being studied. 

Thus, two methods are proposed for the experimental estimation of magnetic reg- 
istration errors of analogue measurement information signals: 


* a method taking into account the error component caused by oscillations of the 
signal delay time in the MRI channel [44, 383, 449, 455]; 


Section 5.3 Methods of determining MRI metrological characteristics 375 


¢ amethod of error estimation with compensation of the component caused by oscil- 
lations of a time delay [45, 473]. 


The proposed engineering solutions have been implemented at the level of inventions, 
and three of them are used in metrological practice [383, 473]. 

It is interesting to note that ideas which the above-mentioned inventions contain 
were evidently independently developed at the same time by NASA specialists in the 
USA. In US patent N° 4003084 [529], registered on 25 March 1975 and published 
on 11 November 1977, which is devoted to a method and means for testing systems 
with magnetic recording/reproducing, the technical solution suggested by the authors 
of [383] for 29 March 1973 is essentially repeated. 


5.3.4 Methods for determining the dynamic characteristics of MRI 
channels 


The channel of any analogue equipment of precise magnetic recording/reproducing 
electrical signals of measurement information can be considered as a finite linear sys- 
tem, the dynamic properties of which can be characterized by both the “external” 
(input-output) and “internal” mathematical descriptions. 

The similarity to each other regarding their full dynamic characteristics, such as 
the pulse weight function q(t), transfer function QO(p) and differential equation, are 
related to the “external” mathematical descriptions. The description of system states 
in space, which is more detailed as compared to the input—output descriptions, since 
it carries in itself information about the system structure, is related to the “internal” 
descriptions. 

The classical tasks of the analysis of linear systems are identifying, modeling, and 
“reducing” a model. For metrological analysis a finite result is the estimate of a dy- 
namic error of the system. 

The traditional approach to determining the dynamic characteristics of MRI chan- 
nels was the evaluation of the component “nonnominality” of the transfer function of 
each channel, i.e., the nonuniformity of an amplitude frequency characteristic and the 
nonlinearity of a phase frequency characteristic in the working frequency pass band 
of the channel. 

However the experimental determination of PFC of the MRI channels has some 
technical difficulties. Therefore, in [474] an alternative method is proposed which 
makes it possible to estimate the channel dynamic error on the basis of results of the 
experimental determination of its pulse weight function. 


5.3.4.1 Methods for determining the pulse weight function of MRI channels 


The measurement equation of weight function values is based on the use of the Wiener— 
Hopf equation, linking the cross-correlation function Rxy(t) input and output signals 
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of the channel with the pulse weight function 


+00 
Rxy(t) = / Ryx(t)- q(t — t)dt, (5.3.50) 
—oo 
which changes into the equality 
Rxy(t) =m- q(t) (5.3.51) 


(here m is the coefficient of proportionality) for the case when the autocorrelation 
function of the input signal x(t) can be fairly accurately approximated by the Dirac 
6-function. 

One convenient test signal satisfying this requirement is the quasi-random binary 
sequence of a maximum length (the so-called M-sequence), generated by the shift 
register which is captured by feedback with respect to module 2 [59]. Such a signal 
represents a two-level voltage with the autocorrelation function (Figure 5.11) with the 
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where a is the upper level (amplitude) of the signal, Ar is the period of shift pulses, 
and nis the register capacity. 

Such a signal is distinguished by a good reproducibility of its form, since to maintain 
the stability and accuracy of its statistical parameters it is necessary to set and maintain 
the frequency of shift pulses and levels of “zero” and “unit” with high accuracy, which 
is technically rather easily realized. Moreover, when the lower and upper limits of 
the channel amplitude range are equal to the levels of “zero” and “unit”, this signal 
has the maximum power permissible for the channel, and since it is generated with 
elements of digital technique, its discrete time delay is easy realized by a blockage of 
passing a required number of shift pulses. One more advantage of the selected quasi- 
random binary test signal is the comparative simplicity of the technical realization of 
the multiplicating device of the correlation meter, which can be made on the basis of 
simple key circuits. 

For various MRI modifications and modes of their use, a number of engineer- 
ing solutions have been proposed which enable correlation measuring instruments to 
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Figure 5.11. Voltage form of the reference signal of clock frequency (a), quasi-random test 
signal (b), its correlation function (c), and the spectral density of power (d). 


determine the pulse weight function of the MRI channels with the help of experiments 
designed for this task [42, 43, 469-471, 474, 475]. 

The classification of such instruments, called devices for measurement of dynamic 
characteristic (DDC), is given in Figure 5.12. 

The essence of the applied method of measuring the pulse weight function of the 
MRI channel is explained by the functional schemes of the multichannel MRI shown 
in Figure 5.13 and of the single channel MRI in Figure 5.14. 

The operation principle of DDC for the multichannel MRI consists of the following 
[474]. The voltage of the clock frequency, supplied from the generator of reference 
signals GRS 2, is recorded in the additional channel of MRI 3 under study and serves 
as the “‘pilot-signal’”’. At the same time this voltage of the clock frequency is used as 
shift pulses for the generator of the quasi-random sequence GTS 1. The M-sequence 
generated by GTS 1 is recorded in channel 8 of MRI 3. In the mode of reproducing 
the “pilot-signal” from the output of additional channel 11 passes to pulse shaper 5 
and then through the adjustable time delay unit UVD 7 to the circuit of shift pulses of 
GTS 6, which reconstructs the M-sequence, similar to that which has been recorded in 
channel 8, with the only difference being the fact that the time scale of this sequence 
takes into account oscillations of the time delay in MRI channel 3. Two signals are 
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Figure 5.12. Classification of devices for measuring dynamic characteristics of MRI chan- 
nels. Here: DDC are devices for measurement of dynamic characteristics of MRI channels; 
1.1 is one-channel MRI; 1.2 is multi-channel MRI; 1.2.1 is for equal pass band of MRI chan- 
nels; 1.2.2 is for different pass band of MRI channels; 2.1 is MRI with simultaneous modes 
of recording and reproducing; 2.2 is MRI with time diverse modes of recording and repro- 
ducing; 2.3 is MRI with simultaneous and time diverse modes of recording and reproducing; 
3.1 is MRI channel with transposition of the magnetic carrier speed; 3.2 is MRI channel with- 
out transposition of the magnetic carrier speed; 3.3 is MRI channel with transposition of the 
magnetic carrier speed or without it; 4.1 is DDC with singled out the signal, proportional to 
delay time oscillations; 4.2 is DDC without singled out the signal, proportional to delay time 
oscillations (it is compensated); 5.1 is DDC with digital processing of signals; 5.2 is DDC with 
analogous processing of signals; 5.3 is DDC with mixed processing of signals. 
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Figure 5.13. Functional scheme of DDC for measuring values of dynamic characteristics of 
the multi-channel MRI. Here: GTS 1, GTS 6 is the generator of a test quasi-random signal, 
GRS 2 is the generator of reference signal of clock frequency, MRI 3 is the equipment of 
precise magnetic recording, CM 4 is the correlation meter, S 5 is the pulse shaper, UVD 7 is 
the unit of variable delay. 


supplied to the inputs of correlation meter CM4. One of them is the reproduced signal 
supplied from MRI 3 channel 10, and the second one is the reconstructed and delayed 
signal supplied from generator GTS 6. At output 12 of correlation meter CM 4 the 
cross-correlation function values that are proportional to the values of the pulse weight 
function of through channel 8-10 of MRI 3 are obtained. 

A specific feature of the device for measuring dynamic characteristics of the 
one-channel MRI [42], the functional scheme of which is given in Figure 5.14, is 
that the signals of clock frequency from GRS | and the test M-sequence from GTS 6 
are summed in a linear manner in )~ 2 and then are recorded passing over studied 
channel 11 of MRI 7. At the same time a specific feature of the quasi-random signal 
spectrum is used, namely the zero value of the spectral density of power corresponding 
to the clock frequency 27 /At (see Figure 5.11d). 

This makes it possible for the pass band filter PBF 3 to identify and separate the 
voltage of the clock frequency from the reproduced signal coming from channel 12 of 
MRI 7 under study, and then to suppress this voltage in the reproduced quasi-random 
signal by rejection filter RF 8. A further treatment of signals does not differ from the 
one applied in DDC shown in Figure 5.13. 

For the multichannel MRI having the channels with different pass bands, a 
device for measuring dynamic characteristics is used. Its functional scheme is given 
in Figure 5.15. The multichannel MRI with different pass bands of the channels is 
frequently used in practice, when in the equipment there is a channel of sound accom- 
paniment or of direct overhead information recording. The pass band of such a channel 
significantly exceeds the pass band of the measurement channels in which one of mod- 
ulation methods of measurement information signal recording (FM, FPM, WPM and 
others) is applied. 

The operation principle of DDC, the functional scheme of which is given in Fig- 
ure 5.15, consists of the following [471]. From the generator of reference signal GRS 3, 
the pulse sequence is supplied to the input of the counter divider CD 2, which has two 
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Figure 5.14. Functional scheme of DDC for measuring values of dynamic characteristics of 
the one-channel MRI. Here: GRS | is the generator of reference signal, }> 2 is the summator, 
PBF 3 is the pass band filter, S 4 is the pulse shaper, UVD 5 is the unit of variable delay, 
GTS 6, GTS 10 are the generators of test quasi-random signals, MRI 7 is the channel under 
study of the equipment of precise magnetic recording, RF 8 is the rejection filter, CM 9 is the 
correlation meter. 


outputs from different triggers. From the one output of the counter divider the “pilot- 
signal” is supplied to additional channel 14 of MRI 4, which is intended for recording 
overhead information or voice accompaniment, the pass band of which exceeds the 
pass bands of the channels of recording/reproducing signals of measurement infor- 
mation by about one order, in particular that of channel 13. From another output of 
counter divider CD 2 the pulse sequence is supplied to generator of the quasi-random 
pulse sequence GTS | as the shift pulses. The test signal from the output of GTS 1 is 
recorded when passing through channel under study 13 of MRI 4. There, the frequency 
of shift pulses is selected so that it agrees with the upper cutoff frequency of the pass 
band of channel 13. 

In the mode of reproducing the test signal, having been subjected to distortions, is 
taken from the output of studied channel 15 of MRI 4 and supplied to the first input of 
correlation meter CM 6, to the second input of which the reconstructed and delayed 
reference test signal in the form of the quasi-random binary sequence is supplied from 
the output of GTS 9, the parameters of which are identical to those of GTS 1. Units S 7, 
CO 8, CG 5, “+1” 12, CD 11, UVD 10 and GTS 9 are used to reconstruct this signal. 
The “pilot-signal” from the additional channel 16 of MRI 4 is reproduced by passing 
it through the pulse shaper S 7) to one of the inputs of the comparison operator CO 8. 
From GRS 3 the pulse sequence that has been passed through CG 5 and reversible 
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Figure 5.15. Functional scheme of DDC for measuring values of dynamic characteristics of 
the multi-channel MRI with a different pass bands. Here: GTS 1, GTS 9 is the generator of a 
test quasi-random signal, DU 2, DU 11 is the divider unit, GRS 3 is the generator of reference 
signal, MRI 4 is the equipment of precise magnetic recording, CG 5 is the controllable gate, 
CM 6is the correlation meter, S 7 is the pulse shaper, CO 8 is the comparison operator, UVD 10 
is the unit of variable delay, “+1” 12 is the unit of generating command “+1”. 


counter divider CD 11 is supplied to the second input of comparison operator CO 8. 
Comparison operator CO 8 carries out comparing the frequencies of the “pilot-signal” 
reproduced with MRI 4, as well as the reference “pilot-signal” obtained by dividing 
the frequency of the pulse sequence supplied from GRS 3. The coefficients of division 
at both outputs of divider CD 11 are similar to the coefficients of division at the similar 
outputs of divider CD 2. The frequency of the pulse sequence, taken off from the output 
of S 7, changes due to oscillations of the carrier speed in recording and reproducing. 
The frequency of the pulse sequence taken off from the output of GRS 3 is the reference 
one. If the frequency of the pulse sequence taken off from the output of pulse shaper 
S 7 appears to be higher than the frequency of the pulse sequence taken off from the 
output of CD 11, then comparison circuit CO 8 gives a permission to the input of unit of 
generating command “+1” 12, otherwise the comparison circuit gives a prohibition for 
pulses to pass through controllable gate CG 5. Thus, the pulse sequence that is supplied 
from the second output of divider CD 11 through unit of variable delay UVD 10 to 
the shift pulse circuit of quasi-random pulse sequence generator GTS 9, appears to be 
synchronized with the reproduced pilot-signal with the accuracy within one period of 
the reference signal at the output of GRS 3 and contains information about oscillations 
of signal time delay in the channel of MRI 4 at output 18 of divider CD 11. 

It should be noted that application of such a DDC is useful in the MRI modes of 
recording/reproducing when they exist simultaneously without transposition of the 
carrier speed. 
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For the one-channel MRI with time diverse modes of recording and reproduc- 
ing, i.e., for the simplest and most inexpensive devices, it is useful to apply the device 
measuring dynamic characteristics [475], of which the functional scheme is given in 
Figure 5.16. 


Figure 5.16. Functional scheme of DDC for measuring values of dynamical characteristics 
of MRI with time diverse modes of recording and reproducing. Here: UVD 1 is the unit of 
variable delay; GRS 2 is the controllable generator of reference signal; GTS 3, GTS 4 are 
the generators of test quasi-random signals; UC 5 is the unit of control; CM 6, CM 7 are 
the correlation meters; C 8 is the commutator; MRI 9 is the equipment of precise magnetic 
recording under study. 


Its operation principle consists of the following. In the mode of recording the ref- 
erence quasi-random binary pulse sequence, used as the test signal, is supplied to the 
input of the MRI 9 channel under study, where it is recorded on the magnetic carrier. 

In the mode of reproducing the output signal of the MRI 9 channel under study is 
supplied to input 15 of correlation meter CM 7, to the second input of which the ref- 
erence signal is supplied from GTS 4. When the frequencies of the reproduced and 
reference signals are equal and the phase of the reference signal is changed in contin- 
uous succession with the help of UVD 1, correlation meter CM 4 generates a voltage 
proportional to the pulse weight function values of the channel under study in time 
points determined by a value of the phase shift between the reproduced and reference 
signals. 

To eliminate the influence of variations in the reproduced signal frequency which 
are caused by oscillations of the carrier speed it is required to provide a phase “bind- 
ing” of the GRS 2 reference signal that controls generator GTS 4, to the phase of the 
reproduced signal. 

For this purpose a loop of phase autotuning of the frequency, formed by generator 
GTS 3, correlation meter CM 6, and unit of control UC 5, is used. When the phase 
of the reference signal changes with respect to the phase of the signal reproduced, 
the envelope of output voltage of correlation meter CM 6 in the same way as that of 
correlation meter CM 7, repeats the form of the pulse weight function of the channel 
under study. 
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Figure 5.17. Functional scheme of DDC for measuring values of the dynamic characteristic of 
MRI with the transposition of the magnetic carrier speed. Here: MRI 1 is the studied equipment 
of precise magnetic recording; CM 2, CM 3, CM 4 is the correlation meter; GTS 5, GTS 6, 
GTS 7 is the generator of test quasi-random signals; SU 8 is the subtraction unit; GRS 9, 
GRS 11 is the generator of reference signal; UVD 10 is the unit of variable delay. 


The output voltage of correlation meter CM 6, via unit of control UC 5, affects gen- 
erator GRS 2 changing the reference signal phases so that it “traces” oscillations of the 
signal time delay in the channel of MRI 9. Thanks to this in the process of reproduc- 
ing the reconstructed reference signal and reproduced signal appear to be synchronous 
with respect to each other. Shifting the reference signal with the help of variable delay 
unit UVD 1, it is possible to measure all values of the weight function of the MRI 9 
channel under study at output 10 of correlation meter CM 7. At the same time, at out- 
put 11 of GRS 2 in the mode of reproducing the reference signal contains information 
about oscillations of the signal time delay in the channel. It should be noted, that such 
a device for measuring dynamic characteristics is not adapted for operation when the 
MRI magnetic carrier speed is transposed. 

To measure values of the pulse transfer function of the MRI channel with 
transposition of the magnetic carrier speed, it is possible to use DDC [43], the 
functional scheme of which is shown in Figure 5.17. Its operation principle consists 
of the following. From the output of generator GTS 5, to the input of which the shift 
pulses are supplied from generator GRS 9, the reference test signal in the form of 
the quasi-random binary sequence, is recorded passing through the studied channel of 
MRI 1. 

From the studied channel of MRI 1 the reproduced signal is supplied in parallel to 
the inputs of correlation meters CM 2, CM 3 and CM 4. Correlation meter CM 2 is 
the basic one for measuring the PWF values, and correlation meters CM 3 and CM 4 
together with generators GRS 11, GTS 7 and subtraction unit SU 8 are intended to 
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compensate the influence of oscillations of the signal delay time in the studied chan- 
nel of MRI 1. 

The signal from the output of GRS 11 through unit UVD 10 is supplied to the shift 
pulse circuit of generator GTS 6 and from its output to the second input of CM 2, where 
the values of the cross correlation function, which are proportional to the values of the 
pulse weight function of the channel studied, are calculated. To the second inputs of 
correlation meters CM 3 and CM 4, the quasi-random pulse sequence is supplied from 
different taps of the shift register of generator GTS 7. At that point, the time shift 
between these two quasi-random sequences is chosen so that the output voltages of 
correlation meters CM3 and CM4 are equal to a?/2 (see Figure 5.11c) and symmetri- 
cally located in the middle of opposite slopes of the first half-wave of the pulse weight 
function of the studied channel of MRI 1. At such a choice of time shift the signals 
from the outputs of correlation meters CM 3 and CM 4 in subtraction unit SU 8 pro- 
vide voltage 13, proportional to time delay oscillations in the studied channel, which 
is supplied to the control input of adjustable generator GRS 11. Thus, the frequency of 
shift pulses, supplied from the output of generator GRS 11 “traces” the time delay os- 
cillations, excluding by their influence on the measurement results of the PWF values 
with correlation meter CM 2. 

To provide measurements of PWF values in the mode of transposing the magnetic 
carrier speed, the frequency of pulses of generator GRS 11 is chosen so that its value 
is greater (less) than that of the pulse frequency of generator GRS 9 by the value of 
the transposition coefficient. 

One of versions of constructing the device for measuring dynamic characteristics 
of MRI with digital processing of information and automated searching for an 
initial point of the pulse weight function [470] is given in Figure 5.18. 

Its operation principle consists in the following. The test quasi-random reference 
signal from generator GTS 7 passes through MRI 12 channel under study where it is 
recorded. With the help of correlation meter CM 16 the cross-correlation function of 
the signal, reproduced from the MRI 12 channel under study, and of the reference re- 
constructed test signal from the output of generator GTS 4, the time scale of which 
“traces” oscillations of the time delay of signals in the MRI 12 channel, is deter- 
mined. 

The value of this cross-correlation function in the point determined by the time 
delay of the reference reconstructed test signal relative to the signal reproduced (t;,) is 
proportional to the value of the pulse weight function q(t) of the channel under study in 
the point ¢ = f,;g. To obtain the required number of points of the pulse weight function 
the time delay t,q is automatically changed in a discrete manner by a command from 
the unit of control UC 10 with the help of the unit of variable delay UVD 9. 

With the help of commutator C 6 either a “cyclic” or “one-time” mode of opera- 
tion is established. In the “cyclic” operation mode, after a given number of time de- 
lays, with the help of unit of control UC 10 and circuit “AND” 21, the time delay tg 
automatically returns to the value corresponding to the initial point of measurements. 
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Moreover, returning to the initial point of measurements can be formed by hand with 
the help of commutator C 11 in any mode of operation. 

The synchronization signal (“pilot-signal’”) supplied from the output of counter di- 
vider CD 2 is recorded in the additional MRI 12 channel. In the process of reproduc- 
ing, the time delay oscillations, caused by the nonstability of the signal carrier speed in 
recording and reproducing, are “traced” with the help of this signal and units of CG 8, 
CO 13, CD 14,8 17 and S 18. 

The generator of test signal GTS 7 (the same way as generators GTS 4 and GTS 20 
identical to this one) are constructed on the basis of a 10-bit shift register to the output 
of the first bit a sum of signals with respect to module 2, taken from outputs of the third 
and tenth bits. Logical circuit “AND” | (as that of “AND” 5, “AND” 15, “AND” 21) 
fixes a definite state of the shift register of generator GTS 7 (GTS 4, GTS 20) by 
generation of a pulse only one time within the period of the M-sequence. 


Figure 5.18. Functional scheme of DDC with digital processing of information and automated 
searching for an initial point of the pulse weight function. Here: AND 1, AND 5, AND 15, 
AND 21 is the logic circuit “AND”; CD 2, CD 14 is the counter divider; GRS 3 is the generator 
of reference signal; GTS 4, GTS 7, GTS 20 is the generator of test quasi-random signal; C 6, 
C 11 is the commutator; CG 8 is the controllable gate; UVD 9 is the unit of variable delay; 
UC 10 is the unit of control; MRI 12 is the equipment of magnetic recording under test; CO 13 
is the comparison operator (comparator); CM 16 is the correlation meter; S 17, S 18 is the 
pulse shaper; US 19 is the unit of synchronization. 
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Test signal generator GTS 7 has a shift circuit input, to which the pulse sequence is 
supplied from the output of the fifth bit of counter divider CD 2. Test signal generator 
GTS 4, apart from the similar inputs and outputs, has two additional inputs, through 
which the connection of the feedback from the summator with respect to modulo 2 
of generator GTS 20, at the same time the own feedback in shift register of generator 
GTS 4 being switched off. 

The connection of such a feedback can take place either automatically in cyclic op- 
eration mode with unit of control UC 10, logical circuit “AND” 21 and commutator C 6 
(having two positions corresponding to the “one time” and “cyclic” operation modes), 
or by hand with the help of commutator C 11 (“Start of measurements”) at any mode 
of operation. 

This way an in-phase operation of generators GTS 4 and GTS 20 is achieved which 
provides a delay of the reference reconstructed test signal at the output of generator 
GTS 4 relative to the signal reproduced from the output of MRI 12 channel under 
study. Generator GTS 20, unlike GTS 7, has a setup input, through which with the 
help of a pulse from synchronizer SC 19 (search circuit) the shift register of generator 
GTS 20 is set in the state, at which the signal at the register output is in-phase with the 
signal reproduced from the MRI 12 channel under study. 

Counter divider CD 2 (CD 14) is intended to shape the shift pulses for generator 
GTS 7 (GTS 4, GTS 20) and pulse voltage of synchronization (“pilot-signal”), sup- 
plied to the input of the additional channel of MRI 12 (from counter divider CD 14 to 
one of the inputs of operator CO 13). From generator of reference signals GRS 3, the 
square wave voltage of stable frequency is supplied to the counter input of counter di- 
vider CD 2 and through controllable gate CG 8 is passed to the input of counter divider 
CD 14. 

Counter divider CD 2 (CD 14) represents a counting circuit, consisting of 9 triggers. 
Pulses from the fifth trigger of divider CD 2 (CD 14) are supplied to the shift circuit 
of generator GTS 7 (GTS 20). The division coefficient of CD 2 (CD 14), generally 
speaking, is equal to 2°, but once per period of the test signal it becomes equal to 
(2° — 2°) due to adding one unit to the sixth bit. This takes place when a pulse arrives 
from circuit “AND” 1 (“AND” 15) to the setup input of divider CD 2 (CD 14). 

Thus the synchronization voltage (“pilot-signal’’) represents a square pulse sequence 
of the 8Az length (where At is the period of shift pulses, i.e., pulses from the output of 
the fifth bit) with pauses of the same length except one for the period of the test signal, 
the length of which is smaller by At, namely 7At. The moment when this shortened 
pause elapses corresponds to the definite state of the shift register of generator GTS 7 
(GTS 20). 

This specific feature is used to provide the automatic synchronization of the recon- 
structed signal at the output of generator GTS 20 with the reproduced signal supplied 
from the channel under study of MRI 12. Furthermore, counter divider CD 14 has three 
intermediate outputs and one additional input. The pulse sequence from one of these 
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outputs is supplied to the signal input of unit of variable delay, UVD 9, and further on 
to the shift circuit of generator GTS 4. 

From the other two intermediate outputs of counter divider CD 14 the pulse volt- 
age is supplied to one of additional inputs of control unit UC 10 and to one of two 
inputs of synchronizer SC 19 (search circuit) and used to achieve the time agreement 
of UC 10 and SC 19 input signals. The signals from pulse shaper S 18 are supplied to 
the additional input of divider CD 14. With the help of these signals as well as with 
use of pulse shaper S 1, controllable gate CG 8, and comparison operator CO 13, the 
process of “tracing” oscillations of the “‘pilot-signal” time delay in the MRI 12 track 
of recording/reproducing is realized. 

If the voltage of synchronization (“pilot-signal’”) reproduced from the MRI 12 chan- 
nel and reconstructed by pulse shaper S 17, which is supplied to one of two inputs of 
synchronizer SC 19, is not synchronized with that of the output voltage of counter di- 
vider CD 14, which is supplied to the other input of synchronizer SC 19, then at the 
output of the latter a pulse is generated corresponding by time to elapsing the shortened 
pause in the pulse sequence at the output of pulse shaper S 17. 

With the help of this pulse the shift register of generator GTS 20 is set into a state in 
which the signal at its output, similar to that of generator GTS 7, appears to be in-phase 
with respect to the signal reproduced from the MRI 12 channel under study. Moreover, 
this change in operation of generator GTS 20 through logical circuit “AND” 15 influ- 
ences the operation of counter divider CD 14 in such a manner, that the synchronization 
signal at the final output of divider CD 14 appears to be synchronous with the signal 
at the output of pulse shaper S 17 with respect to its shape. 

Tracing the time delay oscillations of the signal reproduced in the MRI 12 recording 
and reproducing channel under study is realizes at the arrival of the “pilot-signal” 
recorded in the additional MRI 12 channel with the help of units S 17, CG 8, CO 13, 
S 18, CD 14. Comparison operator CO 13 has two inputs. To one of these the signal 
is supplied from pulse shaper S 17 and to the other the signal of a similar shape is 
supplied from the final output of the divider CD 14. The phase comparison of these 
signals takes place in CO 13. 

If the signal at the output of CD 14 takes the phase lead over the signal supplied 
from pulse shaper S 17, then at one of the outputs of comparison circuit CO 13 a pulse 
appears the length of which corresponds to phase mismatching. This pulse is supplied 
to the control input of controllable gate CG 8 and switches it off, providing a blockage 
for one or a number of pulses from the output of frequency stable generator GRS 3 
to the input of divider CD 14. This results in a corresponding delay (time shift) of the 
output signal of this divider. 

If the signal mentioned is phase lagged, then at the other output of the comparison 
circuit CO 13 a pulse is generated, which through pulse shaper S 18 is supplied to the 
set up input of divider CD 14, setting it into the state at which the phase of its out- 
put signal is shifted aside, as desired. The threshold sensitivity of comparison circuit 
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CO 13 to the phase mismatching corresponds to the length of one period of reference 
signal generator GRS 3. 

Correlation meter CM 16 determines the values of the cross-correlation function of 
the signal reproduced from the channel under study of MRI 12 and the reconstructed 
reference signal supplied from the output of generator GTS 4 in the point, correspond- 
ing to the time shift between these signals. Correlation meter CM 16 contains three 
connected in series devices: a multiplication unit representing a key-circuit controlled 
with the reference reconstructed signal, an integrator, and a voltmeter. 

Unit UC10 controls the operation of all units of DDC and provides the automatic 
and cyclic process of measurements. It forms the commands “stop”, “read out”, and 
“off’, which are supplied to the control input of correlation meter CM 16. The com- 
mand “stop” is supplied to the control input of UVD 9. At this command it is pro- 
hibited for one or several pulses to pass (depending on a selected “step” of the delay 
change). 

Moreover, control unit UC 10 generates the command “cycle finish” which is sup- 
plied to the control input of unit of variable delay UVD 9 and provides a return of 
the delay to the initial point of measurements. It is generated at the moment of co- 
incidence of the pulse supplied from UVD 9, corresponding to the moment of delay 
change, and logical circuit “AND” 21, fixing a definite state of the shift register of 
generator GTS 20. 

It should be noted that the pulse sequence, supplied from the output of synchronizer 
SC 19, contains information about the signal time delay oscillations in the channel of 
the studied equipment of precise magnetic recording. 

The devices for measuring dynamic characteristics which have been considered up 
to now are based on a direct method of measurement, in particular, on the method of 
immediate evaluation of values of the pulse weight function of the MRI channel under 
study. At the same time it is known [323, p. 342] that the differential (zero) method of 
measurements provides a higher accuracy of measurement results. However, use of the 
differential method of measurements supposes application of the reference analogue 
(model) of the channel under study with controllable parameters. 

Creation of a “reference” MRI represents a technical problem, the realization of 
which is very difficult, firstly because of the real park of MRIs being maintained and 
developed is characterized by a great variety of its basic technical parameters: number 
of channels, their pass bands, synchronism of recording and reproducing modes, ability 
to transform a spectrum of signal, value of the coefficient of carrier speed oscillations, 
and so on, and secondly because the registration error of a “reference” MRI has to be 
less by 2-3 times than the registration error of the MRI under study, while the MRI 
designers make all maximum efforts for achieving a minimum error of MRI used as a 
part of IMS, wherever possible. 

Taking into account these difficulties, an attempt was made to propose a differential 
method of measuring values of the pulse weight function of the MRI channel 
considered as a quadripole under study [469]. Here it was assumed that the speed 
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oscillations of the carrier could be neglected and the MRI studied had simultaneous 
modes of recording/reproducing without any transposition of carrier speed. 

The operation principle of the proposed DDC, the functional scheme of which is 
illustrated in Figure 5.19, consists of the following. 
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Figure 5.19. Functional scheme of DDC for measuring dynamic characteristics of MRI by 
the differential method. Here: GRS 1 is the generator of reference signal; GTS 2, GTS 10 
is the generator of test quasi-random signal, UD 3, UD 11 is the delay unit; MRI 4 is the 
channel under study; Unit 5 is the reference quadripole with adjustable parameters; VR 6; are 
the voltage regulators; )* 7 is the summator; CO 8 is the comparison operator; UVD 9 is the 
unit of variable delay; CM 12 is the correlation meter. 


A pulse sequence of clock frequency from the output of reference signal generator 
GRS | is supplied to the shift circuits of test quasi-random signal generator GTS 2 
and delay unit UD 3, as well as through the UVD 9 to the shift circuits of GTS 10 and 
UD 11. 

The output quasi-random pulse sequence from GTS 2 is supplied to the input of the 
UD 3 and to the input of the MRI 4 channel under study. At the outputs & of test signal 
k-bit generator GTS 2 and outputs m of m-bit UD 3 n = k +m of quasi-random pulse 
sequences are generated, which differ in an initial phase. These sequences through 
corresponding VR 6 are supplied to a linear analogous summator )~ 7. 

Voltage regulators VR 6 and summator >" 7 form a reference quadripole with ad- 
justable parameters, the output signal of which is subtracted by comparator CO 8 from 
the output signal of the MRI 4 under study. The difference of these signals is supplied 
to one of the inputs of correlation meter CM 12, to another input of which the de- 
layed reference quasi-random pulse sequence is supplied from the output of delay unit 
UD 11. 

Correlation meter CM 12 generates a signal proportional to the difference of pulse 
weight functions of the studied channel of MRI 4 and reference quadripole at a value 
of the time argument f + ¢;, equal to the delay time, adjustable with the help of UVD 9, 
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between the output pulse sequences of test quasi-random signal generators GTS 2 and 
GTS 10. The value of the output signal of correlation meter CM 12 depends on the 
transfer coefficient of that voltage regulator VR; 6, the number 7 of which coincides 
with the number of delay time steps of the GTS 10 output pulse sequence. 

With the help of this voltage regulator a minimum value (in the ideal case the 
zero value) of output signal 13 of correlation meter CM 12, acting as a zero organ, 
is achieved. Here, the coefficient of the regulator mentioned will be proportional to 
the value of the pulse weight function of the channel studied at t = 4. 

At the step-wise variation of the time delay by ¢;, with the help of UVD 9, all values 
of the pulse weight function are determined. With each step of the delay, in essence, the 
static mode of measurements is used. It should be noted that the total number of bits of 
GTS 2 and UD 3 (and correspondingly GTS 10 and UD 11) is chosen, reasoning from 
the requirements to a number of discrete points, in which values of the pulse weight 
function of the channel have to be determined. Thus, for the quadripole, described by 
the linear differentional equation of the fifth order, it is enough to have n = 20 + 30. 


5.3.4.2 Methods for determining the phase-frequency characteristics of MRI 
channels 


In [272, 273, 448, 457, 465] the method of coherent frequencies is proposed and de- 
scribed, which is intended to measure the nonlinearity of relative phase-frequency 
characteristics (PFC) of MRI channels which are characterized by uncertainty of delay 
time of the signals to be registered and, as a consequence, by an unknown PFC angle. 
In this method the sum of coherent voltages of multiple frequencies with known phase 
relationships is used as a test signal. 

The operation principle of an instrument for measuring the PFC nonlinearity of 
MRI channels is explained by the example of the functional scheme [272, 273] given 
in Figure 5.20. This method consists of the following. 

From the reference signal generator GRS 1, a sinusoidal signal of frequency fo, 
chosen to be equal to the upper cutoff frequency of the pass band of the MRI 4 channel 
under study, is supplied through voltage regulator VR 2 to one of two inputs of linear 
summator )~ 3. To its second input the sinusoidal voltage of a multiple frequency is 
supplied from the output of coherent frequencies unit UCF 13. 

Unit UCF 13 includes a counter divider based on triggers with a counter input 
CD 5,...,CD 10; voltage regulators VR 6,..., WR 11; synchronizer SC 12 and ad- 
justable divider AD 17. 

From GRS 1 the pulse voltage of the same frequency fo is supplied to the input of 
coherent frequencies unit UCF 13. This pulse sequence is divided by D 5,...,D 10, 
which contain filters of low frequencies for identifying and selecting the first harmon- 
ics of the frequency divided. If voltage Up from the output of generator GRS 1 has the 
form 

Up = Umo: sin 2 fot, (5.3.54) 
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then the voltage from the output of the i-th divider, which is supplied through the 
corresponding VR to one of the inputs of adjustable divider AD 7, will be of the form 


U; = Umi sin 2 2, (5.3.55) 


Synchronizer SC 12 governs adjustable divider AD 7, which consecutively connects 
one of the inputs of adjustable divider AD 7 with the input of UCF 13. The synchro- 
nizer represents a counter divider, to the input of which the pulses from the output of 
the last CD 10 are supplied. The voltages from the outputs of adjustable divider AD 7 
and GRS 1 (through VR 2) are linearly summed in summator )~ 3. The voltage of a 
complicated form from the output of }~ 3 is supplied to the input of MRI 4 for being 
recorded there. “Packs” of voltages of a complicated form are recorded on the mag- 
netic carrier, each of them consisting of two spectral components with frequencies fo 
and fo/2'. 

In the reproducing mode, the “packs” of voltages of a complicated form are supplied 
simultaneously from the output of MRI 4 to the inputs of high frequency filters FHF 8 
and low frequency filters FLF 9. At the output of FHF 8 the voltage is 


Uy = Uy Sin (270 fot). (5.3.56) 


Figure 5.20. Functional scheme of the device for measuring the nonlinearity of PFC. Here: 
GRS 1 is the generator of reference signal; VR 2, VR 6,..., VR 11 is the voltage regulator; 
> 3 is the summator; MRI 4 is the studied channel of MRI; CD 5,...,CD 10 is the counter 
divider; CG 7 is the controllable gate; FHF 8 is the filter of high frequencies; FLF 9 is the 
filter of low frequencies; US 12 is the unit of synchronization; UCF 13, UCF 14 is the unit of 
coherent frequencies; PMU 15 is the phase measurement unit (phase meter). 
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Its phase shift can be considered to be equal to zero, since it is used as the reference. 
This voltage is supplied to the input of UCF 14, the design of which is similar to that 
of UCF 13. At the output of UCF 14 the voltage is equal to 
, , : fo 
U; = U,,; sin (20 $1 + Qi )- (5.3.57) 
From the outputs of UCF 14 and FLF 9 the voltages are supplied to two inputs 
of phasemeter PMU 15 (a phasemeter or device for measuring time intervals). While 
measuring time intervals t;, the values of the PFC Ag(/) nonlinearity are calculated 
by the formula 


Agi(fi) = on De, (5.3.58) 


Thus, the instrument measuring the PFC nonlinearities allows the phase shifts to be 
automatically measured in points of a frequency scale, which are uniformly distributed 
along the abscissa axis (of frequencies) in a semilogarithmic scale. 

Using the described instrument for measuring the PFC nonlinearity in practice has 
shown that “fall-outs” of a signal in the channel of magnetic recording/reproducing of 
MRI under study (particularly in the case of a low accuracy class and quality) result 
in fails of the synchronization of the “packs” of voltage, having a complicated form, 
and also in an uncertainty of the results of separate series of measurements. 

To eliminate this drawback it has been proposed an improved device [465], which 
provides getting more reliable results thanks to the automatic periodic master-slave 
synchronization. The functional scheme of this instrument is shown in Figure 5.21. 

Its operation principle differs from that of the measuring instrument described in 
[273] by the ability of logical circuit “AND” 6 and pulse shaper S 5, as well as by 
using an additional channel (the auxiliary one with input 20 for recoding and input 21 
for reproducing) of MRI 4 for recording and reproducing a pulse of automatic periodic 
master-slave synchronization. This pulse is generated once a maximum period of the 
test signal received at the output of adjustable divider AD 10 and, while reproducing 
it is supplied through S 5 to the network of cleaning (of setting the zero state) of the 
UCF 12 dividers. The PFC nonlinearity values are consecutively measured in the pass 
band points of the MRI 4 channel (input 18, output 19), which differ in frequency for 
two adjacent points by two times. 

To provide the possibility of measuring the phase shit in each point of the frequency 
range simultaneously, which significantly simplifies the process of measurements, a 
device for measuring the PFC nonlinearity of the parallel type is proposed [448]. 
Its functional scheme is given in Figure 5.22. 

Its operation principle consists of the following. The square-wave voltage of clock 
rate fo with on-off time ratio 2, selected so that it is equal to the upper cutoff frequency 
of the pass band of the MRI 4 channel under study, from the output generator of ref- 
erence signal GRS | is supplied to the input of the counter divider based on triggers 
CD7,...,CD 16 and then through VR 2 to one of the inputs of linear summator )~ 18. 
From the output of each trigger CD 7,...,CD 16 the rectangular-wave voltages with 
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Figure 5.21. Functional scheme of the device for measuring the nonlinearity of PFCs of a 
consecutive type with the automatic periodic master-slave synchronization. Here: GRS | is 
the generator of reference signal; VR 2, VR 9,..., VR 14 is the voltage regulator; )~ 3 is the 
summator; MRI 4 is the equipment of precise magnetic recording; S 5 is the pulse shaper; 
“AND” 6 is the logical circuit “AND”; UCF 7, UCF 12 is the unit of coherent frequencies; 
CD 8,...,CD 13 is the counter divider; CG 10 is the controllable gate; FHF 11 is the filter of 
high frequencies; US 15 is the unit of synchronization; FLF 16 is the filter of low frequencies; 
PMU 17 is the phase measuring unit (phase meter). 


the frequency of fy/2!, where i is the trigger number of the counter divider, through 
VR 8,..., WR 17 are supplied to the remaining inputs of summator }~ 18. At the out- 
put of )° 18 a test signal, representing a weighted sum of square-wave voltages, is 
obtained. 

While selecting transfer coefficients of voltage regulators VR 8,..., VR 17 so that 
U; = Up-2!, where Up: is the amplitude of voltage at the output of VR 2, and U; is the 
amplitude of the i-th voltage at the output of voltage regulators VR 8,..., VR 17, at 
the output of summator 18 a quasi-random test signal is obtained, the shape of which 
is close to that of the sawtooth voltage and which has a great swing once per period. 
This peculiarity of the test signal is used for synchronizing within the process of re- 
producing. 

With the help of differentiating circuit D 9, amplitude selector AS 3, and pulse 
shaper S 4 from the signal reproduced by MRI 4 a short pulse is identified and se- 
lected once per period. This pulse is supplied to the swing circuit of the counter di- 
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Figure 5.22. Functional scheme of the device for measuring the nonlinearity of PFC of the 
parallel type. Here: GRS 1 is the generator of reference signal; VR 2, VR 8,...,VR 17 
is the voltage regulator; AS 3 is the amplitude selector; S 4, S 13 is the pulse shapers, 
CD 5, CD 6, CD 7,...,CD 16 is the counter divider; D 9 is the differentiator; PMU 10 
is the phase measuring unit; C 11 is the commutator; MRI 12 is the MRI channel under 
study; ALA 14,...,ALA 15 is the amplitude-limiting amplifier; 5°18 is the summator; 
PBF 19,..., PBF 21 is the pass band filter. 


vider based on triggers, CD 5,...,CD 6, and realizes its master-slave synchronization 
with the signal reproduced. To a counting input of the counter divider based on trigger 
CD 5,...,CD 6 from the output of S 13, the pulses are supplied which are selected by 
pass band filter PBF 19 and have the frequency fo. 

The remaining pass band filters, i.e., PBF 20,...,PBF 21 select from the signal 
reproduced the harmonic voltages with the frequencies f; = fo/2',i = 1,...,n. 
These harmonic voltages are transformed into the square shape by amplitude-limiting 
amplifiers ALA 14,..., ALA 15 and then supplied to the inputs of commutator C 11. 
To the other inputs of this commutator the output pulses of counter divider triggers 
CD 5,...,CD 6 are supplied. 

Commutator C 11 is controlled by hand or automatically and allows any pair of 
voltages from the outputs of triggers CD 5,..., CD 6 and amplitude-limiting amplifiers 
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ALA 14,..., ALA 15 to be selected. If n phasemeters PMU are used, then the parallel 
mode of measuring the nonlinearity of the phase-frequency characteristic is provided. 
In such a way the fail protection of the device and possibility of parallel measurements 
of the PFC nonlinearity in the points selected are provided. 

In all three modifications [272, 448, 456] of devices for measuring the PFC non- 
linearity the ability of self-calibration has been embedded, i.e., such devices are able 
to reveal systematic errors (and corrections too) in each point of the frequency range, 
as well as mean-root-square deviations, when the channel of a MRI under study is 
replaced by an inertialess quadripole with the zero resistance. 

Thus, two methods are proposed for determining pulse weight functions: 


¢ correlation method of direct measurements of PWF values with five modifications 
for various types of MRI; 


¢ correlation zero method of PWF determination, 


as well as two methods of coherent frequencies for measuring nonlinearity values of 
phase-frequency characteristics of MRI channels: 


¢ method of the successive type (with two modifications); 


¢ method of the parallel type [42, 43, 272, 273, 448, 465, 469-471, 474, 475].The 
novelty of engineering solutions has been defended by intellectual property rights 
(11 author’s certificates of the USSR for inventions among which some [42, 43, 272, 
273, 465, 470, 471, 474, 475] have been implemented in metrological practice). 


5.3.5 Methods for determining the nonlinear distortions and 
oscillations of a signal time delay in MRI channels 


The method of experimental evaluation of a magnetic registration error [383] attracts 
attention by the fact that a result can be obtained on-the-fly and will characterize the 
quality of the MRI channel of magnetic recording/reproducing on the whole. How- 
ever, in practice very often more detailed information concerning channel properties 
is needed. Therefore, in addition to an “integral” evaluation of the operation quality of 
the channel, it would be useful to develop methods and measuring instruments, which 
will allow particular components of a resultant error, caused by imperfect normalized 
metrological characteristics of the channel to be evaluated. 

This experimental data is important from the theoretical point of view, since their 
use makes it possible to improve the model of forming the resultant error of magnetic 
registration, to ground the algorithm of summing up particular error components and 
solve the question concerning a degree of their independence upon each other. At the 
same time, it is desirable to determine the estimation of one type of distortions with 
elimination of the influence of other types of distortions. 
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Figure 5.23. Functional scheme of the device for measuring nonlinear distortions of the “white 
noise” type in the MRI channel. Here: C 1, C 4 is the commutator; IC 2 is the investigated 
channel of MRI; CM 3 is the correlation meter; UTD 5 is the time delay unit; AT 6 is the 
attenuator; MRI 7 is the studied equipment of precise magnetic recording; GTS 8, CTS 11 is 
the generator of test quasi-random signal; A 9 is the amplifier; SU 10 is the subtraction unit; 
UVD 12 is the unit of variable delay; UR 13 is the unit of registration (voltmeter); SQ is the 
unit for raising to the second power; GRS 15 is the generator of reference signal; AX 16 is the 
auxiliary channel of MRI; S 17 is the pulse shaper; I 18 is the integrator. 


The data is just as important for practical reasons, since it provides ways for im- 
proving the MRI characteristics, as well as for determining the factors contributing 
mostly to resultant errors with which we struggle. 

In addition to the assessment of the dynamic characteristics and distortions, there 
is a great interest in methods of the experimental determination of the nonlinearity of 
amplitude characteristics and nonlinear distortions, interference, and noise levels in 
the MRI channel, as well as the time delay oscillations of a measurement information 
signal in the magnetic recording/reproducing channel, which can be considered as a 
reason for an additional registration error. 

In [457, 265] some methods for evaluating the nonlinearity of the amplitude char- 
acteristic of a quadripoles are proposed and evaluated, including the MRI channel, as 
well as the total noise and interference level. In [476] the correlation method of mea- 
surements, which is based on determining the pulse weight function of the channel for 
high and low levels of the test signal, is proposed to evaluate nonlinear distortions of 
the “white noise” type signal in the MRI channel. 

The functional scheme of the device for measuring nonlinear distortions [476] is 
shown in Figure 5.23. 
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The method, in its essence, consists of the following. Over investigated channel 
IC 2 of precise magnetic recording equipment MRI 7, the test signal of the form of a 
quasi-random binary pulse sequence of a maximum length is recorded. This signal is 
generated by GTS 11 with various amplitudes. The recording is made once with the 
level maximum for the channel (commutator C 11 occupies its left position), and again 
with the minimum level (the commutator is in its right position). To auxiliary channel 
AX 16 of MRI 7, the reference signal of clock frequency is recorded from the output 
of generator GRS 15. 

In the process of reproducing, the reference signal from the output of AX 16 is 
shaped, time-delayed, using units S 17 and UVD 12, and then on this basis with the 
help of GTS 8, a quasi-random pulse sequence is reconstructed. Correlation meter 
CM 3 determines the cross-correlation function of the reconstructed and reproduced 
signals. In this way the values of the pulse weight function of investigated channel 
IC 2 are measured for the test signal of low and high levels. 

Then the values of the pulse weight function, obtained using the test signal of low 
level, are muliplied with the help of amplifier A 9 by a coefficient, equal to the ratio of 
the high and low test signal levels (i.e., by the coefficient that is inverse with respect 
to the transfer coefficient of attenuator AT 6) in the process of recording. 

In subtraction unit SU 10 the difference between the PWF values, delayed in UTD 5 
and obtained with a high level of the test signal, and the PWF values multiplied by 
amplifier A 9, obtained with a low level of the test signal. The difference signal is 
squared, integrated, and measured with the help of units: SQ 14,1 18 and UR 13 for 
determination of its dispersion. 

At a high level of the registered test signal, the whole amplitude range of the MRI 
channel under study is used, the amplitude characteristic of this channel having a cer- 
tain nonlinearity. The output signal of the channel can be approximately represented 
in the form of a Duhamel’s integral: 


y(t) ~ f q(t —t)-x(t)dt. (5.3.59) 


At a low level of the test signal x(t)/k only a small part of the amplitude char- 
acteristic of the channel is used, which can be considered as practically a linear one. 
Therefore the pulse weight function go(t — tT), determined at the low level signal, dif- 
fers from PWF q(t — tT), measured at a high level signal. The output signal of the 
channel after dimensional scaling will be of the form 


x(t) 


yo(t) =k [at —T)-: “pte = [at —T)-x(t)dt. (5.3.60) 
0 0 


Dispersion of nonlinear distortions Dy, is evaluated as 


Dn = (y — yo)? = 


T po. 42 
; (5.3.61) 


i (= q)x(2)at 
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and at x(t) = d(t), Le., in the case when to the input of the channel a signal in the 
form of the Dirac 5-function with the frequency-constant spectral density of power 
(“white noise’), (5.3.61) can be written as 


Dn =(Q— 4). (5.3.62) 


For practical use of the proposed method it is enough to experimentally determine 
the pulse weight function of the channel under study at two levels of the test signal. 
The remaining operations can be performed by calculation. 

One of the basic metrological characteristics of MRI is the oscillations of the signal 
delay time in the channel, which are caused by a drift and oscillations of the speed of 
the signal-carrier in both recording and reproducing modes. Attempts to characterize 
MRI with the coefficient of speed oscillations or coefficient of detonation provide 
information about the quality of a tape driving mechanism of MRI, but do not provide 
for getting sufficient data concerning the resultant distortions of the time scale of the 
signal reproduced, which is of interest from a metrological point of view, since they 
are the reason for the appearance of an additional magnetic registration error. 

This is explained by the fact that the speed oscillationsV(z) of the signal carrier in 
recording and reproducing modes are not identical, that they have a complicated form 
and represent a parametric process. The delay time by itself ©(t) of the signal in the 
channel is determined from the integral equation 


O(t) 
/ V(z)dz = 0, (5.3.63) 
0 


where it is the upper limit of integration. The solution of such an equation is ambigu- 
ous and cannot be applied in practice. It is therefore important to fubd a solution for 
the problem of experimental measurements of time delay oscillations relative to the 
nominal value that frequently is unessential. 

For this purpose the correlation method is suggested in [457, 480], makes it possi- 
ble to determine oscillations of the delay time. The essence of this method consists 
of the following. The test signal in the form of a quasi-random binary sequence with 
the clock frequency, the period of which exceeds a maximum swing (peak-to-peak) of 
time delay oscillations, is recorded in the MRI channel under study. Further on, the val- 
ues of the cross-correlation function of the reproduced and test signals are determined. 
To provide this, the test signal is delayed for an interval which allows the measurement 
to be performed on one of sloping sections of the cross-correlation function. 

To make measurements a frequency of the shift pulses is selected significantly less 
than the upper cutoff frequency of the pass band of the channel under study. Two 
conditions are thereby fulfilled: first, the test signal passes through the channel with 
small dynamic distortions, hence the cross-correlation function of the input and output 
signals of the channel differs only a little from the autocorrelation function of the test 
signal, which has a triangular peak once a period (Figure 5.11c); second, the length 
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of each of its sloping sections, equal to the period of shift pulse passing, deliberately 
exceeds the maximum peak-to-peak value of delay time oscillations. 

When the value of the test signal time delay is correctly selected, then the mean 
time delay corresponds to the middle of the sloping section of the cross-correlation 
function. And since the sloping section of this function is linear, then such an device 
represents a linear transducer of time-delay oscillations into the output electric voltage 
of the correlation meter, which can be subjected to further analysis for determining its 
statistical parameters. 

The extreme case of such an instrument is a device in which a test signal generator 
is the source of a square wave pulse sequence with an on-off time ratio equal to 2, i.e., 
of the meander having a time connection function (by analogy with the algorithm of 
determining the autocorrelation function) of the symmetrical triangular sawtooth form. 

For getting results of measurement in a digital form, a method of measuring the 
signal time delay in the MRI channel is proposed [472], which is explained by the 
functional scheme in Figure 5.24. 


Figure 5.24. Functional scheme of the device for measuring time delay oscillations of signals 
in the MRI channel. Here: MRI | is the equipment of precise magnetic recording under study; 
S 2 is the pulse shaper; UC 3 is the unit of control; CD 4 is the counter divider; R 5, R 6 is the 
shift register; GRS 7 is the generator of reference signal; UR 8 is the unit of registration; SU 9 
is the subtraction unit. 


The essence of the method consists in the following. Over the MRI | channel un- 
der study a test periodic signal is recorded and reproduced (see Figure 5.25), before 
recording the reference signal frequency being divided, and in the process of repro- 
ducing the pulses are formed with a period of the signal read out. At the moments 
of their appearance the instantaneous values of the reference signal frequency divi- 
sion are memorized, the adjacent results are compared and on the basis of a current 
difference the oscillations of the delay time are determined. 

The pulse sequence from generator of reference signals GRS 7 through counter 
divider CD 4 is supplied to the input if the MRI 1 channel under study in the mode of 
recording. In reproducing pulse shaper S 2 generates short pulses U;epr, passing with 
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Us): 


Figure 5.25. Time diagrams explaining the essence of the method for measuring the time delay 
oscillations of signals in the MRI channel under study. Here: U;ec is the signal at the MRI input 
in the mode of recording; U;ep; is the signal at the MRI output in the mode of reproducing; T,; 
is the period of the test signal; (Tyep); is the period of the reproduced signal; ©; is the time 
delay value. 


a period of a readout signal (Tyepr);, which are received by unit of control UC 9. Unit 
of control generates commands for registers R 5 and R 6, as well as for subtraction 
unit SU 9. At these commands a number, formed at this moment by the states of all 
triggers of counter divider CD 4, is recorded into register R 5 (an instantaneous result 
of division). At the same time in register R 6 the number is kept which was recorded 
into register R 5 at the preceding pulse of the command (the adjacent result of division). 
Two adjacent results are compared with the help of subtraction unit SU 9, ie., their 
difference is calculated as 

AQ; = 0; — Oj-1 (5.3.64) 


between the numbers in registers R 5 and R 6. 

This difference corresponds to the variation of A@;, the delay time for the preceding 
period of the readout test signal. Then at the next command of unit of control UC 3 the 
result of comparing is supplied to registration unit RU 8 and the number from register 
R 5 is recorded into register R 6. When the next pulse U;ep, arrives, the process of 
measurements is repeated. 

As distinct from the correlation method of measuring the oscillations of delay time, 
this method is efficient even at a possible shift in speed of the signal carrier, as well 
as at available small distinctions of the tape-driving mechanism speed in the modes of 
recording and reproducing. 

Thus, to evaluate the nonlinear properties of the MRI channel, two methods are 
proposed: 


¢ amethod of automated determination of the nonlinearity of amplitude characteristics 
[265]; 
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¢ a correlation method of evaluating nonlinear distortions of a signal of the ‘“‘white 
noise” type [476]. 


To measure the oscillations the time delay of the signal in MRI channels two methods 
are also proposed: 


* acorrelation method with use of a quasi-random signal [467]; 


* adigital method that allows not only oscillations, but also drift of a time delay to be 
evaluated [472]. 


The novelty of the proposed engineering solutions has been confirmed by USSR inven- 
tion patents of the USSR [265, 472, 476], two of which [472, 476] were implemented 
in metrological practice. 


5.4 Hardware implementation of the methods for 
determining MRI metrological characteristics 


5.4.1 Measuring instruments for experimentally determining MRI 
metrological characteristics 


5.4.1.1 Devices for measuring magnetic registration errors 


On the basis of materials indicated in Sections 5.3.2 and 5.3.3, there are three versions 
of initial measuring instruments which can be used to achieve verification of analogue 
equipment of precise magnetic recording. In these measuring instruments the inven- 
tions indicated in [44, 383, 473] have been realized. The first instrument is called a 
“device for measuring magnetic registration errors’, the second is called a “device for 
verifying equipment of magnetic recording” and the third a “measuring instrument for 
determining MRI error’. 

In the “device for measuring magnetic registration errors” (DMRE) as the test sig- 
nal generator a recurrent shift register is applied as described in Section 5.3.2 and 
according to recommendations given in [457]. This recurrent shift register is involved 
through the summator in such a modulo 2 feedback, which, when pulses are supplied 
to the register shift circuit, at the output of any bit of this register a quasi-random bi- 
nary sequence of a maximum length (the M-sequence) is formed, the period of which 
is equal to 

T = (Qn —-1)rt, (5.4.1) 


where n is the number of bits in the register and t is the period of shift pulses. 
Among the properties of the M-sequence, the form of which is shown in Figure 5.11, 
the following ones should be noted in particular [379]: 
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in the M-sequence being generated there is no code combination consisting only of 
zero symbols, i.e., all bit cells of the register cannot keep their zero state simultane- 
ously; 


the number of zero symbols passing one after another is limited and does not exceed 
(2n — 3); 

the number of unit symbols also passing one after another is also limited and not 
greater than (37 — 3). 


At the same time, the pulse of the (3n — 3)r length is present in the test signal only 
once per period T,, which allows the problem of its synchronization with the distorted 
signal, reproduced from the channel of MRI under study, to be solved sufficiently 
easily. 

In the developed measuring instrument of DMRE two modes of operation are pro- 
vided for: 


¢ mode I — without “tracing” variations of time delay; 


¢ mode II — with “tracing” variations of time delay. 


Moreover, the operation of the measuring instrument varies, depending on whether or 
not the equipment under study has the modes of recording and reproducing concur- 
rently, or whether or not these modes are only alternately switched on. 

The functional scheme of the device in mode J at the separate recording and repro- 
ducing processes is given in Figure 5.26. 

In the process of recording (Figure 5.26a) the stable frequency voltage from genera- 
tor GRS 1 is supplied to the input of pulse shaper S 2, which transforms the sinusoidal 
voltage into rectangular pulses. Then the frequency of this pulse sequence is divided 
by the seven-bit counter divider CD 3 with the division coefficient 128, which is based 
on the triggers with a counting input. The pulses from the output of CD 3 pass into 
the shift circuit of register R 4 being a part of generator of test signal GTS 7. The 
frequency of shift pulses fin the device is selected to be equal to the twofold upper 
cutoff frequency of the working range of the MRI channel under study (f, = 5 kHz): 


F, = 2fy = 10kHz. (5.4.2) 


A variation of the frequency range of the test signal, depending on the pass band 
of the channel studied, is realized by way of the corresponding replacement of FLF 5 
and selection of the frequency of shift pulses fs. 

The quasi-random sequence formed at the output of register R 4 is supplied to filter 
of low frequencies FLF 5, the cutoff frequency of which is equal to fj. The test signal 
from the output of FLF 5 is recorded over the MRI 6 channel. FLF 5 has adjustable 
“zero” and “level”, with the help of which the parameters of the test signal agree with 
the amplitude range of the channel under study. 
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Figure 5.26. Functional scheme of DMRE for the separate modes of “recording” and “repro- 
ducing” in mode I. Here: GRS 1 is the reference signal generator; S 2, S 8, S 10 is the pulse 
shaper; CD 3, CD 9 is the counter divider; R 4 is the shift register; FLF 5 is the filter of low 
frequencies; MRI 6 is the channel under study of MRI; GTS 7 is the test quasi-random signal 
generator; SU 11, SU 12 is the subtraction unit; I 13 is the integrator; V 14 is the voltmeter; 
US 15 is the synchronization unit; EMU 16 is the error measurement unit. 


In the process of reproducing (Figure 5.26b) the voltage of stable frequency from 
reference signal generator GRS 1 through pulse shaper S 2, counter divider CD 3, 
shift register R 4, and filter of low frequencies FLF 5 is supplied to the subtrahend 
input of subtraction unit SU 11 in the error measurement unit EMU 16 and serves as 
a reconstructed reference signal U;er(¢). The reproduced distorted signal Urepr(t) from 
MRI 6 is supplied to the input of decreasing subtraction unit SU 11, at the output of 
which the difference 

A(t) = Urepr(t) = Urer(t) (5.4.3) 


is obtained, corresponding to the instantaneous values of the absolute error of magnetic 
registration. 

Moreover, the reproduced signal from the MRI 6 output is supplied to the input of 
pulse shaper S 8 of synchronization unit US 15, containing the series connection to 
S 8, counter divider CD 9 (similar to CD 3), pulse shaper S 10, counter divider CD 3, 
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for the purpose of separating a “single” pulse of 277 in the longest length over the 
whole period, and of setting by a trailing edge of this pulse counter divider CD 3 and 
shift register R 4 into a state, corresponding to the synchronization of the reproduced 
and reference signals being compared. 

The signal, proportional to the registration error A(t), received at the output of 
US 11, is supplied to the “minuend” input of subtraction unit US 13, and to the “sub- 
trahend” input of this unit a constant (systematic) component Agis. = A= of the error 
signal, separated by integrator I 12. Thus, at the output of US 13 a variable (random) 
component A® = Ax of the A error appears: 


Aw = A(t)— Az. 


The systematic error component A= is measured by voltmeter V14 with a pointer 
indicator. Furthermore, two outputs are provided for Ax and A — for their more accu- 
rate measurement (or analysis) with use of the attached devices. 

In mode I the device can operate with MRI having only simultaneous “recording” 
and “reproducing” modes. In this case some additional GTS and filter of low frequen- 
cies, the parameters of which are similar to those of FLF 5, are applied. It should be 
noted that, because of some nonidentity of the dynamic characteristics of these two 
FLFs, which is inevitable in practice, the measurement error is increased and will be 
equal to 4 % (according to data obtained by experiment in the mode of self-checking). 

The functional scheme of DMRE, operating in mode II at separate recording and 
reproducing modes, is given in Figure 5.27. 

The difference between the device operation in mode II and that in mode I (Fig- 
ure 5.26) consists of th e use of the “pilot-signal”, recorded simultaneously with the 
test signal onto the adjacent track of the magnetic carrier, and in special features of gen- 
erating the shift pulses supplied to the registers of test signal generator GTS 7. Thus, 
when recording in mode II (Figure 5.27a) this voltage from the output of counter di- 
vider CD 3 is supplied to the counter input of trigger T 18. The pulse voltage of the 
rectangular shape (meander) from the output of T 18 (with the frequency fs/2= fh) 
passes to the input of FLF 19, the cutoff frequency of which, as that of FLF 5, is equal 
to the upper threshold frequency /;, of the MRI 6 pass band. 

In the process of recording (Figure 5.27b) the shift pulses entering the shift circuit 
of register R 4 for getting a reconstructed reference test signal at the output of GTS 7 
are formed by S 21 from the “pilot-signal”, reproduced and supplied by additional 
auxiliary channel II MRI 6. 

Since the “pilot-signal” and test quasi-random sequence are recorded simultane- 
ously on adjacent tracks of the same magnetic carrier, then the variations of their time 
scales are practically synchronous, due to oscillations of the carrier speed, sliding, 
and inequality of mean speed values in the processes of recording and reproducing. 
This causes the “tracing” variations of the signal time delay in the channel MRI 6 and 
elimination of their influence on the measurement results of the registration error. 
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Figure 5.27. Functional scheme of DMRE for separate procedures of “recording” and “re- 
producing” in mode II. Here: GRS | is the reference signal generator; S 2, S 8, S 10, S 19, 
S 20 is the pulse shaper; CD 3, CD 9 is the counter divider; R 4 is the shift register; FLF 5, 
FLF 18 is the filter of low frequencies; MRI 6 is the MRI channel under study; GTS 7 is the 
test quasi-random signal generator; SU 11, SU 13 is the subtraction unit; I 12 is the integrator; 


V 14 is the voltmeter; US 15 is the synchronization unit; EMU 16 is the measurement error 
unit; T 17 is the trigger. 


It should be noted that in measurements in mode II the reference test signal is re- 
constructed with high accuracy, since in both the recording reproducing processes the 
same generator, i.e., GTS 7, is used. One positive property of the synchronization unit, 
US 15, which is applied for this purpose, is the fact that setting into synchronization 
is periodically “confirmed”, removing harmful any consequences of possible failures 
(signal misses) due to defects of the magnetic tape. 
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Several devices of this sort have been implemented [44, 383]. The technical and 
metrological characteristics of the “device for measuring magnetic registration errors” 
and the “device for verifying equipment of magnetic recording” are given in Table 5.4. 

In accordance with the project of the verification scheme for MRI, illustrated in Fig- 
ure 5.4a, the “instrument for measuring magnetic registration errors” (as well as the 
“instrument for verifying magnetic recording equipment”, the technical and metro- 
logical characteristics of which are similar to it) is a verification setup of the highest 
accuracy, receives the unit size from the measuring instruments of the state verification 
scheme of the electromotive force unit [192], units of time and frequency [198], and is 
subjected to metrological certification by way of an element-to-element investigation, 
making it possible to evaluate the error of the instrument on the basis of information 
obtained. 

The main sources of the measurement errors of this device are: 


¢ frequency instability of an external driving generator of sinusoidal voltage with re- 
spect to both time and temperature (the generator is used, essentially, as a time mea- 
sure); 


¢ instability of limitation levels for the “zero” and “units” symbols coming from the 
shift registers to the low frequency filters (the voltmeter, used for measuring the 
limitation levels and their instability, transfers the unit size of electric d.c. voltage); 


* nonidentity of the amplitude-frequency and phase-frequency characteristics of the 
low frequency filters and subtraction units; 


¢ “zero” time drift of the subtraction units; 


* nonidentity and nonlinearity of the amplitude characteristics of the differential am- 
plifiers at two inputs of the subtraction units; 


¢ distinction of the transfer coefficient of the subtraction units and low frequency fil- 
ters from the nominal ones and their instability; 


* inaccuracy of the time synchronization of the reference signal with the signal being 
reproduced. 


An experimental study of the main metrological characteristics of the instrument has 
been performed. The results of this study are shown in Table 5.4 [452]. 

The frequency stability of the crystal-controlled generator of sinusoidal voltage 
which was used in the experiment was checked with the aid of a frequency meter. 
The frequency measurement error was equal to +1 of the lower order bit, i.e., it was 
equal to +1 Hz. The generator frequency corresponded to 1 MHz. 

The frequency stability was not worse than +1 - 10~°. Moreover, it is necessary to 
take into account that the frequency stability at the output of counter divider CD 3 is 
even higher by two orders, since its division coefficient is equal to 128. Hence, we 
can conclude that the error component caused by this factor is negligible and can be 
ignored. 
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Table 5.4. The technical and metrological characteristics of the “Device for measuring mag- 
netic registration errors” and “Device for verifying equipment of magnetic recording” 


Characteristic 


Frequency range of test signal (Hz) 
Number of spectral components of a test signal in the working 
frequency range 
Interval between the frequency components (Hz) 
Level of a spectral components envelope at frequencies (Hz): 
0 
5000 
Attenuation of the test signal higher than the threshold frequency of 
the frequency range (dB/octave), no less than 
Amplitude range (V) 
Input resistance (kKOhm), no less than 
Output resistance (kOhm), no greater than 
Limit of the permissible fiducial error in the mode of self-checking 
(%), no greater than: 
for a systematic component 
for a random component (root-mean-square deviation) 
Particular components of the basic error: 
instability of the driving generator of reference sinusoidal volt- 
age, no greater than 
instability of levels limiting “zeros” and “units” at the shift 
register output (%) , no greater than 
nonidentity of AFC of the low frequency filters (%) 
nonidentity of PFC of the low frequency filters (degrees), no 
greater than 
drift of “zeros” for subtraction units in interval 3 h. (%), no 


greater than 
nonlinearity of AC for subtraction units (%), no greater than 
nonidentity of differential amplifiers for subtraction units at 
different inputs (%), no greater than 
nonidentity of AFC of subtraction units for two inputs (%) 
Power supply (V) 
with frequency (Hz) 
Power consumption (W), no greater than 
Time of continuous work (h.), no less than 


Values area 


0-5000* 
512 


10* 


54 
0 — (+6)** 
80 


+1-107° 


0,1 
from —2.2 to +0.2 


7 


+0.1 
+0.2 


+0,6 

from —1.4 to +0,2 
~ 220(410 %) 
50 

6 

8 


* It is possible to change the range by selecting the reference frequency and replacing the filters of low 


frequencies. 
** Adjustment of “zero” and “level” is provided for. 
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The instability of the levels of the limited quasi-random binary signal is mainly 
caused by three things: the instability of d.c. voltage supplied to the shift registers, the 
instability of the “zero” and “units” levels of the elements forming a register bit, and 
the instability of the limitation levels in the circuit of level fixation. 

The power supply of the registers is +5 V from a stabilized power source. The 
instability of its output voltage (according to its certificate) is no greater than 0.3 mV 
(due to rippling). The elements being used are characterized by instability of the “‘zero” 
and “units” levels of the order of 0.3 mV. The instability of limitation levels in the level 
fixation circuit is equal to 0.1 %, which is negligible for evaluating an instrumental 
error of a measuring device. 

The AFC nonuniformity of the low frequencies filters was measured with a signal 
generator, from the output of which the voltage was supplied to the input of a corre- 
sponding filter of low frequencies, as well as to the input of a digital voltmeter. With 
the help of this voltmeter a root-mean-square value of voltage was measured at the in- 
put and output of the filter in each selected point of the frequency range. An analysis of 
the measurements has shown that the nominal transfer coefficient of both filters, which 
corresponds to the ratio of the output filter voltage to the input one, is equal to 1. The 
cutoff frequency of both filters is 5 kHz at the steepness of 54 dB per octave. The AFC 
nonuniformity of the lowest frequencies filter was within the limits from —1.5 % to 
+2.2 %, and that of the second lowest frequencies filter it was from —7 % to +4.1 %. 
The difference of the transfer coefficients of the filters was within the limits —2.2 % 
to +0.2 %. The calculations made by a formula given in [452] and formula (??) show 
that the measurement error due to the AFC nonidentity of the low frequencies filters 
is equal to some fractions of a percent: 


Pi On P 
=? / [AK(a) 2 da, (5.4.4) 
(Wp a 1) Q] 


where Dp is the dispersion of the dynamic error; Po is the power of the test signal 
with a spectral density uniform within the working frequencies range of the equipment, 
[@;, @,]; A(@) is the nonnominality of the transfer coefficients. 

The values of phase-frequency characteristics of the low frequencies filters were 
measured using a frequency meter, which in measuring mode operated the length At 
of the interval A-B. From a signal generator the sinusoidal voltage of a selected fre- 
quency was supplied to the input of the corresponding low frequencies filter and to 
input A of the frequency meter. The input of the latter B was connected to the output 
of the low frequency meter. The phase was determined by the formula 


y = 360- f - At (degree). (5.4.5) 


Analysis of the measurement results has shown that the mean delay time of two 
FLFs is equal to 175 and 179 us. The nonlinearity of the phase-frequency characteris- 
tics is +17° (£5 %). 
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The difference of the mean intervals of the filter delay time is equal to 4s. The 
nonidentity of their phase-frequency characteristics does not exceed 7°. Thus, in ac- 
cordance with (??) the error due to the nonidentity of phase-frequency characteristics 
of the filters is some fractions of a percent. 

As the experimental results show the “zero” drift of the subtraction units at Ujn, = 
Uin2 = 2.964 V is not more than 2 mV. Thus, the error due to the “zero” drift of the 
subtraction units is about 0.1 %. 

The nonlinearity of the amplitude characteristics of the subtraction units was mea- 
sured for each of the inputs of a differential amplifier (here its other input was ground- 
ed). An analysis of the measurement results has shown that the transfer coefficient on 
two inputs is equal to 0.533 and the nonlinearity of amplitude characteristics does not 
exceed +0.2 %. The nonidentity of the transfer coefficients of the subtraction units on 
two inputs does not exceed £0.6 %. 

The nonidentity of amplitude-frequency characteristics of the subtraction units on 
two inputs was within the limits —1.4% to +0.2%.The values of the amplitude- 
frequency characteristics of the subtraction units were measured when supplying the 
same signal with the level of 3.008V to both of its inputs. Within the limits from 
100 Hz to 10 kHz the level of the output voltage did not exceed 2 mV (the error was 
less than 0.1 %). 

To avoid a rather laborious and painstaking investigation to determine the law of 
summing up particular components of errors caused by the imperfection of metrolog- 
ical characteristics of listed elements, the following experiment was performed. 

In the scheme illustrated in Figure 5.27, instead of MRI 6 a direct connection was 
made. Thus, the instrumental error, formed by the particular components of practically 
all the units of the functional scheme, was evaluated by the self-check method. The 
systematic component of the error did not exceed 0.1 %, and the fiducial root-mean- 
square deviation of the random error component was 4 %. 

With the help of the “device for measuring the magnetic registration error” and other 
devices, investigations of the metrological characteristics of the MRI with a tape driv- 
ing mechanism “Astra-V”, MRI of the “Astra-2V” — “Astra-144N” types, and those 
of the complex of instruments for recording/reproducing reference signals, were con- 
ducted. Information on this is given in Table 5.5. 

For the MRI with the tape-transporting mechanism “Astra-V” the results of inves- 
tigations have shown that the fiducial root-mean-square deviation of the random error 
of magnetic registration is 2.5 %. For the purpose of comparison using this procedure, 
given in [457], a theoretical estimate of the error of the signal transfer over the MRI 
measurement channel has been calculated. It corresponds to 2.2 %. 

Thus, the dispersion between the theoretical and experimental estimates is about 
10 %, which confirms the correctness of the metrological model of forming the MRI 
error from Section 5.3.2 and the satisfactory accuracy of the developed procedure of 
its theoretical calculation, and it indirectly gives us confidence in the results of the 
DMRE metrological certification. In verifying the MRI of the “Astra-2V’—“Astra- 
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Table 5.5. Investigated MRIs 


Name of the MRI equip- 
ment and its type 


Equipment of magnetic 
recording/reproducing, type 
“Astra-2V” — “Astra-144N” 


Data input device for the 
equipment of statistical 
analysis, type KSICh 


Consumer recorder, type 
“romantic” 


MRI with a tape transport- 
ing mechanism “Astra-V” 


Magnetograph, type 4 
MIZV 


Analogue equipment of 
magnetic recording, type 
BPR-1 


MRI, type “MIR” 


MRI, type MO-22-01 


Measuring instruments used 
for investigations and refer- 
ences to inventions 


Device for measuring mag- 
netic registration errors [39, 
275]. (Numbers of authors’ 
certificates for inventions: 
473125, 538310) 


Device for measuring the 
nonlinearity of phase- 
frequency characteristics 
[197-1, 198, 330]. 
(Numbers of authors’ cer- 
tificates for inventions: 
288141, 296054, 541124) 


" 


Device for measuring dy- 
namic characteristics [37, 
335, 336, 338-340]. (Num- 
bers of authors’ certificates 
for inventions: 442437, 
474840, 501366, 513372; 
547831; 562863) 


Device for determining 
MRI errors [275, 337]. 
(Numbers of authors’ cer- 
tificates for inventions: 
585539, 473125) 


Unit of control for a setup 
for verifying information- 
measuring systems, [336]. 
(Numbers of authors’ cer- 
tificates for inventions: 
556492) 


Goal of investigation 


Experimental evaluation of 
the accuracy of magnetic 
recording/reproducing 


Evaluation of dynamic 
characteristics of MRI in 
the form of nonuniformity 
and of relative nonlinearity 
of PFC 


Metrological certification of 
MRI 


Metrological assurance of 
measuring instruments be- 
longing to customers 


Determination of the law of 
signal time delay distribu- 
tion in a channel of MRI 
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144N” types, the technical and metrological characteristics, the results of of which are 
given in Table 5.6, are shown in Table 5.7. 

The analysis of the measurement results has shown that the fiducial root-mean- 
square value of deviation of the random error component of signal magnetic regis- 
tration does not exceed 9.6 % at the confidence probability of 0.9, which entirely cor- 
responds to the theoretical evaluation of the magnetic recording accuracy, which has 
been done according to the procedure described in [457]. 

The systematic component of the signal magnetic registration error (from —2.2 % 
to —0.1 %) is caused by the incorrectness of the channel calibration provided for in the 
equipment “Astra-2V’—“Astra-144N”, as well as by the time and temperature drifts in 
the process of the experiment. 

The “DMRE for multichannel MRI” was developed [452] for verifying the ana- 
logue MRI, in particular for the equipment of the BPR-1 and MIR-6 types. In this 
device a number of inventions have been realized [383, 473]. 

The functional scheme of the device is given in Figure 5.9, and the structural scheme 
is shown in Figure 5.28. 

The special features of the device operation are as follows. The synchronization 
voltage represents a harmonic signal supplied from an external generator through the 


Synch out FLF out 9 


+15B +5B —15B 


A Test out 


Supply 


Figure 5.28. Structural scheme of the “Device for determining MRI errors”. Here: US 1 
is the synchronization unit; C 2 is the commutator “Kind of operation” (“Recording’— 
“Reproducing’—“Control’”); R 3 is the shift register; UVD 4 is the unit of variable delay of 
the quasi-random binary sequence; FLF 5, FLF 6, FLF 7 is the filter of low frequencies with 
the cutoff frequency of 250 Hz, 4000 Hz, 8000 Hz, correspondingly; GTS 8 is the test signal 
generator; EMU 9 is the unit of selecting and measuring an error; V 10 is the voltmeter; UPS 11 
is the unit of power supply. 
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Table 5.6. Technical and metrological characteristics of the multi-channel analogue equipment 


of precise magnetic recording of the “Astra-2V’—“Astra-144N” types. 


Characteristic 


Frequency range of the signal registered (Hz) at the speed of 76,2 cm/s 
Kind of modulation 


Speed of magnetic tape transportation (cm/s) 


Speed deviation (%), no greater than 
Instability of the speed (%), no greater than 


Total coefficient of detonation over the through tract at the speed of 
4,76 cm/s, no greater than 


Amplitude range of the input signal (V) 

at deviation of carrier frequency (%) 

Input d.c. resistance of the measurement channel (kOhm), no less than 
Nonuniformity of AFC of the through tract (dB), no greater than 


Nonlinearity of the d.c. and a.c. amplitude characteristic within the whole 
pass band of the frequency range (%), no greater than 


Coefficient of nonlinear distortions of the through tract (%), no greater 
than 


Signal-to-noise ratio over the through tract (dB), no greater than: 


for the speeds (cm/s) 4.76; 9.53 
for the speeds (cm/s) 19.05; 38.1; 76.2 


Number of channels 


Values area 


0-5000 
FPM 


4.7; 9.53; 19.05; 
38.1; 76.2 


1 
+0, 35 


1 

from 0 to +6.3 
40 

80 


Table 5.7. Results of the experimental determination of the fiducial systematic and random 
components of the basic instrumental errors of magnetic signals registration by the analogue 
MRI of the “Astra-2V’—“Astra-144N” types. 


Number of the MRI 
channel, type of mag- 
netic tape used 


Place of the tape in the roll 


Beginning of the roll Middle of the roll 


Channel 1, tape 6D 
Channel 7, tape 6D 
Channel 7, tape I 4403 


End of the roll 


Yrand> %o 
9.6 
8.5 
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plug-and-socket “fo” to the input device of synchronization unit US | for shaping 
the voltages: reference voltage and synchronization voltage. At a moment given in 
advance, namely at the moment of the pulse arrival from test pulse generator GTS 8, 
the amplitude of one of the half-waves of the synchronization voltage is shaped and 
becomes much greater than the remaining ones. 

Thus, the moment of shaping this “marked” half-wave is determined by generator 
GTS 8, i.e., by the time position of the shaped test signal. The synchronization voltage 
is supplied to the plug-and-socket “output synch” and recorded in the channel that is 
adjacent to the MRI channel under test. 

The reference voltage, formed from the harmonic signal of the external generator, 
represents the voltage of the rectangular shape (meander) with the pulse repetition 
rate equal to the input signal frequency. The reference voltage is supplied through 
commutator “kind of operation” C 2 to the GTS 8 input circuits. 

The output signals of GTS 8 are as follows: 


* the test signal representing a periodical quasi-random signal, agreeing with respect 
to the frequency and amplitude ranges with the corresponding characteristics of the 
MRI verified. It is supplied to the commutator “Test signal output” and recorded in 
the MRI channel under study; 


pulse voltage with the pulse repetition rate, equal to the test signal repetition rate. 
These pulses are supplied to synchronization unit US 1 for shaping “marked” half- 
wave in the synchronization voltage. Moreover, the pulse voltage is supplied to 
the control socket “Ties,” and used for synchronizing a scan-out of an oscillograph, 
with the help of which the availability of a test signal is controlled in the process of 
recording. 


When reproducing, two signals are simultaneously read out from two MRI channels: 
synchronization voltage and test signal. From the synchronization voltage, supplied 
through the plug-and-socket called the “input synchr’, the pulses, setting the shift reg- 
ister ’Set R”, and reference voltage are shaped. 

The reference voltage, representing the meander, is supplied to the input circuits 
of GTS 8 to shape the shift pulses from it. Since the test signal and synchronization 
voltage, which are read out simultaneously, take similar time distortions, then the test 
(reconstructed) signal at the output of GTS 8, received with the help of the shift pulses, 
shaped from the readout synchronization signal, will also take the same time distor- 
tions. 

The pulses, setting register R 3 and shaped from the “marked” half-waves of the 
synchronization signal, set regiser R 3 into the state at which in the mode “recording” 
the pulses have been shaped for forming the “marked” half-wave, i.e., they provide 
the synchronization of the reconstructed and readout test signals. 

The test signal, read out from the MRI channel, through the plug-and-socket “input 
test” is supplied to one of inputs of the unit for selecting and measuring the error 
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(EMU 9). To another input of EMU 9 the reconstructed test pulse is supplied from the 
output of GTS 8. The output signals of EMU 9 are: 


A the registration error equal to an instantaneous difference of the input signals 
of EMU 9 (the plug-and-socket “A”’); 
Asyst the systematic component of the error (the plug-and-socket “A,y<:”); 


0 0 
A the random component of the error (the plug-and-socket “A”’). 


Voltmeter V 10 with the pointer indicator measures the mean rectified value of the 


random error component: 
0 


1 T 

rh | 
On the basis of a minimum of readings of this indicator a smooth adjustment of syn- 
chronization is performed with the help of variable delay unit UVD 4 for the constant 
time shift to be compensated between the channels, in which the test signal and syn- 
chronization voltage have been recorded, correspondingly. 

In addition to the modes “recording” and “reproducing”, in the device a control 
mode is provided (“control”). In this mode both inputs of EMU 9 are made free from 
internal contacts and are connected with external plug-and-sockets (“input test” and 
“output test”). This makes it possible to do the following: 


dt. 


* to check EMU 9 with respect to the known test signals, supplied from the outside; 


* touse EMU 9 as the unit of subtracting analogue electric signals varying from —5 V 
to +5 V within the frequency range from 0 to 10 kHz. 


The main technical and metrological characteristics of the “DMRE for multichannel 
MRI’ c are given in Table 5.8. 

The device was certified in accordance with the procedure for certification and pe- 
riodical verification developed [452] for the “device for measuring the MRI errors”. 
Moreover, two documents were created: “procedure for verifying the magnetic record- 
ing equipment” and “procedure for determining the delay interval between the chan- 
nels of recording/reproducing of the equipment of the BPR-1 type” [452]. 


5.4.1.2 Devices for measuring dynamic characteristics of MRI channels 


On the basis of material in Sections 5.3.2 and 5.3.4 two varieties of measuring instru- 
ments have been developed which provide the experimental determination of MRI 
dynamic characteristics: the “device for measuring dynamic characteristics”, for mea- 
suring the values of the pulse weight function of a MRI channel, and the “device for 
measuring the nonlinearity of PFC’, for measuring the nonlinearity of a relative phase- 
frequency characteristic of the channel of equipment under study [42, 43, 272, 273, 
448, 465, 469, 470, 471, 474, 475, 477]. 
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Table 5.8. Technical and metrological characteristics of the “DMRE for multichannel MRI”. 


Characteristic Values 


Frequency range of a test signal (Hz) 


Range I 0-250 

Range II 0-4000 

Range III 0-8000 
Test signal attenuation above cutoff frequency of each frequency range (dB 

per octave), no less than 50 
Amplitude range (V), no less than +6 
Test signal shift level (V) at the permissible deviation of +1 % +3 
Input resistance (kOhm), no less than 100 
Output resistance (Ohm), no greater than 100 


Limit of a permissible absolute basic error for MRI (mV), with oscillations 
of the signal carrier speed up to 0.05 %, no greater than: 


for a systematic component +3.5 
for random component (mean square deviation): 
Range I 
Range II 3 
Range III 4 


Limit of a permissible additional error (in fractions of the basic one) at vari- 
ation of power supply voltage within the limits from —15 % to +10 %, no 


greater than 0.5 

Power supply (V) from: 220 
(+10 %) 

Network of frequency (Hz) 50 


Consumed power (W), no greater than 


Time of continuous running (h.), no less than 


The “device for measuring dynamic characteristics” is a further development of 
the underlying ideas of the first versions of a similar instrument [452, 457]. 

The functional scheme of the developed measuring instrument is given in Fig- 
ure 5.17 for discrete tacking and in Figure 5.29 for analogue tracking of the delay 
time oscillations of the reproduced test signal from the MRI channel. 

The “device for measuring dynamic characteristics” is a desk-top measuring in- 
strument. Its front panel contains the following controls: commutators “intervals of 
averaging” and “generator frequency, kHz’, seven high frequency plug-and-sockets, 
six toggles, two buttons, ten test jacks, the regulating devices “synchronization ad- 
justment” and “zero indicator’, ground terminal, and three light-emitting diodes and 
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Figure 5.29. Fig. 5.29: Functional scheme of the “Device for measuring dynamic characteris- 
tics” with analogue tracking delay time oscillations of the signal reproduced. Here: CD 2 is the 
counter divider; GRS 3 is the reference signal generator; GTS 4, GTS 7, GTS 20 is the gener- 
ator of test quasi-random signal; “AND 5”, “AND 21” is the logic circuits “AND”; C 6, C 11 
is the commutator; UVD 9 is the unit of variable delay; UC 10 is the unit of control; MRI 12 is 
the equipment of precise magnetic recording; CM 16, CM 22, CM 23 is the correlation meter; 
SU 24 is the subtraction unit; AG 25 is the adjustable generator. 


display lamp, signalling power-up. Seven versions of this instrument [42, 43, 470, 471, 
474-476] have been implemented. 

The operation of the instrument, according to the functional scheme illustrated in 
Figure 5.17, is described in Section 5.3.4. The distinctive features of operation are in 
accordance with the functional scheme shown in Figure 5.29, are as follows. In the 
mode of analogue “tracing” of delay time oscillations of the signal in the MRI channel 
the commutator “synchronization”, located on the front of the instrument, is installed 
in the position “analogue”. From the output of channel MRI 12 the reproduced test 
signal is supplied to the first inputs of correlation meters CM 16, CM 22, CM 23. 

The last two correlation meters, together with subtraction unit SU 24, generate a 
signal proportional to the value and sign of the time disagreement between the re- 
produced test signal from the output of channel MRI 12 and the voltage generated by 
GTS 20. The inputs of the 8-th and 10-th bits of the M-sequence generator GTS 20, are 
connected to the second inputs of correlation meters CM 22 and CM 23, respectively. 

Output signals of these correlation meters are proportional to values of the cross- 
correlation function of the reproduced signal and M-sequence from the output of 
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GTS 20. They are calculated in points shifted relative to one another by two periods of 
the shift pulses of GTS 20. The difference between these signals has a control effect on 
controllable generator CG 25, the frequency of which changes according to the value 
and sign of this effect. The output sequence of pulses of CG 25 is supplied to the shift 
circuit of GTS 20 and then through unit of variable delay UVD 9 they are supplied to 
the shift circuit of GTS 4. 

Thus, the variation of the time scale of the reproduced signal, caused by oscillations 
of the time delay, results in similar variation of the time scale of the M-sequences 
generated by generators GTS 4 and GTS 20. 

The technical and metrological characteristics of the device were studied according 
to the procedure described in [457] and are shown in Table 5.9. 


Table 5.9. Technical and metrological characteristics of the “device for measuring dynamic 
characteristics”. 


Characteristic Values 
Frequency of the reference signal generator, kHz 800, 400, 200, 100, 50, 25, 10 
Number of shift register bits 10 
Amplitude of the M-sequence (V) From 0 to +5 
Input resistance (kOhm), no less than 100 
Output resistance (kOhm), no greater than 5 

Limit of the permissible main fiducial error (%) 1 

Mode of operation Cyclic or one-shot 
Length of the cycle (rt) 24 or 30 
Shift step (r) 1, 1/2, 1/4 
Averaging interval (tT) From 5 to 11 (in 1) 
Power supply (V) 220 (£10 %) 
from the network (Hz) 50 
Consumed power (W), no greater than 17 

Time of continuous running (h), no less than 8 


Using of the “device for measuring dynamic characteristics” the values of the pulse 
weight functions of measurement channels of MRI with the tape driving mechanism 
“Astra-V” and magnetograph 4 MIZV (Table 5.5) were determined. In particular, for 
MRI with the tape driving mechanism “Astra-V” the channel PWF was obtained. This 
is shown in Figure 5.30. 

The error of the PWF values obtained did not exceed 0.4 % at the confidence proba- 
bility of 0.9. On the basis of these measurement results the incorrectly posed problem 
of calculating the transfer function from the PWF values, known with the error, ob- 
tained with the help of the Fourier transformation, was solved using a computer and 
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q(t),ms" 


Figure 5.30. Results of the experimental determination of the pulse weight function of MRI 
channel. 


obtained fractionally rational approximation function of the minimal order: 


0 bj p' 
Vj=0 4 P! 


The values of calculated coefficients a;, b; are given in Table 5.10. 


K(p) = (5.4.6) 


Table 5.10. Values of the coefficients of the approximating transfer function of the MRI chan- 
nel, calculated on the basis of the pulse weight function. 


Indices i, 7 Coefficients 
b; aj 

0 1.0000 1.3775 

1 —0.2974 - 10-4 0.1383 - 1073 
2 0.6470 - 107° 0.7074 - 1078 
3 —0.6946 - 107!4 0.2100 - 1072 
4 0.5240 - 10719 0.3957 - 107!” 
5 = 0.4945 - 10722 


The approximating transfer function has the fifth order and provides a satisfactory 
approximation of experimental data within the pass band to 10 kHz. This fact is the 
confirmation of the possibility of estimating the order of such a linear system as a half 
sum of a number of PWF extremums and that of its crossings with the x-coordinate 
(exept t = 0), accepting them for the values of Markov’s parameters. In fact, a number 
of the dots marked in Figure 5.30 by circles are equal to 10, corresponding to a system 
of the fifth order. 

The “device for measuring the nonlinearity of PFC” was developed on the basis 
of three inventions [272, 273, 465]. The functional schemes of the developed prototype 
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Table 5.11. Technical and metrological characteristics of the “Device for measuring the PFC 
nonlinearity”. 


Characteristic Values 
Frequency range of the test signal (Hz) From 20 to 10000 
Frequency of the external driving generator of sinusoidal signal 
(kHz) 20 
Number of points of phase-frequency characteristic measurements 10 
Slope of attenuation of high and low frequencies filters 
(dB per octave), no less than 46 
Amplitude range of the test signal (V), no less than 3 
Input resistance (kOhm), no less than 100 
Output resistance (kOhm), no greater than 500 
Limit of the permissible absolute basic error (angular degree): 
for systematic components =~ 0 (with use of 
the self-checking 
mode) 
for random components (root-mean-square deviation) 3 


Limit of the permissible additional error (as a fraction of the 
basic one) at supply voltage changes within the limits from 


—10% to +10% 0.5 
Time of measurements of the ten PFC values in automatic mode 

(min), no greater than 5 
Supply voltage (V) 220 (+10 %) 

from the network with the frequency (Hz) 50 
Consumed power (W), no greater than 40 


Mass (kg), no greater than 


Time of continuous running (h.), no less than 


of the measuring instrument in different modes of operation are given in Figure 5.21 
and Figure 5.22. The operation principle of the device is described in Section 5.3.4 
[452]. The main technical and metrological characteristics of the “device for measur- 
ing the nonlinearity of PFC” are illustrated in Table 5.11. 

This instrument is a desk device. On the front the terminals “input 20 kHz” are 
located for connecting to an external driving generator of sinusoidal oscillations with 
the frequency of 20 kHz. In addition to these, there are terminals “MRI” for connecting 
the input and output of the measurement channel of the MRI under study and terminals 
“to phase meter” for connecting with an external phase meter or frequency meter. 

Moreover, on the left side of the front plate there are 20 control sockets of the 
“trans.” triggers of the transfer part of the device. Here the control sockets “control 
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of power suppl.” of the supply unit, sockets for control of input and output voltages of 
the high frequency filters, i.e., “input of FHF” and “output of FHF’, respectively, as 
well as the socket of the control pulse of zeroing the receiving part of the instrument 
“pulse of zeroing receiv.”. 

On the right-hand side of the front plate there are 20 control sockets of the triggers of 
the receiving part of the “receiv.” device, as well as sockets for controlling the output 
voltages of the filters of low frequencies with cuttoff frequency from 10 kHz to 20 Hz. 
In the middle of the front plate are the following regulators and attention devices: a 
toggle and control lamp “switched on”, “zeroing” button, and dual commutator “MRI”, 
which allows the self-check of the “device for measuring the PFC nonlinearity”, i.e., 
the connection of the transfer part of the device to the receiving part directly, avoiding 
the MRI channel under study. 

The “device for measuring the nonlinearity of phase-frequency characteristics” was 
used to determine by means of experiments the values of the nonlinearity of the relative 
phase-frequency characteristics of measurements channels of the “data input device for 
statistical analysis equipment” of the KSICh type, as well as of a magnetic recording/ 
reproducing path of sounds of a consumer recorder of the “romantic” type (Table 5.5). 

The latter is of interest from the point of view that in practice the phase-frequency 
characteristics of a consumer recorder path have been never determined, since its qual- 
ity parameters (the coefficient of parasitic and frequency modulation, level of noise 
and of nonlinear distortions, etc.) are significantly worse than the parameters of MRI, 
which makes measurements of PFC values of magnetic recorders more difficult. 

At the same time, taking into account a growing trend towards using modernized 
magnetic recorders of a low accuracy class as a part of measuring instruments (for 
example, in measuring instruments applied in medicine and biology), the task of finally 
solving the problem of determining PFC of their channels is urgent . 

In Figure 5.31 the experimentally obtained dependence of the nonlinearity of the 
relative phase-frequency characteristic of the recorder “romantic” path is given. 


Figure 5.31. Nonlinearity of the relative phase-frequency characteristic of the magnetic 
recording/reproducing path of the recorder “Romantic-3”. 
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Table 5.12. Basic technical characteristics of the “romantic”-type recorder. 


Characteristic Values 
Speed of tape transporting (cm/s) 9.53 
Frequency range (Hz) 63-12500 
Dynamic range of the equivalent resistance of a loud-speaker (dB), no less 

than 42 
Coefficient of nonlinear distortions at a harmonic signal of 400 Hz (%), no 

more than 5 
Coefficient of detonation (%), no more than 0.4 


It should be noted that its values strongly depend on positions of timbre controls 
for the low frequency and high frequency parts of the working frequency range. The 
dependence indicated was obtained at the middle position of the both timbre controls. 

The basic technical characteristics of the recorder of the “romantic” type are indi- 
cated in Table 5.12. 


5.4.1.3 Setup for verifying information measurement systems 


The reference “Setup for verifying the information-measurement systems” includes 
“unit of control “GPS-2” that fulfils the following functions: 


* comparison of the instantaneous values of a test signal before and after its passing 
through a channel of the equipment being tested; 


* tracing the current delay time of a test signal in a channel with generation (according 
to the invention indicated in [472]) of the voltage proportional to its instantaneous 
values, as well as synchronization of moments. The test signal values are read out 
from the output of the equipment under testing; 


* output of the analogue signals which are proportional to the error of transforming 
instantaneous signal values in the amplitude (AU) and time (Afr) domains, as well 
as their transformation into digital code. 


The functional scheme explaining the method [452] of measuring oscillations of the 
signal time delay in the MRI channel is shown in Figure 5.24, and the basic technical 
and metrological characteristics of the unit of control “GPS-2” are listed in Table 5.13. 
The essence of this measurement method is described in Section 5.3.5. 

The “unit of control GPS-2” has six cassette modules which are installed on a com- 
mon frame. The modules are: two boards of “logic”, board of shapers, ADC, DAC, 
and a time-error separation board. In the process of testing, the IMS unit operates in 
two modes. 
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Table 5.13. Technical and metrological characteristics of the Unit of control “GPS-2”. 


Characteristic Values 
Frequency range of the test signal (kHz) 0-20; 0-10; 0-5; 
0-2.5; 0-1.25; 


0-0.625; 0-0.312 
Number of spectral components of the test signal within 


the working frequency range 1048575 
Amplitude range (V) +1; +10; 0-(+1); 
0-(+6) 

Constant shift of the test signal (V) 0; +0.5; +3 
Input resistance (kOhm), no less than 

for the “pilot-signal” 20 

for the test signal 600 
Output resistance (Ohm), no greater than 200 
Limit of the permissible basic reduced error (%) 1.6 
Root-mean-square deviation of the random error com- 

ponent (%), no greater than 0,7 
Supply voltage (V) 220 (+10 %) 

from the network (Hz) 50 
Consumed power (W), no greater than 30 
Mass (kg), no greater than 10 
Dimensions (mm) 480 x 350 x 220 
Time of constant running (h.), no less than 8 


Here the test and reference signals are shaped in the mode “recording”, which are 
supplied to IMS under testing through the plug-and-sockets “Output to MRI, Chan- 
nels 1, 2”. 

In the mode “reproducing” the test and reference signals, having passed through 
IMS under testing, are supplied to the above unit. The instantaneous values of these 
signals are compared with the corresponding instantaneous values of the signals from 
GPS-2. The voltages obtained, which are proportional to the errors AU and At, are 
supplied through the plug-and-socket “‘output to PC” to the computer for further pro- 
cessing in accordance with the appropriate software, and then for printing. 

With the help of the unit of control of the “setup for verifying information-measure- 
ment systems’, the measurement channels of MRI of the M022-01 type were investi- 
gated with the purpose of getting the law of distribution of signal time delay in a MRI 
channel. 

The results of the investigations are arranged in the form of a printout that can be 
used to construct a histogram of the distribution probability density law of time delay 
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oscillations. Moreover, the software allows the minimum (@,in) and maximum (@max) 
delay time to be separated within the given time interval Af, and their estimates to be 
calculated: 


Omax — Omi 
vr = ——,— - 100% 


and @ 6 

YAt = a min z 100 %, 
the maximum peak-to-peak of signal time delay oscillations, which is reduced to the 
period T of the upper threshold frequency of the pass band of the channel under study 


and to the selected time interval At. 


5.5 Summary 


An overview of the literature, both theoretical and practical, on the determination 
of metrological characteristics of precise magnetic recording equipment for record- 
ing analogue electric signals, used as a part of information-measurement systems and 
measurement-calculation complexes, was presented. 

On the basis of this generalization a number of new approaches to creation of meth- 
ods and means for measuring metrological characteristics of MRI have been devel- 
oped. 

The results provide the groundwork for a solution of the problem of metrological 
assurance of precise magnetic recording equipment, which is of great importance in 
connection with a wide use of MRI in IMS of various destinations. 

Within the framework of the solution of this problem and the concrete tasks which 
follow from it, the results indicated below have been obtained. 

An algorithm for evaluating the quality of systems of metrological assurance under 
the conditions of incomplete and inaccurate data on their elements, connections, and 
properties, was developed which makes use of the fuzzy-set theory. This algorithm 
was illustrated by an example of the project of a MRI verification scheme. 

Taking into account the metrological status of MRI as an intermediate measuring 
transducer, on the basis of an analysis of the equation of connection between the input 
and output signals of its measurement channel, a complex of its metrological char- 
acteristics which need to be normalized was presented. These characteristics include 
the error of transferring the signal over a channel, the dynamic characteristics in the 
form of the transfer or pulse weight function, the level of nonlinear distortions, and 
the time oscillations of the signal delay. Moreover, the metrological model of forming 
the resultant error was also grounded. 

A new method for normalizing the dynamic characteristics of a measurement chan- 
nel was proposed, based on the application of Markov’s parameters. The proposed 
method is alternative and equivalent with respect to the method based on applying 
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moments of the pulse weight functions. In addition to this method, one more method 
was developed which can be used to construct functional dependencies for jointly mea- 
sured quantities under the condition of incomplete initial data. This method is based 
on solving the problem of multicriteria optimization. 

For the first time, a method for the experimental evaluation of the registration error 
of a signal in the MRI channel has been developed which is based on the use of the 
peculiar features of the test signal in the form of a quasi-random binary sequence of 
the maximum length, and limited with respect to its spectrum according to the pass 
band of the channel under study. 

Correlation methods and instruments for direct and differential measurements of 
values of the pulse weight functions of the MRI channel, taking into account the 
following special features of the equipment verified, were presented: the number of 
channels, the width of their pass band, the different time sequence of recording and 
reproducing modes, the availability of transposing the speed of the magnetic carrier 
movement, and the possibility of separating a signal proportional to oscillations of the 
time delay. An analysis of this new method of coherent frequencies for the experi- 
mental determination of the nonlinearity of phase-frequency characteristics of MRI 
channels was made. 

A correlation method was developed for measuring nonlinear distortions of the sig- 
nal of the type of “white noise” in the MRI channel. This method is based on deter- 
mining the pulse weight functions of the channel on high and low levels of the test 
signal. The development of methods and instruments for measuring oscillations of the 
time delay of signals in the channel also allows both the oscillations and time delay 
drift to be estimated. 

Various versions of the technical realization of instruments for measuring the MRI 
metrological characteristics were developed. Their novelty is confirmed by 18 author’s 
invention certificates. 

Eight types of measuring instruments of eight types, developed researchers can be 
successfully used for experimental determination of the metrological characteristics 
of any equipment of precise magnetic recording and provide its verification and certi- 
fication. 


Chapter 6 


Validation of software used in metrology 


6.1 General ideas 


In recent years the use of software for solving problems in metrology has significantly 
increased. The underlying reason of this trend is connected with the increasingly ex- 
tended application of computer methods and means, firstly for data acquisition and 
processing, transmitting, storing and presenting measurement results, which requires 
auxiliary infrastructural information, and, secondly, for the metrological maintenance 
and simulation of measurement experiments. 

The EU Measuring Instruments Directive (MID) [327] has demonstrated a new ap- 
proach to the technical harmonization of standards in the field of commercially impor- 
tant measuring instruments (MJ), subjected to legal metrological control. 

For the purpose of the execution of this MID, the European Cooperation in le- 
gal metrology, WELMEC, has developed Document WELMEC 7.2 Software Guide 
(Measuring Instruments Directive 2004/22/EC) [541], and at the same time the Or- 
ganisation Internationale de Métrologie Légal has prepared the Document OIML D 31 
General Requirements for Software Controlled Measuring Instruments [181]. 

The Regional Organization COOMET (Euro-Asian Cooperation of National Metro- 
logical Institutions) has issued the recommendation “Software in Measuring Instru- 
ments: General Technical Specifications” [123]. 

Moreover, many countries have national normative documents relating to this mat- 
ter. In particular, in Russia these issues are touched upon in normative documents such 
as [196, 199, 200, 332, 335-337, and others], as well as in a number of scientific and 
technical publications [115, 284, 307, 482, 502, 537, and many others]. In the coun- 
tries of Western Europe, America, and in Japan a number of normative documents and 
publications [1, 56, 123, 145, 180, 181, 224, 231-235, 244, 327, 541, and others] are 
also devoted to these issues. 

The software applied in metrology, which expands the functional capabilities of 
program-controlled measuring instruments, as well as the solution for providing au- 
tomation of other no less important problems of metrology, are of interest, above all 
connected with the accuracy characteristics of software. 

In connection with the publication of the ISO “Guide to the Expression of Uncer- 
tainty in Measurement” (GUM) [243] (also translated and edited in Russian) which has 
become a document recognized by the international metrological community; the ac- 
curacy characteristics are determined in terms of uncertainty (the standard, combined 
and extended ones) together with the previous characteristics of errors, systematic and 
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random, which are more habitual, whereby the terminology of the International vo- 
cabulary on metrology (VIM) [246] was also used. 

The task of this chapter is to acquaint all those who work in the manufacturing mea- 
suring instruments industry, the producers and users of software for MI, and the entire 
metrological community with the normative documents now in force, and also with 
publications relating to quality estimates of the software used for measurement data 
processing, laying special stress on software accuracy characteristics. This chapter can 
be used as a reference manual for carrying out work on the metrological certification 
of measuring instruments and measuring systems with embedded software control fa- 
cilities. 

The software (S) used in metrology includes, firstly, software for data processing 
facilities hardwired into measuring instruments and/or computing units of measur- 
ing systems, software tools automating the processes of the acquisition, maintenance, 
transmission and presentation of measurement data, as well as the treatment of mea- 
surement results in accordance with the appropriate divisions of the certified proce- 
dures of performing measurement methods (MM). 

The question of software quality evaluation naturally arises. The task of describing 
this quality, in itself, is unusual, since it is rather difficult to propose a unified set of 
indicators of this quality. It is necessary to take into account the inevitable division 
of labor in developing, creating, debugging, studying, applying, and accompanying 
the software, on the one hand, and on the other hand, the difference in ideas of both 
designers and customers of various levels with respect to the software. 

An adequate set of quality indices for software products depends on the functional 
designation and properties of each software product. Software and software com- 
plexes for computers and microprocessors, as objects of designing, developing, test- 
ing, and quality evaluation are characterized by the following generalized indices 
[307]: 


¢ problem-oriented field of application; 
* technical and social destination of a given complex; 


* particular type of functional problems to be solved with a sufficiently defined field 
of application, which is determined by their respective users; 

¢ volume and complexity of the totality of software and data bases for solving a single 
target problem of a given type; 

* required composition and desired values of quality characteristics of software oper- 
ation, as well as the permissible amount of damage caused by insufficient quality; 
¢ degree of connection of problems solved in a real time scale or the permissible la- 

tency time for getting a result of the problem solution; 


* predicted values of maintenance and a the perspective of creating a great number of 
versions of software and software complexes; 
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* expected edition of production and application of software; 


¢ degree of providing software with required documentation. 


To determine the quality of software operation, the availability of technical capabilities 
which provide software compatibility, interaction, improvement and development, it 
is necessary to use documented standards in the field of the evaluation of the quality 
indices of software. Analysis of modern Russian and other normative documents and 
publications in this field shows that documented standards [181, 200, 541] are, in our 
view, fundamental for regulating the quality indices of software. 

In addition to the general requirements for software quality, special requirements 
arise in each particular field of application. In this connection it would be correct to 
consider separately the problem of metrological accompaniment of the software for 
measurement results processing. A documented standard [195] briefly formulates the 
basic metrological requirements for a software, related to the availability of a detailed 
documentation, protection of the software, its univocal identification and adequacy for 
application under conditions in measurement, test, and calibration laboratories. Ade- 
quacy in the metrological sense is understood, firstly, as the possibility of achieving the 
required accuracy of a final result of measurement when a particular software is used. 

When we speak of the accuracy characteristics of the algorithms and software used 
in metrology, we need to pay attention to the uncertainty components of errors and toe 
methods for their evaluation. The accuracy of final measurement results is influenced 
by various factors, such as the accuracy of the input data, the algorithm of the input data 
processing, the algorithm of the evaluation of a final result, as well as the realization 
of the listed algorithms in the software. 

In 1980s, at the D.I. Mendeleyev Institute for Metrology (St. Petersburg, Russia) 
the methodology for the certification of algorithms for data processing in carrying out 
measurements was developed [332]. The certification of an algorithm (software) of 
data processing is an investigation of the algorithm properties with the help of models 
of initial data which results in the determination of properties and he evaluation of 
quantitative characteristics of the algorithm (software). However, there is a difference 
between the procedures of the general and metrological certification. As a result of 
the general algorithm (software) certification, evaluation of the algorithm (software) 
characteristics regarding accuracy, stability and complexity are obtained, using vari- 
ous models of input data. 

With regard to metrological certification, the estimates of error (uncertainty) com- 
ponents characteristics are obtained when the processing of the results is performed 
under particular conditions of applying this algorithm. The concept “metrological cer- 
tification” is close to the concept “validation”, which is now widely used. Validation 
is a confirmation with the help of presenting objective evidence that the requirements 
concerning a particular expected application or use are met. 

In essence, the procedure of software validation consists of certifying the algorithm 
of data processing realized by this software. “Good” software will not introduce any 
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significant errors into the total errors of the result. In other words, errors of the software 
itself have to be insignificant as compared to the transformed errors of input data and to 
the methodical errors of the algorithm. When algorithm validation results are available, 
testing the software is an effective means for confirming the fact that this software does 
not introduce any significant additional errors. 

When performing a test of the software, one important question is the proof that 
testing is complete and includes the development of test tasks and the formation of 
sets of “standard” data. The answer to this question is based on the specification of the 
software and the results of the algorithm certification, which allow “weak” features of 
the software to be indicated, i.e., parameters of models. 

This chapter is devoted to various aspects of solving the practical task of evaluating 
the accuracy of measurement results obtained with the help of software for measure- 
ment data processing. In this chapter the factors influencing the accuracy of a final 
result of measurement are discussed. Great attention is paid to issues of the metrolog- 
ical validation of modern software-controllable measuring instruments. 


6.2 Tasks of the metrological validation of software (MVS) 
used in metrology 


6.2.1 Classification of tasks for MVS used in metrology 


The field of applying software products in metrology is rather wide. This leads to the 
fact that the requirements for software and problems of its metrological validation 
differ, depending on the problem being solved. Therefore, a need arises to make an 
attempt to classify available problems of metrological validation of software used in 
metrology. 

To construct a classification “tree” is not easy, since its form depends on selected 
classification signs. The following signs can be included into the hierarchy of this 
classification: 


¢ degree of tie to particular measuring instruments and measuring systems; 
¢ degree of autonomy and capability of the software developer; 

¢ degree of use of computer aids (CA); 

¢ degree of protection or a risk class of data falsification; 


* possibility to separate an important (from the point of view of metrology) and legally 
relevant part of a software being in use; 


* possibility to download modified versions of software, and others. 


The following categories of software can be distinguished by the degree of tie to 
particular measuring instruments and measuring systems: 
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¢ firm tie to particular samples and/or types of measuring instruments and/or measur- 
ing systems; 

* practical lack of any conformity. As an example of this category are the software 
products, intended to be used for data processing of measurement results obtained 
in key, regional, and interlaboratory comparisons of measurements standards. More- 
over, the software for processing data obtained before from various measuring in- 
struments and/or measuring systems, as well as for providing a normal operation 
of the infrastructure of any measurement, testing or calibration laboratory belong in 
this category; 


* simulation technique of a measurement experiment, as well as test “standard” input 
signals and response to them (for example, see [56, 244, and others]). 


Depending on the degree of autonomy and capability of a developer, the software 
can be divided into: 


¢ software firmly tied to measuring instruments and/or measuring systems, which is 
developed specially for solving posed measurement problems and cannot be sepa- 
rated as an object of metrological validation (and/or for sale), i.e., so-called built-in 
or user (ordered) software; 


* software that can be entirely or partly separated and subjected to metrological val- 
idation (and sail) as an independent object. Modified commercial software with a 
changed source code (for example, software developed at LabView, and others) are 
also of this category; 


* autonomous commercial software purchased as a finished product and used without 
any modification (for example, Microsoft Excel, MATLAB, and other application 
software packages). 


By the degree of use of computer aids, the software support is classified as: 

* software, developed as a task-oriented product for computer aids applied in a par- 
ticular measuring instrument and/or measuring system (built-in or of the P type); 

¢ software used for a personal universal multipurpose computer (in particular, in a 


measuring instrument of the U type). 


By the degree of immunity or risk class of data falsification, the software can be of 
the following types: 


* software protected from accidental use; 


* software protected from unauthorized use, including cracked software, use of un- 
documented commands entered through a user interface, protection of controlled 
parameters, etc., which are protected by physical (hardware) as well as electronic 
and cryptographic means. 
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Reasoning from the possibility of separating the metrologically important from 
the legally relevant part of a software being used, one distinguishes: 


* software that can be divided into metrologically important and legally relevant parts; 


* software that cannot be divided into metrologically important and legally relevant 
parts. 


Reasoning from the possibility of downloading modified versions of the software 


(software update procedure), we distinguish 


¢ a verified update; 


* a traced update. 


In accordance with [197] it is possible to divide t software types into 5 different 
categories, which initially divide software support into: 


¢« COTS (commercial off-the-shelf), i.e., finished purchased software; 
¢ COTS (modified off-the-shelf), i.e., modified purchased software; 


* CUSTOM, i.e., the software manufactured by request or “homemade”. 


The special features of these categories are given in Table 6.1. 


Table 6.1. Categories of software. 


Category Type Software groups Software examples 
1 (COTS) Operation systems Operation systems Windows, LINUX 
2 (COTS) “Hard” software Embedded software Devices, voltmeters, 
testing machines 
3 (COTS) Standard program E-mail programs, word- Word, Excel (only as 
packages processors tables), Outlook, Internet 
Explorer, Acrobat and 
others 
4 (MOTS) Configured and Software as a means of | Equation, Excel, Lab- 
modified software programming and con- View, LabWindows, 
packages figuring an environment. Labtech Notebook, 
An appliance is needed Mathcad 
before use. 
5 (CUSTOM) Software for users, Software developed Applications written in 


manufactured by re- 
quest or “homemade” 


for a user and apply- 
ing software tools. This 
includes documents 
from Word/Excel with 
macrocodes 


C++, SOL+, Java Visual 
Basic, XML, LabView, 
LabWindows, and other 
languages 
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One version of software for measuring instruments is given in the WELMEC 7.2 
Software Guide [541], which represents a structured set of blocks of requirements. 
The total structure of the guide follows the classification of measuring instruments, 
which rests on the basic configurations and classification of so-called configurations 
of measurement technologies. The set of requirements is supplemented with special 
requirements for measuring instruments. 

As a result the following three types of requirements exist: 


(1) requirements for two basic configurations of measuring instruments (called type P 
and type U); 


(2) requirements for four configurations of measurement technologies (called exten- 
sions L, T, S and D); 


(3) special requirements for measuring instruments (called extensions I.1, 1.2 ...). 


The first type of requirements can be applied to all measuring instruments with soft- 
ware (measuring instruments of the P type: built-for-purpose measurement instru- 
ments; measuring instruments of the U type: measurement instruments using universal 
computers). 

The second type of requirements relates to the following functions of information 
technology: 


* memory of long-term storage of measurement data (L — long-term storage); 
¢ transmission of measurement data (T — transmission); 
¢ download of software (D — download); 


* separation of software (S — software separation). 


Each set of these requirements is applied only in cases where a corresponding function 
exists. 

The last of the four types represents a collection of further special requirements for 
measuring instruments. At the same time, the numeration in the guide [541] follows the 
numeration used in Supplements of Special Requirements for Measuring Instruments 
in the Directive MID [327]. 

The set of requirement blocks that may be applied to a given measuring instrument 
is schematically shown in Figure 6.1. 

The schemes in the following Figure 6.2 show what sets of requirements exist. 


Requirements for one of Requirements for those ; 
fe basi ae > IT confi piahealice > Instrument specific 

e basic configurations configurations tha requirements that apply 
of measuring instruments apply 


Figure 6.1. Type of requirement sets that should be applied to a particular measuring instru- 
ment. 
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Software requirements for basic configurations of measuring instruments 


Requirements for built-for-purpose Requirements for measuring instru- 
measuring instruments (Type P) ments using universal computers 
Requirement block Pl Requirement block U1 
Requirement block P2 Requirement block U2 


Software requirements for IT configurations 


Requirements for long-term 


storage of legally relevant Requirements for software 
data (Extension L) separation (Extension S) 


Requirements for download 


Regen te! of legally relevant software 


(Extension D) 
Requirement 
block D1 
Requirement 

block D2 


transmission of legally 
relevant data(Extension T) 


Requirement Requirement Requirement 
block L1 block T1 block S1 
Requirement Requirement Requirement 
block L2 block T2 block S2 


Instrument specific software requirements 


Water meters 


Liquid meters 


Electricity meters 


Gas meters 


Heat meters Weighing Instr. 


Requirement 
block I5-1 


Requirement 
block I3-1 


Requirement 
block I1-1 


Requirement 
block I4-1 


Requirement 


Requirement 
block I6-1 


block [2-1 


Figure 6.2. Overview of requirement sets. 
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In addition to the structure described, the guide requirements [541] differ in risk 
classes. In the guide six risk classes are presented, which are numbered from A to F 
with an assumed increase of the risk. At present the A class of the lowest risk and the 
F class of the highest risk are not applied. They have been formed as a reserve for 
possible cases which might make them necessary in the future. 

The remaining risk classes, from B to E, cover all the classes of instruments which 
are related to the sphere of the MID regulation [327]. Moreover, they ensure a sufficient 
interval of possibilities for the case of computations in evaluating a changed degree 
of risk. The classes are determined in the guide, which has an exclusively informative 
character. 

Each measuring instrument has to be assigned to a risk class, since special software 
requirements that should be applied, are regulated with the risk class to which the 
measuring instrument belongs. 

The guide [541] can be applied to a great variety of measuring instruments, and is 
set up in modules. The appropriate sets (blocks) of requirements can be selected if the 
following algorithm is fulfilled. 


Step 1. Selection of the basic configuration (P or U). 
Only one of two sets for basic configurations has to be applied. 
Step 2. Selection of the IT to be applied (extension L, T, S and D). 


The configurations of the IT include: memory for long-term storage of legally rele- 
vant data (L), transmission of legally relevant data (T), separation of software (S), and 
download of legally relevant software (D). The corresponding sets of requirements, 
called module extensions, do not depend on each other. The sets are selected depend- 
ing only on the IT configuration. If the extension set is selected, it has to be applied 
in full. It is necessary to determine which of the existing module extensions give the 
best fit, and then they can be used correspondingly (Figure 6.2). 


Step 3. Selection of special requirements for measuring instruments (extension I). 


It is necessary to select extensions I.x, using those corresponding to the requirements 
for MI, which fit to a particular measuring instrument, and then to apply them corre- 
spondingly (Figure 6.2). 


Step 4. Selection of the applied class of risks (extension I). 


It is necessary to select the class of risk as determined in the corresponding extension 
I.x for the special requirements for measuring instruments in subdivision I.x.6. Thus, 
the class of risk can be identically determined for the class of MI or even divided into 
categories, fields of application, etc. As soon as the class of risk has been selected, 
only those requirements and and the validation guidance have to be considered which 
correspond to this class of risk. 
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Blocks of requirements 

Each requirement block (see Figure 6.2) contains a title and well-defined thesis of the 
requirement. Moreover, it consists of defining comments (a text containing explana- 
tory and prescribed notes, additional explanations, exclusive cases, and so on), docu- 
mentation demanded for presentation, validation guidance and examples of acceptable 
decisions (if they are accessible). The content inside the block of requirements can be 
divided according to the classes of risk. This leads to a schematically presentation of 
the block of requirement shown in Figure 6.3. 


Title of a requirement 

Main statement of therequirement (eventually differentiated between risk classes) 
Specifying notes (scope of application, additional explanations, exceptional cases, etc.) 
Documentation to be provided (eventually differentiated between risk classes) 


Validation guidance for one risk class Validation guidance for another risk 
class 

Example of an acceptable solution for | Example of an acceptable solution 

one risk class for another risk class 


Figure 6.3. Structure of requirement block. 


The requirement block represents a technical content of a requirement, including 
validation guidance. It is addressed to both a manufacturer and a notified body two 
purposes: (1) to consider the requirement as a minimal condition, and (2) to not place 
demands beyond this requirement. 


Notes for a manufacturer: 

* it is necessary to adhere (keep) to the main thesis of a requirement and defining 
comments; 

* it is necessary to present the documentation required; 


* acceptable decisions are examples of fulfillment of the requirement. Following them 
is not obligatory; 


¢ the validation guidance is of an informative character; 


Notes for notified bodies: 

* it is necessary to adhere (keep) to the main thesis of a requirement and defining 
comments; 

* the validation guidance has to be followed; 


¢ the completeness of the documentation presented should be confirmed. 
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6.2.2 State of affairs in this field in leading countries of the world, 
immediate tasks and ways for their solution 


At present the problems of metrological validation of software for controllable mea- 
suring instruments and devices, measuring systems, and measurement-computation or 
apparatus-program measurement complexes, are the most studied ones. 

In addition to efforts of national metrology institutes, where specialists have pre- 
pared publications and developed normative documents in this field (the most suc- 
cessful ones in Germany, Great Britain, USA, Canada, Japan, Russia, and others), 
a powerful impulse for further development in this direction is the EC Directive on 
Measuring Instruments (MID) 2004/22/EC [327], issued in 2004. 

In this document meticulous attention is paid to special software requirements for 
the following types of measuring instruments (see MID, Supplement III): 


* water meters; 

* gas meters and volume conversion devices; 
* active electrical energy meters; 

¢ heat meters; 


* measuring systems for the continuous and dynamic measurement of quantities of 
liquids other than water; 


* weighing instruments; 

¢ taximeters; 

* material measures; 

¢ dimensional measuring instruments; 


¢ exhaust gas analyzers. 


The work in the field of validation of software, important from the point of view of 
metrology, began in national metrology institutes in the 1980s. To estimate the state of 
matters in leading countries of the world, as well as to reveal the problems, which have 
been solved or not solved, and arising difficulties, it is necessary to trace the history 
of development of this direction in each of the countries mentioned and in the world 
metrological community as a whole. 


6.2.2.1 The International Organization of Legal Metrology (Paris, France) 


The Organisation Internationale de Métrologie Légale (OIML) is an intergovernmen- 
tal organization which includes 59 member-states and 57 countries as participants 
[238, S. Just, U. Grottker]. 

The OIML is the world-wide intergovernmental organization, the main goal of 
which is the harmonization of rules of metrological control applicable to national 
metrological services or organizations connected with them. 
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The tasks of OIML are as follows: 


* to provide governments with the requirements and procedures which can be used in 
national legislation and regulation; 


* to harmonize national requirements and procedures; 
* to establish mutual confidence, acceptance, and recognition; 


* to sett up international systems for estimation and certification of measuring instru- 
ments; 


* to compensate for the insufficient competence and disinterestedness of users; error 
and falsification protection. 


The OIML publications are divided into the following basic categories: 


¢ International Recommendations (OIML R), which are model (frame) rules estab- 
lishing metrological characteristics for definite measuring instruments, as well as 
indicating methods and equipment to control compliance with the requirements; 


¢ International Documents (OIML D), which have an informative character and are 
intended to improve the activity of the above-mentioned metrological services; 


¢ International Guides (OIML G), which are also informative and intended to apply 
particular definite requirements on legal metrology; 


¢ International Basic Publications (OIML B), containing the rules according to which 
different structures and systems of the OIML operate. 


By 2008 the OIML system had published 137 International Recommendations related 
to 107 categories of measuring instruments, which are, in a certain sense, the interna- 
tional standards in accordance with the Agreement on Technical Barriers to Trade of 
the World Trade Organization. These Recommendations are openly available on the 
OIML web site. 

Among the OIML and some other organizations such as the ISO or IEC the joint 
agreements have been set up with the purpose of avoiding contradictory requirements. 
Hence, the designers, manufacturers, and users of measuring instruments, testing lab- 
oratories, and so on, can simultaneously apply both the OIML publications and publi- 
cations of other organizations. 

In the meantime, the OIML has issued the Document OIML D 31:2008 “General 
Requirements for Software-controlled Measuring Instruments” [181]. 

An doubtless advantage of this document, which carefully takes into account the 
specific character of metrology and terminology, is its logical statements, use of the 
experience of various countries in this field and connection with other documents of 
the OIML and international organizations on standardization, as well as with the re- 
quirements for measuring instruments in case of approving their type. 

This work was carried out by experts from various countries and the experience 
gained by such organizations as the BIPM (in particular, documents [243-—245, and 
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others were prepared there], ISO and IEC [231—235, and others], as well as the 
WELMEC [541] and COOMET [123]. 


6.2.2.2 Physikalisch-Technische Bundesanstalt (PTB, Germany) 


In 1991 at the PTB a department for metrological information was established. Its 
activities are devoted to the following fields: testing software and ensuring its qual- 
ity, information technologies in legal metrology, exchange of data and safety, game 
machines, and voting systems [238]. 

As aresult of the activities of this PTB department and of the Working Groups (WG) 
of the WELMEC, a number of new documents have been issued. Thus, there was is- 
sued a normative document by the WELMEC entitled “Software Guide” [541], which 
was developed, firstly, to render assistance to manufacturers of software-controlled 
measuring instruments and authorized bodies in assessing the quality of software and 
its compliance with the requirements of the EC Directive on Measuring Instruments 
MID [327]. 

The WELMEC, a cooperation of the EC and European Free Trade Association 
member-states services on legal metrology, believes that this guide is the best practical 
manual. 

At the same time, we note the guide has only a consultative character and does 
not force any restrictions or additional technical requirements beyond those which 
are indicated in corresponding EC Directives. Moreover, alternative approaches are 
allowed. 

It should be noted that the WELMEC Guide represents the most detailed and cur- 
rently up-dated document, and provides examples of control tables for the fulfillment 
of requirements. 

A drawback of the guide is the fact that it embraces the requirements for software 
of measuring instruments and measurement systems and does not cover software for 
solving other problems in the field of metrology. This refers to the software not strictly 
intended for definite measuring instruments and measurement systems and, for exam- 
ple, those which are intended for treatment of measurement data of key, regional, and 
interlaboratory comparisons of measurement standards, data obtained earlier from var- 
ious measuring instruments and/or measurement systems, etc., as well as used for sim- 
ulating a measurement experiment, although many requirements for software given in 
the guide [541] can also be applied to the solution of such problems. 

At the PTB the analysis of the Profiles of Protection for Measuring Instruments 
(V. Hartmann, N. Greif, and D. Richter) was performed in accordance with ISO/IEC 
15408. Profiles of Protection means a set of protection requirements, independent of 
application, for the categories of measuring instruments which correspond to particular 
needs, namely to safety, i.e., protection from an unauthorized access (authenticity), 
modification (integrity), and loss of access (accessibility). 
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It was taken into account that the probability of attacks increases with the increased 
complicated nature of systems, a greater number of software components, and links 
among the components, etc., as well as the fact that future measuring instruments will 
undoubtedly be part of communication networks. 

The general criteria for assessment the safety (protection) of information technol- 
ogy included a protection structure (safe environment and protection objects), func- 
tional protection requirements, and requirements for confirming the confidence in 
safety (with introduction of their assessment levels). 

On the basis of this analysis it was concluded that general criteria can be applied 
in metrology and are suitable tools for metrological software validation. At the same 
time, the general criteria do not take metrological aspects into consideration. Therefore 
their adaptation is needed, i.e., “resealing a defensive line” between the protection 
requirements and metrological functional requirements. 


6.2.2.3 National Physical Laboratory (NPL, UK) 


Among numerous NPL publications [36, 56, and others] there are some which we 
especially ought to mention, namely: Best Practice Guide No 1. Validation of Software 
in Measurement Systems. Version 2.1, March 2004. Software Support for Metrology. 
B. Wichmann, G.I. Parkin, R. M. Barker, NPL DEM-ES 014, January 2007.1 [56]. 

In addition, proper attention should be given to the joint publication of the PTB and 
NPL representatives [1, R. Parkin, N. Greif], where the authors intend to prepare a 
new guide for development and assessment of the measurement software, motivated 
by the lack of any widely recognized basis for assessment and comparison, as well as 
by the absence of a comprehensive international guide in this field for scientists and 
experts of measurement practice and science. 

At the same time both the NPL achievements and PTB system of the prepared guid- 
ing documents on developing and evaluating software will be used, in spite of the 
following drawbacks: they have not become international guides or standards; they do 
not cover all the aspects of the life-cycle of software and are not sufficiently resistant 
to various revisions. 

The structure of the new guide is to contain, apart from the main text of the guide, 
some additional guidelines which will elucidate separate aspects of the type of static 
analysis of a code. The main part of the guide is to be built on the basis of a risk ap- 
proach. It is intended to be practical, brief, and self-sufficient, covering all the types of 
software intended for measuring instruments: purchased software packets, embedded 
software, instrument control, mathematical computation, and graphical user interface. 

Moreover, it is be connected, where necessary, with international standards, follow- 
ing their procedures, definitions, requirements, and recommendations. For examples 
of this see [232-235]. 

This guide needs to consider these two interrelated aspects from the point of view 
of both the programming process and software product. By the aspect of the program- 
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ming process we mean the acquisition of proofs in developing the software through 
preventive audits of this process. By an aspect of the software product we mean an 
analytic testing of a final (or some intermediate) software product or system. 

A “standard” model of the programming process which takes into account the stages 
of the life cycle has to be taken from ISO/IEC 12207 as a base for the guide. At the same 
time only significant key fields of programming should be considered. By significant 
processes of the software development is meant the analysis of requirements, design 
of software, its application, testing of software, and its maintenance in the operation 
state. 

Structurization of software life-cycle helps to divide the whole variety of the rec- 
ommended technique and requirements for the process into categories, as well as to 
make simpler their selection. The guide will provide the procedures for risk assess- 
ment, based on [233, 235], using a widely recognized approach for determining the 
risk category (factors and levels of the risk) and the means to make these risks minimal. 

The content of the guide has to fulfill the following: 


* to determine risk categories on the basis of the risk factors specific to such a software 
with acceptable risk levels; 


* to provide the characteristics for measurement software for each risk category; 
* to trace risk factors according to standardized risk indices; 


* to indicate what technique has to be used for each risk category and what degree of 
activity in using this technique has to be applied for each process of a life-cycle of 
software. 


The authors’ suggestions concerning the risk classes are discussed in detail in Sec- 
tion 6.6. 


6.2.2.4 Canadian agency of industry “Measurements in Canada” 


The report “Metrological Software. The Canadian Experience” [238, D. Beattie] in- 
cludes the history of software development, requirements for software, experience of 
the agency of industry “Measurements in Canada’, the drawbacks of existing require- 
ments, and activity on further development. 

In the section “History of development” five periods are distinguished: before soft- 
ware, period of early electronics, period of early devices based on software, period of 
the appearance of personal computers, and the period of the process of development. 

Within the period that preceded the appearance of software, all instruments were of 
mechanical nature and fulfilled only basic functions. They were assessed on the basis 
of their response to known inputs. 

During the period of early electronics the instruments fulfilled only basic measure- 
ment functions. They were assessed by the same method as mechanical instruments. In 
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the course of time their models had changed insignificantly and there was no hardware 
for connection with other equipment. 

During the period of early devices based on software, all the instruments were spe- 
cialized (of the P type). They fulfilled only basic metrological functions and there was 
no connection with other equipment. No software updating was applied. For such in- 
struments it was typical to have rather limited resources. 

For the period when personal computers appeared, the following features became 
characteristic: appearance of computers on high levels of trade; as before measure- 
ments were realized with specialized instruments; measurement data were sent to a 
personal computer for further processing, and complexes, on the whole, were retailed 
as advanced technologies. 

The period of development included: internal discussions, work with other govern- 
ment bodies, arrangement of an open forum on metrological software, formation of 
working groups on software (government working groups, working groups of devel- 
opers and manufacturers, final users, and owners of instruments), development of a 
project of requirements, improvement of the project by legal experts up to its final 
version. 

Tthe following conclusions were made: 


¢ the functions of software can be divided into three large categories: measurement, 
calculation, and control, each function making its own contribution to measurement 
accuracy; 


¢ the type approval cannot increase the significance of all software types; 
* requirements specific to software are necessary for all disciplines; 


¢ these requirements are applicable only for those software versions that are used for 
measuring instruments in which a personal computer (of the U type) is applied. 


Measurement functions of software: software fulfills all steps necessary to handle 
a signal into readable information; no facilities are used to determine the accuracy of 
indicated values; availability of advantages due to checking and evaluating the type; 
possibility of providing output data for other devices for further use; measurement 
functions are completed at the first indication of measurement quantities; all instru- 
ments require approving their type. 

Computational functions of software: the software is a receiver of basic informa- 
tion from measurement software; executor of the basic calculations, for example, the 
calculation of a general price or tare allowance; executor of more complicated calcu- 
lations, e.g., determination of a liquid temperature transition, the accuracy of which 
can be easily checked. The computational functions of software are not necessarily of 
a measurement character; for example they include stock-taking and checking. The 
computational functions of software are subjected to changes, which happens quite 
often. The type approval procedure is less important. These functions can be realized 
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in the process of type approval, if a given software is combined with some other mea- 
surement software or embedded into a specialized measuring instrument. 

Functions of programmed control to receive basic measurement information from 
some measurement software and apply data obtained for performing a control of a 
measurement process. Frequently, software this kind is created by a user for a specific 
location or task. The functions of such a are critical to the process of accurate measure- 
ments; they are not easily evaluate in a laboratory situation and frequently change; the 
type approval is of less significance for such functions; and initial verification is im- 
portant for them. At present all these functions are inherent to specialized measuring 
instruments. 

Canadian requirements for software: a a general nature; no procedures developed 
for their support; inapplicable for specialized measuring instruments; measurement 
functions are evaluated through a procedure of type approval; computational and con- 
trol functions are evaluated through primary and subsequent checks in the process of 
operation. 

Requirements for measurement software: compatibility; adequacy of system re- 
sources; integrity of code and configuration parameters. The code has to be protected 
against changes. Integrity tests of input/output signals have to be performed and in 
the event of a computer failure there should be no loss of measurement data. A built- 
in event recorder (audit trail) and an indicator of some other modes apart from the 
normal operational mode are required. Moreover, video indication facilities are nec- 
essary. Identification numbers can be displayed or printed out. Software this kind can 
be modified by an applicant for correcting problems that have appeared without any 
subsequent evaluation. 

Requirements for computational software: measurement information has to be iden- 
tified by an approved device. All operations should be recorded; records have to in- 
clude all information needed for confirming calculations. Data and information which 
accompany this data have to be protected against loss in case of disconnection from a 
supply source or a malfunction of a computer. 

Requirements for control software: measurement data and results should not be lost 
in case of computer failure or computer components trouble. All parameters of prod- 
ucts which should be measured are measured. A model test under operating conditions 
has to be provided for confirming the correctness of performing functions. 

Knowledge for today: it is impermissible to approve measurement software stand- 
ing apart. The definition principles and principles of performing checks have been 
accepted and need to be approved. 

Disadvantages of the Canadian requirements: they are not applicable for any spe- 
cialized measuring instruments (devices of the U type which are “repackaged” as the 
type P devices, many of which are used by open networks for communications). There 
are some problems connected with updated software (unexpected consequences that 
are difficult to be detected and/or to give off an alarm). 
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Prospective development activity: for the time being there are no firm plans. The 
requirements for software of specialized measuring instruments have to become a part 
of long-term documents of OIML R. It is possible to “redefine” the type P instru- 
ments in order to exclude “repacked” personal computers. Addressing of updating 
software should be performed only for specialized devices. A revision and enhance- 
ment of existing requirements should take place. Generally recognized methods of 
checking should be accepted. 


6.2.2.5 National Institute of Standards and Technologies (NIST, USA) 


In [238] A. Thompson. describes the trends of software of the National Conference on 
Weights and Measures. In the US the structure of regulation is characterized by the 
following: almost all executive authorities are based on federal and local jurisdictions. 
The NIST does not possess any executive authority but is responsible for advancing 
unified measurement standards of weights and measures to promote the trade. The 
National Conference on Weights and Measures is the main developer of standards for 
the legal metrology for the US. 

In 1901 at the National Conference on Weights and Measures (NCWM) a deci- 
sion was made to found an institute (at present the NIST) whose purpose is to provide 
technical support for the NCWM in developing requirements and practical unified 
measurement standards on weights and measures. The NIST consists of official rep- 
resentatives in the field of weights and measures, manufacturers of instruments, as 
well as of representatives of industry and the federal government. In particular, it con- 
tains National Technical Committees (NTC) based on sectors such as the weighing, 
measuring, software ones, and others. 

Zhe operational requirements for software of measuring instruments were first fixed 
in Handbook 44 (HB 44). Then Publication 14 (Pub 14) on type approval was issued. 
HB 44 and Pub 14 are annually revised and republished. 

History of NCWM participation in providing software for industry and science: In 
1989 the audit logs for electronic/software regulation and configuration parameters 
were accepted. In early 1995 in the NTCs general criteria for independent software 
were estimated and installed. Between 1995 and 1997 the First Working Group on 
software was active, and from 1997 until 1999 the Second Group continued this work. 
In 2005 the National Technical Committee on type approval and the sector on software 
were established. 

Tasks of the sector on software: to understand the use of software applied in weigh- 
ing and measuring devices; to enhance the requirements of HB 44 for software and 
verification facilities in the process of operation and requirements on protection and 
identification; to develop the criteria given in Pub 14 by including marking, protection, 
and functions important from the point of view of metrology; education of officials. 

Audit logs (1989) contain: requirements based on accessibility; properties of sealing 
and parameters influencing metrological integrity (adjustment capabilities acting upon 
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accuracy; choice of operations that influence the compatibility with HB 44); mainte- 
nance of recording sealed parameter changes. 

Class of an audit log depends on: the easiness at which an HB 44 swindle can be 
detected; soundness of the capability not to detect the swindle for sure. 

In the USA the basic risk is considered based on the fact f whether or not it is 
possible to remotely reconfigure an instrument. The requirements are based on needs 
for checking in the process of operation and are divided into three categories: 


¢ Category | (physical sealing/counters): not capable of for performing remote con- 
figuration. 


* Category 2 (physical sealing/counters): limited capabilities for performing remote 
configuration; a sealed hardware controls access to remote communications. 


* Category 3 (registrator of events): unlimited distance capabilities; unlimited access 
to configuration parameters and adjustment facilities. 


Sector of software support: beginning from 2005 a meeting of this sector takes place 
twice a year where OIML and WELMEC achievements are considered. This sector is 
concerned with the capabilities of national technical laboratories to perform checks 
of validated software under operating conditions and type approval procedures. At 
present the program code analysis does not refer to its functions. 

Sector of discussions and recommendations is engaged in solving the following 
problems. The sector provides third persons with permissions to use the general soft- 
ware criteria in addition to a validated hardware part; devices of the U and P types; 
there has to be a possibility for the metrological version to be shown on a display or 
printed out. Moreover, the activity of this sector includes issues of software separation; 
identification of certified software; software protection as well as protection of soft- 
ware interfaces; enhancement of control audit for software, software authentication 
and updating. 

Additional considerations: all requirements have to be applied to devices of the U 
type; the range of options for devices of the P type has to be applied according to 
risk. Concerning components, systems, and outside software, it should be said that 
differences between the USA and OIML normative documents need to be reduced to 
a minimum. 


6.2.2.6 Japan (The National Metrology Institute of Japan and the National 
Institute of Advanced Industrial Science and Technology) 


The report “Current state and perspectives of developing software expertise of taxi- 
meters, weighing devices and other specialized measuring instruments in Japan” [238, 
S. Matsuoka] is devoted to the following issues: fundamental features of the measure- 
ment legislation in Japan; reasons why software expertise is presently important for 
Japan; some rather practical issues on the expertise carried out for software of weigh- 
ing devices. 
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The Measurement Law in Japan: rules for carrying out an examination and ver- 
ification of measuring instruments subjected to legal control according to the Japan 
Industrial Standards (JIS) for these measuring instruments. To revise laws is difficult, 
but to revisions of standards is comparatively easily done. 

Examples of specific measuring instruments: 


(1) for trade: nonautomatic weighing instruments; taximeters; fuel and oil gauges (in- 
cluding fuel dispensers for automobiles); 


(2) municipal meters: water meters, gas meters, heat meters, and active electricity 
gauges; 

(3) measurements of environmental parameters: vibration level gauges, brightness 
meters, and sound level meters. 


(4) clinical measurements: clinical thermometers, blood pressure measuring instru- 
ments. 


The measuring instruments listed above have to be checked before putting them into 
operation. 

Reasons why at present software examination is important in Japan: the OIML 
Recommendation P76-1 which recently appeared includes: software examination; ne- 
cessity to take part in MAA (Message Authentication Algorithm) for OIML P76; revi- 
sion of Japanese industrial standards to bring them into agreement with OIML P76-1; 
introduction of the scale type expertise for trucks and railway platforms, including 
weight indicators. The software examination is also important for other specialized 
measuring instruments, although this is not a very urgent task. 

Summary: Not long ago in Japan practical software examination was initiated with 
regard to measuring instruments subject to the legal control. 

At present the software examination of weighing devices is extremely current be- 
cause of the revision of Japanese industrial standards for nonautomated weighing mea- 
suring instruments. 

However, there are some problems concerning what should be done with modern 
computer systems (Windows, data bases, etc). 


6.2.2.7 Russia (D. I. Mendeleyev Institute for Metrology - VNIIM, 
St. Petersburg; and the “All-Russian Research Institute of Metrological 
Service’ — VNIIMS, Rostechregulirovaniye, Moscow) 


The first science and technical publications devoted to the problems of software vali- 
dation of measuring instruments and measurement systems appeared in Russia begin- 
ning in 1985 [482, 502, etc.]. The first normative document was the recommendation 
document “Government system of ensuring measurement uniformity. Attestation of 
algorithms and software for data processing” [332], developed at the VNIIM. Addi- 
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tional normative documents in this field [196, 199, 200, 333-337, and others] were 
also issued. 
In metrology the organizational frames of software validation fulfillment can be: 


* testing and validation required for software controlled measuring instruments that 
fall under governmental metrological control and supervision in accordance with 
the Russia Federation law on “Ensuring the uniformity of measurements”. This 
refers mainly to measuring instruments of great importance for protecting the life 
and health of citizens, preservation of the environment, defense of the country, and 
social order; 


¢ the validation of measuring instruments software is also necessary in those cases 
where in a specification for development and customer acceptance of a measuring 
instrument there is a list of normative documents, in accordance with which tests 
of measuring instruments should be carried out and which contain requirements for 
the validation of their software (in particular, [200]); 


¢ ‘in other cases the validation of software used in measuring instruments is volun- 
tary and performed within the framework of the existing system for the voluntary 
certification of measuring instruments. 


At the same time, in this field there is a set of unsolved problems. In particular, at 
present in accordance with established procedure, the risk and degree of test rigidity 
is performed by an organization carrying out the validation of software in conformity 
with a customer order. Nevertheless, it is evident that to choose the level of require- 
ments it is necessary to apply an expert method and to acquire a group of specialists 
competent in the corresponding field of measurements. 

Further development of the generally accepted normative base in the field of tech- 
nique and technology requires solving all existing problems of fulfillment the work on 
validation of the software used in metrology. 

There is do doubt about the basic necessity for solving a number of tasks mentioned 
in Sections 6.2.2.2-6.2.2.6. 

Reasoning from the above, in this chapter it is useful to give the contents and require- 
ments of the OIML Document [181], partly specifying them on the basis of Guides of 
the WELMEC [541] and using other normative documents in this field which are at 
present in force. 
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6.3 Approaches to evaluating precision parameters 
of software used in metrology 


6.3.1 Sources of uncertainty and methods of their evaluation when 
applying data processing software for obtaining a measurement 
result 


6.3.1.1 Specification of software 


By a software specification [56] we mean the mathematical description of a problem 
which a software produces. The problems being solved can be different. Among them, 
for example, there can be computation of a mean or mean-root—square deviation of a 
number of values, evaluation of regression dependence parameters, computation of a 
function integral, etc. 

In addition to formulating a problem, an approach and method for its solution has 
to be described. For example, in evaluating parameters of regression dependence, the 
ordinary method of least squares (OLS) is applied, which has many modifications, 
such as classical OLS, weighted OLS, and generalized OLS. It is desired, when the 
opportunity presents itself, to present a formalized algorithm, with which the method 
selected for solving the problem can be realized. 

In other words, it is necessary to determine: the vector of input data X, vector of 
output data Y, function dependence establishing the compliance between the input 
and output in an explicit or implicit form: Y = f(X) or g(X, Y) = 0. Hereinafter, for 
the purpose of simplification, the explicit method of setting the functional dependence 
of a scalar output quantity on the input quantity vector will be considered: 


Y = f(Xj,...,Xn). (6.3.1) 


To such a form the rather great number of problems of processing results of mea- 
surements are reduced, among which it is possible to single out the following ones. 


Equation (6.3.1) coincides with the equation of indirect measurements, which is used 
in the GUM [243]. Within the GUM this equation is also the algorithm of finding a 
numerical value of the output quantity, which is, generally speaking, not always cor- 
rect. In particular, in Appendix 1 of the GUM [244] a different algorithm for finding 
the numerical value of a measurand is considered, also based on the measurement 
equation, but the numerical estimates of the output quantity will slightly differ. 


The problem of evaluating coefficients of calibration dependence of measuring in- 
struments is also reduced to the form in (6.3.1) for evaluating each coefficient. In 
this case the input data are the results of measurements of the input and response of 
measuring instruments within a certain range. 
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¢ The problems of processing of time series: for example, the evaluation of covariation 
functions and function integrals, presented by the results of value measurements in 
discrete time moments. 


The software specification does not include any description of concrete methods of 
the software realization of the algorithm indicated in the software description. The 
formulae, equivalent from the point of view of mathematics, are indistinguishable in 
respect to the software specification. Therefore, in testing the functional abilities, the 
software is frequently represented in the form of a “black (or opaque) box”. 

In actual fact, it would be more correct to represent the software as a “gray (or 
semiopaque) box” where the “opaque color” is defined by a degree of refining the 
description of the algorithm realized with the software. Thus, the attempts to make the 
“box” completely “transparent” are natural. This would allow analytical methods to 
be applied for investigating the functional properties of the software, the influence of 
the latter on the accuracy of a final result, and thereby to increase the reliability of the 
investigation results. 

In practice this would be implemented by performing an analysis of the initial 
code of the software, significantly complicating the problem of software investigation. 
Therefore, the analysis of the initial code is applicable only in particularly important 
situations of software use. In most practical cases the reliability of software validation 
is achieved due to the joint use of methods of analytical investigation of algorithms 
realized in the software and functional checks of the software. 


6.3.1.2 Sources of the uncertainty; evaluation; control of the combined 
uncertainty 


In evaluating the uncertainty of a measurement result obtained with software for data 
processing of a measurement experiment it is necessary to take into account the fol- 
lowing sources of uncertainty: 


* uncertainties of measurement experiment data which are the input quantities for an 
applied software, as well as uncertainties of other input quantities, i.e., calibration 
coefficients, reference data, and others; 


* uncertainties related to the algorithm selected for solving a problem. The algorithm 
influences the accuracy of the final result in two ways. On the one hand, in accor- 
dance with the algorithm, the transformation of the input quantities into the output 
quantities takes place and, correspondingly, the uncertainties of the input quantities 
are transformed according to a definite rule. On the other hand, some additional 
uncertainties can arise. These uncertainties are caused by approximate estimates, 
inherent in the algorithm, or by assumptions related to the distribution law, which 
is important for the statistical algorithms of data processing; 
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* uncertainties related to the realization of the algorithm selected with a particular 
algorithm; 

* uncertainties related to postulates, models being accepted when formalizing a mea- 
surement problem and making up a measurement equation. 


These four sources exert a joint influence on the accuracy of a final measurement result. 
With the exception of the influence of the initial data, it is not practically possible to 
completely separate the influence of the remaining sources of uncertainties caused by 
models accepted, algorithm, and its realization in a software. Therefore, the combined 
standard uncertainty cannot be represented in the form of four independent summands 
caused by the above reasons. 

Also, in its evaluation, some sources of uncertainty begin to form intersecting 
groups, which leads to a pessimistic estimate of the combined uncertainty. 

Equation (6.3.1) is the main expression for calculating the uncertainty of the output 
quantity depending on the uncertainties of the input quantities. On the other hand, 
equation (6.3.1) itself is a certain approximation of the interconnection of the output 
and input quantities. The choice of this approximation is dictated by a measurement 
problem and the requirements for the accuracy of a measurement result. 

The corresponding component of uncertainty is mentioned in the Guide [243], but 
to obtain this component is rather difficult, since it “falls out” from the procedure pro- 
posed in the Guide and based on the postulated model. In a number of cases this com- 
ponent can be evaluated from “above”, for example, by replacing a function integral 
with a sum. 

In this case it is possible to write the uncertainty caused by the discretization step and 
selected method of integration in an explicit form. In other cases attempts to obtain so 
uniquely an estimate of the approximation accuracy are unsuccessful, for example, in 
postulating a linear form of the calibration dependence which in reality is a nonlinear 
function. In this case after performing the computation in accordance with the model 
accepted, a check of the experimental data compliance with the measurement model 
is performed according to the criterion 7. 

The positive results of the check indirectly confirm that the uncertainty of setting the 
model is insignificant as compared with the uncertainties of input data. This example 
illustrates the general approach to the evaluation of the combined uncertainty, i.e., the 
contribution of a part of the main sources is evaluated quantitatively and as to the 
remaining sources efforts are made to show that their contribution is not significant. 
This means that the software functions correctly and corresponds to the problem being 
solved. 

By the example of the problem of integrating the continuous function according 
to the results of measuring its values “in knots”, let us illustrate the evaluation of 
the uncertainty components caused by the uncertainties of initial data and selected 
algorithm of their processing. 
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In Table 6.2 the estimates of transformed uncertainties and upper boundaries of the 
methodical error of integration are given for two methods: the method of rectangles 
and Simpson’s method (see Chapter 4). At transfer from the boundaries to the standard 

A} 


uncertainty, the uniform law of distribution was assumed: u? (S — J) = ae 


Table 6.2. Evaluation of the uncertainty components of the algorithms for integrating accord- 
ing to function values measured in “knots”. 


Po Method of rectangles Simpson’s method 


Quantity to be +. Y 
evaluated te i“ y(ejat 


Model of input data yi =yti)+e € € N(0,07) 


; i 
Quadrature formula = =3 + 204 
i Beet + Ym] 
b 


Boundaries of the 
methodical error 


m [a,b] 


Standard uncertainty 
of the output quantity 


The obtained estimates of the methodical component and component caused by 
transformation of the measurement result uncertainties are the a priori estimate of 
the software accuracy. Testing the corresponding software realization of the method 
of rectangles and Simpson’s method will be made with the purpose of showing that 
the software realization itself does not significantly contribute to the combined uncer- 
tainty. 


6.3.1.3 Computation of the transformed uncertainty 


The uncertainty component caused by the uncertainties of input data can be evaluated 
analytically in accordance with the “law of transforming (or propagating) uncertainty” 
[243], or this can be done by statistical simulation in accordance with the “law of 
transforming distributions” [244]. 

The process of evaluating the uncertainty of the output quantity (magnitude, value) 
is schematically, i.e., in the form of a sequence of steps, as shown in Table 6.3. 

Let us compare the advantages and disadvantages of both approaches to the com- 
putation of measurement uncertainties. 
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Table 6.3. Evaluation of measurement uncertainty in accordance with [173] and [174]. 


Law of propagation (transforming) uncer- 
tainties 


1. Input data introduction: 


Law of transforming distribution pdf — 
probability density function) 


{Xi u(xi)}™ {cov(x;, mie eit 


u(xj) = Uj, COV(X;, Xj) = Ui; 


2. Evaluation of the first derivatives of 
the function Y = f(X,...,Xw), de- 
scribing the transformation of input data 
into the output data: 


areal 
(ax | 


i=l 


3. Computation of the combined standard 
uncertainty of an output quantity: 


N 2 

af af of 
2 Y)= — 2 —_— —-/;; 
Ns aX; a AX; OX; 


i=l 


4. Computation of the expanded uncer- 
tainty: 
U =ku 


5. Representation of a result: 
v= Sf (x1,..-,4N),U 


2. Modeling pdf(x) on the basis of input 
data. Example: the totality of indepen- 
dent random quantities having a normal 


distribution: 

1 aay 

df (X;) = ———- exp (- ————_ 
Be, P| ne 


L 


3. Obtaining the distribution of an out- 
put quantity pdf(Y) by the Monte Carlo 
method: 


¢ modeling sets of input data 
M 


k (k) 
{20M 


M ~= 10°: 


obtaining output data { ye with the 
help of the software processing of 
input data sets; 

construction of pdf(Y ) 


. Computation of the standard and 
expanded uncertainty on the basis pdf(Y): 
u(Y), U(Y) 


5. Representation of the result: 
E(Y),U(Y) 


The merits and ease of applying the “law of propagation uncertainties” are evident. 
This is the analytical method which allows the output quantity uncertainty to be ex- 
pressed in an explicit form as the function of output quantity values at a change of 
these values in a certain field. On the one hand, this method is rather simple, but on 
the other hand, it covers the whole field of variation of input quantity values. 

The necessity of linearizing the measurement model should be considered as a dis- 
advantage of this method. But strictly speaking, this disadvantage can be eliminated if 
an additional uncertainty component, caused by the linearization of the measurement 
equation, is introduced. It is not difficult to evaluate it using the remaining terms of 
expansion in a Taylor series. 
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But as a matter of fact, here a disadvantage which is difficult to overcome is the 
impossibility of obtaining in an analytical manner the law of output quantity distribu- 
tion, which is required for correctly calculating the expanded uncertainty. Therefore to 
calculate the expanded uncertainty, a “will” solution has been accepted, 1.e., the multi- 
plication of the combined uncertainty by coefficient 2 for confidence level 0.95 and by 
coefficient 3 for confidence level 0.99, respectively. It is believed that this simplified 
approach to calculating the uncertainty for the most part of metrological problems will 
be the dominant one. 

The advantage of the distribution transformation approach with modeling according 
to the Monte Carlo method is the fact that it does not make any assumption concerning 
the linearity, does not require any linearization of the function f, and allows an actual 
distribution of the output quantity to be obtained. 

It should be noted that when applying the approach of “distribution transformation” 
the evaluation of the uncertainty of a measurement result obtained using the software 
realizing (6.3.1) is made rather than that of the uncertainty of a quantity obtained in 
accordance with equation (6.3.1). With such an approach some additional sources of 
uncertainty related to the necessity to use auxiliary software arise: 


¢ software providing the formation of “standard” input and output quantities; 


* software providing the computation of output quantity values at given input quanti- 
ties in accordance with equation (6.3.1); 


* software for processing an output quantity data array with the purpose of determin- 
ing its distribution law, from which a measurement result and corresponding un- 
certainty, as well as standard deviation and expanded uncertainty, respectively, are 
determined. 


In connection with the above, one more argument can be added in favor of the ap- 
proach “transformation of distributions”. At first glance, it seems to be attractive that 
the process of evaluating the transformed uncertainties of a measurement result can be 
combined with testing the software used for getting this result. 


6.3.1.4 Testing of the software 


The purpose of testing the software is to check whether it functions correctly. In the 
metrological aspect this is mainly the check of its adequacy for obtaining a result with 
the required accuracy. In practice the task of checking the software is frequently a 
constituent part of the task of testing measuring instruments, measurement systems, 
or MM certification. Therefore the generalized problem of determining the accuracy 
characteristics of a measurement result, obtained with the help of the software vali- 
dated, is of current importance. This problem will be considered in this subsection. 
Stating the problem thusly (“generalized testing”) has a broader scope than the tra- 
ditional notion of testing software as a confirmation of whether or not a software is 
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suitable for solving a particular measurement problem, 1.e., it does not introduce a sig- 
nificant contribution into a measurement result error (“testing in the narrow sense’’). 

The statement of the problem of “generalized testing” is quite correct, since in the 
long run it is just this evaluation of the combined uncertainty of measurement that is 
required. An alternative to this approach is a two-stage approach, if it can be imple- 
mented in practice. 

In the first stage the metrological validation of the algorithm of experimental data 
processing is performed, at the second stage the software is tested, the estimates of ac- 
curacy obtained at the first stage being the checkpoint for determining an admissible 
divergence between the “standard” results and results obtained using the software un- 
der test. The approach to validation of the algorithms of data processing is considered 
in Section 6.3.2. 

Let us consider in more detail the procedure of the “generalized testing”. To perform 
such a test it is necessary to have: 


¢ “standard” input and output data (perhaps, some software is needed to generate such 
“standard sets” which also have to be validated); 


¢ “standard” software for calculating a measurement result in accordance with the 
specification of tested software; 


¢ software for processing output data arrays in order to obtain in the general case the 
output quantity distribution law and its characteristics, i.e., a mean and mean square 
deviation. 


Testing is performed using the “standard” data. The basic recommendations concern- 
ing the formation of “standard” data are formulated in [56]. 

Mechanisms of getting the “standard” sets have to provide: detection of defects in 
a software under test; the design of test sets with properties known in advance (for 
example, a degree of noisiness); the possibility of getting the test sets of input data for 
which “standard” outputs are known and which, in a certain sense, are “close” to the 
input data sets arising in the process of practical use of the software; the possibility of 
getting a great number of test sets providing a sufficient coverage of ranges in which 
the inputs of software support can change. 

The input data parameters are: the volume of measurement information (the num- 
ber of elements of a sample), range, sampling increment in evaluating parameters of 
processes, level of noise, law of noise distribution, and others. 

In testing the software the “standard” input and output data, determined in advance, 
are used, or to obtain the “standard” output data the “standard” software is applied. 
In the documents developed by NPL (Great Britain) the method of “zero-space” of 
“standard” data forming is proposed. The input “standard” data are formed in such a 
way that the “standard” output data remain unchanged. This method is called “zero- 
space”. According to this approach, a single output set (vector) of “standard” data 
corresponds to different sets of input “standard” data. 
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Let us consider this in more detail. Assume that a problem is being solved, according 
to which the vector y = [y1 y2 -:+ Ym]" of the results of the observations carried out 
at discrete time moments x;,i = 1m is given. With all this going on, let us consider 
that the results y; are defined by a linear dependence yj = bj + boxj + rj i = 1m, 
where 6, the parameters to be evaluated are, rj is the random errors arising in the 
process of measurement. 

Let the system of equations be rewritten in the matrix form 


y= Ab+r, (6.3.2) 


where A is the matrix of observations, y is the vector of observation results, b is the 
vector of model parameters, amd r is the vector of remainders: 


1 x yi ry 
1 x2 y2 r2 by 


A=|. . ee ee eo ema be a 


1 Xm Ym Tm 


It is known that the solution of the linear regression problem according to the least 
square method is characterized by the fact that 


A’r =0. 


Consequently, 
m m 
yn =O) Sar =0. 
i=l i=l 


Let N be the matrix, the columns of which are the base vectors of the zero-space of 
the matrix A7. Then A? N = 0. Letr = Nu, then for different vectors of observation 
results y and y + r, similar values of the parameters ); are obtained: A’ Ab = A? y 
and AT(y +r) = ATy + A?Nu = A'y. 

Thus, the algorithm of constructing test sets of data is as follows: 


(1) the vector of observation results yy = Ab is calculated; 


(2) a matrix N, the columns of which are a basis of zero-space for the matrix A! is 
constructed; 

(3) the vector of remainders r = Nu, is formed, where the vector elements uv are 
generated with the help of a transducer of random numbers; 

(4) the normalization of the vector r is performed in such a way that it and its com- 
ponents have a distribution with a given mean and mean square deviation; 

(5) the vector of observation results y is formed in accordance with the formula y = 
yor. 
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This approach allows the correctness of the applied software to be controlled. To ex- 
press the influence of the software on the accuracy of a result quantitatively, the fol- 
lowing measures [56], which are evaluated using the “standard” data or compared with 
the results obtained with the “standard” software, are used. 


Absolute measures of accuracy 
Let us have 


Ay = ay esd = yee, (6.3.3) 


where ys) means the test output results and y* means the “standard” output results 
corresponding to the “standard” input vector x. 

Then d(x) = ||Ay|| /./n represents the absolute measure of the test result devia- 
tion from the “standard” result at the “standard” input vector x. 


Relative measures of accuracy 

Let the number of accurate significant digits in the “standard” results corresponding 
to the “standard” input vector x be denoted as M(x). Then the number of coinciding 
digits in the test computation results and “standard” results are calculated using the 
formula [115] 


N(x) = min {Mes () + ly , provided M(x) 4 0, 
and N(x) = M(x) otherwise. (6.3.4) 
Executing characteristic is the quantity 
1_pe 


P(x) = logio | 1+ (6.3.5) 


k(x) ||Ay|l 


where 77 is the computation accuracy and k(x) is the coefficient of the problem stipu- 
lation, which represents the quotient of division of a relative output by a relative input 
change 
_ ly /18x1 

Iv Zl 


The executing characteristic is a number of accurate significant digits, “lost” due to 
test computations as compared to the results obtained with software realizing the opti- 
mally robust algorithm. For the “standard” software it is assumed that dy ~ J(x)6x, 
where J(x) = {0 f;/0x;} is the Jacobian of the function f(x). 

In other words, the “standard” software is interpreted as a completely “transparent” 
box, for which the dependence of output data on input ones is described by the function 
F(x). The additional errors caused by the “standard” software are only the errors of 


k (x) 
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rounding ||A, x|| ~ n||x||], where 7 is the relative accuracy, and consequently 


| Avretl] = J(%) |] Ax |] = Jc) 7 ret || Xree | 
= k(x) Net || Yreell (6.3.6) 


If the software tests are executed on the basis of the “standard” data (input and 
output quantities) without any use of the “standard” software, then at a known (6.3.6) 
computer accuracy of the software under test, the limit accuracy of output data, which 
is possible at steady realization of the algorithm by the software under test, can be 
evaluated with the analytical method 


| Aviim || = J (x) || Axl] = J (x) neest || reel 
= k(x) test || Vreell - (6.3.7) 


Comparing this quantity with the really observed deviations of the output data of 
the software under test and with the “standard” output data it is possible to evaluate 
the accuracy lost due to realization of the algorithm by the software under test: 


[Ay _ |Ayll 
[Avim|] (x) nest [lYreell 


Consequently, in (6.3.5) it is necessary to use an index of the computation accuracy 
of the “standard” software or the one which is being texted, depending on the method 
of testing. 

It is also necessary to note that the accuracy characteristics given above differ from 
the expression of the measurement uncertainty which has been accepted for metrology. 

Therefore, they cannot be used directly as the estimates of the uncertainty compo- 
nent introduced by the software. Moreover, they are not intended for this purpose. In 
international documents and reports on software validation these characteristics are 
called “measures of behavior (functioning)” of software which are used exclusively 
for making a conclusion with regard to suitability of the software for solving a partic- 
ular measurement problem. 

Nevertheless, if it is necessary to characterize the software contribution into the 
combined uncertainty quantitatively, then it is possible to suggest the following 
method. As a result of testing, a set of divergences {A;} are obtained which corre- 
spond to different values of input quantities. These values are selected in such a way 
that ranges of their change overlap. The standard uncertainty, caused by realization of 
the software, can be estimated as Ugo = aa ae 

It is necessary to stress that this estimate 1s “from the top”, namely the pooled esti- 
mate of a number of influencing factors, since it is impossible, for example, to single 
out the component caused by forming the “standard” data. Furthermore, if the “stan- 
dard” sets of data have been generated without any dependence on the algorithm of 
data processing used in the software, then the divergences between the “standard” out- 
put values and the values obtained with the help of the software under study reflect not 
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only the uncertainty contributed by the software, but also the methodical errors of the 
algorithm of data processing. 

If the software is tested in the process of testing measuring instruments for which the 
software is an integral part, then the divergences considered result from a great number 
of uncertainty components. Therefore, it is necessary to analyze the divergences in 
each particular case in order to answer the question of which components they really 
characterize. 

The basic sources of uncertainty, requiring a quantitative estimate, are the uncer- 
tainties caused by the input data and algorithm (method) used. In the problem of “gen- 
eralized testing” the software, the “zero-space” method is insufficient, since it is nec- 
essary not only to reveal the software influence on the accuracy of a final result, but to 
evaluate exactly the combined uncertainty of the final result. 

In the most general case this uncertainty is expressed by the law of output quantity 
distribution. To obtain the law of output quantity distribution, the input data have to 
simulate an error of measurements just at the algorithm input. At the same time, the 
volume of modeling has to be of the order of 10° iterations in order to provide the 
reliability of the estimate of the output quantity distribution. 

In Figure 6.4 the scheme of testing the software is shown. In this scheme the “‘stan- 
dard” software (SSW), software under test and simulation input data are represented. 
Use of SSW allows the output quantity uncertainty to be evaluated with the Monte 
Carlo method and the output data of SSW and those of the software under test to be 
compared with the purpose to check the last one. Such a check can be performed on 
the basis of real data, but this is insufficient for obtaining the output quantity distribu- 
tion. The comparison of distributions of the output quantity for SSW and the software 
under test allows a systematic bias to be evaluated in the results of the last one, and 
scale of the corresponding distributions to be compared. 

Thus, it can be summarized that in order to obtain the most efficient solution of the 
problem of evaluating the accuracy of a measurement result obtained with software, 
it should be divided into three stages in accordance with the stages of evaluating the 
basic components of uncertainty. 

1. In the first stage a check of measurement equation correctness (6.3.1) and its cor- 
respondence to a particular measurement problem is carried out. In other words, the 
validation, i.e., the determination of the suitability, of the measurement model is per- 
formed. If some simplifications of the model are accepted, then the final result uncer- 
tainty caused by these approximations is evaluated. It should be noted that if measure- 
ments are carried out according to a certified procedure of performing measurements, 
then the problem of the first stage has already been solved. 

2. In the second stage the evaluation of the “transformed” uncertainty of a mea- 
surement result is performed on the basis of input data uncertainties. The method of 
evaluation is selected based on the form (of nonlinearity) of the measurement equation. 

When the Monte Carlo method is used (“law of distribution transformation”) the 
software inevitably influences the uncertainty computation results. But an a posteriori 
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Figure 6.4. Scheme of “generalized testing”. 


check of the software using the “standard” data is needed (with use of the “standard” 
software), since application of the Monte Carlo method does not allow any systematic 
biases of the output quantities to be revealed. The content of the second stage was a 
constituent part of the MM certification if it was performed. 

3. The third stage is testing the software, comparing the results obtained on the 
basis of the “standard” input sets with the “standard” output results. Testing allows 
unsuspected uncertainty sources to be revealed which are connected not only with the 
software but also with other influencing factors which for several reasons could not be 
evaluated at the a-priori stages. If SSW is used, then the second and third stages are 
naturally combined into one stage and the Monte Carlo method is applied. 

Let us once again stress the fact that the testing of software should not be consid- 
ered to be the evaluation of the uncertainty component contributed by the software, 
but as the procedure of checking its compliance with the requirements of a particular 
measurement problem. In the cases where the software is embedded, testing it can be 
carried out within the framework of the testing (validation, calibration, verification) of 
measuring instruments or measurement systems with the help of common measuring 
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instruments. Such a through experimental check of the whole system allows the cor- 
rectness of the applied software support to be defined. 

With respect to the evaluation of information measurement system accuracy, the 
approach described in [482] is worthy of note. According to this approach each com- 
putation component of the IMS is suggested to be provided with subsoftware of cal- 
culating the uncertainty (characteristics of “transformed” or “inheritable” errors). If 
such an approach is realized, then the measurement system in addition to a measure- 
ment result would give an estimate of its accuracy in complete accordance with the 
present-day definition of measurement result. 

At present a great amount of specialized software for calculating the uncertainty of 
measurement results is available. To evaluate the influence of software on the mea- 
surement result uncertainty, it is necessary to check the conformity of the uncertainty 
computation method, implemented with this software, with the requirements of nor- 
mative documents and the conditions of its specific application, as well as to compare 
the results with some “standard” data or, at least, with results obtained independently, 
for example, with the help of other software, similar in destination and comparable 
with respect to accuracy. In the latter case, it is a question of the “comparison” of vari- 
ous kinds of software, which is, certainly, of current importance for high accuracy and 
important measurements. 

Taking into account the expanding perspectives of using software in metrology, it 
seems that it will later on be useful to add additional metrological requirements to 
such software: namely, that all software for measurement result processing no con- 
sidered to be “mickey mouse” programs (trivial software) must contain a subpro- 
gram of computation of measurement uncertainty. Evaluation of the quality of such 
a generalized program can be carried out in accordance with the procedure described 
above. 


6.3.2 Methodology of algorithm validation for measurement data 
processing and its practical implementation 


Testing the software according to the “black box” method is the basic method of check- 
ing its functional capabilities in the process of metrological validation. In realizing this 
method two cardinal interrelated questions appear: 


(1) How must a set of test data be formed? What are the parameters of a useful signal 
have to be considered? What level of noise has to be known? What are the points 
of input signal ranges where it is useful to work?; etc. 


(2) How can the completeness of testing be provided, since testing is a check in sep- 
arate points and the results of testing are the propagation of estimates obtained in 
testing over the whole range of parameter variation? 
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Some recommendations on the formation of test “standard” data are given in Sec- 
tion 6.3.1. However, to reveal substantially possible “weak spots” of the software, an 
analysis of the algorithm of processing measurement results, realized by this software, 
is needed. Analytical estimates of algorithm accuracy as the function of the parame- 
ters of input data models allow the most critical values of parameter ranges of test 
signal models to be evaluated and, consequently, test data sets for testing software to 
be formed using the “black box” method. 

In this case testing with the “black box” method is a check for confirming the esti- 
mates obtained in the analytical manner. Thus, an alternative to “generalized testing” 
of software in evaluating the accuracy characteristics of the measurement result is to 
carry out the metrological validation of the realized algorithm, allowing the estimates 
of algorithm accuracy in the analytical form in the range of input data parameter vari- 
ation (and not in separate point as in testing). On the basis of metrological validation 
the selection of test data parameter values and then testing software in points selected 
are performed. 


6.3.2.1 Scheme for validating experimental data processing algorithms in 
measurements 


In the following a scheme for metrological validation of algorithms and software for 
data processing in measurements will be given. The methodology of validation of al- 
gorithms and software for data processing was developed at the D. I. Mendeleyev Insti- 
tute for Metrology about 20 years ago [332]. The study of a data processing algorithm 
on the basis of unified models of initial data with the purpose to determine character- 
istics of its accuracy, reliability (stability), and complexity is called here validation. 

Frequently validation is carried out for one group of algorithms, and the results are 
a basis for comparing the algorithms, in order to select the best one. By best we mean 
the algorithm that has a consistently high accuracy for a wide class of models, since 
in practice there is no information about the authentic properties of input data. For 
this the validation ideology differs from that of the optimization of statistic methods 
of evaluation, where the best algorithm for a selected criterion and postulated model 
is revealed. 

For the group of algorithms A = {a}, the sequence of stages are: 


¢ the establishment of indices of the algorithm IT,,..., 1, which will be used for 
comparison and caused selection of algorithms in group A; 


* the selection of test models of initial data entering the algorithm input: ),..., lum, 
which correspond to a measurement problem considered; 


¢ the evaluation of algorithm characteristic values on type models of input data: 


Tj; (a) = Tj (a, pj), i=1---n, jJ=l---m. 
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The values of the indices I1;;(a) are either the numbers or the dependencies of algo- 
rithm characteristics on the parameters of the input data models (including analytical 
expressions, interpolation formulae, tables, or diagrams). 

The algorithm characteristics can be divided into three groups: accuracy, steadiness 
(stability), and complexity. 

The accuracy indices of an algorithm characterize the accuracy of the measurement 
results obtained in its realization. They reflect both the methodical errors of the algo- 
rithm and the transformed errors (uncertainties) of measurements (caused by errors or 
uncertainties of initial data). 

At present, the basic characteristic of measurement accuracy is the standard uncer- 
tainty or density probability function of distribution of measurand values, i.e., pdf. 
In evaluating the systematical biases caused by the nonlinearity of algorithms it is 
convenient to use their boundaries. In addition to the accuracy characteristics, in the 
methodology of algorithm validation the steadiness and complexity characteristics are 
also considered. 

Models of initial data, 1.e., test models, are the combination of models of useful sig- 
nals and models of noises. Selection of useful signal models is based on the measure- 
ment equation. Models of noise are formed separately for random and for systematic 
components. 

The random noise is described by random sequences (above all by uncorrelated 
sequences with a mean, equal to zero, and constant dispersion 07) which have par- 
ticular standard distributions (in particular, Gaussian, uniform, double exponential, or 
“mixed” Gaussian distributions). For describing systematic components they more of- 
ten use functional dependencies which are constant, changing in a linear manner, and 
harmonic. 

In practice, when realizing the algorithm validation methodology we see a general 
or research validation of algorithms, which is the most complete study of such algo- 
rithm properties such as their accuracy, steadiness and complexity, and metrological 
validation. Results of the former have a reference character and are directed to choice 
algorithm for solving a particular measurement problem. 

The metrological algorithm validation has a more concrete character and is carried 
out, as a rule, according to a definite procedure of fulfillment measurements or to a 
measurement system, and it is governed by normative and/or technical documents. The 
validation of this kind corresponds to the concept validation to the greatest degree. 


6.3.2.2 Validation of algorithms for determining information parameters 
of analytical signals (an example) 


To illustrate the use of the validation methodology for algorithms of data processing in 
measurements, let us consider the validation of algorithms of determining information 
parameters of the quantitative chemical analysis (QCA) signals, which often are called 
analytical. The algorithm for determining an information QCA signal parameter is a 
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sequence of operations made with respect to an output signal of a primary measure- 
ment transducer with the purpose to determine the value of the information parameter 
and to evaluate its error. 

The QCA signal is the output signal of the primary transducer which carries infor- 
mation, in particular, about the qualitative and quantitative composition of a substance 
analyzed. By information parameters we mean the parameters of a QAC signal which 
allow the qualitative composition of a sample under analysis to be identified, such as: 


¢ of arithmetic operations, linearization of functions, QAC discretization, etc.); 


* transformed error components, which caused by input data errors well as parameters 
which are functionally connected with the concentration values of the components 
being determined. 


Usually the following algorithm error components can be distinguished: 


¢ methodical error components caused by a particular realization of an algorithm of 
processing, e.g., errors caused by an approximate performance and their transforma- 
tion in the process of algorithm fulfillment. The transformed errors are divided into 
systematic and random errors. For example, errors, caused by overlapping peaks 
when processing chromatograms and spectrograms, as well as errors caused by the 
nonlinearity of operations performed, are systematic transformed errors; and errors 
caused by random errors of initial data and changing in a random manner in the 
process of a repeated processing of some other realization of the QAC signal. 


The algorithm error components are characterized by: 


* boundaries in case of methodical error components; 


* boundaries or standard uncertainty, evaluated according to type B, in the case of 
systematic error components; 


* standard uncertainty, evaluated according to type A, in the case of random error 
components. 


When using the metrological validation of algorithms for determining an information 
parameter, the models of a useful signal, background signal (zero drift) and random 
noise are established. A set of input data models at the validation of algorithms of de- 
termining information parameters is determined, reasoning from general requirements 
such as sufficient simplicity, small number, and variety needed, adequate for the initial 
data. 

In specifying a set of models, it is necessary to take into account the following: 


¢ the characteristics of an analytical signal peak, symmetrical or asymmetrical; single 
or imposing on the other peak; peak of Gaussian, Lorentz, or arbitrary form; 
* a priori information about a background signal; 


¢ information about the characteristics of a random noise (level, spectral characteris- 
tics, correlation interval, etc.). 
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The model of a useful signal can be presented in the form 
m 
s(t) = > Aig(t =i); 
1 


where g(t) is the standardized pulses. 
Usually considered to be models g(t) are: 


¢ Gaussian model: 


exp(—t?/2w*) for symmetrical peaks; 


s(t) = 


1 
J 2 W 


| 29,2 
exp(—t*/2@ att <0 
s(t) = 1 for asymmetrical peaks; 
29,2 
exp(—t*/2@ att > 0 
J2r 02 p( / 5) 


* square-law model: s(t) = t? —t/a; 
* Lorentz model: s(t) = 1/(1 + t?/w), and others 


As the models of a background signal they usually use: 


¢ linear model: n(t) = do + ayt; 


* square-law model: n(t) = do + ait + ayt?. 
As models of noise, the following random sequences and signals are used: 


¢ random sequences with independent terms, distributed in accordance with the nor- 
mal law of probability distribution: 


exp(—x*/207); 


1 
P(x) = ino 


¢ random sequences with independent terms, distributed in accordance with the 
“mixed” normal law with probability density: 


p(x) = (1 — €)pi(x) + €pa(x), 


where pi(x) = exp(—x7/207), 


1 
Jf 200 


1 2 2 
x) = —— exp(—x*/2000~); 
p2(x) Jia l0o p(—x*/ ) 
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¢ random sequences with independent terms, distributed in accordance with the Pois- 
son law with the probability density 


* random stationary processes with correlation functions of the form 


Ki(t) = oe exp(—at’), 
K>(t) = 07 exp(—a |r|), and others. 


This list of standard models can be changed and expanded at any time, reasoning 
from the purpose of validation and possible kind of initial data. Below, we give the 
results of validating a group of algorithms for determining peak values with the ana- 
lytical method, where accuracy characteristics are obtained in the form of functions of 
initial data model parameters. 

The number of algorithms under study includes the following algorithms of deter- 
mining the position of the peak (t*) and peak value (x*) on the basis of the sequence 
of experimental data (¢;, xi): 


A: x* is determined as the maximum term of the sequence (x;), i.e., as the correspond- 
ing value of the sequence argument 


x* = max(xj),  ¢* = arg(x*); 
B: x* and ¢* are determined according to local square-law approximation xsq(t) 
nearby the maximum term of the sequence (x;) 
x* = maxXsg(t), ¢* = arg max Xsq(t). 
Analytically the algorithm is written as 


2 
et ax, - Cit 4-1) er A(xj+i— Xj-1) 
TA Pa eT a nT. eee: Seep TERS A Ate as PRD Ne 
8(xj41 + Xj-1 — 2x;) 2(xj41 + Xj-1 — 2x;) 
where x; and ¢; are the estimates obtained with the algorithm A; / is the discretization 
step. 


C: x* and t* are determined on the basis of the square-law approximation function 
s(t) by the least square method against (¢;, x;): 


x*= max x37"(t), t* = arg max a): 
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Analytically the algorithm is written as 
I sole T?(N+2), — d? 
= dy - a - 1, 
bas? 12N 4d 
where do, d, d> are the coefficients of the orthogonal polynomials Po(t), Pi(t), P(t) 


for the zero, first and second power, correspondingly. 


D: x*, t* are determined according to the local cubic approximation x,yp(t)near the 
maximum of the sequence (x;): 


x* =maxxXep(t), ¢* = argmax xXcup(f). 


Analytically the algorithm is written as 
5 h(xj — xj-1) 
_———  —— ——— 
Xj+1 — 2x; + Xj-1 
x = M3(t* = t41)(0* — tj) (t* — G1) + Mat — )'(* — 4-1) 
+ My (t* —t;-1) + xj-1, 


where 
M3 = (xj41 — 3x; + 3x;-1 xj—2)/6h?, 
My = (xj41 — 2x; + xj-1)/2h7, My = (xj — xj-1)/h, 


tj, X; are the estimates obtained according to the algorithm A. 


G: ¢* is determined on the basis of cubic plain-interpolation near the maximum of the 
sequence (x;): 


;— 4t; M 
ere ate (ny Bn 


25M, M3 | - 
5 5M; 


M3 


(xj-1 — xy )tj 


x*=xj+ — 0, 4h? Mo + (M, — 1,2h?M3)t* 


2 2 
+ (M2 — 4hM3)(tj — ry + = (Me + hM3)(t* — t-1)°. 


F: x* is determined as the maximum term of the smoothed sequence z;, where zj = 
(1 —k)zj-1 + kx; and t* is the corresponding value of the argument 


x” = max(z;), 1" =aremiax() 
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As models of a useful signal s(t) the following models were selected: 


s(t) = ant + ayt +. ao, 
so(t) = Asin(@t + 9), 
s3(t) = —k |t| + A. 


As models of random errors ¢;, the random sequences, distributed according to the 
Gaussian law with the parameters (0,0) or according to the uniform law with the 
parameters (0, A), were chosen. 

It was assumed that the systematic errors had been excluded in advance from the 
measurement results, and for the nonexcluded remaining systematic errors in many 
cases the models of random errors give the best fit. 

As a result of the metrological validation of algorithms of data processing the fol- 
lowing indices were determined: 


* boundaries of the methodical error component; 

* boundaries of the systematic bias of a result; 

¢ standard uncertainty caused by random factors. 

The results of the analytical investigation are given in Table 6.4. 


The parameters y and jz in accordance with the models s(t) have the following 


values: 
V1 = |a2|h?/40, yo = Aw7h?/80, y3 = kh/80, 
Ly = anh’, [2 = —Aw*h?/2, ; u3 = kh. 


— 


The parameter p characterizes the degree of suppressing errors using the algo- 
rithm C: 
180N3 


PV 2—DW + DW 43)’ 


and q is the initial data parameter equal to the ratio of a number observations at mo- 
ments t; > 0 to the number of all observations. 


6.4 Requirements for software and methods for its 
validation 


6.4.1 General requirements for measuring instruments with regard to 
the application of software 


Measuring instruments installed and used in accordance with supplier specifications 
comply with the following requirements, but at the same time do not contradict the 
remaining technical and metrological requirements of the OIML Recommendations. 


466 Chapter 6 Validation of software used in metrology 


Table 6.4. The results of analytical investigation. 


a 
S ~ Boundaries of the methodi- Transformed uncertainty 
5 3 cal component 
= = Boundaries of the systematic | Upper limit of the standard uncer- 
bias tainty 
1 —h/2< Ay <h/2 
6 0 < Ay <aph?/4 A; =0 St < 0,840 
3 —h/2 < A; <h/2 0 < A, < 0,450 Sx <4, 80 
—kh/2 < A, <0 
1 A; =0 
A, =0 
a 0, 75ho? 
9 | |Ail < Aw*h?/12 |Ar| < —j— 
B -0.02Aw4h* < Ay <0 ae 51 <0,7oh/ |p| 
J 0< A, < o Sx < Oo 
3| 4 < h/3 2 |u| 
—0.5kh < Ay <0 
1 F = re ee 75ho? 
x [A;| we St <0, 7ch/ |p| 
D(G) 4 502 Sx <0 
3 Ay < h/3 O< Ay < Rivers 
-0,5kh < Ay <0 |p| 
A;| < Aw?h?/12 
Pp ae < See ey ees 
2 x t pe St <0,70h/ |p| 
2 Sy <O 
G Ay < h/12 ee eae . 
|A,| < 0.064w2h? [| 
A; =0 op 
Rigs pee 
eae op? (N — 1)? |x| 
a * re = 
Ar = (t ) ND x J (i — t*)? + T2/60 
A; = 167.5(q — 0.5)? a2 = 
—o7p -, 
: ~8.3(q — 0.5) Ax = Woe Sy = ote igor Ol | 
3] Ay = 245.9(q — 0.5)4 7 ‘ , N N T 
~24.2(q — 0.5)? x (@— te)’ + T°/60) af inte. N+2 
-0.9 ta) — aN 


Since in this chapter we have used material from [181], itis necessary to explain that 
this international document OIML establishes the general requirements applicable to 
software for the functional capabilities of measuring instruments and provides a guide 
for checking the compliance of measuring instruments with the general requirements. 
We shall take this into account as a base for establishing particular requirements for 
both software and procedures which need to be indicated in international recommen- 
dations applied to particular categories of measuring instruments (hereinafter short: in 
the corresponding Recommendations). 
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At the same time the document does not cover all technical requirements specific 
for measuring instruments of a particular kind. These requirements will be indicated 
in a respective Recommendation document, for example, for weighing instruments, 
water meters, and others. Since instruments with software control, as a rule, are al- 
ways electronic, it is necessary to take into account the document OIML D 11 General 
Requirements for Electronic Measuring Instruments. 

At present the basic requirements reflect the state of matters in the sphere of infor- 
mation technology. In principle, they are applicable to all kinds of software-controlled 
electronic devices and subsystems, and have to be taken into account in any recommen- 
dations document. Unlike these elementary requirements, the special requirements in 
Section 6.4.2 refer to functional peculiarities that are not general for some kinds of 
measuring instruments or some fields of their application. 


Note: The following are the conventional designations for the rigidity levels of tests: 


(1) technical solution to be applied in case of a normal rigidity level of tests; 


(2) technical solution to be applied in case of an increased rigidity level of tests. 


6.4.1.1 Software identification 


Legally relevant software of a measuring instrument/electronic device/subsystem must 
1 be clear and unambiguously identified. An identifier may consist of more than one 
part, but one part shall be obligatory which is devoted only to a legally relevant pur- 
pose. 

The identifier shall be permanently connected with software and presented or 
printed when on demand or reflected on a display in the process of operation or when 
switching on a measuring instrument which can be switched on or off. If a subsys- 
tem/electronic device has neither a display or printer, the identification number must 
be sent through a communication interface for representing/printing with some other 
subsystem/electronic device. 

As an exception, for continuous measurements the solution may be a stamp with the 
identification number on the device under the following conditions: 


* auser interface is not available | for activating an identifier indication on a display 
or has no display at all to show the identifier of software (analog indicating device 
or electro-mechanical counter); 

¢ instrument/electronic device has no interface for transmission of the identifier; 

¢ after manufacturing of an instrument/electronic device a change in software is im- 
possible or can only take place only hardware or some component of it is changed. 


A producer of hardware or of a corresponding component is responsible to correct the 
indication of an identifier on a corresponding instrument/electronic device. 
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The identifier of software and means of identification must be stated in a certificate 
of the measuring instrument type approval. 


Note: All measuring instruments in use must comply with the type; a combined soft- 
ware identifier allows service staff and people obtaining measurement results to deter- 
mine this compliance with the used measuring instrument. 


Example: (1) A software contains a test series or number, unambiguously identifying 
the loaded version. This series is transmitted to a display of the instrument by pressing 
a button when the instrument is switched on, or cyclically under a timer control. 

A number of the version may have, e.g., the following structure: A, Y, Z. If a 
flowmeter computer is considered, then A will represent a version of the basic soft- 
ware which counts pulses, Y is a version for recounting (none at 15°C and 2 °C) and 
Z means an interface user language. 

(II) The software calculates a checksum of the executable code and presents the 
result as the identification instead of or in addition to the string in (I). The checksum 
algorithm shall be a normalized algorithm e.g., the CRC16 algorithm is an accept- 
able solution for this calculation. Solution (II) is suitable if increased conformity is 
required, e.g.,, the identity of the whole executed code (see Section 6.4.2.5). 


6.4.1.2 Correctness of the algorithms and functions 


The measuring algorithms and functions of an electronic device smust be appropriate 
and functionally correct for the given application and device type (accuracy of the 
algorithms, price calculation according to certain rules, rounding algorithms, etc.). 
The measurement result and accompanying information required by specific OIML 
recommendations or by national legislation must be displayed or printed correctly. 
It must be possible to examine algorithms and functions either by metrological tests, 
software tests, or software examination. 


6.4.1.3 Software protection 


Prevention of misuse 

A measuring instrument is to be constructed in such a way that the possibility of un- 
intentional, accidental, or intentional misuse are minimal. In the framework of this 
OIML document, this applies especially to the software. The presentation of the mea- 
surement results should be unambiguous for all parties concerned. 


Note: Software-controlled instruments are often complex in their functionality. The 
user needs adequate guidance for their correct use and for achieving correct measure- 
ment results. 


Example: The user is guided by menus. The legally relevant functions are combined 
into one branch of this menu. If any measurement values might be lost by an action, 
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the user should be warned and requested to perform another action before the function 
is executed. 


Fraud protection 

a) Legally relevant software must be secured against unauthorized modification, load- 
ing, or changes by swapping of the memory device. In addition to mechanical sealing, 
technical means may be necessary to secure measuring instruments which have an 
operating system or an option for loading software. 


Note: When the software is stored on an inviolable memory device (on which data is 
unalterable, e.g., a sealed ROM “Read Only Memory”) the need for technical means 
are accordingly reduced. 


Example: (1)/(I) The component containing the memory devices is sealed or the mem- 
ory device is sealed on the PCB. 

(ID) If a rewritable device is used, the write-enable input is prevented by a switch that 
can be sealed. The circuit is designed in such a way that the write protection cannot 
be cancelled by a short-circuit of contacts. 

(J) A measuring system consists of two subassemblies, one containing the main 
metrological functions incorporated into a component that can be sealed. The other 
subassembly is a universal computer with an operating system. Some functions such 
as the indication are located in the software of this computer. One relatively easy ma- 
nipulation — especially if a standard protocol is used for communication between both 
software parts — could be swapping the software on the universal computer. This ma- 
nipulation can be prevented by simple cryptographic means, e.g., encryption of the 
data transfer between the subassembly and the universal computer. The key for de- 
cryption is hidden in the legally relevant program of the universal computer. Only this 
program knows the key and is able to read, decrypt, and use the measurement values. 
Other programs cannot be used for this purpose, as they cannot decrypt the measure- 
ment values. 


b) Only clearly documented functions can be activated by the user interface, which 
shall be realized in such a way that it does not facilitate fraudulent use. The presentation 
of information shall comply with Section 6.4.2.2. 


Note: The examiner decides whether all of these documented commands are accept- 
able. 


Example: (D)/(D All inputs from the user interface are redirected to a program which 
filters incoming commands. It only allows and lets pass the documented commands 
and discards all others. This program or software module is part of the legally relevant 
software. 
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c) Parameters that fix the legally relevant characteristics of the measuring instrument 
must be secured against unauthorized modification. If necessary for the purpose of 
verification, the current parameter settings must be able to be displayed or printed. 


Note: Device-specific parameters may be adjustable or selectable only in a special 
operational mode of the instrument. They may be classified as the ones that should 
be secured (unalterable) and the ones that may be accessed (settable parameters) by 
an authorized person, e.g., the instrument owner or product vendor. Type-specific pa- 
rameters have identical values for all specimens of a type. They are fixed at the type 
approval of the instrument. 


Example: (D)/() Device specific parameters to be secured are stored in a nonvolatile 
memory. The write-enable input of the memory is prevented by a switch that can be 
sealed. 


d) Software protection comprises appropriate sealing by mechanical, electronic, and/or 
cryptographic means, making unauthorized intervention impossible or evident. 


Example: (1) (1) Electronic sealing. The metrological parameters of an instrument can 
be input and adjusted by a menu item. The software recognizes each change and in- 
crements an event counter with each event of this kind. This event counter value can 
be indicated. The initial value of the event counter must be registered. If the indicated 
value differs from the registered one, the instrument is in an unverified state (equiva- 
lent to a broken seal). 

(2) (D/A The software of a measuring instrument is constructed such that there 
is no way to modify the parameters and legally relevant configuration except via a 
switch-protected menu. This switch is mechanically sealed in the inactive position, 
making modification of the parameters and of the legally relevant configuration im- 
possible. To modify the parameters and configuration, the switch has to be switched, 
inevitably breaking the seal by doing so. 

(3) (I) The software of a measuring instrument is constructed such that there is no 
way to access the parameters and legally relevant configuration except by authorized 
persons. If a person wants to enter the parameter menu item he has to insert his smart 
card containing a PIN as part of the cryptographic certificate. The software of the 
instrument is able to verify the authenticity of the PIN by the certificate and allows the 
parameter menu item to be entered. The access is recorded in an audit trail including 
the identity of the person (or at least of the smart card used). 

Level (II) of the examples for acceptable technical solutions is appropriate, if in- 
creased protection against fraud is necessary. 
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6.4.1.4 Support of hardware features 


Support of fault detection 

The relevant OIML recommendation may require fault detection functions for cer- 
tain faults of the instrument. In this case, the manufacturer of the instrument shall be 
required to design checking facilities into the software or hardware parts or provide 
means by which the hardware parts can be supported by the software parts of the in- 
strument. 

If software is involved in fault detection, an appropriate reaction is required. The 
relevant OIML recommendation may prescribe that the instrument/electronic device 
be deactivated or an alarm/record in an error log be generated in case a fault condition 
is detected. 

The documentation submitted for type approval shall contain a list of faults that are 
detected by the software and its expected reaction and if necessary for understanding, 
a description of the detecting algorithm 


Example: (D/(D On each start-up the legally relevant program calculates a check- 
sum of the program code and legally relevant parameters. The nominal value of these 
checksums has been calculated in advance and stored in the instrument. If the calcu- 
lated and stored values do not match, the program stops execution. 

If the measurement is not interruptible, the checksum is calculated cyclically and 
controlled by a software timer. In case a failure is detected, the software displays an 
error message or switches on a failure indicator and records the time of the fault in an 
error log (if one exists). 


Support of durability protection 

It is up to the manufacturer to realize the durability protection facilities addressed in 
OIML D 11:2004 (5.1.3 (b) and 5.4) in software or hardware, or to allow hardware 
facilities to be supported by software. The relevant OIML recommendation may rec- 
ommend appropriate solutions. 

If software is involved in durability protection, an appropriate reaction is required. 
The relevant OIML recommendation may prescribe that the instrument/electronic de- 
vice be deactivated or an alarm/report be generated in case durability is detected as 
being jeopardized. 


Example: (D/A) Some kinds of measuring instruments require an adjustment after a 
prescribed time interval in order to guarantee the durability of the measurement. The 
software gives a warning when the maintenance interval has elapsed and even stops 
measuring, if a certain time interval has been exceeded. 
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6.4.2 Requirements specific for configurations 


The requirements given in this section are based on typical technical solutions in IT, 
although they might not be common in all areas of legal applications. Following these 
requirements, technical solutions are possible which show the same degree of security 
and conformity as a type as instrument which is not software controlled. 

The following specific requirements are needed when certain technologies are em- 
ployed in measuring systems. They have to be considered in addition to those described 
in Section 6.4.1. 

In the examples, where applicable, both normal and raised severity levels are shown. 


6.4.2.1 Specifying and separating relevant parts of software and their 
interfaces 


Metrologically critical parts of a measuring system — whether software or hardware 
parts — must not be inadmissibly influenced by other parts of the measuring system. 

This requirement applies if the measuring instrument (or electronic device or sub- 
assembly) has interfaces for communicating with other electronic devices, with the 
user, or with parts of the software other than the metrologically critical parts within a 
measuring instrument (or electronic device or subassembly). 


Separation of electronic instruments and subsystems 

a) Subassemblies or electronic devices of a measuring system which perform legally 
relevant functions must be identified, clearly defined, and documented. They form the 
legally relevant part of a measuring system. 


Note: The examiner decides whether this part is complete and whether other parts of 
the measuring system may be excluded from further evaluation. 


Example: (1) (D/C) An electricity meter is equipped with an optical interface for con- 
necting an electronic device to read out measurement values. The meter stores all the 
relevant quantities and keeps the values available for read-out for a sufficient time 
span. In this system only the electricity meter is the legally relevant device. Other 
legally nonrelevant devices may exist and may be connected to the interface of the 
instrument provided corresponding requirement is fulfilled. Securing of the data trans- 
mission itself is not required. 
(2) (D/A) A measuring system consists of the following subassemblies: 


¢ a digital sensor calculating the weight or volume; 
* auniversal computer calculating the price; 
* aprinter printing out the measurement value and the price to pay. 


All subassemblies are connected by a local area network. In this case the digital sensor, 
the universal computer and the printer are legally relevant subassemblies and are op- 
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tionally connected to a merchandize system which is not legally relevant. The legally 
relevant subassemblies have to fulfill the corresponding requirement and — because of 
the transmission via the network — also the requirements contained in Section 6.4.2.3. 
There are no requirements for a merchandise management system. 


b) During type testing, it must be demonstrated that the relevant functions and data of 
subassemblies and electronic devices cannot be inadmissibly influenced by commands 
received via the interface. 

This implies that there is an unambiguous assignment of each command to all initi- 
ated functions or data changes in the subassembly or electronic device. 


Note: If “legally relevant” subassemblies or electronic devices interact with other 
“legally relevant’ subassemblies or electronic devices, see Section 6.4.2.3. 


Example: (1) (D/A The software of an electricity meter (see example (1) above) is 
able to receive commands for selecting the quantities required. It combines the mea- 
surement value with additional information — e.g., time stamp, unit — and sends this 
set of data back to the requesting device. The software only accepts commands for the 
selection of valid allowed quantities and discards any other command, sending back 
only an error message. There may be securing means for the contents of the data set 
but they are not required, as the transmitted data set is not subject to legal control. 

(2) (D/A) Inside a component which can be sealed there is a switch which defines 
the operating mode of the electricity meter: one switch setting indicates verified mode 
and the other nonverified mode (securing means other than a mechanical seal are pos- 
sible; see the examples above). When interpreting commands received, the software 
checks the position of the switch: in nonverified mode the command set which the 
software accepts is extended compared to the mode described above; e.g., it may be 
possible to adjust the calibration factor by a command which is discarded in verified 
mode. 


Separation of software parts 

OIML TCs, and SCs may specify in the relevant recommendation the software/hard- 
ware/data or part of the software/hardware/data which are legally relevant. National 
regulations may prescribe that a specific software/hardware/data or part of the soft- 
ware/hardware/data be legally relevant. 

a) All software modules (programs, subroutines, objects, etc.) which perform legally 
relevant functions or which contain legally relevant data domains form the legally 
relevant software part of a measuring instrument (electronic device or subassembly). 
The conformity requirement applies to this part (see Section 6.4.2.5) and it must be 
made identifiable as described in Section 6.4.1.1. 

If the separation of the software is not possible or needed, the software is legally 
relevant as a whole. 
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Example: (1) A measuring system consists of several digital sensors connected to a per- 
sonal computer which displays the measurement values. The legally relevant software 
on the personal computer is separated from the legally nonrelevant parts by compiling 
all procedures realizing legally relevant functions into a dynamically linkable library. 
One or several legally nonrelevant applications may call program procedures in this 
library. These procedures receive the measurement data from the digital sensors, calcu- 
late the measurement result, and display them in a software window. When the legally 
relevant functions have finished, control is given back to the legally nonrelevant ap- 
plication. 

b) If the legally relevant software part communicates with other software parts, a 
software interface must be defined. All communication must be performed exclusively 
via this interface. The legally relevant software part and the interface shall be clearly 
documented. All legally relevant functions and data domains of the software must be 
described in order to enable a type approval authority to decide on correct software 
separation. 

The interface consists of a program code and assigned data domains. Defined coded 
commands or data are exchanged between the software parts by storing to the assigned 
data domain by one software part and reading from it by the other. Writing and reading 
program code is part of the software interface. The data domain forming the software 
interface, including the code that exports from the legally relevant part to the inter- 
face data domain and the code that imports from the interface to the legally relevant 
part, must be clearly defined and documented. It must be impossible to circumvent the 
declared software interface. 

The manufacturer is responsible for respecting these constraints. Technical means 
(such as sealing) for preventing a program from circumventing the interface or pro- 
gramming hidden commands must be impossible. The programmer of the legally rel- 
evant software part as well as the programmer of the legally nonrelevant part should 
be provided with instructions concerning these requirements by the manufacturer. 

c) There be be unambiguous assignment of each command to all initiated func- 
tions or data changes in the legally relevant part of the software. Commands which 
communicate through the software interface must be declared and documented. Only 
documented commands are allowed to be activated through the software interface. The 
manufacturer must state the completeness of the documentation of commands. 


Example: (1) In the example described above the software interface is realized by the 
parameters and return values of the procedures in the library. No pointers to data do- 
mains inside the library are returned. The definition of the interface is fixed in the 
compiled legally relevant library and cannot be changed by any application. It is not 
impossible to circumvent the software interface and address data domains of the li- 
brary directly; but this is not good programming practice, is rather complicated, and 
may be classified as hacking. 
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d) Where legally relevant software is separate from nonrelevant software, the legally 
relevant software must have priority over nonrelevant software in using resources. The 
measurement task (realized by the legally relevant software part) must not be delayed 
or blocked by other tasks. 

The manufacturer is responsible for respecting these constraints. Technical means 
for preventing a legally nonrelevant program from disturbing legally relevant func- 
tions must be provided. The programmer of the legally relevant software part as well 
as the programmer of the legally nonrelevant part should be provided with instructions 
concerning these requirements by the manufacturer. 


Examples: (1) (D In the above examples, the legally nonrelevant application controls 
the start of the legally relevant procedures in the library. Omitting a call of these pro- 
cedures would of course prohibit the legally relevant functioning of the system. There- 
fore the following provisions have been made in the example system to fulfill the cor- 
responding requirement. The digital sensors send the measurement data in encrypted 
form. The key for decryption is hidden in the library. Only the procedures in the li- 
brary know the key and are able to read, decrypt, and display measurement values. 
If the application programmer wants to read and process measurement values, he is 
forced to use the legally relevant procedures in the library which perform all the legally 
required functions as a side effect when being called. The library contains procedures 
that export the decrypted measurement values, allowing the application programmer 
to use them for his own needs after the legally relevant processing has been finished. 

(2) (D/AD The software of an electronic electricity meter reads raw measurement 
values from an analog-digital converter (ADC). For the correct calculation of the mea- 
surement values the delay between the “data ready” event from the ADC to finishing 
buffering of the measurement values is crucial. The raw values are read by an interrupt 
routine initiated by the “data ready” signal. The instrument is able to communicate via 
an interface with other electronic devices in parallel served by another interrupt routine 
(legally nonrelevant communication). Interpreting the corresponding requirement for 
such a configuration, it follows that the priority of the interrupt routine for processing 
the measurement values will be higher than the communication routine. 

The examples mentioned above are acceptable as a technical solution only for a 
normal severity level (I). If increased protection against fraud or increased confor- 
mity is necessary, software separation alone is not sufficient and additional means are 
required, or the entire software should be considered to be under legal control. 


6.4.2.2 Shared indications 


A display or printout may be employed for presenting both information from the 
legally relevant part of software and other information. The contents and layout are 
specific for the kind of instrument and area of application and have to be defined in 
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the relevant recommendations. However, if the indication is realized using a multiple- 
window user interface, the following requirement applies. 

Software which realizes the indication of measurement values and other legally rel- 
evant information is part of the legally relevant software part. The window containing 
these data must have highest priority, i.e., it must not able to be deleted by other soft- 
ware, or overlapped by windows generated by other software, or minimized, or made 
invisible, as long as the measurement is running and the presented results are needed 
for the legally relevant purpose. 


Example: (I) On the system described in the above examples the measurement val- 
ues are displayed in a separate software window. The described means guarantee that 
only the legally relevant program part can read the measurement values. On an oper- 
ating system with a multiple-window user interface an additional technical means is 
employed to meet the requirement in Section 6.4.2.2: 

The window displaying the legally relevant data is generated and controlled by pro- 
cedures in the legally relevant dynamically linkable library. During measurement these 
procedures check cyclically that the relevant window is still on top of all the other open 
windows; if not, the procedures put it on top. 

If increased protection against fraud is necessary (II), a printout as an indication 
alone may not be suitable. There should exist a subassembly with increased securing 
means able to display the measurement values. 

The use of a universal computer is not appropriate as part of a measuring system if 
increased protection against fraud is necessary (II). Additional precautions to prevent 
or minimize the risk of fraud, both in hardware and in software, should be considered 
when increased protection is necessary, such as when using a universal computer (for 
example PC, PDA, etc.). 


6.4.2.3 Storage of data, transmission via communication systems 


If measurement values are used at a place other than the place of measurement or at 
a later time than the time of measurement they possibly have to leave the measuring 
instrument (electronic device, subassembly) and be stored or transmitted in an inse- 
cure environment before they are used for legal purposes. In this case the following 
requirements apply. 


e The measurement value stored or transmitted must be accompanied by all relevant 
information necessary for future legally relevant use. 
Example: (I)/(I) A data set may include the following entries: 


* measurement value, including unit; 


* time stamp of measurement (see Section 5.2.3.7); 
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¢ place of measurement, or identification of the measuring instrument used for the 
measurement; 


* unambiguous identification of the measurement, e.g., consecutive numbers enabling 
assignment to values printed on an invoice. 


e The data must be protected by a software means to guarantee the authenticity, in- 
tegrity, and, if necessary, correctness of the information concerning the time of mea- 
surement. The software displaying or further processing the measurement values and 
accompanying data must check the time of measurement, authenticity, and integrity 
of the data, after having read them from the insecure storage or after having received 
them from an insecure transmission channel. If an irregularity is detected, the data 
must be discarded or marked unusable. 

Software modules which prepare data for storing or sending, or which check data 
after reading or receiving, belong to the legally relevant software part. 


Note: It is appropriate to require a higher severity level when considering an open 
network. 


Example: (1) The program of a sending device calculates a checksum of the data set 
(algorithm such as BCC, CRC16, CRC32, etc.) and appends it to the data set. It uses 
a secret initial value for this calculation instead of the value given in the standard. 
This initial value is employed as a key and stored as a constant in the program code. 
The receiving or reading program has also stored this initial value in its program code. 
Before using the data set, the receiving program calculates the checksum and compares 
it with the one stored in the data set. If both values match, the data set has not been 
falsified. Otherwise, the program assumes falsification and discards the data set. 


e Forahigh protection level it is necessary to apply cryptographic methods. Confiden- 
tial keys employed for this purpose must be kept secret and secured in the measuring 
instruments, electronic devices, or subassemblies involved. Means must be provided 
whereby these keys can only be input or read if a seal is broken. 


Example: (II) The storing or sending program generates an “electronic signature” by 
first calculating a hash value and then encrypting the hash value with the secret key 
of a public key system. The result is the signature. This is appended to the stored or 
transmitted data set. The receiver also calculates the hash value of the data set and 
decrypts the signature appended to the data set with the public key. The calculated 
and the decrypted values of the hash value are compared. If they are equal, the data 
set has not been falsified (integrity is proven). To prove the origin of the data set the 
receiver must know whether or not the public key really belongs to the sender, i.e., the 
sending device. Therefore the public key is displayed on the display of the measuring 
instrument and can be registered once, e.g., together with the serial number of the 
device when it is legally verified in the field. If the receiver is sure that he used the 
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correct public key for decryption of the signature, then the authenticity of the data set 
is also proven. 


e Automatic saving 

a) When, considering the application, data storage is required, and measurement 
data must be automatically stored when the measurement is concluded, i.e., when the 
final value used for a legal purpose has been generated. 

The storage device must have sufficient permanency to ensure that the data are not 
corrupted under normal storage conditions. There must be sufficient memory storage 
for any particular application. 

When the final value used for a legal purpose results from a calculation, all data 
necessary for the calculation must be automatically stored with the final value. 


Note: Cumulative measurement values such as, e.g. electrical energy or gas volume 
must be constantly updated. As the same data domain (program variable) is always 
used, the requirement concerning the storage capacity is not applicable to cumulative 
measurements. 


b) Stored data may be deleted if either 


¢ the transaction is settled, or 
¢ thes data is printed by a printing device subject to legal control. 


Note: Other general government regulations (for instance for tax purposes) may con- 
tain strict limitations for the deletion of stored measurement data. 


c) After the requirements in b) are fulfilled and when the storage is full, it is permit- 
ted to delete memorized data when both of the following conditions are met: 


¢ data is deleted in the same order as the recording order and the rules established for 
the particular application are respected; 
¢ deletion is carried out either automatically or after a special manual operation. 


Note: The use of additional access rights should be considered when implementing the 
“special manual operation” prescribed above in the second bullet. 


e Transmission delay 
The measurement must not be influenced by a transmission delay. 


e Transmission interruption 
If network services become unavailable, measurement data must not be lost. The mea- 
surement process should be stopped to avoid the loss of measurement data. 


Note: Consideration should be given to distinguish between static and dynamic mea- 
surements. 
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Example: (I/D The sending device waits until the receiver has sent a confirmation 
of the correct receipt of a data set. The sending device keeps the data set in a buffer 
until this confirmation has been received. The buffer may have a capacity for more 
than one data set, organized as a FIFO (first in—first out) queue. 


e Time stamp 

The time stamp must be read from the clock of the device. Depending on the kind 
of instrument, or area of application, setting the clock may be legally relevant and 
appropriate protection means must be taken according to the strictness level to be 
applied. 

The internal clock of a stand-alone measuring instrument tends to have a large un- 
certainty because there is no means to synchronize it with the global clock. But if the 
information concerning the time of measurement is necessary for a specific field of 
application, the reliability of the internal clock of the measuring instrument must be 
enhanced by specific means. 


Example: (II) The reliability of the internal quartz-controlled clock device of a mea- 
suring instrument is enhanced by redundancy: a timer is incremented by the clock of 
the microcontroller which is derived from another quartz crystal. When the timer value 
reaches a preset value, e.g., | s, a specific flag of the microcontroller is set and an inter- 
rupt routine of the program increments a second counter. At the end of, e.g., one day 
the software reads the quartz-controlled clock device and calculates the difference in 
the seconds counted by the software. If the difference is within predefined limits, the 
software counter is reset and the procedure repeats; but if the difference exceeds the 
limits, the software initiates an appropriate error reaction. 


6.4.2.4 Compatibility of operating systems and hardware; portability 


The manufacturer must identify the suitable hardware and software environment. Min- 
imum resources and a suitable configuration (e.g., processor, RAM, HDD, specific 
communication, version of operating system, etc.) necessary for correct functioning 
must be declared by the manufacturer and stated in the type approval certificate. 

Technical means must be provided in the legally relevant software to prevent op- 
eration if the minimal configuration requirements are not met. The system must be 
operated only in the environment specified by the manufacturer for its correct func- 
tioning. 

For example, if an invariant environment is specified for the correct functioning of 
the system, means must be provided to keep the operating environment fixed. This 
especially applies to a universal computer performing legally relevant functions. 

Fixing the hardware, operating system, or system configuration of a universal com- 
puter or even excluding the use of an off-the-shelf universal computer has to be con- 
sidered in the following cases: 
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¢ if high conformity is required (see Section 6.4.2.5 (d)); 
¢ if fixed software is required (e.g., Section 6.4.2.6 for traced software update); 


¢ if cryptographic algorithms or keys have to be implemented (see Section 6.4.2.3). 


6.4.2.5 Conformity of manufactured devices with the approved type 


The manufacturer must produce devices and the legally relevant software which con- 
forms to the approved type and the submitted documentation. There are different levels 
of conformity demands: 


(a) identity of the legally relevant functions described in the documentation (6.1) of 
each device with those of the type (the executable code may differ); 


(b) identity of parts of the legally relevant source code, and the rest of the legally 
relevant software complying with (a); 


(c) identity of the whole legally relevant source code; 


(d) identity of the whole executable code. 


The relevant recommendation must specify which degree of conformity is suitable. 
This recommendation can also define a subset of these degrees of conformity. 
Except for (d) there may be a software part with no conformity requirements if it is 
separate from the legally relevant part. 
The means for making conformity evident, as described in Sections 6.4.1.1 and 
6.4.2.1, must be provided. 


Note: (a) and (b) should be applied in the case of a normal strictness level, and (c) 
and (d) should be applied in the case of a raised strictness level. 


6.4.2.6 Maintenance and reconfiguration 


Updating the legally relevant software of a measuring instrument in the field should 
be considered as 


* a modification of the measuring instrument, when exchanging the software with 
another approved version; 


* arepair of the measuring instrument, when reinstalling the same version. 


A measuring instrument which has been modified or repaired while in service may 
require initial or subsequent verification, dependant on national regulations. 

Software which is not necessary for the correct functioning of the measuring instru- 
ment does not require verification after being updated. 

Only versions of legally relevant software that conform to the approved type are 
allowed for use (see Section 6.4.2.5). Applicability of the following requirements de- 
pends on the kind of instrument and is to set up in the relevant OIML recommendation. 
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It may differ, also depending on the kind of instrument under consideration. The fol- 
lowing options are equivalent alternatives. This issue concerns verification in the field. 


Verified update 

The software to be updated can be loaded locally, i.e., directly on the measuring device, 
or remotely via a network. Loading and installation may be two separate steps (as 
shown in Figure 6.5) or combined into one, depending on the needs of the technical 
solution. A person should be on the installation site of the measuring instrument to 
check the effectiveness of the update. After the update of the legally relevant software 
of a measuring instrument (exchange with another approved version or reinstallation) 
the measuring instrument cannot be employed for legal purposes before a verification 
of the instrument has been performed and the securing means have been renewed (if not 
otherwise stated in the relevant OIML recommendation or in the approval certificate). 


Traced update 

The software is implemented in the instrument according to the requirements for traced 
update, if it is in compliance with the relevant OIML recommendation. A traced update 
is the procedure of changing software in a verified instrument or device, after which the 
subsequent verification by a responsible person at place is not necessary. The software 
to be updated can be loaded locally, 1.e., directly on the measuring device, or remotely 
via a network. The software update is recorded in an audit trail. The procedure of 
a traced update comprises several steps: loading, integrity checking, checking of the 
origin (authentication), installation, logging, and activation. 

(a) A traced update of software must be automatic. On completion of the update 
procedure the software protection environment must be at the same level as required 
by the type approval. 

(b) The target measuring instrument (electronic device, subassembly) must have 
fixed legally relevant software which cannot be updated and which contains all of the 
checking functions necessary for fulfilling traced update requirements. 

(c) Technical means must be employed to guarantee the authenticity of the loaded 
software, i.e., that it originates from the owner of the type approval certificate. If the 
loaded software fails the authenticity check, the instrument must discard it and use the 
previous version of the software, or switch to an inoperable mode. 


Example: (ID) The authenticity check is accomplished by cryptographic means such as 
a public key system. The owner of the type approval certificate (in general the manu- 
facturer of the measuring instrument) generates an electronic signature of the software 
to be updated using the secret key in the manufactory. The public key is stored in the 
fixed software part of the measuring instrument. The signature is checked using the 
public key when loading the software into the measuring instrument. If the signature 
of the loaded software is correct, it is installed and activated; if it fails the check, the 
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Figure 6.5. Software update procedure. 
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fixed software discards it and uses the previous version of the software or switches to 
an inoperable mode. 

(d) Technical means must be employed to ensure the integrity of the loaded soft- 
ware, i.e., that it has not been inadmissibly changed before loading. This can be ac- 
complished by adding a checksum or hash code of the loaded software and verifying it 
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during the loading procedure. If the loaded software fails this test, the instrument must 
discard it and use the previous version of the software or switch to an inoperable mode. 
In this mode, the measuring functions must be prohibited. It must only be possible to 
resume the download procedure without omitting any step in the flow diagram for a 
traced update. 

(e) Appropriate technical means, e.g., an audit trail, must be employed to ensure 
that traced updates of legally relevant software are adequately traceable within the 
instrument for subsequent verification and surveillance or inspection. 

The audit trail must contain as a minimum the following information: success/ 
failure of the update procedure, software identification of the installed version, soft- 
ware identification of the previous installed version, time stamp of the event, iden- 
tification of the downloading party. An entry is generated for each update attempt 
regardless of its success. The storage device which supports the traced update must 
have sufficient capacity for ensuring the traceability of traced cpdates of legally rel- 
evant software between at least two successive verifications in the field/inspection. 
After reaching the storage limit for the audit trail, it shall be ensured by technical 
means that further downloads are impossible without breaking a seal. 


Note: This requirement enables inspection authorities responsible for the metrological 
surveillance of legally controlled instruments to back-trace traced updates of legally 
relevant software over an adequate period of time (depending on national legislation). 


(f) Depending on the needs and on the respective national legislation it may be 
required for the user or owner of the measuring instrument to give his consent for 
a download. The measuring instrument must have a subassembly/electronic device 
for the user or owner to express his consent, e.g., a button to be pressed before the 
download starts. It must be possible to enable and disable this subassembly/electronic 
device, e.g., by a switch which can be sealed, or by a parameter. If the subassembly/ 
electronic device is enabled, each download has to be initiated by the user or owner. 
If it is disabled, no activity by the user or owner is necessary to perform a download. 

(g) If the requirements in (a) through (f) cannot be fulfilled, it is still possible to 
update the legally nonrelevant software part. In this case the following requirements 
must be met: 


¢ there is a distinct separation between the legally relevant and nonrelevant software, 
as according to Section 6.4.2.1; 

¢ the whole legally relevant software part cannot be updated without breaking a seal; 

* it is stated in the type approval certificate that updating of the legally nonrelevant 


part is acceptable. 


Notes: (1) In the case of a traced update, updating is divided into two steps: “loading” 
and “installing/activating”. This implies that the software is temporarily stored after 
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loading without being activated, because it must be possible to discard the loaded 
software and revert to the old version, if the checks fail. 

(2) In the case of a verified update, the software may also be loaded and temporar- 
ily stored before installation, but, depending on the technical solution, loading and 
installation may also be accomplished in one step. 

(3) Here, only failure of the verification due to the software update is considered. 
Failure due to other reasons does not require reloading and reinstalling of the software, 
symbolized by the NO-branch. 

The relevant OIML recommendation may require the setting of certain device- 
specific parameters available to the user. In such a case, the measuring instrument 
must be fitted with a facility to automatically and nonerasably record any adjustment 
of the device-specific parameter, e.g., an audit trail. The instrument must be able to 
present the recorded data. 


Note: An event counter is not an acceptable solution. 


The traceability means and records are part of the legally relevant software and 
should be protected as such. The software employed for displaying the audit trail be- 
longs to the fixed legally relevant software. 


6.4.3 Software validation methods 
6.4.3.1 Overview of methods and their application 


Selection and sequence of the methods given below (see Table 6.5) are not strongly 
assigned and may change in the procedure of validation from time to time. 


6.4.3.2 Description of selected validation methods 


Analysis of documentation, specification, and validation of the design (AD) 
Application: This is the basic procedure which has to be applied in any case. 


Preconditions: The procedure is based on the manufacturer’s documentation of the 
measuring instrument. Depending on the demands this documentation must have an 
adequate scope. 

(1) Specification of the externally accessible functions of the instrument in a general 
form (suitable for simple instruments with no interfaces except a display, all features 
verifiable by functional testing, low risk of fraud); 

(2) Specification of software functions and interfaces (necessary for instruments 
with interfaces and for instrument functions that cannot be functionally tested and in 
case of increased risk of fraud). The description must make evident and explain all 
software functions which could have an impact on metrological features; 
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(3) Regarding interfaces, the documentation must include a complete list of com- 
mands or signals which the software is able to interpret. The effect of each command 
must be documented in detail. The way in which the instrument reacts to undocu- 
mented commands must be described; 

(4) Additional documentation of the software for complex measuring algorithms, 
cryptographic functions, or crucial timing constraints must be provided, if this is nec- 
essary for understanding and evaluating the software functions; 

(5) When it is not clear how to validate a function of a software program, the burden 
of developing a test method is placed on the manufacturer. In addition, the services of 
the programmer should be made available to the examiner for the purposes of answer- 
ing questions. 

A general precondition for examination is the completeness of the documentation 
and the clear identification of the EUT, i.e., of the software packages contributing to 
the metrological functions. 


Description: The examiner evaluates the functions and features of the measuring in- 
strument using the verbal description and graphical representations and decides whe- 
ther or not they comply with the requirements of the relevant OIML recommendation. 
Metrological requirements as well as software-functional requirements (e.g., fraud 
protection, protection of adjustment parameters, nonallowed functions, communica- 
tion with other devices, update of software, fault detection, etc.) must be considered 
and evaluated. 


Result: The procedure gives a result for all the characteristics of the measuring instru- 
ment, provided that the appropriate documentation has been submitted by the manu- 
facturer. The result should be documented in a section related to software in a software 
evaluation report included in the evaluation report format of the relevant OIML rec- 
ommendation. 


Complementary procedures: Additional procedures should be applied, if examining 
the documentation cannot provide substantiated validation results. In most cases vali- 
dating the metrological functions by functional testing is a complementary procedure. 


References: FDA, Guidance for FDA Reviewers and Industry Guidance for the Con- 
tent of Premarket Submissions for Software Contained in Medical Devices, 29 May 
1998; IEC 61508-7, 2000-3. 
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Validation by functional testing of the metrological functions (VFTM) 


Application: Correctness of algorithms for calculating the measurement value from 
raw data, for linearization of a characteristic, compensation of environmental influ- 
ences, rounding in price calculation, etc. 


Preconditions: Operating manual, functioning pattern, metrological references and 
test equipment. 


Description: Most of the approval and test methods described in the OIML recom- 
mendations are based on reference measurements under various conditions. Their ap- 
plication is not restricted to a certain technology of the instrument. Although it does not 
aim primarily at validating the software, the test result can be interpreted as a valida- 
tion of some software parts, in general even the metrologically most important ones. If 
the tests described in the relevant OIML recommendation cover all the metrologically 
relevant features of the instrument, the corresponding software parts can be regarded 
as being validated. In general, no additional software analysis or test has to be applied 
to validate the metrological features of the measuring instrument. 


Result: Correctness of algorithms is valid or invalid. Measurement values under all 
conditions are or are not within the MPE. 


Complementary procedures: The method is normally an enhancement of the prede- 
cessor one. In certain cases it may be easier or more effective to combine the method 
with examinations based on the source code or by simulating input signals e.g., for 
dynamic measurements. 


References: Various specific OIML recommendations. 


Validation by functional testing of the software functions (VFTSw) 


Application: Validation of e.g., the protection of parameters, indication of a software 
identification, software supported fault detection, configuration of the system (espe- 
cially of the software environment), etc. 


Preconditions: Operating manual, software documentation, functioning pattern, test 
equipment. 


Description: Required features described in the operating manual, instrument doc- 
umentation or software documentation are checked practically. If they are software 
controlled, they are to be regarded as validated if they function correctly without any 
further software analysis. Features addressed here are, e.g..: 


* normal operation of the instrument, if its operation is software controlled. All 
switches or keys and described combinations should be employed and the reac- 
tion of the instrument evaluated. In graphical user interfaces, all menus and other 
graphical elements should be activated and checked; 
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¢ effectiveness of parameter protection can be checked by activating the protection 
means and trying to change a parameter; 


¢ effectiveness of the protection of stored data can be checked by changing some data 
in the file and then checking whether this is detected by the program; 


* generation and indication of the software identification can be validated by practical 
checking; 

¢ if fault detection is software supported, the relevant software parts can be validated 
by provoking, implementing, or simulating a fault and checking the correct reaction 
of the instrument; 


¢ if the configuration or environment of the legally relevant software is claimed to 
be fixed, protection means can be checked by making unauthorized changes. The 
software should inhibit these changes or should cease to function. 


Result: Software controlled feature under consideration is or is not OK. 


Complementary procedures: Some features or functions of a software controlled in- 
strument cannot be practically validated as described. If the instrument has interfaces, 
it is in general not possible to detect unauthorized commands only by trying com- 
mands at random. Besides this, a sender is needed to generate these commands. For 
normal validation the level method AD, including a declaration by the manufacturer, 
can cover this requirement. For an extended examination level, a software analysis 
such as DFA or CIWT is necessary. 


References: FDA Guidance for Industry Part 11, August 2003; WELMEC Guide 2.3; 
WELMEC Guide 7.2. 


Metrological dataflow analysis (DFA) 


Application: Construction of the flow of measurement values through the data do- 
mains subject to legal control. Examination of software separation. 


Preconditions: Software documentation, source code, editor, text search program, or 
special tools. Knowledge of programming languages. 


Description: It is the aim of this method to find all parts of the software which are 
involved in the calculation of the measurement value or which may have an impact 
on it. Starting from the hardware port where measurement raw data from the sensor 
is available, the subroutine which reads them is searched. This subroutine will store 
them in a variable after possibly having done some calculations. From this variable the 
intermediate value is read by another subroutine and so forth until the completed mea- 
surement value is output to the display. All variables used as storage for intermediate 
measurement values and all subroutines transporting these values can be found in the 
source code simply by using a text editor and a text search program to find the vari- 
able or subroutine names in another source code file than the one currently open in the 
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text editor. Other data flows can be found by this method, e.g., from interfaces to the 
interpreter of received commands. Furthermore circumvention of a software interface 
can be detected. 


Result: This can be validated whether software separation is OK or not OK. 


Complementary procedures: This method is recommended if software separation is 
realized and if high conformity or strong protection against manipulation is required. 
It is an enhancement to AD through VFTSw and to CIWT. 


Reference: IEC 61131-3. 


Code inspection and walk-through (CIWT) 


Application: Any feature of the software may be validated with this method if en- 
hanced examination intensity is necessary. 


Preconditions: Source code, text editor, tools. Knowledge of programming languages. 


Description: The examiner walks through the source code assignment by assignment, 
evaluating the respective part of the code to determine whether or not the requirements 
are fulfilled and whether or not the program functions and features are in compliance 
with the documentation. The examiner may also concentrate on algorithms or func- 
tions which he has identified as complex, error-prone, insufficiently documented, etc. 
and inspect the respective part of the source code by analyzing and checking it. Prior to 
these examination steps the examiner will have identified the legally relevant software 
part, e.g., by applying metrological data flow analysis. In general, code inspection or 
walk-through is limited to this part. By combining both methods, the examination ef- 
fort is minimal compared to the application of these methods in the normal software 
production with the objective of producing failure-free programs or optimizing per- 
formance. 


Result: Implementation compatible with the software documentation and in compli- 
ance or not in compliance with the requirements. 


Complementary procedures: This is an enhanced method, additional to AD and 
DFA. Normally it is only applied in spot checks. 


Reference: IEC 61508-7:2000-3. 


Software module testing (SMT) 


Application: Only if high conformity and protection against fraud is required. This 
method is applied when functions of a program cannot be examined exclusively on 
the basis of written information. It is appropriate and economically advantageous for 
validation of dynamic measurement algorithms. 
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Preconditions: Source code, development tools (at least a compiler), functioning en- 
vironment of the software module under test, input data set and corresponding correct 
reference output data set or tools for automation. Skills in IT, knowledge of program- 
ming languages. Cooperation with the programmer of the module being tested is ad- 
visable. 


Description: The software module being tested is integrated in a test environment, 
1.e., a specific test program module which calls the module under test and provides it 
with all necessary input data. The test program receives output data from the module 
under test and compares it with the expected reference values. 


Result: Measuring algorithm or other tested functions are correct or not correct. 


Complementary procedures: This is an enhanced method, additional to VFTM or 
CIWT. It is only profitable in exceptional cases. 


Reference: IEC 61508-7:2000-3. 


6.4.3.3 Validation procedure 


A validation procedure consists of a combination of analysis methods and tests. The 
relevant OIML recommendation may specify details concerning the validation proce- 
dure, including: 


(a) which of the validation methods described in Section 6.4.3 must be carried out for 
the requirement under consideration; 


(b) how the evaluation of test results must be performed; 


(c) which result is to be included in the test report and which is to be integrated in the 
test certificate. 


In Table 6.6 two alternative levels, A and B, for validation procedures are defined. 
Level B implies an extended examination, compared to A. The choice of the A- or 
B-type validation procedures may be made in the relevant OIML recommendation — 
different or equal for each requirement, in accordance with the expected 


¢ risk of fraud; 

* area of application; 

¢ required conformity to the approved type; 

* risk of wrong measurement result due to operating errors. 


6.4.3.4 Equipment being tested 


Normally, tests are carried out on the complete measuring instrument (functional test- 
ing). If the size or configuration of the measuring instrument does not lend itself to 
testing as a whole unit, or if only a separate device (module) of the measuring instru- 
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Table 6.6. Recommendations for combinations of analysis and test methods for the various 
software requirements (acronyms defined in Table 6.5). 


Requirement 
Software identifica- 
tion 


Correctness of algo- 
rithms and functions 


Fraud protection AD + VFTSw AD+VFTSw + 

DFA/CIWT/SMT 
Support of fault AD + VFTSw 
detection 


Support of durability 
protection 

Specifying 
Separation of elec- 
tronic devices and 
sub-assemblies 


Separation of soft- AD AD 4 
ware parts 
Shared indications AD + VFTM/VFTSw 


Storage of data, 
transmission via 
communication 
systems 

The measurement 
value stored or 
transmitted must be 
accompanied by all 
relevant information 
necessary for future 
legally relevant use 
The data must be 
protected by software 
means to guarantee 
authenticity, integrity 
and, if necessary 
correctness of the 
information of the 
time of measurement 
For a high protection 
level it is necessary 
to apply crypto- 
graphic methods 


Validation procedure A | Validation procedure B | Comment 


(normal examination 
level) 
AD + VFTSw 


AD + VFTM 


(extended examination 
level) 

AD + VFTSw + 
CIWT 


AD + VFTM + 
CIWT/SMT 


Software protection 


Prevention of misuse | AD + VFTSw AD + VFTSw ee oo 


Support of hardware features 


AD + VFTSw 


AD + VFTSw 


AD + VFTSw 


AD + VFTSw 


AD + VFTSw + 
CIWT + SMT 
AD+VFTSw+CIWT+ 


AD + VFTM/VFTSw 
+ DFA/CIWT 

AD + 
CIWT/SMT 


AD + VFTSw + 
CIWT/SMT 


Select “B” if high 
conformity is re- 
quired 


Select “B” in case of 
high risk of fraud 


Select “B” if high 
reliability is required 
Select “B” if high 
reliability is required 


and separating relevant parts and specifying interfaces of parts 


Select “B” if trans- 
mission of measure- 
ment data in open 
system is foreseen 
Select “B” in case of 
high risk 


a [a 
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Table 6.6. (cont.) 


Requirement Validation procedure A | Validation procedure B | Comment 
(normal examination (extended examination 
level) level) 


AD + VFTSw AD + VFTSw + SMT 


Transmission delay AD + VFTSw AD + VFTSw + SMT | Select “B” in the 
case of high risk of 
fraud, e.g. transmis- 
sion in open systems 
Transmission inter- AD + VFTSw AD + VFTSw + SMT | Select “B” in the 
ruption case of high risk of 
fraud, e.g. transmis- 
sion in open systems 


AD + VFTSw AD + VFTSw + SMT 


Compatibility of op- AD + VFTSw AD+VFTSw+SMT 
erating systems and 
hardware, portability 


Maintenance and re-configuration 


Traced Update AD + VFTSw AD + VFTSw + Select “B” in the 
CIWT/SMT case of high risk of 
fraud 


ment is concerned, the relevant OIML recommendation may indicate that the tests, or 
certain tests, must be carried out on the electronic devices or software modules sepa- 
rately, provided that, in the case of tests with the devices in operation, these devices 
are included in a simulated setup sufficiently representative of its normal operation. 
The approval applicant is responsible for the provision of all the required equipment 
and components. 


6.5 Type approval 


6.5.1 Documentation for type approval 


For type approval the manufacturer of the measuring instrument must declare and 
document all program functions, relevant data structures, and software interfaces of 
the legally relevant software part implemented in the instrument. No hidden undocu- 
mented functions are permitted to exist. 

The commands and their effects must be completely described in the software docu- 
mentation submitted for type approval. The manufacturer must state the completeness 
of the documentation of the commands. If the commands can be entered via a user in- 
terface, they must be completely described in the software documentation submitted 
for the type approval. 
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Furthermore, the application for type approval must be accompanied by a document 
or other evidence supporting the assumption that the design and characteristics of the 
software of the measuring instrument comply with the requirements of the relevant 
OIML recommendation, in which the general requirements of this document have been 
incorporated. 


6.5.1.1 Typical documentation 


Typical documentation (for each measuring instrument, electronic device, or sub- 
assembly) basically includes: 


¢ a description of the legally relevant software and how the requirements are met: 


— list of software modules belonging to the legally relevant part, including a decla- 
ration that all legally relevant functions are included in the description; 

— description of the software interfaces of the legally relevant software part and of 
the commands and data flows via this interface, including a statement of com- 
pleteness; 

— description of the generation of the software identification; 

— depending on the validation method chosen in the relevant OIML recommenda- 
tion, the source code must be made available to the testing authority if high con- 
formity or strong protection is required by the relevant OIML recommendation; 

— list of parameters to be protected and description of the means for protection; 


* a description of the suitable system configuration and minimum required resources; 
* adescription of security means of the operating system (password, etc. if applicable); 
* a description of the (software) sealing method(s); 


* an overview of the system hardware, e.g., topology block diagram, type of com- 
puter(s), type of network, etc. Where a hardware component is deemed legally rel- 
evant or where it performs legally relevant functions, this should also be identified; 


* a description of the accuracy of the algorithms (e.g., filtering of A/D conversion 
results, price calculation, rounding algorithms, etc.); 


¢ a description of the user interface, menus, and dialogues; 

¢ the software identification and instructions for obtaining it from an instrument in 
use; 

* list of commands of each hardware interface of the measuring instrument/electronic 
device/sub-assembly including a statement of completeness; 


¢ list of durability errors detected by the software, and if necessary for understanding, 
a description of the detecting algorithms; 


* a description of data sets stored or transmitted; 
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¢ if fault detection is realized in the software, a list of faults which are detected and a 
description of the detecting algorithm; 


* the operating manual. 


6.5.2 Requirements for the approval procedure 


Test procedures in the framework of the type approval, e.g., those described in OIML 
D 11:2004, are based on well-defined test setups and test conditions and can rely on 
precise comparative measurements. “Testing” and “validating” software are differ- 
ent activities. The accuracy or correctness of software in general cannot be measured 
in a metrological sense, although there are standards which prescribe how to “mea- 
sure” software quality (e.g., ISO/IEC 14598). The procedures described here take 
into consideration both the legal metrology needs and also well-known validation and 
test methods in software engineering, but which do not have the same goals (e.g., a 
software developer who searches for errors but who also optimizes performance). As 
shown in Section 6.5.4 each software requirement needs individual adaptation of suit- 
able validation procedures. The effort for the procedure should reflect the importance 
of the requirement in terms of accuracy, reliability and protection against corruption. 

The aim is to validate the fact that the instrument to be approved complies with 
the requirements of the relevant OIML recommendation. For software-controlled in- 
struments the validation procedure comprises examinations, analysis, and tests and the 
relevant OIML recommendation are to include an appropriate selection of the methods 
described below. 

The methods described below focus on the type examination. Verifications of ev- 
ery single instrument in use in a particular field are not covered by those validation 
methods: see Section 6.5.3 (Verification) for more information. 

The methods specified for software validation are described in Section 6.4.3. Com- 
binations of these methods forming a complete validation procedure adapted to all 
requirements defined in Section 6.4.1 are specified in Section 6.4.5. 


6.5.3 Verification 


If metrological control of measuring instruments is required in a country, there must be 
a means to check in the field during operation the identity of the software, the validity 
of the adjustment, and the conformity to the approved type. 

The relevant OIML recommendation may require carrying out the verification of the 
software in one or more stages, according to the nature of the considered measuring 
instrument. 

Verification of a software must include: 


* an examination of the conformity of the software with the approved version (e.g., 
verification of the version number and checksum); 
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¢ an test whether the configuration is compatible with the declared minimum config- 
uration, if given in the approval certificate; 


* atest whether the inputs/outputs of the measuring instrument are well configured in 
the software when their assignment is a device-specific parameter; 


* atest whether the device-specific parameters (especially the adjustment parameters) 
are correct. 


6.6 Assessment of severity (risk) levels 


6.6.1 Brief review 


By now a number of various approaches to the assessment of severity (risk) levels, 
extent of test rigidity, as well as to the selection of risk classes have been formed. 
They do not principally contradict each other. 

The first approach set forth in a OIML document [181], uses only two such levels: 


¢ (I) normal level of protection against falsification, as well as a level of confirming 
the compliance, reliability, and kind of measurement; 


¢ (I) increased level of the seriousness of errors with enhanced countermeasures. 


The second approach, indicated in the WELMEC Guide [541], assigns six risk classes 
for measuring instruments: A, B, C, D, E, and F. However, at present only three classes 
are normally applied: B, C, and D (“low”, “middle” and “high’”’), and only in rare cases 
is the class E applied. Two risk classes, A and F, are left as “just in case”, “in reserve’, 
for an unexplored future time. 

The third approach, adopted in Russia, operates with three degrees of severity of 
software tests: low, middle, and high. 

Despite the difference in the terminology these approaches appear to be close to 
each other to a rather sufficient extent. Difference in understanding arises first of all, 
when answering the question: “Who has the right and duty to establish the mentioned 
levels of error seriousness, risk classes, and degrees of the severity of tests?” 

However, it should be noted that, according to information mentioned in Sec- 
tion 6.2.2, the PTB and NPL representatives [1] propose the procedure of assessing 
risks based on ISO/IEC 16085 [233] and ISO/IEC 27005 [235], using the widely rec- 
ognized approach for determining categories of risk (factors and level of risks) and 
facilities for minimizing them. The essence of these proposals is explained below. 

The algorithm of risk control related to [235], is illustrated in Figure 6.6. 

The requirements for measurement software must have information for enable 


¢ determination of the category of risk on the basis of factors of risk specific for such 
a software with acceptable risk levels; 
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Context establishment 


Risk estimation 


Risk analysis 


Risk identification 


Risk estimation 


Risk calculation 


Decision point 
for risks No 1 


i Ged No : 
Is estimation Risk acceptance 
satisfactory? 


Yes End of the first and the 
following iterations 
Decision point 
for risks No 2 
Accept risks? Se 
Yes 


Figure 6.6. Control of risks related to standard ISO/IEC 27005. 


* provision of each category of risk with characteristics which would point to mea- 
surement software; 


¢ factors of risk must be traced to unified indices of risk, namely the Indices of mea- 
surement software (IMS); 


¢ indication of each category of risk (IMS), what technical facilities must be used, 
as well as what level of activity there has to be for each process of a life cycle of 
software. 
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For categories of risk we distinguish: 


¢ factors of risk, limited by three: the complexity level of control, level of calcula- 
tion complexity, level of system integrity (undamaged state, safety and influence of 
environment). If necessary, they can be expanded to aspects specific for other fields; 


* levels of risk supposed to limit the number of risk levels for each base factor of risk 
to four). 


Characteristics for categories of risk. To determine a corresponding risk category of 
software, it is necessary to mark measurement-oriented characteristics for each factor 
of risk and for each level of risk. 

Examples of the risk factor “complexity of control’: influence of software con- 
trol functions on measurement processes; software influence on measurement results; 
amount and complexity of the software interaction with other software/hardware sub- 
systems. 

To create the procedure of risk control, the risk factors are traced to risk indices, 
i.e., to IMS. In accordance with a technical supposition the number of risk levels for 
basic IMS is limited to five (from 0 to 4). 

Recommended facilities. The development guide which the authors recommend in 
[1] must provide technical devices and requirements acceptable for the process which 
are intended to be used for the corresponding IMS levels of each of selected processes 
of the life cycle. 

A list of acceptable hardware for practical development and evaluation as well as 
for estimates of samples selected needs to be elaborated. 

Indices of measurement software are illustrated in Table 6.7. 

Technique recommended for designing is illustrated in Table 6.8. 

Essential processes of programming includes: analysis of requirements, software 
design, software application, software test, maintenance of software in a healthy state. 

When developing risk estimates, the following must be done: factors of risk and 
appropriate levels of risk, selection of a set of measurement software-oriented charac- 
teristics for each level of risk class/level, development of suggestions relative to IMS 
levels for all categories of risk, development of rules for designating technique that 
should be used for the appropriate IMS levels. 

An approach of this type is being presently being developed. Therefore, in what 
follows the approaches considered in documents [181, 541] will be examined in more 
detail. 


6.6.2 Assessment of severity (risk) levels according to 
OIML Document D 31 


This section is intended as a guide for determining a set of severity levels to be gener- 
ally applied for tests carried out on electronic measuring instruments. It is not intended 


498 Chapter 6 Validation of software used in metrology 


Table 6.7. Indices of measurement software. 


Complexity of control 


System integrity | Calculation complexity we | VA 


Very low (VL) 


i 
a an 
a 
a ae 
| CV 
a ee 
a ee 
a 
Se a 


? 


ia 


Table 6.8. Technique recommended for designing. 


VL 
L 
H 
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VL 
L 
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VL 
L 
H 

VH 

VL 
L 
H 

VH 


Levels of IMS 
0 1 


Modeling of data flow x 
Modeling control of data flow 


Technique 


Unified language of modeling 


Z-communications 


Bo 

Transfers of states | | 

Pein ——SSSC=idCC*d 
pee 


as a classification with strict limits leading to special requirements as in the case of an 
accuracy classification. 

Moreover, this guide does not restrict technical committees and subcommittees from 
providing severity levels which differ from those from the guidelines set forth in this 
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document. Different severity levels may be used in accordance with special limits 
prescribed in the relevant OIML recommendations. 

The severity level of a requirement has to be selected independently for each re- 
quirement. 

When selecting severity levels for a particular category of instruments and area 
of application (trade, direct selling to the public, health, law enforcement, etc.), the 
following aspects can be taken into account. 


(a) Risk of fraud: 


¢ the consequence and the social and impact of malfunction; 
¢ the value of the goods to be measured; 
¢ platform used (built for a particular purpose or universal computer); 


* exposure to sources of potential fraud (unattended self-service device). 


(b) Required conformity: 

* the practical possibility for the industry to comply with the prescribed level. 
(c) Required reliability: 

* environmental conditions; 


¢ the consequence and the social and impact of errors. 
(d) Interest of the defrauder: 
* simply being able to commit fraud can be a sufficient motivational factor. 


(e) The possibility of repeating or interrupting a measurement. 


Throughout the requirements section various examples for acceptable technical so- 
lutions are given which illustrate the basic level of protection against fraud, of confor- 
mity, reliability, and of the type of measurement (marked with (I)). Where suitable, 
examples with enhanced countermeasures are also presented for considering a raised 
severity level of the aspects described above (marked with (II)). 

The validation procedure and severity (risk) level are inextricably linked. A deep 
analysis of the software must be performed when a raised severity level is required, 
in order to detect software deficiencies or security weaknesses. On the other hand, 
mechanical sealing (e.g., sealing of the communication port or the module) should be 
considered when choosing the validation procedure. 
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6.6.3 Definition of risk classes according to the WELMEC Guide 7.2 


6.6.3.1 General principles 


The requirements of this guide [541] are differentiated according to (software) risk 
classes. Risks are related to software of the measuring instrument and not to any other 
risks. For convenience, the shorter term “risk class” is used. Each measuring instru- 
ment must be assigned to a risk class, because the particular software requirements to 
be applied are governed by the risk class to which the instrument belongs. 

A risk class is defined by the combination of the appropriate levels required for soft- 
ware protection, software examination, and software conformity. Three levels, low, 
middle and high, are introduced for each of these categories. 


6.6.3.2 Description of levels for protection, check, and compliance 


The following definitions are used for the corresponding levels. 


Software protection levels 

Low: No particular protection measures against intentional changes are required. 

Middle: The software is protected against intentional changes made by using easily- 
available and simple common software tools (e.g., text editors). 

High: The software is protected against intentional changes made with sophisticated 
software tools (debuggers, hard disc editors, software development tools, etc). 


Software examination levels 

Low: Standard type examination functional testing of the instrument is performed. 
No extra software testing is required. 

Middle: In addition to the low level examination, the software is examined on the 
basis of its documentation. The documentation includes the description of the software 
functions, parameter description, etc. Practical tests of the software-supported func- 
tions (spot checks) may be carried out to check the plausibility of documentation and 
the effectiveness of protection measures. 

High: In addition to the middle level examination, an in-depth test of the software 
is carried out, usually based on the source code. 


Software conformity levels 

Low: The functionality of the software implemented for each individual instrument 
is in conformity with the approved documentation. 

Middle: In addition to the conformity level “low”, depending on the technical fea- 
tures, parts of the software shall be defined as fixed at type examination, i.e., alterable 
only with NB approval. The fixed part must be identical in every individual instrument. 


Section 6.6 Assessment of severity (risk) levels 501 


High: The software implemented in the individual instruments is completely iden- 
tical to the approved one. 


6.6.3.3 Derivation of risk classes 


Out of the 27 theoretically possible level permutations, only four, or at the most five, 
are of practical interest (risk classes B, C, D, and E, possibly F). They cover all of 
the instrument classes falling under the regulation of MID. Moreover, they provide a 
sufficient window of opportunity for the case of changing risk evaluations. The classes 
are defined in Table 6.9. 


Table 6.9. Definition of risk classes. 


Risk class Software Software Degree of 
protection examination software 
conformity 
A Low Low Low 
B Middle Middle Low 
C Middle Middle Middle 
D High Middle Middle 
E High High Middle 
F High High High 


6.6.3.4 Interpretation of risk classes 


Risk class A: This is the lowest risk class. No particular measures are required against 
intentional software changes. Examination of software is part of the functional testing 
of the device. Conformity is required on the level of documentation. It is not expected 
that any instrument be classified as a risk class A instrument. However, by introducing 
this class, this possibility is kept open. 


Risk class B: In comparison to risk class A, the protection of software is required on 
the middle level. Correspondingly, the examination level is moved up to the middle 
level. The conformity remains unchanged in comparison to risk class A. 


Risk class C: In comparison to risk class B, the conformity level is raised to “middle”. 
This means that parts of the software may be declared as fixed during type examination. 
The rest of the software is required to be conform on the functional level. The levels 
of protection and examination remain unchanged in comparison to risk class B. 


Risk class D: The significant difference in comparison to risk class C is the moving 
of the protection level up to “high”. Since the examination level remains unaffected at 
“middle”, sufficiently informative documentation must be provided to show that the th 
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protection measures taken are appropriate. The conformity level remains unchanged 
in comparison to risk class C. 


Risk class E: In comparison to risk class D, the examination level is upgraded to 
“high”. The levels of protection and conformity remain unchanged. 


Risk class F: The levels with respect to all aspects (protection, examination, and con- 
formity) are set to “high”. Like risk class A, it is not expected that any instrument be 
classified as a risk F instrument. However, by introducing this class, the corresponding 
possibility is held open. 


6.6.4 Determination of severity degrees of software tests in Russia 


The COOMET Recommendation [123], in particular, establishes levels of require- 
ments for software according to three basic criteria: test severity, degree of compliance, 
and protection. This Recommendation is intended for use in organizations developing 
software for measuring instruments, carrying out tests of measuring instruments with 
the purpose to approve the type, software validation, as well as applying this software 
according its direct designation. 

The validation of software can be carried out by government centers for testing 
measuring instruments, authorized by the national agency for technical regulation and 
metrology to perform testing measuring instruments for the purpose of type approval, 
as well as bodies of the system of voluntary validation of measuring instrument soft- 
ware. 

The requirements for the software of measuring instruments, which are within the 
sphere of government metrological control and supervision activities , as well as for 
software used in other measuring instruments, do not depend on their execution or 
functional designation. For each kind of requirement the following levels of require- 
ments for software of measuring instruments have been established: low, middle and 
high. 

Selection of levels is performed by the organization which carries out the software 
validation on the basis of coordination with the customer. 

When establishing the levels of requirements, the specific technical features of mea- 
suring instruments and their destination are taken into account. Therefore, the require- 
ments for software can be varied. The levels of requirements are shown in the tables 
below and determine: 


¢ the degree of test severity (Table 6.10); 
¢ the degree of compliance with validated software (Table 6.11); 
* the level of protection (Table 6.12). 


In view of the extremely large variety of software-controlled measuring instruments, 
it is possible to speak of an accepted methodology accepted and a standard approach 
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Table 6.10. Degree of software test severity. 


Low Software functions are validated in accordance with the validation program similar 
to that of usual tests of measuring instruments with the purpose of type approval. 


Middle Software is validated on the basis of the description of software functions presented 
by a developer or user. Software influence on measurement results is evaluated. 
Software facilities of identification and protection are also evaluated. 


High In addition to the usual testing carried out to determine the correctness of functions 
carried out, the software source code is checked. The object of the source code 
tests can be, for example, the realization of an algorithm for measurement data 
processing. 


Table 6.11. Degree of software compliance of a measuring instrument with validated software. 


Low Parts of software having passed through the validation procedure have to be iden- 
tical with respect to those which have been installed and fixed at its validation. The 
parts of a software not subjected to validation can be changed 


Middle In some cases, in addition to the “low” compliance level, caused by technical par- 
ticularities, some additional parts of the software support, when used, can be des- 
ignated as “not subject to changes”. 


High In each measuring instrument there is software completely identical to the software 
installed and fixed at its validation. 


Table 6.12. Levels of software protection of measuring instruments. 


Low No special protection of software under validation against inadmissible changes is 
required. 
Middle Software and data subjected to validation are protected against inadmissible 


changes done with simple programming facilities, for example, text editors. 

High Software and data subjected to validation are protected against inadmissible 
changes using special programming facilities (debugging monitors, hard disk ed- 
itors, software support for developing software) 


to metrological validation of software used in metrology. It is also necessary to keep 
in view that software validation of measuring instruments is a creative process which 
requires sufficiently high qualifications of all participants in this kind of metrological 
activity. 
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6.7 Summary 


The subject of the book is so large in scope that it is practically impossible to cover 
it in one monograph. Therefore, the authors have selected only a number of separate 
fragments which are of current importance and relate to the field of their scientific 
interests. 

Chapter I was devoted to some new aspects regarding the development of the in- 
ternational system of measurements, which began in 1999, when National Metrology 
Institutes (NMIs) signed the international document Mutual Recognition Arrangement 
(MRA) establishing the mutual recognition of national measurement standards, cali- 
bration, and measurement certificates issued by these NMIs [173]. 

The primary attention is given to the treatment of measurement data in the process 
of key comparisons of national measurement standards. Wide use of such comparisons 
for the purpose of establishing the degree of equivalence of national measurement 
standards and of experimentally confirming the calibration and measurement capa- 
bilities of NMIs in accordance with the MRA is evidence of the current importance 
of this problem. 

In carrying out key comparisons a number of new metrology problems have arisen. 
This can be explained by the following. The establishment of the equivalence of na- 
tional measurement standards is the first step in assuring the metrological traceability 
of measurement results to a reference (quantity value, measurement standard, primary 
procedure), which today is of special importance, taking into account the expansion 
of such concepts as “measurement” and “measurand”. 

The compatibility of measurement results is the most desirable property of measure- 
ment results regarding their practical use. Two experimental measurement procedures 
serve as an objective foundation for the compatibility of measurement results. These 
procedures are the comparison of primary measurement standards and calibration of 
measuring instruments. 

The goal of any calibration is to provide the metrological traceability of measure- 
ment results to a primary measurement standard. Metrological traceability is based 
on a chain of subsequent calibrations, where each link in the chain introduces an ad- 
ditional uncertainty into the final measurement uncertainty. It should be emphasized 
that assurance of the traceability to a primary standard, in other words, the use of 
a calibrated measuring instrument in measurements, is the necessary but insufficient 
condition of the compatibility of measurement results. The application of validated 
measurement procedures is also required. The validation assumes the calculation of 
a measurement uncertainty under rated conditions in accordance with a recognized 
approach, which for today is the GUM [243]. The rated conditions correspond to the 
conditions of the intended use of measuring instruments. The comparisons of primary 
measurement standards with the goal of establishing their equivalence can be regarded 
as a final step in providing the metrological traceability of measurement results to a 
reference. 
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Some problems of evaluating measurement results when calibrating measuring in- 
struments or comparing measurement standards have been considered. Comparisons 
of measurement standards and calibration of measuring instruments are the basic ex- 
perimental procedures confirming the measurement uncertainties claimed by measure- 
ment and calibration laboratories. These procedures, accompanied by operation of 
quality management systems, supported by measurement and calibration laboratories, 
give an objective ground for the mutual recognition of measurement results obtained 
at these laboratories. 

The models used in evaluation of key comparison data were analyzed, various ap- 
proaches to expression of the degree of equivalence of measurement standards were 
discussed, including those which apply mixtures of distributions; the problem of link- 
ing regional key comparisons with CIPM key comparisons were treated in more detail. 

In comparisons of measurement standards, routine calibration procedures are used. 
Working out a calibration procedure of measuring instruments implies formulating 
a measurement model and a design of a plan for a measurement experiment. Some 
general aspects of these issues were treated in Chapter 1. 

Thus, in the Chapter 1 the problems of evaluating measurement results both in com- 
parisons of measurement standards and in the calibration of measuring instruments 
and measurement standards, using the approach of measurements uncertainty to ex- 
press the accuracy of measurements, were considered. Special emphasis was placed 
on the stage of modeling measurements in evaluating a KCRV, establishing the degree 
of equivalence of measurement standards, determining metrological characteristics of 
measuring instruments in their calibration. 

Chapter 2 is devoted to the systems of reproducing physical quantities units and 
transferring their sizes (RUTS systems). The investigations described in this chapter 
are based on the system approach and on the use of the theoretical-set mathematical 
apparatus. 

the classification of RUTS systems shows the necessity for expanding and improv- 
ing the essence of a whole series of fundamental concepts of metrology connected 
with reproducing the measurement units and transferring their sizes. 

The concepts “full RUTS system” and “particular RUTS system” were introduced, 
and the structure of a particular RUTS system was analyzed. Proceeding from the hier- 
archical structure of the RUTS system, in metrological measuring instruments three 
classes were singled out: reference, subordinate, and auxiliary metrological measuring 
instruments. Each of these classes carries a specific load, i.e., a metrological function. 

The classification of RUTS system according to the extent of centralization of the 
unit reproduction has made it possible to distinguish four types of RUTS systems: 
systems with complete, multiple, and local centralizations in the national system of 
measurements, as well as with total decentralization. 

The classification according to the method of reproducing in time has revealed two 
types of reference metrological measuring instruments (with continuous and discrete 
methods of reproduction). 


506 Chapter 6 Validation of software used in metrology 


Consideration was given to some aspects concerning the specific classification of 
RUTS systems (relative to concrete physical quantities), including the general nomen- 
clature of measurable physical quantities, the problem of physical constants for RUTS 
systems, and the issue related to the RUTS systems for dimensionless quantities (co- 
efficients). In particular, it has been shown that are about 235 physical quantities. The 
problem concerning the “technical and economic efficiency” of RUTS systems was 
also considered. 

The investigations carried out on the development of physical-metrological funda- 
mentals of constructing RUTS systems (in Section 2.2) have allowed the authors to 
arrive mainly at the following: 


* to consider the description of measurement as both the simplest metrological sys- 
tem and process of solving a measurement problem. As a system, any measurement 
contains a definite set of controllable and uncontrollable elements. As a process, 
any measurement consists of three stages of successive transformation of the for- 
mal and informal type. Here, the role of a priori information in measurements is 
clearly seen; 


* to show the general dependence of a measurement result on all its components, and 
to analyze the most considerable links among them, as well as to derive the general 
equation of measurement correctness; 


* to investigate the general structure of a RUTS systems and determine its subsys- 
tems and elements, then on the basis of presenting the generalized element of the 
RUTS system, i.e., metrological measuring instruments in the form of measures, 
measurement instrument and transducers, to determine types of links possible be- 
tween the elements (methods of transferring unit dimensions), and finally to show 
that the method of direct comparison (without any comparator) and method of in- 
direct measurements cannot serve as the methods of transferring unit dimensions; 


* to select the quality of measurements carried out in a national system of measure- 
ments (NSM) as the main criterion of the operation efficiency of all proper metro- 
logical systems (including RUTS systems), as well as to consider the main quality 
indices: accuracy, reliability, trueness, precision of measurements, and comparabil- 
ity of measurement results; 


¢ the concept “problematic situation” when ensuring the measurement uniformity 
connected with the system “a manufacturer <> a customer” was introduced; it is 
also shown that for a system of measurement uniformity assurance to be constructed 
the number of problematic situations hereby is important rather than the number of 
measurements carried out in an NSM; 


* general estimates of NSM parameters and dimensions which describe this system 
(the 10-dimensions system with a great number (~10!°) of realizations) and which 
are necessary for constructing a RUTS system are given. Since it is not possible 
to construct such a system in the general form, the main principles and methods of 
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constructing were described, according to which a general approach to the system 
can be used. Considerations of the algorithms which can be used for constructing 
the system at various stages were also given; 


* metrological requirements for the means and methods of reproducing base and de- 
rived units of physical quantities were analyzed on the basis of the reproduction 
postulates also formulated by the authors; 


* it was suggested to choose length, time, angle, mass, electric current force, tem- 
perature, and radionuclide activity as the basic quantities of the system of physi- 
cal quantities, reflecting the modern physical world view and covering all fields of 
physics. 


As an example for the theory of constructing a system of the unit reproduction in sep- 
arate fields of measurements, we chose the field of measuring parameters of ionizing 
radiation (IRPM). The advantages and disadvantages as well as the perspectives of 
realizing a system of interrelated reference metrological measuring instruments in the 
field of the IRPM, based on a choice of the radionuclide activity and radiation en- 
ergy in the capacity of base units of the system, which, in turn, rest upon fundamental 
constants and relative measurements of corresponding quantities, were analyzed in 
detail. 

Thus, the following conclusion can be made. The theory developed and its funda- 
mentals take into account the whole spectrum of problems connected with the prob- 
lems of physical quantity unit reproduction, transfer of unit dimensions and construc- 
tion of a corresponding RUTS system, as outlined above. 

Chapter 3 was devoted to the error sources which in principle cannot be eliminated 
at any level of measurement technique. The potential accuracy of measurements is a 
problem which is constantly run across by both physicists-experimentalists carrying 
out high-precision physical experiments and metrologists developing measurement 
standards of physical quantities units. However, until now, unlike other problems of 
measurements, this problem has not received proper study and analysis in the metrol- 
ogy literature. 

It is known that there is a certain type of physical knowledge about objects of the 
world surrounding us which forces us to speak of the principle limits of accuracy, with 
which we can obtain quantitative information about a majority of measurable physical 
quantities. 

The first area of such knowledge is connected with the molecular-kinetic views con- 
cerning substance structure. On the basis of the systematic approach with use of the 
set-type mathematical apparatus introduced in Chapter 2, in considering the potential 
measurement accuracy it is necessary to analyze the influence of the following com- 
ponents: g (a measurand as quality), o (an object under study as a measurand carrier), 
w (measurement conditions or totality of external influencing factors), [g] (a unit of 
a physical measurand), s (measuring instruments used to find a solution for a given 
measurement problem). 
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The estimates of physical measurand fluctuations were given using the examples 
of gas volume under a piston, the length of a metal rod, and electric voltage current 
caused by the thermal movement of charge carriers in a conductor. 

Besides the natural limitations arising due to the fluctuation phenomena connected 
with a discrete structure of observed macroscopic objects, there are limitations to mea- 
surement accuracy which are of a more fundamental character. They are connected 
with the quantum-mechanical (discrete) properties of the behavior of microworld ob- 
jects. 

Using the example of evaluating the potential accuracy of joint measurements of the 
dependence between the electric current and time, a new, earlier unknown form of the 
Heisenberg’s uncertainty relation was introduced which allows the restrictions of the 
accuracy of electric voltage measurements at a given accuracy of time measurements 
to be evaluated. 

From the point of view of studying the potential accuracy of measurements, it is 
important to emphasize that all physical systems which have been studied have the 
finite extent both in space and time and all measurands or parameters are averaged 
with respect to this space volume and time interval and obey the Heisenberg relations. 

However the same relations take place for the case of deterministic processes in 
macroscopic systems. The relation obtained in the example for an entirely determinis- 
tic process of continuous oscillations means that the degree of monochromatic ability 
of such a process is higher when the time interval of its realization and observation 
is more extended. Hence, it follows that the accuracy of determining the frequency 
of a quasi-harmonic process is inversely proportional to the time of its existence or 
observation. 

Chapter 4 concerns the algorithms of data processing for the cases when the appa- 
ratus of the theory of mathematical statistics does not work. 

It is known that for many practical problems this situation is typical when it is re- 
quired to get an estimate of an unknown quantity on the basis of a rather small number 
of measurements. The evaluation algorithms related to the classical problem of three 
or two measurements were collected, systematized, and studied. Together with this, 
some cases of a greater number of measurements were considered. 

In accordance with the classification of measurement errors, which was given in the 
chapter, errors were subdivided into six categories. 

Special attention was given to crude errors of various origins, which are called mis- 
takes, fails, noise, or signal misses. 

The classification of the methods for evaluating results of repeated measurements 
was presented, whereby all evaluation methods were subdivided into groups: proba- 
bilistic, deterministic, heuristic, and diagnostic. Consideration was also given to the 
algorithms of optimal evaluation for the groups of the methods listed. In particular, 
the probablistic approach was characterized, which includes the maximum likelihood 
method, as well as the Markovian and Bayesian estimates. 
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Algorithms realizing the deterministic approach use various optimization criteria, 
in particular, the quadratic, module, minimax, power, as well as compound, combined, 
and other kinds of criteria. 

It was shown that the principles of heuristic evaluation on the basis of definitions of 
means according to Cauchy and Kolmogorov lead to classical mean estimates for the 
case of two, three, and more measurements, such as an arithmetic, geometric, harmonic 
means, and some others. Moreover, linear, quasi-linear, and nonlinear estimates were 
also characterized. In particular, weighted arithmetic, and quadratic mean estimates, 
sample median, and some others also refer to these estimates. 

When treating the diagnostic methods for getting estimates, the use of the method 
of redundant variables for increasing the evaluation accuracy as well as application 
of algebraic invariants are described. It is shown that the use of the redundant vari- 
ables method leads to getting Markovian estimates, and using algebraic invariants it 
is possible to reject unreliable measurement values. 

The estimates with rejection of one or two measurement values by either a maximum 
or minimum discrepancy were treated in detail. A comparison of various estimates, 
which differ in evaluation algorithm character, method used for setting an algorithm 
and easiness of technical realization, was made. 

The principle of applying mean estimates for noise-immunity filtration of signals, 
the use of which leads to filters with finite memory, was described. 

Great emphasis was placed on median filters and their characteristics, including 
optimization criteria, statistical properties, and root signals of filters. Consideration 
was also given to threshold and thresholdless versions of a diagnostic filter. 

Algorithms of scalar quantity evaluation by three or two measurements were pre- 
sented in the form of two tables, in which more than 100 different estimates are re- 
flected. It should be noted that the list of these estimates can be continued, since the 
number of possible estimates is not limited, and the choice of one of them has to be 
made taking into account specific features of a particular practical measurement situ- 
ation. 

Chapter 5 illustrates the results obtained in this volume using as an example some 
magnetic recording instruments (MRI). The choice of such an unusual example is not 
accidental. 

The specific features of MRI are: 


¢ large and frequently uncertain (depending on the operator’s actions) time gap be- 
tween the moments of recording and reproducing a signal in both the mode of 
recording and mode of reproducing; 


* time scale distortions of a reproduced signal due to oscillations, drift, and the non- 
nominal character of a magnetic carrier speed in both the mode of recording and 
mode of reproducing; 


¢ the possibility of using the transposition of a tape-driving mechanism speed, thanks 
to which a spectrum of a signal recorded can be transformed. 
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As a consequence of theoretical and experimental investigations, a theoretical gen- 
eralization of works aimed at determining the metrological characteristics of precise 
magnetic recording equipment for recording analogue electric signals and used as a 
part of information measurement systems (IMS) and measurement calculation com- 
plexes was realized. 

On the basis of this generalization a number of new approaches for creation of the 
methods and means for measuring metrological characteristics of MRI were devel- 
oped. 

The results obtained provided a basis for the solution of the problem of metrological 
assurance of precise magnetic recording equipment, which is of great importance in 
connection with the wide use of MRI in IMS of various destinations. 

Within the framework of the problem solution and concrete tasks which follow from 
it, the following results were obtained. 

An algorithm of evaluating the quality of systems of metrological assurance under 
the conditions of incomplete and inaccurate data concerning their elements, connec- 
tions, and properties, was developed, making use of the fuzzy-set theory. This algo- 
rithm was illustrated in an example of the project of an MRI verification scheme. 

Taking into account the metrological status of MRI as an intermediate measuring 
transducer on the basis of an analysis of the equation for connection between the input 
and output signals of its measurement channel, a complex of its metrological char- 
acteristics which need to be normalized was shown. These characteristics include an 
error of transferring the signal over a channel, dynamic characteristics in the form of 
the transfer or pulse weight function, level of nonlinear distortions and time oscilla- 
tions of the signal delay. Moreover, the metrological model of forming the resultant 
error was also grounded. 

A new method for normalizing the dynamic characteristics of a measurement chan- 
nel was proposed which is based on the application of Markov’s parameters. The pro- 
posed method is alternative and equivalent with respect to the method based on ap- 
plying moments of the pulse weight function. In addition to this method, one more 
method was developed which can be used for constructing functional dependencies 
for jointly measured quantities under the conditions of incomplete initial data. This 
method is based on solving the problem of multicriteria optimization. 

For the first time anywhere (date of invention priority is 1973) a method for the 
experimental evaluation of the registration error of a signal in the MRI channel was 
developed, which is based on the use of the peculiar features of the test signal in the 
form of a quasi-random binary sequence of the maximum length and limited with 
respect to its spectrum according to the pass band of the channel under study. 

Correlation methods and instruments for direct and differential measurements of 
values of the pulse weight functions of the MRI channel, taking into account special 
features of the equipment verified (number of channels, width of their pass band, dif- 
ferent time sequence of recording and reproducing modes, availability of transposing 
the speed of the magnetic carrier movement and the possibility of separating a signal 
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proportional to oscillations of the time delay) were presented. An analysis of the new 
method of coherent frequencies for the experimental determination of the nonlinearity 
of phase-frequency characteristics of MRI channels was performed. 

A correlation method was developed for measuring nonlinear distortions of the sig- 
nal of the “white noise” type in the MRI channel. This method is based on determining 
the pulse weight functions of the channel on high and low levels of the test signal. The 
development of methods and instruments for measuring oscillations of the time de- 
lay of signals in the channel allows both the oscillations and time delay drift to be 
estimated. 

Various versions for the technical realization of instruments for measuring the MRI 
metrological characteristics were developed. Their novelty is confirmed by 18 author’s 
invention certificates. 

Eight types of measuring instruments, as developed by the authors, can be success- 
fully used for experimental determination of the metrological characteristics of any 
equipment of precise magnetic recording and provide its verification and certification. 

Chapter 6 is devoted to various aspects of solving the practical task of evaluating 
the accuracy of measurement results obtained using software for measurement data 
processing. Factors influencing the accuracy of a final result of measurement are dis- 
cussed. A great attention is paid to issues of the metrological validation of modern 
software-controllable measuring instruments. 

A great number of theoretical and practical publications as well as international and 
national normative documents are devoted to the solution of these problems. Among 
them are firstly Document OIML D 31 “General Requirements for Software Con- 
trolled Measuring Instruments” [181] and Document WELMEC 7.2 “Software Guide 
(Measuring Instruments Directive 2004/22/EC) [541], the basic theses of which un- 
derlie the content of this chapter. 

At the same time, particular attention was given not only to the software of mea- 
suring instruments, but also to software for the simulation modeling of measurement 
experiments and infrastructural assurance of control, measurement, and metrology lab- 
oratories and centers. 

Different approaches for the evaluation of precision parameters of software used 
in metrology, sources of uncertainty and methods of their evaluation in applying to 
the data processing software for obtaining a measurement result were the subject of 
speculation; an explanation was given to the scheme of validating the experimental 
data processing algorithms in measurements on the basis of the recommendation “Na- 
tional System of Ensuring Measurement Uniformity. Attestation of Algorithms and 
Software for Data Processing” [332], developed at the VNIIM. 

A short review of the history, the current state of the matter, and the unsolved prob- 
lems in this field in leading countries of the world was given. 
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